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Part 1 
The GPIB 
I n ter face 


This part consists of four chapters that describe how the 
i EEE- 488 (GPi B) and Ethernet interfaces areimpiemented 
within theMS462XX Vector Network Measurement System and 
how to perform basic GPi B and Ethernet communications opera¬ 
tions 

Chapter 1- briefiy describes the MS462XX GPi B programming 
interfaceand describes the communication to and fromthein- 
terface during remote-oniy (GPi B) operation of theMS462XX. 

Chapter 2 - provides a tutoriai for performing basic GPi B op¬ 
erations such as sending and receiving messages, synchronizing 
instrument operations, setting timeouts, and status checking. 

Chapter 3 - provides a tutoriai for performing basic Ethernet 
operations such as sending and receiving messages and setting 
up theMS462XX for Ethernet operations. 

Chapter 4- provides sampieprogram eiements tofamiiiarize 
the user with MS462XX programming techniques. They areaiso 
usefui as an aid in do/eioping MS462XX programs. 
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Chapter 1 

Series MS462XX GPIB 
Programming Interface 


1-1 MANUAL SCOPE 

The manual is in two volumes. Volume 1 provides IEEE 488 bus (GPIB) 
programming information and data for all models of the Series 
MS462XX Vector Network Measurement System (Figure 1-1). Volume 

11 is the Command Dictionary and provides the entire command set for 
programming all features. Consequently, not all of the codes docu¬ 
mented in this manual apply to all models within the series (MS4622A, 
MS4622B, MS4622C, MS4623A, MS4623B, M S4623C). The reader 
needs to be aware of the feature set available within the model for 
which programming is being written. Feature set information is docu¬ 
mented in the operation manual (OM). 

1-2 INTRODUCTION 

This chapter contains a brief introduction tothe MS462XX GPI B in¬ 
terface and programming environment. 

1-3 RELATED MANUALS 

All models in the MS462XX Series are covered within the same set of 
manuals. The set consists of an Operating Manual (OM), Part Number: 
10410-00203; a Maintenance Manual (MM), Part Number: 10410- 
00205; this Programming Manual; and a Command Ouick Reference 
Guide (10410-00206). 

1-4 REMOTE OPERATION 
INTERFACE 

The following paragraphs describe the MS462XX facilities for remote 
operation. 

The MS462XX fully supports the 1EEE 488.2-1992 GPI B standard. All 
MS462XX front panel functions (except Power on/off and GPIB Test) 
can decontrolled remotely using the GPI B commands listed in this 
manual and an external computer equipped with an IEEE 488GPIB 
controller. When in the GPI B operating mode, the MS462XX VNMS 
functions as both a listener and a talker. 
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REMOTE OPERATION GPIB PROGRAMMING 

INTERFACE INTERFACE 


GPIB Setup Menu The MS462XX VNMS GPIB address defaults to 6. This value may be 
changed as follows: 



Step 1. 
Step 2. 
Step 3. 
Step 4. 


Press the Utility key (left). 

Press the REMOTE INTERFACE soft key. 

Press the GPIB SETUP soft key. 

Press the IEEE 488.2 soft key and enter a new ad¬ 
dress number using the Data Entry keypad. Valid ad¬ 
dress numbers are from 0 to 30. 

NOTE 

Address zero is usually reserved for the 
server. 
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GPIB PROGRAMMING REMOTE OPERATION 

INTERFACE INTERFACE 


I nterface Connecti on 



Connect your external controller to the IEEE 488.2 GPIB interface 
connector on the rear panel (left). A pinout listing of this connector is 
contained in Figure 1-2. 


NOTE 

Do not connect your external GPIB controller to the "Dedi¬ 
cated GPIB I nterface" connector (located below the "IEEE 
488.2 GPI B I nterface" connector (left). This dedicated 
GPIB port is used by the M S462XX to control external 
GPIB devices, such as a plotter, second frequency source, 
frequency counter, or a power meter. 

The GPI B system can accommodate up to 15 devices at any one time. 
To achieve maximum performance on the bus, proper timing and volt¬ 
age level relationships must be maintained. If either the cable length 
between separate instruments or the accumulated cable length be¬ 
tween all instruments is too long, the data and control lines cannot be 
driven properly and the system may fail to perform. The following 
guidelines should be observed: 


□ No more than 15 instruments may be installed on the bus (in- 
cl udi ng the control ler). 

□ Total accumulative cable length (in meters) may not exceed two 
times the number of bus instruments or 20 meters—whichever is 
less. 


□ I ndividual cable length should not exceed 4 meters. 

□ 2/3 of the devices must be powered on. 

□ Devices should not be powered on while bus is in operation (that 
is; actively sending or receiving messages, data, etc). 

□ Minimize cable lengths to achieve maximum data transfer rates. 


Local Operation Key Press the CIr/Local key (below) to quickly restore the M S462XX to local 
- operation. Local operation will be restored unless the MS462XX is pro¬ 
grammed for local lockout. 
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REMOTE OPERATION GPIB PROGRAMMING 

INTERFACE INTERFACE 



Pinout Diagram 


PIN 

NAME 

DESCRIPTION 

1-4 

DIO 1 thru DIO 4 

Data Input/Output. Bits are FIIGFI with the data is logical 0 and LOW when the data is 
logical 1. 

5 

EOl 

End Or Identify. A low-true state indicates that the last byte of a multibyte message 
has been placed on the line. 

6 

DAV 

Data Valid. A low-true state indicates that the talker has (1) sensed that NRFD is 
LOW, (2) placed a byte of data on the bus, and (3) waited an appropriate length of 
time for the data to settle. 

7 

NRFD 

Not Ready For Data. A high-true state indicates that valid data has not yet been ac¬ 
cepted by a listener. 

8 

NDAC 

Not Data Accepted. A low-true state indicates that the current data byte has been 
accepted for internal processing by a listener. 

9 

IFC 

Interface Clear. A low-true state places all bus instruments in a known state—such 
as, unaddressed to talk, unaddressed to listen, and service request idle. 

10 

SRQ 

Service Request. A low-true state indicates that a bus instrument needs service from 
the controller. 

11 

ATN 

Attention. A low-true state enables the controller to respond to both it's own lis¬ 
ten/talk address and to appropriate interface messages — such as, device clear and 
serial poll. 

12 

Shield 

Ground Point. 

13-16 

DIO 5 thru DIO 8 

Data Input/Output Bits are high with the data is logical 0 and LOW when the data is 
logical 1. 

17 

REN 

Remote Enable. A low-true state enables bus instruments to be operated remotely, 
when addressed. 

18- 

24 

GND 

Logic ground. 


Figure 1-2. Pinout Diagram, IEEE 488.2 GPIB Connector 
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GPIB PROGRAMMING GPIB 

INTERFACE COMMUNICATIONS 


A single beep is issued as follows: 

(1) on a GPIB error, 

(2) when a user warning is issued (see Chapter 13, Operational Error 
M essages) 

(3) when a test I i mit I i ne has been exceeded, if the I i mits testi ng beep 
function has been set (see Chapter 7) 

(4) on system reset. 

(5) any time the user's attention is required, such as at the end of a 
calibration step. 

The following paragraphs present a short summary of MS462XX GPI B 
communication. Subjects covered are program messages, separator/ter¬ 
mination characters, status reporting, and GPI B error conditions and 
corresponding MS462XX responses. Refer to Chapter 8, Remote-Only 
Operation, for detailed description of these topics. 

The primary GPI B messages that effect MS462XX operation consist of 
two major groups; Bus I nterface Function messages, and I nstrument 
Specific messages. 

These are low level bus messages defined by IEEE 488.1. A discussion 
of these messages is beyond the scope of this programming manual. 

For further information, please refer to your GPI B controller documen¬ 
tation and/or to I EEE 488.1 Standards documents. Also refer to Ap¬ 
pendix A at the end of this Programming Manual for a brief primer on 
the GPI B I nterface. Table 1-1 summarizes some of the key I nterface 
Function Messages and the MS462XX response to them. 


Ta bl e 1-1. IEEE -488 I nterface F u ncti on M essages 


Interface Function 
Message 

Message Function 

Addressed 

Command 

MS462XX Response 

DCL 

Device Clear 

No 

Resets the MS462XX GPIB communication functions. 

SDC 

Selected Device 

Clear 

Yes 

Resets the MS462XX GPiB communication functions. 

GTL 

Go To Local 

Yes 

Returns the MS462XX to local (front panel) control. 

GET 

Group Execute Trig¬ 
ger 

Yes 

Executes a string of commands defined by the IEEE 488.2 
common command *DDT. A GET is also done by using the 
*TRG command (see Chapter 11, Command Dictionary). 

IFC 

Interface Clear 

No 

Stops the MS462XX GPIB from talking/listening. 

LLO 

Local Lockout 

No 

Disables the front panel CIr/Local key. 

REN 

Remote Enable 

No 

Places the MS462XX in remote when addressed to listen. 


Audi bl e I ndi cators 


1-5 GPIB COMMUNICATION 


Bus I nterface 
Function Messages 


MS462XX Specific The MS462XX specific GPI B messages (also known as commands, que- 
Messages ries, and mnemonics) are used to control MS462XX front panel func¬ 
tions. They also provide for remote only operations such as data 
transfers, status reporting and service request generation, error re- 
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GPIB 

COMMUNICATIONS 

GPIB PROGRAMMING 
INTERFACE 


porting, and instrument-to-application program timing synchroniza¬ 
tion. 

Refer to Chapter 11, "Command Dictionary"; Appendix B, MS462XX 
Quick Rd'erenceGuide; and Chapters 5-10 for information on all 
MS462XX commands. The commands are organized both alphabeti¬ 
cally and by command function groups. There are many examples 
throughout this manual to assist you in learning and using a desired 
command. 

The MS462XX supports over 2000 commands. Examples include: OMl 
(Output Marker 1), IFV (input Frequency List), TRS (Trigger Sweep), 
WFS (Wait for a Full Sweep), OFD (Output Final [display format] 
Data), and PFS (Print Full Screen), APPHAR (Flarmonic Application 
Mode. 

Also supported is a subset of the Flewlett-Packard 8753D Command 

Set to assist you in integratingthe MS462XX into existing ATE appli¬ 
cations. (See Appendix D for details.) 1 n addition, the 37XXX Com¬ 
mand Set is supported, except for non-supported measurement 
applications and fundamental hardware differences. (See Appendix D 
for details.) 

Numeric parameter entry commands must be followed by a numeric 
value. These commands can optionally accept a units or suffix termi¬ 
nator mnemonic. For example, SRT 2 GHZ (set start frequency to 2 
GHz.) 

Query commands, typically ending in a question mark (?), are used to 
inquire about the state of a particular instrument function. Many 

M S462XX setup commands have corresponding query commands 
listed in the same section as the basic setup command. An example is 
the MKl? query. It outputs the setting of Marker 1 Frequency, where 
the MKl command sets M arker 1 frequency. 

IEEE 488.2 Common commands, which always start with the asterisk 
character (*), are defi ned by the 1E E E 488.2 Standard. They are used 
to implement many standard instrument GPIB operations such as 
querying when an operation completes, status reporting, self test, and 
querying the instrument identification string. These commands are de¬ 
scribed throughout the Programming Manual in the specific funtional 
group where they are used. A consolidated listing of these commands 
can be found in Table 1-2, item 12 below and in Chapter 7. An example 
IEEE 488.2 Common command is the *idn? query (Output 1 nstru- 
ment 1D String). 
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GPIB PROGRAMMING GPIB 

INTERFACE COMMUNICATIONS 


Separator Characters Separator characters are used to delimit program message elements 

sent to or received from the M S462XX. The permitted characters: 


semicolon (;), comma (,), and space () and their usage is shown below. 

Character 

Used to separate 

J 

Multiple commands and multiple output response messages. 

9 

Multiple ASCII data elements for a single command. 

Space 

A command, its numerical entry value, and suffix mnemonic. 


Terminator The only allowed terminator character for MS462XX GPIB messages 
Character is the linefeed character (OA, decimal 10). 

GPIB Error TheMS462XX responds to G PIB errors in the following manner: 

Conditions □ issued. 

□ An error message is displayed on the screen. 

□ A bit is set in the Standard Event Status Register, and, if en¬ 
abled, an SRQ is generated. 

□ An entry is written into the non-volatile Service Log describing 
the error condition, along with time and date and, often, details 
helpful in handling the error. When full, error entries at the bot¬ 
tom of the log are removed to make room for new entries. 

□ If the error is GPI B related, the error message and the offending 
program message, if applicable, can be output over the GPI B via 
a query command. The previous error, if any, is also available via 
another query. 

The bits set in the Standard Event Status Register for GPI B errors are 
as follows: 

Bit 5 - Command Error (CME) 

I nvalid syntax, unrecognized command or command arguments, sepa- 
raters or termi nators that do not conform to correct IE E E E 488.2 for¬ 
mats. TheMS462XX will ignore the remainder of commands in that 
program message 

Bit4-Execution Error (EXE) 

This bit is set if: 

(1) A data entry parameter is out of range or not applicable. 

(2) Action is impossible. 

(3) Action is not possible in the current context or instrument state, or 
if a required option is not fitted. 

Bit 3- Device Dependent Error (DDE) 

This bit is set if a valid requested action failed due to an instrument 
specific error condition, such as attempting to access a bad floppy disk. 
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GPIB 

COMMUNICATIONS 

GPIB PROGRAMMING 
INTERFACE 


Bit 2-Query Error (QYE) 

This bit is set if the MS462XX cannot provide the requested data. For 
example, if an output is attempted when no data has been requested 
or available, or ifthe output buffer iscleared duetosending more com¬ 
mands when data from a previous request has not yet been output. 

Refer to Chapter 13, E rror messages, for a 1 isti ng of al 1 M S462XX error 
messages (including GPIB errors). 
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GPIB PROGRAMMING 
INTERFACE 


IEEE 488 DOCUMENTATION 

SUMMARY 


1~G IEEE 488.2 Table 1-2 provides answers to the "Device Dcxumentation Require- 

DOCUMENTATION ments" listed in the IEEE Standard 488.2-1992. It is also a go^ sum- 

SUMMARY mary of theGPIB operational characteristics of the MS462XX. 


Table 1-2. MS462XX IEEE 488.2 Standard Documentation Summary (1 of 3) 


Number 

Requirement Item 

Implementation in VNMS 

1 

Interface Function Subsets Implemented 

SHI, AH1, T6, L4, SRI, RL1, PP1, DC1, DTI, CO, E2. 

2 

Device behavior when the user (unit) GPIB address 
is set outside of the 0-30 range 

VNMS returns an Out-of-Range error, issues an audi¬ 
ble beep, and the entry color on front panel menu dis¬ 
play is changed to red. Entered address is not ac¬ 
cepted. 

3 

When is a user address change recognized? 

New address is accepted and entry color remains 
green. 

4 

Description of settings at power-on 

The front panel setup that was in effect prior to power 
down will be restored, except.'the MS462XX will be 
taken out of hold if it was previously set. Periodic IF Cal 
will be returned to timed operation. 

Memories saved: 

1. GPIB address 

2. Internal hardware calibration data 

3. Information reported via the *IDN? and *OPT? 
queries. 

4. Calibration coefficients 

5. Normalized trace data 

6. Stored front panel setups 

Memories Cleared: 

1. Service Request message. 

2. Standard event status register (except the Power-On 
bit is set) 

3. Extended event status register 

4. Limit pass/fail status register 

5. Enable registers for items 2 thru 4, above. 

6. GPIB input and output queues. 

7. Trigger action for *TRG and GET reset to null. 

Data Transfer: 

1. Data transfer is reset to MSB first for 
numerical array data transfers. 

2. Data transfer format is reset to default, ASCII 
mode (FMA) for numerical array transfers. 

3. Data pair format for OFD/IFD/OM1-OM6 commands 
is set to default (off) mode. (See command DPRO.) 

Menu Displayed: 

Setup Menu 
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GRIB PROGRAMMING 
INTERFACE 


Table 1-2. MS462XX IEEE 488.2 Standard Documentation Summary (2 of 3) 


Number 

Requirement Item 

Implementation in VNMS 

5 

Message exchange options 

a. Size and behavior of input buffer 

b. Queries that return more than one <RE- 
SPONSE MESSAGE UNIT> 

c. Queries that generate a response when parsed 

d. Queries that generate a response when read 

e. Commands that are coupled 

a. Default size = 3 KByte. Size increases to required 
amount, as needed, for <Arbitrary Block> transfers. 

For the <lndefinite Length Arbitrary Block> data ele¬ 
ments, the input buffer size for that element is 

64 Kbyte. Attempting to program more data than 

64 KByte will cause a loss of all data for that ele¬ 
ment. A DDE error message will be issued to indi¬ 
cate this condition. For <Definite Length Arbitrary 

Block> data elements, an attempt is made to set the 
buffer size for that element to the size indicated in 
the header. If there is insufficient system memory 
available at the time, all data for that element is lost. 

A DDE error message will be issued to indicate this 
ccndition. 

b. None 

c. All 

d. None 

e. None 

6 

Functional elements used in construction of device¬ 
specific commands. 

See command descriptions. 

7 

Buffer size limitations 

MS462XX attempts to allocate amount required; sets 

DDE error if not possible. (See 5a., above) 

8 

<PRQGRAM DATA> elements that may appear 
within an <expression> 

N/A (expressions are not used) 

9 

Response syntax for queries 

See command descriptions. 

10 

Descripticn of device-to-device message transfer 
traffic that does not follow the rules for <RESPQNSE 
MESSAGES> 

None 

11 

Size of block data responses 

Variable, See command descriptions for details. 

12 

IEEE.488.2 Common commands and queries that 
are implemented 

*CLS, *DDT, *DDT?, *ESE, *ESE?, *ESR?, *IDN?, 

*IST?, *QPC, *QPC?, *QPT?, *PRE, *PRE?, *RST, 

*SRE, *SRE?, *STB?, *TRG, *TST?, *WAI 

13 

State of VNMS following the successful completion 
of the Calibration query 

Normal State 
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IEEE 488 DOCUMENTATION 

SUMMARY 


Table 1-2. MS462XX IEEE 488.2 Standard Documentation Summary (3of 3) 


Number 

Requirement Item 

Implementation in VNMS 

14 

Maximum length of the block used to define the trig¬ 
ger macro (1.) The method of Interpreting *TRG 
within a *DDT command sequence (2.) 

1.255 characters. 

2. On execution, the MS462XX returns a command er¬ 
ror and Ignores the rest of the string. 

15 

Maximum length and complexity of macro labels; 
maximum length of block used to define a macro; 
and how recursion is handled during macro expan¬ 
sion, If macro commands are Implemented. 

N/A 

16 

Response to common query *IDN?. 

ANRITSU, <Model>, <SN>, <SW revision> 

17 

Size of the protected user data storage area, if the 
*PUD command or *PUD? query are implemented. 

N/A 

18 

Size of resource description, if the *RDT command 
or *RDT? query are implemented. 

N/A 

19 

States affected by *RST, *LRN?, *RCL, and *SAV. 

*RST = default state (see Chapter 11), 

*LRN, *RCL, *SAV not Implemented 

20 

Scope of the self test performed by *TST? command. 

Fully automated internal hardware testing/reporting. 
Failure results, if any, are written to the internal non¬ 
volatile service log for user access. 

21 

Additional status data structures used In status re¬ 
porting. 

Limits Event Status and Extended Event Status regis¬ 
ters; refer to Chapter 8 for details. 

22 

Statement describing whether each command Is 
overlapped or sequential. 

All commands are sequential. 

23 

Functional criteria that Is met when an operation 
complete message Is generated In response to that 
command. 

N/A - No overlapped commands. 

24 

Descriptions used for Infinity and not-a-number. 

N/A 
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Chapter 2 

GPIB Programming 
Basics 


2-1 INTRODUCTION 


2-2 EQUIPMENT AND 
CONFIGURATION 


This chapter contains a brief introduction toGPI B programming tech¬ 
niques and describes procedures to be used when preparing GPIB pro¬ 
grams for the MS462XX VNMS. It includes information about equip¬ 
ment requirements and configuration for GPIB control of the 
MS462XX VNMS, and many programming tips. 

Familiarity with manual (front panel) operation of the MS462XX is as¬ 
sumed. (Throughout this section, the MS462XX VNMS is referred to 
simply as "MS462XX".) A complete description of front panel operation 
is contained in the MS462XX Operation Manual (Part Number 
10410-00203). 


The programming examples contained in this chapter assume the 
equipment listed below is present and configured as described. 


Required Equipment The following equipment represents a minimum GPIB controllable 

MS462XX VNMS system: 

□ A MS462XX Vector Network Measurement System. 

□ A computer/controller that supports the IEEE 488 GPI B stan¬ 
dard. The examples in this chapter address the IBM compatible 
computers. 

□ An IEEE-488 GPI B interface (built in, or add-in peripheral card) 
with appropriate driver software. The National I nstruments 
GPI B I EEE-488.2 interface is assumed for all examples in this 
chapter. 

□ Appropriate software (any of the following): 

Microsoft QuickBASIC, version 4.0 (or later) 

M icrosoft "C", version 5.1 or later, or Quick C, version 2.5. 

Any other programming language, or application software, 
that supports the IEEE 488 GPIB interface (Pascal, Fortran, 
etc). 

□ A GPI B cable (preferably 2 meters long). 
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NOTE 

The IBM PC and National InstrumentsGPIB interface 
were chosen for demonstrating the MS462XX GPI B opera¬ 
tion in this manual. Any other GPI B controller that con¬ 
forms to the IEEE 488 standard can be used to i nterface to 
theMS462XX. 


Configuration 



Configure the MS462XX as shown in Figure 2-1. Apply power to the 
MS462XX and allow the system software to load from disk. Once the 
software has finished loading and start-up testing is complete, the 
MS462XX is ready to be remotely controlled via the GPI B. It is impor¬ 
tant to note that the MS462XX will not respond toGPIB commands 
unti I the M S462XX system software has been loaded. 

Connect a GPI B cablefrom the computer/controller to the rear panel 
IEEE 488.2 GPIB connector (left). 

Apply power to the computer/controller and load the appropriate pro¬ 
gramming language software (QuickBASIC, "C", etc). 

The default GPI B address for the MS462XX (6) is assumed for all ex¬ 
amples in this chapter. 
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2~3 GPIB PROGRAM The discussions in this chapter demonstrate basic GPIB programming 

ELEMENTS concepts that are typical elements of most GPI B application programs. 

The controller used to demonstrate these concepts is the National In¬ 
struments 488.2 GPI B I nterface which will be referred to as N1488 
throughout this chapter. 

NOTE 

Regardless of the controller used, consult its documenta¬ 
tion and software distribution disks for complete details 
and examples on setup and useof the controller's hard¬ 
ware and interface software functions. 

National Throughout this chapter references will be made to variables, con- 
instruments stants, and controller function calls declared in the NI488filethat 
GPIB Interface your application uses to I nterface to the GPIB controller. This file is 
decl .h for C and qbdecl .bas for QuickBASIC, and it must be in¬ 
cluded in your GPI B program. Consult your documentation for the 
files used for other environments. 

I ncluding and compiling the appropriate NI488 file when preparing 
your application is what al lows use of the N1488 GPIB i nterface proce¬ 
dures and function calls in your program. Also, the file named 
gpib. com must be Installed I n memory upon bootup of your com¬ 
puter. Typically, access tothis file is through your system configuration 
file (that is, config.sys for DOS based computers). 

The gpib.com is what allows your GPI B program to physically inter¬ 
face to the installed GPI B controller and to execute GPI B function 
calls during operation. 

NOTE 

Consult your controller's documentation for complete de¬ 
tails on software and hardware setup, test, and use prior to 
proceeding with the foil owing discuss! on. Knowledge of 
your controller and its operation will be assumed from this 
point forward. 

Definitions The following definitions apply for the remainder of this chapter: 

□ board =0, Active controller board number 

□ address =6, GPI B address of the instrument. 

□ Address List =addresList, list of GPI B addresses terminated 
with the NI488 constant NOADDR. For our examples the list con¬ 
sists of two elements (6, NOADDR). 
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2"4 INITIALIZING THE GPIB I nitializing is the prcxess of diraling your controller to take control of 

the bus (become Cl C — Controller I n Charge) and setting theGPI B 
softwareto initial default settings. 

NOTE 

Default initial installation configuration is assumed for 
the N1488 hardware and software. 

NI488 does this by sending an interface clear to the desired board us¬ 
ing: 

SendIFC(board) 

The board will become CACS (Active controller). N1488 software al¬ 
lows use of up to 4 controllers. The board specified by the sendiFC () 
function must be designated CIC - Controller I n Charge in its setup 
and configuration. See N1488 config utility in NI488 documentation. 

SendiFCO isalsouseful anytime you want to insurethat your GPIB 
controller has control over the bus, the GPI B software is in its default 
parameters, and GPI B of all instruments on the bus is cleared and in 
idle state. 

The following N1488 functions are also useful when initializing your 
application. 

□ To pi ace all instruments in remote state, use: 

EnableRemote(board, addressList) 

□ To dear GPIB operation of all instruments use: 

DevClearList(board, addressList) 

2~5 SHUTTING DOWN THE An important step in quitting a GPI B application is to shut down the 
GPIB SYSTEM GPI B interface. For the N1488 this is done by 

□ I nsuring that you have control over the bus. 

□ Clearing all instruments' GPI B and placing them in an idle state. 

□ Releasing the controller GPIB software and hardware. 

I mplement the above by sending: 

SendiFC(board) 
ibonl(board, 0) 
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2~6 DETECTING GPIB It is important to use error checking code throughout your application 

ERRORS program. Error checking usually does not significantly impact the 

speed of a GPIB application. This is because the GPIB bus operations 
are I/O operations whose execution time depends on a handshake pro¬ 
cess. This process is typically much slower than executing (error 
checking) code in your computer's memory. 

Full Error Detection Full error detection and handling is an invaluable debugging tool that 

should be used to its fullest during development of your application. 

Limited Handling Error detection with at least a limited amount of handling should be 

Error Detection used after each GPI B I/O operation in your final program. This will in¬ 

sure predictable operation of your application, proper system control, 
and accurate data processing. 

NI488Global The N1488 interface maintains three global variables useful indeter- 
Variables mining correct GPI B operations. These variables are updated after, 
and reflect the condition of, the last GPI B call tothe interface. The 
variables are: 

□ IBSTA 

This variable provides the latest bus activity status; that is, er¬ 
rors, completions, time outs, etc. 

□ IBERR 

This variable provides information on the type of error, if an error 
was reported in ibsta. 

□ IBCNT/IBCNTL 

The number of data bytes transferred on the bus in the last op¬ 
eration. iBCNTL is the "long integer" version of ibcnt. 

Example Error checking for the N1488 interface is as follows. After each GPI B 
call, the ibsta is checked for errors using the NI488 declared con¬ 
stant EERR - in BASIC, or err in C. If true, the gpiberr {) function is 
called to decode and display the global variables ibsta, iberr, and 
IBCNT. For example, for QuickBASIC, the following code is inserted af¬ 
ter a GPI B call: 

IF IBSTA% AND EERR THEN 

CALL gpiberr (error during GPIB operation) 

END IF 

NOTE 

The N1488 disks and documentation contai n the source 
listing of the gpiberrO function. This function should be 
copied into your code and used after each GPI B function 
call. Use the example programs provided on the N1488 dis¬ 
tribution disks. Note that gpiberrO can also be modified 
to fit a particular application's requirements. 
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2"7 SETTING GPIB Setting GPIB timeout is necessary to allow for lengthy instrument op- 

OPERATION TIME OUT erations to complete before the application program continues with its 

processing. (Refer to paragraph 2-11, Waiting for I nstrument Opera¬ 
tions to Complete.) 

Example The N1488 timeout is set using the ibtmoO interface call, as follows: 

ibtmo(instrument_handle, timeout_setting) 

Where: 

□ instrument_handle =The value returned by the ibfind ( ) or 
ibdevo Interface call for the instrument. 

□ timeout_setting = A value that disables or sets the time out 
setting. N1488 uses declared constants to represent the allowable 
time out settings, for example, theTlOOs constant is 100 seconds, 
T30ms is 30 milliseconds, TNone is 0, etc. The complete list is in 
the N1488 include file for your language (qbdecl .bas, decl.h). 

NOTE 

Consult NI488 documentation and distribution disks for 
information and an example on using ibtmo (), 
ifbind () , and ibdev ( ) . 
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2~8 SENDING COMMANDS GPIB controllers provide for sending GPIB commands in the C lan¬ 

guage to an instrument (or the controller itself if its address is used). 
The N1488 uses several commands, the most common is: 

Send (board, address, buffer, numBytes, eot_mode) 

Where 

□ board, address =see paragraph 2-3 for definitions. 

□ buffer =String of one or more instrument specific GPI B com¬ 
mands from the defined list in the instrument's GPI B documenta¬ 
tion. 

□ buffer =String of one or more instrument specific GPI B com¬ 
mands from the defined list in the instrument's GPI B documenta¬ 
tion. 

□ numBytes =The number of bytes contained in the buffer. 

□ eot_mode =The method used to signal end of transmission. This 
is typically done using ASCI I linefeed character oa hex(10deci- 
mal) and then setting EOl state (end of transmission) on the bus. 
The NI488 defines the foil owing constants for use to setup end of 
transmission methods: 

■ NLend - Linefeed with EOl 

■ DABend - EOl Only 

■ NULLend -Do nothing to mark end of transmission 

Example: Send the M S462XX at address 6, the commands "ch2 ; dsp ; mag", 

from controller number 0, using the linefeed with EOl to mark the end 
of transmission: 

Send (0, 6, "CH2 ; DSP; MAG", 11, NLend) 

MS462XX The above example uses the following commands defined in the 
Commands Used M S462XX command set: 

CH2 - sets active channel to 2, 

DSP - displays only the active channel on the 
whole screen, 

MAG - displays the active channel's data in log 
magnitude format (dB). 

NOTE 

The semicolon (;) is used to separate the different com¬ 
mands. 
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The instrument must then be given permission to start sending data 
(talk). The N1488 call to do this is: 

Receive(board, address, buffer, numBytes, 
eod_mode) 

Where: 

□ board, address =see paragraph 2-3 for definitions. 

□ buffer =The name of the memory address of the buffer where 
the received data is to be placed. Typically this is an array of type 
characters (a string). Although, for binary data transfers, the 

N1488 software wi 11 accept an array of al most any type; that is. 
integer, floating point, etc. 

□ numBytes =The maximum number of bytes to read from the in¬ 
strument. I nsure that "buffer" above is of at least this size. 

□ eod_mode =The method used to signal the controller to stop re¬ 
ceiving data. Typically the NI488 constant STOPend is used (EOl 
state - end of transmission - set with the last byte). If you want 
to stop receiving when a certain transmission terminator charac¬ 
ter is received, then use the hex value of that character instead of 
the STOPend. 

Example: Usethe NI488 controller number 0, tosend the MS462XX at address 
6, the command "ON P" using the linefeed with EOl to mark end of 
transmission: 

Send(0, 6, "ONP", 3, NLend) 

Upon receiving a data output command, the MS462XX will prepare 
the data requested and wait for the controller to put it in the talk state 
so it can put the data out on the bus. This is done by: 

numBytes = 20 

Receive(0, 6, buffer, numBytes, STOPend) 

Error Handling: The number of bytes actually sent on the bus can now be retrieved 

from the N1488 interface software by immediately storing the value of 
the iBCNT global variable in a program variable as follows: 

actualReceivedBytes = IBCNT 


RECEIVING DATA FROM I n order to receive data from an i nstrument over the GPIB, you must 

AN INSTRUMENT first instruct the instrument to output the desired data. You do this by 

using oneof the instrument's defined data output commands and the 
controller Send() function (see paragraph 2-8, "Sending commands"). 
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I f we expected an exact number of bytes to be received, we can com¬ 
pare the requested number of bytes "numBytes"with the actual re¬ 
ceived "actual ReceievedBytes" and take some corrective action if they 
do not match. You should do this before continuing to the data process- 
i ng section of the program: 

If numBytes ISNOTEQUALTO actualReceivedBytes then 
Call gpiberr ("incorrect number of bytes 
received") 

END IF 

NOTE 

Consult your programming language syntax for the opera¬ 
tor used to check in-equality, to use in pi ace of ISNOTE¬ 
QUALTO. 

MS462XX The above example uses the following commands defined in the 
Commands Used M S462XX command set: 

□ ONP - Outputs the number of data points in the current sweep. It 
will output the number represented in ASCI I format. 

Controllers use a dedicated line on theGPI B to detect if an instrument 
has requested service. An instrument sets this line when a predeter¬ 
mined set of conditions inside it have been met. These conditions are 
selected and programmed into the instrument by setting the Service 
Request Enable Register to a decimal value that corresponds to the bit 
values which, when true, will generate an SRQ. This is a binary 
weighted decimal value in the range 0- 255. 

Calculating the The decimal value of a bit in a register is equal to the number 2 raised 
Binary Weighted to a power equal to the bit number. For example, the decimal value of 

Bit Value bit 4 in the Service Request Enable Register is 2 raised to the power 4 
which is: 2'^ =16. Similarly, the decimal value of bit 0 is: 2° =1. 

Enabling Service To enable service request in the MS462XX, usethe command *sre - 
Request Service Request Enable, with the desired value. 

Example Command the M S462XX to request service; that is, generate an SRQ, 
when it has data to send, then output the number of points in the cur¬ 
rent sweep. We need to enable bit 4 (MAV), Message Available, in the 
Service Request Enable Register, so a service request will be gener¬ 
ated when the data is ready. The decimal value of bit 4 is 16 (2^ =16). 

The N1488 Send() function is used to send the M S462XX at address 6, 
the commands "*SRE 16 ; 0 NP" (12 ASCI I bytes), from controller 
number 0, using the linefeed with EOl to mark end of transmission: 

Send(0, 6, "*SRE 16,’ONP", 12, NLend) 
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NI488 
SRQ Functions 


The above exampie uses the fol lowi ng commands defi ned i n the 
M S462XX command set: 

*SRE - Sends a Status Request Enable mask. 
ONP - Outputs the number of sweep points. 


Thefollowing NI488functions are useful in handling SRQ operations. 
Consult your N1488 documentation for full details. 

□ To test for occurrence of SRQ: 

TestSRQ(board, SRQset) 

Where 

SRQset contains 1 if SRQ is set, or 0 if it is not. 

□ To wait for occurrence of SRQ and report if it was set: 

WaitSRQ(board, SRQset) 

Where 

SRQset contains 1 if SRQ was set within the time out al¬ 
lowed, or 0 if it was not. (See paragraph 2-8, Setting GPIB 
Qperation TimeQut.) 

□ Tofind out which instrument is requesting service (set srq), in¬ 
struct the controller to perform a serial poll and return the 
results as fol lows: 

FindRQS(board, addressList, statusByte) 

Where 

statusByte =The Status byte of the first requester found 
is returned in this variable. 

The index in addressList that contains the address of the 
instrument requesting service is returned in the ibcnt 
global variable. 


□ To read out the SRQ byte from an instrument: 

ReadStatusByte(board, address, statusByte) 

□ Toparallel poll,seethefollowingfunctionsintheNI488docu- 
mentation. 

PPoll0 
PPollConfig() 

PPollUnconfig() 
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2-11 WAITING FOR 
INSTRUMENT 
OPERATIONS TO 
COMPLETE 


I nstru merits often requires period of time to complete certain opera¬ 
tions such as disk I/O, measurement sweep, data preparation, etc. 
Your application program must allow the instrument time to complete 
these operations and be able to detect when operations are completed. 


The simplest mechanism for synchronizing operations over theGPI B 
involve using the *opc? -Operation Complete query and the *opc - 
Operation Complete command. 

Example 1 Command the M S462XX to perform a sweep and hold then place an 
ASCI I "1" in its output buffer (*opc?) when done. 

The N1488 Send {) function is used to send the M S462XX at address 
6, the commands, "trs; wfs; hld; *opc?", from controller number 0, 
using the linefeed with E01 to mark end of transmission. The Re¬ 
ceive () function is then used to hold the program from continuing 
processing until it receives the output of the *opc command (or times 
out): 

buffer = "TRS;WFS;HLD;*OPC?" 

Send(0, 6, buffer, 17, NLend) 

oneByte = 1 

Receive(0, 6, buffer, oneByte, STOPend) 


NOTE 

The time out must beset high enough to allow the sweep 
to complete (see "Setting time outs" in paragraph 2-8). 

Example2 Now we will modify the above example to request service when bit 4 
(MAV) in the Status Byte Register is set (*sre 16) to let the program 
know when the *opc? data is ready to be output. This overcomes the 
timeout problem but it does increase program complexity. 

buffer = "*SRE 16;TRS;WFS;HLD;*OPC?" 

Send(0, 6, buffer, 25, NLend) 

SRQset = 0 
WHILE (SRQset = 0) 

WaitSRQ(board, SRQset) 

ReadStatusByte(board, address, statusByte) 
oneByte = 1 

Receive(0, 6, buffer, oneByte, STOPend) 


NOTE 

TestSRQO can be used instead of WaitSRQ 0 to check 
for the occurrence of SRQ in the WHILE loop. This would 
allow your program to perform other tasks while waiting 
for SRQ inside the WH I LE loop. 
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MS462XX Examples 1 and 2 above used the following commands defined in the 
Commands Used M S462XX command set: 

*SRE - sends a Status Request Enable value. 

TRS - triggers a sweep 
WFS - waits one full sweep 
HLD - goes into hold mode 

*OPC? - outputs an ASCII "1" when operation is 
complete 

NOTE 

Refer to Chapter 8, Remote Only Operations for more in¬ 
formation and examples on status reporting and service 
request generation. 
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2-12 OPTIMIZING DUT This section provides some insights into optimizing DUT testing 

TESTING SPEED speed. This optimization process involves translating the available 

flexibility of Scorpion's features into the fastest results for the mea¬ 
surement plan of your DUT, which typically consists of setups, sweeps, 
data points, speed per point, and data transfer. 

NOTES 

Option 24 is required to utilize the features of Segmented 
Sweep, Data Collection, and Cal Data in internal memory. 

Additional support for this application can be obtained by 
contacting Anritsu at Navigator(ganritsu.com with a de¬ 
scription of your application, your measurement plan, your 
goals, and your contact information. 


Speed Introduction The following Excel table illustrates a typical measurement plan and 

some sample calculations to compute overall test time. You may find it 
useful to create your own table when trying to optimize for speed so 
you know how the test time is distributed. 


Table2-1. Measurement Plan with TestTimeCalculations 



Number 

of 

Sweeps 

Number 

of 

Points 

Speed 

per 

Point 

(usee) 

Time 

(msec) 

Setup 1 

4 

151 

200 

121 

Recall SI 


3000 

Data T ransfer/G P1B 


1 

Setup 2 

16 

51 

225 

184 

Recall S2 


3000 

Data T ransfer/G P1B 


1 

Setup 3 

12 

600 

300 

2160 

Recall S3 


3000 

Data T ransfer/G P1B 


5 

... 

... 

... 

... 

... 

Setup n 

i 

j 

k 

i*j*k 

Total Time (ms) 

8466 


With a measurement plan and speed evaluation, you can begin opti¬ 
mizing your test time by minimizing the number of setups in the mea¬ 
surement plan and improving the effectiveness of the corresponding 
sweeps, data points, and speed per point. The following paragraphs 
provide suggestions to help you in this optimization process. 
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Number of Setups When optimizing for speed, minimize the number of setups you imple¬ 
ment for the DUT test. Whenever possible, the setups should be resi¬ 
dent in Scorpion's memory to avoid a typical two to three second delay 
associated with a recall request. 

□ Try to combine multiple setups into a single setup to avoid save 
recalls. 

□ Use Segmented Sweep and consider triggering individual seg¬ 
ments. Create a single setup (with less than 1601 points) consist¬ 
ing of the necessary frequency segments so when combined, one 
setup can replace several setups. For added flexibility, enable and 
disable individual segments, which provide faster results than re¬ 
calling setups. 

□ I f only two setups are requi red, use Alternate Sweep to toggle be¬ 
tween the two setups in memory. 

□ Use Cal Data in internal memory to switch between up to eight 
setups with identical frequency plans (Scorpion simply swaps cal 
coefficients of the setups). This approach is very useful when 
Scorpion is coupled with test sets or switches whereby Scorpion 
can quickly recall the calibration coefficients associated with each 
setup. 

□ Use external SCSI hard drives when larger measurement plans 
need more storage space within Scorpion. Contact your Anritsu 
sales representative for ordering information. 

NOTE 

Transfer of setups and data via the GPIB occurs at the 
rate of 100 to 150 kBytes/second. 

Frequency Sweeps Once the setups are minimized, it's also important to minimize the 
number of sweeps i n each of the setups that are associated with the 
calibration in each setup. 

□ Choose calibrations to minimize sweeps (for example, 2-port cali¬ 
brations requi re 4 sweeps whereas 4-port calibrations require 
16 sweeps). 

□ Consider connections to Scorpion as part of the measurement 
plan since some connections may enable easy switching between 
4-port, 3-port, and 2-port calibrations (without recalibrating or re¬ 
calls). 

□ FlexibleCal can reduce sweeps depending on which parameters 
are required. 

□ Tune Mode can offer flexibility by updating one parameter for a 
user-defined count, which may be useful when tuning a device. 
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Measurement Data The overall test time is proportional to the number of data points, so 
Points minimizethe number of data points within each setup of the measure¬ 
ment plan. 

□ Consider whether each and every point in the measurement plan 
is required. 

□ Discrete Fill offers the flexibility to arbitrarily define the fre¬ 
quency data point distribution. By default, the data point selec¬ 
tion is equally distributed. 

□ Segmented Sweep offers additional flexibility to define IF Band¬ 
width, Averaging, and Source Power Levels for each segment in a 
frequency plan. 

Speed Per Point Minimizethe measurement time for each point in the measurement 
plan. 

□ Select the widest IF Bandwidths as possible (also in conjunction 
with Segmented Sweeps) and evaluate the trade-offs with dy¬ 
namic range and high level trace noise. 

□ I n some situations, you may want to try IFBW =30 kFIz and Av¬ 
eraging (this combination disables gain ranging and results in a 
maximum dynamic range of 80 to 85 dB). 

□ Avoid band-switch points within Scorpion of: 

■ 400 MHz 

■ 800 MHz 

■ 1600 MHz 

■ 3000 MHz 

■ 3200 M Hz in 6 GHz models 

■ 4800 M Hz in 9 GHz models 

■ 6000 MHz 

Data Transfer Once the measurement speed is opti mized for setups, sweeps, and 

points, it is equally important to optimize the automation protocol so 
Scorpion is efficiently performing measurements while efficiently 
transferring and processing the data with the PC. 

□ It is important to only trigger and process the sweeps required for 
the measurement plan (in some cases, external trigger provides 
the best results). Be aware of how Scorpion is being triggered; 
sometimes TRS is not needed if the measurement has already 
been performed. 

□ Although straightforward to implement, ASCI I data transfers are 
four times slower than binary transfers. Whenever possible, im¬ 
plement data transfers using binary formats. 
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□ Changing Channels over the GPIB is very time consuming. Try to 
output data directly wherever possible. For example, the com¬ 
mands OS11R; OS13R; OS14R; OS41R will output raw Sii, S 13 , 
Si 4 , and S 41 if they are displayed on the screen. If you have cor¬ 
rection on, such as a 4-port correction, you can output up to 16 
S-parameters independent of the channel displays. For example, 
OS11C; OS12C; OS24C; OS43C will output the corrected S 11 , 

S 12 , S 24 , and S 43 regardless of what is displayed on the screen. 

□ If calibrations need to be applied, display only a single channel 
for fastest measurements. 

□ Advanced features to consider include FI igh Speed Trigger Mode, 
Data Collection Mode, and Fast CW. 

□ If the display is not required, toggling the display on and off of¬ 
fers some speed improvements when using FI igh Speed Trigger 
mode (reference DD1/DD0). 

□ I n some applications (for example, antenna testing), you may 
want to trigger and collect all of the measurements as quickly as 
possible and afterwards transfer the data. I n this case, you will 
want to use Fast CW or Data Collection features. 

□ I n general, you may want to consider using Scorpion to collect the 
raw measurements and perform post-processing tasks (markers, 
limit line pass/fail, and even calibration corrections using drivers 
from Anritsu) on the data once in the PC. 

□ In most cases, the fastest results are obtained when minimizing 
the GPIB commands so Scorpion is focused on conducting mea¬ 
surements instead of other tasks. I n other words, select an auto¬ 
mation strategy such that Scorpion is performing measurements 
and transferring data the majority of the time and utilize the PC 
for manipulating and processing data afterwards. 

□ Both FMC and FMB output binary data, but FMC is usually a 
better choice for speed since this is a 32-bit format (where FMB is 
a 64-bit format). 

□ Selecting LSB over MSB is moreefficient so you don't have to flip 
bits before converting them. 

□ If you know the exact data size, you can consider removing the 
header using the FDH2 command. This prevents having to con¬ 
stantly, and unnecessarily, remove the header information in the 
measurement loop. 

□ When using Discrete Fill, uselFV commands for the fastest re¬ 
sults. 


NOTE 

Transfer of setups and data via the GPI B occurs at the 
rate of 100 to 150 kBytes/second. 
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WAITING FOR INSTRUMENT 
OPERATIONS TO COMPLETE 


Data Transfer The following sample code illustrates how the previous speed concepts 
Sample Code can be implemented. It is important to optimize the measurement 

loop, so carefully separate setup and restore commands to optimize for 
efficient measurement and data transfers. 

'setup section 

CHI 'selects channel 1 

MAG 'changes graph type to magnitude 

DSP single display mode 
AOF 'turn averaging off 

FMA;IFV #2321000000000,2000000000,3000000000 
'set up the discrete frequency list 

FMC;LSB 'binary 32 bit - least significant bit 

IFBW30K '30 kHz IFBW 

DDO 'data drawing off 

FDH2 'remove header (0 length header) 

*DDT #2110S31C;OS21C 'this sets the high speed 

command buffer 

TIBSB;TXX? 'high speed trigger mode — should 
return a 5 for high speed trigger mode 

'measurement loop 

*TRG 'read and process data...keep repeating 

'restore 

TIN 'normal trigger mode 

FDHO 'Use data header 

FMA 'ASCII data transfer 

DDl 'Turn data drawing back on 
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Chapter 3 

Ethernet Programming 
Interface With TCP/IP 


3-1 

INTRODUCTION 

This chapter provides description for use of the Ethernet Pro¬ 
gramming 1 nterface. 

3-2 

NETWORK 

CONNECTIONS 

The analyzer supports lOBASE-T. You can useMAU to connect to the 
AUl port connector on the rear panel (below). 



Network Address You must have an I P (internet protocol) address, subnet mask address, 
Setup default gateway IP address, and ethernet address I n order to have a 

complete network address setup. The default gateway IP is defined by 
your system administrator and the ethernet address is specified on a 
label on the rear panel. Each analyzer should have a unique 32-bit IP 
address. An example: 172.26.21.10. The following paragraphs illus¬ 
trate a complete address setup. 


IP Address Setup: To set up an I nternet Protocol (I P) address, proceed as follows: 

Step 1. Obtai n an IP address for the M S462XX from your 

network administrator. 
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NETWORK 

CONNECTIONS 


ETHERNET PROGRAMMER 
INTERFACE 



step 2. 
steps. 
Step 4. 
steps, 
steps. 


Press the Utility key (left). 

Press the RE MOTE INTER FACE soft key. 

Press the NETWORK SETUP soft key. 

Press the INSTRUMENT IP soft key. 

Enter an IP address, using the Data Entry keypad 
and X1 key. 


To set up the subnet mask, proceed as follows: 

Subnet Mask Setup 

Step 1. Press the Utility key. 

Step2. Press the RE MOTE INTERFACE soft key. 

Step 3. Press the NETWORK SETUP soft key. 

Step 4. Press the SU BN ET MAST soft key. 

Step 5. E nter a subnet mask (the format is the same as IP 

address)using the Data Entry keypad and X1 key. 

Default Gateway IP Toset upthe Default Gateway IP, proceed as follows: 

Step 1. Press the Utility key. 

Step2. Press the RE MOTE INTERFACE soft key. 

Step 3. Press the NETWORK SETUP soft key. 

Step 4. Press the DEFAULT GATEVWVY IP soft key. 

Step 5. E nter a gateway IP that is defi ned by your system 

administrator. Use the Data Entry keypad and X1 
key to make this entry. 

Ethernet Address Toset uptheethernet address, proceed as follows: 

Step 1. Press the Utility key. 

Step2. Press the RE MOTE INTERFACE softkey. 

Step 3. Press the NETWORK SETUP soft key. 

Step4. Pressthe ETHERNET ADDRESS soft key. 
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NETWORK 

CONNECTIONS 


ETHERNET PROGRAMMER 
INTERFACE 


step 5. E nter the ethernet address shown on the back panel 

label. Use the ethernet address editor to make this 
entry; press DONE when finished. 

Programming Make the network connection after powering up the analyzer. 

Interface: 

Step 1. Send GPIB mnemonic over the ethernet as follows: 

a. Connect to analyzer with TCP/I P socket port 
5000. The connection is successfully made if 
the message "100 Connection accepted" is re¬ 
ceived. 

b. Send the GPI B program message and receive 
output of the program message. 

NOTE 

A C-language program, titled "demo. c," 
for use with Steps a and b is shown in 
Figure 3-1. 

Step 2. The number of clients supported is one. 

Users have to ensurethat only oneclient-connection 
exists to ensurethat the program message will be 
processed properl y. I f more than one cl i ent exi sts, the 
request from the later connection will not be proc¬ 
essed until thefirst one is completed and discon¬ 
nected. 

Step 3. The output data has be received by the client. 

If a client hasn't done so, the loss of output data may 
occur dueto the I imitation of memory resource 
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NETWORK 

CONNECTIONS 

ETHERNET PROGRAMMER 
INTERFACE 

3-3 ETHERNET OPERATION 

The following provide details on how the M S462XX handles ethernet 
tasks. 

■ 1 nput: All program messages in GPIB format must be terminated 
with a line feed/carriage return character. The system executes 
program messages in the order received, regardless of the connec¬ 
tion status. 

■ Output: Output data is sent to a client who has sent the program 
message that has an output. The output will be discarded when 
this client is disconnected for any reason. No other client can 
claim this client's output. 

When an output transmission is blocked because the client is not 
ready to receive it, the output will dequeued up-to-160 items. If 
the output queue is full, the output will be discarded. 

It is recommended that a client should be ready to receive the 
output immediately after sending a messagethat has an output. 
Otherwise, the network buffer may be full and may increase the 
chance of output data being subsequently blocked. 

Notes On Using the 
Demo Program 

As soon as you hit the enter key, the screen will prompt you to "Please 
enter program message." At this point, you can enter a program mes¬ 
sage, such as SRT 2 0 MHz . As soon as you hit the E nter key, this pro¬ 
gram message goes to the analyzer and sets the start frequency to 

20 MHz. After this, the program ends. 

You can expand this program to send multiple program messages 
andto receiving output. For the expansion of the client program, 
please refer to any TCP/I P program reference book. 
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ETHERNET PROGRAMMER 
INTERFACE 


/* 

* demo.o 

★ 


Program to send GPIB program messages and receive output from a network 
connected instrument. The program language is ANSI C. 

Platform: UNIX Sun workstation. 

Usage: demo <hostname> <port numt>er> 

Note: client: program name 

hostname: the IP address of the analyzer, 

port numher: 5000 (mandatory) 


*/ 


Copyright Anritsu 


#include 
#include 
#Include 
#include 
#include 
#include 
#include 
#1nclude 
#include 


<stdio.h> 

<tima.h> 

<string . li> 
<stdlih.h> 
<sys/types.h> 
<errno.h> 
<sys/socket.h> 
<netinet/in.h> 
<netdb.h> 


Compa ny, 


1998 . 


#define BUF_SIZE 1000 


int opensocket(); 


/******* 

int main 
t 

char 

static 

static 

static 

long 

int 

int 


(int argc, char *argv[]) 
portNuinher [ 5 ] = "5000"; 

int instrument; /* socket discriptox */ 
char pms_buffer[BUF_SIZE] ; 

char output_buffor[BUF_SIZE]; 

rc = 1 ; 
to_send; 

send_buf f s i ze = BUF_SIZE, receive_buffsi.ze = BUF_SIZE; 


/* check command line input count */ 
if (a rgc < 2) 

{ 

printf("Usage: %s <hostname>\n", argv[0j); 
exit(1); 

} 


/* open instrument socket connection */ 

if ((instrument = opensocket(argv[1], portNumber)) == -1) 

printf<"Instrument socket can't be opened\n"); 
exit C 13 ; 

} 

print!("Please enter program message:"); 
gets(pms_buffer); 

s treat (pm.s_buf f er, "\r\n"); /* required for a complete program message */ 


Figure3-1. EthernS Setup Program (1 of 3) 
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if ((rc = send (instrument, pms_buffor, strlen (piris_buf fer), 0)) < 0) 

{ 

printf ("Error on send program message!\n''); 
exit(1) ; 

) 

else 

( 

while (rc > 0) 

1 

if ((rc = recv(instrument, output_buffer, sizeof(receive_buffsize), 0)) 

<0) 

{ 

printf (">Receive error code = %x\n'', errno) ; 

1 

else printf("Received;is", outpuL_buffGr); 

1 

close(instrument); 
return 0; 

1 

/***************+****************♦♦***********************************/ 

int. opensocket(char* hostname, char* portNumber) 

[ 

struct hostent *hostPtr; 

struct sockaddr_in peeraddr_in; 

char SYnc_chars[80]; 

int size = 256; 

unsigned long addr = 0; 

int i, j, port; 

int rc; 

int s; 

memset(&peeraddr_in, 0, sizeof(struct sockaddr)); 

peeraddr_in.sin_addr.s_addr = 0; 

/* convert IP address to unsigned long */ 
for (1=0; i < 4; 1+-) 

{ 

addr = 0; 

for (j -0; *hostname != s& *hostname != '\0'; j H—) 

{ 

addr *= 10; 

addr+= (*hostname +-) - ('0' - 0); 

] 

addr <<= (24 - i * 8); 
hostname++; 

peeraddr_in.sin_addr.s_addr |= addr; 


peeraddr_in.sin_family - AF_INET; 
s- socket(AF_INET, SOCK_STREAM, 0); 


Figure3-1. Ethernet Sdup Program (2 of 3) 
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ETHERNET PROGRAMMER ETHERNET SETUP 

INTERFACE DEMO PROGRAM 


peeraddr__in. sin_family “ AF_INET; 
port = atoi(portNumber); 
pGeraddr_in.sin_port ^ htons(port); 

/* Try to connect to the remote server at the address in peeraddr_in. */ 
rc = connect(s, firpeeraddr_in, sizeof(struct sockaddr_in)); 
if (rc == -1) 

{ 

close(s); 

pcrror("CONNECT error"); 

printf("Unable to connect to '%s' ; %s\n'', hostname, "Connection fail\n"); 

return -1; 

J 

/* receive a confirmation on connection from server */ 
if ((rc = recv(s, sync_chars, 80)) <= 0) 

{ 

printf("Connection error\n"); 
closc(s); 
retun -1; 

] 

else if (strncmp(sync_chars, "100")) != 0) 

{ 

close(s); 
s = -1; 

] 

prlntf("%s\n", sync_chars); 
return s; 


Figure3-1. Ethernd: Sdup Program (3 of 3) 
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Chapter 4 

Series MS462XX 

Programming Examples 

4-1 INTRODUCTION 

This chapter contains exampie programs tofamiiiarizethe user with 
MS462XX programming. Famiiiarity with manuai (front panei) opera¬ 
tion of the MS462XX is assumed. (Throughout this section, the 

M S462XX VN M S is referred to simpiy as "M S462XX".) A compiete de¬ 
scription of front panei operation is contained in the MS462XX Vector 
Network Measurement System Operation Manuai. 

Aiso, it is assumed that you have read Chapters 1, 2, and 3 and arefa- 
miiiar with the information they contain. This information describes 
the various syntax and functions used in the exampie sequences pre¬ 
sented throughout the chapter. This inciudes: Send, Receive, i BCNT, 
i BERR, iSNOTEQUALTO, and others. 

4^2 MS462XX 

PROGRAMMING 

EXAMPLES 

The main sequences for five exampie MS462XX programs are iisted 
and expiained in thefoiiowing pages, i n theseexampies, the Ni488 
function caiis are abbreviated; refer to Chapter 2 and the Ni 488 docu¬ 
mentation for fuii detaiis. Refer to the MS462XX Command Function 
groups and theCommand iistings in this manuai for compiete detaiis 
on MS462XX command operations. 

NOTE 

The functions and procedures cai ied from the exampie se¬ 
quences in paragraphs 4-3 through 4-7 are provided at the 
end of this chapter in paragraphs 4-8 through 4-10. 

The intent of these exampie program sequences is to provide aigo- 
rithmsusefui when programming various features of the MS462XX. 
You are encouraged to study these aigorithms, copy them into your 
programming environment, and taiior them for your ianguage and ap- 
piication. 
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EXAMPLE 1 GPIB PROGRAMMING 

BASIC OPERATIONS EXAMPLES 


4^3 EXAMPLE 1: This example sequence lists and explains some common MS462XX op- 

BASIC OPERATIONS erat i ons. 

■ Setup display and sweep frequencies 

Send (0,6,"CH2;DSP;MPH;SRT 40 MHZ;STP 2 GHZ",NLend) 

■ Setup markers 

Send (0,6,"MK1 40 MHZ;MK2 2 GHZ",NLend) 

■ Read and store current instrument setup 

□ Request instrument setup string 

Send (0, 6,''OFP",NLend) 

□ Read instrument setup string 

Receive(instrSetup, MAXSIZE, STOPend) 

□ Get number of bytes transferredS 

sizelnstrSetup = IBCNT 


NOTE 

Program variables instrSetup and sizel nstrSetup will 
be used later with the IFP command to input the 
saved setup string. 

■ Read sweep frequencies 

□ Trigger and wait for full sweep then hold 

Send (0,6,"TRS;WFS;HLD",NLend) 

□ Wait for operations to complete (See "Wait for I nstrO" example, 
page 4-12.) 

WaitForInstr() 

□ Request sweep frequencies (OFV): 

Use floating point (64 bit) binary format (FMB), Least Signifi¬ 
cant Byte first ordering (LSB for I BM/compatible PCs only). 

Send (0, 6,''LSB;FMB;OFV",NLend) 

□ Get number of bytes to read: 

See Chapter 7, "Data Transfer" section for details on <Arbi- 
trary Block>data transfers and structure of the header used to 
precede and give number of bytes in data block. (See "Get- 
NumBytes()"example, page4-13.) 

numBytes = GetNumBytes(address, headerstring) 

□ Read frequencies 

freqArray is a floating point double precision array of up to 
1601 elements. 

Receive(freqArray, numBytes, STOPend) 
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GPIB PROGRAMMING EXAMPLE 1 

EXAMPLES BASIC OPERATIONS 


□ Check for complete transfer 

if (numBytes ISNOTEQDALTO IBCNT then 

gpiberr("Could not read freq list correctly") 

■ Reset instrument 

□ Send reset command 

Send (0,6,"*RST",NLend) 

□ Wait for operations to complete (page 4-12) 

WaitForInstr() 

■ Download and restore a previously saved setup 

□ Command instrument to receive a setup string. Use "NUL- 
Lend" (see Chapter 2, paragraph 2-9.) 

Send (0,6, "IFF ", NLend) 


NOTE 

The space after the IFP command is needed to sepa¬ 
rate it from the setup string, which follows. 

□ Send the setup string. Use "NLend" (see Chapter 2, paragraph 
2-9.) 

Send (0,6, (instrSetup, sizelnstrSetup),NLend) 

□ Check if all data was sent correctly 

if {sizelnstrSetup ISNOTEQUALTO IBCNT then 
gpiberr("Error sending setup string") 

■ Select instrument Marker 1 active 

Send (0, 6, "MRl",NLend) 

■ Read measurement trace 

□ Trigger and wait for full sweep then hold 

Send (0,6,"TRS;WFS;HLD",NLend) 

□ Wait for operations to complete (page 4-12) 

WaitForInstr() 

□ Request trace data: 

in final trace graph type values (OFD), in floating point (32 
bit) binary format (FMC). Use Least significant Byte first or¬ 
dering (LSB, for I BM/compatible PCs only) 

Send (0, 6, "LSB; FMC; OFD",NLend) 
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EXAMPLE 2 

12 TERM CALIBRATION 


GPIB PROGRAMMING 
EXAMPLES 


□ Get number of bytes to read (page 4-13) 

numBytes = GetNumBytes 

□ Read out the trace data values. 

Receive(traceData, numBytes, STOPend) 

□ Check if all data was transferred 

if {numBytes ISNOTEQUALTO IBCNT then 
gpiberr("Could not receive data.") 

□ Calculate number of sweep points in data string 

POINTSIZE is 8 bytes for data transfers using the FMB for¬ 
mat and 4 bytes if using the FMC format. See Chapter 8, "For¬ 
matting Commands." 

numFreqs = numBytes / POINTSIZE 

■ Put instrument(s) in local to allow use of front panel 

EnableLocal(board, addressList) 


4-4 EXAMPLE2: This example sequence lists and explains MS462XX commands used 

12 TERM CALIBRATION for automated 12 Term Calibration. 

■ Display instructions to operator on computer screen 

PRINT "Install 33KFKF Phase Equal Insertable on 
Port 1" 

PRINT "Install 3670K502 Thru Line female side to 
Port 2 " 

PRINT "so the new Port 2 is the male end of the 
thru" 

PRINT "Shape the end of the thru so it is near 
Port 1" 

PRINT "(Press a key when ready)" 

■ Set up calibration parameters 

Send (0,6, "SCM;LTC;C12;ISN",NLend) 

■ Set up calibration frequencies 

Send (0, 6, "DFC; FRS 100 MHZ;FRI 100 MHZ;FRP 21;FIL;DFD",NLend) 

■ Set up connectors and loads 

Send (0,6, "PIC; CFK; P2C; CMK; BBL", NLend) 

■ Begin calibration data collection 

Send (0,6,"BEG",NLend) 

■ Wait for operations to complete (page 4-12) 

WaitForInstr() 
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GPIB PROGRAMMING 
EXAMPLES 


■ I nstruct operator via the controller screen... 

To connect ISOLATION DEVICES between Ports 1 and 2 and 
wait for him; then measure devices. (SeeTakeCalDataO, pg 4-14). 

PRINT "Connect ISOLATION DEVICES between 
Ports 1 and 2 " 

PRINT "Press ENTER when ready" 

TakeCalData{) 

■ I nstruct operator via the controller screen.... 

To connect BROADBAND LOADS between Ports 1 and 2 and 
wait for him; then measure devices. 

PRINT "Connect BROADBAND LOADS between 
Ports 1 and 2." 

PRINT "Press a key when ready" 

TakeCalData{) 

■ I nstruct operator via the controller screen.... 

To connect OPEN to Port 1 and SHORT to Port 2 and wait for 
hi m; then measure devices. 

PRINT "Connect OPEN to Port 1 and SHORT 
to Port 2" 

PRINT "Press a key when ready" 

TakeCalData() 

■ I nstruct operator via the controller screen.... 

Toconnect SHORT to Port 1 and OPEN to Port 2 and wait for 
hi m; then measure devices. 

PRINT "Connect SHORT to Port 1 and OPEN 
to Port 2 

PRINT "Press a key when ready" 

TakeCalData() 

■ I nstruct operator via the controller screen.... 

Toconnect Port 1 and Port 2 with the reminder to NOT INSTALL 
ADDITIONAL THRU LI NES/ADAPTERS BETWEEN PORTS, 
and wait for him; then measure devices. 

PRINT "Connect Port 1 and Port 2 but 
DO NOT INSTALL ADDITIONAL THRU 
LINES/ADAPTERS BETWEEN PORTS 
PRINT "Press a key when ready" 

TakeCalData{) 
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EXAMPLE 3 

CALIBRATION DATA TRANSFER 


GPIB PROGRAMMING 
EXAMPLES 


4-5 EXAMPLE 3: This example sequence lists and explains MS462XX commands for 

CALIBRATION DATA transferri ng cal I bration error terms/coefficients. 

TRANSFER 

■ Setup a Frequency Response Transmission Calibration. 

□ Set up calibration parameters 

Send (0,6,"SCM;LTC;CFT",NLend) 

□ Set up calibration frequencies 

Send (0,6,"DFC;FRS 100 MHZ;FRI 100 MHZ;FRP 21;FIL;DFD",NLend) 

□ Begin calibration data collection 

Send (0, 6, "BEG", NLend) 

■ Wait for operations to complete (page 4-12) 

WaitForInstr() 

■ I nstruct operator via the controller screen... 

To connect THRU LINE between Ports 1 and 2 and wait for him. 

PRINT "Connect THRU LINE between 
Ports 1 and 2" 

PRINT "Press ENTER when ready" 

□ Measurethruline (page 4-12). 

TakeCalData() 

□ Read Calibration Coefficient Data from instrument and store 
the 488.2 data transfer header which is useful for sending the 
same size data array back tothe MS462XX later. Also calculate 
and store the number of frequency points read in. 

□ Request the error term/coefficient array (OCl) in 64 bit Float¬ 
ing Point format (FMB), Least Significant Byte order (LSB, for 
PCs only). See Chapter 8, "Formatting Commands"for the er¬ 
ror terms returned by the OCx series commands. 

Send (0,6,"LSB;FMB;OCl",NLend) 

□ Get number of bytes contained in the data string and store the 
header read from the M S462XX i nto cal H eader (stri ng of char¬ 
acters). See GetNumBytesO, page 4-13. 

numBytes = GetNumBytes(address, calHeader) 

□ Read calibration data values 

cal Data is an 82 element double precision floating point array. 

Receive(calData, numBytes, STOPend) 


4-8 


MS462XXPM 






EXAMPLE 3 
CALIBRATION DATA TRANSFER 


GPIB PROGRAMMING 
EXAMPLES 


□ Check if all data was transferred 

if (numBytes ISNOTEQDALTO IBCNT) then 
gpiberr("Could not receive data.") 

□ Store number of calibration data bytes transferred 

calDataSize = IBCNT 

□ Calculate number of frequency points in the data trace if de¬ 
sired. POINTSIZE is 8 bytes for data transfer using the FMB 
format. See Chapter 8, "Formatting Commands."The division 
by two is because each data point represents a complex data 
pair (real, imaginary). 

numFreqs = (CalDataSize / 2) / POINTSIZE 

■ Send Calibration Coefficient Data to instrument 

□ Simulate a Transmission Calibration 

Command the MS462XX to apply transmission calibration co¬ 
efficients to data (AFT), then input the calibration coefficient 
array for transmission error term (ICl), in 64 bit Floating 
Point format (FMB), Least Significant Byte order (LSB, for use 
with PCs only). Use "NULLend" (see Chapter 2, paragraph 
2-9.) 

Send (0,6,"AFT;LSB;FMB;ICT",NLend) 


NOTE 

Note the space after the ICl command; it is needed to 
separate it from the calibration coefficient data array, 
which follows. 

□ Send cal coefficient #1 data transfer header (same one that was 
received from the OCl transfer). Use "NULLend" (seeChapter 
2, paragraph 2-9.) 

calHeaderSize = LENGTHOFSTRING(calHeader) 

Send (0,6, (calHeader, calHeaderSize, NULLend),NLend) 

NOTE 

Consult your compiler documentation for a function 
that returns length of a string. 

□ Check for proper transfer 

if (CalHeaderSize ISNOTEQDALTO IBCNT) then 
gpiberr("Data not sent properly") 

□ Send cal coefficient #1 data. Use "NLend" (seeChapter 2, para¬ 
graph 2-9.) 

Send (0,6, (calData, calDataSize),NLend) 
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EXAMPLE 4 

ASCII STRING TRANSFER 


GPIB PROGRAMMING 
EXAMPLES 


□ Check for proper transfer 

if {calDataSize ISNOTEQUALTO IBCNTl then 
gpiberr("Data not sent properly") 

□ Wait for operation to complete (page 4-12) 

WaitForInstr() 

□ Turn on/apply error correction 

Send "CON" 

4-6 EXAMPLE4: This is an example sequence showing data string input to the 

ASCII STRING M S462XX. The stri ng sent below is used to set hardcopy data output 

TRANSFER labels. 

The MS462XX requires the double quote characters (" ") to delimit 
ASCI I strings being sent to it. That is, to send a string called mystring 
you would actually send "mystring". This presents a problem since 
programming languages also delimit a character string with double 
quotes. I n order to send the M S462XX a quote ( " ) as a regular charac¬ 
ter, you must precede it with the backslash (\) character in the C lan¬ 
guage and with a quote character (") in BASIC. 

NOTE 

A MS462XX ASCI I string may also be delimited us¬ 
ing a single quote character (') at the beginning and 
end of the string. I n which case, the backslash (\) for 
C and the double quote (") in BASIC are not required. 

■ Define DUT Model in the data label. 

The following command sequence needs to be sent to the 
MS462XX: 

LMS "4_8_filter'' 

□ If using C use this syntax 

Send {0,6,"LMS \"4_8_filter\"",NLend) 

□ If using BASIC use this syntax 

Send (0,6,"LMS ""4_8_fliter""",NLend) 

□ H ere the same command sequence can be sent with the single 
quotes ('') without the need for additional character as above. 

Send (0,6,"LMS '4_8_fliterNLend) 

■ If shutting down theGPIB immediately after this series of com¬ 
mands, then you must also make the controller wait for the 

M S462XX to completely receive this data before shut down. 

WaltForInstr() 
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EXAMPLE 5 
DISK OPERATIONS 


GPIB PROGRAMMING 
EXAMPLES 


4-7 EXAMPLE5: This example sequence lists and explains MS462XX commands for 

DISK OPERATIONS M S462XX Internal disk operations. 

■ Sweep, and store channel 1 trace data to memory 

Send (0,6,"CHI;Sll;CH3;S21;WFS;CHI;STD",NLend) 

■ Store trace memory data to hard di sk 

The following command sequence needs to be sent to the 
MS462XX: 

Send (0,6,"SAVE 'C:\CH1_S21.NRMNLend) 

■ Wait for operations to complete (page 4-12) 

WaitForInstr() 

■ Output channels 1 Tabular Data to instrument floppy disk 

Send (0,6,"SAVE 'A:\CH1_S21.DAT'",NLend) 

■ Wait for operations to complete 

WaitForInstr() 

■ Save Front Panel and Calibration setup to hard disk 

Send (0,6,"SAVE 'C:\SETDP1.CALNLend) 

■ Wait for operations to complete 

WaitForInstr() 

■ Reset system to default state 

Send (0,6,"*RST",NLend) 

■ Recal Front Panel and Calibration setup from hard disk 

Send (0,6,"RECALL 'C:\SETDP1.CALNLend) 

■ Wait for operations to complete 

WaitForInstr() 

■ Recall channel trace/noramlization data from hard disk toCFI3 

Send (0,6,"CH3; RECALL 'C:\CH1_S21.NRM'; WFS",NLend) 

■ Wait for operations to complete 

WaitForInstr() 

■ Delete channel 1 trace/normalization data file from hard disk 

Send (0,6,"DEL 'C:\CH1_S21.NRMNLend) 

■ Wait for operations to complete 

WaitForInstr() 
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EXAMPLE 

PROCEDURE 

GPIB PROGRAMMING 
EXAMPLES 

4-8 EXAMPLE PROCEDURE, 
WaitForlnstrQ 

This example sequence provides coding for the Wait for Instr () proce¬ 
dure used earlier in this chapter's example sequences. 

NOTE 

Do not use this procedure if the instrument was com¬ 
manded to output data that has yet to be read by the 
program si nee the *OPC? query will, in itself, output 
data (the character "1" )when done with previous op¬ 
eration. 

■ Set GPI B timeout limit to insure enough time is allowed for in¬ 
strument operations to complete. See ibtmo ( ) in the N 1488 
documentation for details. 

ibtmo (instrument_hancile, TlOOOs) 

■ Send the Operation Complete query 

Send (0,6,"*OPC?", NLend) 

■ Wait for instrument to output the ASCI 1 character "1" 

numBytes=l 

Receive(buffer, numBytes, STOPend) 

■ Restore default timeout limit 

ibtmo(instrument_handle, TlOs) 
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GPIB PROGRAMMING EXAMPLE 

EXAMPLES PROCEDURE 


4^9 EXAMPLE FUNCTION, This example sequence provides coding for the GetNumBytes () func- 

GetNumBytes(address, tion used earl ier i n this chapter's example sequences. 

headerstring) 


GetN umBytesO reads the M S462XX output buffer and returns the 
number of data bytes to betransfered in the ensuing <Arbitrary 
Bloclodata string (see Chapter 8, "Data Transfers"). It does this by 
readi ng out and decodi ng the stri ng data header. 11 wi 11 copy the 
header read out of the M S462XX i nto headerStri ng so the cal I i ng pro¬ 
gram can use it in cases where the same data block will be sent back 
tothe MS462XX, i.e. oci/ici. 


NOTE 

Consult your programming language documentation for 
string functions to copy, concatenate, and return value of 
string. 

■ Read the first byte in the instrument output buffer. Buffer is a 
temporary array of characters of size 10. 

numBytes = 1 

Receive(buffer, numBytes, STOPend) 

■ Check to be sure it is the character then copy it to header- 

String 

if (buffer[0] ISNOTEQUALTO '#') then 
gpiberr("Invalid data string") 
else COPY(buffer, headerstring) 

■ Read second header byte from the instrument output buffer and 
append it (concatenate) to headerstring 

numBytes = 1 

Receive(buffer, numBytes, STOPend) 

CONCATENATE(buffer, headerstring) 

■ Save the buffer value as a number... 

numBytes = VALUEOF(buffer) 


NOTE 

This number is the next set of bytes to read. Those 
bytes when taken as a number will yield the number 
of actual data bytes contai ned i n the bi nary stri ng. 

■ Read the number of bytes i ndicated by numBytes and append 
them (concatenate) to headerstring 

Receive(buffer, numBytes, STOPend) 

CONCATENATE(buffer, headerstring) 

■ Save the buffer value as a number 
numBytes =VALU EOF (buffer) 
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EXAMPLE GPIB PROGRAMMING 

PROCEDURE EXAMPLES 


NOTE 

numBytes is the number of bytes, of actual data re¬ 
quested, waiting in the output buffer of the 
MS462XX. 

■ Return number of bytes to calling program 

Return numBytes 


NOTE 

At this point headerstring is exactly the same as the 
data transfer header output by the MS462XX. Recall 
that this is useful to the cal ling program in cases 
where the same data read out is to be sent back to 
the instrument. 


4-10 EXAMPLE This example sequence provides coding for theTakeCalDataO proce- 

PROCEDURE, dure used earlier in this chapter's example sequences. 

TakeCalDataO 


TheTakeCalDataO procedure will wait for the operator to press a key 
on the computer then measure the cal standard installed. 

■ Wait for operator to press a key on computer when he is ready 

WAITUNTIL (key is pressed) 


NOTE 

Consult your compiler documentation for a function 
that waits for a key to be pressed. 

■ Take cal data then go on to next calibration step 

Send (0,6,"TCD;NCS",NLend) 

■ Wait for operation to complete (page 4-12) 

WaitForInstr() 
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Part 2 

GPIB Function 
Groups 


This part consists of six chapters that reiatethe MS462XX GPi B 
commands tofunctionai groups. Tabies within each group pro¬ 
vide command descriptions and reiati on ships to front panei keys 
and their associated menu functions. 

Chapter 5- describes the commands and suffix mnemonics that 
rei ate to Measurement Functions. 

Chapter 6- describes the commands that reiatetoCaiibration 
Functions. 

Chapter 7 - describes the commands that rei ate to Markers and 
Limits Functions 

Chapter 8- describes the commands that rei ate to Remote-On iy 
Functions. 

Chapter 9- describes the commands that rei ate to System Func- 
ti ons. 

Chapter 10- describes the commands that reiatetoSpeciai Ap- 
piications Functions. 
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Chapter 5 

Measurement Functions 


5-1 INTRODUCTION This chapter describes the measurement function commands (and suf¬ 

fix mnemonics) that control the channel control, measurement control, 
display control, and enhancement group functions. 

NOTE 

See Chapter 10, Special Applications Functions for mea¬ 
surement applications. 


5~2 DATA ENTRY SUFFIX Many MS462XX GPIB commands requirea following numericvalue 
CODES (or values) that quantify the MS462XX operational parameters being 

controlled (i.e., frequency, power, etc). These numeric values are scaled 
to the following units as appropriate: 

DECIBELS METERS SECONDS 

DEGREES OHMS VOLTS 

HERTZ 

All numeric data entries can be foil owed by an optional suffix mne¬ 
monic (see example). The suffix mnemonics for the M S462XX are I isted 
in Table 5-1. These mnemonics define a weighting factor that is applied 
to the associated numeric data value. (They perform the same function 
as the data entry termination keys on theMS462XX front panel.) Fur¬ 
thermore, suffix mnemonics imply unit type, thus enhancing the read¬ 
ability of application programs. 

Example: "srt 2 ghz" 
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DATA ENTRY 
SUFFIX CODES 


MEASUREMENT 

FUNCTIONS 


Table5-1. Numeric Data Suffix Mnemonics 


Code 

Parameter Type 

Weighting Factor 

DB, DBL, DBM 

Power 

1.0 

DEG 

Phase 

1.0 

RAD 

Phase 

180 / 

HZ 

Frequency 

1.0 

KHZ 

Frequency 

10E+3 

MHZ 

Frequency 

10E+6 

GHZ 

Frequency 

10E+9 

REU 

Real 

1.0 

IMU 

Imaginary 

1.0 

S 

Time 

1.0 

MS 

Time 

10E-3 

US, use 

Time 

10E-6 

NS, NSC 

Time 

10E-9 

PS, PSC 

Time 

10E-12 

FS 

Time 

10E-15 

M, MTR 

Distance 

1.0 

CM, CMT 

Distance 

10E-2 

MM, MMT 

Distance 

10E-3 

OHM 

Impedance 

1.0 

V, VLT 

Voltage 

1.0 

MV 

Voltage 

10E-3 

K, KS 

Temperature 

Degrees Kelvin 

XM3 

Unitless 

10E-3 

XX1 

Unitless 

1.0 

XX3 

Unitless 

10E+3 
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MEASUREMENT CHANNELS 

FUNCTIONS GROUP 


5~3 CHANNELS GROUP The commands listed inTable5-2 perform two separate sets of 

functions: 

□ Select the currently active channel (CH1-CH 4). The active chan¬ 
nel is that channel to which any subsequent channel-based com¬ 
mands are applied. 

□ Select single or multi-channel display mode (commands D13, 

D14, D24, DSP, T13, and T24). Commands T13 and T24 each pro¬ 
duce a single display frame containing overlaid traces for the two 
channels specified. 

NOTE 

Flowcharts showing the MS462XX front panel keys and 
associated menu sequencing are provided in Appendix B. 


Table5-2. Channel Command Group and Related Commands in Display Group 


Front Panel 
Key/Function 

Command 

Description 

Ch1 key 

CH1 

Selects channel 1 as active channel. 

Ch2 key 

CH2 

Selects channel 2 as active channel. 

Ch3 key 

CHS 

Selects channel 3 as active channel. 

Ch4 key 

CH4 

Selects channel 4 as active channel. 


CHX? 

Active channel query. 

Display Key/menus, 

D13 

Selects dual channel display, channels 1 & 3. 

Display Mode, Display 
Mode menus 

D14 

Selects quad display, all four channels. 


D24 

Selects dual channel display, channels 2 & 4. 


DSP 

Selects single channel display, using the currently active channel. 


DSP? 

Channel display mode query. 


T13 

Selects overlaid dual channel (1 & 3) display (one display frame). 


T14 

Selects overlaid four channel 


T24 

Selects overlaid dual channel (2 & 4) display (one display frame). 
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DISPLAY 

KEY 


MEASUREMENT 

FUNCTIONS 


5"4 DISPLAY KEY The Display key offers menu selections that provide Display Mode, 

T race Memory, Limits, Scale, and Graph Type functions, all of which 
are described below. 


Display Mode 
Function 


This function provides selections for the display mode: Single, Dual 
1S(3, Dual 2S(4, Overlay 1S(3, Overlay 2S(4, or Four Channel overlay. 


Trace Memory This function provides a sequence of menus that provide memory and 
Function math functions. Memory functions allow viewing of Data, Memory, 

Data & Memory, Data times Memory, Store Memory, and Disk Opera¬ 
tions. Math functions provide Add, Substract, Multiply, and Divide op¬ 
erations. 


Limits Function This function is closely related to the Marker key functions; therefore, 
it is described in Chapter 7, along with markers. 

Scale Functions This function provides for resolving measurement values. There are se¬ 
lections for Log or Linear Magnitude, Phase, Smith Chart, Group De¬ 
lay, Real or I maginary. The operation of these commands are obvious, 
except for SCL, REF, and OFF. 

SCL Command 

This command sets the sealing-per-division characteristics of the graph 
on the active channel. The associated data value determines the resul¬ 
tant scaling factor. The SCL command can also be used to set the scal¬ 
ing on Smith chart type display as follows: 

SCALING 


Sets a 3 dB compressed scale 
Sets the normal Smith chart scale 
Sets a 10 dB expanded scale 
Sets a 20 dB expanded scale 
Sets a 30 dB expanded scale 


VALUE 

-3 

0 

10 

20 

30 


REF Command 

This command selects the graticule line of the active channel data dis¬ 
play on which to place the "REFERENCE LI NE."The Reference L i ne 
isthe graticuleline to which the caret points on theMS462XX display, 
or graph. (Lines 0, 4, and 8 are the bottom, middle, and top of the graph 
respectively.) 

NOTE 

There is no reference line defined for Smith charts, in¬ 
verted Smith charts, and linear polar or log polar displays. 
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DISPEAY 

KEY 


OFF Command 

This command sets the value of the offset associated with the "REFER¬ 
ENCE LINE "in the data graph display. 

Changing the sealing-per-division (SCL), the Reference Line position 
(RE F), or the offset val ue (OF F) i n the bottom (secondary) graph of a 
two graph display is accomplished by using the appropriate suffix 
mnemoniefor that graph, as shown in the table below. For example: to 
set the seal i ng val ue for the phase di spl ay of a Iog/phase type graph, 
use: 


"SCL 20 DEG" 


Command 

Graph Type 

Log Mag / Phase 

Lin Mag / Phase 

Real / Imaginary 

SCL/OFF 

DEG / RAD 

DEG / RAD 

IMU 

REF 

DEG 

DEG 

IMU 


Graph Type This function provides for selectingany of the various type of display 
Functions graphs: Log or Linear Magnitude, Phase, Real, Imaginary, Log or Lin¬ 
ear Polar, Smith Chart (I mpedance). Smith Chart (Admittance), Group 
Delay, Power Out, SWR, Log Magnitude and Phase, Linear Magnitude 
and Phase, Real and I maginary. 

The usage of most of these commands is obvious, except SM E, ISE, 
SMC and ISC. 


NOTE 

All the commands in the Display Group act on the cur¬ 
rently selected active channel (see paragraph 5-3, Chan¬ 
nels Group). 

Both the SM E and I SE commands require an associated data value to 
be included with the command (Table 5-3). The allowable data values 
for these commands are: 0,10, 20, and 30. The example below selects a 
20 dB expanded Smith chart on the active channel. 

Example: "Sme 20 dbl" 

Commands SMC and ISC also require an associated data value to be 
included with the command. The allowable data values for these com¬ 
mands are 0 and 3. The example below selects a 3 dB compressed 
Smith chart on the active channel. 

Example: "Smc 3 dbl" 

The Display key commands are listed in Table 5-3. 
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Table5-3. Display Key Commands (1 of 4) 


Command 

Function 

ADD 

Select addition as trace math for active channel 

APR 

Enter group delay aperture setting on active channel 

APR? 

Output group delay aperture setting on active channel 

ASC 

Autoscale the active channel display 

ASP 

Enter polar stop sweep position angle 

ASP? 

Output polar stop sweep position angle 

AST 

Enter polar start sweep position angle 

AST? 

Output polar start sweep position angle 

CHAPR? 

Output group delay aperture setting for specified channel 

CHDAT? 

Output trace memory display mode for specified channel 

CHGRF? 

Output graph type for specified channel 

CHMTH? 

Output trace math math type for specified channel 

CHOFF2? 

Output offset value for the bottom graph for specified channel 

CHOFF? 

Output offset value for the top graph for specified channel 

CHPHO? 

Output phase offset for specified channel 

CHRDD? 

Output reference delay in distance for specified channel 

CHRDT? 

Output reference delay in time for specified channel 

CHREF2? 

Output reference line for the bottom graph for specified channel 

CHREF? 

Output reference line for the top graph for specified channel 

CHSCL2? 

Output scale resolution for the bottom graph for specified channel 

CHSCL? 

Output scale resolution for the top graph for specified channel 

D13 

Display channels 1 & 3 

D14 

Display all four channels 

D24 

Select dual channel display with channels 2 & 4 

DAT 

Display data only on active channel 

DAT? 

Output trace memory display mode 

DDO 

Turn data drawing off 

DD1 

Turn data drawing on 

DD1? 

Output data drawing on/off status 

DIA 

Select air as active dielectric 

DIE 

Enter a dielectric value 

DIM 

Select microporous teflon as active dielectric 

DIP 

Select polyethylene as active dielectric 

DIT 

Select teflon as active dielectric 

DIV 

Select division as trace math for active channel 

DIX? 

Output dielectric constant 

DLA 

Select group delay display for active channel 
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DISPEAY 

KEY 


Table5-3. Display Key Commands (2 of 4) 


Command 

Function 

DNM 

Display data normalized to trace memory on active channel 

DSP 

Select single channel display 

DSP? 

Output channel display mode 

DTM 

Display measurement data and trace memory on active channel 

EXTIOO 

Disable external output I/O 

EXTI01 

Enable external output I/O 

EXTIOX? 

Output external output I/O enable/disable status 

GRP? 

Output graph type for active channel 

GROUP1 

Select Group 1 to be active group 

GROUP2 

Select Group 2 to be active group 

GROUPS 

Select Group 3 to be active group 

GROUP4 

Select Group 4 to be active group 

GROUP? 

Output active group number 

ICMO 

Turn interchannel math off 

ICM1 

Turn interchannel math on 

ICMX? 

Output interchannel math on/off status 

ICOP1 

Enter interchannel num for operand 1 

ICOP1? 

Output interchannel num for operand 1 

ICOP2 

Enter interchannel num for operand 2 

ICOP2? 

Output interchannel num for operand 2 

IMG 

Select imaginary display for active channel 

ISC 

Enter scale and select inverted compressed Smith chart display 

ISE 

Enter scale and select inverted expanded Smith chart display 

ISM 

Select normal inverted Smith chart for active channel 

LIN 

Select linear magnitude display for active channel 

LPH 

Select linear magnitude and phase display for active channel 

MAG 

Select log magnitude display for active channel 

MDO 

Turn mean display off 

MD1 

Turn mean display on 

MDX? 

Output mean display status 

MEM 

Display trace memory on active channel 

MIN 

Select subtraction as trace math for active channel 

MPH 

Select log magnitude and phase display for active channel 

MTH? 

Output trace math math type 

MUL 

Select multiplication as trace math for active channel 

OFF 

Enter offset value for top graph of active channel 

OFF2 

Enter offset value for bottom graph of active channel 
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Table5-3. Display Key Commands (3 of 4) 


Command 

Function 

OFF2? 

Output offset value for bottom graph of active channel 

OFF? 

Output offset value for top graph of active channel 

POP 

Select measurement phase polar chart mode 

PCS 

Select sweep position polar chart mode 

PCX? 

Output polar chart mode 

PHA 

Select phase display for active channel 

PHO 

Enter phase offset for display channel 

PHO? 

Output phase offset for display channel 

PLG 

Select log polar display for active channel 

PLR 

Select linear polar display for active channel 

POSET 

Enter phase offset for active channel 

POSET? 

Output phase offset for active channel 

POW 

Select power out display for active channel 

RDA 

Select automatic reference delay calculation 

RDD 

Enter reference delay in distance for active channel 

RDD? 

Output reference delay in distance for active channel 

RODS 

Enter reference delay in distance for S-Parameters in active channel 

RODS? 

Output reference delay in distance for S-Parameters in active channel 

RDT 

Enter reference delay in time for active channel 

RDT? 

Output reference delay in time for active channel 

RDTS 

Enter reference delay in time for S-Parameters in active channel 

RDTS? 

Output reference delay in time for S-Parameters in active channel 

RECALL 

Recall a data file from disk to a task 

REF 

Enter reference line for top graph of active channel 

REF2 

Enter reference line for bottom graph of active channel 

REF2? 

Output reference line for bottom graph of active channel 

REF? 

Output reference line for top graph of active channel 

REL 

Select real display for active channel 

RIM 

Select real and imaginary display for active channel 

RPPORTNUM 

Enter reference plane port number 

RPPORTNUM? 

Output active reference plane port number 

SCL 

Enter scale resolution for top graph of active channel 

SCL2 

Enter scale resolution for bottom graph of active channel 

SCL2? 

Output scale resolution for bottom graph of active channel 

SCL? 

Output scale resolution for top graph of active channel 

SETBD 

Set balanced differential s-param setup to be default setup for all channels 

SETCHANKEY 

Setup channel keys on front panel to channel keys 


5-10 


MS462XXPM 









MEASUREMENT 

FUNCTIONS 


DISPEAY 

KEY 


Table5-3. Display Key Commands (4 of 4) 


Command 

Function 

SETCHANKEY? 

Output channel key setup 

SETGRPKEY 

Setup channel keys en frent panel to group keys 

SETSB 

Set single ended/balanced differential s-param setup to be default setup for all channels 

SEISE 

Set single ended s-param setup to be default setup for all channels 

SETSPARAM? 

Output default S-parameter setup for all channels 

SMC 

Enter scale and select compressed Smith chart display 

SME 

Enter scale and select expanded Smith chart display 

SMI 

Select normal Smith chart for active channel 

STD 

Store trace te memory on active channel 

SWR 

Select SWR display for active channel 

T13 

Select overlaid channel 1 and 3 display 

T14 

Overlay all four channels (Limited to selected Graph types) 

T24 

Select overlaid channel 2 and 4 display 
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5~5 MEAS (MEASUREMENT) The Meas key provides top-level access the the S-parameter selection 
KEY functions. These functions are also provided via the AppI key and the 

TRANSMISSION AND REFLECTION menu options. The Meas key 
commands are listed in Table 5-4. 


Table5-4. Meas Key Commands (1 of 5) 


Command 

Function 

CHSXX? 

Output parameter or user defined parameter for specified channei 

DA1 

Seiect a1 = Ra as denominator for parameter being defined 

DA2 

Seiect a2 = Rb as denominator for parameter being defined 

DAS 

Seiect aS = Rc as denominator for parameter being defined 

DA4 

Seiect a4 = Rd as denominator for parameter being defined 

DB1 

Seiect b1 = Ta as denominator for parameter being defined 

DB2 

Seiect b2 = Tb as denominator for parameter being defined 

DBS 

Seiect bS = Tc as denominator for parameter being defined 

DB4 

Seiect b4 = Td as denominator for parameter being defined 

DE1 

Seiect unity as denominator for parameter being defined 

DEN? 

Output denominator seiection for parameter being defined 

EANAIN 

Measure EXT. ANALOG iN on active channei 

MM1P12 

Set the mixed mode 1st baianced port pair to 1:2 for the active channei S-parameter 

MM1P1S 

Set the mixed mode 1st baianced port pair to 1 :S for the active channei S-parameter 

MM1P14 

Set the mixed mode 1st baianced port pair to 1:4 for the active channei S-parameter 

MM1P21 

Set the mixed mode 1st baianced port pair to 2:1 for the active channei S-parameter 

MM1P2S 

Set the mixed mode 1st baianced port pair to 2:3 for the active channei S-parameter 

MM1P24 

Set the mixed mode 1st baianced port pair to 2:4 for the active channei S-parameter 

MM1PS1 

Set the mixed mode 1st baianced port pair to 3:1 for the active channei S-parameter 

MM1PS2 

Set the mixed mode 1st baianced port pair to 3:2 for the active channei S-parameter 

MM1PS4 

Set the mixed mode 1st baianced port pair to 3:4 for the active channei S-parameter 

MM1P41 

Set the mixed mode 1st baianced port pair to 4:1 for the active channei S-parameter 

MM1P42 

Set the mixed mode 1st baianced port pair to 4:2 for the active channei S-parameter 

MM1P4S 

Set the mixed mode 1st baianced port pair to 4:3 for the active channei S-parameter 

MM1P? 

Query the mixed mode 1st baianced port pair for the active channei S-parameter 

MM2P12 

Set the mixed mode 2nd baianced port pair to 1:2 for the active channei S-parameter 

MM2P1S 

Set the mixed mode 2nd baianced port pair to 1:3 for the active channei S-parameter 

MM2P14 

Set the mixed mode 2nd baianced port pair to 1:4 for the active channei S-parameter 

MM2P21 

Set the mixed mode 2nd baianced port pair to 2:1 for the active channei S-parameter 

MM2P2S 

Set the mixed mode 2nd baianced port pair to 2:3 for the active channei S-parameter 

MM2P24 

Set the mixed mode 2nd baianced port pair to 2:4 for the active channei S-parameter 

MM2PS1 

Set the mixed mode 2nd baianced port pair to 3:1 for the active channei S-parameter 

MM2PS2 

Set the mixed mode 2nd baianced port pair to 3:2 for the active channei S-parameter 
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ME AS (MEASUREMENT) 

KEY 


Table5-4. Meas K^Commands (2 of 5) 


Command 

Function 

MM2P34 

Set the mixed mede 2nd balanced port pair to 3:4 for the active channel S-parameter 

MM2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the active channel S-parameter 

MM2P42 

Set the mixed mede 2nd balanced port pair to 4:2 for the active channel S-parameter 

MM2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the active channel S-parameter 

MM2P? 

Query the mixed mode 2nd balanced port pair for the active channel S-parameter 

MMS1 

Set the mixed mede single ended port to Port 1 for the active channel S-parameter 

MMS2 

Set the mixed mode single ended port to Port 2 for the active channel S-parameter 

MMS3 

Set the mixed mede single ended port to Port 3 for the active channel S-parameter 

MMS4 

Set the mixed mode single ended port to Port 4 for the active channel S-parameter 

MMS? 

Query the mixed mode single ended port for the active channel S-parameter 

MMSC1C1 

Set the S-parameter to mixed mede SCI Cl with the current port pair selections for the active channel 

MMSC1C2 

Set the S-parameter to mixed mode SCI C2 with the current port pair selections for the active channel 

MMSC1D1 

Set the S-parameter to mixed mede SCI D1 with the current port pair selections for the active channel 

MMSC1D2 

Set the S-parameter to mixed mede SCI D2 with the current port pair selections for the active channel 

MMSC2C1 

Set the S-parameter to mixed mode SC2C1 with the current port pair selections for the active channel 

MMSC2C2 

Set the S-parameter to mixed mede SC2C2 with the current port pair selections for the active channel 

MMSC2D1 

Set the S-parameter to mixed mode SC2D1 with the current port pair selections for the active channel 

MMSC2D2 

Set the S-parameter to mixed mede SC2D2 with the current port pair selections for the active channel 

MMSCC 

Set the S-parameter to mixed mede SCC with the current port pair/singleton selection for the active 
channel 

MMSCD 

Set the S-parameter to mixed mode SCD with the current port pair/singleton selection for the active 
channel 

MMSCS 

Set the S-parameter to mixed mede SCS with the current port pair/singleton selection for the active 
channel 

MMSD1C1 

Set the S-parameter to mixed mode SD1 Cl with the current port pair selections for the active channel 

MMSD1C2 

Set the S-parameter to mixed mede SD1C2 with the current port pair selections for the active channel 

MMSD1D1 

Set the S-parameter to mixed mode SD1D1 with the current port pair selections for the active channel 

MMSD1D2 

Set the S-parameter to mixed mode SD1D2 with the current port pair selections for the active channel 

MMSD2C1 

Set the S-parameter to mixed mede SD2C1 with the current port pair selections for the active channel 

MMSD2C2 

Set the S-parameter to mixed mode SD2C2 with the current port pair selections for the active channel 

MMSD2D1 

Set the S-parameter to mixed mede SD2D1 with the current port pair selections for the active channel 

MMSD2D2 

Set the S-parameter to mixed mode SD2D2 with the current port pair selections for the active channel 

MMSDC 

Set the S-parameter to mixed mode SDC with the current port pair/singleton selection for the active 
channel 

MMSDD 

Set the S-parameter to mixed mede SDD with the current port pair/singleton selection for the active 
channel 

MMSDS 

Set the S-parameter to mixed mode SDS with the current port pair/singleton selection for the active 
channel 
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FUNCTIONS 


Table5-4. Meas Key Commands (3 c# 5) 


Command 

Function 

MMSSC 

Set the S-parameter to mixed mede SSC with the current port pair/singleton selection for the active 
channel 

MMSSD 

Set the S-parameter to mixed mede SSD with the current port pair/singleton selection for the active 
channel 

MS1C 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SI C/SSC for the ac¬ 
tive channel 

MS1D 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SI D/SSD for the ac¬ 
tive channel 

MSC1 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SC1/SCS for the ac¬ 
tive channel 

IVISC1C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SCI Cl for the active channel 

MSC1C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SC1C2 for the active channel 

MSC1D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SCI D1 for the active channel 

MSC1D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SCI D2 for the active channel 

MSC2C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SC2C1 for the active channel 

MSC2C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SC2C2 for the active channel 

MSC2D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SC2D1 for the active channel 

MSC2D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SC2D2 for the active channel 

MSCC 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SCC for the active 
channel 

MSCD 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SCO for the active 
channel 

MSDI 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SD1/SDS for the ac¬ 
tive channel 

MSD1C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD1C1 for the active channel 

IVISD1C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD1C2 for the active channel 

MSD1D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD1D1 for the active channel 

MSD1D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD1D2 for the active channel 

MSD2C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD2C1 for the active channel 

MSD2C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD2C2 for the active channel 

MSD2D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD2D1 for the active channel 

IVISD2D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter te SD2D2 for the active channel 

MSDC 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SDC for the active 
channel 

MSDD 

Set the balanced port pair and singleton selection to (2:3)1 and S-parameter to SDD for the active 
channel 
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ME AS (MEASUREMENT) 

KEY 


Table5-4. Meas K^Commands (4 of 5) 


Command 

Function 

NA1 

Select a1 as numerator for parameter being defined 

NA2 

Select a2 as numerator for parameter being defined 

NAS 

Select a3 = Rc as numerator for parameter being defined 

NA4 

Select a4 = Rd as numerator for parameter being define 

NB1 

Select b1 as numerator for parameter being defined 

NB2 

Select b2 as numerator for parameter being defined 

NB3 

Select b3 = Tc as numerator for parameter being defined 

NB4 

Select b4 = Td as numerator for parameter being define 

NU1 

Select unity as numerator for parameter being defined 

NUM? 

Output numerator selection for parameter being defined 

S11 

Measure S11 on active channel 

S12 

Measure SI 2 on active channel 

S13 

Measure SI 3 on active channel 

S14 

Measure SI 4 on active channel 

S21 

Measure S21 on active channel 

S22 

Measure S22 on active channel 

S23 

Measure S23 on active channel 

S24 

Measure S24 on active channel 

S31 

Measure S31 on active channel 

S32 

Measure S32 on active channel 

S33 

Measure S33 on active channel 

S34 

Measure S34 on active channel 

S41 

Measure S41 on active channel 

S42 

Measure S42 on active channel 

S43 

Measure S43 on active channel 

S44 

Measure S44 on active channel 

SXX? 

Output S-parameter or user defined parameter of active channel 

UDP11 

Select the S11 user defined parameter 

UDP12 

Select the SI 2 user defined parameter 

UDP13 

Select the SI 3 user defined parameter 

UDP14 

Select the SI 4 User Defined parameter 

UDP21 

Select the S21 user defined parameter 

UDP22 

Select the S22 user defined parameter 

UDP23 

Select the S23 user defined parameter 

UDP24 

Select the S24 User Defined parameter 
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FUNCTIONS 


Table5-4. Meas Key Commands (5 c# 5) 


Command 

Function 

UDP31 

Select the S31 user defined parameter 

UDP32 

Select the S32 user defined parameter 

UDP33 

Select the S33 user defined parameter 

UDP34 

Select the S34 User Defined parameter 

UDP41 

Select the S41 User Defined parameter 

UDP42 

Select the S42 User Defined parameter 

UDP43 

Select the S43 User Defined parameter 

UDP44 

Select the S44 User Defined parameter 

UDPX? 

Output User Defined parameter for active channel 

USL 

Enter label string for user parameter being defined 

USL? 

Output label string for the user parameter being defined 

USR1 

Measure the user parameter 1 on active channel 

USR10 

Measure user parameter 10 on active channel 

USR11 

Measure user parameter 11 on active channel 

USR12 

Measure user parameter 12 on active channel 

USR13 

Measure user parameter 13 on active channel 

USR14 

Measure user parameter 14 on active channel 

USR15 

Measure user parameter 15 on active channel 

USR16 

Measure user parameter 16 on active channel 

USR2 

Measure user parameter 2 on active channel 

USR3 

Measure user parameter 3 on active channel 

USR4 

Measure user parameter 4 on active channel 

USR5 

Measure user parameter 5 on active channel 

USR6 

Measure user parameter 6 on active channel 

USR7 

Measure user parameter 7 on active channel 

USR8 

Measure user parameter 8 en active channel 

USR9 

Measure user parameter 9 on active channel 
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5-6 ENHANCEMENT GROUP The E nhancement Group commands control the data enhancement 

functions of the MS462XX, which include Sequence (Seq), Utility, and 
Averaging (Avg) operations. The operations associated with the Cal key 
are detailed in Chapter 6, "S-Parameter Calibration Functions. 


Seq (Sequence) Key 
Functions 


Sequence enables users to automate a repetitive testing task. The Se¬ 
quence key is described in Section 10-9. 


Utility Key Functions This function (Table 5-5) provides Instrument State Parameters; Re¬ 
mote, Color, and Clock setup operations; and Real Panel, Diagnostics, 
and General Disk Utilities functions. It also provides for AutoCal char¬ 
acterization. 


Table5-5. Utility Key Commands (1 c# 1) 


Command 

Description 

ADDGP? 

Output instrument GPIB address 

ADDIP? 

Output instrument network IP address 

ADDPLT 

Enter plotter GPIB address 

ADDPLT? 

Output plotter GPIB address 

ADDPM 

Enter power meter GPIB address 

ADDPM? 

Output power meter GPIB address 
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Avg (Average) Key This function (Table 5-6) provides for averaging the measurement trace 
Functions and for selecting IF bandwidth values. 

Table5-6. Avg Commands (1 of 1) 


Command 

Function 

AOF 

Turn averaging off 

AOF? 

Output averaging on/off status 

AON 

Turn averaging on 

AVG 

Enter averaging count and turn it on 

AVG? 

Output averaging count 

AVGCNT? 

Output the current Sweep-by-Sweep average sweep count 

IF1 

Seiect 10 Hz iF bandwidth 

IF2 

Seiect 100 Hz IF bandwidth 

IF3 

Seiect 1 kHz IF bandwidth 

IF4 

Seiect 10 kHz IF bandwidth 

I FA 

Seiect 30 kHz IF bandwidth 

IFBW10 

Seiect 10 Hz iF bandwidth 

IFBW100 

Seiect 100 Hz IF bandwidth 

IFBW10K 

Seiect 10 kHz IF bandwidth 

IFBW1K 

Seiect 1 kHz IF bandwidth 

IFBW30 

Seiect 30 Hz iF bandwidth 

IFBW300 

Seiect 300 Hz IF bandwidth 

IFBW30K 

Seiect 30 kHz IF bandwidth 

IFBW3K 

Seiect 3 kHz IF bandwidth 

IFBWX? 

Output iF bandwidth (10-30000) 

IFM 

Seiect 10 Hz iF bandwidth 

IFN 

Seiect 1 kHz IF bandwidth 

IFR 

Seiect 100 Hz IF bandwidth 

IFX? 

Output iF bandwidth (1-4) 

NFAVEC 

Enter noise figure averaging count 

NFAVEC? 

Output noise figure averaging count 

PTAVG 

Set the averaging type to Point-by-Point averaging 

RSTAVG 

Reset the Sweep-by-Sweep averaging sweep count 

SOF 

Turn off smoothing 

SOF? 

Output smoothing on/off status 

SON 

Enter smoothing vaiue and turn on 

SON? 

Output smoothing vaiue 

SETS? 

Output the number of smoothing points 

SWAVG 

Set the averaging type to Sweep-by-Sweep averaging 

SWAVG? 

Output the averaging type of Point-by-Point or Sweep-by-Sweep 
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5“7 STIMULUS GROUP This key group provides control for a stimulus, such as a frequency 

source. It provides frequency, sweep, power, and configuration func¬ 
tions. 

Freq (Frequency) Key This key provides for entering frequency, CW, marker sweep, and dis¬ 
crete fill information. Table 5-7 Iists the frequency commands; Ta- 
ble5-8 I ists the discrete fill commands. 


Table5-7. Freq Key Commands (1 of 1) 


Command 

Function 

CNTR 

Enter center frequency 

CNTR? 

Output center frequency 

CWF 

Enter CW frequency and turn CW on 

CWF? 

Output CW frequency 

CWON 

Turn CW on at current CW frequency 

CWON? 

Output CW on/off status 

SETUP 

Display frequency menu 

SPAN 

Enter frequency span 

SPAN? 

Output frequency span 

SRT 

Enter start frequency 

SRT? 

Output start frequency 

STP 

Enter stop frequency 

STP? 

Output stop frequency 

SWP 

Return to normal sweep mode 

SWP? 

Output sweep mode 


Table5-8. Freq Key, Discrete Fill Commands (1 of 1) 


Command 

Function 

DFD 

Done specifying discrete frequency ranges 

DFO 

Enter single discrete frequency 

DFO? 

Output discrete fill single discrete frequency 

FIL 

Fill defined discrete frequency range 

FRC 

Clear all defined discrete frequency ranges 

FRI 

Enter discrete fill increment frequency 

FRI? 

Output discrete fill increment frequency 

FRP 

Enter discrete fill number of points 

FRP? 

Output discrete fill number of points 

FRS 

Enter discrete fill start frequency 

FRS? 

Output discrete fill start frequency 
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Sweep Key This function provides for entering frequency sweeep values and 

sweep triggering iinformation. Table 5-9 lists the Sweep commands; 
Table 5-10 lists the Segmented Sweep commands. 


Table5-9. Sweep Commands (1 of 2) 


Command 

Function 

ALTSO 

Turn alternate sweep mode off 

ALTS1 

Turn alternate sweep mode on 

ALTSX? 

Output alternate sweep mode on/off status 

CHOPMODE? 

Output chop mode type status 

FLICKO 

Turn flickering off 

FLICK1 

Turn flickering on 

FLICKX? 

Output flickering on/off status 

FSWP 

Select frequency sweep 

HCO 

Disable Internal IF calibration 

HC1 

Enable internal IF calibration and trigger an IF calibration 

HOT 

Trigger an IF calibration 

HCX? 

Output internal IF calibration enable/disable status 

PERPORT 

Select per port as chop mode type 

RSTFSWP 

Restore full sweep 

SPAO 

Spur avoidance mode off 

SPA1 

Spur avoidance mode on 

SPARAM 

Select All S-params as chop mode type 

SPAX? 

Output spur avoidance mode on/off status 

SWPCO 

Turn off chop sweep mode 

SWPC1 

Turn on chop sweep mode 

SWPCX? 

Output chop sweep mode on/off 

SWPT 

Enter sweep time 

SWPTO 

Turn off sweep time measurement 

SWPT1 

Turn on sweep time measurement 

SWPT? 

Output sweep time 

SWPTMA 

Set auto sweep time mode 

SWPTMM 

Set manual sweep time mode 

SWPTMX? 

Output sweep time mode 

SWPTX? 

Output sweep time measurement on/off status 

SWPX? 

Output sweep type selection 

TEB 

Select external trigger executes *DDT definition 

TEX 

Select external measurement triggering 

TEXS 

Select external measurement sweep triggering 

TEXSB 

Select external measurement sweep triggering and execute trigger buffer 
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Table5-9. Sweep Commands (2 of 2) 


Command 

Function 

TIB 

Select GPIB measurement triggering 

TIBS 

Seiect GPIB measurement sweep triggering 

TIBSB 

Seiect GPIB measurement sweep triggering and execute trigger buffer 

TIN 

Seiect internai measurement triggering 

TUNEO 

Turn tune mode off 

TUNE1 

Turn tune mode on 

TUNESWP 

Enter number ef sweeps in tune mode 

TUNESWP? 

Output number of sweeps in tune mode 

TUNEX? 

Output tune mode on/off status 

TXX? 

Output trigger source 
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Table5-10. Sweep Key, Segmented Sweep Commands (1 of 2) 


Command 

Function 

ADDNDSG 

Add the next defined segment or go to the next segment 

CLRDSG 

Clear all the defined segments of the segmented sweep 

DELLDSG 

Delete the last defined segment of the segmented sweep 

DSG? 

Output the active defined segment flag ON/OFF status 

DSGAVG 

Enter the averaging count for the active defined segment 

DSGAVG? 

Output the averaging count of the active defined segment 

DSGDFD 

Done specifying discrete frequency ranges for the active discrete segment 

DSGDFQ 

Enter a single discrete frequency for the active discrete segment 

DSGDFQ? 

Output the discrete fill single discrete frequency for the active discrete segment 

DSGFIL 

Fill the defined discrete frequency range for the active discrete segment 

DSGFRC 

Clear all of the defined discrete frequency ranges for the active discrete segment 

DSGFRI 

Enter the segmented sweep discrete fill increment frequency for the active discrete segment 

DSGFRI? 

Output the segmented sweep discrete fill increment frequency for the active discrete segment 

DSGFRP 

Enter the segmented sweep discrete fill number of points for the active discrete segment 

DSGFRP? 

Output the discrete fill number of points for the active discrete segment 

DSGFRS 

Enter the discrete fill start frequency for the active discrete segment 

DSGFRS? 

Output the discrete fill start frequency for the active discrete segment 

DSGIFBW10 

Set the IFBW to 10 Hz for the active defined segment in the segmented sweep 

DSGIFBW100 

Set the IFBW to 100 Hz for the active defined segment in the segmented sweep 

DSGIFBW10K 

Set the IFBW to 10 kHz for the active defined segment in the segmented sweep 

DSGIFBW1K 

Set the IFBW to 1 kHz for the active defined segment in the segmented sweep 

DSGIFBW30 

Set the IFBW to 30 Hz for the active defined segment in the segmented sweep 

DSGIFBW300 

Set the IFBW to 300 Hz for the active defined segment in the segmented sweep 

DSGIFBW30K 

Set the IFBW to 30 kHz for the active defined segment in the segmented sweep 

DSGIFBW3K 

Set the IFBW to 3 kHz for the active defined segment in the segmented sweep 

DSGIFBWX? 

Output the active defined segment IF bandwidth in the segmented sweep 

DSGNO 

Set the active defined segment number for the segmented sweep 

DSGNO? 

Output the active defined segment number for the segmented sweep 

DSGOFF 

Turn the active defined segment flag OFF 
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Table5-10. Sweep Key, Segmented Sweep Commands (2 of 2) 


Command 

Function 

DSGON 

Turn the active define segment fiag ON 

DSGONDF 

Output the number of discrete frequencies 

DSGPTS 

Enter the number of points for the active defined segment for the segmented sweep 

DSGPTS? 

Output the number of points of the active defined segment for the segmented sweep 

DSGPWR1 

Enter the Source 1 power ievei for the active segment 

DSGPWR1? 

Output the Source 1 power ievei of the active segment 

DSGPWR2 

Enter the Source 2 power ievei for the active segment 

DSGPWR2? 

Output the Source 2 power ievei of the active segment 

DSGSTP 

Enter the stop frequency of the active defined segment for the segmented sweep 

DSGSTP? 

Output the start frequency of the active defined segment for the segmented sweep 

DSGSTRT 

Enter the start frequency of the active defined segment for the segmented sweep 

DSGSTRT? 

Output the start frequency of the active define segment for the segmented sweep 

OSGLOG 

Output the current segmented sweep iog 

PSGLOG 

Print the current segmented sweep iog 

SG? 

Output the segmented sweep fiag on/off status 

SGAPL 

Appiy the current define definition of the segmented sweep 

SGMODE? 

Ouery the segmented sweep define mode 

SGOFF 

Turn the segmented sweep fiag OFF 

SGON 

Turn the segmented sweep fiag ON 

SGPTS? 

Output the totai number of points of aii of the appiied segments 

SGSTP? 

Output the stop frequency of the iast appiied segment 

SGSTRT? 

Output the start frequency of the first appiied segment 
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Power Key This function provides for entering Source 1 through 4 power values, 
flat test port power values, receiver setup values, and power sweep 
values. Table 5-11 lists the source power commands. Table 5-12 lists 
the receiver calibration commands, and Table 5-13 lists the power 
sweep commands. 


Table5-ll. Power K^, Source Power Commands (1 of 1) 


Command 

Function 

FTP1 

Enter the target frequency for linear power correction 

FTP1? 

Output the target frequency for linear power correction 

FTPS 

Enter the target frequency for linear power correction 

FTPS? 

Output the target frequency for linear power correction 

P1P? 

Output approximate power level at port 1 

PSP? 

Output approximate power level at port S 

PW2 

Enter source 2 power level 

PW2? 

Output source 2 power level 

PWS 

Enter external source S power level 

PWS? 

Output external source S power level 

PW4 

Enter external source 4 power level 

PW4? 

Output external source 4 power level 

PWR 

Enter internal source power level 

PWR? 

Output internal source power level 

SA1 

Enter port 1 source attenuator value 

SA1? 

Output port 1 source attenuator value 

SAS 

Enter port S source attenuator value 

SAS? 

Output port S source attenuator value 


Table5-12. Power K^, Receiver Calibration Commands (1 of 2) 


Command 

Function 

BEGR 

Begin receiver calibration 

EXRCALP1 

Select Port 1 as the extended receiver port 

EXRCALP2 

Select Port 2 as the extended receiver port 

EXRCALPS 

Select Port S as the extended receiver port 

EXRCALPX? 

Output the extended receiver port selection 

EXRCALTYPE? 

Output the receiver type for extended receiver operation 

EXRRCALTYPE 

Select the receiver type REFERENCE for the extended receiver operation 

EXTRCALTYPE 

Select the receiver type TEST for extended receiver operation 

EXTRCLR 

Clear all of the extended receiver calibrations 

RCALLOG 

Output the receiver calibration log 
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Table5-12. Power K^, Receiver Calibration Commands (2 of 2) 


Command 

Function 

RCALP10 

Turn off port 1 receiver calibration for receiver type TEST 

RCALP11 

Turn on port 1 receiver calibration for receiver type TEST 

RCALP1DONE? 

Output port 1 receiver calibration done status for receiver type TEST 

RCALP1X? 

Output port 1 receiver calibration on/off status for receiver type TEST 

RCALP20 

Turn off port 2 receiver calibration for receiver type TEST 

RCALP21 

Turn on port 2 receiver calibration for receiver type TEST 

RCALP2DONE? 

Output port 2 receiver calibration done status for receiver type TEST 

RCALP2X? 

Output port 2 receiver calibration on/off status for receiver type TEST 

RCALP30 

Turn off port 3 receiver calibration for receiver type TEST 

RCALP31 

Turn on port 3 receiver calibration for receiver type TEST 

RCALP3DONE? 

Output port 3 receiver calibration done status for receiver type TEST 

RCALP3X? 

Output port 3 receiver calibration on/off status for receiver type TEST 

RCALRP1 

Set receiver calibration receive to port 1 

RCALRP2 

Set receiver calibration receive to port 2 

RCALRP3 

Set receiver calibration receive to port 3 

RCALRPX? 

Output receiver calibration receive port 

RCALSP1 

Set receiver calibration source to port 1 

RCALSP2 

Set receiver calibration source to port 2 

RCALSP3 

Set receiver calibration source to port 3 

RCALSPX? 

Output receiver calibration source port 

RCALTYPE? 

Output the receiver type 

RRCALP10 

Turn Off the Port 1 receiver calibration for the receiver type REFERENCE 

RRCALP11 

Turn On the Port 1 receiver calibration for the receiver type REFERENCE 

RRCALP1DONE? 

Output the Port 1 receiver calibration Done status for the receiver type REFERENCE 

RRCALP1X? 

Output the Port 1 receiver calibration On/Off status for the receiver type REFERENCE 

RRCALP20 

Turn Off the Port 2 receiver calibration for the receiver type REFERENCE 

RRCALP21 

Turn On the Port 2 receiver calibration for the receiver type REFERENCE 

RRCALP2DONE? 

Output the Port 2 receiver calibration Done status for the receiver type REFERENCE 

RRCALP2X? 

Output the Port 2 receiver calibration On/Off status for the receiver type REFERENCE 

RRCALP30 

Turn Off the Port 3 receiver calibration for the receiver type REFERENCE 

RRCALP31 

Turn On the Port 3 receiver calibration for the receiver type REFERENCE 

RRCALP3DONE? 

Output the Port 3 receiver calibration Done status for the receiver type REFERENCE 

RRCALP3X? 

Output the Port 3 receiver calibration On/Off status for the receiver type REFERENCE 

RRCALTYPE 

Select the receiver type REFERENCE 

TRCALTYPE 

Select the receiver type TEST 
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Table5-13. Power K^, Power Sweep Commands (1 of 2) 


Command 

Function 

P1CW0 

Turn off port 1 CW mode in linear cal 

P1CW1 

Turn on port 1 CW mode in linear cal 

P1CW? 

Output port 1 CW mode in linear cal on/off status 

P1LCORO 

Turn off port 1 linear cal correction 

P1LCOR1 

Turn on port 1 linear cal correction 

P1LCOR? 

Output port 1 linear cal correction on/off status 

P1LDONE? 

Output port 1 linear power correction Done status 

P3CW0 

Turn off port 3 CW mode in linear cal 

P3CW1 

Turn on port 3 CW mode in linear cal 

P3CW? 

Output port 3 CW mode in linear cal on/off status 

P3LCORO 

Turn off port 3 linear cal correction 

P3LCOR1 

Turn on port 3 linear cal correction 

P3LCOR? 

Output port 3 linear cal correction on/off status 

P3LDONE? 

Output port 1 linear power correction done status 

PSDP 

Enter number of points drawn in power sweep mode 

PSDP? 

Output number of points drawn in power sweep 

PSFP1 

Enter number of frequency points to be skipped during linear power correction for source 1 

PSFP1? 

Output number of frequency points to be skipped during linear power correction for source 1 

PSFP3 

Enter number of frequency points to be skipped during linear power correction for source 2 

PSFP3? 

Output number of frequency points to be skipped during linear power correction for source 2 

PSLC 

Perform power sweep linearity calibration 

PSLCP10 

Turn power sweep linearity calibration off 

PSLCP11 

Turn power sweep linearity calibration on 

PSLCP1DONE? 

Output power sweep linearity calibration done status 

PSLCP1X? 

Output power sweep linearity calibration on/off status 

PSLCP30 

Turn power sweep linearity calibration off 

PSLCP31 

Turn power sweep linearity calibration on 

PSLCP3DONE? 

Output power sweep linearity calibration done status 

PSLCP3X? 

Output power sweep linearity calibration on/off status 

PSNOP1 

Enter port 1 nominal offset in power sweep mode 

PSNOP1? 

Output port 1 nominal offset in power sweep mode 

PSNOP3 

Enter port 3 nominal offset in power sweep mode 

PSNOP3? 

Output port 3 nominal offset in power sweep mode 

PSWP 

Select power sweep 

SINP 

Enter single power 

SINPO 

Turn off single power mode 
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Table5-13. Power K^, Power Sweep Commands (2 of 2) 


Command 

Function 

SINP1 

Turn on single power mode 

SINP? 

Output single power 

SINPX? 

Output single power mode on/off status 

STEPP 

Enter power step 

STEPP? 

Output power step 

STOPP 

Enter stop power 

STOPP? 

Output stop power 

STRTP 

Enter start power 

STRTP? 

Output start power 
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Flat Power Functions Signal source power correction data produced during this type of 

MS462X calibration is used to flatten the signal power output from the 
test set port(s) over a specified frequency range. This feature is used to 
provide flat test stimulus signals to the device-under-test while per¬ 
forming normal measurements. 

This process requires operator intervention. The system operator is 
guided through a sequence of operations and measurements that make 
up the flat test port calibration sequence. Before attempting to write a 
GPIB controlled program to produce this calibration sequence, first be¬ 
come thoroughly familiar with the manual procedure. 

Flat test port calibrations require considerable time to perform. The 
time required is dependent upon the number of points selected; For 
these call brations, the GPIB timeout value must beincreased accord¬ 
ingly, or the control program must generate an appropriate time delay 
before executing subsequent commands. See the documentation for 
your GPIB controller for timeout-setting procedures. Table 5-14 lists 
the flat test power commands. 


Table5-14. Power K^, Flat Power Commands (1 of 1) 


Command 

Function 

FPO 

Turn flat power correction off 

FP1 

Turn flat power correction on 

FP1DONE? 

Output port 1 flat power correction done status 

FP30 

Turn port 3 flat power correction off 

FP31 

Turn port 3 flat power correction on 

FP3DONE? 

Output port 3 flat power correction done status 

FP3X? 

Output port 3 flat power correction on/off status 

FPX? 

Output flat power correction on/off status 

PTP 

Enter the target power for flat power correction 

PTP3 

Enter the target power for flat power correction for source 2 

PTP3? 

Output the target power for flat power correction for 

PTP? 

Output the target power for flat power correction 

PTS 

Enter number of points to be skipped during flat power correction 

PTS3 

Enter number of points to be skipped during flat power correction for source 2 

PTS3? 

Output number of points to be skipped during flat power correction for source 2 

SFC 

Perform flat test port calibration 

TP1 

Select port 1 for flat power correction 

TP3 

Select port 3 for flat power correction 

IPX? 

Output selected port for flat power correction 
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Table5-15. Config K^Commands(2 of 4) 


Command 

Function 

EDECSLP4P 

Select C(S)-L(P) as the LC circuit type for the 4-port circuit 

EDED 

Seiect de-embedding as embedding/de-embedding method 

EDEDEF 

Define embedding/de-embedding network 

EDEDEF? 

Output appiy or define embedding/de-embedding network 

EDEDIEL 

Enter reiative dieiectric for T-iine section 

EDEDIEL? 

Output reiative dieiectric for T-iine section 

EDEDT? 

Output dieiectric type fer T-iine section 

EDEDUT2 

Seiect 2 port test device for embedding/de-embedding 

EDEDUT3 

Seiect 3 port test device for embedding/de-embedding 

EDEDUT4 

Seiect 4 port test device for embedding/de-embedding 

EDEDUT? 

Output device type seiection for embedding/de-embeddin 

EDEE 

Seiect embedding as embedding/de-embedding method 

EDEED? 

Output embedding/de-embedding method seiection 

EDEIMP 

Enter impedance for T-line section 

EDEIMP? 

Output impedance for T-line sectien 

EDEIND 

Enter inductance for LC circuit 

EDEIND4P 

Enter inductance for circuit topoiogy in four port embedding/de-embedding 

EDEIND4P? 

Output inductance for circuit topoiogy in four port embedding/de-embedding 

EDEIND4P2 

Enter Inductance 2 for the circuit topoiegy in four-pert embedding/de-embedding 

EDEIND4P2? 

Output inductance 2 for the circuit topoiogy in four-port embedding/de-embedding 

EDEIND? 

Output inductance for LC circuit 

EDELC 

Seiect LC circuit as embedding/de-embedding network generation method 

EDELC? 

Output LC circuit type seiection 

EDELC4P? 

Outputs the feur-port LC circuit type seiection 

EDELEN 

Enter iength for T-line section 

EDELEN? 

Output iength for T-iine section 

EDELOS 

Enter ioss for T-iine section 

EDELOS? 

Output ioss for T-iine section 

EDELPCS 

Seiect L{P)-C(S) as LC circuit type 

EDELSCP 

Seiect L{S)-C(P) as LC circuit type 

EDELSCP4P 

Seiect L{S)-C(P) as the LC circuit type for the four-port circuit 

EDEMIC 

Seiect microporous tefion as dieiectric type for T-iine 

EDEMODIFY 

Seiect Modify Last Network for embedding/de-embedding 

EDEOTH 

Seiect Other as dieiectric type for T-line sectien 

EDEPOLY 

Seiect Poiyethyiene as dieiectric type for T-iine section 

EDEPORT1 

Seiect pert 1 for embedding/de-embedding 
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Table5-15. Config Key Commands (3 of 4) 


Command 

Function 

EDEPORT12 

Select port 1 and port 2 for embedding/de-embedding 

EDEPORT2 

Select port 2 for embedding/de-embeddIng 

EDEPORT23 

Select port 2 and port 3 for embedding/de-embeddIng 

EDEPORT3 

Select pert 3 for embedding/de-embeddIng 

EDEPORT34 

Select port 3 and port 4 for embedding/de-embeddIng 

EDEPORT4 

Select pert 4 for embedding/de-embeddIng 

EDEPORT? 

Output active port number for embedding/de-embedding 

EDERST 

Reset all ports reference plane for embeddIng/de-embeddIng 

EDETEF 

Select teflon as dielectric type for T-llne section 

EDETIME 

Enter time for T-line section 

EDETIME? 

Output time for T-line section 

EDETLINE 

Select T-line sectien as embedding/de-embedding network 

FHI 

Set data points to 1601 

FLO 

Set data points to 101 

FME 

Set data points to 401 

FOF 

Blank frequency infermatien 

FON 

Display frequency information 

FOX? 

Output frequency information on/off status 

IMPCOMPU? 

Output computation method selection for impedance transformatien 

IMPPORT 

Enter port number as active for impedance transformation 

IMPPORT? 

Output active port number for impedance transfermatien 

IMPPOWER 

Select pewer-wave as cemputation method for impedance transformation 

IMPPSEUDO 

Select pseudo-wave as computation method for impedance transformation 

IMPREACT 

Enter reactive term for impedance transformation 

IMPREACT? 

Output reactiv term for impedance transformation 

IMPRESIST 

Enter resistive term for impedance transformation 

IMPRESIST? 

Output resistive term for impedance transformation 

IMPTSO 

Turn impedance transformation mode off 

IMPTS1 

Turn impedance transformation mode on 

IMPTS? 

Output impedance transformation mode status 
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Table5-15. Config K^Commands(4of 4) 


Command 

Function 

NP101 

Set data points to 101 

NP15 

Set data points to 15 

NP1601 

Set data points to 1601 

NP201 

Set data points to 201 

NP3 

Set data points to 3 

NP401 

Set data points to 401 

NP51 

Set data points to 51 

NP801 

Set data points to 801 

OEDELOG 

Output current EDE iog 

ONP 

Output number of points currentiy being measured 

PEDELOG 

Print current EDE iog 

RHO 

Seiect RF off in hoid mode 

RH1 

Seiect RF on in hoid 

RHX? 

Output RF on/off during hoid status 

RTO 

Turn rippies testing off 

RT1 

Turn rippies testing on 

RT? 

Output rippies testing enabie status 

RIVAL? 

Output rippies testing value 

SISO 

Turn off simultaneous internal sources mode 

SIS1 

Turn on simultaneous internal sources mode 

SIS2CWF 

Enter internal source 2 CW frequency and turn CW on 

SIS2CWF? 

Output internal source 2 CW frequency 

SIS2CWOFF 

Turn internal source 2 CW off 

SIS2CWON 

Turn internal source 2 CW on at current CW frequency 

SIS2CWON? 

Output internal source 2 CW on/off status 

SIS20FF 

Enter internal source 2 offset from source 1 frequency 

SIS20FF? 

Output internal source 2 offset from source 1 frequency 

SISX? 

Output simultaneous internal sources mode on/off 

SRC1AC? 

Output source 1 active/inactive status 
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Table5-16. Config Key, Multi pie Source Commands (1 of 2) 


Command 

Function 

BD1 

Select band 1 for definition 

BD2 

Seiect band 2 for definition 

BD3 

Seiect band 3 for definition 

BD4 

Seiect band 4 for definition 

BD5 

Seiect band 5 for definition 

BNDRCW? 

Output multiple source band receiver CW 
flag for specified band 

BNDRDIV? 

Output multiple source band receiver divisor for specified band 

BNDRMUL? 

Output multiple source band receiver multiplier for specified band 

BNDROFF? 

Output multiple source band receiver offset for specified band 

BNDRSCW? 

Output multiple source band receiver source CW flag 

BNDRSDIV? 

Output multiple source band receiver source divisor 

BNDRSMUL? 

Output multiple source band receiver source multiplier 

BNDRSOFF? 

Output multiple source band receiver source offset 

BNDS1CW? 

Output multiple source band source 1 CW 
flag for specified band 

BNDS1DIV? 

Output multiple source band seurce 1 divisor for specified band 

BNDS1MUL? 

Output multiple source band source 1 multiplier for specified band 

BNDS10FF? 

Output multiple source band seurce 1 offset for specified band 

BNDS2CW? 

Output multiple source band seurce 2 CW flag for specified band 

BNDS2DIV? 

Output multiple source band source 2 divisor for specified band 

BNDS2IVIUL? 

Output multiple source band seurce 2 multiplier for specified band 

BNDS20FF? 

Output multiple source band source 2 offset for specified band 

BNDS3CW? 

Output multiple source band source 3 CW 
flag 

BNDS3DIV? 

Output multiple source band seurce 3 divisor 

BNDS3MUL? 

Output multiple source band source 3 multiplier 

BNDS30FF? 

Output multiple source band seurce 3 offset 

BNDS4CW? 

Output multiple source band source 4 CW 
flag 

BNDS4DIV? 

Output multiple source band seurce 4 divisor 

BNDS4MUL? 

Output multiple source band seurce 4 multiplier 

BNDS40FF? 

Output multiple source band source 4 offset 

BNDSRT? 

Output multiple source band start frequency for specified band 

BNDSTP? 

Output multiple source band stop frequency for specified band 

BSP 

Enter band stop frequency 

BSP? 

Output band stop frequency 
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Table5-16. Config Key, Multi pie Source Commands (2 of 2) 


Command 

Function 

BST 

Enter band start frequency 

BST? 

Output band start frequency 

CLB 

Clear all multiple source band definitions 

ECW 

Select CW operation for component being edited 

ED1 

Edit source 1 equation 

ED2 

Edit source 2 equation 

EDS 

Edit source 3 equation 

ED4 

Edit source 4 equation 

EDR 

Edit receiver equation 

EDRS 

Edit receiver source equation 

EDV 

Enter divisor value for equation being edited 

EDV? 

Output the divisor value for the equation being edited 

EDX? 

Output equation being edited 

EML 

Enter multiplier value for equation being edited 

EML? 

Output multiplier value for equation being edited 

EOS 

Enter offset frequency for equation being edited 

EOS? 

Output offset frequency for equation being edited 

ESW 

Select sweep operation for component being edited 

EXW? 

Output multiple source sweep flag for equation being edited 

LTRD 

Output response data from the dedicated GPIB bus 

LTWRT 

Send program data to the dedicated GPIB bus 

MSO 

Turn multiple source mode off 

MS1 

Turn multiple source mode on 

MSD 

Select multiple source define mode 

MSX? 

Output multiple source mode on/off/define 

PSRC 

Enter power source as active 

PSRC? 

Output active power source 

SVB 

Save current band definitions 


HOLD 

KEY 
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5-8 HOLD KEY This key holds the measurement trace and prevents it from updating, 

so that measurement results may be more easily interpreted. 

Table 5-17 lists the Hold key commands. 

Table5-17. Hold Kq/C ommands(1 of 1) 

Command Function 

CTN Continue sweeping from current point 

HLD Put sweep into hold mode 

HLD? Output the sweep hold status 
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5"9 DEFAULT KEY This key resets the MS462XX to its factory settings. Tabie 5-18 iists 

the Default key commands. 

Table5-18. Defauit Commands (1 of 1) 

Command Function 


RST 

Instrument reset (same as *RST) 

RSTO 

Reset instrument front panel memories and reserved parameters 

RST1 

Reset instrument and front panel memories 
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Chapter 6 
S-Parameter 
Calibration Functions 


6-1 INTRODUCTION This chapter describes the M S462XX S-Paremter error correction (cali¬ 

bration) functions. It describes the commands used to perform the fol¬ 
lowing: 

□ Specify the calibration method, type, standards, and parameters 

□ Control the calibration data-taking process 

NOTES 

See Measurement/Test Signals Group for a description 
of the flat test port power calibration commands 

The MS462XX calibration functions require operator in¬ 
tervention. However, it is possibleto use the external 
controller to guide the operator through the calibration 
process using a suitable program containing the calibra¬ 
tion commands described in this chapter 


6-2 RELATED COMMANDS Related, non-calibration commands used during the calibration pro¬ 
cess are described in Table 6-1. The use of these commands, in relation 
to calibration activities, is described throughout this chapter, where 
appropriate. These command sets are fully described intheir respec¬ 
tive chapters as indicated in Table 6-1. 

NOTE 

See ICx and OCx series commands in the Data Transfer 
group (Chapter 8) for information on inputting and output¬ 
ting calibration terms coefficients (error terms). 
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Table6-1. Related Commands 


Command 

Command Function Group 

FHI, FLO, FME 
NP3-NP1601 

Measurement Group, Data Points 
(Ch 5) 

SRT, STP, CWF, DFQ, 

DFD, FRS, FRI, FRP, FIL, 
FRC 

Measurement Group, Frequency 
(Ch 5) 

IFV, ICx, OCX 

Data Tranter Group (Ch 8) 

*OPC, *OPC? 

IEEE 488.2 Group, Synchronization 
(Ch 8) 

All 

Measurement, Test Signals (Ch 5) 

All 

Display, Graph Type (Ch 5) 

All 

Display, Scaling (Ch 5) 

AVG, AOF. AON 

Enhancement, Averaging (Ch 5) 

IFBW10, IFBW100, 

IFBW1K, IFBW10K, 

IFBW30, IFBW300, 

IFBW3K, IFBW30K, IFA, 
IFN, IFR, IFM, IF1-IF4 

Enhancement, Video IF Bandwidth 
(Ch 5) 

CH1-CH4 

Channels Group (Ch 5) 


6-3 REQUIRED COMMAND 
SEQUENCE 


A program used to control the calibration process must follow a spe¬ 
cific order for the GPIB calibration commands that are used. Table 6-2 
lists this acceptable order. 
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Table6-2. Calibration Command Ordering 


Order 

Item 

Typical Commands Used 

1 

Calibration Type 

Cl 2, C8R, C8T, CRB, CRF, CRR, CBT, CFT, CRT, CXX? 

2 

Calibration Method 

SCM, OCM, LCM, TCM, CMX?, SOLT, TRX, CM3PX?, 2PATH3PORT, 

SOLT4P, TRX4P 

3 

Line Type 

LTC, LTW, LTU, LTX? 

4 

Isolation Usage 

ISN, ISF, ISX? 

5 

Data Points 

NOG, DFC, TDC, CWC, SSC 

6 

Frequency:* 

Sweep 

Discrete Fill 

User Defined List** 

CW 

SRT, STP 

DFQ, DFD, FRS, FRI, FRP, FIL, FRC, 

IFV 

7 

Test Port Connector 
Connector Type 

User Defined Connector 
Offset-Short Values 

PIC, P2C, P3C 

CMS, CFS, CMK, CFK, CMV, CFV, CMC, CFG, CM2, CF2, CMN, CFN, CM3, 
CF3, CNG, CMN75, CFN75, CMSP, CFSP 

CND, COO, COS, CCO, CC1, CC2, CC3, CLO, CL1, CL2, CL3 

SHI, SH2 

8 

Reflection Pairing 

MAT, MIX, MIX? 

9 

Load Type/Parameters 

SLD, BBL, BBZ, BBZL, BBX?, SLD3P, BBL3P 

10 

Through Parameters 

TOL, TLZ, TOLP3, TOLP23, TOLP14, TOLP24, TOLP34, TRP120L, 

TRP130L, TRP140L, TRP230L, TRP240L, TRP340L 

11 

LRL Band 

LR2, LR3, LRX? 

12 

LRL Parameters 

RM1, RRP, LL1, LL2, LL3, LM2, LM3, BPF, ROL, RLZ, RGZ, ROLP3, RXZ?, 
LX3?, RMX?, LX2?, LLIP3, LL2P3 

13 

Reference Impedance 

LLZ 

14 

Test Signals* 

PWR, SA1, SA3, PW2, PW3, PW4 

15 

Flat Test Port 

Calibration * 

PTP, PTS, SFC, FPO, FP1, FP30, FP31, TP1, TP3, TPX?, FPX?, FP3X? 

16 

Microstrip Parameters 

U10, U15, U25, USW, SBT, SBD, USE, USZ, UTFD, UTFX? 

17 

Waveguide Param's 

WKI, WKD, WCO, WSH1, WSH2, WWX? 

18 

Begin Calibration 
(Data Collection) 

BEG, BEG3P, BEG4P 

19 

Take Cal Data 

TCD, TCI, TC2 

20 

Next Cal Step 

NCS 


* Refer to Chapter 5, "Measurement Group" for details on these commands. 
** See Chapter 8, Measurement Points Data Transfer Commands) CWF 
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6-4 FUNCTIONAL Commands used for special types of calibrations are described in 

COMMANDS LISTING Table 6-3. The commands are used to invoke options and non-standard 

calibration procedures, and to simulate a calibration process. 


Table6-3. Functional Commands Listing (1 of 2) 


Command 

Function 

Description 

cwc 

Specify CW Calibration 

This command sets up a continuous wave (CW) calibration. Use CWF to 
input CW frequency. 

DFC 

Specify Discrete Fre¬ 
quency Calibration 

This command sets up a calibration at discrete frequencies only. Use dis¬ 
crete fill commands to input frequency list for calibration. Refer to Chapter 

5, Measurement Functions, paragraph 5-4. 



Alternatively, the IFV command allows for a frequency list input of calibra¬ 
tion frequencies. Refer to “Data Transfer Commands Group (Chapter 8),” 
for more details. 

NOG 

Specify Normal Sweep 
Calibration 

This command sets up a normal frequency range calibration. 

SSC 

Segmented Sweep 
Calibration 

This command selects the segmented sweep calibration data points. 

TDC 

Time Domain Harmonic 
Frequency Calibration 

This command selects the time domain harmonic frequency calibration 
data points. Required for low pass time/distance domain measurements. 

The resulting frequency sweep will consist of harmonic multiples of the 
start frequency. The Stop frequency is the start frequency times the num¬ 
ber of data points selected up to the maximum instrument frequency. 

P1C, P2C 

Set up to Specify Port 1 
(PIC) or Port 2 {P2C) Stan¬ 
dards 

This command specifies Port 1 or Port 2 as the port to which subsequent 
connector-related commands will apply. 

Example: 

"PIC;CFK;P2C;CMK" 

This sequence of commands sets up a female K connector for port 1 (P1C 
CFK) and a male K connector for port 2 (P2C CMK). 

CND 

Other Connector Specifica¬ 
tion 

This command allows a non-standard connector to be specified. This is 
the same as selecting OTHER from the front panel menu. When specify¬ 
ing the CND command, the connector offset for the open and/or short de¬ 
vice and the capacitance coefficients for the open device also need to be 
entered to characterize the connector. 

SLD,BBL 

Specify Sliding Load or 

Broad Band Load for Cali¬ 
bration 

The SLD command specifies a sliding load. The data-taking process for 
the load includes six slide positions. If any frequencies are below 2 GHz, 
you must also use a broadband load. 

LM2, LM3 


These commands are used to select a match for the second or the third 
device, respectively, during a LRM type calibration. 
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Table6-3. Functional Commands Listing (2 of 2) 


Command 

Function 

Description 

ASP, A12, 

AST, A8R, 
ARF, AFT, 
ARB, ARR, 
ABT, ART, 

A40, A4P, 

A24 

Calibration simulation 

These commands simulate the completion of a calibration. The Axx series 
commands must be followed with the corresponding calibration error term 
coefficients using the ICx commands (see Chapter 8). 

The Axx series commands match up with corresponding calibration type 
commands. For example. At 2 simulates Cl 2, A8T simulates C8T, etc. 



NOTE 

If you attempt to apply a calibration without first having entered 
calibration coefficient data, the error correction may not be ap¬ 
plied (as indicated by the Apply Cal LED being momentarily 
turned on, then off). 

CON3P, 

CON4P, 

CON, COF 

Turn on/off vector error 
correction 

These commands are not used during calibration. They are used during 
normal measurements to apply the current calibration error correction to 
the measured data (CON) or to turn off error correction calibration (COF). 

BEG3P, 

BEG4P, 

BEG, TC1, 
TC2, TCD, 
NCS, KEC, 
RPC 

Calibration Sequencing 
and Control commands 

These commands are used to start and control the data-taking process. 

KEC will keep existing calibration error corrections and return to the 
measurement mode. Command TC1 takes calibration data for the current 
(calibration) standard for port 1 using a separate forward measurement 
sweep. Command TC2 performs the same function for port 2 using a 
separate (reverse) sweep. (Note that command TCD performs these iden¬ 
tical operations, using consecutive forward and reverse measurement 
sweeps.) 



Using the TCI and TC2 commands allows one calibration standard of 
each type to be used for both ports. 

U10, U15, 

U25 

Calibration Kit selection 
commands 

These commands are used to select 10, 15, or 25 mil UTF calibration kits 
respectively. These calibration kits are used to perform a MS462XX cali¬ 
bration for microstrip device measurements. 

MAT, MIX 

Load match for Reflection 
devices measurement 
sequences 

The MAT (MATched) command changes the measurement sequence for 
the standard 12 term, coaxial, two-channel calibration so that the “open” 
measurements are performed in sequence, followed by the “short” meas¬ 
urements. The MIX (Mixed) command returns to the normal sequence for 
a two-channel 12 term calibration. 
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6-5 EXAMPLE PROGRAM The following is an example of how to set up a calibration sequence for 

theMS462XX VNMS: 

"SCM;LTC;C12;DFC;FRS 100 MHZ;FRI 100 MHZ;FRP 21 XXI; 
FIL;DFD;PIC;CFK;P2C;CMK;BBL; BEG" 


This example code sets up a calibration using standard calibration 
mode (SCM), coax cable media (LTC), and 12-term calibration type 
(C12). A discrete set of points is defined for frequency operation start¬ 
ing at 1 GHz (FRS lOOMHZ), spaced 100 MHz apart (FRI 100MHZ), 
at 21 consecutive points (FRP 21XXI). This range is confirmed or 
"filled" (FIL), then completed (DFD). 

The Port 1 test port connector is defined as a female type K connector 
(PIC CFK) and the Port 2 test port connector is defined as a male K 
type connector (P2C CMK). Broadband loads are selected as the de¬ 
fault load type (BBL). The BEG command instructs the MS462XX to 
begi n the cal i bration-data-taki ng-process. 

The calibration control program should contain commands to control 
the data-collection portion of the calibration process. Typical com¬ 
mands used for this process are: 

□ Take Calibration Data for Current Standard (TCD, or TCI, or 
TC2) 

□ Go on to the Next Calibration Step (NCS) 

□ Averaging On and Set to Value (AVG) 

□ Set IF Bandwidth to 10 Hz (IFI) 

□ Set IF Bandwidth to 100 Hz (IF2) 

□ Set IF Bandwidth to 1 KHz (IF3) 

□ Set IF Bandwidth to 10 KHz (IF4) 

□ Any Graph Type Specification or Scaling Change 

□ Active Channel Specification (CH1-CH4) 

The TCD (or TCI, or TC2) and NCS commands control thedata- 
taki ng process. Commands AVG, IF N, IF R, IFA, and IF M control the 
data-enhancement function used for a particular measurement (refer 
to Chapter 3, paragraph 6-6, Enhancement Commands). 

Before theTCD (or TCI, or TC2) and NCS commands are invoked in 
the program, the system operator must be instructed to perform the 
exact steps necessary to setup the calibration sequence for the type of 
MS462XX calibration to be used. An example program segment to con¬ 
tinue the 12-term calibration started in the previous example is shown 
on the next page. This example program segment is written in HP- 
BASIC. 
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COMMANDS CALIBRATION COMMANDS 


The calibration control program should determine if the MS462XX is 
ready for the next step of the calibration sequence before prompting 
the system operator to connect new calibration standards to the test 
ports. This can be done by monitoring the status byte of the MS462XX 
or by waiting for the operation to complete after executing the NCS 
command. 

For example, the commands in the following example instruct the 
MS462XX to take calibration data (TCD), go to the next calibration 
step (NCS), then output the number "1" (*OPC?). When the controller 
is able to read the number "1" from the MS462XX, the calibration step 
is complete. 

260 OUTPUT 706;"TCD;NCS;*OPC?" 

270 ENTER 706; N$ ! READ AND DISCARD ASCII WHEN 

STEP IS COMPLETE 

280 DISP "CALIBRATION STEP COMPLETE" 
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6-6 CALIBRATION 

COMMANDS, LISTING 


Table 6-5 provides a listing of the commands used to perform meas¬ 
urement calibrations. 


Table6-5. Calibration Commands (1 c#9) 


Command 

Description 

2PATH3PORT 

Select 2-path 3-port calibration method 

A12 

Simulate 12-term callbratlen 

A120 

Simulate 12-term calibration and Initialize all 2-port correction coefficients 

A24 

Simulate 3-pert calibration 

ASP 

Simulate 3-port calibration 

A3P0 

Simulate 3-port calibration and initialize all 3-port correction coefficients 

A40 

Simulate 4-pert calibration 

A4P 

Simulate 4-port calibration 

A4P0 

Simulate 4-pert calibration and initialize all 4-port correction coefficients 

A8R 

Simulate 1 -path 2-port calibration reverse path 

AST 

Simulate 1 -path 2-port calibration forward path 

ABORTCAL 

Abort calibration and keep existing calibration data 

ABT 

Simulate translation frequency response calibration forward and reverse 

ADPL 

Enter electrical length for adapter removal 

ADPL? 

Output electrical length for adapter removal 

AFT 

Simulate transmission frequency response calibration forward path 

ALCERRS1? 

Output source 1 ALC calibration error 

ALCERRS2? 

Output source 2 ALC calibration error 

APPC12T? 

Output 12 Term calibration done status 

APPC3P? 

Output 3-port calibration done status 

APPC4P? 

Output 4-port calibration done status 

APRXSTP 

Enter approximate stop frequency 

APRXSTP? 

Output approximate stop frequency 

ARB 

Simulate reflection only calibration both ports 

ARF 

Simulate reflectien enly calibration port 1 

ARR 

Simulate reflection only calibration port 2 

ART 

Simulate translation frequency response calibration reverse path 

BBL 

Select broadband load for calibration 

BBLP3 

Select broadband load for 3-port calibration 

BBLP4 

Select broadband load for 4-port calibration 

BBX? 

Output load type for calibration broadband/sliding load 

BBXP3? 

Output load type for 3-port calibration broadband/sliding load 

BBXP4? 

Output load type for 4-port calibration broadband/sliding load 

BBZ 

Enter breadband load impedance for calibration 

BBZ? 

Output broadband load impedance for calibration 
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CALIBRATION COMMANDS 

LISTING 


Table6-5. Calibration Commands (2 of 9) 


Command 

Description 

BBZL 

Enter broadband load inductance for calibration 

BBZL? 

Output broadband load inductance for calibration 

BEG 

Begin taking calibration data 

BEG3P 

Begin taking 3-port calibration data 

BEG4P 

Begin taking 4-port calibration data 

BPF 

Enter break point frequency for 3 line LRL calibration 

BPF? 

Output break point frequency for 3 line LRL calibration 

C12 

Select 12 term calibration 

C8R 

Select 1-path 2-port calibration reverse path 

C8T 

Select 1-path 2-port calibration forward path 

CBT 

Select translation frequency response calibration forward and reverse 

CCO 

Enter capacitance coefficient 0 for open 

CCO? 

Output capacitance coefficient 0 for open 

CC1 

Enter capacitance coefficient 1 for open 

CC1? 

Output capacitance coefficient 1 for open 

CC2 

Enter capacitance coefficient 2 for open 

CC2? 

Output capacitance coefficient 2 for open 

CCS 

Enter capacitance coefficient 3 for open 

CCS? 

Output capacitance coefficient 3 for open 

CDATTNO? 

Output port 1 attenuation of power sweep mode from selected cal memory 

CDATTN2? 

Output port 3 attenuation of power sweep mode from selected cal memory 

CDCALTP? 

Output 2-port cal type from selected cal memory 

CDCON? 

Output port 1 connector from selected cal memory 

CDCWF? 

Output cw mode frequency from selected cal memory 

CDEND1? 

Output end power for power source 1 or end frequency from selected cal memory 

CDEND2? 

Output end power for power source 2 from selected cal memory 

CDEND3? 

Output end power for power source 3 from selected cal memory 

CDEND4? 

Output end power for power source 4 from selected cal memory 

CDFREQ? 

Output cal data freq list from selected cal memory 

CDFSW? 

Output sweep type from selected cal memory 

CDLNTP? 

Output line type from selected cal memory 

CDNOP1? 

Output port 1 nominal offset of power sweep mode from selected cal memory 

CDNOP3? 

Output port 3 nominal offset of power sweep mode from selected cal memory 

CDNUM? 

Output data number of power/frequency from selected cal memory 

CDP2CON? 

Output port 2 connector from selected cal memory 

CDP3CALTP? 

Output 3-port cal type from selected cal memory 

CDP3CON? 

Output port 3 connector from selected cal memory 

CDP4CALTP? 

Output 4-port cal type from selected cal memory 

CDP4CON? 

Output port 4 connector from selected cal memory 
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Table 6-5. Calibration Commands (3 of 9) 


Command 

Description 

CDPTS? 

Output cal data points from selected cal memory 

CDPTSPWR? 

Output cal data point of power sweep mode from selected cal memory 

CDSRC2PWR? 

Output power in power source 2 from selected cal memory 

CDSRCPWR? 

Output power in power source 1 from selected cal memory 

CDSTEP? 

Output min power/frequency step from selected cal memory 

CDSTRT1 ? 

Output start power for power source 1 or start frequency from selected cal memory 

CDSTRT2? 

Output start power for power source 2 from selected cal memory 

CDSTRT3? 

Output start power for power source 3 from selected cal memory 

CDSTRT4? 

Output start power for power source 4 from selected cal memory 

CF2 

Select female 2.4mm connector for current port 

CF3 

Select female GPC-3.5 connector for current port 

CF716 

Select female Type 7/16 connector for current port 

CFG 

Select female TNC connector for current port 

CFK 

Select female K Connector for current port 

CFN 

Select female Type N connector for current port 

CFN75 

Select female Type N 75-ohm connector for current port 

CFS 

Select female SMA connector for current port 

CFSP 

Select special female connector for current port 

CFT 

Select transmission frequency response calibration forward path 

CFV 

Select female V Connector for current port 

CLO 

Enter inductive coefficient 0 for short 

CLO? 

Output inductive coefficient 0 for short 

CL1 

Enter inductive coefficient 1 for short 

CL1? 

Output inductive coefficient 1 for short 

CL2 

Enter inductive coefficient 2 for short 

CL2? 

Output inductive coefficient 2 for short 

CL3 

Enter inductive coefficient 3 for short 

CL3? 

Output inductive coefficient 3 for short 

CM2 

Select male 2.4mm connector for current port 

CM3 

Select male GPC-3.5 connector for current port 

CM3PX? 

Output calibration method for 3-port cal 

CM4PX? 

Output calibration method for 4-port calibration 

CM716 

Select male Type 7/16 connector for current port 

CMC 

Select male TNC connector for current port 

CMK 

Select male K Connector for current port 

CMN 

Select male N connector for current port 

CMN75 

Select male Type N 75-Ohm connector for current port 

CMS 

Select male SMA connector for current port 

CMSP 

Select special male connector for current port 
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Table6-5. Calibration Commands (4of 9) 


Command 

Description 

CMV 

Select male V Connector for current port 

CMX? 

Output calibration method 

CND 

Select user specified connector for current port 

CNG 

Select GPC-7 connector for current port 

COF 

Turn 2 and 3-port error correction and Flexible Cal off 

CON 

Turn 2-port error correction on 

CON3P 

Turn 3-port error correction on 

CON3P? 

Output 3-port error correction on/off status 

CON4P 

Turn 4-port error correction on 

CON4P? 

Output 4-Port error correction on/off status 

CON? 

Output 2-port error correction on/off status 

CONOCO? 

Output capacitance coefficient 0 of open device for specified connector 

CONCC1? 

Output capacitance coefficient 1 of open device for specified connector 

CONCC2? 

Output capacitance coefficient 2 of open device for specified connector 

CONCC3? 

Output capacitance coefficient 3 of open device for specified connector 

CONOPOFF? 

Output offset of open device for specified connector 

CONOPSER? 

Output serial number of open device for specified connector 

CONSHANG? 

Output angle of short device for specified connector 

CONSHOFF? 

Output offset of short device for specified connector 

CONSHSER? 

Output serial number of short device for specified connector 

COO 

Enter offset for open for user specified connector 

COO? 

Output offset for open for user specified connector 

COS 

Enter offset for short for user specified connector 

COS? 

Output offset for short for user specified connector 

CRB 

Select reflection only calibration both ports 

CRF 

Select reflection only calibration port 1 

CRR 

Select reflection only calibration port 2 

CRT 

Select transmission frequency response calibration reverse path 

CSF? 

Output calibration start frequency 

CSWP? 

Output sweep mode for calibration 

CTF? 

Output calibration stop frequency 

CWC 

Select CW frequency calibration data points 

CXX? 

Output calibration type 

DFC 

Select discrete frequency calibration data points 

lARF 

Enter adapter removal files from GPIB and calibrate 

ISF 

Exclude isolation 

ISN 

Include isolation 

ISX? 

Output isolation calibration selected true/false 

KEC 

Keep existing calibration data 
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Table6-5. Calibration Commands (5 of 9) 


Command 

Description 

LCM 

Select LRL calibration method 

LDARF 

Load adapter removal files from disk and calibrate 

LL1 

Enter length of line 1 for LRL calibration 

LL1? 

Output length ef line 1 for LRL calibration 

LL1P3 

Enter length of line 1 for 3-port TRX calibration 

LL1P3? 

Output length ef line 1 for 3-port TRX calibration 

LL2 

Enter length ef line 2 for LRL calibration 

LL2? 

Output length ef line 2 for LRL calibration 

LL2P3 

Enter length ef line 2 for 3-port TRX calibration 

LL2P3? 

Output length ef line 2 for 3-port TRX calibration 

LL3 

Enter length of line 3 for LRL calibration 

LL3? 

Output length ef line 3 for LRL calibration 

LLZ 

Enter line impedance for LRL calibration 

LLZ? 

Output line impedance for LRL calibration 

LM2 

Select a match for the second device during a LRM type calibration 

LM3 

Select a match for the third device during a LRM type calibration 

LR2 

Specify 2 line LRL calibration 

LR3 

Specify 3 line LRL calibration 

LRX? 

Output line selection for LRL calibration 2 line/3 line 

LTC 

Select coaxial transmission line for calibration 

LTU 

Select micrestrip transmissien line for calibration 

LTW 

Select waveguide transmissien line for calibration 

LTX? 

Output line type 

LX2? 

Output device for line 2 ef LRL calibration line/match 

LX3? 

Output device for line 3 ef LRL calibration line/match 

MAT 

Select matched reflective devices during calibration 

MIX 

Select mixed reflective devices during calibratien 

MIX? 

Output reflective devices selection during calibration 

MIXP3 

Set port 3 to be mixer port when source 2 using 

MIXP4 

Set port 4 to be mixer port when source 2 using 

MIXPORT? 

Output mixer port when source 2 using 

NCS 

Ge to next calibration step 

NOG 

Select normal calibration data points 

NPX? 

Output number of points currently being measured 

NUS3P 

Select Don’t Use existing 3-port calibration 

OCM 

Select offset short calibration method 

P1C 

Select pert 1 for connector specification 

P1C? 

Output port 1 connector type 

P2C 

Select pert 2 for connector specification 
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Table6-5. Calibration Commands (6 of 9) 


Command 

Description 

P2C? 

Output port 2 connector type 

P3C 

Select port 3 for connector specification 

P3C? 

Output port 3 connector type 

P4C 

Select port 4 for connector specification 

P4C? 

Output port 4 connector type 

RESTARTCAL 

Restart application calibration measurement 

RGZ 

Select reflective device greater than ZO 

RLZ 

Select reflective device less than ZO 

RM1 

Select reference plane at line 1 midpoint 

RMX? 

Output reference plane location for LRL calibration 

ROL 

Enter reflective device offset length 

ROL? 

Output reflective device offset length 

ROLP3 

Enter reflective device offset length for 3-port TRX calibration 

ROLP3? 

Output reflective device offset length for 3-port TRX 

ROLP4 

Enter reflective device offset length for 4-port TRX calibration 

ROLP4? 

Output reflective device offset length for 4-port TRX calibration 

RPC 

Repeat previous calibration 

RPCHAN 

Select Per Channel for reference plane 

RPCPX? 

Output reference plane Per Channel/Port status 

RPPORT 

Select Per Port for reference plane 

RRP 

Select reference plane at reflection plane 

RXZ? 

Output reflective device type in LRL calibration greater/less than ZO 

SBD 

Enter substrate dielectric for microstrip calibration 

SBD? 

Output substrate dielectric for microstrip calibration 

SBT 

Enter substrate thickness for microstrip calibration 

SBT? 

Output substrate thickness for microstrip calibration 

SCM 

Select standard calibration method 

SH1 

Set offset short 1 or 2 offset length for offset short calibration 

SH1? 

Output offset short 1 offset length 

SH2 

Set offset short 1 or 2 offset length for offset short calibration 

SH2? 

Output offset short 2 offset length 

SLD 

Select sliding load for calibration 

SLDP3 

Select sliding load for 3-port calibration 

SLDP4 

Select sliding load for 4-port calibration 

BOLT 

Select SOLT calibration method 

SOLT4P 

Select SOLT calibration method for 4-port calibration 

SSC 

Select the segmented sweep calibration data points 

SYSZO? 

Output system impedance 

TC1 

Take calibration data for port 1 
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Table6-5. Calibration Commands (7 of 9) 


Command 

Description 

TC2 

Take calibration data for port 2 

TCD 

Take calibration data on one or both ports as necessary 

TCM 

Select TRM calibration method 

TDC 

Select time domain harmonic frequency calibration data points 

TENMHZERR? 

Output 10 MHz calibration max error 

THRU23 

Include port 2, 3 thru/reciprocal measurement 

THRU23? 

Output selection of include or omit port 2, 3 thru/reciprocal measurement 

THRU23N 

Omit port 2, 3 thru/reciprocal measurement 

THRU24 

Include port 2, 4 thru/reciprocal measurement 

THRU24? 

Output selection of include or omit port 2, 4 thru/reciprocal measurement 

THRU24N 

Omit port 2, 4 thru/reciprocal measurement 

THRU34 

Include port 3, 4 thru/reciprocal measurement 

THRU34? 

Output selection of include or omit port 3, 4 thru/reciprocal measurement 

THRU34N 

Omit port 3, 4 thru/reciprocal measurement 

TLZ 

Enter thru line impedance for calibration 

TLZ? 

Output thru line impedance for calibration 

TOL 

Enter thru offset/reciprocal length for calibration 

TOL? 

Output thru offset/reciprocal length for calibration 

TOLP14 

Enter port 1,4 thru offset/reciprocal length for 4-port calibration 

TOLP14? 

Output port 1,4 thru offset/reciprocal length for 4-port calibration 

TOLP23 

Enter port 2, 3 thru offset/reciprocal length for 3-port calibration 

TOLP23? 

Output port 2, 3 thru offset/reciprocal length for 3-port calibration 

TOLP24 

Enter port 2, 4 thru offset/reciprocal length for 4-port calibration 

TOLP24? 

Output port 2, 4 thru offset/reciprocal length for 4-port calibration 

TOLP3 

Enter thru offset/reciprocal length for 3-port calibration 

TOLP34 

Enter port 3, 4 thru offset/reciprocal length for 4-port calibration 

TOLP34? 

Output port 3, 4 thru offset/reciprocal length for 4-port calibration 

TOLP3? 

Output thru offsett/reciprocal length for 3-port calibration 

TRP12D? 

Ouery the port 1,2 device type 

TRP12DR 

Set the port 1,2 device type to RECIPROCAL 

TRP12DT 

Set the port 1,2 device type to THRU 

TRP120L 

Enter the thru/reciprocal offset length for port 1,2 

TRP120L? 

Output the thru/reciprocal offset length for port 1,2 

TRP13D? 

Ouery the port 1,3 device type 

TRP13DR 

Set the port 1,3 device type to RECIPROCAL 

TRP13DT 

Set the port 1,3 device type to THRU 

TRP13I 

Include the port 1,3 thru/reciprocal measurement 

TRP13I? 

Output the selection of omit or include for the port 1,3 thru/reciprocal measurement 

TRP130 

Omit the port 1,3 thru/reciprocal measurement 
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Table6-5. Calibration Commands (8 of 9) 


Command 

Description 

TRP130L 

Enter the thru/reciprocal offset length for port 1,3 

TRP130L? 

Output the thru/reciprocal offset length for port 1,3 

TRP14D? 

Query the port 1,4 device type 

TRP14DR 

Set the port 1,4 device type to RECIPROCAL 

TRP14DT 

Set the port 1,4 device type to THRU 

TRP14I 

Include the port 1,4 thru/reciprocal measurement 

TRP14I? 

Output the selection of omit or include for the port 1,4 thru/reciprocal measurement 

TRP140 

Omit the port 1,4 thru/reciprocal measurement 

TRP140L 

Enter the thru/reciprocal offset length for port 1,4 

TRP140L? 

Output the thru/reciprocal offset length for port 1,4 

TRP23D? 

Query the port 2, 3 device type 

TRP23DR 

Set the port 2, 3 device type to RECIPROCAL 

TRP23DT 

Set the port 2, 3 device type to THRU 

TRP23I 

Include the port 2, 3 thru/reciprocal measurement 

TRP23I? 

Output the selection of omit or include for the port 2, 3 thru/reciprocal measurement 

TRP230 

Omit the port 2, 3 thru/reciprocal measurement 

TRP230L 

Enter the thru/reciprocal offset length for port 2, 3 

TRP230L? 

Output the thru/reciprocal offset length for port 2, 3 

TRP24D? 

Query the port 2, 4 device type 

TRP24DR 

Set the port 2, 4 device type to RECIPROCAL 

TRP24DT 

Set the port 2, 4 device type to THRU 

TRP24I 

Include the port 2, 4 thru/reciprocal measurement 

TRP24I? 

Output the selection of omit or include for the port 2, 4 thru/reciprocal measurement 

TRP240 

Omit the port 2, 4 thru/reciprocal measurement 

TRP240L 

Enter the thru/reciprocal offset length for port 2, 4 

TRP240L? 

Output the thru/reciprocal offset length for port 2, 4 

TRP34D? 

Query the port 3, 4 device type 

TRP34DR 

Set the port 3, 4 device type to RECIPROCAL 

TRP34DT 

Set the port 3, 4 device type to THRU 

TRP34I 

Include the port 3, 4 thru/reciprocal measurement 

TRP34I? 

Output the selection of omit or include for the port 3, 4 thru/reciprocal measurement 

TRP340 

Omit the port 3, 4 thru/reciprocal measurement 

TRP340L 

Enter the thru/reciprocal offset length for port 3, 4 

TRP340L? 

Output the thru/reciprocal offset length for port 3, 4 

TRX 

Select TRX calibration method 

TRX4P 

Select TRX calibration method for 4-port calibration 

U10 

Select 10 mil UTF calibration kit 

U15 

Select 15 mil UTF calibration kit 

U25 

Select 25 mil UTF calibration kit 
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Table6-5. Calibration Commands (9 of 9) 


Command 

Description 

US3P 

Select use existing 3-port caiibration 

US3P? 

Output seiection of use existing 3-port caiibration or not 

USE 

Enter effective dieiectric for microstrip caiibration 

USE? 

Output effective dieiectric for microstrip caiibration 

USW 

Enter microstrip width for microstrip caiibration 

USW? 

Output microstrip width for microstrip caiibration 

USZ 

Enter microstrip impedance for microstrip caiibration 

USZ? 

Output microstrip impedance fer microstrip caiibration 

UTFD 

Seiect user defined microstrip caiibration kit 

UTFX? 

Output microstrip cai kit seiection USER/U10/U15/U25 

WCO 

Enter waveguide cutoff frequency for user defined kit 

WCO? 

Output waveguide cutoff frequency for user defined kit 

WGCUTOFF? 

Output the waveguide cai kit cutoff frequency 

WGSER? 

Output waveguide cai kit seriai number 

WGSHOFF1? 

Output the waveguide cai kit short 1 offset 

WGSHOFF2? 

Output the waveguide cai kit short 2 offset 

WKD 

Seiect user defined waveguide caiibration kit 

WKI 

Seiect instaiied waveguide caiibration kit 

WKX? 

Output waveguide calibration kit seiection user/instaii 

WSH1 

Enter waveguide short offset 1 for user defined kit 

WSH1? 

Output waveguide short 1 offset for user defined kit 

WSH2 

Enter waveguide short offset 2 for user defined kit 

WSH2? 

Output waveguide short 2 offset for user defined kit 
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COMMANDS COMMANDS 


6-7 AUTOCAL® FUNCTION This function requires an optional AutoCal module that provides an 

automated method for performing fast, repeatable high-quality cali¬ 
brations. The AutoCal module is inserted between the VNMS test 
ports to perform the calibration. The commands for implementing this 
function remotely are provided in Table 6-6. 


Table6-6. AutoCal Function Commands (1 of 4) 


Command 

Description 

AC2PBTYPE 

Set AutoCal to 2-port box type 

AC4PBTYPE 

Set AutoCal to 4-port box type 

ACAA 

Set AutoCal standard to assurance 

ACADIR1 

Enter directivity 1 for AutoCai assurance iimits 

ACADIR1? 

Output directivity 1 for AutoCai assurance iimits 

ACADIR2 

Enter directivity 2 for AutoCai assurance iimits 

ACADIR2? 

Output directivity 2 for AutoCai assurance iimits 

ACAD IRS 

Enter directivity 3 for AutoCai assurance iimits 

ACADIR3? 

Output directivity 3 for AutoCai assurance iimits 

ACADPL 

Enter adapter iength for AutoCai 

ACADPL? 

Output adapter iength for AutoCai 

ACADR 

Set AutoCal type to adapter removal 

ACADTL 

Adapter connected to “LEFT” port of the 2-port AutoCal box 

ACADTR 

Adapter connected to “RIGHT” port of the 2-port AutoCal box 

ACADTX? 

Output adapter removal port “LEFT” or “RIGHT” in the 2-port AutoCal box that the adapter is 
connected to 

ACAL1R2 

Set adapter removal port to ADAPT & L=1 and R=2 

ACALM1 

Enter load match 1 for AutoCal assurance limits 

ACALM1? 

Output load match 1 for AutoCal assurance limits 

ACALM2 

Enter load match 2 for AutoCal assurance limits 

ACALM2? 

Output load match 2 for AutoCal assurance limits 

ACALM3 

Enter load match 3 for AutoCal assurance limits 

ACALM3? 

Output load match 3 for AutoCal assurance limits 

ACAP? 

Output ports configuration for AutoCal assurance limits 

ACAR1L2 

Set adapter removal port to ADAPT & R=1 and L=2 

ACARET1 

Enter reflection tracking 1 for AutoCal assurance limits 

ACARET1 ? 

Output reflection tracking 1 for AutoCal assurance limits 

ACARET2 

Enter reflection tracking 2 for AutoCal assurance limits 

ACARET2? 

Output reflection tracking 2 for AutoCal assurance limits 

ACARP? 

Output adapter removal port configuration for AutoCal 

ACAS? 

Output AutoCal assurance status 

ACASRC1 

Enter source match 1 for AutoCal assurance limits 

ACASRC1? 

Output source match 1 for AutoCal assurance limits 

ACASRC2 

Enter source match 2 for AutoCal assurance limits 
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Table6-6. AutoCal Function Commands (2 of 4) 


Command 

Description 

ACASRC2? 

Output source match 2 for AutoCal assurance limits 

ACASRC3 

Enter source match 3 for AutoCal assurance limits 

ACASRC3? 

Output source match 3 for AutoCal assurance limits 

ACATRT1 

Enter transmission tracking 1 for AutoCal assurance limits 

ACATRT1 ? 

Output transmission tracking 1 for AutoCal assurance limits 

ACATRT2 

Enter transmission tracking 2 for AutoCal assurance limits 

ACATRT2? 

Output transmission tracking 2 for AutoCal assurance limits 

ACAVNA1 

Set adapter connected to port 1 

ACAVNA2 

Set adapter connected to port 2 

ACAVNAPX? 

Output adapter removal port configuration for AutoCal 

ACBTYPE? 

Output AutoCal 2-port or 4-port box type 

ACDEF 

Include isolation 

ACF2P? 

Output port selection for full 2-port AutoCal 

ACF2TC 

Set the AutoCal full 2-port Thru type to calibrator 

ACF2TT 

Set the AutoCal full 2-port Thru type to True Thru 

ACF2TX? 

Output full 2-port Thru type for AutoCal 

ACHFD 

Save AutoCal characterization to floppy disk 

ACHHD 

Save AutoCal characterization to hard disk 

ACIAX? 

Output AutoCal isolation yes/no setting 

ACISO 

Enter number of averaging for isolation 

ACISO? 

Output number of averaging for isolation 

ACL1AR2 

Set adapter removal port to L=1 and ADAPT & R=2 

ACL1R2 

Set the AutoCal ports to L=1 and R=2 

ACLO 

Enter number of averaging for load 

ACLO? 

Output number of averaging for load 

ACLOAD 

Set AutoCal standard to load 

ACOMIT 

Omit isolation 

ACOPEN 

Set AutoCal standard to open 

ACPI? 

Output port 1 configuration for AutoCal 

ACP2? 

Output port 2 configuration for AutoCal 

ACP2L 

Set the AutoCal port to LEFT for reflection only cal, port 2 

ACP2R 

Set the AutoCal port 2 to RIGHT for reflection only cal, port 2 

ACPA 

Select AutoCal port A for reflection only cal 

ACPATH? 

Output AutoCal connected path 

ACPB 

Select AutoCal port B for reflection only cal 

ACPC 

Select AutoCal port C for reflection only cal 

ACPCFG 

Enter string to setup port configuration for 4 Port AutoCal Box 

ACPCFG? 

Output port configuration for 4 Port AutoCal Box 

ACPL 

Set the AutoCal port to LEFT 
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Table6-6. AutoCal Function Commands (3 c# 4) 


Command 

Description 

ACPR 

Set the AutoCal port to RIGHT 

ACPX 

Select AutoCal port X for reflection only cal 

ACPX? 

Output AutoCal port selected for reflection only cal 

ACPXA 

Set AutoCal connected path to port X-A 

ACPXB 

Set AutoCal connected path to port X-B 

ACPXC 

Set AutoCal connected path to port X-C 

ACR1AL2 

Set adapter removal port to R=1 and ADAPT & L=2 

ACR1L2 

Set the AutoCal ports to R=1 and L=2 

ACRFL 

Enter number of averaging for reflection 

ACRFL? 

Output number of averaging for reflection 

ACS11 

Set AutoCal type to S11 

ACS11S22 

Set AutoCal type to both S11 and S22 

ACS22 

Set AutoCal type to S22 

ACSF2P 

Set AutoCal type to full 2-port 

ACSF3P 

Set AutoCal type to full 3-port 

ACSF4P 

Set AutoCal type to full 4-port 

ACSHORT 

Set AutoCal standard to short 

ACSTD? 

Output AutoCal standard 

ACSTMEA 

Continue AutoCal Thru update 

ACTHRU 

Set AutoCal standard to Thru 

ACTHRU12T0 

Do port 1,2 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 

ACTHRU12T1 

Do port 1,2 thru measurement using TRUE THRU 

ACTHRU12X? 

Output selection of port 1,2 thru measurement 

ACTHRU13T0 

Do port 1,3 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 

ACTHRU13T1 

Do port 1,3 thru measurement using TRUE THRU 

ACTHRU13X? 

Output selection of port 1,3 thru measurement 

ACTHRU14T0 

Do port 1,4 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 

ACTHRU14T1 

Do port 1,4 thru measurement using TRUE THRU 

ACTHRU14X? 

Output selection of port 1,4 thru measurement 

ACTHRU23T0 

Do port 2, 3 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 

ACTHRU23T1 

Do port 2, 3 thru measurement using TRUE THRU 

ACTHRU23X? 

Output selection of port 2, 3 thru measurement 

ACTHRU24T0 

Do port 2, 4 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 

ACTHRU24T1 

Do port 2, 4 thru measurement using TRUE THRU 

ACTHRU24X? 

Output selection of port 2, 4 thru measurement 

ACTHRU34T0 

Do port 3, 4 thru measurement using AutoCal THRU or omit THRU depending on the port 
configuration 
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Table6-6. AutoCal Function Commands (4 of 4) 


Command 

Description 

ACTHRU34T1 

Do port 3, 4 thru measurement using TRUE THRU 

ACTHRU34X? 

Output selection of port 3, 4 thru measurement 

ACT0LP12 

Enter port 1,2 thru line length for AutoCal 

ACT0LP12? 

Output port 1,2 thru offset length for AutoCal 

ACT0LP13 

Enter port 1,3 thru line length for AutoCal 

ACT0LP13? 

Output port 1,3 thru offset length for AutoCal 

ACT0LP14 

Enter port 1,4 thru line length for AutoCal 

ACT0LP14? 

Output port 1,4 thru offset length for AutoCal 

ACTOLP23 

Enter port 2, 3 thru line length for AutoCal 

ACTOLP23? 

Output port 2, 3 thru offset length for AutoCal 

ACTOLP24 

Enter port 2, 4 thru line length for AutoCal 

ACTOLP24? 

Output port 2, 4 thru offset length for AutoCal 

ACTOLP34 

Enter port 3, 4 thru line length for AutoCal 

ACTOLP34? 

Output port 3, 4 thru offset length for AutoCal 

ACTUAVG 

Enter number of averaging for AutoCal Thru update 

ACTUAVG? 

Output number of averaging for AutoCal Thru update 

ACTULS 

Apply last Thru update calibration setup 

ACX? 

Output AutoCal type 

BEGAC 

Initialize an AutoCal measurement 

BEGACA 

Start AutoCal assurance 

BEGCH 

Start AutoCal characterization 

BEGTU 

Start AutoCal Thru update 

lACCHAR 

Input AutoCal characterization data from the GRIB 

OACCHAR 

Output AutoCal characterization data to the GPIB 

OACCSER2P 

Output the AutoCal characterization serial number for 2-port AutoCal 

OACCSER4P 

Output the AutoCal characterization serial number for 4-port AutoCal 

OACSER 

Output AutoCal box serial number 

OACTYPE 

Output AutoCal box type 
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6-8 FLEXIBLE CALIBRATION Table 6-7 provides a listing of the commands used to perform Flexible 

Calibrations. 

Table6-7. FlexibleCal Function Commands (1 of 3) 


Command 

Description 

CDFXCALTP? 

Output Flexible Cal calibration type 

CFFX? 

Query Flexible Cal define mode 

CFXI? 

Output Flexible Cal Input methed 

CFXICU 

Select Flexible Customize Cal 

CFXIFU 

Select Flexible Full Term Cal 

CFXIRF 

Select Flexible Reflection Cal 

CONFX 

Turn flexible error correction on 

CONFX? 

Output flexible error correction on/off status 

EX2RF0 

Turn external source 2 RF off 

EX2RF1 

Turn external source 2 RF on 

EX3RF0 

Turn external source 3 RF off 

EX3RF1 

Turn external source 3 RF on 

EX4RF0 

Turn external source 4 RF off 

EX4RF1 

Turn external source 4 RF on 

FXAPL 

Apply Flexible Cal 

FXP1T0 

Turns off Port 1 selection. Do not apply correction to any S-parameter Involving port 1 

FXP1T1 

Turns on Port 1 selection. Correct S11, If in full term cal input methed 

FXP1T? 

Query Pert 1 selection for Flexible Cal 

FXP2T0 

Turns off Port 2 selection. Do not apply correction to any S-parameter involving port 2 

FXP2T1 

Turns on Port 2 selection. Correct S22, If in full term cal input methed 

FXP2T? 

Query Pert 2 selection for Flexible Cal. 

FXP3T0 

Turns off Port 3 selection. Do not apply correction to any S-parameter involving port 3 

FXP3T1 

Turns on Port 3 selection. Correct S33, If in full term cal input methed 

FXP3T? 

Query Pert 3 selection for Flexible Cal 

FXP4T0 

Turns off Port 4 selection. Do not apply correction to any S-parameter involving port 4 

FXP4T1 

Turns on Port 4 selection. Correct S44, If in full term cal input methed 

FXP4T? 

Query Pert 4 selection for Flexible Cal 

FXS11T0 

Turn eff S11 selection for Flexible Cal 

FXS11T1 

Turn en S11 selection for Flexible Cal 

FXS11T? 

Qutput S11 selection on/off 

FXS12T0 

Turn off S12 selection for Flexible Cal 

FXS12T1 

Turn en S12 selection for Flexible Cal 

FXS12T? 

Qutput S12 selection on/off 

FXS13T0 

Turn off S13 selection for Flexible Cal 

FXS13T1 

Turn en S13 selection for Flexible Cal 

FXS13T? 

Qutput S13 selection on/off 
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Table6-7. FlexibleCal Function Commands (2 of 3) 


Command 

Description 

FXS14T0 

Turn off S14 selection for Flexible Cal 

FXS14T1 

Turn on S14 selection for Flexible Cal 

FXS14T? 

Output SI 4 selection on/off 

FXS21T0 

Turn off S21 selection for Flexible Cal 

FXS21T1 

Turn on S21 selection for Flexible Cal 

FXS21T? 

Output S21 selection on/off 

FXS22T0 

Turn off S22 selection for Flexible Cal 

FXS22T1 

Turn on S22 selection for Flexible Cal 

FXS22T? 

Output S22 selection on/off 

FXS23T0 

Turn off S23 selection for Flexible Cal 

FXS23T1 

Turn on S23 selection for Flexible Cal 

FXS23T? 

Output S23 selection on/off 

FXS24T0 

Turn off S24 selection for Flexible Cal 

FXS24T1 

Turn on S24 selection for Flexible Cal 

FXS24T? 

Output S24 selection on/off 

FXS31T0 

Turn off S31 selection for Flexible Cal 

FXS31T1 

Turn on S31 selection for Flexible Cal 

FXS31T? 

Output S31 selection on/off 

FXS32T0 

Turn off S32 selection for Flexible Cal 

FXS32T1 

Turn on S32 selection for Flexible Cal 

FXS32T? 

Output S32 selection on/off 

FXS33T0 

Turn off S33 selection for Flexible Cal 

FXS33T1 

Turn on S33 selection for Flexible Cal 

FXS33T? 

Output S33 selection on/off 

FXS34T0 

Turn off S34 selection for Flexible Cal 

FXS34T1 

Turn on S34 selection for Flexible Cal 

FXS34T? 

Output S34 selection on/off 

FXS41T0 

Turn off S41 selection for Flexible Cal 

FXS41T1 

Turn on S41 selection for Flexible Cal 

FXS41T? 

Output S41 selection on/off 

FXS42T0 

Turn off S42 selection for Flexible Cal 

FXS42T1 

Turn on S42 selection for Flexible Cal 

FXS42T? 

Output S42 selection on/off 

FXS43T0 

Turn off S43 selection for Flexible Cal 

FXS43T1 

Turn on S43 selection for Flexible Cal 

FXS43T? 

Output S43 selection on/off 

FXS44T0 

Turn off S44 selection for Flexible Cal 

FXS44T1 

Turn on S44 selection for Flexible Cal 

FXS44T? 

Output S44 selection on/off 
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Table6-7. FlexibleCal Function Commands (3 of 3) 


Command 

Description 

FXSOFF 

Turn off all the S-parameters when Flexible Cal Is being applied 

FXSON 

Turn on all the S-parameters when Flexible Cal Is being applied 
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Chapter 7 

Markers and Limits 
Functions 


7"1 INTRODUCTION This chapter describes markers and limits commands. 

7"2 MARKERS The commands listed in Table 7-1 (next page) control the location and 

display of the markers and the functions related to the markers. A full 
description of each command mnemonic is contained in Chapter 11, 
Command Dictionary. 

A marker is turned on whenever any of the following conditions occur: 

□ When the marker is set to a value. 

Example: "mk2 2 ghz" 

□ When the marker is selected for readout. 

Example: "mr2" 

□ When the marker is selected as the delta reference marker (left). 
Example: "dr2 2.5632 ghz" 

MMN and MMX Commands — TheMMNandMMX commands move 
the active marker to the minimum and maximum trace values on the 
active channel, respectively. There must be an active marker selected 
for these command to execute. 

Example: "wfs;MR1;MMX" 

This code instructs the MS462XX to: 

□ Wait for a full sweep of data to be present (WFS). 

□ Turn on marker 1 and select it for readout (MRl). 

□ Move marker 1 to the maximum value of the trace on the active 
channel (MMX). 
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Table7-1. Marker Commands (1 of 5) 


Command 

Description 

AMKR 

Select active marker on all channels marker mode 

BWL3 

Set bandwidth loss value to 3 dB 

BWLS 

Enter bandwidth loss value 

BWLS? 

Output bandwidth loss value 

DR1 

Select Marker 1 as delta reference marker 

DR10 

Select Marker 10 as delta reference marker 

DR11 

Select Marker 11 as delta reference marker 

DR12 

Select Marker 12 as delta reference marker 

DR2 

Select Marker 2 as delta reference marker 

DR3 

Select Marker 3 as delta reference marker 

DR4 

Select Marker 4 as delta reference marker 

DR5 

Select Marker 5 as delta reference marker 

DR6 

Select Marker 6 as delta reference marker 

DR7 

Select Marker 7 as delta reference marker 

DR8 

Select Marker 8 as delta reference marker 

DR9 

Select Marker 9 as delta reference marker 

DRF 

Turn delta reference mode on 

DRO 

Turn delta reference mode off 

DRO? 

Output delta reference mode on/off status 

DRX? 

Output delta reference marker number 

DSFO 

Disable filter shape factor calculation 

DSF1 

Enable filter shape factor calculation 

DSFX? 

Output filter shape factor calculation enable/disable status 

DSQO 

Disable filter 0 calculation 

DSQ1 

Enable filter 0 calculation 

DSQX? 

Output filter Q calculation enable/disable status 

FLTBW? 

Output filter bandwidth 

FLIC? 

Output filter center frequency 

FLTL? 

Output filter loss at reference value 

FLTQ? 

Output filter Q 

FITS? 

Output filter shape factor 

FMKR 

Select filter parameters marker mode 

M10C 

Set CW mode at marker 10 frequency 

MICE 

Set sweep/zoom end to marker 10 frequency distance or time 

M10S 

Set sweep/zoom start to marker 10 frequency distance or time 

M11C 

Set CW mode at marker 11 frequency 

M11E 

Set sweep/zoom end to marker 11 frequency distance or time 
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Table7-1. Marker Commands (2 cf 5) 


Command 

Description 

M11S 

Set sweep/zoom start to marker 11 frequency distance or time 

M12C 

Set CW mode at marker 12 frequency 

M12E 

Set sweep/zoom end to marker 12 frequency distance or time 

M12S 

Set sweep/zoom start to marker 12 frequency distance or time 

M1C 

Set CW mode at marker 1 frequency 

M1E 

Set sweep/zoom end to marker 1 frequency distance or time 

M1S 

Set sweep/zoom start to marker 1 frequency distance or time 

M2C 

Set CW mode at marker 2 frequency 

M2E 

Set sweep/zoom end to marker 2 frequency distance or time 

M2S 

Set sweep/zoom start to marker 2 frequency distance or time 

M3C 

Set CW mode at marker 3 frequency 

M3E 

Set sweep/zoom end to marker 3 frequency distance or time 

M3S 

Set sweep/zoom start to marker 3 frequency distance or time 

M4C 

Set CW mode at marker 4 frequency 

M4E 

Set sweep/zoom end to marker 4 frequency distance or time 

M4S 

Set sweep/zoom start to marker 4 frequency distance or time 

M5C 

Set CW mode at marker 5 frequency 

M5E 

Set sweep/zoom end to marker 5 frequency distance or time 

MSS 

Set sweep/zoom start to marker 5 frequency distance or time 

M6C 

Set CW mode at marker 6 frequency 

M6E 

Set sweep/zoom end to marker 6 frequency distance or time 

M6S 

Set sweep/zoom start to marker 6 frequency distance or time 

M7C 

Set CW mode at marker 7 frequency 

M7E 

Set sweep/zoom end to marker 7 frequency distance or time 

M7S 

Set sweep/zoom start to marker 7 frequency distance or time 

M8C 

Set CW mode at marker 8 frequency 

M8E 

Set sweep/zoom end to marker 8 frequency distance or time 

M8S 

Set sweep/zoom start to marker 8 frequency distance or time 

M9C 

Set CW mode at marker 9 frequency 

M9E 

Set sweep/zoom end to marker 9 frequency distance or time 

M9S 

Set sweep/zoom start to marker 9 frequency distance or time 

MK1 

Enter marker 1 frequency distance or time and turn on 

MK10 

Enter marker 10 frequency distance or time and turn on 

MK10? 

Output marker 10 frequency distance or time 

MK11 

Enter marker 11 frequency distance or time and turn on 

MK11? 

Output marker 11 frequency distance or time 

MK12 

Enter marker 12 frequency distance or time and turn on 

MK12? 

Output marker 12 frequency distance or time 
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Table7-1. Marker Commands (3 of 5) 


Command 

Description 

MK1? 

Output marker 1 frequency distance or time 

MK2 

Enter marker 2 frequency distance or time and turn on 

MK2? 

Output marker 2 frequency distance or time 

MK3 

Enter marker 3 frequency distance or time and turn on 

MK3? 

Output marker 3 frequency distance or time 

MK4 

Enter marker 4 frequency distance or time and turn on 

MK4? 

Output marker 4 frequency distance or time 

MK5 

Enter marker 5 frequency distance or time and turn on 

IVIK5? 

Output marker 5 frequency distance or time 

MK6 

Enter marker 6 frequency distance or time and turn on 

MK6? 

Output marker 6 frequency distance or time 

MK7 

Enter marker 7 frequency distance or time and turn on 

MK7? 

Output marker 7 frequency distance or time 

MK8 

Enter marker 8 frequency distance or time and turn on 

MK8? 

Output marker 8 frequency distance or time 

MK9 

Enter marker 9 frequency distance or time and turn on 

MK9? 

Output marker 9 frequency distance or time 

MKRC 

Seiect interpoiated marker functionaiity 

MKRD 

Seiect discrete marker functionaiity 

MKRX? 

Output interpoiated/discrete marker functionaiity 

MKSL 

Marker search ieft 

MKSR 

Marker search right 

MKTO 

Turn marker tracking off 

MKT1 

Turn marker tracking on 

MKTX? 

Output marker tracking on/off status 

MMN 

Move active marker to minimum trace vaiue 

MMX 

Move active marker to maximum trace vaiue 

M01 

Turn off marker 1 

MO10 

Turn off marker 10 

M011 

Turn off marker 11 

M012 

Turn off marker 12 

M02 

Turn off marker 2 

M03 

Turn off marker 3 

M04 

Turn off marker 4 

M05 

Turn off marker 5 

M06 

Turn off marker 6 

M07 

Turn off marker 7 

M08 

Turn off marker 8 
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Table7-1. Marker Commands (4 cf 5) 


Command 

Description 

M09 

Turn off marker 9 

MOF 

Turn marker display off 

MON 

Turn marker display on 

MON? 

Output marker display on/off status 

MR1 

Turn marker 1 on and make it the active marker 

MR10 

Turn marker 10 on and make it the active marker 

MR10? 

Output marker 10 on/off status 

MR11 

Turn marker 11 on and make it the active marker 

MR11? 

Output marker 11 on/off status 

MR12 

Turn marker 12 on and make it the active marker 

MR12? 

Output marker 12 on/off status 

MR1? 

Output marker 1 on/off status 

MR2 

Turn marker 2 on and make it the active marker 

MR2? 

Output marker 2 on/off status 

MRS 

Turn marker S on and make it the active marker 

MRS? 

Output marker S on/off status 

MR4 

Turn marker 4 on and make it the active marker 

MR4? 

Output marker 4 on/off status 

MRS 

Turn marker S on and make it the active marker 

MRS? 

Output marker S on/off status 

MRS 

Turn marker 6 on and make it the active marker 

MRS? 

Output marker 6 on/off status 

MR7 

Turn marker 7 on and make it the active marker 

MR7? 

Output marker 7 on/off status 

MRS 

Turn marker 8 on and make it the active marker 

MRS? 

Output marker 8 on/off status 

MR9 

Turn marker 9 on and make it the active marker 

MR9? 

Output marker 9 on/off status 

MRM 

Display the Marker Readout menu 

MRX? 

Output active marker number 

MSFH 

Enter high loss value for shape factor calculation 

MSFH? 

Output high loss value for shape factor calculation 

MSFL 

Enter low loss value for shape factor calculation 

MSFL? 

Output low loss value for shape factor calculation 

MSRO 

Select 0 as reference for marker search and bandwidth calculation 

MSRD 

Select delta reference marker as reference for marker search and bandwidth calculation 

MSRM 

Select maximum as reference for marker search and bandwidth calculation 

MSRMIN 

Select min as ref for marker search and bandwidth calculation 
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Table7-1. Marker Commands (5 of 5) 


Command 

Description 

MSRX? 

Output reference selection for marker search and bandwidth calculation 

NMKR 

Select normal markers on active channel marker mode 

0AM1 

Output channel 1 active marker value 

0AM2 

Output channel 2 active marker value 

0AM3 

Output channel 3 active marker value 

0AM4 

Output channel 4 active marker value 

SDO 

Turn marker screen display off 

SD1 

Turn marker screen display on 

SDPO 

Turn the power sweep marker screen display OFF 

SDP1 

Turn the power sweep marker screen display ON 

SDPX? 

Output the power sweep marker screen display status 

SDX? 

Output marker screen display status 

SMKR 

Select marker search marker mode 

SMKRMAX 

Select marker search maximum 

SMKRMIN 

Select marker search minimum 

SMKRX 

Select the marker search x-axis marker mode 

SRCH 

Enter marker search value 

SRCH? 

Output marker search value 

SRCHFX? 

Output the marker search x-value in GFIz and the marker failure status 

SRCHFXP? 

Output the marker search x-value in dBm and the marker failure status in the power sweep mode 

SRCHP 

Enter marker search value in power sweep mode 

SRCHP? 

Output marker search value in power sweep mode 

SRCHX? 

Output the marker search x-value 

SRCHXP? 

Output the marker search x-value in the power sweep mode 

XMKR? 

Output marker mode 

XMKRP? 

Output the power sweep marker mode 
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The Limits commands perform the functions that are available via the 
Display key and Limits menus. Figure 7-1 shows the relationship be¬ 
tween the major limits commands and the single and segmented limits 
displays. The various limit-types are described below and the limits 
commands are listed in Table 7-2. 



Figure7-1. Relationship BSween Limits Commands and Limits Displays 


Single(Non- The N on-Segmented Limits Commands do the foil owing: 

Segmented) Limits □ Set up the upper and lower limit values for the active channel. 

□ Set the limit delta for the limit frequency readout function. The 
range of values and allowable terminator mnemonics are depend¬ 
ent on the graph type of the active channel, much likethe SCL 
and REF commands. 

The LFR, LFP, and LFD commands that define limit frequency 
readouts, are only available on the following graph types: log magni- 
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tude(MAG), log magnitude and phase (MPH), phase (PHA), linear 
magnitude (LIN), linear magnitude and phase (LPH), standing wave 
ratio (SWR), and group delay (DLA). The active channel must be a fre¬ 
quency domain channel. The LFP command can be used to select 
phase limit frequency readouts on log magnitude and phase and linear 
magnitude and phase graph types. 

To change values for the LFD, LLO, and LUP commands for the bot¬ 
tom graph of two graph display, use the appropriate suffix mnemonic 


as shown below: 

Graph Type 

Appropriate Suffix Mneumonic 

Log Mag / Phase 

DEG / RAD 

Lin Mag / Phase 

DEG / RAD 

Real / Imag 

IMU 


Segmented Limits Segmented limits (Table 7-4) allow different upper and lower limit val¬ 
ues to be set at up to ten segments across the measurement range. 

Limits Pass/FailTesting Limits pass/fail testing commands are listed in Table 7-5. These com¬ 
mands are used to produce a beep and/or a TTL voltage at the rear 
panel External I/O connector when a measurement exceeds any of the 
set limits (refer tothe MS462XX Operation Manual). 

NOTE 

Pass/fail testing, when turned on, will generate an SRO (if 
enabled) whenever a test failure occurs. Refer to Chapter 
7, "Status Reporting" for details. 
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Table7-2. Limit Commands (1 c# 3) 


Command 

Description 

ATTN 

Attach next segment and make it the active segment 

BEGN 

Begin next segment and make it the active segment 

CAS 

Clear active segmented limit vertical/horizontal definitions 

CHLFD2? 

Output limit frequency readout delta value for bottom graph for specified channel 

CHLFD? 

Output limit frequency readout delta value for top graph for specified channel 

CHLL02? 

Output lower limit value for bottom graph for specified channel 

CHLLO? 

Output lower limit value for top graph for specified channel 

CHLON? 

Output limits display on/off status for specified channel 

CHLUP2? 

Output upper limit value for bottom graph for specified channel 

CHLUP? 

Output upper limit value for top graph for specified channel 

CHSLH? 

Output segmented limits horizontal offset for specified channel 

CHSLLX? 

Output lower segmented limits display on/off status for specified channel 

CHSLUX? 

Output upper segmented limits display on/off status for specified channel 

CHSLV? 

Output segmented limits vertical offset for specified channel 

DIS 

Display active segmented limit 

DIS? 

Output active segmented limit on/off status 

HID 

Hide active segmented limit 

LBO 

Turn limits testing beep on failure eff 

LB1 

Turn limits testing beep on failure on 

LBX? 

Output limits testing beeper enable status 

LFD 

Enter limit frequency readout delta value 

LFD2 

Enter limit frequency readout delta value for bottom graph 

LFD2? 

Output limit frequency readout delta value for bottom graph 

LFD? 

Output limit frequency readout delta value 

LFP 

Select limit frequency readout for phase displays 

LFR 

Select limit frequency readout for active channel 

LLM? 

Output limit line display mode single or segmented 

LLO 

Enter lower limit value for top graph on active channel 

LL02 

Enter lower limit value for bottom graph on active channel 

LL02? 

Output lower limit value for bottom graph on active channel 

LLO? 

Output lower limit value for top graph on active channel 

LOF 

Limits display off 

LOLO 

Turn lower limit off 

LOL1 

Turn lower limit on at current value 

LOL20 

Turn lower limit off for bottom graph 

LOL21 

Turn lower limit on at current value for bottom graph 

LOL2X? 

Output lower limit en/eff status for bottom graph 

LOLX? 

Output lower limit en/eff status 
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Table7-2. Limit Commands (2 of 3) 


Command 

Description 

LON 

Limits display on 

LON? 

Output limits display on/off status 

LPF1? 

Output limit test failure status on channel 1 

LPF2? 

Output limit test failure status on channel 2 

LPF3? 

Output limit test failure status on channel 3 

LPF4? 

Output limit test failure status on channel 4 

LPF? 

Output limit test failure status all channels 

LS1 

Set lower segmented limit 1 as the active segment 

LS10 

Select lower segmented limit 10 as the active segment 

LS2 

Select lower segmented limit 2 as the active segment 

LS3 

Select lower segmented limit 3 as the active segment 

LS4 

Select lower segmented limit 4 as the active segment 

LS5 

Select lower segmented limit 5 as the active segment 

LS6 

Select lower segmented limit 6 as the active segment 

LS7 

Select lower segmented limit 7 as the active segment 

LS8 

Select lower segmented limit 8 as the active segment 

LS9 

Select lower segmented limit 9 as the active segment 

LSEG 

Select segmented limit line display mode 

LSNG 

Select single limit line display mode 

LSX? 

Output active segmented limit 

LTO 

Turn limits testing off 

LT1 

Turn limits testing on 

LT1? 

Output limits testing enable status 

LIST 

Display the limits testing menu 

LUP 

Enter upper limit value for top graph on active channel 

LUP2 

Enter upper limit value for bottom graph on active channel 

LUP2? 

Output upper limit value for bottom graph on active channel 

LUP? 

Output upper limit value for top graph on active channel 

LVH 

Select high as limits testing TTL level 

LVL 

Select low as limits testing TTL level 

LVX? 

Output limits testing TTL level status 

SLC 

Clear all segmented limits definitions 

SLH 

Enter segmented limits horizontal offset 

SLH? 

Output segmented limits horizontal offset 

SLLO 

Turn lower segmented limits display off 

SLL1 

Turn lower segmented limits display on 

SLLX? 

Output lower segmented limits display on/off status 
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Table7-2. Limit Commands (3 c# 3) 


Command 

Description 

SLUG 

Turn upper segmented limits display off 

SLU1 

Turn upper segmented limits display on 

SLUX? 

Output upper segmented limits display on/off status 

SLV 

Enter segmented limits vertical offset 

SLV? 

Output segmented limits vertical offset 

SPH 

Enter active segmented limit horizontal stop position 

SPH? 

Output active segmented limit horizontal stop position 

SPV 

Enter active segmented limit vertical stop position 

SPV? 

Output active segmented limit vertical stop position 

STH 

Enter active segmented limit horizontal start position 

STH? 

Output active segmented limit horizontal start position 

STV 

Enter active segmented limit vertical start position 

STV? 

Output active segmented limit vertical start position 

UPLO 

Turn upper limit off 

UPL1 

Turn upper limit on at current value 

UPL20 

Turn upper limit off for bottom graph 

UPL21 

Turn upper limit on at current value for bottom graph 

UPL2X? 

Output upper limit on/off status for bottom graph 

UPLX? 

Output upper limit on/off status 

US1 

Select upper segmented limit 1 as the active segment 

US10 

Select upper segmented limit 10 as the active segment 

US2 

Select upper segmented limit 2 as the active segment 

US3 

Select upper segmented limit 3 as the active segment 

US4 

Select upper segmented limit 4 as the active segment 

US5 

Select upper segmented limit 5 as the active segment 

use 

Select upper segmented limit 6 as the active segment 

US7 

Select upper segmented limit 7 as the active segment 

use 

Select upper segmented limit 8 as the active segment 

US9 

Select upper segmented limit 9 as the active segment 
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Chapter 8 

Remote-Only 

Functions 


8~1 INTRODUCTION This chapter describes M S462XX GPi B functions that support opera¬ 

tions typicaiiy required when in remote mode: 

□ Data transfers (paragraphs 8-2 through 8-9) 

□ Error reporting, inciuding the Service Log (paragraphs 8-10 
through 8-12) 

□ Status reporting (paragraphs 8-13, 8-14) 

□ i EEE 488.2 Common commands (paragraph 8-15) 

□ Synchronization, Setup, High Speed Trigger Mode, User Message, 
and M isceiianeous commands (paragraph 8-16 through 8-20). 

8-2 DATA TRANSFER There are severai basic ideas associated with transferring data be- 

PROTOCOL BASICS tween your controiier and the MS462XX. This paragraph introduces 

data transfer terminoiogy, message terminator and separator charac¬ 
ters, and data transfer methods (protocois) used by the MS462XX. 

GPIB Messages A GPi B message is any information sent over GPi B to a device. This 
inciudes instrument commands or data that you send to or receive 
from the MS462XX. 

Program Message (PM) 

This isthe message string that your controiier sends tothe MS462XX. 

The message can contain commands, queries (or other requests for 
data transfer), and data strings. 

Response Message 

This isthe data your controiier receives from the MS462XX. 

The data can contain ASCi i or binary represented numericai vaiues, 
character strings or other arbitrary ASCi i data, and MS462XX inter- 
naiiy represented binary strings. 
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Separation and 
Termination Methods 


Termination and separation protocols of messages transmitted over 
theGPIB are specified by the IEEE 488.2 GPIB Standard. The 
M S462XX conforms to those specifications as descri bed below. 

Message E lements Separator 

A program or response message can consist of one or more elements, 
called units. Units are separated with the semi-colon (;) character. 

Units in a program messagearecompletevalid MS462XX commands 
or queries. For example, "CH1;PHA;SRT 2 GHZ;SRT?" consist of four 
commands or queries that make channel 1 active, set it to phase dis¬ 
play, sets start frequency to 2 GHz, then outputs the start frequency. 

A single unit in a response message is the complete data output in re¬ 
sponse to a single command. For example, the command sequence 
"ONP;CHX?" Output Number of Points and Output Currently Ac¬ 
tive Channel, will output a response message that contains two units 
separated by a semi-colon (;). The first unit of data is the response to 
theONP command. The second unit of data is the response to the 
CHX? query. 

Message Unit Data Separator 

The comma (,) character separates multiple ASCI I data elements of a 
single command or response message unit. For example, the command 
OMl Output Marker 1 Value, will output a complex data value (two 
values, that is, dB and degrees) representing the measurement data 
at the marker. The two values in the complex data will be separated 
with a comma. 

Message Terminator 

A complete program or response message is terminated by sending the 
linefeed character (OA, or decimal 10) at the same time (concurrent 
with) setting the EOl stateon theGPIB. The notation <0A^ND>will 
be used throughout this Programming Manual to referencethe mes¬ 
sage terminator. Simply put, the message terminator signals the end 
of transmission. 


NOTE 

EOl is the GPIB End of Transmission state that is set by 
the controller, or an instrument, when it is done "talking," 
i.e. done sending a message on the GPI B and therefore re¬ 
leasing the GPIB for use by another device. 
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Separation and 
Termination Example 


The following example shows how a program message with multiple 
units is sent to the M S462XX. Also shown is the response message the 
MS462XX will send back to the controller. 

PROGRAM MESSAGE (toMS462XX): 

"CH2;LPH;MK6 2.5 GHZ;OM6;OFV". 

This program message makes channel 2 active (CH2), sets it to linear 
magnitude and phase display (LPH), activates and sets marker 6 to 
2.5 GHz (MK6 2.5 GHZ), outputs its value (OM6), then outputs the 
list of current sweep frequencies (OFV). 

Response message elements: 

<marker 6 dB value>,<marker 6 degrees value>;<frequency list 
headerxfrequency l>,<frequency 2>,...,<frequency lOlxOA^OI > 

NOTE 

The (<>) characters in the message elements list are not 
actually transmitted in the response message; they are 
shown here in the text to distinguish the various data 
fields from each other. 

A representative response from a Model MS4622A: 

1.00620877743E+00,-3.65609092712E+01;#418 
174.OOOOOOOOOOOE+7, 1.74 600000000E + 08, . . . 

...,1.35000000000E+100A 

Response Description: 

OM6 outputs 2 ASCI I data items (dB,degrees). They are sent 
separated with a comma (,). 

The output of OM6 and OFV is separated with a semicolon (;). 
This was done because the external controller requested two out¬ 
puts before readi ng the fi rst one from the M S462XX. 

NOTE: 

Note that certain data transfer commands require that 
you read their output before another data output com¬ 
mand is sent [see <Arbitrary ASCI I >format and <Arbi- 
trary Block>format (Examples), in paragraph 8-3]. 
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The OFV command outputs data using the <Arbitrary Block> 
format (see description in paragraph 8-3). The frequency values 
are preceded by a <frequency list header>(#H817). This is an 
ASCI I text string that is encoded with the number of 8-bit bytes 
to follow. This data transmission method, used by the OFV and 
other M S462XX block data transfer commands, allows you to 
prepare an appropriate size memory block to receive the data in 
your application. 

The first frequency value (2.00000000000E4-7) is then transmit¬ 
ted immediately after the header followed by a comma. This con¬ 
tinues until all 101 frequency values are transmitted. 

NOTE: 

The commas are used because the val ues are i n ASCI I 
format. If binary format was selected (see FMA, FMB, 

FMC format commands, paragraph 8-5), the frequency 
values would have been sent without commas. 

The linefeed character (OA) signals the end of transmission at the 
end of the response message. The end of transmission (EOl) is 
set by the MS462XX at the same time the linefeed is sent and 
thus theGPI B is released for use by another device. 
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8-3 DATA TRANSMISSION Data transmissions to and from the M S462XX conform to the protocols 
METHODS specified by the IEEE 488.2 GPIB Standard. The 488.2 Standard 

specifies how any data, such as ASCI I numbers, strings, or blocks of 
data bytes, will Retransmitted over theGPIB. This paragraph de¬ 
scribes the various transmission methods in use by the MS462XX. 

The transmission method names described below (also called nota¬ 
tions) will be used throughout the Programming Manual when de¬ 
scribing specific MS462XX data transfer commands. 

Data transmission notations are easily distinguished in text as they 
are always shown surrounded by the "less than" and the "greater 
than" characters (<>). The transmission type notations used in de¬ 
scribing various MS462XX data transmissions are: 

For ASCI I numbers, the notations are: 

<N Rl>, <M R2>, <N R3>, or <N Rf> 

For ASCI I strings (printablecharacters and print formatting 
codes), the notation is: 

<ASCII String> 

For generic (8-bit) ASCI I characters, the notation is: 

<ASCII Block>. 

For generic binary bytes, (i.e. 8-bit ASCI I or binary), the notation 
is: 


<Arbitrary Block> 
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<NR1> 

This notation represents ASCi i integer vaiues. A comma (,) is used to 
separate muiti pie vaiues sent in a si ngie command's input or output 
string. 

Exampies of vaiues that can be represented by <NR1> notation: 

1 

0 

-29,179 

<NR2> 

This notation represents ASCi i floating point vaiues in decimai point 
format. A comma (,) is used to separate muiti pie vaiues sent in a si ngie 
command's input or output string. 

Exampies of vaiues that can be represented by <NR2> notation: 

1.0 

-0.00015 

12.743,-180.07 

<NR3> 

This notation represents ASCi i floating point vaiues in exponent!ai 
format (scientific notation). A comma (,) is used to separate muiti pie 
vaiues sent in a si ngie command's input or output string. 

Exampies of vaiues that can be represented by <NR3>notation: 

1.0E9 

-7.056E3 

9.0E-2,3.42E2 

<NRf> 

This notation is used to signify that data can be in either <NR1>, 

<N R2>, or <N R3>format as described above. 

Exampies of vaiues that can be represented by <NRf> notation: 

l.OE-9 

10.005 

-83,4.5E 2,-234.9901 


8-8 


MS462XXPM 





REMOTE ONLY DATA TRANSMISSION 

FUNCTIONS METHODS 


<String> 

This notation represents a string of 8-bit ASCI I characters (including 
non-printable characters) that is delimited (surrounded) with either 
single quotes ('') or double quotes (""). The string can include text for¬ 
matting characters such as linefeed, space, or carriage return. 

Note that if a double quote character must be sent as part of the 
string, then it must be followed by an additional double quote. Alterna¬ 
tively, the string can be sent using single quotes (See "cal_file" exam¬ 
ple below). 

Examples of data represented by <String> notation: 

"1/15/98" 

"Save ""caijile"" now." 

'Save "cal_file" now.' 

■•Arbitrary ASC11 > 

This notation represents undelimited 8-bit ASCI I text. The end of the 
text must determinated with theOA character (decimal 10) and con¬ 
current setting (^) of theGPI B End of Transmission State (EOl). This 
requirement makes it necessary for <Arbitrary ASCI I >text to be 
transmitted only at the end of a program or response message, i.e. at 
the end of a multiple input or output statement. 

Example of data represented by <Arbitrary ASCI I > notation: 

ANRITSU,MS4622A,123456,1.0<0A^OI> 

The example shows a sample response from the *1DN ?, 488.2 common 
query. I n the example, the instrument identifies itself as a ANRITSU 
MS4622A, with serial number 123456, and software version 1.0 in¬ 
stalled. Note that decimal 10 (OA character) must be sent with the EOl 
to signal end of transmission 
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■•Arbitrary Block> 

This notation represents data that is transmitted as 8-bit data bytes 
(00-FF hex, 0-255 decimai, notation is <DAB>). This is usefui for 
transmitting iarge biocks of formatted ASCi i or binary data or unfor¬ 
matted binary data. The data stream is immediateiy preceded by a 
variabie iength ASCi i header that is encoded with the number of data 
bytes to be sent. The header aiways starts with the pound (#) charac¬ 
ter. Figure 8-1 beiow describes the header and the transmitted data 
messages. 


|#|n|mi. .mn|<DAB>i. .<dab>J 

Where: 

#=The pound sign character. Required for binary data transfer, 
n = Number of digits tofoiiow (mi..mn) that make up the 
number m. 

mi..mn = Taken together, this makes up the number m which is 
the number of data bytes tofoiiow that constitute the requested 
data. 

<DAB>=An 8 bit binary data byteThis isthedata (or infor¬ 
mation) being sent. 


NOTE 

if n =0, then m is omitted, and transmission end is sig- 
naied by sending the iinefeed character (OA, or decimai 
10) and concurrent setting (^) oftheGPiB End Of 
Transmission State (EOi) immediateiy foiiowing the iast 
<DAB>. 


Figure8-1. <Arbitrary Biock>Data Format 
EXAMPLE 1: i^S204<OABi>...<OAB204> 

Exampie 1 shows how 204 8-bit bytes are transmitted using the proper 
header. The header in this exampie is comprised of 5 characters 
(^204). it begins with the pound character (#i. The next character (3) 
indicates there are 3 digits tofoiiow that indicate the number of bytes 
being transmitted (204). The next three characters (204) indicate the 
number of data bytes being transmitted immediateiy after the header. 
Next comes the actuai data bytes, or information, being transmitted 
(<0 A B i>. .. <0 A B 204>). 
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EXAMPLE 2: «12808<DABi>...<DABi2808> 

Example 2 shows how 12808 8-bit bytes are transmitted using the 
proper header. The header in this example is comprised of 7 characters 
(^12808). 11 begi ns with the pound character (#j. The next character 
(5) indicates there are 5 digits to follow that indicate the number of 
bytes being transmitted (12808). The next five characters (12808) indi- 
cate the number of data bytes being transmitted immediately after the 
header. Next comes the actual data bytes, or information, being trans¬ 
mitted (<OABi>...<OABi 2808 >). 


NOTE: 

Examples 1 and 2 above demonstrate the <Arbitrary 
Blocloform referred to as <Oefinite Length Arbitrary 
Block>. It is so called becausethe number of data bytes be¬ 
ing transmitted is known from the encoded header. 

EXAMPLES: iW<DABi>...<DABnxOA^OI > 

Example 3 shows how an unknown number of 8-bit bytes are transmit¬ 
ted using the proper header. The header in this example is comprised 
of 2 characters (M). As usual, the header begins with the pound char¬ 
acter (#1. The next character (0) i ndicates there is an unknown number 
of data bytes being transmitted immediately after the header. Next 
comes the actual data bytes being transmitted (<OABi>...<OABn>). 
The end of the data stream is signaled by sending the linefeed charac¬ 
ter (OA, or decimal 10) and concurrent setting (^) of theGPI B End of 
Transmission State (EOl). 
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NOTES: 

Example 3, above, demonstrates a special form of the 
<Arbitrary BIock> referred to as the <1 ndd'inite Length 
Arbitrary Block>. It is so called because the number of 
data bytes being transmitted is unknown, and therefore 
can not be encoded in the header. I nstead, the header al¬ 
ways consists of the pound and zero characters (M)} and 
end of the data stream is always signaled by sending 
the linefeed character (OA, or decimal 10) and concur¬ 
rent setting (^) of the GPIB End of Transmission State 
(EOl). This requirement makes it necessary for <1 ndd^i- 
nite Length Arbitrary Block>text to be transmitted 
only at the end of a program or response message, i.e. at 
the end of a multiple input or output statement. 

When using this method to input data you must not ex¬ 
ceed the MS462XX input buffer size (refer to Chapter 1, 
Table 1-2.) 

Use of indefinite lenght arbitary blocks may result in 
arbitary memory allocation errors when the blocks are 
being sent to the instrument. If possible calculate the 
length and build the header then send it. If it is not fea- 
sibleto calculatethe block lenght usethe 
"WaitForl nstr()t" example in chapter 4 (Page 4-12) in 
between each block. 

Three commands are provided to alter the way the arbitrary block 
header for output data is formed. 

FDHO: Specifies that the length of the arbitrary block header will be 
minimized; that is, the byte count section will not contain leading ze¬ 
ros, thus its length is indeterminate. This means that a program must 
decode the header in order to skip over it. 

FDHl: Specifies that the length of the arbitrary block header will be 
fixed at 11 characters. This is accomplished by forcing leading zeros as 
required in the byte count section. This means that a program can skip 
over the arbitrary block header by skipping 11 characters. 

FDH2: Specifies that no arbitrary block header will be sent with the 
next transmission. This mode is not in compliance with IEEE 488.2 
specifications. 

FDHX?:FDH modequery. 
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8-4 SELECTING ASCII OR 

BINARY DATA FORMATS 


The following paragraphsdiscuss the various data output formats. 

□ Data transfers involving numerical data arrays. 

□ Data transfers not involving numerical data arrays. 

□ Enhanced ASCI I formatting. 


Non-Array Data The formats used for data transfers not involving numerical data ar¬ 
rays are preset. They always occur in either binary format or ASCI I 
format, depend! ng on the data. 


These data transfers include a variety of information. Examples in¬ 
clude: instrument setup strings, marker data, queries, and disk direc¬ 
tory listings. See the desired data transfer command description for its 
applicable data transfer format. 


Numerical Data Numerical data array transfers are used to transfer the following 
Arrays types of data: 

□ Measurement data 

□ Calibration data 

□ Sweep frequency, time, or distance values. 

Each of these data transfer types are individually explained in follow¬ 
ing paragraphs. 


You can select either binary or ASCI I format for data transfers involv¬ 
ing numerical data arrays. The five commands described below will se¬ 
lect and keep the format for all subsequent transfers (these commands 
are also listed and described in Table 8-1). 

ASCII Format: 

FMA: ASCI I formatted values represented in <NR1>, <NR2>, <NR3>, 
or <NRf>formats as described in paragraph 8-3. The MS462XX will 
accept any of the above formats as input. It will always output values 
using <NR3>exponential format with each value represented using 18 
characters, plus a comma to separate multiple values. 
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Binary Format: 

FMB: Each eight consecutive data bytes represent one floating point 
value in IEEE 754 64-bit format (doubleprecision, 8 byte, floating 
point value). 

FMC: Each four consecutive data bytes represent one floating point 
value in IEEE 754 32-bit format (singleprecision, 4 byte,floating point 
value). 

FMX?: FMA, FMB, FMC format selection query. 

MSB: Byte ordering is most significant byte first. For use only with 
FMB and FMC. This the default byte ordering mode for the MS462XX. 

LSB: Byteordering is least significant byte first. For use with FMB 
and FMC. This is required for transferring data to/from I ntel/l BM 
based computers. 

XSB?: MSB, LSB format selection query. 

FMTOiTurn ASCI I enhancement off (normal default mode). 

FMTl: Turn ASCII enhancement on. 

FMTX?:ASCII enhancement ON/OFF status query. 

Enhanced ASCI I formatting can be applied to both non-array ASCI I 
data and numerical data arrays in the FMA format when this data is 
output within an <arbitrary blocloformat. The format selectively re¬ 
places comma data element separators with a linefeeds (ASCI I 10) in 
order to enhance the visual effect. Figure 8-2 provides two examples of 
this enhanced structure. 
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8-5 DATA TRANSFER Data transfer commands are grouped into the following catagories: 

COMMANDS Formatting, Calibration Coefficient, Measured Points, Measured Data, 

E rror and Status Report! ng. The formatti ng commands are shown i n 
Table 8-1; the remaining commands are described and listed elsewhere 
in this chapter. 

A NoteOn Query Query commands are a special form of data transfer commands. They 
Commands are used to query (or output) a variety of M S462XX setup parameters. 

For example, SRT? will output the current sweep start frequency. 
Query command mnemonics typical Iy closely resemble the correspond- 
ing setup command mnemonic but with an added question mark (?). 
For example, CHI is used to set the active channel to channel 1, CHX? 
is used to query the currently active channel setting. Query commands 
are listed in their respective Command Function Group chapter. For 
example, since SRT? queries a Measurement Function, it will be listed 
in Chapter 5, Measurement Group. 
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Error And Status Commands associated with transferring error and status reporting 
Reporting Commands data are described in detail in paragraphs 8-10 and 8-13 respectively. 


An unenhanced directory listing 

#9000000392Directory of C:\ 1-30-96 13:03,UTIL 

BMB 38462 1-22-96 14:41,PLOT BMC 

44174 1-22-96 17:02,TTT2 CAL 

10323 1-22-96 14:03,PLOTl HGL 

38462 1-25-96 13:16,8 Files 

An enhanced directory listing 

#9000000392 


Directory 

of 

C:\ 1-30 

-96 13:03 


UTIE 


<DIR> 

1-25-96 

12:58 

PEOT 

BMB 

38462 

1-22-96 

14:41 

PEOT 

BMC 

307446 

1-22-96 

14:41 

TTT 

CAE 

44174 

1-22-96 

17:02 

TTT2 

CAE 

44174 

1-22-96 

17:16 

PEOTl 

DAT 

10323 

1-22-96 

14:03 

PEOTl 

HGE 

19899 

1-22-96 

14:02 

PE0T2 

HGE 

38462 

1-25-96 

13:16 

8 Files 


502940 

Bytes 



An unenhanced response to OCD 


#9000000189-9.99750733376E-01, 3.21409821510E-01, 3.60706359148E-01, 9.82860028744E-01, 7.7 
6742696762E-01,-5.06587028503E-01,-5.07535457611E-01,-8.45697641373E-01,-6.10321164131E-01, 
6.05827927589E-01 


An enhanced response to OCD 


#9000000189 

-9.99750733376E-01, 3.21409821510E-01 
3.60706359148E-01, 9.82860028744E-01 
7.76742696762E-01,-5.06587028503E-01 
-5.07535457611E-01,-8.45697641373E-01 
-6.10321164131E-01, 6.05827927589E-01 


Figure8-2. Examples of Enhanced ASCI I Formatting 


<DIR> 1-25-96 12:58,PEOT 

307446 1-22-96 14:41,TTT CAE 

44174 1-22-96 17:16,PEOTl DAT 

19899 1-22-96 14:02,PE0T2 HGE 

502940 Bytes 
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8-6 FORMATTING The formatting commands describe specific ASCI I and binary data for- 

COMMANDS mats. They are discussed in pagraph 8-4 and listed in Table 8-1. 


Table8-1. Formatting Commands 


Command 

Description 

FDHO 

Select variable length arbitrary block headers 

FDH1 

Select fixed length arbitrary block headers 

FDH2 

Select zero length arbitrary block headers 

FDHX? 

Output arbitrary block header length selection 

FMA 

Select ASCII data transfer format 

FMB 

Select IEEE754 64 bit data transfer format 

FMC 

Select IEEE754 32 bit data transfer format 

FMTO 

Select normal ASCII data element delimiting 

FMT1 

Select enhanced ASCII data element delimiting 

FMTX? 

Output ASCII data element delimiting mode 

FMX? 

Output data output mode FMA FMB or FMC 

LSB 

Select least significant byte first binary transfer 

MSB 

Select most significant byte first binary transfer 

XSB? 

Output byte order for output data LSB or MSB 
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8-7 MEASURED POINTS The Measured Points Data commands are listed in Table 8-2. These 

DATA COMMANDS commands are described in the foil owing paragraphs. 

The OFV command 

Output Frequency Values, will output the current sweep measurement 
frequencies. 

The OTV command 

Output Time Values, and theODV command - Output Distance Val¬ 
ues, will output the current time domain sweep measurement points. 

The IFV command 

U sed to i nput a user defi ned set of frequencies for measurement or 
calibration. 

NOTE 

The IFV command will delete the existing sweep fre¬ 
quency list and replace it with the newly input list. There¬ 
fore all existing calibration data will be lost. 

The ON P command 

Output Number of Points, can be used to allocate enough memory in 
your program to receive the measurement frequencies. For example, 
sending "ONP;OFV" tothe MS462XX when a 401 data point sweep is 
in progress will output the ASCI I value 401. This value can now be 
used to set up an array of the correct size to receive the output of the 
OFV command. 


Table8-2. Sweep Measurement Points Data Transfer Commands 


Command 

Description 

ODV 

Output distance values for time domain 

OFV 

Output frequency values 

OGCFV 

Output gain compression frequency values 
to GPIB 

ONDF 

Output number of discrete frequencies 

ONPV 

Output the number of power sweep power 
values 

OTV 

Output time values for time domain 
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Sweep Measurement 
Points Data Transfer 
Example 


The following is an example of Sweep Measurement Points Data 
Transfer commands usage: 

"NPlOl;FMB;LSB;OFV" 

These commands will perform the following functions: 

NPlOl will set up a 101 point sweep. 

FMB will output data using 64-bit (eight bytes) floating-point 
format. 

LSB causes data bytes to be output least significant byte first. 
This isfor compatibility with INTEL/IBM based computer/con¬ 
trollers. If using other types of controllers that represent data in 
most significant byte format, then use the MSB command. 

OFV uses the <Arbitrary Blocloformat. It will output the cur¬ 
rent list of measurement frequencies, fi thru fioi, using eight 
bytes each, in the example shown. The ASCI I header (^808), 
which shows that 808 data bytes follow, precedes the frequency 
values. The linefeed character (OA, decimal 10) signals the end of 
the data block. 

EXAMPLE: 

#3808<fi, 8 bytes> . . . <f 101 , 8 bytes>0A 


NOTE: 

The (<>) characters are not output from the M S462XXX. 
They are used in the text above to distinguish each fre¬ 
quency's 8 byte segments. 
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8-8 CALIBRATION The Calibration Coefficients Data Transfer commands are listed in Ta- 

COEFFICIENTS DATA ble 8-3. These commands are descri bed i n the fol lowi ng paragraphs. 

TRANSFER j|-ig commands provide for outputting and inputting 

calibration error terms (coefficients). The ONCT command outputs the 
number of error terms availablefor the currently set calibration. For 
example, ONCT would output the number 12 for a 12-Term calibra¬ 
tion and 2for a Transmission Frequency Response calibration. The or¬ 
dering of the calibration error terms for the various calibration types 
is shown in Chapter 12, Table 12-3. For example, to output the ETF 
error termfroma 12-Term calibration use the OC 4 command. 

The ICx commands are used to input user defined calibration error 
terms. The M S462XX must be prepared to accept the appropriate cali¬ 
bration error terms using the Simulate Calibration commands, such as 
A12, A8T, etc. These commands use the same mnemonic syntax as 
their related calibration selection commands (which are used to actu¬ 
ally perform a calibration), except they start with the letter "A" in¬ 
stead of "C". For example, the A12 command is used to simulate a 12- 
Term calibration where as the command C12 is used to actually per¬ 
form a 12-Term calibration. Similarly, the A8T command is used to 
simulate a 1 Path 2 Port FWD calibration where as the command C8T 
is used to actually perform a 1 Path 2 Port FWD calibration. Refer to 
Chapter 12, Table 12-3 and toChapter 6, "Calibration Functions"for 
more information about calibration coefficients, and performing cali¬ 
brations). 

Calibration error terms (coefficients) are output, or expected as input, 
only for the currently defined set of sweep frequencies. If data points 
are not at the maximum values set during calibration and/or the fre¬ 
quency range has been zoomed-in (with error correction turned on), 
not all calibration coefficients will be output or used as input. Refer to 
paragraph 8-6, "Measurement Points Data Commands,"for details on 
outputting the current sweep measurement points. 

If an attempt is made to transfer an unavailable calibration error 
term, that is, the EXR term from a Reflection Only calibration, the 
MS462XX will issue an Execution Error (refer to paragraph 8-10, 'The 
MS462XX Error Reporting System"). 
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Calibration 
Coefficients Data 
Transfer Example 


The following is an example usage of Calibration Coefficients Data 
Transfer commands: 

"NP101;ONCT;FMB;LSB;OCl" 

These commands will perform the following functions: 

NPlOl will set up a 101 point sweep. This is only allowed if the 
calibration was done with at least 101 points in the sweep. 

ONCT will output the number 12, si nee there are 12 error terms 
in a 12-term calibration. 

TheMS462XX will then output a semi-colon (;) to separate the 
ONCT output data from the oncomi ng OC1 data. 

FMB will output the calibration data using 64-bit (eight bytes) 
floating-point format. 

LSB causes data bytes to be output least significant byte first. 
This isfor compatibility with INTEL/IBM based computer/con¬ 
trollers. If using other types of controllers that represent data in 
most significant byte format, then use the MSB command. 

OCl uses the <Arbitrary Blocloformat. It will output 101 real 
and imaginary data pairs (202 values). Each two consecutive val¬ 
ues, 8 bytes each, represent the error term EDF at each measure¬ 
ment point. The total number of bytes expected (1616) is encoded 
in the ASCI I header (#11616). The linefeaJ character (OA, deci¬ 
mal 10) signals the end of the data block. 

EXAMPLE: 

12;#11616<fi EDF real, 8 bytesxfi, EDF imaginary, 8 bytes> 

<f 2 EDF real, 8 bytes><f 2 , EDF imaginary, 8 bytes>... 

....<fioi, EDF real, 8 bytesxfioi, EDF imaginary, 8 bytes>OA 

NOTES: 

The (<>) characters shown in the example are not out¬ 
put from the MS462XX. They are used in the text above 
to distinguish each 8 byte data segments. 

Note the number 12, output in response to the ONCT 
command, and the semi-colon separator, that precede 
the EDF data output. 
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Your program can now iteratively issue and output the remaining 11 
error terms using the commands OC2, OC3,OC12. 


Table8-3. Calibration Coefficients Data Transfer Commands (1 of 3) 


Command 

Description 

IC1 

Enter calibration coefficient 1 

IC10 

Enter calibration coefficient 10 

IC11 

Enter calibration coefficient 11 

IC12 

Enter calibration coefficient 12 

IC13 

Enter calibration coefficient 13 

IC14 

Enter calibration coefficient 14 

IC15 

Enter calibration coefficient 15 

IC16 

Enter calibration coefficient 16 

IC17 

Enter calibration coefficient 17 

IC18 

Enter calibration coefficient 18 

IC19 

Enter calibration coefficient 19 

IC2 

Enter calibration coefficient 2 

IC20 

Enter calibration coefficient 20 

IC21 

Enter calibration coefficient 21 

IC22 

Enter calibration coefficient 22 

IC23 

Enter calibration coefficient 23 

IC24 

Enter calibration coefficient 24 

IC3 

Enter calibration coefficient 3 

IC4 

Enter calibration coefficient 4 

ICS 

Enter calibration coefficient 5 

IC6 

Enter calibration coefficient 6 

IC7 

Enter calibration coefficient 7 

ICS 

Enter calibration coefficient 8 

IC9 

Enter calibration coefficient 9 

ICA 

Enter calibration coefficient 10 

ICB 

Enter calibration coefficient 11 

ICC 

Enter calibration coefficient 12 

ICL 

Enter all applicable calibration coefficients for cal type 

OC1 

Output calibration coefficients 1 

OC10 

Output calibration coefficients 10 

OC11 

Output calibration coefficients 11 

OC12 

Output calibration coefficients 12 

OC13 

Output calibration coefficients 13 

OC14 

Output calibration coefficients 14 

OC15 

Output calibration coefficients 15 

OC16 

Output calibration coefficients 16 

OC17 

Output calibration coefficients 17 
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Table8-3. Calibration Coefficients Data Transfer Commands (2 of 3) 


Command 

Description 

OC18 

Output calibration coefficients 18 

OC19 

Output calibration coefficients 19 

OC2 

Output calibration coefficients 2 

OC20 

Output calibration coefficients 20 

OC21 

Output calibration coefficients 21 

OC22 

Output calibration coefficients 22 

OC23 

Output calibration coefficients 23 

OC24 

Output calibration coefficients 24 

OC3 

Output calibration coefficients 3 

OC4 

Output calibration coefficients 4 

OC5 

Output calibration coefficients 5 

OC6 

Output calibration coefficients 6 

OC7 

Output calibration coefficients 7 

OC8 

Output calibration coefficients 8 

OC9 

Output calibration coefficients 9 

OCA 

Output calibration coefficient 10 

OCB 

Output calibration coefficient 11 

OCC 

Output calibration coefficient 12 

OCL 

Output all applicable calibration coefficients for calibration type 

ONCP 

Output number of points for current calibration 

ONCT 

Output number of calibration terms for current calibration 

ICL3P 

Enter additional 12 calibration coefficients for 3 port 

OCL3P 

Output additional 12 calibration coefficients for 3 port 

IC25 

Enter calibration coefficient 25 

IC26 

Enter calibration coefficient 26 

IC27 

Enter calibration coefficient 27 

IC28 

Enter calibration coefficient 28 

IC29 

Enter calibration coefficient 29 

IC30 

Enter calibration coefficient 30 

IC31 

Enter calibration coefficient 31 

IC32 

Enter calibration coefficient 32 

IC33 

Enter calibration coefficient 33 

IC34 

Enter calibration coefficient 34 

IC35 

Enter calibration coefficient 35 

IC36 

Enter calibration coefficient 36 

IC37 

Enter calibration coefficient 37 

IC38 

Enter calibration coefficient 38 

IC39 

Enter calibration coefficient 39 
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Table8-3. Calibration Coefficients Data Transfer Commands (3 of 3) 


Command 

Description 

IC40 

Enter calibration coefficient 40 

OC25 

Output calibration coefficient 25 

OC26 

Output calibration coefficient 26 

OC27 

Output calibration coefficient 27 

OC28 

Output calibration coefficient 28 

OC29 

Output calibration coefficient 29 

OC30 

Output calibration coefficient 30 

OC31 

Output calibration coefficient 31 

OC32 

Output calibration coefficient 32 

OC33 

Output calibration coefficient 33 

OC34 

Output calibration coefficient 34 

OC35 

Output calibration coefficient 35 

OC36 

Output calibration coefficient 36 

OC37 

Output calibration coefficient 37 

OC38 

Output calibration coefficient 38 

OC39 

Output calibration coefficient 39 

OC40 

Output calibration coefficient 40 
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8-9 MEASURED DATA The Measured Data commands are listed in Table 8-4 . These com- 

COMMANDS mands are described in the following paragraphs. 

The measurement data transfer commands are used to transfer S- 
parameter values to or from the currently active channel. Only the 
currently set number of measurement points will be output or ex¬ 
pected as input. Refer to paragraph 8-7, "Sweep Measured Points Data 
Transfer,"for details on outputting the current sweep measurement 
poi nts. 

The OAM1-OAM4, OFD/IFD and OM1-OM12 commands Out 
put/I nput Final Display Formatted Data or marker value, transfer 
data values in the currently selected graph type units. If a dual graph 
type is displayed, such as Log Magnitude and Phase, the data for each 
measurement point will be a pair of values. I n the case of Log Magni¬ 
tude and Phase, the data pair would be (dB value, degrees value). If a 
single graph type is displayed, such as Log Magnitude only, the data 
for each measurement point will bea single value, in this case (dB 
value). 

The DPRl command - Data Pair Format On, modifies theOAMl- 
OAM4, OFD/IFD and OMl-OM 12 commands to transfer a complex 
data pair when in a singlegraph type display (that is. Phase only). 
Necessarily though, since it was not an actually measured value, the 
additional value will besettozero. The output values for each graph 
type selection for both the DPRx modes are listed in Table 8-5. 

NOTE: 

The DPRlformat will remain in effect until the MS462XX 
receives the DPRO command that is. Data Pair Format 
Off. This mode is the default data transfer format. 

For example, if the current graph type is Phase only, 'DPRl;OFD" 
would output data pairs in the same format as if Magnitude and 
Phase dual graph type was currently displayed, but with the magni¬ 
tude value set to zero (0, degrees value). Similarly, if the current graph 
type is Log Magnitude only, "DPRl;OFD" would output data pairs in 
the same format as if the Magnitude and Phase dual graph type was 
currently selected, but with the phase value set to zero (dB value, 0). 
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The DPRl functionality is useful in developing a single data transfer 
procedure in your application program for processing all data output 
commands; si nee they mostly transfer a data pair. This includes the 
OAM1-OAM4, OFD, IFD, and OM1-OM12 measurement data trans¬ 
fer commands discussed here, and the ICx and OCx series commands 
(refer to paragraph 8-8, "Calibration Coefficient Data Transfer"). 

NOTE 

Use the MK17-MK6? queries to output the marker fre¬ 
quency. Refer to Chapter 7 for full details on Markers. 

TheORD command - Output Raw Data, and the OCD/ICD commands 
Output/I nput Corrected Data all transfer data in real and imagi¬ 
nary pairs (real value, imag value). Raw data is uncorrected measure¬ 
ment data from a sweep without a calibration applied. Corrected data 
is measurement data which has been corrected according to the cur¬ 
rently applied calibration type. 

When S-parameter data input to the MS462XX is complete (ICD and 
IFD) the MS462XX redraws the parameter on the active channel us¬ 
ing this data. 


NOTE: 

Always placethe MS462XX in hold (HLD) prior to input¬ 
ting data using the IFD or ICD commands. This is to pre¬ 
vent the newly input data from being overwritten by 
subsequent sweeps. 
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Measurement Data 
Transfer Example 


The following is an example usage of Measurement Data Transfer 
commands: 

"NPlOl;CH2;MAG;TRS;WFS;HLD;FMC;LSB;OFD" 

NPlOl will set up a 101 point sweep. If a calibration is applied, 
this will only be allowed if the calibration was done with at least 
101 points. 

CH2 makes channel 2 the active channel for all subsequent chan¬ 
nel specific commands. 

MAG displays S-parameter data in Log Magnitude format on the 
active channel. 

TRS triggers a new sweep. 

WFS waits for a full sweep to ensure the data is valid. A full 
sweep is a complete forward sweep and a complete reverse sweep 
when a 12-term calibration is applied. It also includes time/dis¬ 
tance data process! ng ti me if i n ti me domai n mode. 

NOTES: 

You must wait for two ful I consecutive sweeps after fi rst 
connecting a device, and prior to outputting data, when 
a 12-term calibration is applied, that is, "WFS;WFS". 

Set your controller's time out value high enough to al¬ 
low the sweep to complete. Refer to Chapter 2 for more 
details. 

HLD places the MS462XX in hold. 

NOTE 

Prior to being placed in HOLD, a channel must be dis¬ 
played on the MS462XX — if calibration is not applied, 
and if you wish to output data from that channel. 

FMC will output data using 32-bit (four bytes) floating-point for¬ 
mat. The measurement data can be read directly into a floating 
point array dimensioned to 101 elements. 

LSB causes data bytes to be output least significant byte first. 
This isfor compatibility with INTEL/IBM based computer/con¬ 
trollers. If using other types of controllers that represent data in 
most significant byte format, then use the MSB command. 

NOTE 

It is good practice to always preface a data transfer com¬ 
mand with the desired format command(s) every time it is 
used, that is, "fmc; lsb; ofd", even if they were already 
set. This will help make your program more readable and 
easier to maintain and update in the future. 
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OFD uses the <Arbitrary Blcx;k>format. It will output 101 final meas¬ 
urement data values using the active channel's displayed graph units 
(dB). Each measurement value is represented using 4 bytes. The 
ASASCII header (^404), which shows that 404 data bytes follow, pre¬ 
cedes the measurement values. The linefeed character (OA, decimal 10) 
signals the end of the data block. 

EXAMPLE: 

#3404<fi, dB, 4 bytes> <f 2 , dB, 4 bytes>.... 

....<fi 0 i, dB value, 4 bytes>0A 

NOTE: 

The (<>) characters are not output from the M S462XXX. 

They are used in the text above to distinguish each 8 byte 
data segment. 

The following shows the data stream if "FMA;DPRO;OFD" had been 
sent instead of "FMC;LSB;OFD". This produces the data in ASCI I for¬ 
mat. The DPRO is default mode, but it is sent anyway to insure pre¬ 
vious data transfers did not change the setting. Notethe header is now 
#11892, signifying that 1892 data bytes follow. EXAMPLE: 

#418921.611913055E+01,5.22284173965E+01,.. 

. . . . , 4.74120521545E + 010A. 

The following response shows the data output if 'TMA;DPRl;OFD" 
had been sent instead of "FMC;LSB;OFD". Notethat inclusion of 
DPRl while in a single graph type display (MAG, magnitude in this 
case) will double the array size, by sending data pairs for each meas¬ 
urement point. Note also that the additional value is set to zero since 
the data for it was not measured. Refer to text above for complete de- 
tails. Notethe header is now #13731, signifying that 3731 data bytes 
follow. EXAMPLE: 

#437311.611913055E+01,0.OOOOOOOOOOOE+00,5.22284173965E+01, 

0.OOOOOOOOOOOE+00,.,4.74120521545E+01,0.OOOOOOOOOOOE+OOOA 
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Table8-4. Measured Data Commands (1 of 2) 


Command 

Description 

DPRO 

Visible data only OFD format 

DPR1 

Data pair always OFD format 

DPRX? 

Output data pair mode visible only or pair always 

ICD 

Enter cerrected data fer active channel parameter 

IFD 

Enter final data for active channel parameter 

INRM 

Enter normalization data from GPIB 

OCD 

Output corrected data fer active channel parameter 

OCFEDE 

Output the front panel setup, calibration, and EDE data 

OCFSG 

Output the segmented sweep data 

ODAT 

Output hard copy tabular data to GPIB 

OFD 

Output final data for active channel parameter 

OGCFD 

Output gain compression final data to GPIB 

OGCTXT 

Output text format gain compression data to GPIB 

OM1 

Output marker 1 value 

OM10 

Output marker 10 value 

OM11 

Output marker 11 value 

OM12 

Output marker 12 value 

OM2 

Output marker 2 value 

OM3 

Output marker 3 value 

OM3P 

Output M3P format data to GPIB with M3P setup set to (2:3)1 

OM4 

Output marker 4 value 

OM4P 

Output M4P format data to GPIB with M4P setup set to (1:2)(3:4) 

OM5 

Output marker 5 value 

OM6 

Output marker 6 value 

OM7 

Output marker 7 value 

OM8 

Output marker 8 value 

OM9 

Output marker 9 value 

ONRM 

Output stored normalization data to GPIB 

OPSV 

Output power sweep power values 

ORD 

Output raw data for active channel parameter 

OS11C 

Output cerrected S11 data 

OS11R 

Output raw S11 data 

OS12C 

Output cerrected SI 2 data 

OS12R 

Output raw SI 2 data 

OS13C 

Output cerrected SI 3 data 

OS13R 

Output raw SI 3 data 

OS14C 

Output cerrected SI 4 data 

OS14R 

Output raw SI 4 data 
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Command 

Description 

OS1P4 

Output S1P4 format data to GPIB 

OS21C 

Output corrected S21 data 

OS21R 

Output raw S21 data 

OS22C 

Output cerrected S22 data 

OS22R 

Output raw S22 data 

OS23C 

Output cerrected S23 data 

OS23R 

Output raw S23 data 

OS24C 

Output corrected S24 data 

OS24R 

Output raw S24 data 

OS31C 

Output cerrected S31 data 

OS31R 

Output raw S31 data 

OS32C 

Output cerrected S32 data 

OS32R 

Output raw S32 data 

OS33C 

Output corrected S33 data 

OS33R 

Output raw S33 data 

OS34C 

Output cerrected S34 data 

OS34R 

Output raw S34 data 

OS41C 

Output cerrected S41 data 

OS41R 

Output raw S41 data 

OS42C 

Output cerrected S42 data 

OS42R 

Output raw S42 data 

OS43C 

Output cerrected S43 data 

OS43R 

Output raw S43 data 

OS44C 

Output corrected S44 data 

OS44R 

Output raw S44 data 

OTXT 

Output text format data to GPIB 


MEASURED DATA 
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Table8-5. Output Value vs Graph DisplayTypes 


Graph Display Type 

Data Units and Ordering 

w/DPRO 

W/DPR1 

Log magnitude 

dB 

dB, 0 

Phase 

degrees 

0, degrees 

Log mag & phase 

dB, degrees 

dB, degrees 

Linear magnitude 

Rho or Tau, degrees 

Rho or Tau, 0 

Linear mag & phase 

Rho or Tau, degrees 

Rho or Tau, degrees 

Smith chart 

Ohms 

Ohms, j-Ohms 

inverted Smith 

Siemens 

Siemens, j-Siemens 

Group deiay 

Seconds 

Seconds, 0 

Log poiar 

dB, degrees 

dB, degrees 

Linear poiar 

Rho or Tau, degrees 

Rho or Tau, degrees 

Reai 

Reai 

Reai, 0 

imaginary 

Imag 

0, imag 

Reai & imaginary 

Reai, imag 

Reai, imag 

SWR 

SWR 

SWR, 0 
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I nternal Buffer Data Collection provides for saving active channel 
measurement data from multiple sweeps without having to synchro¬ 
nize and collect data at the end of each sweep. The instrument can 
store up to 20,000 data point measurements; each one consisting of 
two IEEE 754 4-byte floating point numbers. 

The internal buffer data collection mnemonics are listed in Table 8-6. 
The mnemonicCFD initializes the collection process. Once initialized, 
the collection process can be started by issuing the mnemonic DCCTN. 

Before changing instrument parameters, temporarily suspend the col¬ 
lection process with the mnemonic DCH LD. After changes are com¬ 
pleted, restart with DCCTN. 

Sections of collected data can be delimited using the mnemonic 
DCMRK, which puts user specified values into the data buffer in real 
time. 

The mnemonic OCS will output the data and reset the data collection 
buffer. The output format is fixed at EMC and DPRl. The user may, 
however, specify MSB or LSB. As is the case with all binary data 
transfers, the data will be encapsulated with an Arbitrary Block 
header. The size of the output data is 2 X 4 X number of data points 
collected. The absolute maximum number of data points that can be 
collected is 20,000. If the internal buffer becomes completely filled, 
subsequent data is discarded. TheCBF bit of the Extended Event Sta¬ 
tus Register will also be set. 

Table8-6. Internal Buffer Data Collection Mnemonics 


8-10 INTERNAL BUFFER 


NOTE 

The Internal Buffer Data Col¬ 
lection features are not avail¬ 
able on instruments without 
Option 24. 


Command 

Description 

CFD 

Collect final data In an Internal buffer 

CXD? 

Output Internal buffer data collection mode 

DCCTN 

Resume internal buffer data collection 

DCCTN? 

Output internal buffer data collection resume/suspend status 

DCHLD 

Suspend internal buffer data collection 

DCMRK 

Inserts the mark value into the internal buffer 

DCOFF 

Turn internal buffer data collection mode off 

DCPCUR? 

Outputs the current point count in the collect buffer 

DCPMAX? 

Outputs the maximum number of points that can be collected In the collect buffer 

OCS 

Output Internal buffer collected data 
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TheMS462XX implements a number of error reporting tools to assist 
you in detecting, reporting, and handling errors and other events in 
your application program. These tools will also prove invaluable to you 
during development of your application program. The tools are sum¬ 
marized below: 

□ Status Registers that you set to trigger an interrupt (or service 
request - SRQ) on many events such as GPIB errors, measure¬ 
ment data pass/fail testing, and end of calibration process. Refer 
to paragraph 8-14, "Status Report! ng," for complete details. 

□ A time ordered Service Log that stores errors and other impor¬ 
tant system information in non-volatile memory. The Service Log 
can easily be accessed via GPI B and from the front panel. 

□ A GPI B error message structure that contains the last two GPI B 
errors encountered. This includes details on the program mes¬ 
sage element that caused the error. 

Error Reporting The following summarizes the actions taken by theMS462XX when it 
Actions detects an error: 

An audible beep is issued to attract the operators attention. 

An error message temporarily appears on the display. 

An error message, with date and time and other details, is writ¬ 
ten in the Service Log (refer to paragraph 8-12 for details.) This 
is non-volatile storage, meaning it will survive a power down of 
theMS462XX. 

An error message string will also be saved internally in theGPIB 
software's Error Structures (refer to paragraph 8-13 for details.) 
This is volatile memory storage, meaning it will be lost when the 
M S462XX is powered down. 

The appropriate bit in the Standard Events Status Register is 
set, and if enabled, a Service Request (SRQ) will degenerated 
(refer to paragraph 8-14 for details.) 

GPIB Error Messages Refer to Chapter 11 for a complete list of MS462XX error messages 

and their descriptions. 

MS462XX errors reported in the Service Log include four errors which 
aredetected by theinternal GPIB Parser software during remote op¬ 
eration: 

7204 G PIB Command E rror 
7205GPIB Execution Error 
7206 GPIB Device Specific Error 
7207GPIB Query Error 
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These errors are typically generated as a result of incorrectly program¬ 
ming the MS462XX. A detailed description of the errors and the data 
they provide in the Service Log and the GPIB Error Structures follows. 

NOTE 

Use the MS462XX error reporting mechanisms to effec¬ 
tively detect and handle error conditions, both during de¬ 
velopment and when preparing your finished application 
program. 

Each of the GPI B errors will further provide a more precise sub¬ 
message of the specific condition that caused the error. Refer to Chap¬ 
ter 13, Table 13-3 for a complete list of these sub-messages and their 
descriptions. 

'7204GPIB Command Error" 

These are errors in the syntactical correctness of a command, its nu¬ 
meric data entry element, or its data entry terminator code (or suffix 
mnemonic). As the internal GPIB command parser synchronization 
can be lost with this type of error, execution of the remainder of the 
program message is aborted. 

If the command error was detected while executing a defined device 
trigger command sequence (refer to*DDT command. Chapter 10), exe¬ 
cution of the remainder of the defined device trigger sequence will be 
aborted. 

'7205GPIB Execution Error" 

These errors occur when a syntactically correct command fails to exe¬ 
cute properly due to the command's parameters bei ng out of range or 
not appropriate for the current instrument state. 

'7206GPIB Device Specific Error" 

These errors occur when a command that is free of command and exe¬ 
cution errors, fails to execute due to some unexpected instrument con¬ 
dition such as running out of memory. 

'7207GPIB Query Error" 

These errors occur when the external controller attempts to read data 
from the MS462XX output buffer when either no data is aval I able or 
data in the output buffer is lost. 
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8-12 SERVICE LOG TheMS462XX implements a non-volatile record of errors detected dur¬ 

ing front panel and GPIB operation in a Service Log. The log contains 
error messages along with the date and time and additional details 
about the error. 

The Service Log can be viewed from the front panel E nhancement key 
group. Press the Option Menu key, then select DIAGNOSTICS and 
READ SERVICE LOG soft menus. 

Refer to Chapter 8, "System Functions,"for details on Service Log ac¬ 
tion commands such as printing, clearing, and saving it to disk. 

Service Log Output Service Log data can be output via GPIB in two ways depending on the 
Commands degree of detail desired about the errors. The commands listed in Ta¬ 
bles-? will output all types of error messages. Refer to paragraph 8-13 
for outputting only GPI B errors and their related details. 


Tables-?. Error Reporting Commands 


Command 

Description 

OEL 

Output error list 

OGE 

Output extended description of current 


GPIB error 

OGL 

Output extended description of previous 


GPIB error 

ONE 

Output number of lines in the error list 


NOTE: 

The Service Log error messages will remain stored, that is, 
they will not be deleted, when output via GPI B commands. 

The ONE command - Output N umber of E rrors, can be used to peri¬ 
odical ly check if the MS462XX detected a new error without having to 
use SRQ interrupts. The OEL command - Output Error List can then 
be used to output all the error messages in the Service Log. This is an 
ASCI I text, comma separated list of all the error messages in the Serv¬ 
ice Log. The output is in <Arbitrary Block>format (refer to paragraph 
8-3, Data Transfer Protocol Basics, for details.) I n the example below, 
the list is preceded by the output header (#12960), the words ERROR 
LOG, the current date and time, then the error list. 

EXAMPLE: 

#42960ERROR LOG 01/23/95 19:18, 

7205 GPIB EXECUTION ERROR, . 
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The OSL command - Output Service Log, is used to output the com¬ 
plete contents of the Service Log. The output is in ASCI I text format, 
so it can be saved directly to a file for later viewing and analysis. The 
Service Log output includes: 

System identity information such as model, serial number, and 
software version 

System statistics such as total operational hours, initial turn on 
date and ti me, and current date and ti me 

List of all error messages with date and time of occurrence and 
other pertinent information. 

The Service Log output will look similar to the Service Log as viewed 
from the front panel menus (Utility key, DIAGNOSTICS, SERVICE 
LOG, then DISPLAY LOG soft keys). The only difference is each line 
of text in the Log as output via OSL, will be comma separated from 
the other I i nes of text. 

This paragraph describes details of Service Log GPIB error entries. 
Use this information to assist in application program development and 
to handle GPI B errors in your program. 

There are two types of service log entries made in response to GPI B 
errors (errors 7204, 7205, 7206, 7207): 

□ The first type is 4 lines long and is made when a program mes¬ 
sage is currently being parsed and executed (theerror can then 
be associated with a particular command within the message). 

□ The second type is only 3 lines long and is made when there is no 
currently active program message. 

Service Log entries, description: 

LINE 1: 

The type of error, i.e. 

7204GPIB COMMAND ERROR 
7205GPIB EXECUTION ERROR 
7206GPIB DEVICE DEPENDENT ERROR 
7207 GPI B OUERY ERROR 
LINE 2: 

The date and ti me of the error: 

11/14/95 09:26 
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LINE 3: 

For a 3 line service log entry 

This line contains only a verbal description of the error: 

No response data available 

For a 4 line service log entry 

The description is followed by an index number which is used to inter¬ 
pret line 4: 

Faulty program mnemonic syntax, 13 

LINE 4: 

This line (approximately 47 characters long) will contain as much of 
the currently active program message as is possible. The index number 
from line 3 represents the position of the parser's command pointer 
when the error occurred. (1 is the first character). 

For example, the program message below generated a command error 
when the parser reached the beginning of the faulty mnemonicCFIS 
(only CHl-CH4arevalid).The parser index is placed at position 13 to 
indicate the the location of the faulty command referenced to the be¬ 
ginning of the line. 

CHI;WFS;ASC;CH5;WFS;ASC 

1 13 

If the program message is longer than 47 characters, then, as much as 
possible of the message segment that contained the error will be dis¬ 
played. The index number in line 3 will be adjusted automatically such 
that 1 always refers to the fi rst displayed character. 

If the error was detected while executing a defined device trigger com¬ 
mand sequence (refer to*DDT command. Chapter 10), then line 4 will 
contain as much of the command sequence as possible. 

If the error was detected while parsing and converting numeric fields 
within an <Arbitrary Block>program data element (refer to <Arbi- 
trary Blocloin paragraph 8-3), then Iine4 will contain as much of the 
data as possible. 
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8-13 GPIB ERROR The MS462XX internal GPIB software task (Parser) maintains a list of 

STRUCTURES the current and the previous GPI B errors that it generated. These two 

errors along with pertinent details can be output over the GPI B. 

Refer to paragraph 8-12, "Service Log," if you wish to output all 
MS462XX errors, including GPI B errors. 

NOTE: 

Error messages will remain stored, that is, they will not be 
deleted, when output via theGPI B. Usethe*CLS or CSB 
to clear the errors reported via theOGE and OGL com¬ 
mands. 

The commands OGE - Output Current GPI B Error, and OGL - Output 
Previous GPI B Error (Table 8-7), will output a message in <Arbitrary 
ASCI I >data format (refer to paragraph 8-3 for details.) The data out¬ 
put will contain either 2 or 4 ASCI I text fields separated with commas 
as follows: 

<Error Type>,<Error Description> 
or. 


<Error Type>,<Error Description>,<l ndex Number>, 

<Program Message> 

The rror Type>field will be one of the following: 

Command Error 
Device Error 
Execution Error 
Ouery Error 
No errors 

The<^rror Description>field will contain the same message as re¬ 
ported in LINE 3 of the Service Log GPI B error entry. 

The <dndex Number>and <d>rogram Message>fields are also in¬ 
cluded if there is a currently active program message which can be as¬ 
sociated with theoccurrenceof the error. These fields will contain the 
I ndex Number and Program Message (refer to LI NE 3 and LINE 4 of 
the Service Log GPI B Error Entry, paragraph 8-15.) 
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Error Reporting Data 
Output Example 


The following is an example usage of Error Reporting Data Output 
commands: 

"*TST?;ONE;OEL;OGE" 

These commands will perform the following functions: 

*TST? will perform a self test and output the pass/fail status 
(0=pass, l=fail). If any tests failed, the test number and error 
message will be written to the Service Log. 

ONE will output the number of errors in the Service Log. The 
OEL will output the error message strings. OSL will output the 
complete Service Log text. IftheONE indicates there are errors 
in the Log, you could use the OSL command to output a complete 
copy of the Service Log to file on your computer for later investi¬ 
gation. This is especially useful during a long un-monitored test, 
where you may want to save all data for failure analysis. 

I nvestigate any errors prior to proceeding with your application pro¬ 
gram task. If the error is critical, you should contact a qualified Serv¬ 
ice Person. Note that you can also output and view the Service Log 
from the front panel (refer to paragraph 8-12, "Service Log.") 

NOTE 

Errors in the Service Log include certain user errors that may not be 
actual M S462XX system fai I ures or errors. 

For example, some Dl SK related errors may have been caused by a 
bad floppy or a floppy of the wrong media type. 

Another example is RF POWER UNLEVELED and RF OVERLOAD 
errors (see Chapter 13), which are produced if the system reset power 
is exceeded to a point where the system becomes unleveled. This is 
normal behavior (the M S462XX allows you to set power above reset 
power to accommodate special needs (refer to OID command. Chap¬ 
ter 11, "Command Dictionary"). 

I n fact, the ONE, OEL, PWR, PW2, PEP? and PIP? commands can 
be used together to check for these errors if you are attempting to find 
the maximum leveled power setting for a specific frequency range. Ref¬ 
er to Chapter 11, Command Dictionary for command details. 

OGE (and OGL)can be used to output the GPIB error number, or "No 
errors" message, if none occurred. This is useful while debugging your 
application during development for displaying the error on your com¬ 
puter's screen for example. Note that by definition, these errors should 
not occur on a finished application program or they may be indicative 
of an error prone application. 
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Table8-8. Status Reporting Commands 


Command 

Description 

CSB 

Clear status bytes and structures (same as *CLS) 

lEM 

Enter extended status byte mask 

ILM 

Enter limits status byte mask 

IPM 

Enter the 488.2 service request enable mask 

OEB 

Output extended status byte 

OEM 

Output extended status byte mask 

OLB 

Output limits status byte 

OLM 

Output limits status byte mask 

OPB 

Output the 488.2 status byte value (same 
as *STB?) 
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8-14 STATUS REPORTING The following paragraphs describe the MS462XX service request and 

status reporting model. The MS462XX model implements all man¬ 
dated and many optional status reporting features specified by the 
IEEE 488.2 Standard. These include the Standard Event Status Regis¬ 
ter and two additional event status registers, Service Request Enable 
Register, and Parallel Poll Enable Register. The MS462XX implements 
full status and enable registers query capability. A diagram of 
theMS462XX Status Reporting Model is shown in Figure 8-3; the Sta¬ 
tus Reporting Commands are listed in Table 8-7. 
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Event Status Registers The MS462XXXA implements three Event Status Registers (ESRs). 

These are: 

Standard Event Status Register (Standard ESR) 

Extended Event Status Register (Extended ESR) 

Limits Event Status Register (Limits ESR) 

ESR bits always reflect the status of their specified MS462XXXA 
events (refer to paragraph 8-15, "Status Events Description.") The reg¬ 
isters are cleared (reset) when output by their respective query or out¬ 
put commands: *ESR? - Standard ESR Query, OEB - Output Ex¬ 
tended ESR, OLB - Output Limits ESR. ESRs can also be cleared at 
anytime via the Clear Status commands (*CLS or CSB). 

The overall summary status of each ESR (that is, whether or not any 
of its enabled events have occurred), is reported in the Status Byte 
Register. 

Selecting Events for The MS462XX Event Status Enable Registers (ESERs) allow you tose- 
Status Reporting lect the specific event, or events, that you want summarized in the 
Status Byte Register. 

The selection of a specific event, or events is done by enabling the de¬ 
sired event's bit. This is done by sending the appropriate ESER com¬ 
mand with a binary weighted decimal value of the desired bit pattern. 

The following commands are used to set and query ESER values: 

*ESE, *ESE? used to set and query the value of the Standard 
ESER 

I EM, OEM - used to input and output the value of the Extended 
ESER 

ILM, OLM used to input and output the value of the Limits 
ESER 

Output Queue The M S462XX Output Queue holds data which was requested by your 
application program. At any onetime, the status of this queue is either 
empty (no data bytes available), or not-empty (at least one data byte is 
available.) 

The Output Queue status is always reported intheMS462XX Status 
Byte Register. The Output Queue status bit is automatically set and 
cleared. The Output Queue is emptied when the last data byte it con¬ 
tains is output to the external controller or when the MS462XX detects 
a Query Error. 
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The Status Byte The Status Byte Register is the summary status register of the overall 
Register MS462XX status. It can be directly queried for its value. It is also the 
basis for generating service requests, serial polling operations, and 
parallel polling operations. The Status Byte Register consists of a sin¬ 
gle 8-bit byte comprised of: 

The Status Byte (bits 0-5, and bit 7), and 
The MSS message or the RQS message (bit 6). 

The Status Byte (bits 0-5, and bit 7) contains the overall status of 
the MS462XX. This includes the Output Queue status and the sum¬ 
mary status of enabled bits in each event register. Once all enabled 
bits in an event register are cleared, or the Output Queue is emptied, 
the corresponding summary bit in the Status Byte Register will be re¬ 
set. 

The Master Summary Status (MSS) message is a single bit sum¬ 
mary of the Status Byte (bits 0-5, and bit 7). This means bit 6 will be 
true if any of the other bits in the Status Byte Register are true, other¬ 
wise it will be false. The MSS message is sent in bit 6 when querying 
the status byte register and when generating the ist message for par¬ 
allel polling. 

The Requesting Service (RQS) message is true if the M S462XX has 
generated an SRQ, that is, it requested service. This message is reset 
automatically when theMS462XX is serial polled. The RQS message is 
sent in bit 6 if a serial poll is used to output the contents of the Status 
Byte Register. 

Querying the Status The*STB? Status Byte Register Query, allows you to output the con- 
Byte Register tentsof the Status Byte Register without having to do a serial poll. 

When output in this manner, the Status Byte Register will contain the 
MSS message in bit 6 and the normal Status Byte in bits 0-5, and bit 
7. 

The *STB? query will not change; that is, reset, the value of the 
Status Byte (bits 0-5, and bit 7) and the MSS message (bit 6). 

Serial Pollingthe Serial Polling the MS462XX can also be used to output the contents of 
Status Byte Register the Status Byte Register. The output will still contain the normal 

Status Byte in bits 0-5 and 7. The difference is this time the RQS mes¬ 
sage will be output in bit 6 instead of the MSS message. 

It is important to note that serial polling will reset the RQS message 
in bit 6. This allows the MS462XX to again set the RQS bit true if it 
has a new reason for requesting service. The value of the Status Byte 
(bits 0-5, and bit 7) will not be reset or otherwise changed by a serial 
poll. 
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SRQ/Service Requests The M S462XX can be made to request service; that is. generate an 

Generation SRQ interrupt, when any of the defined events occur. This is a two step 
process: 

First, you need to enable the desired event (refer to Enabling 
Status Events) 

Second, you need to enable the event's register bit in the Service 
Request Enable Register. 

The *SRE and *SRE ? commands are used to set and query the Serv¬ 
ice Request Enable Register. Sending "*SRE 0" to the MS462XX will 
disable the MS462XX service request. 

Parallel Polling the The Parallel Poll Enable Register is used to set the value of the 
MS462XX MS462XX parallel poll status bit. This bit corresponds to the 

M S462XX individual status message (ist). The ist message can be out¬ 
put without a parallel poll operation using the*1 ST? query. 

The ist message is set true when both of the foil owing aretrue: 

a bit is set true in the Status Byte Register, and, 

the corresponding bit is enabled in the Parallel Poll Enable Regis¬ 
ter. 

NOTE: 

The MSS message is used in bit 6 of the Status Byte 
Register (refer to Status Byte Register above.) 

The *PRE and *PRE ? commands are used to set and query the Paral¬ 
lel Poll Enable Register. Sending “•'PRE 0"tothe MS462XX will set 
the M S462XX ist message, and therefore the parallel poll status bit, to 
false, that is, 0. 

Binary Weighted All the enable commands or query commands described above for 
Decimal Values status reporting take or return a single argument. This is a binary 
weighted decimal value representing the sum of all the true (or set) 
bits in the register. 

The binary weighted decimal value of a bit in a register is calculated 
by raisi ng the number 2 to a power equal to the bit position. 

For example, the binary weighted decimal value of bit 4 is arrived at 
by raising the number 2 to the 4*-'^ power (2^ =16). Similarly, the deci¬ 
mal value of bit 0 is the number 2 raised to the 0 power (2° = 1). 

The total decimal value of a register is the sum of the individual bi¬ 
nary weighted decimal values of all enabled, or true bits. I n the above 
example, this would be 16 -Fl =17. 
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Status Reporting 
Commands Example 


Following are example usages of Status Reporting commands: 
EXAMPLE 1: 


"*CLS;TRS;WFS;OEB" 

These commands will perform the following functions: 

*CLS will clear all four event status registers. 

TRS will trigger a new sweep. 

WFS will set bit 4 (SWC) in the Extended Event Status Register 
when a full sweep is complete. 

OEB will output the decimal value of the Extended Event Status 
Register. This will be the number 8 (2^ =8). 

When a 12-term calibration is applied, a "full sweep" includes a com¬ 
plete forward sweep and a complete reverse sweep. It also includes 
time/distance data processing time if in time domain mode. 

Set your controller's time out value high enough to allow 
the sweep to complete. Refer to Chapter 2 for more details. 

EXAMPLE 2: 

"*CLS;IEM 8;*SRE 128;TRS;WFS" 

These commands will perform the following functions: 

*CLS will clear all four event status registers. 

I EM 8 will enable bit 4 (SWC) in the Extended Event Status Reg¬ 
ister (Extended ESR). This will set bit 7 (thesummary status bit 
for the Extended ESR) in the Status Byte Register when the 
SWC bit gets set true. 

*SRE 128 will cause the MS462XX to issue a service request 
(SRQ) when the enabled bit in the Extended Event Status Regis¬ 
ter gets set true. 

TRS will trigger a new sweep. 

WFS will set bit 4 (SWC) in the Extended Event Status Register 
when a full sweep is complete. Because of the I EM and *SRE 
that were issued, this will cause the MS462XX to issue a service 
request (SRQ). 
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8-15 STATUS EVENT The following paragraphs describe the MS462XX status events func- 

DESCRIPTIONS tions. Refer to Figure 8-3, MS462XX Status Reporting Model (page 

8-41) for the definition of bits in each of the three event registers de¬ 
scribed below. (Refer to paragraph 8-14, "Status Reporting,"for an op¬ 
erational description of the MS462XX reporting model.) 


Standard Event This register reports on the following events: 

Status Reuister 

^ BitO: The Operation Complete bit (OPC) is set true when all 

pending operations are completed after the *OPC com¬ 
mand is issued. This is used for synchronization of your 
application program with MS462XX operations. 


Bit 1: Not used. 


Bit 2: The Query Error bit (QYE) is set true when the 

MS462XX detects an error when attempting to execute 
an output or query command. Typically, this is due to re¬ 
questing output when the Output Queue is empty or if 
the MS462XX emptied the queue due to an error situa¬ 
tion. 

The MS462XX will clear (empty) the Output Queue and 
issue a query error if it receives a program message 
while data requested by a previous command still re¬ 
mains in the Output Queue. 


Bit 3: The Device Specific E rror bit (DDE) is set true when the 

MS462XX detects an error during execution of a valid 
M S462XX command and it is not able to complete its ex¬ 
ecution. An example of this is trying to access a bad 
floppy disk for read or write. 

Bit 4: The Execution Error bit (EXE) is set true when a valid 

command's argument is out of the M S462XX range or 
operational capabilities. This bit is also set when a valid 
command cannot be executed due to some M S462XX con¬ 
dition such as an option not installed or invalid state for 
the command. 

Bit 5: The Command E rror bit (CM E) is set true when the 

MS462XX Parser detects an invalid command. This is of¬ 
ten generated due to unrecognized or invalid command 
syntax and incorrect use of separators and terminators. 

Bit 6: The User Request bit (URQ) is set true when a front 

panel key or control is invoked. 

Bit 7: The Power On bit (PON) is set true when the M S462XX 

is turned on. 
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Extended Event 
Status Register 

This register reports on thefoiiowing events: 

Bit 0: The Caiibration Compiete bit (CAC) is set true when aii 

the steps of an Error Correction Caiibration are com¬ 
piete after issuing the BEG or RPC commands. 


Bits 1,2: 

Not used. 


Bit 3: 

The Sweep Compiete bit (SWC) is set true when a fuii 
sweep is compieted after issuing the WFS command. 


Bits4'7: 

Not used. 


Bits: 

The new service iog entry bit (NSE) is set whenever a 
new error is entered in the service iog. it can be used to 
detect iock faiiureand unieveied conditions. 


Bits: 

Not used. 


Bit 10: 

Sweep Changed (SCH). 


Bits 11-13: 

Not used. 


Bit 14: 

Sequence Compiete (SEC). 


Bit 15: 

Not used. 

Limits Event Status 
Register 

This register reports on thefoiiowing events: 

Bit 0: The Channei 1 bit (CH1) is set true when a iimit iine has 

been exceeded on channei 1 after the LTl command has 
been issued. 


Bit 1: 

The Channei 2 bit (CH2) is set true when a iimit iine has 
been exceeded on channei 2 after the LTl command has 
been issued. 


Bit 2: 

The Channei 3 bit (CH3) is set true when a iimit iine has 
been exceeded on channei 3 after the LTl command has 
been issued. 


Bit 3: 

The Channei 4 bit (CH4) is set true when a iimit iine has 
been exceeded on channei 4 after the LTl command has 
been issued. 


Bit 4: 

The search faiiurebitr (SCF) issetTRUE when a 
marker search command (MKSL or MKSE) was issued 
but the target vaiue was not found. 


Bits 5-7: 

Not used. 
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Status Byte Register 


This register reports on the foil owing events: 

BitO: Not used. 

Bit 1: The Limits Event Status Bit (LESB) is set true if any of 

the enabled events in the Limits Event Status Register 
are true. 

Bits 2,3: Not used. 

Bit 4: The Message Available bit (MAV) is set true if theOut- 

put Queue contains at least one byte of data, refer to re¬ 
lated *OPC?, Operation Complete Query. 

Bit 5: The Standard Event Status Bit (ESB) is set true if any of 

the enabled events in the Standard Event Status Regis¬ 
ter are true. 

Bit 6: This bit contains either the Master Summary Status 

message (M SS) or the Request Service message (RQS), 
depending on how the Status Byte Register contents are 
output or used. 

Refer to Status Byte Register description in paragraph 
8-14. 

Bit 7: The Extended Event Status Bit (EESB) is set true if any 

of the enabled events in the Extended Event Status Reg¬ 
ister are true. 
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The IEEE 488.2 GPIB Standard specifies a common set of commands 
to support many standard instrument operations. The mandated and 
optional common commands implemented in the MS462XX are shown 
in Table 8-9 below. 

These commands are fully described in Chapter 11, Command Diction¬ 
ary. F urther, the commands for status reporting are also described in 
paragraphs 8-14 and 8-15. 


Table8-9. IEEE 488.2 Commands 


Command 

Description 

*CLS 

Clear status bytes and structures 

*DDT 

Enter the 488.2 define device trigger command string 

*ESE 

Enter the 488.2 standard event status enable mask 

*ESE? 

Output the 488.2 standard event status enable mask 

*ESR? 

Output the 488.2 standard event status register value 

*IDN? 

Output the 488.2 instrument identification string 

*IST? 

Output the value of the ist message 

*OPC 

Initiate the 488.2 operation complete sequence 

*OPC? 

Initiate the 488.2 operation complete query sequence 

*OPT? 

Output the 488.2 options installed string 

*PRE 

Enter the 488.2 parallel poll register enable mask 

*PRE? 

Output the 488.2 parallel poll register enable mask 

*RST 

Resets the instrument 

*SRE 

Enter the 488.2 service request enable mask 

*SRE? 

Output the 488.2 service request enable mask 

*STB? 

Output the 488.2 status byte value 

*TRG 

Initiate a group execute trigger sequence 

*TST? 

Perform self test and output status 

*WAI 

Wait to continue 

TST 

Perform self test and output status (same as *TST?) 


8-16 IEEE 488.2 COMMON 
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The MS462XX operation can be synchronized with your application 
program operations using the commands listed in Table 8-10 below. 
These commands are from various functional groups in the MS462XX 
GPIB command set. Refer to the appropriate references listed in the 
table and to Chapter 11, "Command Dictionary,"for more details. 

These commands are helpful in many operations related to outputting 
data, waiting for the sweep and the display to be updated, and many 
others. Where applicable, these commands are referenced and shown 
used in examples throughout the Programming Manual. 


Table8-10. MS462XXX Synchronization Operations Commands 


Command 

Description 

REBOOT 

Reboots the instrument 

SWPDIR? 

Output instantaneous sweep direction forward/reverse 

WFS 

Wait fuii sweep untii aii dispiay data is vaiid 


8-17 S YNCHRONIZATION 
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8-18 SETUP COMMANDS The setup commands provide for codes for front panel setups. They are 

listed in Table 8-11. 

Table8-ll. MS462XX System Setup Commands (1 of 1) 


Command 

Description 

IGF 

Enter front panel setup and calibration data 

ICFEDE 

Enter the front panel setup, calibration, and EDE data 

ICFSG 

Enter the segmented sweep data 

IFF 

Enter current front panel setup 

IS1 

Enter front panel setup 1 

IS10 

Enter front panel setup 10 

IS2 

Enter front panel setup 2 

IS3 

Enter front panel setup 3 

IS4 

Enter front panel setup 4 

IS5 

Enter front panel setup 5 

IS6 

Enter front panel setup 6 

IS7 

Enter front panel setup 7 

IS8 

Enter front panel setup 8 

IS9 

Enter front panel setup 9 

OCF 

Output front panel setup and calibration data 

OFF 

Output current front panel setup 

OS1 

Output front panel setup number 1 

OS10 

Output front panel setup number 10 

OS2 

Output front panel setup number 2 

OSS 

Output front panel setup number 3 

OS4 

Output front panel setup number 4 

OSS 

Output front panel setup number 5 

OS6 

Output front panel setup number 6 

OS7 

Output front panel setup number 7 

OSS 

Output front panel setup number 8 

OS9 

Output front panel setup number 9 
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8-19 HIGH SPEED TRIGGER 
MODE 


NOTE 

There is NO space between 
the 0 and subsequent charac¬ 
ters. 


Example 


The MS462XX is equipped with a triggering mode that significantly 
increases data throughput. It is recommended that all test programs 
written for the MS462XX use this mode of sweep triggering, as signifi¬ 
cant increases in speed are obtained, and the method of implementa¬ 
tion is no more difficult than prior modes of operation. 

Essentially this mode of operation allows the user to pre-load the 
GPIB command string buffer while allowing the instrument to 
pre-parse the command string to save even more time. Parsing is the 
process of taking GPI B commands and sending them to the correct 
section of the program for execution. To use this mode, proceed as fol¬ 
lows: 

Stepl. Set the instrument for triggering type 

"*DDT 410" -I-data output commands 

Step2. Set up the fast trigger mode 

'TIBSB; FMC; LSB;TXX?" 

Step3. Perform a read to synchronize events 

Step4. Trigger the sweep 


steps. Read the data 

steps. Return the instrument back to normal trigger mode 

'Tl N " 

An examplefor writing a program in Visual Basic using this mode is 
shown below. 

Call Send(0, addressS, “*DDT #OOS11C; OS21C;”, NLend) 

Call Send(0, addressS, “TIBSB;FMC;LSB;TXX?”, NLend) 

Call Receive(0, address&, dataBuffer$, STOPend) 
dataBuffer$ = Space(IOOOO) 

Call Send(0, addressS, “*TRG”, NLend) 

Call Receive(0, address&, dataBuffer$, STOPend) 

Call Send(0, address&, “TIN”, NLend) 

NOTES 

I n the previous example, the controller's address is set 
to 0. 

This example uses binary data transfer for highest effi¬ 
ciency. The user must parse the binary block of data 
into ASCI I for further processing by the PC. 
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8-20 MISCELLANEOUS The remote-only commands that do not fal I i nto any of the other I isted 

COMMANDS groups are classified as miscellaneous and are listed in Table 8-12. 


Table8-12. Miscellaneous Commands 


Command 

Description 

HIGHF? 

Output the highest frequency 

IHDW 

Enter hardware cal data from GPIB 

IKIT 

Enter calkit data from GPIB 

NOP 

No operation 

OBMP 

Output the display as a bitmap 

ODR 

Output directory listing of the floppy drive 

ODRH 

Output directory listing of the hard drive 

OHDR 

Output hard copy header information to GPIB 

OHDW 

Output hardware cal data to GPIB 

OHGL 

Output HPGL format data to GPIB 

01 

Output instrument identification string with serial number 

OID 

Output instrument identification string 

OMOD 

Output instrument model number 

OSER 

Output instrument serial number 

RK? 

Output RK mode on/off status 

RKOFF 

Turn off RK mode 

RKON 

Turn on RK mode 
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8-21 USER MESSAGE The User Message Commands (Table 8-13 let users display messages 

COMMANDS on the MS462XX screen under external GPIB control. These messages 

are user defined. 


Table8-13. User Message Commands (1 of 1) 


Command 

Description 

UMDISO 

Turn off user message display 

UMDIS1 

Turn on user message display 

UMDISX? 

Output user message display on/off status 

UMRST 

Reset all user message display parameters 

UMSTR 

Enter the user message display string 

UMSTR? 

Output the user message display string 

UMXLOC 

Enter the user message display starting X location 

UMXLOC? 

Output the user message display starting X location 

UMYLOC 

Enter the user message display starting Y location 

UMYLOC? 

Output the user message display starting Y location 
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Chapter 9 
System Functions 


9-1 INTRODUCTION This chapter descri bes the commands used to i mplement certai n sys¬ 

tem functions. They consist of hard copy commands, system state com¬ 
mands, save/recall commands, disk function commands, and diagnos¬ 
tics commands. For certain functions, tables of commands are 
identified as being obsolete. This means they are no longer favored for 
new development. They were written for earlier product versions of the 
37XXX VNA, from which this command set is derived. They still re¬ 
main to provide backward compatability, and should not be used when 
developing new program code. 


9-2 RELATED COMMANDS Table 9-1 provides a list of commands related to those used for system 

diagnostics. Refer to Chapter 8, paragraphs 8-9 through 8-11 for 
further information. 


Table9-1. Related Commands 


Command 

Description 

OGE 

Outputs extended description of current GPiB error. 

OGL 

Outputs extended description of previous GPiB error. 

GEL 

Outputs error messages from Service Log. 

ONE 

Output number of error messages stored in service iog. 

OSL 

Output service iog. 


The commands concerned with hard copy output are listed in Table 
9-2; obsolete Hard Copy commands are listed in Table 9-3. These com¬ 
mands are straightforward with the exception of commands PT0-PT9. 
The PTO - PT9 commands are used to: 

□ Specify the density of tabular data points output to the printer 
when using the PTB and PMT commands 

□ Specify the number of data points included in the disk file cre¬ 
ated with the SAVE command for tabular data 


9-3 HARD COPY 
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The value implicit in the PTO - PT9 commands (0 - 9) specifies the 
number of points that are skipped during printing. Therefore, PTO se¬ 
lects the densest printing mode while PT9 gives the fewest number of 
data points. The H DO command disables headers and page for matting 
for tabular printouts. The HDl command enables headers and page 
formatting. 

The hard copy output commands consist of two categories: action and 
sdtup: 

□ Action commands actually initiate a print/plot for the subset of 
the display specified by the setup commands 

□ Setup commands are those that specify the desired size and loca¬ 
tion of the print/plot and the pen numbers for each element of the 
plot 

The LOC, LMS, LI D, and LNM commands require a string of charac¬ 
ters to be sent over theGPI B along with the command. A string input 
totheMS462XX must have the double quote characters ("") or single 
quote characters (') surrounding the desired input. 

The SAVE and RECALL commands enable the user to store tabular 
data to the disk and recall it for output to the printer with the tabular 
printout points controlled by commands PTO - PT9. Other types of 
hard copy data can also be saved, but not recalled. 

Text format hard copy data is formatted for M icrosoft Excel*. Before a 
user defined logo can be printed, the data file for that logo must exist 
on the hard drive in the "UTIL" subdirectory. See paragraph 10-6 for 
the data file names. These files can be created by the ANRI TSU 
MS462XX LOGO editor, a Windows* based program for your PC. 

Bitmapped hard copy data is formatted as a Windows 3.0 (and later) 
Device I ndependent Bitmap. The size is 640 by 480, and if color bitmap 
is selected, it is in a 256-bit color format. The user can select either 
black on white, color on white, or true color for the bitmaps. 

H PGL format hard copy data is the file of H PGL commands and data 
normally sent to a plotter connected to the dedicated GPIB port. Micro¬ 
soft Word has the capability to load and print this file type. It may also 
be sent to a GPIB plotter. 


* Windows and Excel are both trademarks of Microsoft Corp. 
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Table9-2. Hard Copy Commands (1 c# 4) 


Command 

Function 

BMPB 

Select black en white as bitmap type 

BMPC 

Seiect coior on white as bitmap type 

BMPT 

Seiect true coior as bitmap type 

BMPX? 

Output bitmap type 

DPN 

Enter pen number for data 

DPN? 

Output pen number fer data 

FFD 

Send term feed to printer and step print/piot 

GENS2P 

Generate S2P fiies in hard disk with defauit name (ntwk_p1 .s2p, ntwk_p4.s2p) from disk and caii- 
brate 

GPN 

Enter pen number for graticuie 

GPN? 

Output pen number fer graticuie 

HDD 

Turn off tabuiar data headers and page formatting 

HD1 

Turn on tabuiar data headers and page formatting 

HDX? 

Output tabuiar data headers and page formatting on/off status 

HPN 

Enter pen number for header 

HPN? 

Output pen number for header 

LAND 

Seiect iandscape mode for output piot 

LCMO 

Disabie printing comment infermation 

LCM1 

Enabie printing comment information 

LDTO 

Disabie printing date/time 

LDT1 

Enabie printing date/time 

LDVO 

Disabie printing device iD 

LDV1 

Enabie printing device ID 

LID 

Enter string for DUT identity 

LID? 

Output string for DUT identity 

LMDO 

Disabie printing modei infermation 

LMD1 

Enabie printing medei information 

LMS 

Enter string for DUT model/seriai number 

LMS? 

Output string for DUT model/seriai number 

LNM 

Enter string for operator name 

LNM? 

Output string for operator name 

LOG 

Enter string for operator comment 

LOG? 

Output string for operator comment 

LOGOO 

Turn hard copy iogo off 

L0G01 

Turn hard copy iogo on 

LOGO? 

Output hard copy iogo seiection standard/user defined 

LOGOS 

Seiect standard hard copy iogo 

LOGOU 

Seiect user defined hard copy iogo 

LOGOX? 

Output hard copy iogo on/off status 
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Table9-2. Hard Copy Commands (2 c# 4) 


Command 

Function 

LOPO 

Disable printing operator information 

LOP1 

Enable printing operator information 

M3P1? 

Query the mixed mede 1 st balanced port pair for the M3P setup 

M3P1P12 

Set the mixed mode 1st balanced port pair to 1:2 for the M3P setup 

M3P1P13 

Set the mixed mode 1st balanced port pair to 1:3 for the M3P setup 

M3P1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the M3P setup 

M3P1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the M3P setup 

M3P1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the M3P setup 

M3P1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the M3P setup 

M3P1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the M3P setup 

M3P1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the M3P setup 

M3P1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the M3P setup 

M3P1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the M3P setup 

M3P1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the M3P setup 

M3P1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the M3P setup 

M3PS1 

Set the mixed mode single ended port to port 1 for the M3P setup 

M3PS2 

Set the mixed mode single ended port to port 2 for the M3P setup 

M3PS3 

Set the mixed mode single ended port to port 3 for the M3P setup 

M3PS4 

Set the mixed mode single ended port to port 4 for the M3P setup 

M3PS? 

Query the mixed mede singled ended port for the M3P setup 

M4P1? 

Query the mixed mede 1 st balanced port pair for the M4P setup 

M4P1P12 

Set the mixed mode 1st balanced port pair to 1:2 for the M4P setup 

M4P1P13 

Set the mixed mode 1st balanced port pair to 1:3 for the M4P setup 

M4P1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the M4P setup 

M4P1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the M4P setup 

M4P1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the M4P setup 

M4P1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the M4P setup 

M4P1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the M4P setup 

M4P1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the IVI4P setup 

M4P1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the M4P setup 

M4P1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the M4P setup 

M4P1 P42 

Set the mixed mode 1st balanced port pair to 4:2 for the M4P setup 

M4P1 P43 

Set the mixed mode 1st balanced port pair to 4:3 for the M4P setup 

M4P2? 

Query the mixed mede 2nd balanced port pair for the M4P setup 

M4P2P12 

Set the mixed mode 2nd balanced pert pair to 1:2 for the M4P setup 

M4P2P13 

Set the mixed mode 2nd balanced port pair to 1:3 for the M4P setup 

M4P2P14 

Set the mixed mode 2nd balanced pert pair to 1:4 for the M4P setup 
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Table9-2. Hard Copy Commands (3 of 4) 


Command 

Function 

M4P2P21 

Set the mixed mode 2nd balanced port pair to 2:1 for the M4P setup 

M4P2P23 

Set the mixed mode 2nd balanced port pair to 2:3 for the M4P setup 

M4P2P24 

Set the mixed mode 2nd balanced port pair to 2:4 for the M4P setup 

M4P2P31 

Set the mixed mode 2nd balanced port pair to 3:1 for the M4P setup 

M4P2P32 

Set the mixed mode 2nd balanced port pair to 3:2 for the M4P setup 

M4P2P34 

Set the mixed mode 2nd balanced port pair to 3:4 for the M4P setup 

M4P2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the M4P setup 

M4P2P42 

Set the mixed mode 2nd balanced port pair to 4:2 for the M4P setup 

M4P2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the M4P setup 

MPN 

Enter pen number for markers and limits 

MPN? 

Output pen number for markers and limits 

OMM3P 

Output the M3P format data to the GPIE with the current M3P setup 

OMM4P 

Output the M4P format data to the GPIE with the current M4P setup 

OS1P1 

Output SI PI format data to GPIE 

OS1P2 

Output SI P2 format data to GPIE 

OS1P3 

Output SI P3 format data to GPIE 

OS2P 

Output S2P format data to GPIE 

OS3P 

Output S3P format data to GPIE 

OS4P 

Output S4P format data to GPIE 

PEL 

Select 1/4 size plot bottom left corner 

PER 

Select 1/4 size plot bottom right corner 

PPL 

Select full-size plot 

PFS 

Print full screen image 

PGR 

Print graph area screen image 

PGT 

Plot graticule 

PLD 

Plot data area only 

PLH 

Plot header 

PLM 

Plot markers and limits 

PLO? 

Output plot mode portrait or landscape 

PLS 

Plot entire screen 

PLT 

Plot data traces only 

PMK 

Print tabular data for Markers 

PMN 

Plot menu 

PMT 

Print tabular data for traces and markers 

PORT 

Select portrait mode for output plot 

PRNTYPDJ 

Select HP Deskjet printer 

PRNTYPEP 

Select Epson FX printer 
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Table9-2. Hard Copy Commands (4 c# 4) 


Command 

Function 

PRNTYPLJ 

Select HP LaserJet printer 

PRNTYPTJ 

Select HP Thinkjet printer 

PRNTYPX? 

Output printer type 

PST 

Stop print/plot 

PTO 

Set tabular printeut points skipped to 0 

PT1 

Set tabular printout points skipped to 1 

PT2 

Set tabular printeut points skipped to 2 

PT3 

Set tabular printout points skipped to 3 

PT4 

Set tabular printeut points skipped to 4 

PT5 

Set tabular printout points skipped to 5 

PT6 

Set tabular printeut points skipped to 6 

PT7 

Set tabular printout points skipped to 7 

PT8 

Set tabular printeut points skipped to 8 

PT9 

Set tabular printout points skipped to 9 

PTB 

Print tabular data for traces 

PTL 

Select 1/4 size plot top left corner 

PTR 

Select 1/4 size plot top right corner 

PTX? 

Output tabular printout points skipped 

PXX? 

Output plot location 

SEQOPO 

Turn off sequence operator message 

SEQOP1 

Turn on sequence eperator message 

SEQOP? 

Output sequence operator message mode on/off 

SNPDB 

Select log magnitude and phase as SnP eutput format 

SNPFMTX? 

Output SnP output format selection 

SNPGHZ 

Select GHz as SnP frequency units 

SNPHZ 

Select Hz as SnP frequency units 

SNPKHZ 

Select KHz as SnP frequency units 

SNPMA 

Select linear magnitude and phase as SnP output format 

SNPMHZ 

Select MHz as SnP frequency units 

SNPRI 

Select real and imaginary as SnP output format 

SNPUNITX? 

Output SnP frequency units selection 

SPD 

Enter pen speed percentage 

SPD? 

Output pen speed percentage 

TPN 

Enter pen number for trace overlay data 

TPN? 

Output pen number for trace overlay data 


Table9-3. Obsolete Hard Copy Commands 


Command 

Description 

LOT 

Enter string for test date/time (obsolete) 

LDT? 

Output string for test date/time (ebsolete) 
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9-4 UTILITY COMMANDS Table 9-4 lists the utility commands. These commands are used to 

specify CRT display parameters, information display format, and other 
parameters that control the operation of the system. The function of 
approximately half of these commands is to display connector type in¬ 
formation on the system screen. Table 9-5 list obsolete commands that 
remain for backward compatibality. 

Tables^. Utility Commands (1 of 2) 


Command 

Description 

ANNCOL 

Enter the color number for annotation and menu text 

ANNCOL? 

Output the color number for annotation and menu text 

BCO 

Turn LCD display off (disabled) 

BC1 

Turn LCD display on (enabled) 

BCKCOL 

Enter the color number for background 

BCKCOL? 

Output the color number for background 

BCX? 

Output LCD display on/off status 

BEEPO 

Disable the instrument beeper on GPIB errors 

BEEP1 

Enable the instrument beeper on GPIB errors 

BEEPX? 

Output GPIB beep on error enable/disable status 

DAC 

Enter DAC number of 10 MFIz calibration 

DAC? 

Output DAC number of 10 MFIz calibration 

DATCOL 

Enter the color number for data 

DATCOL? 

Output the color number for data 

DATE 

Enter the system date 

DATE? 

Output the system date 

DC1 

Display channel 1 and 2 operating parameters 

DCS 

Display channel 3 and 4 operating parameters 

DCP 

Display calibration parameters 1st page 

DCP1 

Display calibration parameters 1st page 

DF2 

Display 2.4mm female connector information 

DF3 

Display GPC-3.5 female connector information 

DF716 

Display 7/16 female connector information 

DFK 

Display K female connector information 

DFN 

Display N female connector information 

DFN75 

Display N Female 75-Ohm connector information 

DFP 

Display front panel instrument state 

DFS 

Display SMA female connector information 

DFSP 

Display special female connector information 

DFT 

Display TNC female connector information 

DFV 

Display female V Connector information 

DG7 

Display GPC-7 male connector information 

DCS 

Display GPIB status information 

DM2 

Display 2.4mm male connector information 
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Tables^. Utility Commands (2 of 2) 


Command 

Description 

DM3 

Display GPC-3.5 male connector information 

DM716 

Display 7/16 male connector information 

DMK 

Display K male connector information 

DMN 

Display N male connector information 

DMN75 

Display N Male 75-Ohm connector information 

DMS 

Display SMA male connector information 

DMSP 

Display Special Male connector information 

DMT 

Display TNG male connector information 

DMV 

Display V male connector information 

DWG 

Display waveguide parameters 

GRTCOL 

Enter the color number for the graticule 

GRTCOL? 

Output the color number for the graticule 

LANG 

Enable the specified language support 

LANG? 

Ouery the current language support 

LAYCOL 

Enter the color number for overlay data 

LAYCOL? 

Output the color number for overlay data 

MKRCOL 

Enter the color number for the markers 

MKRCOL? 

Output the color number for the markers 

MNUCOL 

Enter the color number for the menu headers 

MNUCOL? 

Output the color number for the menu headers 

RSTCOL 

Reset color configuration to default 

RSTDAC 

Restore frequency from 10 MHz calibration and not save DAC number into BBRAM 

TIME 

Enter the system time 

TIME? 

Output the system time 

TRCCOL 

Enter the color number for memory data 

TRCCOL? 

Output the color number for memory data 

WIDE 

Use entire display width for graphs 


Table9-5. ObsoleteUtilityCommands 


Command 

Description 

BLU 

Select blue as third plane color 

CYN 

Select cyan as third plane color 


9-10 


MS462XXPM 





SYSTEM 

FUNCTIONS 


SAVE-RECALL 

COMMANDS 


9-5 SAVE/RECALL The Save/Recall commands listed in Table 9-6 allow the system user to 

COMMANDS save and recall front panel setup data to and- from internal memory, 

calibration and front panel setup data to/from the disk. 


Table9-6. Front Panel Memory Save^ Recall Commands (1 of 2) 


Command 

Description 

RC1 

Recall front panel setup number 1 from memory 

RC10 

Recall front panel setup number 10 from memory 

RC2 

Recall front panel setup number 2 from memory 

RC3 

Recall front panel setup number 3 from memory 

RC4 

Recall front panel setup number 4 from memory 

RC5 

Recall front panel setup number 5 from memory 

RC6 

Recall front panel setup number 6 from memory 

RC7 

Recall front panel setup number 7 from memory 

RC8 

Recall front panel setup number 8 from memory 

RC9 

Recall front panel setup number 9 from memory 

RCCM1 

Fast recall cal data from memory 1 

RCCM2 

Fast recall cal data from memory 2 

RCCM3 

Fast recall cal data from memory 3 

RCCM4 

Fast recall cal data from memory 4 

RCCM5 

Fast recall cal data from memory 5 

RCCM6 

Fast recall cal data from memory 6 

RCCM7 

Fast recall cal data from memory 7 

RCCM8 

Fast recall cal data from memory 8 

SAVDAC 

Save 10 MHz DAC number Into BBRAM 

SAVE 

Save a data file to disk 

SV1 

Save front panel setup number 1 to memory 

SV10 

Save front panel setup number 10 to memory 

SV2 

Save front panel setup number 2 to memory 

SV3 

Save front panel setup number 3 to memory 

SV4 

Save front panel setup number 4 to memory 

SV5 

Save front panel setup number 5 to memory 

SV6 

Save front panel setup number 6 to memory 

SV7 

Save front panel setup number 7 to memory 

SV8 

Save front panel setup number 8 to memory 

SV9 

Save front panel setup number 9 to memory 

SVCMI 

Save cal data in internal memory 1 

SVCM2 

Save cal data in internal memory 2 

SVCM3 

Save cal data in internal memory 3 

SVCM4 

Save cal data in internal memory 4 
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Table9-6. Front Pane! Memory Save^ Recall Commands (2 of 2) 


Command 

Description 

SVCM5 

Save cal data in internal memory 5 

SVCM6 

Save cal data in internal memory 6 

SVCM7 

Save cal data in internal memory 7 

SVCM8 

Save cal data in internal memory 8 


9-12 


MS462XXPM 





SYSTEM 

FUNCTIONS 


DISK FUNCTION 
COMMANDS 


The Disk F unction commands perform the same functions as the H ard 
Copy key group Menu key selections. These commands are listed in 
Table 9-7. They are used for the foil owing: 

□ Copying fiIes between disks 

□ Deleting files from disk 

□ Saving files to a disk 

□ Recalling files from a disk 

□ Creating, changing to and deleting disk directories 

□ Outputting files to the GPIB 

□ Inputting files from the GPIB 

□ Loading cal kit files 

□ Formatting a floppy disk 

□ Outputtinga disk directory listing to theGPIB 

□ Printing a disk directory listing 

Most of the file handling commands require a filename as an argu¬ 
ment. The filename needs to be enclosed in quotes and listed complete 
with extention. You may include a path before the filename that may 
include a drive letter. If a path is not included, the file will be as¬ 
sumed to be in the current default drive and directory. 

Drive Letters Drive letters follow standard MS-DOS conventions: 

□ A:\forthefloppydrive 

□ C:\fortheharddrive 

Subdirectory Naming Subdirectory naming conventions are as follows: 

Conventions 

□ Can have at most 11 characters 

□ The allowable characters are 1 thru 0, all letters, the period (.) 
and underscore (_) 

File Naming File naming conventions are as follows: 

Conventions 

□ The main portion of the filename can have at most 8 characters 

□ The extention portion of the filename can have at most 
3 characters 

□ The filename must start with a letter 

□ The allowable characters are 1 thru 0, all letters and the under¬ 
score (_) 


9-6 DISK FUNCTION 
COMMANDS 


MS462XXPM 


9-13 





DISK FUNCTION 
COMMANDS 


SYSTEM 

FUNCTIONS 


List of the Current A list of current fiIetypes is shown in Table 9-8 (page 9-15). 

MS462XXX FileTypes 

Supported Commands A listing of commands supported for compatibility with ANRITSU 360 
for Backward and 37000 series VN As are listed in Table 9-9 (page 9-16). 

Capability 


Table9-7. Disk Function Commands (1 of 1) 


Command 

Description 

ADRIVE 

Select the floppy drive as the default drive 

CD 

Change default directory 

CDRIVE 

Select the hard disk as the default drive 

COPY 

Copy a files contents to another file 

CPYALLFH 

Copy combined hardware cal file from floppy to hard disk 

CPYALLHF 

Copy combined hardware cal file from hard to floppy disk 

CWD? 

Output current working directory string 

DEL 

Delete a file from disk 

DELALL 

Delete combined hardware cal file from floppy disk 

DELALLH 

Delete combined hardware cal file from hard disk 

DIR 

Output a directory listing to the GPIB 

DISKRD 

Output disk file data to the GPIB 

DISKWR 

Write GPIB data to a disk file 

EXISTD? 

Output directory existence information 

EXISTF? 

Output file existence information 

INT 

Initialize (format) floppy disk 

LKT 

Load calibration kit information from floppy disk 

MD 

Create a new disk directory 

PDR 

Print directory listing of the floppy drive 

PDRH 

Print directory listing of the hard drive 

RCLALL 

Recall combined hardware calibration file from floppy disk 

RCLALLH 

Recall combined hardware calibration file from hard disk 

RD 

Remove a disk directory 

SAVALL 

Save combined hardware cal to floppy disk 

SAVALLH 

Save combined hardware cal to hard disk 

SAVEGC 

Save text format gain compression data to disk 
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Table9-8. MS462XX FileTypsdof 2) 


Filename 

File type 

<user defined>.ACD 

AutoCal characterization data. 

<user defined>.BMP 

Screen dump in Windows bit map format (version 2.19) 

<user defined>.CAL 

Front panei and caiibration data 

<user defined>.DAT 

Hard copy tabuiar data 

<user defined>.EDE 

Embedding/deembedding fiie 

<user defined>.EDL 

Embedding/deembedding iog fiie 

<user defined>.ENR 

Noise source data 

<user defined>.EXT 

Noise source extension data 

<user defined>.HGL 

Piotter dump in HPGL format 

<user defined>.LIN 

Linear caiibration fiie 

<user defined>.LOG 

Service ieg iisting 

<user defined>.M3P 

Tabuiar data iisting in M3P format 

<user defined>.M4P 

Tabuiar data iisting in M4P format 

<user defined>.NRM 

Trace memory data 

<user defined>.S1 P 

Tabuiar data iisting in SI P format 

<user defined>.S2P 

Tabuiar data iisting in S2P format 

<user defined>.S3P 

Tabuiar data iisting in S3P format 

<user defined>.S4P 

Tabuiar data iisting in S4P format 

<user defined>.SEQ 

Sequence data fiie 

<user defined>.SG 

Segmented sweep setup fiie 

<user defined>.SGL 

Segmented sweep iog iisting 

<user defined>.TXT 

Tabuiar data iisting in Microsoft Excel iormaX 

<user defined>.XRC 

Receiver caiibration data fiie 

HW_CAL.ALC 

ALC caiibration data 

HW_CAL.ALL 

Contains aii hardware caiibration data eiements 

HW_CAL.BNF 

Backend NF attenuator data 

KITJNFO.[xyz] 

A data fiie for a connector type from a Cai Kit fioppy disk 

Letter x Letter v Letter z 

2 — 2.4 mm Connector A — Waveguide 0 — Open 

3 — GPC 3.5 Connector F — Femaie S — Short 

G —GPC 7 Connector M — Maie V — Waveguide 

K —K Connector N — GPC 7 connector 

N —N connector 

S — SMA Connector 

T — TNC connector 

V — V connector 

W — Waveguide 
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Table9-10. MS462XX FileTyps (2of 2) 


Filename 

File type 

LOGO.EPS 

User defined logo file for use on an Epson type printer 

LOGO.HP 

User defined logo file for use on an HP type printer 

LOGO.PLT 

User defined logo file for use on a plotter 


Table9-9. Obsolete Disk Function Commands (Retained for backwards compatibiaiity) (lof 2) 


Command 

Description 

CPYALCFH 

Copy ALC cal file from floppy to hard disk 

CPYALCHF 

Copy ALC cal file from hard to floppy disk 

CPYCALFH 

Copy calibration/front panel setup from floppy to hard disk 

CPYCALHF 

Copy calibration/front panel setup from hard to floppy disk 

CPYDATFH 

Copy tabular data file from floppy to hard disk 

CPYDATHF 

Copy tabular data file from hard to floppy disk 

CPYELGFH 

Copy error list file from floppy to hard disk 

CPYELGHF 

Copy error list file from hard to floppy disk 

CPYLOGFH 

Copy service log file from floppy to hard disk 

CPYLOGHF 

Copy service log file from hard to floppy disk 

CPYNRMFH 

Copy trace memory file from floppy to hard disk 

CPYNRMHF 

Copy trace memory file from hard to floppy disk 

DEC 

Delete calibration/front panel setup from floppy disk 

DECH 

Delete calibration/front panel setup from hard disk 

DED 

Delete tabular data file from floppy disk 

DEDH 

Delete tabular data file from hard disk 

DELALC 

Delete ALC cal file from floppy disk 

DELALCH 

Delete ALC cal file from hard disk 

DELCAL 

Delete calibration/front panel setup from floppy disk 

DELCALH 

Delete calibration/front panel setup from hard disk 

DELDAT 

Delete tabular data file from floppy disk 

DELDATH 

Delete tabular data file from hard disk 

DELELG 

Delete error list file from floppy disk 

DELELGH 

Delete error list file from hard disk 

DELLOG 

Delete service log file from floppy disk 

DELLOGH 

Delete service log file from hard disk 

DELNRM 

Delete trace memory file from floppy disk 

DELNRMH 

Delete trace memory file from hard disk 

DEN 

Delete trace memory file from floppy disk 

DENH 

Delete trace memory file from hard disk 
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Table9-9. Obsolete Disk Function Commands (Retained for backwards compatibiaiity) (2 of 2) 


Command 

Description 

RCK 

Recall trace memory file from floppy disk 

RCKH 

Recall trace memory file from hard disk 

RCLALC 

Recall ALC calibration file from floppy disk 

RCLALCH 

Recall ALC calibration file from hard disk 

RCLCAL 

Recall callbratlon/front panel setup from floppy disk 

RCLCALH 

Recall callbratlon/front panel setup from hard disk 

RCLDAT 

Recall tabular data file from floppy disk to printer 

RCLDATH 

Recall tabular data file from hard disk to printer 

RCLELG 

Recall error list file from floppy disk to printer 

RCLELGH 

Recall error list file from hard disk to printer 

RCLLOG 

Recall service log file from floppy disk to printer 

RCLLOGH 

Recall service log file from hard disk to printer 

RCLNRM 

Recall trace memory file from floppy disk 

RCLNRMH 

Recall trace memory file from hard disk 

RLD 

Recall callbratlon/front panel setup from floppy disk 

RLDH 

Recall callbratlon/front panel setup from hard disk 

RTB 

Recall tabular data file from floppy disk to printer 

RTBH 

Recall tabular data file from hard disk to printer 

SAVALC 

Save ALC cal to floppy disk 

SAVALCH 

Save ALC cal to hard disk 

SAVCAL 

Save calibration/front panel setup to floppy disk 

SAVCALH 

Save calibration/front panel setup to hard disk 

SAVDAT 

Save tabular data to floppy disk 

SAVDATH 

Save tabular data to hard disk 

SAVELG 

Save error list to floppy disk 

SAVELGH 

Save error list to hard disk 

SAVLOG 

Save service log to floppy disk 

SAVLOGH 

Save service log to hard disk 

SAVNRM 

Save trace memory to floppy disk 

SAVNRMH 

Save trace memory to hard disk 

SDK 

Save trace memory to floppy disk 

SDKH 

Save trace memory to hard disk 

STO 

Save calibration/front panel setup to floppy disk 

STOH 

Save calibration/front panel setup to hard disk 

TDD 

Save tabular data to floppy disk 

TDDH 

Save tabular data to hard disk 
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DIAGNOSTICS SYSTEM 

COMMANDS FUNCTIONS 


9-7 DIAGNOSTICS The commands listed in Table 9-10 are used to provide diagnostics help 

COMMANDS in localizing system malfunctions, performing calibration of internal 

circuits, testing system functions, and managing error reporting and 
the service log. 


NOTE 

The diagnostics commands in Table 9-10 are intended for 
use only by ANRITSU certified service engineers. 


Table9-10. Diagnostics Commands (1 of 2) 


Command 

Description 

ALC 

Perform ALC loop internal calibration 

BAG 

Perform backend attenuator calibration 

DGT 

Display first LCD test pattern 

DGT1 

Display first LCD test pattern 

DGT2 

Display second LCD test pattern 

DGT3 

Display third LCD test pattern 

DRL 

Diagnostic read latch 

DVM 

Enter DVM channel number 

DWL 

Diagnostic write latch 

EDG 

End diagnostics mode 

EKT 

Select external keyboard testing 

EXD 

Display external A/D Input 

FPT 

Select front panel keypad testing 

NFV 

Start noise figure verification 

NFVNB? 

Output noise figure verification NB data 

NFVNC? 

Output noise figure verification NC data 

NFVND? 

Output noise figure verification ND data 

NFVSB? 

Output noise figure verification SB data 

NFVSC? 

Output noise figure verification SC data 

NFVSD? 

Output noise figure verification SD data 

PRT? 

Perform printer test and output status 

SDG 

Start diagnostics mode 

TSALCMS1 

Source 1 ALC modulator drive voltage 

TSALCMS2 

Source 2 ALC modulator drive voltage 

TSALCS1 

Select source 1 for ALC verification 

TSALCS2 

Select source 2 for ALC verification 

TSALCV 

Start source ALC verification 

TSBEG 

Start diagnostics mode - same as SDG 

TSDDSS1 

Source 1 reference DDS voltage 

TSDDSS2 

Source 2 reference DDS voltage 

TSDRAM 

Start DRAM test 
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Table9-10. Diagnostics Commands (2 of 2) 


Command 

Description 

TSDSPSRAM 

Start DSP SRAM test 

TSDVMC 

Enter DVM channel number - same as DVM 

TSEFMEM 

Start extended FLASFI memory test 

TSEND 

End diagnostics mode - same as EDG 

TSEXTI 

Display external A/D Input - same as EXD 

TSFMEM 

Start FLASFI memory test 

TSGDRAM 

Start graphic DRAM test 

TSGVRAM 

Start graphic VRAM test 

TSHETO 

Flet oscillater voltage 

TSLATR? 

Diagnestic read latch - same as DRL 

TSLATW 

Diagnostic write latch - same as DWL 

TSLEVAS1 

Source 1 level amplifier veltage 

TSLEVAS2 

Source 2 level amplifier veltage 

TSLOGAS1 

Source 1 logarithmic amplifier veltage 

TSLOGAS2 

Seurce 2 logarithmic amplifier veltage 

TSMAIVL01 

L01 main VCO veltage 

TSMAIVS1 

Source 1 main VCO veltage 

TSMAIVS2 

Source 2 main VCO veltage 

TSMCOOO 

Common offset mode off 

TSMC001 

Common offset mode on 

TSMHARO 

Harmonic mode off 

TSMHAR1 

Harmonic mode on 

TSMSPAO 

Spur avoidance mode off 

TSMSPA1 

Spur avoidance mode on 

TSMSPUO 

Speed up circuit mcde off 

TSMSPU1 

Speed up circuit mcde on 

TS0FFVL01 

L01 offset VCO voltage 

TSOFFVS1 

Seurce 1 offset VCO voltage 

TSOFFVS2 

Seurce 2 offset VCO voltage 

TSPWRLS1 

Source 1 pcwer level DAC voltage 

TSPWRLS2 

Seurce 2 power level DAC veltage 

TSSRAM 

Start SRAM test 

TSSRAMD 

Start SRAM disk test 

TSTRENF 

Noise figure measurement 
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COMMANDS FUNCTIONS 


9-8 SERVICE LOG ACCESS Commands used to access and control the Service Log functions via the 
COMMANDS GPIB are listed in Table 9-11. 


Table9-ll. Service Log Commands (1 of 1) 


Command 

Description 

CSL 

Clear service log 

OSL 

Output service log 

PEL 

Print the error list 

PSL 

Print the service log 


9-9 CLR/LOCAL KEY The commands associated with the CIr/Local key are shown in Ta- 

COMMANDS ble9-12. 

Table9-12. CIr/Local Commands (1 of 1) 


Command 

Description 

RTL 

Return to local 
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Chapter 10 

Special Applications 

Functions 


10-1 INTRODUCTION This chapter describes commands used to impiement speciai measure¬ 

ment functions. They are mainiy associated with the functions con- 
troiied by theAppi key (paragraph 10-2). Additionaiiy, appiications in 
this chapter inciude muiti pie source controi commands, rear panei out¬ 
put controi commands, receiver mode commands, and adapter removai 
commands. 


10-2 APPL KEY COMMANDS TheAppi key provides entry to measurement functions consisting of 

thefoiiowing: 

□ Transmission and Refiection 

□ Swept Power Gain Compression 

□ Swept Frequency Gain Compression 

□ i ntermoduiation Distortion (i MD) 

□ Harmonic 

□ Noise Figure 

□ Time Domain 

TheGPi B commands used to impiement and controi measurement ap¬ 
piications typicaiiy begin with with the ietters 'APP."They are iisted 
in Tabie 10-1. 
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APPL KEY 
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SPECIAL APPLICATIONS 
FUNCTIONS 


Table 10-1. Applications Commands (1 of 1) 


Command 

Description 

ABSPHASEO 

Turn absolute phase OFF 

ABSPHASE1 

Turn absolute phase ON 

ABSPHASE? 

Output the absolute phase ON/OFF status 

APPDEVM 

Select mixer device type for application 

APPDEVS 

Select standard device type for application 

APPDEVX? 

Output device type for application 

APPENTC 

Set application entry state to current state 

APPENTP 

Set application entry state to previous state 

APPENTX? 

Output application entry state 

APPGCF 

Select swept frequency gain compression application type 

APPGCP 

Select swept power gain compression application type 

APPHAR 

Select harmonic application type 

APPIMD 

Select IMD application type 

APPLORCWO 

Turn off LO CW mode 

APPL0RCW1 

Turn on LO CW mode 

APPLORCWF 

Enter LO CW frequency 

APPLORCWF? 

Output LO CW frequency 

APPLORCWX? 

Output LO CW on/off status 

APPLOROFF 

Enter LO offset frequency 

APPLOROFF? 

Output LO offset frequency 

APPLORRCD 

Select receiver down conversion 

APPLORRCN 

Select receiver no conversion 

APPLORRCU 

Select receiver up conversion 

APPLORRCX? 

Output receiver conversion type 

APPLORS2 

Select source 2 for LO 

APPLORS3 

Select source 3 for LO 

APPLORS4 

Select source 4 for LO 

APPLORSX? 

Output LO source number 

APPNF 

Select noise figure application type 

APPSWPC 

Set application sweep mode to CW receiver 

APPSWPS 

Set application sweep mode to source sweep 

APPSWPX? 

Output application sweep mode 

APPTR 

Select transmission and reflection application type 

APPX? 

Output application type 

EDE 

Edit ENR source equation 

HELPO 

Turn off help display 

HELP1 

Turn on help display 

HELPX? 

Output help display on/off status 

IFV 

Enter frequency values 
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SPECIAL APPLICATION 
PUNCTIONS 


TRANSMISSION AND 
REPLECTION COMMANDS 


10-3 TRANSMISSION AND 

REFLECTION 

COMMANDS 


The commands that provide transmission and reflection measure¬ 
ments deal primarily with measurement calibration; they are convered 
in detail in Chapter 6. 


10-4 GAIN COMPRESSION TheMS462X uses two gain compression methods for amplifier testing: 
COMMANDS swept power and swept frequency. The gain compression commands 

are listed in Table 10-2 on the foil owing page. 

The Swept Power Gain Compression Application lets users seethe 
gain compression of an amplifier-under-test (AUT) at up to 10 continu¬ 
ous wave (CW) frequencies and sweeping power over a predefined 
range and steps!ze. 

The displays are in power out and normalized S21. Marker search is 
used to automatically find the gain compression point. There are actu¬ 
ally two types oftests in this application. They are: 

□ The swept power gain compression test. I n this test, the frequency 
is constant at one of the 10 CW frequencies programmed previ¬ 
ously, and the power is swept over the power range. Users can 
change the frequency and observe the gain compression point at 
that frequency. 

□ The multi pie frequency swept power gain compression test. This is 
an all encompass!ng test which automatically measures the gain 
compression at all of the preselected frequencies and graphs the 
results. It is the results of this test that are referred to by the 
commands OGCFD, OGCTXT and SAVEGC. 

Before using these commands, become thoroughly familiar with the 
manual procedure and instructions. 

This application makes use of the Discrete Fill command set to pro¬ 
gram the test frequencies. The commands will not be relisted here. 

The Swept frequency gain compression application lets users see the 
gain compression of an amplifier-under-test (AUT) over the full operat¬ 
ing frequency range by creating two calibrated displays. The top dis¬ 
play shows power out and the bottom in normalized gain. While 
sweeping the frequency range the user may vary the input power and 
observe any change in gain on the bottom graph. The user should be¬ 
come thoroughly familiar with the manual procedure and instructions 
before attempting to control the application from the GPIB. 


Swept Frequency Gain 
Compression 


Swept Power Gain 
Compression 
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SPECIAL APPLICATIONS 
FUNCTIONS 


TheGain Compression application makes use of a FlatTest Port 
Power calibration to achieve a higher degree of accuracy. The com¬ 
mands for this calibration are not re-listed here. 


Table 10-2. Gain Compression Commands (1 of 2) 


Command 

Description 

CALR 

Perform receiver caiibration for gain compression testing 

GCFS? 

Output the multiple gain compression fixed scale flag ON/OFF status 

GCFSOFF 

Turn the multiple gain compression fixed scale flag OFF 

GCFSON 

Turn the multiple gain compression fixed scale flag ON 

GCMP 

Enter gain compression point search value 

GCMP? 

Output gain compression point search value 

GCSNS210 

Turn self normalization of S21 off 

GCSNS211 

Turn self normalization of S21 on 

GCSNS21? 

Output self normalization of S21 status 

GCYSP 

Enter the Y-stop power level for multiple frequency gain compression 

GCYSP? 

Output the Y-stop power level for multiple frequency gain compression 

GCYST 

Enter the Y-start power level for multiple frequency gain compression 

GCYST? 

Output the Y-start power level for multiple frequency gain compression 

MFGCT 

Start multiple frequency swept power gain compression test 

NOFST 

Enter nominal offset value for external gain 

NOFST? 

Output nominal offset value for external gain 

NRMS 

Normalize S21 for gain compression testing 

PSET 

Enter target power for gain compression receiver calibration 

PSET? 

Output target power for gain compression receiver calibration 

PSF 

Enter swept power frequency 

PSF? 

Output swept power frequency 

PSTEP 

Enter power sweep step size 

PSTEP? 

Output power sweep step size 

PSTOP 

Enter power sweep stop power 

PSTOP? 

Output power sweep stop power 

PSTRT 

Enter power sweep start power 

PSTRT? 

Output power sweep start power 

PSWC 

Perform power sweep linearity calibration 

PSWCO 

Turn power sweep linearity calibration off 

PSWC1 

Turn power sweep linearity calibration on 

PSWCDONE? 

Output power sweep linearity cal done status 

PSWCX? 

Output power sweep linearity calibration on/off status 

PSWPO 

Turn power sweep off 

PSWP1 

Turn power sweep on 

PSWPX? 

Output power sweep on/off status 

RSTGC 

Reset gain compression parameters to default 
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Table 10-2. Gain Compression Commands (2 of 2) 


Command 

Description 

SFGCA 

Select swept frequency gain compression application 

SFGCT 

Start swept frequency gain compression test 

SPGCA 

Select swept power gain compression application 

SPGCT 

Start swept power gain compression test 

UNDOGC 

Exit gain compression and undo changes 


10-5 HARMONIC 

COMMANDS 


This paragraph provides a iisting and descriptions of the commands 
that controi Harmonic measurements. These commands are iisted in 
Tabie 10-3. 


Table 10-3. Harmonic Commands 


Command 

Description 

BEGEM 

Begin taking harmonic enhancement calibration data 

BEGHAR 

Begin taking both harmonic enhancement and phase calibration 

BEGPH 

Begin taking harmonic phase calibration data 

HAR1 

Select 1st harmonic (fundamental) frequency 

HAR2 

Select 2nd harmonic frequency 

HAR3 

Select 3rd harmonic frequency 

HAR4 

Select 4th harmonic frequency 

HAR5 

Select 5th harmonic frequency 

HAR6 

Select 6th harmonic frequency 

HAR7 

Select 7th harmonic frequency 

HAR8 

Select 8th harmonic frequency 

HAR9 

Select 9th harmonic frequency 

HARCE 

Select harmonic enhancement correction 

HARCEDONE? 

Output harmonic enhancement cal done status 

HARCEP 

Select harmonic enhancement and Phase correction 

HARCEPDONE? 

Output harmonic enhancement and Phase cal done status 

HARCN 

Select No harmonic correction 

HARCPDONE? 

Output harmonic phase cal done status 

HARCX? 

Output harmonic correction setting 

HARDOF 

Select harmonic display relative to output fundamental frequency 

HARDSF 

Select harmonic display relative to source fundamental frequency 

HARDSH 

Select harmonic display relative to source harmonic frequency 

HARDX? 

Output harmonic display setting 

HARP12 

Select ports 1 and 2 

HARP13 

Select ports 1 and 3 

HARPX? 

Output ports 1 and 2 or 1 and 3 setting 

HARX? 

Output harmonic frequency number 
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NOISE FIGURE 
COMMANDS 


SPECIAL APPLICATIONS 
FUNCTIONS 


10-6 NOISE FIGURE This paragraph provides a iisting and descriptions of the command- 

COMMANDS that controi Noise Figure measurements. These commands are iisted 

in Tabie 10-4. 


TablelO-4. N dse Figure Commands (1 of 2) 


Command 

Description 

BEGNF 

Begin taking noise figure calibration data 

BEGNFRF 

Begin taking noise figure with RF calibration data 

BNDNFCW? 

Output multiple source band Noise Figure ENR source CW flag 

BNDNFDIV? 

Output multiple source band Noise Figure ENR source divisor 

BNDNFMUL? 

Output multiple source band Noise Figure ENR source multiplier 

BNDNFOFF? 

Output multiple source band Noise Figure ENR source offset 

NFALCKO 

Turn off the lock down 

NFALCK1 

Lock down the front end attenuator 

NFALCK? 

Output lock or unlock down status for the front end attenuator setting 

NFAOF 

Turn noise figure measurement averaging off 

NFAON 

Turn noise figure measurement averaging on 

NFAON? 

Noise figure averaging on/off query 

NFASET 

Lock down the front end attenuator and set it to 0, 1,2, 3, or 4 

NFBATTN 

Output the backend attenuator setting 

NFBCAL 

Output NF backend calibration table 

NFBW 

Enter noise figure bandwidth correction 

NFBW? 

Output noise figure bandwidth correction 

NFBWCO 

Turn off noise figure bandwidth correction 

NFBWC1 

Turn on noise figure bandwidth correction 

NFBWCX? 

Output noise figure bandwidth correction on/off status 

NFCO 

Turn off noise figure correction 

NFC1 

Turn on noise figure correction 

NFC12TDONE? 

Output noise figure with 12 term cal done status 

NFC2 

Turn on noise figure with 12-term correction 

NFCDONE? 

Output noise figure cal done status 

NFCOLD 

Output corrected data for cold noise power 

NFCT 

Enter noise figure cold temperature 

NFCT? 

Output noise figure cold temperature 

NFCX? 

Output noise figure correction on/off status 

NFDAG 

Display available gain 

NFDATA 

Output the cold data, the hot data, the front end attenuator 

NFDBWN 

Select narrow DUT BW 

NFDBWW 

Select wide DUT BW 

NFDBWX? 

Output DUT BW setting 

NFDENT 

Display equivalent noise temperature 
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COMMANDS 


TablelO-4. NoiseFigureCommands (2 cf 2) 


Command 

Description 

NFDIG 

Display insertion gain 

NFDNF 

Display noise figure 

NFDX? 

Output noise figure display selection 

NFDYF 

Display Y-factor 

NFFATTN 

Output the front end attenuator setting 

NFHOT 

Output corrected data for hot noise power 

NFLA 

Enter noise figure loss after DUT 

NFLA? 

Output noise figure loss after DUT 

NFLB 

Enter noise figure loss before DUT 

NFLB? 

Output noise figure loss before DUT 

NFLENR 

Load ENR file from floppy disk 

NFLENRH 

Load ENR file from hard disk 

NFLENRX 

Load ENR extension correction file from floppy disk 

NFLENRXH 

Load ENR extension correction file from hard disk 

NFLNFX 

Load ENR external extension correction file from floppy disk 

NFLNFXH 

Load ENR external extension correction file from hard disk 

NFOL 

Output noise figure overload status 

NFSRCE 

Select external noise source 

NFSRCI 

Select internal noise source 

NFSRCX? 

Output noise source selection 

NFSSBCO 

Turn off noise figure single sideband correction 

NFSSBC1 

Turn on noise figure single sideband correction 

NFSSBCX? 

Output noise figure single sideband correction on/off 

NFXENRO 

Turn off ENR extension table 

NFXENR1 

Turn on ENR extension table 

NFXENRX? 

Ouery on/off status of ENR extension table 

NSO 

Turn noise source off 

NS1 

Turn noise source on 
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SPECIAL APPLICATIONS 
PUNCTIONS 


10-7 INTERMODULATION 

DISTORTION (IMD) 
COMMANDS 


This paragraph provides a iisting and descriptions of the commands 
that controi i ntermoduiation Distortion (i MD) measurements. These 
commands are iisted in Tabie 10-5. 


Table 10-5. I ntermoduiation Distortion (I MD) Commands (1 of 2) 


Command 

Description 

BEGIMD 

Begin taking IMD calibration data 

IMD3 

Select 3rd order intermodulation products 

IMD5 

Select 5th order intermodulation products 

IMD7 

Select 7th order intermodulation products 

IMD9 

Select 9th order intermodulation products 

IMDCO 

Turn off IMD correction 

IMDC1 

Turn on IMD correction 

IMDCDONE? 

Output IMD cal done status 

IMDCX? 

Output IMD correction on/off status 

IMDDI 

Display IMD intercept 

IMDDP 

Display IMD product 

IMDDX? 

Output IMD display selection 

IMDLOS2 

Select source 2 for IMD LO 

IMDLOS3 

Select source 3 for IMD LO 

IMDLOS4 

Select source 4 for IMD LO 

IMDLOSX? 

Output IMD tone 1 source number 

IMDMRI 

Select Input as measurement reference for IMD 

IMDMRO 

Select Output as measurement reference for IMD 

IMDMRX? 

Output measurement reference for IMD 

IMDOX? 

Output IMD ORDER selection 

IMDRT1 

Select IMD relative to tone 1 

IMDRT2 

Select IMD relative to tone 2 

IMDRTX? 

Output IMD display relative to tone number selection 

IMDSSMA 

Select source selection apply mode 

IMDSSMD 

Select source selection define mode 

IMDSSMX? 

Output source selection mode 

IMDT1S1 

Select source 1 for IMD tone 1 

IMDT1S2 

Select source 2 for IMD tone 1 

IMDT1S3 

Select source 3 for IMD tone 1 

IMDT1S4 

Select source 4 for IMD tone 1 

IMDT1SX? 

Output IMD tone 1 source number 

IMDT20FF 

Enter IMD tone 2 offset 

IMDT20FF? 

Output IMD tone 2 offset 

IMDT2S1 

Select source 1 for IMD tone 2 

IMDT2S2 

Select source 2 for IMD tone 2 
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PUNCTIONS 


IMD 

COMMANDS 


Table 10-6. I ntermodulation Distortion (I MD) Commands (2 of 2) 


Command 

Description 

IMDT2S3 

Select source 3 for IMD tone 2 

IMDT2S4 

Select source 4 for IMD tone 2 

IMDT2SX? 

Output IMD tone 2 source number 
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TIME DOMAIN 
COMMANDS 


SPECIAL APPLICATIONS 
FUNCTIONS 


10-8 TIME DOMAIN The time domain commands for the MS462XX are iisted beiow in Ta- 

COMMANDS bie 10-7. Option 2 (H igh-Speed Time Domain [Distance] Software op¬ 

tion) adds these commands to the M S462XX software. 

The ti me domai n commands specify the domai n of a channei and the 
set up operating modes and parameters. 


TablelO-7. TimeDomain Ccxnmands (1 of 2) 


Command 

Description 

CHDDX? 

Output domain parameter frequency/distance/time for specified channei 

CHGOF? 

Output the time domain gating mode on/off/display for specified channei 

CHLPSX? 

Output the time domain impulse/step response for specified channei 

CHTDDIST? 

Output the time domain parameter distance/time for specified channei 

CHTDPIX? 

Output the time domain phasor impuise on/off status for specified channei 

CHTDX? 

Output domain mode for specified channei 

DBP 

Seiect distance bandpass mode for active channei 

DCA 

Seiect automatic DC term caicuiation for iowpass 

DCO 

Seiect open for DC term for iowpass 

DCREFC? 

Output reflection coefficient for Iowpass 

DCS 

Select short for DC term for Iowpass 

DCV 

Enter value for DC term for Iowpass 

DCV? 

Output Iowpass DC term value 

DCX? 

Output Iowpass DC term selection 

DCZ 

Select line impedance for DC term for Iowpass 

DDX? 

Output active channel domain parameter frequency distance or time 

DLP 

Select distance Iowpass mode for active channel 

DPI 

Select distance phasor impulse mode for active channel 

FGT 

Select frequency with time gate for active channel 

FQD 

Select frequency domain for active channel 

GCT 

Enter gate center value distance or time 

GCT? 

Output gate center value 

GDS 

Gate symbols displayed on active channel 

GLS 

Select low sidelobe gate shape 

GMS 

Select minimum sidelobe gate shape 

GNM 

Select nominal gate shape 

GOF 

Turn off gating on active channel 

GOF? 

Output gating mode on active channel 

GON 

Turn on gating on active channel 

GRT 

Select Rectangular gate shape 

GSN 

Enter gate span value distance or time 

GSN? 

Output gate span value 

GSP 

Enter gate stop value distance or time 
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SPECIAL APPLICATION 
PUNCTIONS 


TIME DOMAIN 
COMMANDS 


Table 10-7. Time Domain Commands (2 of 2) 


Command 

Description 

GSP? 

Output gate stop value 

GST 

Enter gate start value distance or time 

GST? 

Output gate start value 

GSX? 

Output Gate Shape setting 

LPI 

Select lowpass impulse response for active channel 

LPS 

Select lowpass step response for active channel 

LPSX? 

Output lowpass response for active channel impulse or step 

MRR 

Restore original marker range 

TBP 

Select time bandpass mode for active channel 

TDDIST 

Set time domain parameter to distance for active channel 

TDDIST? 

Output active channel time domain parameter distance or time 

TDPIO 

Turn phasor impulse response off for active channel 

TDPI1 

Turn phasor impulse response on for active channel 

TDPIX? 

Output phasor impulse on/off status for active channel 

TDTIME 

Set time domain parameter to time for active channel 

TDX? 

Output domain mode for active channel 

TIP 

Select time lowpass mode for active channel 

TPI 

Select time phasor impulse mode for active channel 

VELO? 

Output relative velocity for lowpass distance 

WLS 

Select low sidelobe window shape 

WMS 

Select minimum sidelobe window shape 

WNM 

Select nominal window shape 

WRT 

Select rectangular window shape 

WSX? 

Output window shape 

ZCT 

Enter zoom range center value time or distance 

ZCT? 

Output zoom range center value 

ZSN 

Enter zoom range span value time or distance 

ZSN? 

Output zoom range span value 

ZSP 

Enter zoom range stop value time or distance 

ZSP? 

Output zoom range stop value 

ZST 

Enter zoom range start value time or distance 

ZST? 

Output zoom range start value 
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SEQ KEY 
COMMANDS 


SPECIAL APPLICATIONS 
FUNCTIONS 


10-9 SEQUENCE Sequence enables users to automate a repetitive testi ng task. A se- 

COMMANDS quence is created by recording a series of keystrokes. After a sequence 

is created, users can execute these keystrokes by pressing a single key. 
Sequence also offers subroutine and sequence flow control mecha¬ 
nisms to i ncrease the flexi bi I ity of test sequences. The sequence fea¬ 
ture is fully described in the MS462XX Operation Manual, Appendix 
A. The commands for implemting sequence operations remotely are 
listed in Table 10-8. 


Table 10-8. SEQ Commands (1 of 3) 


Command 

Description 

POP 

Enter parallel output port 8-blt decimal word (0-255) 

POP? 

Output parallel output port 8-blt decimal word (0-255) 

POPBCO 

Clear parallel output port bit 0 

POPBC1 

Clear parallel output port bit 1 

POPBC2 

Clear parallel output port bit 2 

POPBC3 

Clear parallel output port bit 3 

POPBC4 

Clear parallel output port bit 4 

POPBC5 

Clear parallel output port bit 5 

POPBC6 

Clear parallel output port bit 6 

POPBC7 

Clear parallel output port bit 7 

POPBSO 

Set parallel output port bit 0 

POPBS1 

Set parallel output port bit 1 

POPBS2 

Set parallel output port bit 2 

POPBS3 

Set parallel output port bit 3 

POPBS4 

Set parallel output port bit 4 

POPBS5 

Set parallel output port bit 5 

POPBS6 

Set parallel output port bit 6 

POPBS7 

Set parallel output port bit 7 

SEQDEL1 

Delete sequence 1 

SEQDEL2 

Delete sequence 2 

SEQDEL3 

Delete sequence 3 

SEQDEL4 

Delete sequence 4 

SEQDEL5 

Delete sequence 5 

SEQDEL6 

Delete sequence 6 

SEQDEL7 

Delete sequence 7 

SEQDGMSGO 

Turn saving sequence display message to service log off 

SEQDGMSG1 

Turn saving sequence display message to service log on 

SEQDGMSG? 

Output saving sequence display message to service log status 

SEQEXE1 

Execute sequence 1 

SEQEXE2 

Execute sequence 2 

SEQEXE3 

Execute sequence 3 
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SPECIAL APPLICATION 
PUNCTIONS 


SEQ KEY 
COMMANDS 


Table 10-8. SEQ Commands (2 of 3) 


Command 

Description 

SEQEXE4 

Execute sequence 4 

SEQEXE5 

Execute sequence 5 

SEQEXE6 

Execute sequence 6 

SEQEXE7 

Execute sequence 7 

SEQHELPO 

Turn off sequence help message 

SEQHELP1 

Turn on sequence help message 

SEQHELP? 

Output sequence help message mode on/off 

SEQL0A1 

Recall sequence 1 from floppy disk 

SEQL0A2 

Recall sequence 2 from floppy disk 

SEQL0A3 

Recall sequence 3 from floppy disk 

SEQL0A4 

Recall sequence 4 from floppy disk 

SEQL0A5 

Recall sequence 5 from floppy disk 

SEQL0A6 

Recall sequence 6 from floppy disk 

SEQL0A7 

Recall sequence 7 from floppy disk 

SEQL0AH1 

Recall sequence 1 from hard disk 

SEQL0AH2 

Recall sequence 2 from hard disk 

SEQL0AH3 

Recall sequence 3 from hard disk 

SEQL0AH4 

Recall sequence 4 from hard disk 

SEQL0AH5 

Recall sequence 5 from hard disk 

SEQL0AH6 

Recall sequence 6 from hard disk 

SEQL0AH7 

Recall sequence 7 from hard disk 

SEQNAM1 

Enter sequence 1 name 

SEQNAM1? 

Output sequence 1 name 

SEQNAM2 

Enter sequence 2 name 

SEQNAM2? 

Output sequence 2 name 

SEQNAM3 

Enter sequence 3 name 

SEQNAM3? 

Output sequence 3 name 

SEQNAM4 

Enter sequence 4 name 

SEQNAM4? 

Output sequence 4 name 

SEQNAM5 

Enter sequence 5 name 

SEQNAM5? 

Output sequence 5 name 

SEQNAM6 

Enter sequence 6 name 

SEQNAM6? 

Output sequence 6 name 

SEQNAM7 

Enter sequence 7 name 

SEQNAM7? 

Output sequence 7 name 

SEQSAV1 

Save sequence 1 to floppy disk 

SEQSAV2 

Save sequence 2 to floppy disk 

SEQSAV3 

Save sequence 3 to floppy disk 
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SEQ KEY 
COMMANDS 


SPECIAL APPLICATIONS 
FUNCTIONS 


TablelO-8. SEQ Commands(3of 3) 


Command 

Description 

SEQSAV4 

Save sequence 4 to floppy disk 

SEQSAV5 

Save sequence 5 to floppy disk 

SEQSAV6 

Save sequence 6 to floppy disk 

SEQSAV7 

Save sequence 7 to floppy disk 

SEQSAVH1 

Save sequence 1 to hard disk 

SEQSAVH2 

Save sequence 2 to hard disk 

SEQSAVH3 

Save sequence 3 to hard disk 

SEQSAVH4 

Save sequence 4 to hard disk 

SEQSAVH5 

Save sequence 5 to hard disk 

SEQSAVH6 

Save sequence 6 to hard disk 

SEQSAVH7 

Save sequence 7 to hard disk 

SEQSAVT1 

Save sequence 1 text to fioppy disk 

SEQSAVT2 

Save sequence 2 text to fioppy disk 

SEQSAVT3 

Save sequence 3 text to fioppy disk 

SEQSAVT4 

Save sequence 4 text to fioppy disk 

SEQSAVT5 

Save sequence 5 text to fioppy disk 

SEQSAVT6 

Save sequence 6 text to fioppy disk 

SEQSAVT7 

Save sequence 7 text to fioppy disk 

SEQSAVTH1 

Save sequence 1 text to hard disk 

SEQSAVTH2 

Save sequence 2 text to hard disk 

SEQSAVTH3 

Save sequence 3 text to hard disk 

SEQSAVTH4 

Save sequence 4 text to hard disk 

SEQSAVTH5 

Save sequence 5 text to hard disk 

SEQSAVTH6 

Save sequence 6 text to hard disk 

SEQSAVTH7 

Save sequence 7 text to hard disk 
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SPECIAL APPLICATION 
PUNCTIONS 


REAR PANEL 
CONTROL COMMANDS 


10-10 REAR PANEL Table 10-9 lists the commands for controlling the rear-panel voltage 

CONTROL output of the M S462XXX. The RVl command enables the output and 

COMMANDS command RVO disables it. The orientation of the output can be set to 

either horizontal (RVH), vertical (RVV), lock direction (RVL), or DC 
value (RVD). 

I n the horizontal mode, the voltage output is a digital ramp starti ng at 
the voltage start value set by command VST and ending at the voltage 
stop value set by command VSP. The start value corresponds to the 
first point of the sweep and the stop value corresponds to last point of 
the sweep. I n the vertical mode, the output voltage is a measure of the 
instantaneous data point value. The output voltage is related to the 
seal I ng of the graph for channel 1. The reference 11 ne corresponds to 
the zero volt value and each graticle line is equal to a ±1 volt value 
span. The values set by the VST and VSP commands have no effect in 
the vertical mode. 

I n the lock direction mode, the start voltage value is output for for¬ 
ward sweeps (lock to Ra). The stop voltage value is output for reverse 
sweeps (lock to Rb).l n the DC value mode, the rear panel output volt¬ 
age is set to the DC value programmed with the RPO command. 


Table 10-9. Rear Pane! Output Control Commands (1 of 2) 


Command 

Description 

FREFE 

Select external frequency reference 

FREE! 

Select Internal frequency reference 

FREFX? 

Output frequency reference Internal/external setting 

RPO 

Enter rear panel DC voltage value 

RPO? 

Output rear panel DC voltage value 

RVO 

Turn rear panel eutput voltage off 

RV1 

Turn rear panel output voltage on 

RV1? 

Output rear panel output voltage en/eff status 

RVA1 

Enter rear panel output voltage value when port 1 Is driving 

RVA1? 

Output rear panel output voltage value when port 1 is driving 

RVA2 

Enter rear panel output voltage value when port 2 is driving 

RVA2? 

Output rear panel output voltage value when port 2 is driving 

RVA3 

Enter rear panel output voltage value when port 3 is driving 

RVA3? 

Output rear panel output voltage value when port 3 is driving 

RVA4 

Enter rear panel output voltage value when Port 4 is driving 

RVA4? 

Output rear panel output voltage value when Port 4 is driving 

RVD 

Set rear panel output mode te dc value 

RVH 

Set rear panel output mode te horizontal 

RVL 

Set rear panel output mode to lock direction 
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REAR PANEL 
CONTROL COMMANDS 


SPECIAL APPLICATIONS 
PUNCTIONS 


Table 10-9. Rear Pane! Output Control Commands (2 of 2) 


Command 

Description 

RVP 

Set rear panel output mode to driven port 

RVSP 

Enter rear panel stop voltage value 

RVSP? 

Output rear panel stop voltage value 

RVST 

Enter rear panel start voltage value 

RVST? 

Output rear panel start voltage value 

RVT 

Set rear panel output mode to TTL 

RVTP1 

Select port 1 for TTL rear panel output voltage 

RVTP1HL 

Set TTL rear panel output voltage type to TTL active high level 

RVTP1HP 

Set TTL rear panel output voltage type to TTL active high pulse 

RVTP1LL 

Set TTL rear panel output voltage type to TTL active iow level 

RVTP1LP 

Set TTL rear panel output voltage type to TTL active low pulse 

RVTP1X? 

Output TTL rear panel output voltage type 

RVTP2 

Select port 2 for TTL rear panel output voltage 

RVTP2HL 

Set TTL rear panel output voltage type on port 2 to TTL active high level. 

RVTP2HP 

Set TTL rear panel output voltage type on port 2 to TTL active high pulse. 

RVTP2LL 

Set TTL rear panel output voltage type on port 2 to TTL active iow level. 

RVTP2LP 

Set TTL rear panel output voltage type on port 2 to TTL active low pulse. 

RVTP2X? 

Output TTL rear panel output voltage type on port 2. 

RVTP3 

Select port 3 for TTL rear panel output voltage 

RVTP3HL 

Set TTL rear panel output voltage type on port 3 to TTL active high level. 

RVTP3HP 

Set TTL rear panel output voltage type on port 3 to TTL active high pulse. 

RVTP3LL 

Set TTL rear panel output voltage type on port 3 to TTL active low level. 

RVTP3LP 

Set TTL rear panel output voltage type on port 3 to TTL active low pulse. 

RVTP3X? 

Output TTL rear panel output voltage type on port 3. 

RVTP4 

Select Port 4 for TTL rear panel output voltage. 

RVTP4HL 

Set TTL rear panel output voltage type on port 4 to TTL active high level 

RVTP4HP 

Set TTL rear panel output voltage type on port 4 to TTL active high pulse 

RVTP4LL 

Set TTL rear panel output voltage type on port 4 to TTL active low level 

RVTP4LP 

Set TTL rear panel output voltage type on port 4 to TTL active low pulse 

RVTP4X? 

Output TTL rear panel output voltage type on port 4 

RVTPX? 

Output TTL rear panel output voltage type 

RVV 

Set rear panel output mode to vertical 

RVX? 

Output rear panel output mode 

VSP 

Enter rear panel stop voltage value 

VSP? 

Output rear panel stop voltage value 

VST 

Enter rear panel start voltage value 

VST? 

Output rear panel start voltage value 
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SPECIAL APPLICATION 
PUNCTIONS 


PREQUENCY TRANSLATION 
GROUP DELAY COMMANDS 


10-11 FREQUENCY The frequency translation group delay commands are listed in Table 

TRANSLATION 10-10, below. 

GROUP DELAY 


TablelO-10. Frequency Translation Group Delay Commands 


Command 

Description 

APPFTGD 

Select frequency translation group delay applicatien type 

BEGFTGD 

Start frequency translation group delay calibration 

FTGDCO 

Turn off frequency translation group delay correction 

FTGDC1 

Turn on frequency translatien group delay correction 

FTGDCDONE? 

Output frequency translation group delay cal done status 

FTGDCX? 

Output frequency translation group delay correction on/off status 
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Part 3 

Programming 

Reference 


This part consists of three chapters that provide programming 

reference information for theMS462XX VNA. 

Chapter 11- providesa iistofaii GPiB commands for the 
M S462XX. The iisting for each command (mnemonic) inciudes 
reio/ant detai is about the command. Thischaper appears in 
Volumefl. 

Chapter 12- provides gen era i (non-command specific) tabu iar 
information for theMS462XX. Much of this information is pre¬ 
sented in Chapters 5 through 11, but is provided in this chapter 
for easy access. 

Chapter 13 - provides a iist of aii Error Messages reiated to re 
mote oniy (GPi B) operation of theMS462XX. 




Chapter 11 
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APR Sets the group delay aperture on the active 

channel. 


Command mnemonic Syntax: 

// Value 

Command function. /TJnlts: 

APR vail unit(s) Indicates the Command's 

n n "Pn n “Functional Group” and 

U.U - zu.U chapter where located. 

XXI, XX3, XM3 

Command Syntax String / Remarks: 

Programming hints, how to use the command, and/or expanded 
description of command. 

Ailowable vaiues for the Data I/O: 

command argument(s), if 

any. The mnemonic 

shown in boidface type is 

the defautt units suffix Status Report! ng: 

Description of data input or output due to this command. See 
paragraph 11-3 and Chapter 8, paragraph 8-2 for details. 

Status Reporting bit(s) or functions unique to this command. 

Block Size 

Size of the ASCII block. 

Front Panel Key: 
(Assumes 1 nitial Default Settings) 

Lists the front panel hard key and softkey option(s) used to im¬ 
plement the function, if appropriate. The sofkey-menu ordering 
is dependendent on function and operating mode; consequently, 
the ordering shown assumes that the MS462XX front panel is in 

Additional Descdption 

Fields as required 

the factory default state (Default \ CONTINUE). The hard key 
begins the string in which the softkey path appears in grey (red 
in Acrobat file) and the final softkey appears in bolded black. 1 n- 
dividual softkey-menu options are separated using a reverse 
slash, in the manner of computer DOS commands. Example: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PER¬ 
FORM ASSURANCE \ ASSURANCE LIMITS SETUP \ 
MORE \ LOAD MATCH DC-2 GHz 

This hard key/softkey path correlates with the menu descrip¬ 
tions in Chapter 4 and the flowcharts in Appendix D of the 
MS462XX Operation Manual (10410-00203). 

Related Commands: 

Commands that impact or relate to his command. 


Figure 11-1. Typographic Conventions for theCommand Listings 
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11-1 INTRODUCTION 


11-2 TYPOGRAPHIC 
CONVENTIONS 


11-3 DATA I/O FORMATS 

AND TEMPLATES 


This chapter provides a listing of GPIB programming commands 
(mnemonics) used with the Model MS462XX Vector Network Analyzer. 


The typographic conventions, abbreviations, and syntax legend used 
throughout this chapter to define the GPI B commands are described 
in Figure 11-1 (opposite page). 


The data input and output formats and templates, referred to through¬ 
out this chapter, are delimited with the less-than and greater-than 
characters (< >). These characters are not part of the data; they are 
only used in this text to distinguish the data elements they represent. 
See Chapter 8, Remote Only Operations, "Data Transfer"for complete 
details. 

MS462XX data formats are summarized below: 


<NR1> 

This notation represents ASCI I integer values. A comma (,) is used to 
separate multiplevalues sent in a single command's input or output 
string. 

Examples of values that can be represented by <NR1>notation: 

1 

0 

-29,179 

<NR2> 

This notation represents ASCI I floating point values in decimal point 
format. A comma (,) is used to separate multiplevalues sent in a single 
command's input or output string. 

Examples of values that can be represented by <NR2>notation: 

1.0 

-0.00015 

12.743,-180.07 

<NR3> 

This notation represents ASCI I floating point values in exponential 
format (scientific notation). A comma (,) is used to separate multiple 
values sent in a single command's input or output string. 
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DATA I/O FORMATS COMMAND 

AND TEMPLATES DICTIONARY 


Examples of values that can be represented by <NR3> notation: 

1.0E9 

7.056E3 

9.0E2,3.42E2 

<NRf> 

This notation is used to signify that data can be in either <MR1>, 

<M R2>, or <N R3>format as described above. 

Examples of values that can be represented by <NRf> notation: 

1.0E9 

10.005 

83,4.5E 2,234.9901 

<String> 

This notation represents a string of 7-bit ASCI I characters (including 
nonprintable characters) that is delimited (surrounded) with either 
si ngle quotes ('') or double quotes (""). The stri ng can i ncl ude text for- 
matting characters such as linefeed, space, or carriage return. 

Note that if a double quote character must be sent as part of the 
string, then it must be followed by an additional double quote. Alterna¬ 
tively, the string can be sent using single quotes (See "cal_fiIe" exam¬ 
ple below.) 

Examples of data represented by <String> notation: 

"1/15/98" 

"Save" "cal_file" "now." 

'Save" "cal_file" now' 

<^r bi tra ry ASC11 > 

Thisnotation represents undelimited 7-bitASCII text. The end of the 
text must determinated with theOA character (decimal 10) and con¬ 
current setting (^) of theGPI B End of Transmission State (EOl). This 
requirement makes it necessary for <Arbitrary ASCI I >text to be 
transmitted only at the end of a program or response message, i.e. at 
the end of a multiple input or output statement. 

Example of data represented by <Arbitrary ASCI I > notation: 
ANRITSU,37247A,123456,1.0<0A^OI> 

The example shows a sample response from the *1DN ?, 488.2 common 
query. I n the example, the instrument identifies itself as a ANRITSU 
MS4623A, with serial number 123456, and software version 1.0 in¬ 
stalled. Note that decimal 10 (OA character) must be sent with the EOl 
to signal end of transmission. 
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■•Arbitrary Block> 

This notation represents data that is transmitted as 8-bit data bytes 
(00-FF hex, 0-255 decimal, notation is <DAB>). This is useful for 
transmitting large blocks of formatted ASCI I or binary data or unfor¬ 
matted binary data. The data stream is immediately preceded by a 
variable length ASCI I header that is encoded with the number of data 
bytes to be sent. The header always starts with the pound (#) charac¬ 
ter. Figure 11-2 below describes the header and the transmitted data 
messages. 


|#nmi. . .mn<DAB>i. . . <DAB>m| 


Where: 

#=The pound sign character. Required for binary data transfer. 

n = Number of digits to follow (mi...mn). The number n is always 
a one-digit number (0 to 9). 

mi...mn = The number m, which is the number of data bytes to fol¬ 
low that constitute the requested data. The number m may be 
a one to nine-digit number (Ito 999999999). 

<DAB>=An 8-bit binary data byte. This is the data (or informa¬ 
tion) being sent. 

Example: # 3256 <dab>i . . . <dab>256 

Specifies a block of 256 data bytes. 

NOTE 

If n =0, then m is omitted and transmission end is 
signaled by sending the linefeed character (OA, or 
decimal 10) and concurrent setting (^) oftheGPIB End 
Of Transmission State (EOl) immediately following the 
last <OAB>. 


Figure 11-2. <Arbitrary Block> Data Format 


11-4 FUNCTIONAL GROUPS Throughout this chapter, the distinctive, white on black text, in the up¬ 
per corner of each command's description area, is the functional group 
(see Figure 11-1, page 11-2). These groups are described in Chapters 5 
through 10; they provide descriptive details and tabular data that ap¬ 
ply to the group as a whole. Where applicable, the group name is pref¬ 
aced with the front panel key name (e.g., APPL-IM D). The command is 
associated with the AppI key. 

11-5 RELEVANT TABLES Data referenced in many places within this chapter is located in Chap¬ 
ter 12 "I nstrument Data." 

11-6 COMMANDS The remaining pages in this chapter provide an alphabetical listing of 

the commands (mnemonics) used to program the Model MS462XX Vec¬ 
tor Network Measurement System. 
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COMMAND 

DICTIONARY 


*CLS 

*ESE? 


*CLS 


Clear status bytes and structures 
Syntax: *cls 


REMOTE - IEEE 488.2 (Ch 8) 


Status Reporting: Clears the Standard Event Status Register, the Extended Event Status Reg¬ 
ister, and the Limits Status Register. Also clears the Operation Complete 
Command and Query states by setting them to idle state, i.e. no operations 
pending. Also clears the GPIB error message buffers (seeOGE, OGL). 


*DDT 


Enter the 488.2 define device trigger command 
string 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *ddt Value 

Value Valid MS462XX GPIB command sequence in <Arbitrary Blocloformat 


Remarks: Clears the Standard Event Status Register, the Extended Event Status Reg¬ 
ister, and the Limits Status Register. Also clears the Operation Complete 
Command and Query states by setting them to idle state, i.e. no operations 
pending. Also clears the GPIB error message buffers (seeOGE, OGL). 


Related Commands: *TRG 


*ESE 


Enter the 488.2 standard event status enable mask 

Syntax: *ESE Value 

Value 0to255 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Sets the bits of the Standard Event Status Enable Register to the binary 

weighted bit pattern of the decimal value entered. The register is cleared by 
sending a value of 0. 

Data I/O: The value is input in ASCI I <MRf> format. 


*ESE? 


Output the 488.2 standard event status enable 
mask 

Syntax: *ese? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Returns the decimal valueof the bit pattern of the Standard Event Status 
Enable Register. The value is 0-255. 

Data I/O: Outputs value in ASCI I <NRl>format. 
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*ESR? 

*IST? 


*ESR? 


*IDN? 


*IST? 


Output the 488.2 standard event status register 
value 

Syntax: *esr? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Returns the decimal valueof the bit pattern of the Standard Event Status 
Register and clears it. The value is 0-255. 


Data I/O: Outputs value in ASCI I <NRl>format. 


Output the488.2 instrument identification string 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *idn? 

Remarks: Returns the MS462XX identification string. The string consists of four 
comma separated fields as follows: 

Anritsu, Model, Serial #, Software Revision. 

The actual model number, serial number, and software revision of the 
MS462XX queried will be passed. The maximum length of the string is 72 
characters. 


Data I/O: Outputs the 488.2 instrument identification string using an <Arbitrary 
ASCI I >format. 


Related Commands: OID, *OPT? 


Output the val ue of the ist message 
Syntax: *ist? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: The ist is the status bit sent by the MS462XX in response to a parallel poll. 
The*l ST? query outputs the valueof the ist without having to perform a 
parallel poll. The output value is 1 if ist is TRUE, 0 if it is FALSE. 

Data I/O: Outputs value in ASCI I <NRl>format. 

Related Commands: *PRE,*PRE? 
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COMMAND 

DICTIONARY 


*OPC 

*PRE 


*OPC 


I nitiatethe488.2 operation complete sequence 
Syntax: *opc 


REMOTE - IEEE 488.2 (Ch 8) 


Status Reporting: Sets the Operation Complete bit 0 in the Standard Event Status Register 
after all pending operations are complete. 

Related Commands: *OPC? 


*OPC? 


I nitiate the 488.2 operation complete query se¬ 
quence 

Syntax: *opc? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Ouputs an ASCI I "1" after all pending operations are complete. 
Data I/O: Outputs value in ASCI I <NRl>format. 

Related Commands: *OPC 


*OPT? 


Output the488.2 options installed string 
Syntax: *opt? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Returns the installed, reportable MS462XX options identification string. 

The string consists of comma separated fields containing the option num¬ 
bers or a 0 if none are installed. The maximum length of the string is 255 
characters. A list of options appears in Table 11-4, at the end of this chapter. 

Data I/O: Outputs an <Arbitrary ASCI I >format. 

Related Commands: OID, *IDN? 

Front Panel Key: UtilityX DIAGNOSTICSX INSTALLED OPTIONS 


*PRE 


Enter the 488.2 parallel poll register enable mask 

Syntax: *pre Value 

Value 0 to 65535 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Sets the bits of the Parallel Poll Enable Register to the binary weighted bit 
pattern of the decimal value entered. The register iscleared by sendinga 
value of 0. 


Data I/O: The value is input in ASCI I <NRf> format. 
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COMMAND 

DICTIONARY 


*PRE? 

*SRE 


‘PRE? 


Output the488.2 parallel poll register enable mask 
Syntax: *pre? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Returns the decimal value of the bit pattern of the Parallel Poll EnableReg- 
ister. 

Datal/0: Outputs the 488.2 Parallel Poll Register Enable mask using ASCI I <NR1> 
format. 


Related Commands: *IST? 


*RST 


Resets the instrument 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *rst 


Remarks: Resets the MS462XX to default state with all user programmable parame¬ 
ters set to their default values. Default state settings are listed in Chapter 
12. This command does not affect the Output Oueue, any Status or Paral lei 
Poll Registers, or the MS462XX GPIB address setting. 

Related Commands: RST, RSTO, RSTl 


Front Panel Key: Default \ CONTINUE 


*SRE 


Enter the 488.2 service request enable mask 

Syntax: *SRE Value 

Value 0to55 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Sets the bits of the Service Request Enable Register to the binary weighted 
bit pattern of the decimal valueentered. The register is cleared by sending a 
value of 0. Note that the Master Summary Status (MSS) bit 6 (decimal 64) 
will be ignored since it representsthesummary of all enabled status bits 
(bits 0-5, 7). 

Datal/0: The value is input in ASCI I <NRf>format. 
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*SRE? 

*TRG 


COMMAND 

DICTIONARY 


*SRE? 


Output the 488.2 service request enable mask 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *sre? 

Remarks: Returns the decimal valueof the bit pattern of the Service Request Enable 
Register. The value will be 0 to 63, or 128 to 191, with the MSS bit 6 (deci¬ 
mal 64) zeroed out (See*SRE). 

Data I/O: Outputs the 488.2 Service Request Enablemask using ASCII <NRl>for- 
mat. 


*STB? 


Output the 488.2 status byte value 
Syntax: *stb? 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Returns the decimal valueof the bit pattern of the Status Byte and the 
Master Summary Status bit 6. The value will be 0 to 255. 

Data I/O: Outputs value in ASCI I <NRl>format. 


*TRG 


I nitiate a group execute trigger sequence 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *trg 


Remarks: The previously defined trigger action using the*DDT command will be 
placed in theGPI B input buffer, parsed, and executed. This is the instru¬ 
ment specific equivalent of the 488.1 GET, Group Execute Trigger message. 

Related Commands: *DDT, *DDT? 
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COMMAND 

DICTIONARY 


*TST? 

All 


*TST? Perform self test and output status 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *tst? 

Remarks: Causes the MS462XX to perform an extensive, fully automated internal cir¬ 
cuits self test. Detailed error messages indicating self test failures, if any, 
are placed in the service log in the order they occur. The query returns a "1" 
if any part of the self test failed, or a "0" when passed. NOTE: When com¬ 
mands TST or *TST? are sent to the M S462XX, the VN M S output power is 
momentarily set to the model-dependent rated power level during the self 
test. Ensure that any equipment connected to Port 1 or Port 2 will not be 
damaged by this power level. 

Data I/O: Returns a value in ASCI I <NRl>format. 


Related Commands: ONE, OEL, OSL, PSL, TST 


Front Panel Key: UtilityX DIAGNOSTICSX START SELF TEST 


*WAI 


Wait to continue 


REMOTE - IEEE 488.2 (Ch 8) 


Syntax: *wai 

Remarks: Suspends the execution of any further commands or queries until all pend¬ 
ing operations are completed. Note that this command is required by the 
488.2 Standard but has no effect on M S462XX operation. The M S462XX ex¬ 
ecutes all commands sequentially. That is, it will always wait for commands 
and queries to finish executing prior to processing new commands. 

Related Commands: *OPC, *OPC? 


2PATH3PORT Select 2-path 3-port calibration method 

Syntax: 2path3port 


CAL (Ch 6) 


A12 


Simulate 12-term calibration 


CAL (Ch 6) 


Syntax: a12 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC12,1 CL, CON. Also see C12, OC1-OC12, OCL 
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A120 

A3P0 


COMMAND 

DICTIONARY 


A120 


A24 


A3P 


A3P0 


Simulate 12-term calibration and initialize all 
2-port correction coefficients 

Syntax: a12 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: A12, A3P, A4P, I Cl-I C24,1CL3P, CON 3P. Also see OC1-OC24, OCL3P 


Simulate 3-port calibration 


CAL (Ch 6) 


Syntax: A2 4 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 3P 
command to turn on correction. 


Related Commands: A3P, A4P, IC1-IC24, ICL3P, CON3P. Alsosee OC1-OC24, OCL3P. 


Simulate 3-port calibration 


CAL (Ch 6) 


Syntax: a3p 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 3P 
command to turn on correction. 


Related Commands: A24, A4P, IC1-IC24, ICL3P, CON3P. Also see OC1-OC24, OCL3P. 


Simulate 3-port calibration and initialize all 3-port 
correction coefficients 

Syntax: a3p 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 3P 
command to turn on correction. 


Related Commands: A3P, A24, A4P, I Cl-I C24,1CL3P, CON 3P. Also see OC1-OC24, OCL3P 
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COMMAND 

DICTIONARY 


A40 

A8R 


A40 


A4P 


A4P0 


A8R 


S i mu I ate 4- port ca I i brat i on 
Syntax: a4 0 

Related Commands: A24, A3P, A4P, A4P0 


CAL (Ch 6) 


Simulate 4-port calibration 


CAL (Ch 6) 


Syntax: a4p 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 4P 
command to turn on the correction. 


Related Commands: A3P, A40, A4P0, CON4P, IC1-IC40. Alsosee OC10OC40. 


Simulate 4-port calibration and initialize all 4-port 
correction coefficients 

Syntax: a4po 


CAL (Ch 6) 


Remarks: All etxy terms are set to (1-K)j); all other terms are set to 0. 
Related Commands: ASP, A40, A4P, CON4P, I Cl-I C40. Also see OC10OC40. 


Simulate 1-path 2-port calibration reverse path 
Syntax: a8r 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC5, CON. Also see C8R, OC1-OC5 
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COMMAND 

DICTIONARY 


AST 

ABSPHASEl 


A8T 


Simulate 1-path 2-port calibration forward path 


CAL (Ch 6) 


Syntax: a8t 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC5, CON. Also see C8R, OC1-OC5 


ABORTCAL Abort calibration and keep existing calibration 
data 

Syntax: abort cal 
Related Commands: KEC 


CAL (Ch 6) 


Front Panel Key: Power \ SOURCE 1 (SOURCE 2)\ FLAT TEST PORT POWER CAL \ 
BEGIN CAL \ PRESS <CLEAR>TO ABORT or RECEIVER CAL \ 
RECEIVER CAL \ BEGIN CAL \ ABORT 


ABSPHASEO Turn absolute phase OFF 

Syntax: absphaseo 


APPL (Ch 10) 


Related Commands: ABSPHASEl, ABSPHASE? 

Front Panel Key: AppI \ MEASUREMENT TYPE \ FREQUENCY TRANSLATION 
GROUP DELAY\ ABSOLUTE PHASE 


ABSPHASEl Turn absolute phase ON 


APPL (Ch 10) 


Syntax: absphasei 


Related Commands: 
Front Panel Key: 


ABSPHASEO, ABSPHASE? 

Appl\ MEASUREMENT TYPE \ FREQUENCY TRANSLATION 
GROUP DELAY\ ABSOLUTE PHASE 
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COMMAND 

DICTIONARY 


ABSPHASE? 

AC4PBTYPE 


ABSPHASE? Output the absolute phaseON/OFF status 


APPL (Ch 10) 


Syntax: absphase? 


Data I/O: Outputs data using ASCI I <MR1> format as follows: 

Ofor FALSE 
1 for TRUE 

Related Commands: ABSPHASEO, ABSPHASEl 

Front Panel Key: AppI \ MEASUREMENT TYPE \ FREQUENCY TRANSLATION 
GROUP DELAY 


ABT 


Simulate translation frequency response calibra¬ 
tion forward and reverse 

Syntax: abt 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC2, CON. Also see CBT, OC1-OC2 


AC2PBTYPE Set AutoCal to 2-port box type 

Syntax: ac2pbtype 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Utility \ DIAGNOSTICS\ AUTOCAL ASSURANCE \ SELECT BOX 
TYPE or Utility \ AUTOCAL CHARACTERIZATION \ SELECT BOX 
TYPE or Cal \ AUTOCAL \ SELECT BOX TYPE 


AC4PBTYPE Set AutoCal to 4-port box type 


CAL - AUTOCAL (Ch 6) 


Syntax: ac4pbtype 

Front Panel Key: Utility \ DIAGNOSTICS\ AUTOCAL ASSURANCE \ SELECT BOX 
TYPE or Utility \ AUTOCAL CHARACTERIZATION \ SELECT BOX 
TYPE or Cal \ AUTOCAL \ SELECT BOX TYPE 
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ACAA 

ACADIRl? 

COMMAND 

DICTIONARY 


ACAA Set AutoCal standard to assurance 


Syntax: 

ACAA 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ SELECT CAL 
STANDARDX ASSURANCE 


ACADIR1 Enter directivity 1 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACADIRl Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, ACASRC2, ACASRC2?, 
ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM1, ACALM1?, 
ACALM2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X DIRECTIVITY DC-3 

GHz 


ACADIR1 ? Output di rectivity 1 for AutoCal assurance I i mits 


Syntax: 

ACADIRl? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, ACASRC2, 
ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X DIRECTIVITY DC-3 

GHz 
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COMMAND 

DICTIONARY 

ACADIR2 

ACADIR3 


ACADIR2 Enter directivity 2 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACADIR2 Value Units 

Depends on the M S462XX power range 

DB, XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI R2?, ACASRCl, ACASRCl?, ACASRC2, ACASRC2?, 
ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM 1, ACALM1?, 
ACALM2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ DIRECTIVITY 3-6GHz 


ACADIR2? Output directivity 2 for AutoCal assurance limits 


Syntax: 

ACADIR2? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACASRCl, ACASRCl?, ACASRC2, 
ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X DIRECTIVITY 3-6GHz 


ACADIR3 Enter directivity 3 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACADIR3 Value Units 

0.0 - 999.999 

DB 

Related Commands: 

ACADI R3? 

Front Panel Key: 

Utility X DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X DIRECTIVITY 6-9GHz 
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ACADIR3? 

ACADR 

COMMAND 

DICTIONARY 


ACADIR3? Output di rectivity 3 for AutoCal assurance I i mits 


Syntax: 

ACADIR3? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACADIR3 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ DIRECTIVITY 6-9GHz 


ACADPL Enter adapter length for AutoCal 


Syntax: 

Value 

Units: 

ACADPL Value Units 

ASCII <NRf>number 

DB, XX1,XX3, XM3 

Related Commands: 

ACADPL? 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ ADAPTER REMOVAL \ ISO¬ 
LATION AVERAGING \ OMIT\ RETURN\ RETURN\ RETURN\ 
START CAL \ MEASURE DEVICES \ MEASURE DEVICES \ 
ADAPTER LENGTH 


ACADPL? Output adapter length for AutoCal 


Syntax: 

ACADPL? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Related Commands: 

ACADPL 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE CAL SETUP \ ADAPTER REMOVAL \ 
ISOLATION AVERAGING \ OMIT\ RETURN \ RETURN \ RETURN 
\ START CAL \ MEASURE DEVICES \ MEASURE DEVICES \ 
ADAPTER LENGTH 


ACADR Set AutoCal type to adapter removal 


Syntax: 

ACADR 

Front Panel Key: 

Cal \ AUTOCAL \ SELECT CAL TYPE \ ADAPTER REMOVAL\ RE¬ 
MOVE ADAPTER 
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COMMAND 

DICTIONARY 

ACADTL 

ACAL1R2 


ACADTL Adapter connected to "L EFT" port of the 2-port 

AutoCal box 


Syntax: 

ACADTL 

Related Commands: 

ACADTR, ACADTX? 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP ADAPTER CONNECTED TO 
AUTOCAL PORT LEFT 


ACADTR Adapter connected to "RIGHT" port of the 2-port 

AutoCal box 


Syntax: 

ACADTR 

Related Commands: 

ACADTL, ACADTX? 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP ADAPTER CONNECTED TO 
AUTOCAL PORT RIGHT 


ACADTX? Output adapter removal port "LEFT"or "RIGHT" 

in the 2-port AutoCal box that the adapter is con¬ 
nected to 


Syntax: 

ACADTX? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

Ifor LEFT PORT 

2for RIGHT PORT 

Related Commands: 

ACADTR, ACADTL 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP ADAPTER CONNECTED TO 
AUTOCAL PORT 


ACAL1R2 Set adapter removal port to ADAPT & L=1 and 

R=2 


Syntax: 

ACAL1R2 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X PORT CONFIG X PORT 
CONFIG 
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ACALMl 

ACALM2 

COMMAND 

DICTIONARY 


ACALM1 Enter load match 1 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACALMl Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACAL M 1, ACAL M 2, ACAL M 2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ MORE \ LOAD MATCH 
DC-2 GHz 


ACALM1? Output load match Ifor AutoCal assurance limits 


Syntax: 

ACALMl? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACAL M1, ACAL M 2, ACAL M 2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X MORE X LOAD MATCH 
DC-2 GHz 


ACALM2 Enter load match 2 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACALM2 Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACAL M1, ACAL M 2, ACAL M 2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X 2-6GHz 
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COMMAND 

DICTIONARY 

ACALM2? 

ACALM3? 


ACALM2? Output load match 2 for AutoCal assurance limits 


Syntax: 

ACALM2 ? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACALM 1, ACALMl?, ACALM2, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

Utility \ DIAGNOSTICS \ AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ 2-6GHz 


ACALM3 Enter load match 3 for AutoCal assurance limits 


Syntax: 

ACALM3 

Related Commands: 

ACALM 3? 

Front Panel Key: 

Utility\ DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ 6-9GHz 


ACALM3? Output load match 3 for AutoCal assurance limits 


Syntax: 

ACALM3 ? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACALM3 

Front Panel Key: 

Utility \ DIAGNOSTICS \ AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ 6-9GHz 
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ACAP? 

ACARETl 

COMMAND 

DICTIONARY 


ACAP? Output ports configuration for AutoCal assurance 

limits 


Syntax: 

ACAP? 

Data I/O: 

Outputs data using ASCII <NR1> floating point values in exponential for¬ 
mat as follows: 

Ifor Rl, L2 

Ofor LI, R2 

Front Panel Key: 

Utility\ DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ PORTCONFIGR^ or 

Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG PORT 

CONFIG 


ACAR1L2 Set adapter removal port to ADAPT & R=1 and 

L=2 


Syntax: 

ACAR1L2 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG 


ACARET1 Enter reflection tracking 1 for AutoCal assurance 

limits 


Syntax: 

Value 

Units: 

ACARETl Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARET2, ACARET2?, ACALM1, 
ACALM17, ACALM 2, ACALM27, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtllltyX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP\ REFLECTION 
TRACKING DC-3 GHz 


11-22 

MS462XXPM 












COMMAND 

DICTIONARY 

ACARETl? 

ACARET2? 


ACARET1? Output reflection tracking 1 for AutoCal assurance 
limits 


Syntax: 

ACARETl? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARET2, ACARET2?, ACALM1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ REFLECTION 
TRACKING DC-3 GHz 


ACARET2 E nter reflection tracki ng 2 for AutoCal assurance 

limits 


Syntax: 

Value 

Units: 

ACARET2 Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X REFLECTION 
TRACKING 3-6GHz 


ACARET2? Output reflection tracking 2 for AutoCal assurance 
limits 


Syntax: 

ACARET2? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X REFLECTION 
TRACKING 3-6GHz 
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ACARP? 

ACASRCl 

COMMAND 

DICTIONARY 


ACARP? Output adapter removal port configuration for 

AutoCal 


Syntax: 

ACARP? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

5 for ADAPT & L=l, R=2 

6 for L=l, ADAPT & R=2 

7 for ADAPT & R=l, L=2 

8for R=l, ADAPT & L=2 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG 


ACAS? Output AutoCal assurance status 


Syntax: 

ACAS? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor ASSURANCE FAILED 

Ifor ASSURANCE PASSED 

2 for ASSURANCE N/A 

Related Commands: 

ACADI Rl?, ACADI R2?, ACADIR3?, ACALM 1?, ACALM2?, ACALM3?, 
ACARETl?, ACARET2?, ACASRCl?, ACASRC2?, ACASRC3?, ACATRTl?, 
ACATRT2?, BEGACA 


ACASRC1 Enter source match 1 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACASRCl Value Units 

Frequency 

DB, XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ SOURCE MATCH DC-3 
GHz 
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COMMAND 

DICTIONARY 

ACASRCl? 

ACASRC2? 


ACASRC1? Output source match 1 for AutoCal assurance lim¬ 
its 


Syntax: 

ACASRCl? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRC2, 
ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ SOURCE MATCH DC-3 
GHz 


ACASRC2 Enter source match 2 for AutoCal assurance limits 


Syntax: 

Value 

Units: 

ACASRC2 Value Units 

Frequency 

DB,XX1,XX3, XM3 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X SOURCE MATCH 3-6 
GHz 


ACASRC2? Output source match 2 for AutoCal assurance lim¬ 
its 


Syntax: 

ACASRC2? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACARETl, ACARETl?, ACARET2, ACARET2?, ACALM 1, 
ACALM 1?, ACALM 2, ACALM2?, ACATRTl, ACATRTl?, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X SOURCE MATCH 3-6 
GHz 
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ACASRC3 

ACATRTl 

COMMAND 

DICTIONARY 


ACASRC3 Enter source match 3 for AutoCal assurance limits 


Syntax: 

ACASRC3 

Related Commands: 

ACASRC3? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ SOURCE MATCH 6-9 
GHz 


ACASRC3? Output source match 3 for AutoCal assurance lim¬ 
its 


Syntax: 

ACASRC3? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACASRC3 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X SOURCE MATCH 6-9 
GHz 


ACATRT1 Enter transmission tracking 1 for AutoCal assur¬ 

ance limits 


Syntax: 

X/alue 

Units: 

ACATRTl Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X MORE X TRANSMIS¬ 
SION TRACKING DC-3GHZ 
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COMMAND 

DICTIONARY 

ACATRTl? 

ACATRT2? 


ACATRT1 ? Output transmission tracki ng 1 for AutoCal assur¬ 

ance limits 


Syntax: 

ACATRTl? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACALM 1, ACALM1?, ACALM 2, ACALM 2?, ACATRTl, ACATRT2, 
ACATRT2? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE \ ASSURANCE LIMITS SETUP \ TRANSMISSION 
TRACKING DC-3 GHz 


ACATRT2 Enter transmission tracking 2 for AutoCal assur¬ 

ance limits 


Syntax: 

Value 

Units: 

ACATRT2 Value Units 

Depends on the M S462XX power range 

DB,XX1,XX3, XM3 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X MORE X TRANSMIS¬ 
SION TRACKING 3-6GHZ 


ACATRT2? Output transmission tracking 2 for AutoCal assur¬ 

ance limits 


Syntax: 

ACATRT2? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

ACADI Rl, ACADI Rl?, ACADI R2, ACADI R2?, ACASRCl, ACASRCl?, 
ACASRC2, ACASRC2?, ACARETl, ACARETl?, ACARET2, ACARET2?, 
ACAL M 1, ACAL Ml?, ACAL M2, ACAL M2?, ACATRTl, ACATRTl?, 
ACATRT2 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X PERFORM AS¬ 
SURANCE X ASSURANCE LIMITS SETUP X MORE X TRANSMIS¬ 
SION TRACKING 3-6GHZ 
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ACAVNAl 

ACDEF 

COMMAND 

DICTIONARY 


ACAVNA1 Set adapter connected to port 1 


Syntax: 

ACAVNAl 

Related Commands: 

ACAVNA2, ACAVNAPX? 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP ADAPTER CONNECTED TO 

VNA PORT 1 


ACAVNA2 Set adapter connected to port 2 


Syntax: 

ACAVNA2 

Related Commands: 

ACAVNAl, ACAVNAPX? 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP ADAPTER CONNECTED TO 

VNA PORT 2 


ACAVNAPX? Output adapter removal port configuration for 
AutoCal 


Syntax: 

ACAVNAPX? 

Data I/O: 

Outputs data using ASCII <NRl>integer values as follows: 

Ifor CONNECTED TO PORT 1 

2 for CONNECTED TO PORT 2 

Related Commands: 

ACAVNAl, ACAVNA2 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP ADAPTER CONNECTED TO 

VNA PORT 1 


ACBTYPE? Output AutoCal 2-port or 4-port box type 


Syntax: 

ACBTYPE? 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ SELECT BOX 
TYPE orUtilityX AUTOCAL CHARACTERIZATION X SELECT BOX 
TYPE or Cal X AUTOCALX SELECT BOXTYPE 


ACDEF I nclude isolation 


Syntax: 

ACDEF 

Front Panel Key: 

Calx AUTOCALX CHANGE SETUP X AVERAGING X INCLUDE 
ISOALTION 
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COMMAND 

DICTIONARY 

ACF2P? 

ACHFD 


ACF2P? Output port selection for full 2-port AutoCal 


Syntax: 

ACF2P? 

Data I/O: 

Outputs data using <MR1>integer values as follows: 

3 for L=l, R=2 

4 for R=l, L=2 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG or 

UtilityX AUTOCAL CHARACTERIZATION X PORT CONFIG. 


ACF2TC Set the AutoCal full 2-port Thru type to calibrator 


Syntax: 

ACF2TC 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


ACF2TT Set the AutoCal full 2-port Thru type to True Thru 


Syntax: 

ACF2TT 

Front Panel Key: 

CalX AUTOCAL X CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


ACF2TX? Output full 2-port Thru type for AutoCal 


Syntax: 

ACF2TX? 

Data I/O: 

Outputs value using ASCI 1 <NRl>format as follows: 

Ifor CAL THRU 

2 for TRUE THRU 

Related Commands: 

ACF2TC, ACF2TT 

Front Panel Key: 

CalX AUTOCAL X CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


ACHFD SaveAutoCal characterization to floppy disk 


Syntax: 

ACHFD 

Front Panel Key: 

Utility X AUTOCAL CHARACTERIZATION X CONTINUE X SAVE TO 
FLOPPY DISK 
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COMMAND 

DICTIONARY 


ACHHD 

ACL1AR2 

COMMAND 

DICTIONARY 


ACHHD Save AutoCal characterization to hard disk 


Syntax: 

ACHHD 

Front Panel Key: 

UtilityX AUTOCAL CHARACTERIZATION \ CONTINUE \ SAVE TO 
HARD DISK 


ACIAX? Output AutoCal isolation yes/no setting 


Syntax: 

ACIAX? 

Data I/O: 

Outputs value using ASCI I <NRl>format as follows: 

1 is OMIT ISOLATION (no) 

2 is INCLUDE ISOLATION (yes) 

Related Commands: 

ACOMIT, ACDEF 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP X AVERAGING X INCLUDE 
ISOALTION 


ACISO Enter number of averaging for isolation 


Syntax: 

X/alue 

Units: 

ACISO Value Units 

ASCII <NRf>number 

XXI 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X AVERAGING X ISOLATION 


ACISO? Output number of averaging for isolation 


Syntax: 

ACISO? 

Data I/O: 

Outputs data using ASCI 1 <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X AVERAGING X ISOLATION 


ACL1AR2 Set adapter removal port to L=1 and ADAPT & 

R=2 


Syntax: 

ACLIAR2 

Front Panel Key: 

Cal X AUTOCAL X CHANGE SETUP X PORT CONFIG X PORT 
CONFIG 
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COMMAND 

DICTIONARY 

ACL1R2 

ACOPEN 


ACL1R2 Set the AutoCal ports to L=1 and R=2 


Syntax: 

ACL1R2 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG or 

UtilityX AUTOCAL CHARACTERIZATION X PORT CONFIG. 


ACLO Enter number of averaging for load 


Syntax: 

X/alue 

Units: 

ACLO Value Units 

ASCII <NRf>number 

XXI 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X AVERAGING X LOAD 


ACLO? Output number of averaging for load 


Syntax: 

ACLO? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X AVERAGING X LOAD 


ACLOAD Set AutoCal standard to load 


Syntax: 

ACLOAD 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X SELECT CAL 
STANDARDX LOAD 


ACOMIT Omit isolation 


Syntax: 

ACOMIT 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X Set 
THRU to OMIT 


ACOPEN Set AutoCal standard to open 


Syntax: 

ACOPEN 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X SELECT CAL 
STANDARDX OPEN 
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ACPI? 

ACP2R 


COMMAND 

DICTIONARY 


ACPI? 


Output port 1 configuration for AutoCal 


CAL - AUTOCAL (Ch 6) 


Syntax: acpi? 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor LEFT 
2for RIGHT 

Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


ACP2? 


Output port 2 configuration for AutoCal 
Syntax: acp2? 


CAL - AUTOCAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor LEFT 
2for RIGHT 

Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


ACP2L Set the AutoCal port to LEFT for reflection only 

cal, port 2 

Syntax: acp2l 


CAL - AUTOCAL (Ch 6) 


Remarks: Select AutoCal port to LEFT. 


Related Commands: 
Front Panel Key: 


ACP2R, ACPA, ACPB, ACPC, ACPX, ACPX? 

Cal\ AUTOCALX CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


ACP2R Set the AutoCal port 2 to RIGHT for reflection only 

cal, port 2 

Syntax: acp2r 


CAL - AUTOCAL (Ch 6) 


Remarks: Select AutoCal port to RIGHT. 


Related Commands: 
Front Panel Key: 


ACP2L, ACPA, ACPB, ACPC, ACPX, ACPX? 

CalX AUTOCALX CHANGE SETUP X PORT CONFIG X SELECT 
AUTOCAL PORT FOR VNA PORT 
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COMMAND 

DICTIONARY 

ACPA 

ACPC 


ACPA Select AutoCal port A for reflection only cal 


Syntax: 

ACPA 

Remarks: 

For REFLECTION ONLY calibration, 1 port (Sll or S22). 

Related Commands: 

ACP2L, ACP2R, ACPB, ACPC, ACPX, ACPX? 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


ACPATH? Output AutoCal connected path 


Syntax: 

ACPATH? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

12 for AutoCal Port 1 to \/N A Port 2 

13 for AutoCal Port 1 to \/N A Port 3 

14 for AutoCal Port 1 to \/N A Port 4 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X SELECT PATH 


ACPB Select AutoCal port B for reflection only cal 


Syntax: 

ACPB 

Remarks: 

For REFLECTION ONLY calibration, 1 port (Sll or S22). 

Related Commands: 

ACP2L, ACP2R, ACPA, ACPC, ACPX, ACPX? 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X PORT CONFIG X SELECT 
AUTOCAL PORT FOR VNA PORT 


ACPC Select AutoCal port C for reflection only cal 


Syntax: 

ACPC 

Remarks: 

For REFLECTION ONLY calibration, 1 port (Sll or S22). 

Related Commands: 

ACP2L, ACP2R, ACPA, ACPB, ACPX, ACPX? 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X PORT CONFIG X SELECT 
AUTOCAL PORT FOR VNA PORT 
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COMMAND 

DICTIONARY 


ACPCFG 

ACPL 


ACPCFG Enter string to setup port configuration for 4 Port 

AutoCal Box 

Syntax: ACPCFG Value 

Value See Remarks 


CAL - AUTOCAL (Ch 6) 


Remarks: I nput the AutoCal port configuration. With a full 2-port calibration/reflec¬ 
tion only on both ports (adapter removal) the same command is used for full 
3 and 4-port calibrations with a 4-port AutoCal box. 

Data I/O: Use one of the foil owing strings: 

1X2A, 1X2B, 1X2C, 1A2X, 1B2X, 1C2X, 1X2A3B, 1X2A3C, 1X2B3A, 
1X2B3C,1X2C3A,1X2C3B,1A2X3B, 1A2X3C, 1B2X3A,1B2X3C,1C2X3A, 
1C2X3B, 1A2B3X, 1A2C3X, 1B2A3X, 1B2C3X, 1C2A3X, 1C2B3X, 
1X2A3B4C,1X2A3C4B,1X2B3A4C, 1X2B3C4A 


Related Commands: ACPCFG? 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG or 

UtilityX AUTOCAL CHARACTERIZATION \ PORT CONFIG. 


ACPCFG? Output port configuration for 4 Port AutoCal Box 

Syntax: acpcfg? 


CAL - AUTOCAL (Ch 6) 


Remarks: Output AutoCal configuration for full 2-port, full 3-port, or full 4-port cali¬ 
bration/reflection only on both ports (adapter removal) with a 4-port 
AutoCal box. 

Data I/O: Output string is the same as for the input string for the command ACPCFG. 
Related Commands: ACPCFG 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG or 

Utility \ AUTOCAL CHARACTERIZATION \ PORT CONFIG. 


ACPL Set the AutoCal port to LEFT 

Syntax: acpl 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


11-34 


MS462XXPM 












COMMAND 

DICTIONARY 


ACPR 


ACPX 


ACPX? 


ACPXA 


ACPXB 


ACPR 

ACPXB 


Set the AutoCal port to RIGHT 
Syntax: acpr 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


Select AutoCal port X for reflection only cal 
Syntax: acpx 


CAL - AUTOCAL (Ch 6) 


Remarks: For REFLECTION ONLY calibration, 1 port (Sll or S22). 


Related Commands: 
Front Panel Key: 


ACP2L, ACP2R, ACPA, ACPB, ACPC, ACPX? 

Cal\ AUTOCALX CHANGE SETUP \ PORT CONFIG \ SELECT 
AUTOCAL PORT FOR VNA PORT 


Output AutoCal port selected for reflection only cal 
Syntax: acpx? 


CAL - AUTOCAL (Ch 6) 


Remarks: For REFLECTION ONLY calibration, 1 port (Sll or S22). 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

1 for AutoCal port-X 

2 for AutoCal port-A 

3 for AutoCal port-B 

4 for AutoCal port-C 

Related Commands: ACP2L, ACP2R, ACPA, ACPB, ACPC, ACPX 


Front Panel Key: Cal \ AUTOCALX CHANGE SETUP X PORT CONFIG X SELECT 
AUTOCAL PORT FOR VNA PORT 


Set AutoCal connected path to port X-A 
Syntax: acpxa 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Utility X DIAGNOSTICS X AUTOCAL ASSURANCE X SELECT PATH 


Set AutoCal connected path to port X-B 
Syntax: acpxb 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Utility X DIAGNOSTICS X AUTOCAL ASSURANCE X SELECT PATH 
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ACPXC 

ACRFL? 

COMMAND 

DICTIONARY 


ACPXC Set AutoCal connected path to port X-C 

Syntax: acpxc 

Front Panel Key: Utility \ DIAGNOSTICS\ AUTOCAL ASSURANCE \ SELECT PATH 

ACR1AL2 Set adapter removal port to R=1 and ADAPT &. 

L=2 


Syntax: 

ACR1AL2 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ ADAPTER REMOVAL \ SE¬ 
LECT PORTS\ R=l, ADAPT & L^ 


ACR1L2 Set the AutoCal ports to R=1 and L=2 


Syntax: 

ACR1L2 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ PORT CONFIG \ PORT 
CONFIG or 

UtilityX AUTOCAL CHARACTERIZATION \ PORT CONFIG. 


ACRFL Enter number of averaging for reflection 


Syntax: 

Value 

Units: 

ACRFL Value Units 

ASCII <NRf>number 

XXI 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP X AVERAGING X REFLECTION 


ACRFL? Output number of averaging for reflection 


Syntax: 

ACRFL? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X AVERAGING X REFLECTION 
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COMMAND 

DICTIONARY 

ACSll 

ACSF4P 


ACS11 Set AutoCal typetoSll 


Syntax: 

ACSll 

Related Commands: 

ACS11S22, ACS22 

Front Panel Key: 

Cal \ AUTOCAL \ SELECT CAL TYPE \ Sll REFL 


ACS11S22 Set AutoCal type to both Sll and S22 


Syntax: 

ACS11S22 

Related Commands: 

ACSll, ACS22 

Front Panel Key: 

Cal \ AUTOCAL \ SELECT CAL TYPE \ 2 PORT REFL 


ACS22 Set AutoCal type to S22 


Syntax: 

ACS22 

Related Commands: 

ACS11S22, ACSll 

Front Panel Key: 

Cal \ AUTOCAL \ SELECT CAL TYPE \ S22 REFL 


ACSF2P Set AutoCal type to full 2-port 

Syntax: acsf2p 

Front Panel Key: Cal \ AUTOCAL \ SELECT CAL TYPE \ FULL 2-PORT 

ACSF3P Set AutoCal type to full 3-port 

Syntax: acsf3p 

Front Panel Key: Cal \ AUTOCAL \ SELECT CAL TYPE \ FULL 3-PORT 

ACSF4P Set AutoCal type to full 4-port 


Syntax: 

ACSF4P 

Front Panel Key: 

Cal \ AUTOCAL \ SELECT CAL TYPE \ FULL 4-PORT 
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ACSHORT 

ACTHRU12T0 

COMMAND 

DICTIONARY 


ACSHORT Set AutoCal standard to short 


Syntax: 

ACSHORT 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE \ SELECT CAL 
STANDARDX SHORT 


ACSTD? Output AutoCal standard 


Syntax: 

ACSTD? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

1 for OPEN 

2 for SHORT 

3 for LOAD 

4for THRU 

5for ASSURANCE 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X SELECT CAL 
STANDARD 


ACSTMEA Continue AutoCal Thru update 


Syntax: 

ACSTMEA 

Front Panel Key: 

CalX AUTOCAL X THRU UPDATE START THRU UPDATE X MEA¬ 
SURE DEVICES 


ACTHRU Set AutoCal standard to Thru 


Syntax: 

ACTHRU 

Front Panel Key: 

UtilityX DIAGNOSTICSX AUTOCAL ASSURANCE X SELECT CAL 
STANDARDX THRU 


ACTHRU12T0 Do port 1, 2 thru measurement using AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU12T0 

Related Commands: 

ACTH RU12T1, ACTH RU12X? 

Front Panel Key: 

CalX AUTOCAL X CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 
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COMMAND 

DICTIONARY 

ACTHRU12T1 

ACTHRU13T1 


ACTHRU12T1 Do port 1, 2 thru measurement using TRUE THRU 


Syntax: 

ACTHRU12T1 

Related Commands: 

ACTH RU12T0, ACTH RU12X? 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTHRU12X? Output selection of port 1, 2 thru measurement 


Syntax: 

ACTHRU12TX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follow: 

Ofor use AutoCal THRU for THRU measurement 

Ifor useTRUE THRU for THRU measurement 

2 for omit THRU measurement 

Related Commands: 

ACTH RU 12T0, ACTH RU 12T1 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


ACTHRU13T0 Do port 1, 3 thru measurement using AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU13T0 

Related Commands: 

ACTH RU 13T1, ACTH RU 13X? 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


ACTHRU13T1 Do port 1, 3 thru measurement using TRUE THRU 


Syntax: 

ACTHRU13T1 

Related Commands: 

ACTH RU 13T0, ACTH RU 13X? 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 
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ACTHRU13X? 

ACTHRU14X? 

COMMAND 

DICTIONARY 


ACTHRU13X? Output selection of port 1, 3 thru measurement 


Syntax: 

ACTHRU13TX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor use AutoCal THRU for THRU measurement 

Ifor useTRUE THRU for THRU measurement 

2 for omit THRU measurement 

Related Commands: 

ACTH RU13T0, ACTH RU13T1 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTHRU14T0 Do port 1, 4 thru measurement using AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU14T0 

Related Commands: 

ACTH RU 14T1, ACTH RU 14X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTHRU14T1 Do port 1,4 thru measurement using TRUE THRU 


Syntax: 

ACTHRU14T1 

Related Commands: 

ACTH RU 14T0, ACTH RU 14X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTHRU14X? Output selection of port 1, 4 thru measurement 


Syntax: 

ACTHRU14TX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor use AutoCal THRU for THRU measurement 

Ifor useTRUE THRU for THRU measurement 

2 for omit THRU measurement 

Related Commands: 

ACTH RU 14T0, ACTH RU 14T1 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 
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COMMAND 

DICTIONARY 

ACTHRU23T0 

ACTHRU24T0 


ACTHRU23T0 Do port 2, 3 thru measurement using AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU23T0 

Related Commands: 

ACTH RU 23T1, ACTH RU 23X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTHRU23T1 Do port 2, 3 thru measurement using TRUE THRU 


Syntax: 

ACTHRU23T1 

Related Commands: 

ACTH RU 23T0, ACTH RU 23X? 

Front Panel Key: 

Cal\ AUTOCALX CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTHRU23X? Output selection of port 2, 3 thru measurement 


Syntax: 

ACTHRU23TX? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

Ofor use AutoCal THRU for THRU measurement 

Ifor use TRUE THRU for THRU measurement 

2 for omit THRU measurement 

Related Commands: 

ACTH RU 23T0, ACTH RU 23T1 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
OMIT/THRU LINE LENGTH 


ACTHRU24T0 Do port 2, 4 thru measurement usi ng AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU24T0 

Related Commands: 

ACTH RU 24T1, ACTH RU 24X? 

Front Panel Key: 

CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
OMIT/THRU LINE LENGTH 
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ACTHRU24T1 

ACTHRU34T1 

COMMAND 

DICTIONARY 


ACTHRU24T1 Do port 2, 4 thru measurement using TRUE THRU 


Syntax: 

ACTHRU24T1 

Related Commands: 

ACTH RU 24T0, ACTH RU 24X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTHRU24X? Output selection of port 2, 4 thru measurement 


Syntax: 

ACTHRU24TX? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

Ofor use AutoCal THRU for THRU measurement 

Ifor useTRUE THRU for THRU measurement 

2 for omit THRU measurement 

Related Commands: 

ACTHRU24T0, ACTHRU24T1 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTHRU34T0 Do port 3, 4 thru measurement usi ng AutoCal 

THRU or omit THRU depending on the port config¬ 
uration 


Syntax: 

ACTHRU34T0 

Related Commands: 

ACT H R U 34T1, ACT H R U 34X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTHRU34T1 Do port 3, 4 thru measurement using TRUE THRU 


Syntax: 

ACTHRU34T1 

Related Commands: 

ACTH RU 34T0, ACTH RU 34X? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 
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COMMAND 

DICTIONARY 


ACTHRU34X? 

ACTOLP12? 


ACTHRU34X? Output selection of port 3, 4 thru measurement 


CAL - AUTOCAL (Ch 6) 


Syntax: acthru34tx? 

Data I/O: Outputs data using ASCI I <MR1> integer values as follows: 
Ofor useAutoCal THRU for THRU measurement 
Ifor use TRUE THRU for THRU measurement 
2 for omit THRU measurement 


Related Commands: 
Front Panel Key: 


ACTHRU34T0, ACTHRU34T1 

Cal\ AUTOCALX CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTOLP12 


E nter port 1, 

Syntax: 

X/alue 

Units: 


Data I/O: 
Related Commands: 


Front Panel Key: 


2 thru line length for AutoCal 

ACT0LP12 Value Units 

0.0 - 9999.999 (meters) 

M, MTR, MM,MMT, CM,CMT 

Input data using an ASCII <NRf> number. 

ACTOLP12? 


CAL - AUTOCAL (Ch 6) 


CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 


CAL - AUTOCAL (Ch 6) 


ACTOLP12? Output port 1, 2 thru offset length for AutoCal 

Syntax: actolp12? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Related Commands: ACTOLP12 


Front Panel Key: CalX AUTOCALX CHANGE SETUP X THRU ASSIGNMENT X 
AUTOCAL/THRU LINE LENGTH 
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ACTOLP13 

ACTOLP14? 

COMMAND 

DICTIONARY 


ACT0LP13 Enter port 1, 3 thru line length for AutoCal 


Syntax: 

Value 

Units: 

ACTOLP13 Value Units 

0.0 - 9999.999 (meters) 

M, MTR, CM,CMT 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Related Commands: 

ACTOLP13? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTOLP13? Output port 1, 3 thru offset length for AutoCal 


Syntax: 

ACTOLP13? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACTOLP13 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTOLP14 Enter port 1, 4thru line length for AutoCal 


Syntax: 

Value 

Units: 

ACTOLP14 Value Units 

0.0 - 9999.999 (meters) 

M, MTR, CM,CMT 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Related Commands: 

ACTOLP14? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 


ACTOLP14? Output port 1, 4 thru offset length for AutoCal 


Syntax: 

ACTOLP14? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACTOLP14 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
AUTOCAL/THRU LINE LENGTH 
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COMMAND 

DICTIONARY 


ACTOLP23 

ACTOLP24? 


ACTOLP23 Enter port 2, 3 thru line length for AutoCal 

Syntax: ACT0LP23 Value Units 

Value 0.0 - 9999.999 (meters) 

Units: M,MTR,MM,MMT,CM,CMT 

Data I/O: I nput data using an ASCI I <NRf>number. 

Related Commands: ACTOLP23? 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTOLP23? Output port 2, 3 thru offset length for AutoCal 

Syntax: actolp2 3? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Related Commands: ACTOLP23 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTOLP24 Enter port 2, 4 thru line length for AutoCal 

Syntax: ACT0LP2 4 Value Units 

Value 0.0 - 9999.999 (meters) 

Units: M,MTR,MM,MMT,CM,CMT 

Data I/O: I nput data using an ASCI I <NRf>number. 

Related Commands: ACTOLP24? 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTOLP24? Output port 2, 4 thru offset length for AutoCal 

Syntax: actolp2 4? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Related Commands: ACTOLP24 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Cal \ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 
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ACTOLP34 

ACTUAVG? 

COMMAND 

DICTIONARY 


ACTOLP34 Enter port 3, 4 thru line length for AutoCal 


Syntax: 

Value 

Units: 

ACTOLP34 Value Units 

0.0 - 9999.999 (meters) 

M, MTR, MM,MMT, CM,CMT 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Related Commands: 

ACTOLP34? 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTOLP34? Output port 3, 4 thru offset length for AutoCal 


Syntax: 

ACTOLP34? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

ACTOLP34 

Front Panel Key: 

Cal\ AUTOCAL \ CHANGE SETUP \ THRU ASSIGNMENT \ 
OMIT/THRU LINE LENGTH 


ACTUAVG Enter number of averaging for AutoCal Thru up¬ 

date 


Syntax: 

Value 

Units: 

ACTUAVG Value Units 

ASCII <NRf>number 

XXI 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ AVERAGING \ THRU or Cal \ 
AUTOCAL \ THRU UPDATE \ NUMBER OF THRU AVERAGES 


ACTUAVG? Output number of averaging for AutoCal Thru up¬ 
date 


Syntax: 

ACTUAVG? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal \ AUTOCAL \ CHANGE SETUP \ AVERAGING \ THRU or Cal \ 
AUTOCAL \ THRU UPDATE \ NUMBER OF THRU AVERAGES 
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COMMAND 

DICTIONARY 


ACTULS 

ADDIP? 


ACTULS 


ACX? 


ADD 


ADDGP? 


ADDIP? 


Apply last Thru update calibration setup 
Syntax: actuls 


CAL - AUTOCAL (Ch 6) 


Output AutoCal type 
Syntax: acx? 


CAL - AUTOCAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ifor Sll 
2 for S22 

3for FULL 2 PORT 
4for ADAPTER REMOVAL 
5for FULL 3 PORT 
6for FULL 4 PORT 
7 for BOTH SllandS22 

Front Panel Key: Cal \ AUTOCAL \ SELECT CAL TYPE 


Select addition as trace math for active channel 
Syntax: add 


DISPLAY (Ch 5) 


Remarks: Store trace data to memory. Issue this command then normalize the trace to 
display the complex addition result of measured data and memory data. 

Related Commands: CH 1-CH4, STD, DNM 

Front Panel Key: Display \ TRACE MEMORY\ SELECT TRACE MATH \ ADD (+) 


Output instrument GPIB address 
Syntax: addgp? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Utility \ REMOTE INTERFACE \ GPIB SETUP \ IEEE-488.2 


UTILITY (Ch 5) 


UTILITY (Ch 5) 


Output instrument network IP address 
Syntax: addip? 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 

Front Panel Key: Utility \ REMOTE INTERFACE \ NETWORK SETUP \ INSTRUMENT 
IP 
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ADDNDSG 

ADDPM? 


COMMAND 

DICTIONARY 


ADDNDSG 


Add the next defined segment or go to the next se 
ment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: addndsg 

Related Commands: DSGNO, DSGNO? 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ ADD NEXT SEGMENT 


ADDPLT Enter plotter GPIB address 

Syntax: ADDPLT Value Units 

Value 0-31 
Units: XXI 


UTILITY (Ch 5) 


Front Panel Key: Utility \ REMOTE INTERFACE \ GPIB SETUP \ PLOTTER 


ADDPLT? 


Output plotter GPIB address 
Syntax: addplt? 


UTILITY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Utility \ REMOTE INTERFACE \ GPIB SETUP \ PLOTTER 


ADDPM 


Enter power meter GPI B address 

Syntax: ADDPM Value Units 

Value 0-31 
Units: XXI 


UTILITY (Ch 5) 


Front Panel Key: Utility \ REMOTE INTERFACE \ GPIB SETUP \ POWER METER 


ADDPM? 


Output power meter GPIB address 
Syntax: addpm? 


UTILITY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Utility \ REMOTE INTERFACE \ GPIB SETUP \ POWER METER 
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COMMAND 

DICTIONARY 


COMMAND 

DICTIONARY 

ADDSRC2 

ADDSRC3? 


ADDSRC2 Enter external source 2 GPIB address 


Syntax: 

Value 

Units: 

ADDSRC2 Value Units 

0-31 

XXI 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 2\ GPIB ADDRESS 


ADDSRC2? Output external source 2 GPI B address 


Syntax: 

ADDSRC2? 

Data I/O: 

Outputs data using ASCII <NRl>integer values. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 2\ GPIB ADDRESS 


ADDSRC3 Enter external source 3 GPI B address 


Syntax: 

Value 

Units: 

ADDSRC3 Value Units 

0-31 

XXI 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 3\ GPIB ADDRESS or 

Utility \ REMOTE INTERFACE \ GPIB SETUP \ EXTERNAL 

SOURCE 3 


ADDSRC3? Output external source 3 GPI B address 


Syntax: 

ADDSRC3? 

Data I/O: 

Outputs data using ASCII <NRl>integer values. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 3\ GPIB ADDRESS or 

Utility \ REMOTE INTERFACE \ GPIB SETUP \ EXTERNAL 

SOURCE 3 
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ADDSRC4 

ADPL? 

COMMAND 

DICTIONARY 


ADDSRC4 Enter external source4GPIB address 


Syntax: 

Value 

Units: 

ADDSRC4 Value Units 

0-31 

XXI 

Data I/O: 

1 nput data using an ASCI 1 <NRf>number. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 4\ GPIB ADDRESS or 

UtilityX REMOTE INTERFACE \ GPIBSETUP\ EXTERNAL 

SOURCE 4 


ADDSRC4? Output external source 4 GPI B address 


Syntax: 

ADDSRC4? 

Data I/O: 

Outputs data using ASCII <NRl>integer values. 

Front Panel Key: 

ConfigX SOURCE \ SOURCE 4\ GPIB ADDRESS or 

UtilityX REMOTE INTERFACE X GPIBSETUPX EXTERNAL 

SOURCE 4 


ADPL Enter electrical length for adapter removal 


Syntax: 

Value 

Units: 

ADPL Value Units 

A number in ASCI 1 <NRF>format 

Units of time: S, MS, US, PS 

Front Panel Key: 

CalX MORE X PERFORM ADAPTER REMOVAL X ELECTRICAL 
LENGTH OF THE ADAPTER 


ADPL? Output electrical length for adapter removal 


Syntax: 

ADPL? 

Data I/O: 

Outputs electrical length for adapter removal using ASCII <NR3>format. 

Front Panel Key: 

CalX MORE X PERFORM ADAPTER REMOVAL X ELECTRICAL 
LENGTH OF THE ADAPTER 
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COMMAND 

DICTIONARY 


ADRIVE 


AFT 


AHO 


AH1 


ADRIVE 

AHl 


Select the floppy drive as the default drive 
Syntax: adrive 


UTILITY - DISK (Ch 9) 


Remarks: All disk operations which do not specify a drive will be performed on the 
floppy drive. 

Related Commands: CDRIVE, CD, CWD? 


Simulate transmission frequency response calibra¬ 
tion forward path 

Syntax: aft 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: I Cl, CON. Also see CFT, OCl 


Turn automatic DUT protection off 
Syntax: aho 

Related Commands: AHl, AHX? 

Front Panel Key: Config \ HOLD\ DUT/AUT PROTECTION OFF 


CONFIG (Ch 5) 


Turn automatic DUT protection on 
Syntax: ahi 

Related Commands: AHO, AHX? 

Front Panel Key: Config \ HOLD\ DUT/AUT PROTECTION ON 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


AHX? 

ALTSO 


AHX? 


Output automatic OUT protection on/off status 
Syntax: ahx? 


CONFIG (Ch 5) 


Data I/O: Outputs automatic DUT protection on/off status using ASCI I <NRl>format 
as follows: 

Ofor Automatic DUT Protection is OFF 
1 for Automatic DUT Protection is ON 


Related Commands: AHO, AHl 

Front Panel Key: Config \ HOLD\ DUT/AUT PROTECTION 


ALC 


Perform ALC loop internal calibration 
Syntax: alc 


UTILITY - DIAGNOSTICS (Ch 9) 


Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS \ HARDVWVRE CAL \ SOURCE ALC CAL \ 
START CAL 


ALCERRS1? Output source 1 ALC calibration error 

Syntax: alcerrsi? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: ALCERRS2? 


CAL (Ch 6) 


ALCERRS2? Output source 2 ALC calibration error 

Syntax: alcerrs2? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: ALCERRSI? 


CAL (Ch 6) 


ALTSO Turn alternate sweep mode off 

Syntax: altso 

Front Panel Key: Sweep \ ALTERNATE SWEEP OFF 


SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 

ALTSI 

ANNCOL 


ALTS1 Turn alternate sweep mode on 

Syntax: altsi 

Front Panel Key: Sweep \ ALTERNATE SWEEP ON 
ALTSX? Output alternate sweep mode on/off status 


Syntax: 

ALTSX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Front Panel Key: 

Sweep \ ALTERNATE SWEEP 


AMKR Select active marker on all channels marker mode 


Syntax: 

AMKR 

Related Commands: 

FMKR, NMKR, SMKR, XMKR? 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS\ ACTIVE MARKER ON 
ALL CHANNELS 


ANNCOL Enter the color number for annotation and menu 

text 


Syntax: 

Value 

ANNCOL Value 

Oto 47 

Remarks: 

Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: 

DATCOL, GRTCOL, LAYCOL, MKRCOL, M NUCOL, TRCCOL, ANNCOL? 

Front Panel Key: 

Utility \ COLOR SETUP \ ANNOTATION AND MENU XX COLOR 
NAME 
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ANNCOL? 

AON 


COMMAND 

DICTIONARY 


ANNCOL? Output the color number for annotation and menu 

text 

Syntax: anncol? 


UTILITY (Ch 9) 


Data I/O: Outputs the color palette number in ASCI I <NRl>format. 

Related Commands: DATCOL?, GRTCOL?, LAYCOL?, MKRCOL?, MNUCOL?,TRCCOL?, 
ANNCOL 

Front Panel Key: Utility \ COLOR SETUP \ ANNOTATION AND MENU XX COLOR 
NAME 


AOF 


Turn averaging off 
Syntax: aof 

Remarks: Restarts the sweep. Does not change the currently set number. 
Related Commands: AVG, WFS 

Front Panel Key: Avg \ AVERAGE OFF 


AVG (Ch 5) 


AOF? 


Output averaging on/off status 
Syntax: aof? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Related Commands: AOF, AVG 

Front Panel Key: Avg \ AVERAGE 


AVG (Ch 5) 


AON 


Turn averaging on 
Syntax: aon 


AVG (Ch 5) 


Remarks: Restarts the sweep, but does not change the averaging value that is cur¬ 
rently set. 

Rel ated Commands: AVG, AOF, WF S 
Front Panel Key: Avg \ AVERAGE ON 
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COMMAND 

DICTIONARY 


APPC12T? 


APPC3P? 


APPC4P? 


APPDEVM 


APPDEVS 


APPC12T? 

APPDEVS 


Output 12 Term calibration done status 
Syntax: appc12t? 

Data I/O: Outputs data using ASCI I <MR1> integer values as follows: 
0for OFF 
1 for ON 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL 


Output 3-port calibration done status 
Syntax: appc3p? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL 


Output 4-port calibration done status 
Syntax: appc4p? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 

Front Panel Key: Cal \ PERFORM CAL 4PORT CAL 


CAL (Ch 6) 


Select mixer device type for application 
Syntax: appdevm 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER 


Select standard device type for application 
Syntax: appdevs 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE STAN¬ 
DARD 
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COMMAND 

DICTIONARY 


APPDEVX? 

APPFTGD 


APPDEVX? 


Output device type for application 


APPL (Ch 10) 


Syntax: appdevx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ifor MIXER 
2for DIPLEXER 
3 for TWO PORT 
4for THREE PORT 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE STAN¬ 
DARD 


APPENTC Set application entry state to current state 

Syntax: appentc 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ ENTRY STATE CURRENT 


APPENTP Set application entry state to previous state 

Syntax: appentp 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ ENTRY STATE PREVIOUS 


APPENTX? Output appi i cat! on entry state 

Syntax: appentx? 


APPL (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ifor CURRENT 
2for PREVIOUS 

Front Panel Key: Appi \ CHANGE APPLICATION SETUP \ ENTRY STATE 


APPFTGD Select frequency translation group delay applica¬ 

tion type 

Syntax: appftgd 


APPL - FTGD (Ch 10) 


Front Panel Key: Appi \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY 
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COMMAND 

DICTIONARY 


APPGCF 


APPGCP 


APPHAR 


APPIMD 


APPLORCWO 


APPGCF 

APPLORCWO 


Select swept frequency gain compression applica¬ 
tion type 

Syntax: appgcf 


APPL (Ch 10) 


Remarks: Must beinTR mode first. Automatically switches out of Mixer device type 
upon entry and restores device type upon exit. 

Front Panel Key: AppI \ SWEPT FREQUENCY GAIN COMPRESSION 


Select swept power gain compression application 
type 

Syntax: appgcp 


APPL (Ch 10) 


Remarks: Must beinTR mode first. Automatically switches out of Mixer device type 
upon entry and restores device type upon exit. 


APPL (Ch 10) 


Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION 

Select harmonic application type 
Syntax: apphar 
Remarks: Non-mixer only 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) 


Select IMD application type 
Syntax: appimd 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD 


Turn off LO CW mode 
Syntax: applorcwo 


APPL (Ch 10) 


Front Panel Key: Appl\ CHANGE APPLICATION SETUP \ 3DEVICE TYPE MIXER \ 

MEASUREMENT TYPE \ FREQUENCY TRANSLATION GROUP DE- 
LAY\ LO/RECEIVER SETUP \ LOCWMODE OFF 
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APPLORCWl 

APPLORCWX? 

COMMAND 

DICTIONARY 


APPL0RCW1 Turn on LO CW mode 


Syntax: 

APPLORCWl 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ FREQUENCYTRANSLATION GROUP DE- 
LAY\ LO/RECEIVER SETUP \ LOCWMODE ON 


APPLORCWF E nter LO CW frequency 


Syntax: 

Value 

Units: 

APPLORCWF Value Units 

Frequency 

HZ, KHZ, MHZ, GHZ 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ NOISE FIGURE \ LO/RCVR SETUP \ LO 
CWMODEONX LOCWFREQUENCY 


APPLORCWF? Output LO CW frequency 


Syntax: 

APPLORCWF? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ FREQUE NCY TRANSLATION GROUP DE- 
LAY\ LO/RECEIVER SETUP \ LOCWMODE ON \ LO CW 
FREQUENCY 


APPLORCWX? Output LO CW on/off status 


Syntax: 

APPLORCWX? 

Data I/O: 

Outputs ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ FREQUE NCY TRANSLATION GROUP DE- 
LAY\ LO/RECEIVER SETUP \ LOCWMODE ON/OFF 
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COMMAND 

DICTIONARY 

APPLOROFF 

APPLORRCN 


APPLOROFF Enter LO offset frequency 


Syntax: 

Value 

Units: 

APPLOROFF Value Units 

Frequency 

HZ, KHZ, MHZ,GHZ 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ FREQUENCYTRANSLATION GROUP DE- 
LAY\ LO/RECEIVER SETUP \ LOCWMODE OFF\ LO OFFSET 
FROM RF 


APPLOROFF? Output LO offset frequency 


Syntax: 

Value 

Units: 

APPLOROFF? Value Units 

Frequency 

HZ, KHZ, MHZ, GHZ 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values. 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ CHANGE APPLICATION 
SETUP \ DEVICE TYPE MIXER \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY\ LO/RECEIVER 
SETUP \ LOCWMODE OFF \ LO OFFSET FROM RF 


APPLORRCD Select receiver down conversion 


Syntax: 

APPLORRCD 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ CHANGE APPLICATION 
SETUP \ DEVICE TYPE MIXER \ MEASUREMENT TYPE \ NOISE 
FIGURE \ LO/RCVR SETUP \ RCVR CONVERSION \ DOWN 


APPLORRCN Select receiver no conversion 


Syntax: 

APPLORRCN 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ CHANGE APPLICATION 
SETUP \ DEVICE TYPE MIXER \ MEASUREMENT TYPE \ NOISE 
FIGURE \ LO/RCVR SETUP \ RCVR CONVE RSION \ NONE 
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APPLORRCU 

APPLORS4 

COMMAND 

DICTIONARY 


APPLORRCU Select receiver up conversion 


Syntax: 

APPLORRCU 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ NOISE FIGURE \ LO/RCVR SETUP \ 

RCVR CONVERSION \ UP 


APPLORRCX? Output receiver conversion type 


Syntax: 

APPLORRCX? 

Data I/O: 

Outputs ASCII <NR1> integer values as follows: 

Ofor NO CONVERSION 

1 for U P 

2 for DOWN 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ NOISE FIGURE \ LO/RCVR SETUP \ 

RCVR CONVERSION 


APPLORS2 Select source 2 for LO 


Syntax: 

APPL0RS2 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ IMD\ LO/RECEIVER SETUP \ LOIS 
SOURCE 2 


APPLORS3 Select source 3 for LO 


Syntax: 

APPL0RS3 

Front Panel Key: 

AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ IMD\ LO/RECEIVER SETUP \ LOIS 
SOURCE 3 


APPLORS4 Select source 4 for LO 


Syntax: 

APPL0RS4 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ IMD\ LO/RECEIVER SETUP \ LOIS 
SOURCE 4 
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COMMAND 

DICTIONARY 


APPLORSX? 


APPNF 


APPSWPC 


APPSWPS 


APPSWPX? 


APPLORSX? 

APPSWPX? 


Output LO source number 
Syntax: applorsx? 


APPL (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE MIXER \ 
MEASUREMENT TYPE \ IMD\ LO/RECEIVER SETUP \ LOIS 
SOURCE (X) 


Select noise figure application type 
Syntax: appnf 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE 


Set application sweep mode to CW receiver 
Syntax: appswpc 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ SWEEP MODE CW RCVR or \ 

IMD \ SWE E P MODE CW RCVR 


Set application sweep mode to source sweep 
Syntax: appswps 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ SWEEP MODE SOURCE or \ 
IMD \ SWEEP MODE SOURCE 


Output application sweep mode 
Syntax: appswpx? 

Data I/O: OutputsASCII <NR1> integer values as follows: 
Ifor FREOUENCY 
2 for CW RCVR. 


APPL (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ SWEEP MODE or \ IMD\ 
SWEEP MODE 
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APPTR 

APR? 

COMMAND 

DICTIONARY 


APPTR Select transmission and reflection application type 


Syntax: 

APPTR 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
TRANSMISSION AND REFLECTION 


APPX? Output application type 


Syntax: 

APPX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ifor GROUP DELAY CALIBRATION 

2 for TRAN SMI SSI ON AND REFLECTION APPICATION 

3for SWEPT POWER GAIN APPLICATION 

4for SWEPT FREOUENCY GAIN APPLICATION 

SforTOI APPLICATION 

6for HARMONIC APPLICATION 

7for NOISE FIGURE APPLICATION 

8for MIXER CONVERSION LOSS APPLICATION 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE 


APR Enter group delay aperture setting on active chan¬ 

nel 


Syntax: 

Value 

Units: 

APR Value Units 

0.0 to 20.0 

XX1,XX3, XM3 

Related Commands: 

CH1-CH4, DLA 

Front Panel Key: 

Display \ GRAPH TYPE \ GROUP DELAY then \ SCALE \ 
APERATURE XJC PERCENT OF SWEEP 


APR? Output group delay aperture setting on active 

channel 


Syntax: 

APR? 

Data I/O: 

Outputs value in ASCI 1 <NR3>format. 

Front Panel Key: 

Display \ GRAPH TYPE \ GROUP DELAY then \ SCALE \ 
APERATURE XJC PERCENT OF SWEEP 
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COMMAND 

DICTIONARY 


APRXSTP 

ARF 


APRXSTP E nter approxi mate stop frequency 

Syntax: aprxstp 


CAL (Ch 6) 


Datal/0: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<MR3>. 

Related Commands: APRXSTP? 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 

12-TERM \ INCLUDE ISOLATION \ TIME DOMAIN (HARMONIC)\ 
APPROXIMATE STOP 


APRXSTP? 


Output approximate stop frequency 
Syntax: aprxstp? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 

12-TERM \ INCLUDE ISOLATION \ TIME DOMAIN (HARMONIC)\ 
APPROXIMATE STOP 


ARB 


Simulate reflection only calibration both ports 
Syntax: are 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC6, CON. Also see CRB, OC1-OC6. 


ARF 


Simulate reflection only calibration port 1 
Syntax: arf 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC6, CON. Also see CRB, OC1-OC6. 
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COMMAND 

DICTIONARY 


ARR 

ASP 


ARR 


Simulate reflection only calibration port 2 


CAL (Ch 6) 


Syntax: arr 

Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: IC1-IC3, CON. Also see CRR, OC1-OC3 


ART 


Simulate translation frequency response calibra¬ 
tion reverse path 

Syntax: art 


CAL (Ch 6) 


Remarks: Sets the error correction type you wish to simulate; the command does not 
perform a calibration. After issuing this command, input the calibration 
data arrays you wish to apply to the measured data then issue the CON 
command to turn on correction. 


Related Commands: I Cl, CON. Also see CRT, OCl 


ASC Autoscale the active channel display 

Syntax: asc 

Remarks: For best results, wait for a full sweep before issuing command 
Related Commands: CH1-CH4, WFS 

Front Panel Key: Display \ AUTOSCALE 


DISPLAY (Ch 5) 


ASP Enter polar stop sweep position angle 

Syntax: asp Value Units 

Value -360.00 to 360.00 
Units: DEG 


DISPLAY (Ch 5) 


Related Commands: CH1-CH4, PCP, PCS, AST 

Front Panel Key: Display \ GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 

SCALE \ SELECT POLAR CHART MODE \ SET SWEEP POSITION 
BOUNDARIES STOP ANGLE 
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COMMAND 

DICTIONARY 


ASP? 

ATTN 


ASP? 


AST 


AST? 


ATTN 


Output polar stop sweep position angle 
Syntax: asp? 


DISPLAY (Ch 5) 


Data I/O: Outputs value in ASCI I <NR3>format. 

Front Panel Key: Display \GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 

SCALE \ SELECT POLAR CHART MODE \ SET SWEEP POSITION 
BOUNDARIES STOP ANGLE 


Enter polar start sweep position angle 

Syntax: AST Value Units 

Value -360.00 to 360.00 
Units: DEG 


DISPLAY (Ch 5) 


Related Commands: CH 1-CH4, PCP, PCS, ASP 

Front Panel Key: Display \GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 

SCALE \ SELECT POLAR CHART MODE \ SET SWEEP POSITION 
BOUNDARIES START ANGLE 


Output polar start sweep position angle 
Syntax: ast? 


DISPLAY (Ch 5) 


Data I/O: Outputs value in ASCI I <NR3>format. 

Front Panel Key: Display \GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 

SCALE \ SELECT POLAR CHART MODE \ SET SWEEP POSITION 
BOUNDARIES START ANGLE 


Attach next segment and make it the active seg¬ 
ment 

Syntax: attn 


DISPLAY - LIMITS (Ch 7) 


Related Commands: CH1-CH4, LOI-LIO, UOI-UIO, DIS, BEGN 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTS\ EDIT LOWER (UPPER) LIMITS\ AT¬ 
TACH NEXT 
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COMMAND 

DICTIONARY 


AVG 

BAC 


AVG Enter averaging count and turn it on 

Syntax: AVG Value Units 

Value 1 to 4095 
Units: XXI, XX3, XM3 

Remarks: Restarts the sweep. 

Related Commands: AOF 

Front Panel Key: Avg \ DATA AVERAGE 

AVG? Output averaging count 

Syntax: avg? 

Data I/O: Outputs a value in ASCI I <NRl>format. 
Front Panel Key: Avg \ DATA AVERAGE 


AVG (Ch 5) 


AVG (Ch 5) 


AVGCNT? Output the current Sweep-by-Sweep average 

sweep count 

Syntax: avgcnt? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 
Related Commands: RSTAVG 

Front Panel Key: Avg \ AVERAGING TYPE 


AVG (Ch 5) 


BAC 


Perform backend attenuator calibration 
Syntax: bag 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX HARDVWVRE CAL \ BACKEND ATTENU¬ 
ATOR CAL \ START CAL \ CALIBRATING BACKEND ATTENU¬ 
ATOR 
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COMMAND 

DICTIONARY 


BBL 


BBLP3 


BBLP4 


BBX? 


BBL 

BBX? 


Select broadband load for calibration 
Syntax: bbl 
Related Commands: SLD 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ LOAD TYPE \ BROADBAND FIXED 
LOAD 


Select broadband load for 3-port calibration 
Syntax: bblp3 


CAL (Ch 6) 


Related Commands: BBLP4 

Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ LOAD TYPE 


Select broadband load for 4-port calibration 
Syntax: bblp4 
Related Commands: BBLP3 


CAL (Ch 6) 


Output load type for calibration broadband/sliding 
load 

Syntax: bbx? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor BROADBAND LOAD 
Ifor SLIDING LOAD 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STE P\ LOAD TYPE 
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band/sliding load 


Syntax: bbxp3? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor BROADBAND LOAD 
Ifor SLIDING LOAD 


Related Commands: BBLP3, SLDP3 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ LOAD TYPE 


BBXP4? Output load type for 4-port calibration broad- 

band/sliding load 

Syntax: bbxp4? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor BROADBAND LOAD 
Ifor SLIDING LOAD 

Related Commands: BBLP4, SLDP4 


CAL (Ch 6) 


BBZ 


Enter broadband load impedance for calibration 


CAL (Ch 6) 


Syntax: BBZ Value Units 

Value 1.0 to 9999.99 
Units: XXI, OHM 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ LOAD TYPE \ BROADBAND FIXED 
LOAD\ IMPEDANCE 


BBZ? 


Output broadband load impedance for calibration 
Syntax: bbz? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ LOAD TYPE\ BROADBAND FIXED 
LOAD\ IMPEDANCE 
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COMMAND 

DICTIONARY 

BBZL 

BCl 


BBZL Enter broadband load inductance for calibration 


Syntax: 

Value 

Units: 

BBZL Value Units 

I nductance value 

XXI 

Data I/O: 

I nductance value in ASCI I <NRF>format. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 


TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ LOAD TYPE \ BROADBAND FIXED 
LOAD\ INDUCTANCE 

BBZL? Output broadband load inductance for calibration 


Syntax: 

BBZL? 

Data I/O: 

Outputs data using ASCI 1 <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 


TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ LOAD TYPE \ BROADBAND FIXED 
LOAD\ INDUCTANCE 

BCO Turn LCD display off (disabled) 

Syntax: bco 

Related Commands: BCl, BCX? 

BC1 Turn LCD display on (enabled) 


Syntax: 

BCl 

Related Commands: 

BCO, BCX? 


MS462XXPM 
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BCKCOL 

BDl 


COMMAND 

DICTIONARY 


BCKCOL 


Enter the color number for background 


UTILITY (Ch 9) 


Syntax: BCKCOL Value 

Value 0to47 

Remarks: Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: ANNCOL, DATCOL, GRTCOL, LAYCOL, MKRCOL, MNUCOL,TRCCOL, 
BCKCOL? 

Front Panel Key: Utility \ COLOR SETUP \ BACKGROUND XX COLOR NAME 


BCKCOL? Output the color number for background 

Syntax: bckcol? 


UTILITY (Ch 9) 


Data I/O: Outputs the color palette number in ASCI I <NRl>format. 

Related Commands: ANNCOL, DATCOL?, GRTCOL?, LAYCOL, MKRCOL?, MNUCOL?, 
TRCCOL?, BCKCOL 

Front Panel Key: Utility \ COLOR SETUP \ BACKGROUND XX COLOR NAME 


BCX? 


Output LCD display on/off status 
Syntax: bcx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


UTILITY (Ch 9) 


0for OFF 
1 for ON 


Related Commands: BCO, BCl 


BD1 


Select band 1 for definition 
Syntax: bdi 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only commands in Multiple Source group may be issued between BDXand 
SVB command pairs. 

Related Commands: SVB, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND 1 
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COMMAND 

DICTIONARY 


BD2 


BD3 


BD4 


BD5 


BD2 

BD5 


Select band 2 for definition 
Syntax: bd2 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only commands in Multiple Source group may be issued between BOX and 
SVB command pairs. 

Related Commands: SVB, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND 2 


Select band 3 for definition 
Syntax: bd3 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only commands in Multiple Source group may be issued between BOX and 
SVB command pairs. 

Related Commands: SVB, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BANDS 


Select band 4for definition 
Syntax: bd4 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only commands in Multiple Source group may be issued between BOX and 
SVB command pairs. 

Related Commands: SVB, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND 4 


Select band 5 for definition 
Syntax: bd5 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only commands in Multiple Source group may be issued between BOX and 
SVB command pairs. 

Related Commands: SVB, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BANDS 


11-71 


MS462XXPM 














COMMAND 

DICTIONARY 


BEEPO 

BEG 


BEEPO Disablethe instrument beeper on GPIB errors 

Syntax: beepo 

Related Commands: BEEPl, BEEPX? 

BEEP1 Enable the instrument beeper on GPI B errors 

Syntax: beepi 

Related Commands: BEEPO, BEEPX? 


UTILITY (Ch 9) 


UTILITY (Ch 9) 


BEEPX? Output GPI B beep on error enable/disable status 

Syntax: beepx? 


UTILITY (Ch 9) 


Data I/O: Outputs a value using ASCI I <NR1> for mat as follows: 
Ofor BEEP DISABLED 
Ifor BEEP ENABLED 

Related Commands: BEEPO, BEEPl 


BEG Begin taking calibration data 

Syntax: beg 


CAL (Ch 6) 


Remarks: After calibration parameters are configured (seeCALI BRATION group), use 
this command to start measuring calibration standards (data-collection pro¬ 
cess). The prompt to connect the first standard will be displayed. After the 
prompt's action is carried out, issue commands to take calibration data for 
that standard and then goto next calibration step. 

Status Reporting: Extended Event Status Register bit 0 will be set when all calibration stan¬ 
dards have been measured and the entire calibration process is complete. 

Related Commands: TC1,TC2,TCD, NCS, RPC, KEC 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ START CAL 
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COMMAND 

DICTIONARY 


BEG3P 


BEG4P 


BEGAC 


BEGACA 


BEGCH 


BEGEN 


BEG3P 

BEGEN 


Begin taking 3-port calibration data 
Syntax: beg3p 


CAL (Ch 6) 


Related Commands: BEG4P 

Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ START CAL 


Begin taking 4-port calibration data 
Syntax: beg4p 
Related Commands: BEG3P 


CAL (Ch 6) 


I nitialize an AutoCal measurement 
Syntax: be gag 

Remarks: UsetheTCD command to begin theactual measurement. 
Front Panel Key: Cal \ AUTOCAL 


CAL - AUTOCAL (Ch 6) 


Start AutoCal assurance 
Syntax: be gaga 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: UtllltyX DIAGNOSTICSX AUTOCAL ASSURANCE \ PERFORM AS¬ 
SURANCE 


Start AutoCal characterization 
Syntax: begch 


CAL - AUTOCAL (Ch 6) 


Front Panel Key: Utility \ AUTOCAL CHARACTERIZATION \ CONTINUE 


Begin taking harmonic enhancement calibration 
data 


APPL - HARMONIC (Ch 10) 


Syntax: be gen 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ EN¬ 
HANCEMENT CAL 


11-73 


MS462XXPM 

















COMMAND 

DICTIONARY 


BEGFTGD 

BEGNF 


BEGFTGD Start frequency translation group delay calibration 

Syntax: begftgd 


APPL- FTGD (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY then Cal \ PERFORM 
CAL 


BEGHAR Begin taking both harmonic enhancement and 

phase calibration 

Syntax: beghar 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ EN¬ 
HANCEMENT & PHASE CAL 


BEGIMD 


Begin taking IMD calibration data 
Syntax: begimd 


APPL - IMP (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ PERFORM CAL \ IMD CAL 


BEGN Begin next segment and make it the active seg¬ 

ment 

Syntax: begn 


DISPLAY - LIMITS (Ch 7) 


Related Commands: ATTN 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ BE¬ 
GIN NEXT 


BEGNF 


Begin taking noise figure calibration data 
Syntax: begnf 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ PERFORM CAL NOISE FIGURE ONLY 
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COMMAND 

DICTIONARY 


BEGNFRF 

BHO 


BEGNFRF 


Begin taking noise figure with RF calibration data 
Syntax: begnfrf 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ PERFORM CAL NOISE FIGURE WITH 12 
TERM 


BEGPH 


Begin taking harmonic phase calibration data 
Syntax: begph 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ PHASE 
CAL 


BEGR 


Begin receiver calibration 


POWER - RECEIVER CAL (Ch 5) 


Syntax: begr 

Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ BEGIN CAL or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ PERFORM CAL \ RECEIVER CAL \ BEGIN CAL or 
Appl\ MEASUREMENT TYPE \ HARMONIC then Cal \ RECEIVER 
SETUP \ RECEIVER CAL\ BEGIN CAL 


CAL - AUTOCAL (Ch 6) 


BEGTU Start AutoCal Thru update 

Syntax: bfgtu 

Front Panel Key: Cal \ AUTOCAL \ THRU UPDATE \ START THRU UPDATE 


BHO Turn bias off while in hold 

Syntax: bho 

Related Commands: BHl, BHX?, HLD 

Front Panel Key: Config \ HOLD\ HOLD CONDITIONS BIAS OFF 


CONFIG (Ch 5) 
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BHl 

BMPT 

COMMAND 

DICTIONARY 


BH1 Turn bias on while in hold 


Syntax: 

BHl 

Related Commands: 

BHO, BHX?, HLD 

Front Panel Key: 

ConfigX HOLD\ HOLD CONDITIONS BIAS ON 


BHX? Output bias on/off during hold status 


Syntax: 

BHX? 

Data I/O: 

Outputs bias on/off during hold status using ASCI 1 <NRl>format as fol¬ 
lows: 

1 for ON 

0for OFF 

Related Commands: 

BHO, BHl 

Front Panel Key: 

ConfigX HOLD\ HOLD CONDITIONS BIAS 


BMPB Select black on white as bitmap type 


Syntax: 

BMPB 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ BITMAP FILE OUTPUT OP¬ 
TIONS BLACK ON WHITE BACKGROUND 


BMPC Select color on white as bitmap type 


Syntax: 

BMPC 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ BITMAP FILE OUTPUT OP¬ 
TIONS COLOR ON WHITE BACKGROUND 


BMPT Select true color as bitmap type 


Syntax: 

BMPT 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ BITMAP FILE OUTPUT OP- 
TIONSTRUE COLOR 
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BMPX? 

BNDNFOFF? 


HARD COPY (Ch 9) 


COMMAND 

DICTIONARY 


BMPX? 


Output bitmap type 


Syntax: bmpx? 

Data I/O: Outputs value using ASCI I <NR1> for mat as follows: 

1 is BLACK ON WHITE 

2 isCOLOR ON WHITE 
SisTRUE COLOR 


Related Commands: BMPB, BMPC, BMPT 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ BITMAP FILE OUTPUT OP¬ 
TIONS 


BNDNFCW? Output multiple source band Noise Figure ENR 
source CW flag 

Syntax: bndnfcw? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: The value is input in ASCII <NRf> format and output using ASCI I <NR1> 
format. 


BNDNFDIV? Output multiple source band Noise Figure ENR 
source divisor 

Syntax: bndnfdiv? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: The value is input in ASCI I <NRf> format and output using ASCI I <NR3> 
format. 


BNDNFMUL? Output multiple source band Noise Figure ENR 
source multiplier 

Syntax: bndnfmul? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: The value is input in ASCI I <NRf> format and output using ASCI I <NR3> 
format. 


BNDNFOFF? Output multiple source band Noise Figure ENR 
source offset 

Syntax: bndnfoff? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: The value is input in ASCII <NRf> format and output using ASCI I <NR3> 
format. 
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BNDRCW? 

BNDROFF? 


COMMAND 

DICTIONARY 


BNDRCW? Output multiple source band receiver CW 

flag for specified band 

Syntax: bndrcw? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ RECEIVER \ C.W. 


BNDRDIV? 


Output multiple source band receiver divisor for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: bndrdiv? Value 

Value <band number> 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX RECEIVER \ DIVISOR 


BNDRMUL? 


Output multiple source band receiver multiplier 
for specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: bndrmul? Value 

Value <band number> 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX RECEIVER \ MULTIPLIER 


BNDROFF? 


Output multiple source band receiver offset for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDROFF? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX RECEIVER \ OFFSET FREQ 
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COMMAND 

DICTIONARY 


BNDRSCW? 

BNDRSOFF? 


BNDRSCW? 


Output multiple source band receiver source CW 
flag 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: bndrscw? Value 

Value See Data I/O below. 


Data I/O: I nput data using an ASCI I <NRf> number. Outputs a value in ASCI I 
<NR1>format as follows: 

0for OFF 
1 for ON 

Default value is OFF 


Related Commands: BNDRSDIV?, BNDRSMUL?, BNDRSOFF? 


BNDRSDIV? 


Output multiple source band receiver source divi¬ 
sor 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDRSDIV? Value 

Value See Data I/O below. 


Data I/O: I nput data using an ASCI I <NRf> number; outputs a value in ASCI I <NR3> 
format. Default value is 1.0. 


Related Commands: BNDRSCW?, BNDRSMUL?, BNDRSOFF? 


BNDRSMUL? 


Output multiple source band receiver source multi 
plier 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDRSMUL? Value 

Value See Data I/O below. 


Data I/O: I nput data using an ASCI I <NRf> number; outputs a value in ASCI I <NR3> 
format. Default value is 1.0. 


Related Commands: BNDRSCW?, BNDRSDIV?, BNDRSOFF? 


BNDRSOFF? 


Output multiple source band receiver source offset 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDRSOFF? Value 

Value See Data I/O below. 


Data I/O: I nput data using an ASCI I <NRf> number; outputs a value in ASCI I <NR3> 
format. Default value is 0.0. 


Related Commands: BNDRSCW?, BNDRSDIV?, BNDRSMUL? 
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BNDSICW? 

BNDSIOFF? 


COMMAND 

DICTIONARY 


BNDS1CW? Output multiple source band source 1 CW 
flag for specified band 

Syntax: BNDSICW? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 1\ C.W. 


BNDS1DIV? 


Output multiple source band source 1 divisor for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDSIDIV? Value 

Value <band number> 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1\ DIVISOR 


BNDS1MUL? 


Output multiple source band source 1 multiplier 
for specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDSIMUL? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1\ MULTIPLIER 


BNDSIOFF? 


Output multiple source band source 1 offset for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDSIOFF? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1\ OFFSET FREQ 
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COMMAND 

DICTIONARY 


BNDS2CW? 

BNDS20FF? 


BNDS2CW? 


Output multiple source band source 2 CW flag for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS2CW? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 2\ C.W. 


BNDS2DIV? 


Output multiple source band source 2 divisor for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS2DIV? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 2\ DIVISOR 


BNDS2MUL? 


Output multiple source band source 2 multiplier 
for specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS2MUL? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 2\ MULTIPLIER 


BNDS20FF? 


Output multiple source band source 2 offset for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS20FF? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 2\ OFFSET FREQ 
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BNDS3CW? 

BNDS3MUL? 


COMMAND 

DICTIONARY 


BNDS3CW? Output multiple source band source 3 CW 
flag 

Syntax: BNDS3CW? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR1>. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 3\ C.W. 


BNDS3DIV? 


Output multiple source band source 3 divisor 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS3DIV? Value 

Value <band number> 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR3>. 

Related Commands: BNDS3MUL?, BNDS30FF?, BNDS4CW?, BNDS4DIV?, BNDS4MUL?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 3\ DIVISOR 


BNDS3MUL? 


Output multiple source band sources multiplier 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS3MUL? Value 

Value <band number> 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR3>. 


Related Commands: BNDS3DIV?, BNDS30FF?, BNDS4CW?, BNDS4DIV?, BNDS4MUL?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 3\ MULTIPLIER 
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COMMAND 

DICTIONARY 


BNDS30FF? 

BNDS4DIV? 


BNDS30FF? Output multiple source band source 3 offset 

Syntax: BNDS30FF? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR3>. 


Related Commands: BNDS3DIV?, BNDS3MUL?, BNDS4CW?, BNDS4DIV?, BNDS4MUL?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 3\ OFFSET FREQ 


BNDS4CW? Output multiple source band source 4 CW 
flag 

Syntax: BNDS4CW? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR1>. 


Related Commands: BNDS3DIV?, BNDS3MUL?, BNDS30FF?, BNDS4DIV?, BNDS4MUL?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 4\ C.W. 


BNDS4DIV? 


Output multiple source band source 4 divisor 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS4DIV? Value 

Value <band number> 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR3>. 

Related Commands: BNDS3DIV?, BNDS3MUL?, BNDS30FF?, BNDS4CW?, BNDS4MUL?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONS\ SOURCE 4\ DIVISOR 
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BNDS4MUL? 

BNDSRT? 


COMMAND 

DICTIONARY 


BNDS4MUL? 


Output multiple source band source 4 multiplier 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDS4MUL? Value 

Value <band number> 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR3>. 


Related Commands: BNDS3DIV?, BNDS3MUL?, BNDS30FF?, BNDS4CW?, BNDS4DIV?, 
BNDS40FF? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 4\ MULTIPLIER 


BNDS40FF? Output multiple source band source 4 offset 

Syntax: BNDS40FF? Value 

Value <band number> 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf> number; outputs data using ASCII 
<NR1>. 


Related Commands: BNDS3DIV?, BNDS3MUL?, BNDS30FF?, BNDS4CW?, BNDS4DIV?, 
BNDS4MUL? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 4\ OFFSET FREQ 


BNDSRT? 


Output multiple source band start frequency for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: bndsrt? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND START 
FREQ 
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COMMAND 

DICTIONARY 


BNDSTP? 


BPF 


BPF? 


BNDSTP? 

BPF? 


Output multiple source band stop frequency for 
specified band 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: BNDSTP? Value 

Value <band number> 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND STOP 
FREQ 


Enter break point frequency for 3 line LRL calibra¬ 
tion 


CAL (Ch 6) 


Syntax: BPF Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ NEXT CAL STEP\ NUMBER OF BANDS USED TWO BANDS \ 
BREAKPOINT 


Output break point frequency for 3 line LRL cali¬ 
bration 

Syntax: bpf? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ NEXT CAL STEP\ NUMBER OF BANDS USED TWO BANDS \ 
BREAKPOINT 
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COMMAND 

DICTIONARY 


BSP 

BST? 


BSP 


E nter band stop frequency 

Syntax: BSP Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Except for band 1, only band stop frequencies can be set. Band start fre¬ 
quencies are automatically set to the previous band's end frequency. 

Related Commands: BST, BSP? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND STOP 
FREQ 


BSP? 


Output band stop frequency 
Syntax: bsp? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs band stop frequency using ASCI I <NR3>format. 

Related Commands: BST, BSP 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND STOP 
FREQ 


BST 


Enter band start frequency 

Syntax: BST Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: Only band 1 start frequency can be set. Bands 2-5 automatically start at the 
end of the previous band. 

Related Commands: BSP 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND START 
FREQ 


BST? 


Output band start frequency 
Syntax: bst? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs value in ASCI I <NR3>format. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ BAND START 
FREQ 
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COMMAND 

DICTIONARY 

BWLS 

C8R 


BWL3 Set bandwidth loss value to 3 dB 


Syntax: 

BWL3 

Related Commands: 

FMKR, BWLS, BWLS? 

Front Panel Key: 

Marker\ MARKER READOUT FUNCTIONS \ FILTER PARAME¬ 
TERS \ FILTER SETUP \ BANDWIDTH LOSS VALUE 


BWLS Enter bandwidth loss value 


Syntax: 

BWLS 

Remarks: 

1 nput depends on graph type; refer toTable 11-2 at the end of this chapter. 

Related Commands: 

FMKR, BWL3, BWLS? 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME¬ 
TERS \ FILTER SETUP \ BANDWIDTH LOSS VALUE 


BWLS? Output bandwidth loss value 


Syntax: 

BWLS? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

BWLS, BWLS 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS \ FILTER PARAMETER 
\ FILTER SETUP \ BANDWIDTH LOSS VALUE 


C12 Select 12 term calibration 


Syntax: 

C12 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM 


C8R Select 1-path 2-port calibration reverse path 


Syntax: 

C8R 

Front Panel Key: 

Cal \ PE RFORM CAL 2 PORT CAL \ NEXT CAL STE P \ 

1 PATH/2 PORT \ REVERSE PATH (S22,S12) 
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COMMAND 

DICTIONARY 


C8T 

CBT 


C8T 


Select 1-path 2-port calibration forward path 
Syntax: c8t 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 2 PORT CAL \ NEXT CAL STE P \ 
1 PATH/2 PORT \ FORVWVRD PATH (Sll, S21) 


CALR Perform receiver calibration for gain 

compression testing 

Syntax: calr 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: A receiver calibration is one of the required steps in both swept frequency 
and swept power gain compression testing. 

Related Commands: SFGCA, SPGCA, NRMS, UNDOGC 

Front Panel Key: AppI \ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


CAS 


Clear active segmented limit vertical/horizontal 
definitions 

Syntax: cas 


DISPLAY - LIMITS (Ch 7) 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX CLEAR SEGMENT 


CBT 


Select translation frequency response calibration 
forward and reverse 

Syntax: cbt 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ TRANSMIS¬ 
SION FREQ RESPONSE \ BOTH PATHS (S21, S12) 
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COMMAND 

DICTIONARY 

CCO 

CCl 


CCO E nter capacitance coefficient 0 for open 


Syntax: 

Value 

Units: 

CCO Value Units 

-9999.99 to 9999.99 

XXI 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
TERM 1-COor \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USER DEFINED \ TERM 1-CO 


CCO? Output capacitance coefficient 0 for open 


Syntax: 

CCO? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
TERM 1-CO or \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USER DEFINED \ TERM 1-CO 


CC1 E nter capacitance coefficient 1 for open 


Syntax: 

Value 

Units: 

CCl Value Units 

-9999.99 to 9999.99 

XXI 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
TERM 2-Clor \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USER DEFINED \ TERM 2-Cl 
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CCl? 

CC2? 

COMMAND 

DICTIONARY 


CC1 ? Output capacitance coefficient 1 for open 


Syntax: 

CCl? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORT 1 (2) CONN \ USERDEFINED\ 
TERM 2-Clor \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USERDEFINEDX TERM2-C1 


CC2 E nter capacitance coefficient 2 for open 


Syntax: 

Value 

Units: 

CC2 Value Units 

-9999.99 to 9999.99 

XXI 

Related Commands: 

PIC, P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORT 1 (2) CONN \ USERDEFINED\ 
TERM 3-C2or \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USERDEFINEDX TERM3-C2 


CC2? Output capacitance coefficient 2 for open 


Syntax: 

CC2? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORT 1 (2) CONN \ USERDEFINED\ 
TERM 3-C2or \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USERDEFINEDX TERM3-C2 
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COMMAND 

DICTIONARY 


CCS 

CDATTNO? 


CC3 E nter capacitance coefficient 3 for open 

Syntax: CC3 Value Units 

Value -9999.99 to 9999.99 
Units: XXI 


CAL (Ch 6) 


Related Commands: PIC, P2C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
TERM 4-C3or \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USER DEFINED\ TERM^CS 


CCS? 


Output capacitance coefficient 3 for open 
Syntax: cc3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
TERM 4-C3or \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ 
PORT3CONN\ USER DEFINED\ TERM^CS 


CD 


Change default directory 


UTILITY - DISK (Ch 9) 


Syntax: cd Pathspec 

Value "Pathspec" is a combination of letters, numbers, \ characters and under¬ 
scores which spell out the pathspec to the subdirectory in question 


Related Commands: ADRIVE, CDRIVE, CWD? 


CDATTNO? Output port 1 attenuation of power sweep mode 

from selected cal memory 

Syntax: CDATTNO? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 
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CDATTN2? 

CDCON? 


COMMAND 

DICTIONARY 


CDATTN2? 


CDCALTP? 


CDCON? 


Output port 3 attenuation of power sweep mode 
from selected cal memory 

Syntax: CDATTN2? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


Output 2-port cal type from selected cal memory 


CAL (Ch 6) 


Syntax: cdcaltp? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NONE 

Ifor REFLECTION FWD 
2 for TRAN SMI SSI ON REV 
4 for TRAN SMI SSI ON FWD 
5for 8TERM FWD 
6 for TRAN SMI SSI ON FWD & REV 
8for REFLECTION REV 
9for REFLECTION FWD & REV 
10for 8TERM REV 
15 for 12 TERM 


Output port 1 connector from selected cal memory 

Syntax: cdcon? Value 

Value Selected cal memory num 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor SMA male; Ifor SMA female 
2 for K male; 3 for K female 
4 for Type N male; 5 for Type N female 
6 for GPC 3.5 male; 7 for GPC 3.5 female 
8forGPC 7 

9 for other & user specified 

10 for V male; 11 for V female 

12 for TNC male; 13 for TNC female 
14 for 2.4 mm male; 15 for 2.4 mm female 
16 for Type 75 male; 17 for Type N 75 female 
18for Special male; 19 for Special female 
20 for Type 7/16 male; 21 for Type 7/16 female 
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COMMAND 

DICTIONARY 


CDCWF? 

CDFREQ? 


CDCWF? 


CDEND1? 


CDEND2? 


CDEND3? 


CDEND4? 


CDFREQ? 


Output ON mode frequency from selected cal mem¬ 
ory 

Syntax: cdcwf? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output end power for power source 1 or end fre¬ 
quency from selected cal memory 

Syntax: CDENDI? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output end power for power source 2 from selected 
cal memory 

Syntax: CDEND2? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output end power for power source 3 from selected 
cal memory 

Syntax: CDEND3? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <MR1> integer values. 


Output end power for power source 4 from selected 
cal memory 

Syntax: CDEND4? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <MR1> integer values. 


Output cal data freq list from selected cal memory 

Syntax: cdfreq? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 
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CDFSW? 

CDNOP3? 


COMMAND 

DICTIONARY 


CDFSW? Output sweep type from selected cal memory 

Syntax: cdfsw? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CDFXCALTP? Output Flexible Cal calibration type 

Syntax: cdfxcaltp? 


CAL - FLEXIBLE CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0 for no input method 
Ifor full term calibrations 

2 for reflection calibrations 

3 for customize calibrations. 


Related Commands: CFXI? 


Front Panel Key: Cal \ FLEXIBLE CAL 


CDLNTP? 


Output line type from selected cal memory 

Syntax: cdlntp? Value 

Value Selected cal memory num 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
67for COAXIAL 
87for WAVEGUIDE 
77for MICROSTRIP. 


CDNOP1 ? Output port 1 nominal offset of power sweep mode 

from selected cal memory 

Syntax: CDNOPI? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

CDNOP3? Output port 3 nominal offset of power sweep mode 

from selected cal memory 

Syntax: CDN0P3? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CAL (Ch 6) 
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COMMAND 

DICTIONARY 


CDNUM? 


CDP2C0N? 


CDP3CALTP? 


CDNUM? 

CDP3CALTP? 


Output data number of power/frequency from se¬ 
lected cal memory 

Syntax: cdnum? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


Output port 2 connector from selected cal memory 

Syntax: CDP2C0N? Value 

Value Selected cal memory num 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor SMA male; Ifor SMA female 
2 for K male; 3 for K female 
4 for Type N male; 5 for Type N female 
6 for GPC 3.5 male; 7 for GPC 3.5 female 
SforGPC 7 

9 for other & user specified 

10 for V male; 11 for V female 

12 for TNC male; 13 for TNC female 
14 for 2.4 mm male; 15 for 2.4 mm female 
16 for Type N 75 male; 17 for Type N 75 female 
18for Special male; 19 for Special female 
20 for Type 7/16 male; 21 for Type 7/16 female 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL 


Output 3-port cal type from selected cal memory 


CAL (Ch 6) 


Syntax: CDP3CALTP? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
69 for 19 TERM 
511 for 24TERM. 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL 
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COMMAND 

DICTIONARY 


CDP3CON? 

CDP4CALTP? 


CDP3C0N? Output port 3 connector from selected cal memory 

Syntax: CDP3C0N? Value 

Value Selected cal memory num 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor SMA male; Ifor SMA female 
2 for K male; 3 for K female 
4 for Type N male; 5 for Type N femal e 
6 for GPC 3.5 male; 7 for GPC 3.5 female 
SforGPC 7 


9 for other & user specified 

10 for V male; 11 for V female 

12 for TNC male; 13 for TNC female 
14 for 2.4 mm male; 15 for 2.4 mm female 
16 for Type N 75 male; 17 for Type N 75 female 
18for Special male; 19 for Special female 
20 for Type 7/16 male; 21 for Type 7/16 female 

Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL 


CDP4CALTP? Output 4-port cal type from selected cal memory 


Syntax: CDP4CALTP? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
65535 for 40TERM 


Front Panel Key: Cal \ PERFORM CAL 4PORT CAL 
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COMMAND 

DICTIONARY 


CDP4CON? 

CDPTSPWR? 


CDP4C0N? 


CDPTS? 


CDPTSPWR? 


Output port 4 connector from selected cal memory 

Syntax: CDP4C0N? Value 

Value Selected cal memory num 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor SMA male; Ifor SMA female 
2 for K male; 3 for K female 
4 for Type N male; 5 for Type N female 
6 for GPC 3.5 male; 7 for GPC 3.5 female 
SforGPC 7 

9 for other & user specified 

10 for V male; 11 for V female 

12 for TNC male; 13 for TNC female 
14 for 2.4 mm male; 15 for 2.4 mm female 
16 for Type N 75 male; 17 for Type N 75 female 
18for Special male; 19 for Special female 
20 for Type 7/16 male; 21 for Type 7/16 female 


Front Panel Key: Cal \ PERFORM CAL 4PORT CAL 


Output cal data points from selected cal memory 


CAL (Ch 6) 


Syntax: cdpts? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <MR1> integer values as follows: 

Ofor NORMAL 

Ifor CW FREOUENCY CALIBRATION 
2for DISCRETE FREOUENCY 

3forTIME DOMAIN HARMONIC FREOUENCY CALIBRATION 


Output cal data point of power sweep mode from 
selected cal memory 

Syntax: CDPTSPWR? Value 

Value Selected cal memory num 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NORMAL 

Ifor CW FREOUENCY CALIBRATION 
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CDRIVE 

CDSTRTl? 


COMMAND 

DICTIONARY 


CDRIVE 


Select the hard disk as the default drive 
Syntax: cdrive 


UTILITY-DISK (Ch 9) 


Remarks: All disk operations which do not specify a drive will be performed on the 
hard drive. 

Related Commands: ADRIVE, CD, CWD? 


CDSRC2PWR? Output power in power source 2 from selected cal 
memory 

Syntax: CDSRC2PWR? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

CDSRCPWR? Output power in power source 1 from selected cal 
memory 

Syntax: cdsrcpwr? value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CDSTEP? Output min power/frequency step from selected cal 

memory 

Syntax: cdstep? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

CDSTRT1 ? Output start power for power source 1 or start fre¬ 

quency from selected cal memory 

Syntax: CDSTRTI? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 


CAL (Ch 6) 
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COMMAND 

DICTIONARY 


CDSTRT2? 

CF3 


CDSTRT2? Output start power for power source 2 from se¬ 

lected cal memory 


CAL (Ch 6) 


Syntax: CDSTRT2? Value 

Value Selected cal memory num 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


CDSTRT3? Output start power for power source 3 from se¬ 

lected cal memory 

Syntax: CDSTRT3? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CDSTRT4? Output start power for power source 4 from se¬ 

lected cal memory 

Syntax: CDSTRT4? Value 

Value Selected cal memory num 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


CAL (Ch 6) 


CF2 


Select female 2.4mm connector for current port 
Syntax: cf2 


CAL (Ch 6) 


Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ 2.4 mm (F) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
2.4 mm (F) 


CF3 


Select female GPC-3.5 connector for current port 


CAL (Ch 6) 


Syntax: cf3 

Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ GPC 3.5(F) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
GPC 3.5(F) 
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COMMAND 

DICTIONARY 


CF716 

CFFX? 


CAL (Ch 6) 


CF716 Select female Type 7/16 connector for current port 

Syntax: cf716 

Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ 7/16 (F) or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT 3CONN \ 7/16 
(F)or \ PERFORM CAL MANUAL CAL \ 4 PORT \ NEXT CAL STEP 
\ PORT 4CONN \ 7/16 (F) 


CFC 


Select female TNC connector for current port 


CAL (Ch 6) 


Syntax: cfc 

Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ TNC (F)or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT 3 CONN \ TNC 
(F) 


CFD Collect final data in an internal buffer 

Syntax: cfd 

Related Commands: CXD? 


REMOTE - INTERNAL BUFFER (Ch 8) 


CFFX? 


Query Flexible Cal define mode 


CAL - FLEXIBLE CAL (Ch 6) 


Syntax: cffx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor apply 
1 for defI ne 


Front Panel Key: Cal \ FLEXIBLE CAL \ 
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COMMAND 

DICTIONARY 

CFK 

CFN75 


CFK Select female K Connector for current port 


Syntax: 

CFK 

Related Commands: 

PIC, P2C, P3C, P4C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ K-CONN (F)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
K-CONN (F) 


CFN Select female Type N connector for current port 


Syntax: 

CFN 

Related Commands: 

PIC, P2C, P3C, P4C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ TYPE N (F)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
TYPE N (F) 


CFN75 Select female Type N 75-ohm connector for current 


port 


Syntax: 

CFN7 5 

Related Commands: 

PIC, P2C, P3C, P4C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ TYPE N 75(F) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
TYPE N 75(F) 
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COMMAND 

DICTIONARY 


CFS 

CFV 


CFS 


Select female SM A connector for current port 


CAL (Ch 6) 


Syntax: cfs 

Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ SMA(F)or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT 3 CONN \ SMA 
(F) 


CFSP Select special female connector for current port 

Syntax: cfsp 


CAL (Ch 6) 


Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ SPECIAL (F)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
SPECIAL (F) 


CFT 


Select transmission frequency response calibration 
forward path 

Syntax: cft 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ TRANSMIS¬ 
SION FREQ RESPONSE \ FORVWVRD PATH (S21) 


CFV Select female V Connector for current port 

Syntax: cfv 


CAL (Ch 6) 


Related Commands: PIC, P2C, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ V-CONN (F)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
V-CONN (F) 
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COMMAND 

DICTIONARY 

CFXI? 

CHI 


CFXI? Output Flexible Cal input method 


Syntax: 

CFXI? 

Data I/O: 

Outputs data using ASCII <NRl>format as follows: 

Ofor no input method 

1 for full term calibrations 

2 for reflection calibrations 

3 for customize calibrations 

Related Commands: 

CDFXCALTP? 

Front Panel Key: 

Cal\ FLEXIBLE CAL \ 


CFXICU Select Flexible Customize Cal 

Syntax: cfxicu 

Front Panel Key: Cal \ FLEXIBLE CAL 

CFXIFU Select Flexible Full Term Cal 

Syntax: cfxifu 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS 

CFXIRF Select Flexible Reflection Cal 

Syntax: cfxirf 

Front Panel Key: Cal \ FLEXIBLE CAL \ REFLECTION ONLY 

CH1 Make channel 1 the active channel 


Syntax: 

CHI 

Remarks: 

If channel to be activated is not currently displayed, the sweep will bere- 
started with the requested active channel displayed. The channel display 
mode (single, dual, dual overlaid, or quad), however, will be maintained. 

Related Commands: 

CHX?, WFS 

Front Panel Key: 

Ch 1 then Display \ TRACE MEMORY\ DISK OPERATIONS \ CHAN¬ 
NEL 1 
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Syntax: ch2 


Remarks: If channel to be activated is not currently displayed, the sweep will bere- 
started with the requested active channel displayed. The channel display 
mode (single, dual, dual overlaid, or quad), however, will be maintained. 

Related Commands: CHX?, WFS 


Front Panel Key: Ch 2 then Display \ TRACE MEMORY\ DISK OPERATIONS \ CHAN¬ 
NEL 2 


CHS 


Make channel 3 the active channel 
Syntax: ch3 


CH (Ch 5) 


Remarks: If channel to be activated is not currently displayed, the sweep will be re¬ 
started with the requested active channel displayed. The channel display 
mode (single, dual, dual overlaid, or quad), however, will be maintained. 

Related Commands: CHX?, WFS 

Front Panel Key: Ch 3 then Display \ TRACE MEMORY\ DISK OPERATIONS \ CHAN¬ 
NEL 3 


CH4 


M ake channel 4 the active channel 
Syntax: ch4 


CH (Ch 5) 


Remarks: If channel to be activated is not currently displayed, the sweep will be re¬ 
started with the requested active channel displayed. The channel display 
mode however, (single, dual, dual overlaid, or quad), will be maintained. 

Related Commands: CHX?, WFS 


Front Panel Key: 


Ch4then Display \ TRACE MEMORY\ DISK OPERATIONS \ CHAN¬ 
NEL 4 


CHAPR? 


Output group delay aperture setting for specified 
channel 

Syntax: chapr? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format for the requested channel. 
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COMMAND 

DICTIONARY 


CHDAT? 

CHLFD2? 


CHDAT? 


CHDDX? 


CHGOF? 


CHGRF? 


CHLFD2? 


Output trace memory display mode for specified 
channel 

Syntax: chdat? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


DISPLAY (Ch 5) 


Output domain parameter frequency/distance/time 
for specified channel 

Syntax: chddx? Value 

Value Channel number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output thetime domain gating mode on/off/display 
for specified channel 

Syntax: CHGOF? Value 

Value Channel number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output graph type for specified channel 

Syntax: CHGRF? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


DISPLAY (Ch 5) 


Output limit frequency readout delta value for bot¬ 
tom graph for specified channel 

Syntax: CHLFD2? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 
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CHLFD? 

CHLPSX? 


COMMAND 

DICTIONARY 


CHLFD? 


CHLL02? 


CHLLO? 


CHLON? 


CHLPSX? 


Output limit frequency readout delta value for top 
graph for specified channel 

Syntax: chlfd? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Output lower limit value for bottom graph for spec¬ 
ified channel 

Syntax: CHLL02? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Output lower limit value for top graph for specified 
channel 

Syntax: CHLLO? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Output limits display on/off status for specified 
channel 

Syntax: chlon? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output the time domain impulse/step response for 
specified channel 

Syntax: chlpsx? Value 

Value Channel number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 
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COMMAND 

DICTIONARY 


CHLUP2? 

CHOFF? 


CHLUP2? 


CHLUP? 


CHMTH? 


CH0FF2? 


CHOFF? 


Output upper limit value for bottom graph for 
specified channel 

Syntax: CHLUP2? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


Output upper limit value for top graph for speci¬ 
fied channel 

Syntax: CHLUP? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Output trace math math type for specified channel 

Syntax: CHMTH? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


DISPLAY (Ch 5) 


Output offset value for the bottom graph for speci¬ 
fied channel 

Syntax: CH0FF2? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


Output offset value for the top graph for specified 
channel 

Syntax: CHOFF? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCII <MR3>floating point values in exponential for¬ 
mat. 
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COMMAND 

DICTIONARY 


CHOPMODE? 

CHREF2? 


CHOPMODE? Output chop mode type status 


SWEEP (Ch 5) 


Syntax: chopmode? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 

0for ALL S-PARAMS 
Ifor PERPORT 

Front Panel Key: Sweep \ MORE \ MEASUREMENT ENHANCEMENT \ PERPORT 
and ALL PARAMS 


CHPHO? 


Output phase offset for specified channel 

Syntax: CHPHO? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


CHRDD? 


Output reference del ay in distance for specified 
channel 

Syntax: chrdd? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CHRDT? Output reference del ay in time for specified chan¬ 

nel 


DISPLAY (Ch 5) 


Syntax: chrdt? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CHREF2? 


Output reference line for the bottom graph for 
specified channel 

Syntax: CHREF2? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


DISPLAY (Ch 5) 
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COMMAND 

DICTIONARY 


CHREF? 

CHSLLX? 


CHREF? 


CHSCL2? 


CHSCL? 


CHSLH? 


CHSLLX? 


Output reference line for the top graph for speci¬ 
fied channel 

Syntax: CHREF? Value 

Value Channel number 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


DISPLAY (Ch 5) 


Output scale resolution for the bottom graph for 
specified channel 

Syntax: CHSCL2? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


Output scale resolution for the top graph for speci¬ 
fied channel 

Syntax: CHSCL? Value 

Value Channel number 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCII <MR3>floating point values in exponential for¬ 
mat. 


Output segmented limits horizontal offset for spec¬ 
ified channel 

Syntax: chslh? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Output lower segmented limits display on/off sta¬ 
tus for specified channel 

Syntax: chsllx? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 
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CHSLUX? 

CHTDDIST? 


COMMAND 

DICTIONARY 


CHSLUX? 


CHSLV? 


CHSXX? 


CHTDDIST? 


Output upper segmented limits display on/off sta¬ 
tus for specified channel 

Syntax: chslux? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Output segmented limits vertical offset for speci¬ 
fied channel 

Syntax: chslv? Value 

Value Channel number 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


Output parameter or user defined parameter for 
specified channel 

Syntax: CHSXX? Value 

Value Channel number 


MEAS (Ch 5) 


Data I/O: Outputs data using <NR1> integer values as follows: 

(in S-parameter mode) 

13 for S13, 23 for S23; 31 for S31; 32 for S32; 33 for S33; 14 for S14; 24 for 
S24; 41 for S41; 42 for S42; 34 for S34; 43 for S43; 44 for S44; 101 for Sid; 
102 for Sdl; 103 for Sdd; 104 for Sic; 105 for Scl; 106 for See; 107 for Sdc; 
108 for Sed; 109 for Sdldl; 110 for Sdld2; 111 for Sd2dl; 112 for Sd2d2; 113 
for Sclcl; 114 for Sclc2; 115 for Sc2cl; 116 for Sc2c2; 117 for Sdlcl; 118 for 
Sdlc2; 119 for Sd2cl; 120 for Sd2c2; 121 for Scldl; 122 for Scld2; 123 for 
Sc2dl; 124 for Sc2d2 

(in user defined S-parameter mode) 

Ifor USER l;2for USER 2; 3for USER 3; 4for USER 4; 5 for USER 5; 6for 
USER 6; 7 for USER 7; 8for USER 8; 9for USER 9; 10for USER 10; 11 for 
USER 11; 12 for USER 12; 13 for USER 13; 14 for USER 14; 15 for USER 
15; 16for USER 16 


Output the time domain parameter distanc^time 
for specified channel 

Syntax: CHTDDIST? Value 

Value Channel number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


11-110 


MS462XXPM 








COMMAND 

DICTIONARY 


CHTDPIX? 

CLO? 


CHTDPIX? 


Output the time domain phasor impuise on/off sta¬ 
tus for specified channei 

Syntax: CHTDPIX? Value 

Vaiue Channei number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


CHTDX? 


Output domain mode for specified channel 

Syntax: chtdx? Value 

Value Channel number 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


CHX? 


Output active channel number 
Syntax: chx? 


CH (Ch 5) 


Data I/O: Outputs value in ASCI I <NRl>format. 

Front Panel Key: Ch x then Display \ TRACE MEMORY\ DISK OPERATIONS\ CHAN¬ 
NEL X 


CLO 


Enter inductive coefficient Ofor short 

Syntax: CLO Value Units 

Value Coefficient number 
Units: XXI 


CAL (Ch 6) 


Remarks: The coefficient isthat number which when multiplied by 1.0*E02 yields the 
inductance value. 


Data I/O: Enter the coefficient in ASCI I <NRF>format. 


CLO? 


Output inductive coefficient Ofor short 
Syntax: clo? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 
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CLl 

CL3 


COMMAND 

DICTIONARY 


CL1 


Enter inductive coefficient Ifor short 

Syntax: CLl Value Units 

Value Coefficient number 
Units: XXI 


CAL (Ch 6) 


Remarks: The coefficient is that number which when multiplied by 1.0*E-24 yields the 
inductance value. 


Data I/O: Enter the coefficient in ASCI I <NRF>format. 


CL1? 


Output inductive coefficient Ifor short 
Syntax: CLl? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


CL2 


Enter inductive coefficient 2 for short 

Syntax: CL2 Value Units 

Value Coefficient number 
Units: XXI 


CAL (Ch 6) 


Remarks: The coefficient is that number which when multiplied by 1.0*E-33 yields the 
inductance value. 


Data I/O: Enter the coefficient in ASCI I <NRF>format. 


CL2? 


Output inductive coefficient 2 for short 
Syntax: cl2? 


CAL (Ch 6) 


Data I/O: Outputs idata using ASCI I <MR3>floating point values in exponential for¬ 
mat. 


CL3 


Enter inductive coefficient 3 for short 

Syntax: CL3 Value Units 

Value Coefficient number 
Units: XXI 


CAL (Ch 6) 


Remarks: The coefficient is that number which when multiplied by 1.0*E-42 yields the 
inductance value. 


Data I/O: Enter the coefficient in ASCI I <NRF>format. 
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COMMAND 

DICTIONARY 


CL3? 


CLB 


CLRDSG 


CM 


CM2 


CL3? 

CM2 


Output inductive coefficient 3 for short 
Syntax: cl3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Clear all multiple source band definitions 
Syntax: clb 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ CLEAR ALL DEF¬ 
INITIONS 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Clear all the defined segments of the segmented 
sweep 

Syntax: clrdsg 
Related Commands: DELLDSG 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ CLEAR ALL SEGMENTS \ 
CONTINUE 


Suffix sets distance data type and scales by IE-2 
Syntax: cm 

Related Commands: CMT 


DATA ENTRY SUFFIXES (Ch 5) 


CAL (Ch 6) 


Select male 2.4mm connector for current port 
Syntax: cm2 

Related Commands: PIC, P2C 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ 2.4 mm (M)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT3CONN\ 
2.4 mm (M) 
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CM3 

CM716 

COMMAND 

DICTIONARY 


CMS Select male GPC-3.5 connector for current port 


Syntax: 

CM3 

Related Commands: 

PIC, P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 


TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ GPC 3.5 (M) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
GPC 3.5 (M) 

CM3PX? Output calibration method for 3-port cal 


Syntax: 

CM3PX? 

Data I/O: 

Outputs calibration method using ASCI 1 <NR1>format as follows: 

Ifor STANDARD OSL 

2 for TRX 

3 for 2 PATH 3 PORT 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ CAL METHOD 


CM4PX? Output calibration method for 4-port calibration 


Syntax: 

CM4PX? 

Data I/O: 

Outputs calibration method using ASCII <NR1> format as follows: 

Ifor STANDARD OSL 

2 for TRX 

Front Panel Key: 

Cal \ PE RFORM CAL \ MANUAL CAL \ 4 PORT CAL \ CAL 

METHOD 


CM716 Select maleType 7/16 connector for current port 


Syntax: 

CM716 

Related Commands: 

PIC, P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 


TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 



MUM)\ NEXT CAL STEP \ PORT 1 (2) CONN \ 7/16 (M) or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT 3 CONN \ 7/16 
(M) or \ PERFORM CAL MANUAL CAL \ 4 PORT \ NEXT CAL 
STEP\ PORT 4 CONN \ 7/16 (M) 
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COMMAND 

DICTIONARY 

CMC 

CMN 


CMC Select maleTNC connector for current port 


Syntax: 

CMC 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ TNC (M) or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT 3 CONN \ TNC 
(M) 


CMK Select male K Connector for current port 


Syntax: 

CMK 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ K-CONN (M) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
K-CONN (M) 


CMN Select male N connector for current port 


Syntax: 

CMN 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ TYPE N (M) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
TYPE N (M) 
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CMN75 

CMT 


COMMAND 

DICTIONARY 


CMN75 Select male Type N 75-Ohm connector for current 

port 


CAL (Ch 6) 


Syntax: cmn7 5 

Related Commands: PIC, P2C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ TYPE N 75(M) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
TYPE N 75(M) 


CMS 


Select male SM A connector for current port 


CAL (Ch 6) 


Syntax: cms 

Related Commands: PIC, P2C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ SMA (M) or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT 3 CONN \ SMA 
(M) 


CMSP Select special male connector for current port 

Syntax: cmsp 


CAL (Ch 6) 


Related Commands: PIC, P2C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ SPECIAL (M)or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
SPECIAL (M) 


CMT Suffix sets distance data type and scales by IE-2 

Syntax: cmt 
Related Commands: CM 


DATA ENTRY SUFFIXES (Ch 5) 
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COMMAND 

DICTIONARY 

CMV 

CND 


CMV Select male V Connector for current port 


Syntax: 

CMV 

Related Commands: 

PIC,P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ V-CONN (M) or \ 
PERFORM CAL 3 PORT CAL \ NEXT CAL STEP\ PORT3CONN\ 
V-CONN (M) 


CMX? Output calibration method 


Syntax: 

CMX? 

Data I/O: 

Outputs calibration method using ASCI 1 <NR1>format as follows: 

Ifor STANDARD OSL 

2 for OFFSET-SHORT 

3 for LRL/LRM 

4forTRM 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD 


CND Select user specified connector for current port 


Syntax: 

CND 

Remarks: 

Enter specifications of the standard devices to be used during the calibra¬ 
tion. 

Related Commands: 

PIC, P2C, CC0-CC3, COO, COS 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ USER DEFINED or 
\ PERFORM CAL 3 PORT CAL \ CAL METHOD: SOLT \ NEXT CAL 
STEP\ PORT3CONN\ USER DEFINED 


MS462XXPM 

11-117 











CNG 

CNTR? 

COMMAND 

DICTIONARY 


CNG Select GPC-7 connector for current port 


Syntax: 

CNG 

Related Commands: 

PIC, P2C 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 


TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 1(2) CONN \ GPC-7 or \ PER¬ 
FORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT 3CONN \ 
GPC-7 

CNTR E nter center frequency 


Syntax: 

Value 

CNTR Value Units 

Can be any frequency from the low frequency limit to the high frequency 

11 mit of the M S462XX 

Units: 

HZ, KHZ, MHZ, GHZ 

Related Commands: 

CNTR?, SPAN, SPAN?, SRT, SRT?, STP, STP? 

Front Panel Key: 

Freq\ SET CENTER/SPAN \ CENTER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ SET CENTER/SPAN \ CENTER 


CNTR? Output center frequency 


Syntax: 

CNTR? 

Data I/O: 

Outputs center frequency using ASCI 1 <NR3>format. 

Related Commands: 

CNTR, SPAN, SPAN?, SRT, SRT?, STP, STP? 

Front Panel Key: 

Freq\ SET CENTER/SPAN \ CENTER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ SET CENTER/SPAN \ CENTER 
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COMMAND 

DICTIONARY 

COF 

CON4P 


COF Turn 2 and 3-port error correction and Flexible Cal 


off 


Syntax: 

COF 

Remarks: 

Restarts the sweep. 

Related Commands: 

CON 

Front Panel Key: 

Cal\ NONE 


CON Turn 2-port error correction on 


Syntax: 

CON 

Remarks: 

Restarts the sweep. 

Related Commands: 

CON 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL 


CON3P Turn 3-port error correction on 


Syntax: 

C0N3P 

Related Commands: 

CON4P 

Front Panel Key: 

Cal \ PERFORM CAL 3 PORT CAL 


CON3P? Output 3-port error correction on/off status 


Syntax: 

C0N3P? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values. 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL 


CON4P Turn 4-port error correction on 


Syntax: 

C0N4P 

Related Commands: 

CON3P 

Front Panel Key: 

Cal\ PERFORM CAL 4PORT CAL 
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CON4P? 

CONCC2? 


COMMAND 

DICTIONARY 


C0N4P? Output 4-Port error correction on/off status 

Syntax: con4p? 

Data I/O: Outputs data using ASCI I <NRl>format. 
Front Panel Key: Cal \ PERFORM CAL 4PORT CAL 


CAL (Ch 6) 


CON? 


Output 2-port error correction on/off status 
Syntax: con? 


CAL (Ch 6) 


Data I/O: Outputs error correction on/off status using ASCI I <NR1> format as fol¬ 
lows: 

1 for ON 
0for OFF 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL 


CONOCO? 


Output capacitance coefficient 0 of open device for 
specified connector 

Syntax: CONCCO? Value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


CONCC1? 


Output capacitance coefficient 1 of open device for 
specified connector 

Syntax: CONCCl? Value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CONCC2? 


Output capacitance coefficient 2 of open device for 
specified connector 

Syntax: C0NCC2? Value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 
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COMMAND 

DICTIONARY 


CONCC3? 

CONOPSER? 


C0NCC3? 


Output capacitance coefficient 3 of open device for 
specified connector 

Syntax: C0NCC3? Value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CONFX Turn flexible error correction on 

Syntax: confx 
Related Commands: CONFX? 

Front Panel Key: Cal \ FLEXIBLE CAL 


CAL - FLEXIBLE CAL (Ch 6) 


CONFX? 


Output flexible error correction on/off status 
Syntax: confx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


CAL - FLEXIBLE CAL (Ch 6) 


0for OFF 
1 for ON 


Related Commands: CONFX 

Front Panel Key: Cal \ FLEXIBLE CAL 


CONOPOFF? Output offset of open device for specified connector 

Syntax: CONOPOFF? Value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CONOPSER? Output serial number of open device for specified 
connector 

Syntax: CONOPSER? Value 

Value Connector ID (see Table 11-5 at end of chapter) 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 


CAL (Ch 6) 
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CONSHANG? 

COO 


COMMAND 

DICTIONARY 


CONSHANG? Output angle of short device for specified connector 

Syntax: conshang? value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Output angle using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


CONSHOFF? Output offset of short device for specified connector 

Syntax: conshoff? value 

Value Connector ID (see Table 11-5 at end of chapter) 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3> floating point values in exponential for¬ 
mat. 


CONSHSER? Output serial number of short device for specified 
connector 

Syntax: conshser? value 

Value Connector ID (see Table 11-5 at end of chapter) 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 


CAL (Ch 6) 


COO 


Enter offset for open for user specified connector 

Syntax: coo Value Units 

Value -999.9999 to 999.9999 (meters) 
Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORT 1 (2) CONN \ USERDEFINED\ 
OFFSET LENGTH or \ PERFORM CAL 3 PORT CAL \ NEXT CAL 
STEP \ PORT 3CONN \ USER DEFINED \ OFFSET LENGTH 
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COMMAND 

DICTIONARY 


COMMAND 

DICTIONARY 

COO? 

COS 


coo? Output offset for open for user specified connector 


Syntax: 

coo? 

Data I/O: 

Outputs data using ASCII <MR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
OFFSET LENGTH or \ PERFORM CAL 3 PORT CAL \ NEXT CAL 
STEP \ PORT 3CONN \ USER DEFINED \ OFFSET LENGTH 


COPY Copy a files contents to another file 


Syntax: 

Value 

COPY Sourcename Targetname 

"Sourcename" specifies the filespec for the source file. 'Targetname" speci¬ 
fies thefilespecfor the target file. If the names contain extensions, then the 
extensions must be included. May contain drive letters, paths and/or 
wildcards. 

Data I/O: 

1 nput uses <String>data. 

Related Commands: 

DEL 

Front Panel Key: 

Utility \ GENERAL DISK UTILITIESX COPY FILESTO FLOPPY 

DISK or GENERAL DISK UTILITIESX FLOPPY DISK UTILITIES \ 
COPY FILESTO HARD DISK 


COS E nter offset for short for user specified connector 


Syntax: 

Value 

Units: 

cos Value Units 

-999.999to 999.999 (meters) 

M, MTR, CM,CMT 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP \ PORT 1 (2) CONN \ USER DEFINED \ 
OFFSET LENGTH or \ PERFORM CAL 3 PORT CAL \ NEXT CAL 
STEP \ PORT 3CONN \ USER DEFINED \ OFFSET LENGTH 
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COS? 

CRF 

COMMAND 

DICTIONARY 


cos? Output offset for short for user specified connector 


Syntax: 

cos? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORT 1 (2) CONN \ USERDEFINED\ 
OFFSET LENGTH or \ PERFORM CAL 3 PORT CAL \ NEXT CAL 
STEP \ PORT 3CONN \ USER DEFINED \ OFFSET LENGTH 


CPYALLFH Copy combined hardware cal file from floppy to 
hard disk 


Syntax: 

CPYALLFH 

Remarks: 

The Combined Hardware file has the fixed name "H W_CAL.ALL." 

Related Commands: 

CPYALLHF 


CPYALLHF Copy combined hardware cal file from hard to 


floppy disk 


Syntax: 

CPYALLHF 

Remarks: 

The Combined Hardware file has the fixed name "H W_CAL.ALL." 

Related Commands: 

CPYALLFH 


CRB Select reflection only calibration both ports 


Syntax: 

CRB 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ REFLEC¬ 
TION ONLY\ BOTH PATHS (S21, S22) 


CRF Select reflection only calibration port 1 


Syntax: 

CRF 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ REFLEC¬ 
TION ONLY \ PORT 2 ONLY (S22) 
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COMMAND 

DICTIONARY 


CRR 


CRT 


CSB 


CSF? 


CSL 


CRR 

CSL 


Select reflection only calibration port 2 
Syntax: crr 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ REFLEC¬ 
TION ONLY\ PORT 1 ONLY (Sll) 


Select transmission frequency response calibration 
reverse path 

Syntax: crt 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ TRANSMIS¬ 
SION FREQ RESPONSE \ REVERSE PATH (S12) 


Clear status bytes and structures (same as *CLJ 
Syntax: csb 

Related Commands: *CLS 


REMOTE - STATUS REPORTING (Ch 8) 


Output calibration start frequency 
Syntax: csf? 

Data I/O: Outputs value in ASCI I <NR3>format. 


CAL (Ch 6) 


Clear service 
Syntax: 
Remarks: 


UTILITY - SERVICE LOG (Ch 9) 


CSL 

Erases permanently any error messages in the service log. Typically for ser¬ 
vice use only. 


Related Commands: OEL, OSL, SSL, PSL, ONE 


Front Panel Key: Utility \ DIAGNOSTICS\ SERVICE LOG \ CLEAR LOG 
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CSWP? 

cwc 


COMMAND 

DICTIONARY 


CSWP? 


Output sweep mode for calibration 


CAL (Ch 6) 


Syntax: cswp? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor CW FREOUENCY CALIBRATION 
2for DISCRETE FREOUENCY 
3for NORMAL 

4forTIME DOMAIN HARMONIC FREOUENCY CALIBRATION 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION 


CTF? 


CAL (Ch 6) 


Output calibration stop frequency 
Syntax: ctf? 

Data I/O: Outputs value in ASCI I <NR3>format. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 

12-TERM \ EXCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ STOP 


CTN 


Continue sweeping from current point 
Syntax: ctn 


HOLD (Ch 5) 


Remarks: Takes the instrument out of hold mode and continues sweeping from the 
current frequency. 

Related Commands: HLD, TRS 

Front Panel Key: Config \ HOLD\ HOLD FUNCTION CONTINUE 


CAL (Ch 6) 


CWC Select CW frequency calibration data points 

Syntax: cwc 

Related Commands: CWF, NOC, TDC, DFC 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ C.W.(1 POINT) 
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COMMAND 

DICTIONARY 


CWD? 

CWON 


CWD? Output current worki ng di rectory stri ng 


Syntax: 

CWD? 

Data I/O: 

Outputs a string in <Arbitrary ASCI 1 >format which contains the complete 
path including the drive letter. 

Related Commands: 

ADRIVE,CDRIVE,CD 


CWF E nter CW frequency and turn CW on 


Syntax: 

Value 

Units: 

CWF Value Units 

CW frequency 

HZ, KHZ, MHZ, GHZ 

Remarks: 

Restarts the sweep. 

Related Commands: 

WFS, SWP, SRT, STP 

Front Panel Key: 

Freq \ C.W. MODE ON or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ C.W. (1 POINT) \ C.W. FREQ 


CWF? Output CW frequency 


Syntax: 

CWF? 

Data I/O: 

Outputs value in ASCI 1 <NR3>format. 

Front Panel Key: 

Freq \ C.W. MODE ON or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ C.W. (1 POINT) \ C.W. FREQ 


CWON Turn CW on at current CW frequency 


Syntax: 

CWON 

Remarks: 

Restarts the sweep. 

Related Commands: 

CWF 

Front Panel Key: 

Freq \ C.W. MODE ON 
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COMMAND 

DICTIONARY 


CWON? 

CXD? 


CWON? 


Output CW on/off status 
Syntax: cwon? 


FREQ (Ch 5) 


Data I/O: Outputs CW on/off status using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Front Panel Key: Freq \ C.W. MODE ON 


CWP 


CONFIG (Ch 5) 


Enter number of points drawn in CW 

Syntax: CWP Value Units 

Value 1 to 1601 
Units: XXI 

Remarks: This is a CW "sweep" mode where the data trace represents consecutive 
measurements at the same CW frequency. Restarts the sweep. 

Related Commands: WFS, DDO, DDl, CWF, SWP 

Front Panel Key: Freq \ CWMODE ON then Config \ DATA POINTS \ POINTS DRAWN 
IN C.W. 


CWP? 


CONFIG (Ch 5) 


Output number of points drawn in CW 
Syntax: cwp? 

Data I/O: Outputs value in ASCI I <NRl>format. 

Front Panel Key: Freq \ CWMODE ON then Config \ DATA POI NTS \ POINTS DRAWN 
IN C.W. 


CXD? 


Output internal buffer data collection mode 
Syntax: cxd? 


REMOTE - INTERNAL BUFFER (Ch 8) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor COLLECT NONE 
Ifor COLLECT RAW 
2 for COLLECT CORRECTED 
3for COLLECT FINAL 
Default value is COLLECT NONE 


Related Commands: CFD 
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COMMAND 

DICTIONARY 

CXX? 

DU 


CXX? Output calibration type 


Syntax: 

CXX? 

Data I/O: 

Outputs calibration type using ASCI I <NRl>format as follows: 

Ofor NONE 

Ifor 12 TERM 

2 for 8TERM FWD 

3for 8TERM REV 

4 for TRAN SMI SSI ON FWD 

5 for TRAN SMI SSI ON REV 

6 for TRAN SMI SSI ON FWD & REV 

7for REFLECTION FWD 

8for REFLECTION REV 

9for REFLECTION FWD & REV 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ 1 PATH 2 
PORT 


D13 Display channels 1 & 3 


Syntax: 

D13 

Remarks: 

Restarts the sweep. 

Related Commands: 

WFS,T13 

Front Panel Key: 

Display \ DISPLAY MODE \ DUAL CHANNELS 1&3 


D14 Display all four channels 


Syntax: 

D14 

Remarks: 

Restarts the sweep. 

Related Commands: 

WFS 

Front Panel Key: 

Display \ DISPLAY MODE \ FOUR CHANNEL 


MS462XXPM 

11-129 












D24 

DA4 

COMMAND 

DICTIONARY 


D24 Select dual channel display with channels 2 & 4 


Syntax: 

D2 4 

Remarks: 

Restarts the sweep. 

Related Commands: 

WFS,T24 

Front Panel Key: 

Display \ DISPLAY MODE \ DUAL CHANNELS 2&4 


DAI Select al =Ra as denominator for parameter being 

defi ned 


Syntax: 

DAI 

Related Commands: 

DA2, DA3, DA4, DBl, DB2, DB3, DB4, DEI, DEN? 

Front Panel Key: 

Meas\ USER DEFINED \ CHANGE RATIO \ al (Ra) 


DA2 Select a2 =Rb as denominator for parameter being 

defi ned 


Syntax: 

DA2 

Related Commands: 

DAI, DA3, DA4, DBl, DB2, DB3, DB4, DEI, DEN? 

Front Panel Key: 

Meas\ USER DEFINED \ CHANGE RATIO \ a2 (Rb) 


DAS Select a3 =Rc as denominator for parameter being 

defi ned 


Syntax: 

DA3 

Related Commands: 

DAI, DA2, DA4, DBl, DB2, DB3, DB4, DEI, DEN? 

Front Panel Key: 

Meas\ USER DEFINED \ CHANGE RATIO \ a3 (Rc) 


DA4 Select a4 =Rd as denominator for parameter being 

defi ned 


Syntax: 

DA 4 

Related Commands: 

DAI, DA2, DA3, DBl, DB2, DB3, DB4, DEI, DEN? 

Front Panel Key: 

Meas\ USER DEFINED \ CHANGE RATIO \ a4(Rd) 
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COMMAND 

DICTIONARY 

DAC 

DAT? 


DAC Enter DAC number of 10 MHz calibration 

Syntax: dac 

Data I/O: The value is input in ASCI I <NRf>format. 

Front Panel Key: Utility \ DIAGNOSTICS\ HARDVWVRE CAL (SERVICE USE ONLY)\ 
10 MHz CAL \ MANUAL \ DAC NUMBER 

DAC? Output DAC number of 10 MHz calibration ■mHiiWCgilSI 


Syntax: 

DAC? 

Data I/O: 

Outputs data using ASCII <NRl>format. 

Front Panel Key: 

Utility \ DIAGNOSTICS \ HARDVWVRE CAL (SERVICE USE ONLY)\ 

10 MHz CAL \ MANUAL \ DAC NUMBER 


DAT Display data only on active channel 


Syntax: 

DAT 

Related Commands: 

DNM 

Front Panel Key: 

Display \ TRACE MEMORY\ VIEW: DATA 


DAT? Output trace memory display mode 


Syntax: 

DAT? 

Data I/O: 

Output trace memory display mode using ASCI 1 <NRl>format as follows: 

1 for DATA 2 for M E M ORY 

3for DATA & MEMORY 

4for DATA WITH MEMORY MATHEMATICALLY COMBINED 

Related Commands: 

MTH? 

Front Panel Key: 

Display \ TRACE MEMORY\ VIEW: DATA 
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DATCOL 

DATE 


COMMAND 

DICTIONARY 


DATCOL E nter the color number for data 


Syntax: 

Value 

DATCOL Value 

Oto 47 

Remarks: 

Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: 

ANNCOL, GRTCOL, LAYCOL, MKRCOL, MNUCOL, TRCCOL, DATCOL? 

Front Panel Key: 

Utility \ COLOR SETUP \ DATA XX COLOR NAME 


DATCOL? Output the color number for data 


Syntax: 

DATCOL? 

Data I/O: 

Outputs the color palette number in ASCII <NR1> format. 

Related Commands: 

ANNCOL?, GRTCOL?, LAYCOL?, MKRCOL?, MNUCOL?, TRCCOL?, 
DATCOL 

Front Panel Key: 

Utility \ COLOR SETUP \ DATA XX COLOR NAME 


DATE E nter the system date 


Syntax: 

Value 

DATE Value 

Date 

Remarks: 

Term valuel is the month (1 -12), value2 is the day (1 - 31) and value3 is 
the year (0 - 99). Notice the comma separators. This modifies the system 
date stored on the processor board. 

Data I/O: 

Valuel, Value2, and Value3 are in ASCI 1 <NRF>format. 

Related Commands: 

DATE?, TIME,TIME? 

Front Panel Key: 

Utility \ CLOCK SETUP \ YEAR (MONTH) (DAY) 
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Syntax: date? 

Data I/O: The date is output using ASCII <MRl>format. It uses three numbers sepa¬ 
rated by commas. The fi rst is the month (1 -12), the second is the day (1 - 
31), and the third is the year (0- 99). 

Related Commands: DATE,TIME,TIME? 

Front Panel Key: Utility \ CLOCK SETUP \ YEAR (MONTH) (DAY) 


DB Suffix sets power data type 

Syntax: db 

Related Commands: DBL, DBM 


DATA ENTRY SUFFIXES (Ch 5) 


DB1 


Select bl =Ta as denominator for parameter being 
def i ned 

Syntax: dbi 


MEAS (Ch 5) 


Related Commands: DAI, DA2, DA3, DA4, DB2, DB3, DB4, DEI, DEN? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ bl (Ta) 


DB2 


Select b2 =Tb as denominator for parameter being 
def i ned 

Syntax: db2 

Related Commands: DAI, DA2, DA3, DA4, DBI, DB3, DB4, DEI, DEN? 


MEAS (Ch 5) 


Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ b2 (Tb) 


DBS 


Select b3 =Tc as denominator for parameter being 
def i ned 

Syntax: db3 


MEAS (Ch 5) 


Related Commands: DAI, DA2, DA3, DA4, DBI, DB2, DB4, DEI, DEN? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ b3 (Tc) 
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COMMAND 

DICTIONARY 


DB4 

DCA 


DB4 


Select b4 =Td as denominator for parameter being 
defi ned 

Syntax: db4 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


DAI, DA2, DA3, DA4, DBl, DB2, DB3, DEI, DEN? 

Meas\ USER DEFINED \ CHANGE RATIO \ b4(Td) 


DBL 


Suffix sets power data type 
Syntax: dbl 

Related Commands: DB, DBM 


DATA ENTRY SUFFIXES (Ch 5) 


DBM 


Suffix sets power data type 
Syntax: dbm 

Related Commands: DB, DBL 


DATA ENTRY SUFFIXES (Ch 5) 


DBP 


DC1 


DCS 


DCA 


Select distance bandpass mode for active channel 
Syntax: dbp 


APPL - TIME DOMAIN (Ch 10) 


Display channel 1 and 2 operating parameters 


UTILITY (Ch 9) 


Syntax: DCl 


Front Panel Key: UtilityX INSTRUMENT STATE PARAMETERSX CHANNEL 1&2 


Display channel 3 and 4 operating parameters 


UTILITY (Ch 9) 


Syntax: dc3 


Front Panel Key: UtilityX INSTRUMENT STATE PARAMETERSX CHANNEL 3&4 


Select automatic DC term calculation for lowpass 


APPL - TIME DOMAIN (Ch 10) 


Syntax: dca 

Front Panel Key: AppI X DOMAIN X TIME, LOWPASS X DISPLAY, DISTANCE (TIME)X 
SETUP X RANGE SETUP X MORE X DC TERM X AUTO EXTRAPO¬ 
LATE 
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COMMAND 

DICTIONARY 


DCCTN 


DCCTN? 


DCHLD 


DCMRK 


DCO 


DCOFF 


DCCTN 

DCOFF 


Resume internal buffer data collection 
Syntax: dcctn 

Related Commands: DCHLDDCCTN? 


REMOTE - INTERNAL BUFFER (Ch 8) 


Output internal buffer data collection resume/sus 
pend status 


REMOTE - INTERNAL BUFFER (Ch 8) 


Syntax: dcctn? 


Data I/O: OutputsASCII <NR1> integer values as follows: 
Ofor SUSPEND 
Ifor RESUME 


Related Commands: DCCTN, DCHLD 


Suspend internal buffer data collection 
Syntax: dchld 

Related Commands: DCCTN, DCCTN? 


REMOTE - INTERNAL BUFFER (Ch 8) 


I nsert the mark val ue i nto the i nternal buffer 


REMOTE - INTERNAL BUFFER (Ch 8) 


Syntax: dcmrk Value 

Value See Remarks below. 


Remarks: Accepts a floating value, inserts it into the real part, and sets the imaginary 
part to zero. 


Data I/O: I nput data using an ASCI I <NRf>number. 


Select open for DC term for lowpass 


APPL - TIME DOMAIN (Ch 10) 


Syntax: dco 


Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ MORE\ DC TERM \ OPEN 


Turn internal buffer data collection mode off 


REMOTE - INTERNAL BUFFER (Ch 8) 


Syntax: dcoff 


Related Commands: DCHLD 
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COMMAND 

DICTIONARY 


DCP 

DCS 


DCP 


UTILITY (Ch 9) 


Display calibration parameters 1st page 
Syntax: dcp 

Front Panel Key: UtilityX INSTRUMENT STATE PARAMETERSX CALIBRATION 


DCP1 


Display calibration parameters 1st page 
Syntax: dcpi 


UTILITY (Ch 9) 


DCPCUR? 


Output data collection buffer current point count 
Syntax: dcpcur? 


REMOTE - INTERNAL BUFFER (Ch 8) 


Data I/O: Outputs data using ASCI I <NR1> integer values. Current maximum is 
20,000 points. 


Related Commands: DCPMAX? 


DCPMAX? Output data collection buffer maximum number 

poi nts 


? REMOTE - INTERNAL BUFFER (Ch 8) 


Syntax: dcpmax? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 
Related Commands: DCPCUR? 


APPL - TIME DOMAIN (Ch 10) 


DCREFC? Output reflection coefficient for lowpass 

Syntax: dcrefc? 

Data I/O: Outputs reflection coefficient value using ASCI I <NR3>format. 


DCS 


Select short for DC term for lowpass 
Syntax: DCS 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ MORE\ DC TERM\ SHORT 
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COMMAND 

DICTIONARY 


DCV 


DCV? 


DCX? 


DCZ 


DCV 

DCZ 


Enter valuefor DC term for lowpass 


Syntax: DCV Value Units 

Value -999.999 to 999.999 
Units: XXI, XX3, XM3 


Related Commands: DCV 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ MORE\ DC TERM \ OPEN 


Output lowpass DC term value 


APPL - TIME DOMAIN (Ch 10) 


Syntax: dcv? 


Data I/O: Outputs the value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


DCV 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ MORE\ DC TERM \ OPEN 


Output lowpass DC term selection 


APPL - TIME DOMAIN (Ch 10) 


Syntax: dcx? 

Data I/O: Outputs lowpass DC term selection using ASCI I <NR3>format as follows: 
0for VALUE 
1 for AUTO 

2for LINE IMPEDANCE 
3for OPEN 
4for SHORT 


Related Commands: DCA, DCO, DCS, DCV, DCZ 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP \ MORE \ DC TERM \ REFLECTION CO¬ 
EFFICIENT 


Select line impedance for DC term for lowpass 
Syntax: dcz 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ MORE\ DC TERM\ LINE IMPEDANCE 
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COMMAND 

DICTIONARY 


DDO 

DEG 


DDO Turn data drawing off 

Syntax: ddo 

Front Panel Key: Sweep \ MORE \ DATA DRAWING OFF 

DD1 Turn data drawing on 

Syntax: ddi 

Front Panel Key: Sweep \ MORE \ DATA DRAWING OFF 


DISPLAY (Ch 5) 


DISPLAY (Ch 5) 


DDI? 


Output data 
Syntax: 
Data I/O: 

Front Panel Key: 


DISPLAY (Ch 5) 


drawi ng on/off status 

DDI? 

Outputs data drawing on/off status using ASCI I <NRl>format as follows: 


0for OFF 
1 for ON 

Sweep\ MORE \ DATA DRAWING OFF 


DDX? 


Output active channel domain parameter fre¬ 
quency distance or time 

Syntax: ddx? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs selection value in ASCI I <NR3>format as follows: 
Ofor FREOUENCY 
1 for TIME 
2for DISTANCE 


Related Commands: TDDIST,TDTIME,TDDIST? 


DE1 


Select unity as denominator for parameter being 
def i ned 

Syntax: dei 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


DAI, DA2, DBl, DB2, DEN? 

Meas\ USER DEFINED \ CHANGE RATIO \ 1 (UNITY) 


DEG Suffi X sets phase data type 

Syntax: deg 


DATA ENTRY SUFFIXES (Ch 5) 
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COMMAND 

DICTIONARY 


DEL 


DELALL 


DELALLH 


DELLDSG 


DEL 

DELLDSG 


Deletes file from disk 


UTILITY - DISK (Ch 9) 


Syntax: del Filename 

Value "Filename" is the name of the file to be deleted, complete with the extension. 
It may include a driveletter, path and wildcards. 


Related Commands: COPY 


Front Panel Key: Utility \ GENERAL DISK UTILITIES \ DELETE FILES or GENERAL 
DISK UTILITIESX FLOPPY DISK UTILITIES \ DELETE FILES 


UTILITY - DISK (Ch 9) 


Delete combined hardwarecal filefrom floppy disk 
Syntax: delall 

Remarks: The Combined FlardwareCal file has the fixed name "FI W_CAL.ALL." 
Related Commands: DELALLFI 


UTILITY - DISK (Ch 9) 


Delete combined hardwarecal filefrom hard disk 
Syntax: delallh 

Remarks: The Combined FlardwareCal file has the fixed name "FI W_CAL.ALL." 
Related Commands: DELALL 


Delete the last defined segment of the segmented 
sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: delldsg 


Related Commands: CLRDSG 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DELETE LAST SEGMENT 
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DEN? 

DF716 

COMMAND 

DICTIONARY 


DEN? Output denominator selection for parameter being 

defi ned 


Syntax: 

DEN? 

Data I/O: 

Outputs its value using ASCI 1 <NRl>format as follows: 

Ifor Unity 

2 for al 

3 for a2 

4 for bl 

5 for b2 

6 for a3, 7 for b3 

8 for a4 

9 for b4 

Related Commands: 

DAI, DA2, DBl, DB2, DEI 


DF2 Display 2.4mm female connector information 


Syntax: 

DF2 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITYX DISPLAY COAXIAL IN¬ 
FORMATION \ 2.4 mm (F) 


DF3 Display GPC-3.5 female connector information 


Syntax: 

DF3 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ GPC 3.5 (F) 


DF716 Display 7/16 female connector information 


Syntax: 

DF716 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ 7/16 (F) 
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COMMAND 

DICTIONARY 


DFC 

DFN75 


DFC 


DFD 


DFK 


DFN 


DFN75 


Select discrete frequency calibration data points 
Syntax: dfc 


CAL (Ch 6) 


Related Commands: CWC,TDC, NOC, IFV, Discrete frequency list commands in MEASURE¬ 
MENT group: DFQ, DFD, FRS, FRI, FRP, FIL, FRC.DFD, FRS, FRI, FRP, 
FIL, FRC. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES (2 
TO 1601 POINTS) 


Done specifying discrete frequency ranges 
Syntax: dfd 


FREQ - DISCRETE FILL (Ch 5) 


Remarks: Requires at least two points to have been entered. See MEASURE¬ 
MENT/DISCRETE FREQUENCY LIST description. 


Front Panel Key: Freq \ DISCRETE FILL\ RETURN 

Display K female connector information 
Syntax: dfk 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ K-CONN (F) 


Display N female connector information 
Syntax: dfn 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ TYPE N (F) 


Display N Female 75-Ohm connector information 
Syntax: dfn7 5 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ TYPE N 75(F) 
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COMMAND 

DICTIONARY 


DTP 

DFS 


DFP 


Display front panel instrument state 
Syntax: dfp 


UTILITY (Ch 9) 


Front Panel Key: UtilityX INSTRUMENT STATE PARAMETERSX OPERATION 


DFQ 


Enter single discrete frequency 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: DFQ Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


Remarks: The frequency must be within start sweep freqency and stop sweep fre¬ 
quency. 

Front Panel Key: Freq \ DISCRETE FILL \ INDIVIDUAL FREQ INSERT \ NEXT 
FREQENCY or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) \ INDIVIDUAL FREQ INSERT \ INSERT NEXT 
FREQENCY 


DFQ? 


Output discrete fill single discrete frequency 
Syntax: dfq? 


FREQ - DISCRETE FILL (Ch 5) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Freq \ DISCRETE FILL \ INDIVIDUAL FREQ INSERT \ NEXT 
FREQENCY or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) \ INDIVIDUAL FREQ INSERT \ INSERT NEXT 
FREQENCY 


DFS 


Display SMA female connector information 


UTILITY (Ch 9) 


Syntax: dfs 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ SMA(F) 
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COMMAND 

DICTIONARY 


DFSP 

DGT 


DFSP 


Display special female connector information 
Syntax: dfsp 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ SPECIAL (F) 


DFT 


Display TNC female connector information 
Syntax: dft 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ TNC (F) 


DFV 


Display female V Connector information 
Syntax: dfv 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ V-CONN (F) 


DG7 


Display GPC-7 male connector information 
Syntax: dg7 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ GPC-7 


DGS 


DGT 


Display GPIB status information 
Syntax: dgs 


UTILITY (Ch 9) 


Front Panel Key: UtilityX INSTRUMENT STATE PARAMETERSX SYSTEM 


Display first LCD test pattern 
Syntax: dgt 

Remarks: For service use only (same as DGTl). 


UTILITY - DIAGNOSTICS (Ch 9) 
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COMMAND 

DICTIONARY 


DGTl 

DIE 


DGTl 


UTILITY - DIAGNOSTICS (Ch 9) 


Display first LCD test pattern 
Syntax: dgti 

Remarks: For service use only. 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TEST \ LCD DISPLAY 


DGT2 


UTILITY - DIAGNOSTICS (Ch 9) 


Display second LCD test pattern 
Syntax: dgt2 

Remarks: For service use only. 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TEST X LCD DISPLAY 


DGT3 


UTILITY - DIAGNOSTICS (Ch 9) 


Display third LCD test pattern 
Syntax: dgt3 

Remarks: For service use only. 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TEST X LCD DISPLAY 


DIA 


Select air as active dielectric 
Syntax: dia 


DISPLAY (Ch 5) 


Remarks: Sets value to air dielectric value (1.000649). X/alue I mpacts time domain dis¬ 
tance calculations and reference plane position settings. 

Front Panel Key: Display X REFERENCE PLANE X SET DIELECTRIC X AIR 


DIE 


Enter a dielectric value 

Syntax: die Value Units 

X/alue 1 to 999.999 
Units: XX1,XX3, XM3 


DISPLAY (Ch 5) 


Remarks: I mpacts time domain distance calculations and reference plane position set¬ 
tings. 

Front Panel Key: Display X REFERENCE PLANE X SET DIELECTRIC or X SET DI¬ 
ELECTRIC X OTHER 
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COMMAND 

DICTIONARY 


DIM 

DIS 


DIM 


Select microporous teflon as active dielectric 
Syntax: dim 


DISPLAY (Ch 5) 


Remarks: Sets value to microporous teflon dielectric value (1.69). Value impacts time 
domain distance calculations and reference plane position settings. 

Front Panel Key: Display \ REFERENCE PLANE \ SET DIELECTRIC \ 
MICROPOROUS TEFLON 


DIP 


Select polyethylene as active dielectric 
Syntax: dip 


DISPLAY (Ch 5) 


Remarks: Sets value to polyethylene dielectric value (2.26). Value impacts time do¬ 
main distance calculations and reference plane position settings. 

Front Panel Key: Display \ REFERENCE PLANE \ SET DIELECTRIC \ POLYETHYL¬ 
ENE 


DIR 


Output a directory listing to the GPIB 


UTILITY - DISK (Ch 9) 


Syntax: dir Path 

Value "Path" to the directory in question and a filename filter, if desired. May con¬ 
tain a drive letter and wildcards. 


Data I/O: Outputs data in an <Arbitrary Block>format containing a heavily format¬ 
ted ASCI I listing similar to one obtained from a DOS-based machine. 

Related Commands: ADRIVE, CDRIVE, CD, CWD?, FMTl 

Front Panel Key: Utility \ GENERAL DISK UTILITIES \ DISPLAY DIRECTORY or 
GENERAL DISK UTILITIES \ FLOPPY DISK UTILITIES \ DIS¬ 
PLAY DIRECTORY 


DIS 


DISPLAY - LIMITS (Ch 7) 


Display active segmented limit 
Syntax: dis 

Remarks: Displays the active segmented limit. Requires SLA or SLL, as appropriate. 
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COMMAND 

DICTIONARY 


DIS? 

DIT 


DIS? 


Output active segmented limit on/off status 
Syntax: dis? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs active segmented limit on/off status using <NRl>format as fol¬ 
lows: 

0for OFF 
1 for ON 


DISKRD 


Output disk filedata totheGPI B 


UTILITY - DISK (Ch 9) 


Syntax: DISKRD Filespec 

Value "Filespec" is a string containing the filename and optional drive letter and 
path. If the file has an extension, it must be included in the filespec string. 
Wildcards are not allowed. 


Data I/O: Outputs an <Arbitrary Block>containingthecontentsofthefile. 
Related Commands: DISKWR 


DISKWR 


Write GPIB data to a disk file 

Syntax: DISKWR Filename 

Value "Filename"and extension, if desired. 


UTILITY - DISK (Ch 9) 


Remarks: If the extension is desired on the filename, it must be included in value 
Data I/O: Enter filename/file extension as an <Arbitrary Block>. 

Related Commands: DISKRD 


DIT 


Select teflon as active dielectric 
Syntax: dit 


DISPLAY (Ch 5) 


Remarks: Impacts time domain distance calculations and reference plane position set¬ 
tings. 

Front Panel Key: Display \ REFERENCE PLANE \ SET DIELECTRIC \ TEFLON 
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COMMAND 

DICTIONARY 

DIV 

DM3 


DIV Select division as trace math for active channel 


Syntax: 

DIV 

Remarks: 

Selects division as trace math for the active channel. 

Related Commands: 

DNM,CH1-CH4 

Front Panel Key: 

Display \ SELECT TRACE MATH \ DIVIDE (/) 


DIX? Output dielectric constant 

Syntax: dix? 

Data I/O: Outputs an ASCI I value in <NR3 >format. 
DLA Select group delay display for active channel 


Syntax: 

DLA 

Related Commands: 

CH1-CH4, IMG, ISC, ISE, ISM, IMG, LIN, MAG, MPH, PCP, PCS, PCX?, 
PHA, PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ GROUP DELAY 


DLP Select distance lowpass mode for active channel 

Syntax: dlp 

DM2 Display 2.4mm male connector information 

Syntax: dm2 

Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ 2.4mm (M) 

DM3 Display GPC-3.5 male connector information 


Syntax: 

DM3 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ GPC 3.5 (M) 


MS462XXPM 

11-147 


















DM716 

DMSP 

COMMAND 

DICTIONARY 


DM716 Display 7/16 male connector information 


Syntax: 

DM716 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITYX DISPLAY COAXIAL IN¬ 
FORMATION \ 7/16(M) 


DMK Display K male connector information 


Syntax: 

DMK 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ K-CONN (M) 


DMN Display N male connector information 


Syntax: 

DMN 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITYX DISPLAY COAXIAL IN¬ 
FORMATION \ TYPE N (M) 


DMN75 Display N Male 75-Ohm connector information 


Syntax: 

DMN 7 5 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ TYPE N 75(M) 


DMS Display SMA male connector information 


Syntax: 

DMS 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ SMA(M) 


DMSP Display Special Male connector information 


Syntax: 

DMSP 

Front Panel Key: 

Cal\ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ SPECIAL (M) 
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COMMAND 

DICTIONARY 


DMT 

DPN 


DMT 


DMV 


DNM 


DPI 


DPN 


Display TNC male connector information 
Syntax: dmt 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ TNC (M) 


Display V male connector information 
Syntax: dmv 


UTILITY (Ch 9) 


Front Panel Key: Cal \ MORE \ COMPONENTS UTILITY\ DISPLAY COAXIAL IN¬ 
FORMATION \ V-CONN (M) 


Display data normalized to trace memory on active 
channel 

Syntax: dnm 


DISPLAY (Ch 5) 


Remarks: Stores data from selected channel to memory (STD command), before usi ng 
this command to view a trace with trace memory active. 

Related Commands: DIV, MUL, ADD, MIN,CH1-CH4, STD, WFS 

Front Panel Key: Display \ TRACE MEMORY\ VIEW: DATA (X) MEMORY 


Select distance phasor impulse mode for active 
channel 

Syntax: dpi 

Related Commands: CFI1-CFI4 


APPL - TIME DOMAIN (Ch 10) 


Enter pen number for data 

Syntax: DPN Value Units 

Value lto8 
Units: XXI 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX DATA 
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DPN? 

DPRl 


COMMAND 

DICTIONARY 


HARD COPY (Ch 9) 


DPN? Output pen number for data 

Syntax: dpn? 

Data I/O: Outputs data using ASCI I <NRl>format. 

Related Commands: DPN,TPN,TPN? 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX DATA 


DPRO 


Visible data only OFD format 
Syntax: dpro 

Remarks: See DPRl for details. 


REMOTE - MEASURED DATA (Ch 8) 


DPRl 


Data pair always OFD format 
Syntax: dpri 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: This is a data formatting command for the OFD/IFD and OM1-OM6 com¬ 
mands that allows for sending complex data pairs (i.e., mag/phase or real/ 
imaginary) while using single graph displays (i.e. log mag or real), as if the 
related dual graph type was selected. 

The data element not currently measured on the single display will be ze¬ 
roed out. For example: I f the log mag graph type is selected for the active 
channel and "DPRl; OFD" is issued, the data will be sent out in the same 
format as if the log mag/phase graph type was active (dB, degrees). 

The only difference is the phase value will be zeroed out (dB, 0). Similarly, if 
"DPRl;OFD" is issued while a phase display is selected for the active chan¬ 
nel, the data will be output as if the log mag/phase display was selected, ex¬ 
cept that the magnitude value will be zeroed out (0, degrees). See Chapter 8, 
Table 8-1 for data output format information for all display types. 

This command is useful in developing a standard data transfer routine in 
your application program, but it will impact throughput speed (for single 
displays only). 

Related Commands: DPRO, OFD, I FD, OMl-OM 12 
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COMMAND 

DICTIONARY 


DPRX? 


DR1 


DR10 


DR11 


DR12 


DR2 


DPRX? 

DR2 


Output data pair mcxie visible only or pair always 
Syntax: dprx? 


REMOTE - MEASURED DATA (Ch 8) 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
0for VISIBLE ONLY 
1 for DATA PA IR ALWAYS 

Related Commands: DPRO, DPRl 


Select M arker 1 as delta reference marker 
Syntax: dri 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 1 


Select M arker 10 as delta reference marker 
Syntax: drio 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 10 


Select M arker 11 as delta reference marker 
Syntax: drii 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 11 


Select M arker 12 as delta reference marker 
Syntax: dri2 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 12 


Select M arker 2 as delta reference marker 
Syntax: dr2 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 2 
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DR3 

DR8 

COMMAND 

DICTIONARY 


DR3 Select M arker 3 as delta reference marker 


Syntax: 

DR3 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 3 


DR4 Select M arker 4 as delta reference marker 


Syntax: 

DR4 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERS\ SELECT REF 
FREQ4 


DR5 Select M arker 5 as delta reference marker 


Syntax: 

DR5 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERS\ SELECT REF 
FREQ 5 


DR6 Select M arker 6 as delta reference marker 


Syntax: 

DR 6 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERS\ SELECT REF 
FREQ 6 


DR7 Select M arker 7 as delta reference marker 


Syntax: 

DR7 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERS\ SELECT REF 
FREQ 7 


DR8 Select M arker 8 as delta reference marker 


Syntax: 

DR8 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 8 


11-152 

MS462XXPM 


















COMMAND 

DICTIONARY 


DR9 

DRO? 


DRg 


Select M arker 9 as delta reference marker 
Syntax: dr9 


MARKER (Ch 7) 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ9 


DRF Turn delta reference mode on 

Syntax: drf 

Related Commands: DR1-DR12 

Front Panel Key: Marker \ REF MODE OFF 


MARKER (Ch 7) 


DRL 


UTILITY - DIAGNOSTICS (Ch 9) 


Diagnostic read latch 
Syntax: drl 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ TRIGGER READ \ READ DATA 


DRO 


Turn delta reference mode off 
Syntax: dro 

Front Panel Key: Marker \ REF MODE ON 


MARKER (Ch 7) 


DRO? 


Output delta reference mode on/off status 
Syntax: dro? 


MARKER (Ch 7) 


Data I/O: Outputs delta reference mode on/off status using ASCI I <N R1 >format as 
follows: 

1 for ON 
0for OFF 


Front Panel Key: Marker \ REF MODE 
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DRX? 

DSFX? 

COMMAND 

DICTIONARY 


DRX? Output delta reference marker number 


Syntax: 

DRX? 

Data I/O: 

Outputs delta reference marker number using ASCII value in <NRl>for- 
mat. 

Front Panel Key: 

Marker\ REF MODE ON \ READOUT MARKERSX SELECT REF 
FREQ 


DSFO Disablefilter shapefactor calculation 

Syntax: dsfo 

Related Commands: DSFl, DSFX? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR OFF 

DSFl Enable filter shapefactor calculation 

Syntax: dsfi 

Related Commands: DSFO, DSFX? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR ON 

DSFX? Output filter shapefactor calculation enable/dis- 

able status 


Syntax: 

DSFX? 

Data I/O: 

Outputs its value using ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

DSFO, DSFl 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR 
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COMMAND 

DICTIONARY 


DSC? 

DSGAVG? 


DSG? 


Output the active defined segment fiag ON/OFF 
status 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsg? 


Data i/0: Outputs data using ASCi i <N R 1> format as foiiows: 
Ofor FALSE 
1 for TRUE 


Reiated Commands: DSGON,DSGOFF 

Front Panei Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ MORE \ SEGMENT 


DSGAVG 


Enter the averaging count for the active defined 
segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGAVG Value Units 

Vaiue 1 to 4096 
Units: XXI 


Datai/0: The vaiue is input in ASCi i <NRf>format. 


Reiated Commands: DSGAVG? 


Front Panei Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DATAAVERAGE 


DSGAVG? 


Output the averaging count of the active defined 
segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgavg? 


Data i/0: Outputs data using ASCi i <NRl>integer vaiues. 


Reiated Commands: DSGAVG 


Front Panei Key: 


Sweep\ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DATAAVERAGE 


11-155 


MS462XXPM 












COMMAND 

DICTIONARY 


DSGDFD 

DSGFIL 


DSGDFD 


Done specifying discrete frequency ranges for the 
active discrete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgdfd 


Related Commands: DSGDFQ, DSGDFQ?, DSGONDF 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ RETURN 


DSGDFQ 


Enter a single discrete frequency for the active di 
Crete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGDFQ Value Units 

Value Frequency range of the MS462XX 
Units: HZ, KHZ, MHZ, GHZ 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGDFD, DSGDFQ?, DSGONDF 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ MORE \ DISCRETE FILL \ INDIVIDUAL FREQ 
INSERTX NEXT FREQUENCY or INSERT NEXT FREQUENCY 


DSGDFQ? 


Output the discrete fill single discrete frequency 
for the active discrete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgdfq? 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: DSGDFD, DSGDFQ, DSGONDF 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ MORE \ DISCRETE FILL \ INDIVIDUAL FREQ 
INSERTX NEXT FREQUENCY 


DSGFIL 


Fill the defined discrete frequency range for the a 
tive discrete segment 

Syntax: dsgfil 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGFRC 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ FILL THE RANGE 
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COMMAND 

DICTIONARY 


DSGFRC 

DSGFRI? 


DSGFRC 


Clear all of the defined discrete frequency ranges 
for the active discrete segment 

Syntax: dsgfrc 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGFIL 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ CLEAR ALL 


DSGFRI 


E nter the segmented sweep discrete fi 11 I ncremen 
frequency for the active discrete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGFRI Value Units 

Value Frequency range of the MS462XX 
Units: HZ, KHZ, MHZ, GHZ 


Data I/O: The value is input in ASCII <NRf>format. 


Related Commands: DSGFRI? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ INCREMENT 


DSGFRI? 


Output the segmented sweep discrete fill incre¬ 
ment frequency for the active discrete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgfri? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: DSGFRI 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ INCREMENT 
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COMMAND 

DICTIONARY 


DSGFRP 

DSGFRS 


DSGFRP 


Enter the segmented sweep discrete fill number 
points for the active discrete segment 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: DSGFRP Value Units 

Value 1 to 1601 
Units: XXI 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGFRP? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ MORE \ DISCRETE FILL \ NUMBER OF POINTS 


DSGFRP? 


Output the discrete fill number of points for the e 
tive discrete segment 

Syntax: dsgfrp? 


; SWEEP - SEGMENTED SWEEP (Ch^ 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Related Commands: DSGFRP? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ MORE \ DISCRETE FILL \ NUMBER OF POINTS 


DSGFRS 


Enter the discrete fill start frequency for the acti 
discrete segment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGFRS Value Units 

Value Frequency range of the MS462XX 
Units: HZ, KHZ, MHZ, GHZ 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGFRS? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ START FREQ 
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COMMAND 

DICTIONARY 


DSGFRS? 

DSGIFBWIOK 


DSGFRS? 


Output the discrete fill start frequency for the ac¬ 
tive discrete segment 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: dsgfrs? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: DSGNO? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ DISCRETE FILL \ START FREQ 


DSGIFBW10 


Set the IFBW to 10 FIz for the active defined 
ment in the segmented sweep 

Syntax: dsgifbwio 


seg- 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWlOHz 


DSGIFBW100 


Set the I FBW to 100 FIz for the active defined se 
ment in the segmented sweep 

Syntax: dsgifbwioo 


g SWEEP - SEGMENTED SWEEP (Ch^ 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWlOOHz 


DSGIFBWIOK 


Set the IF BW to 10 kFI z for the active defi ned se 
ment in the segmented sweep 

Syntax: dsgifbwiok 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWlOkHz 
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DSGIFBWIK 

DSGIFBW30K 


COMMAND 

DICTIONARY 


DSGIFBWIK 


Set the IFBW to 1 kHz for the active defined 
ment in the segmented sweep 

Syntax: dsgifbwik 


seg- 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWlkHz 


DSGIFBW30 


Set the IF BW to 30 H z for the active defi ned 
ment in the segmented sweep 

Syntax: dsgifbw30 


seg- 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BW30HZ 


DSGIFBW300 


Set the I FBW to 300 Hz for the active defined se 
ment in the segmented sweep 

Syntax: dsgifbw300 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BW300HZ 


DSGIFBW30K 


Set the I FBW to 30 kHz for the active defined se 
ment in the segmented sweep 

Syntax: dsgifbw30k 


g SWEEP - SEGMENTED SWEEP (Ch^ 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWSOOkHz 
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COMMAND 

DICTIONARY 


DSGIFBW3K 

DSGNO? 


DSGIFBW3K 


Set the IFBW to 3 kHz for the active defined 
ment in the segmented sweep 

Syntax: dsgifbw3k 


seg- 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Related Commands: DSGIFBWX? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ DEFINE \ MORE \ SE¬ 
LECT I.F.BW\ I.F.BWSkHz 


DSGIFBWX? 


Output the active defined segment IF bandwidth 
in the segmented sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgifbwx? 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
10 for an IF B W of 10 H z 
30 for an IF B W of 30 H z 
100 for an I FBW of 100 Hz 
300 for an I FBW of 300 Hz 
1000 for an IF B W of 1 kH z 
3000 for an IF B W of 3 kH z 
10000 for an IF B W of 10 kH z 
30000 for an IF B W of 30 kH z 


Related Commands: DSGIFBWIO, DSGIFBWIOO, DSGIFBWIOK, DSGIFBWIK, DSGIFBW30, 
DSGI F BW300, DSGI F BW30K, DSGI F BW3K 


DSGNO 


Set the active defined segment number for the se^ 
mented sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGNO Value Units 

Value ltol6 
Units: XXI 


Data I/O: The value is input using an ASCI I <NRf> number. 


Related Commands: DSGNO? 


DSGNO? 


Output the active defined segment number for th 
segmented sweep 

Syntax: dsgno? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 


Related Commands: DSGNO 
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COMMAND 

DICTIONARY 


DSGOFF 

DSGPTS 


DSGOFF 


Turn the active defined segment flag OFF 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgoff 

Related Commands: DSG?, DSGON 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ SEGMENT or Sweep \ MORE \ SEGMENTED 
SWEEP\ SEGMENTED SWEEP MODE DEFINE \ MORE \ SEG¬ 
MENT 


DSGON 


Turn the active define segment flag ON 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgon 

Related Commands: DSG?, DSGOFF 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ SEGMENT or Sweep \ MORE \ SEGMENTED 
SWEEP\ SEGMENTED SWEEP MODE DEFINE \ MORE \ SEG¬ 
MENT 


DSGONDF Output the number of discrete frequencies 

Syntax: dsgondf 

Data I/O: Outputs data using ASCI I <NR1> integer values. 
Related Commands: DSGDFD, DSGDFO, DSGDFO? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


DSGPTS 


Enter the number of points for the active defined 
segment for the segmented sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGPTS Value Units 

Value 1 to 1601 
Units: XXI 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGPTS? 


Front Panel Key: Freq \ POINT(S) or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ DATA POINTS 
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COMMAND 

DICTIONARY 


DSGPTS? 

DSGPWRl? 


DSGPTS? 


Output the number of points of the active definec 
segment for the segmented sweep 

Syntax: dsgpts? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 
Related Commands: DSGPTS 


Front Panel Key: Freq \ POINT(S) 


DSGPWR1 


E nter the Source 1 power level for the active seg¬ 
ment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGPWRI Value Units 

Value Power level range of the MS462XX 
Units: DB, XX1,XX3, XM3 

Data I/O: The value is input in ASCI I <NRf>format. 

Related Commands: DSGPWRl?, DSGPWR2, DSGPWR2? 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ SOURCE 1 POWER 


DSGPWRl? 


Output the Source 1 power level of the active seg¬ 
ment 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: dsgpwri? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: 
Front Panel Key: 


DSGPWRl, DSGPWR2, DSGPWR2? 

Sweep\ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ SOURCE 1 POWER 
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COMMAND 

DICTIONARY 


DSGPWR2 

DSGSTP 


DSGPWR2 


E nter the Source 2 power level for the active seg¬ 
ment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGPWR2 Value Units 

Value Power level range of the MS462XX 
Units: DB,XX1,XX3, XM3 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGPWRl, DSGPWRl?, DSGPWR2? 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ SOURCE 2 POWER 


DSGPWR2? 


Output the Source 2 power level of the active seg¬ 
ment 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: dsgpwr2? 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: 
Front Panel Key: 


DSGPWRl, DSGPWRl?, DSGPWR2 

Sweep\ MORE\ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ MORE \ SOURCE 2 POWER 


DSGSTP 


Enter the stop frequency of the active defined se 
ment for the segmented sweep 


I SWEEP - SEGMENTED SWEEP (Cli^ 


Syntax: DSGSTP Value Units 

Value Frequency range of the MS462XX 
Units: HZ, KHZ, MHZ, GHZ 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: DSGSTP?, DSGSTRT, DSGSTRT? 


Front Panel Key: Freq \ STOP or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ STOP 
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COMMAND 

DICTIONARY 


DSGSTP? 

DSP 


DSGSTP? 


Output the start frequency of the active defi ned 
segment for the segmented sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: dsgstp? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: 
Front Panel Key: 


DSGSTP, DSGSTRT, DSGSTRT? 

Freq\ STOP or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ STOP 


DSGSTRT 


Enter the start frequency of the active defined se^ 
ment for the segmented sweep 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: DSGSTRT Value Units 

Value Frequency range of the MS462XX 
Units: HZ, KHZ, MHZ, GHZ 


Data I/O: The value is input in ASCI I <NRf>format. 


Related Commands: DSGSTP, DSGSTP?, DSGSTRT? 


Front Panel Key: Freq \ START or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ START 


DSGSTRT? 


Output the start frequency of the active defi ne se 
ment for the segmented sweep 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: dsgstrt? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: 
Front Panel Key: 


DSGSTP, DSGSTP?, DSGSTRT 

Freq\ START or Sweep \ MORE \ SEGMENTED SWEEP \ SEG¬ 
MENTED SWEEP MODE DEFINE \ SEGMENT 


DSP 


Select single channel display 
Syntax: dsp 

Related Commands: CH1-CH4 

Front Panel Key: Display \ DISPLAY MODE \ SINGLE CHANNEL 


DISPLAY (Ch 5) 
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COMMAND 

DICTIONARY 


DSP? 

DSQX? 


DSP? 


Output channel display mcxde 


DISPLAY (Ch 5) 


Syntax: dsp? 

Data I/O: Outputs channel display mode using ASCI I <NR1> for mat as follows: 
1 for Single 
13 for Dual l&S 
24 for Dual 2S(4 
4 for Ouad 

130 for Dual Overaly 1S(3 
240 for Dual Overlay 2S(4 

Related Commands: CH1-CH4 


Front Panel Key: Display \ DISPLAY MODE \ SINGLE CHANNEL 


DSQO 


Disable filter 0 calculation 
Syntax: dsqo 


MARKER (Ch 7) 


Related Commands: DSOl, DSOX? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP\ QOFF 


DSQ1 EnablefiIter 0 calculation 

Syntax: dsqi 


MARKER (Ch 7) 


Related Commands: DSOO, DSOX? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP\ Q ON 


DSQX? 


Output filter 0 calculation enable/disable status 
Syntax: dsqx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


MARKER (Ch 7) 


0for OFF 
1 for ON 


Related Commands: DSOO, DSOl 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP\ Q 
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COMMAND 

DICTIONARY 


DTM 

EANAIN 


DTM 


DVM 


DWG 


DWL 


EANAIN 


Display measurement data and trace memory on 
active channel 

Syntax: dtm 


DISPLAY (Ch 5) 


Remarks: Store data from selected channel to memory (STD command), before using 
this command to view a trace with trace memory active. 


Related Commands: STD 


Front Panel Key: 


Display\ TRACE MEMORY\ VIEW: DATA AND MEMORY 


Enter DVM channel number 

Syntax: dvm Value 
Value 0 to 128 


UTILITY - DIAGNOSTICS (Ch 9) 


Remarks: For service use only. 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ DVM CHANNEL 


Display waveguide parameters 


UTILITY (Ch 9) 


Syntax: dwg 


Front Panel Key: Cal \ MORE \ COMPONENT UTILITY\ DISPLAY VWVVEGUIDE IN¬ 
FORMATION 


UTILITY - DIAGNOSTICS (Ch 9) 


Diagnostic write latch 
Syntax: dwl 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ LATCH ADDRESS orWRITE DATA or TRIGGE R WRITE 


Measure EXT 
Syntax: 
Front Panel Key: 


. ANALOG IN on active channel 

EANAIN 

Meas\ EXT ANALOG IN 


MEAS (Ch 5) 


11-167 


MS462XXPM 
















COMMAND 

DICTIONARY 


ECW 

ED4 


ECW 


Select CW operation for component being edited 
Syntax: ecw 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER) \ C.W.ON 


ED1 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Edit source 1 equation 
Syntax: edi 

Remarks: See Chapter 10, paragraph 10-3. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (SOURCE X/RECEIVER) 


ED2 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Edit source 2 equation 
Syntax: ed2 

Remarks: See Chapter 10, paragraph 10-3. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 2 (SOURCE X/RECEIVER) 


CONFIG - MULTIPLE SOURCE (Ch 5) 


EDS Edit source 3 equation 

Syntax: ed3 

Related Commands: EDI, ED2, ED4, EDR, EDX? 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 3 (SOURCE X/RECEIVER) 


CONFIG - MULTIPLE SOURCE (Ch 5) 


ED4 Edit source 4 equation 

Syntax: ed4 

Related Commands: EDI, ED2, ED3, EDR, EDX? 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 4(SOURCE X/RECEIVER) 
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COMMAND 

DICTIONARY 


EDADD 


EDADD? 


EDE 


EDEO 


EDE1 


EDADD 

EDEl 


Select add on to network for embeddi ng/de-embed- 
ding 

Syntax: edadd 


CONFIG (Ch 5) 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE \ 2 PORT \ CONTINUE \ ADD TO NTWK 


Output Add on to Network or Modify Last Network 
for embedding/de-embedding 

Syntax: edadd? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
1 for ADD NETWORK 
2for MODIFY NETWORK 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE \ 2 PORT \ CONTINUE \ ADD TO NTWK 


Edit ENR source equation 
Syntax: ede 


APPL (Ch 10) 


Turn E mbeddi ng/De-embeddi ng M ode off 


CONFIG (Ch 5) 


Syntax: edeo 


Related Commands: 
Front Panel Key: 


EDEl 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ EM- 
BEDDING/DE-EMBEDDING OFF 


Turn E mbeddi ng/De-embeddi ng M ode on 


CONFIG (Ch 5) 


Syntax: edei 


Related Commands: 
Front Panel Key: 


EDEO 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ EM- 
BEDDING/DE-EMBEDDING ON 
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EDE? 

EDECAP4P1 

COMMAND 

DICTIONARY 


EDE? Output E mbeddi ng/De-embeddi ng M ode status 


Syntax: 

EDE? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ EM¬ 
BEDDI NG/DE-EMBEDDI NG 


EDEAIR Select air as dielectric type for T-line section 

Syntax: edeair 

EDEAPP Apply E mbeddi ng/De-embeddi ng Network 

Syntax: edeapp 

EDECAP Enter capacitance for LC circuit 


Syntax: 

EDECAP 

Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ CAPACITANCE 


EDECAP4P1 Enter capacitance 1 for circuit topology in four port 
embeddi ng/de-embeddi ng 

Syntax: edecap4pi 


Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY \ CAPACITANCE 1 
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COMMAND 

DICTIONARY 

EDECAP4P1? 

EDECAP? 


EDECAP4P1? Output capacitance 1 for circuit topology in four 
port embedding/de-embedding 

Syntax: edecap4pi? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY \ CAPACITANCE 1 


EDECAP4P2 Enter capacitance 2 for circuit topology in four port 
embeddi ng/de-embeddi ng 

Syntax: edecap4P2 


Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY \ CAPACITANCE 2 


EDECAP4P2? Output capacitance 2 for circuit topology in four 
port embedding/de-embedding 

Syntax: edecap4P2? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY \ CAPACITANCE 2 


EDECAP? Output capacitance for LC circuit 


Syntax: 

EDECAP? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ CAPACITANCE 
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EDECKT? 

EDECSLP 

COMMAND 

DICTIONARY 


EDECKT? Output embeddi ng/de-embeddi ng network genera¬ 

tion method selection 


Syntax: 

EDECKT? 

Data I/O: 

Outputs data using ASCII <NRl>format as follows: 

Ifor LC CIRCUIT 

2forT-LINE SECTION 


EDECPLS Select C(P)-L(S) as LC circuit type 


Syntax: 

EDECPLS 

Related Commands: 

EDECSCP, EDECSLP 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ APPLY DEFINE \ 
C(P)-L(S) 


EDECSCP Select C(S)-L(P) as LC circuit type 


Syntax: 

EDECSCP 

Related Commands: 

EDECPLS, EDECSLP 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ APPLY DEFINE \ 
C(S)-L(P) 


EDECSLP Select C(S)-L(P) as LC circuit type 


Syntax: 

EDECSLP 

Related Commands: 

EDECPLS, EDECSCP 
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COMMAND 

DICTIONARY 

EDECSLP4P 

EDEDIEL 


EDECSLP4P Select C(S)-L(P) as the LC circuit type for the 
4-port circuit 

Syntax: edecslp4p 


Related Commands: 

EDEIND4P2, EDEIND4P2?, EDELC4P?, EDELSCP4P 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHODX CIRCUIT TOPOLOGYX SELECT LC CIRCUIT TYPE \ 
C(S)-L(P) 


EDED Select de-embedding as embedding/de-embedding 

method 


Syntax: 

EDED 

Related Commands: 

EDEDEF 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT METHOD EM¬ 
BEDDI NG/DE-EMBE DDI NG 


EDEDEF Defi ne embeddi ng/de-embeddi ng network 

Syntax: ededef 
Related Commands: EDED 

EDEDEF? Output apply or define embedding/de-embedding 

network 


Syntax: 

EDEDEF? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0 for APPLY 

Ifor DEFINE 


EDEDIEL Enter relative dielectric for T-line section 


Syntax: 

EDEDIEL 

Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

EDEDIEL?, EDEDT?, EDEIMP, EDEIMP?, EDELEN, EDELEN?, EDELOS, 
EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 
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EDEDIEL? 

EDEDUT4 


COMMAND 

DICTIONARY 


EDEDIEL? 


EDEDT? 


EDEDUT2 


EDEDUT3 


EDEDUT4 


Output relative dielectric for T-line section 


CONFIG (Ch 5) 


Syntax: edediel? 

Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: EDEDIEL, EDEDT?, EDEIMP, EDEIMP?, EDELEN, EDELEN?, EDELOS, 
EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 


Output dielectric type for T-line section 
Syntax: ededt? 

Data I/O: Outputs data using ASCI I <NR3>format as follows: 
0for AIR 

Ifor POLYETHYLENE 
3 for MICROPOROUS 
4for OTHER 


CONFIG (Ch 5) 


Related Commands: EDEDIEL, EDEDIEL?, EDEIMP, EDEI MP?, EDELEN, EDELEN?, 

EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 


Select 2-port test device for embedding/de-embed- 
ding 

Syntax: ededut2 

Related Commands: EDEDUT3, EDEDUT4 


Select 3-port test device for embedding/de-embed- 
ding 

Syntax: ededut3 

Related Commands: EDEDUT2, EDEDUT4 


Select 4-port test device for embedding/de-embed- 
ding 

Syntax: ededut4 

Related Commands: EDEDUT2, EDEDUT3 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


EDEDUT? 


EDEE 


EDEED? 


EDEIMP 


EDEDUT? 

EDEIMP 


Output device type selection for embed- 
ding/de-embeddin 

Syntax: ededut? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 

2 for 2 PORT DUT 

3 for 3 PORT DUT 

4 for 4 PORT DUT 


Select embedding as embedding/de-embedding 
method 

Syntax: edee 


CONFIG (Ch 5) 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE XPORT\ CONTINUE \ SELECT METHOD EM- 
BEDDING/DE-EMBEDDING 


Output embedding/de-embedding method selection 
Syntax: edeed? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ifor EMBEDDING 
2for DE-EMBEDDING 


CONFIG (Ch 5) 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT METHOD EM- 
BEDDING/DE-EMBEDDING 


Enter impedancefor T-linesection 


CONFIG (Ch 5) 


Syntax: edeimp 

Data I/O: The value is input in ASCI I <NRf>format. 

Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEIMP?, EDELEN, EDELEN?, 

EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ IMPEDANCE 
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EDEIMP? 

EDEIND4P 

COMMAND 

DICTIONARY 


EDEIMP? Output impedance for T-line section 


Syntax: 

EDEIMP? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDELEN, EDELEN?, EDELOS, 
EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ IMPEDANCE 


EDEIND Enter inductance for LC circuit 


Syntax: 

EDEIND 

Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYLC CIRCUIT \ INDUCTANCE 


EDEIND4P Enter inductance for circuit topology in four port 

embeddi ng/de-embeddi ng 

Syntax: edeind4p 


Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYX INDUCTANCE 
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COMMAND 

DICTIONARY 

EDEIND4P2 

EDEIND4P? 


EDEIND4P2 Enter I nductance 2 for the circuit topology in 
four-port embedding/de-embedding 

Syntax: EDEIND4P2 Value Units 


Value 

1 nductance value 

Units: 

XXI 

Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

EDECSLP4P, EDEIND4P2?, EDELC4P?, EDELSCP4P 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYX INDUCTANCE 2 


EDEIND4P2? Output I nductance 2 for the circuit topology in 
four-port embedding/de-embedding 

Syntax: edeind4P2? 


Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Related Commands: 

EDECSLP4P, EDEIND4P2, EDELC4P?, EDELSCP4P 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYX INDUCTANCE 2 


EDEIND4P? Output inductance for circuit topology in four port 
embeddi ng/de-embeddi ng 

Syntax: edeind4p? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYX INDUCTANCE 
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EDEIND? 

EDELC4P? 

COMMAND 

DICTIONARY 


EDEIND? Output inductance for LC circuit 


Syntax: 

EDEIND? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE X PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD\ CIRCUIT TOPOLOGYLC CIRCUIT \ INDUCTANCE 


EDELC Select LC circuit as embedding/de-embedding net- 

work generation method 

Syntax: edelc 

Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHODX CIRCUIT TOPOLOGYX SELECT LC CIRCUIT TYPE 

EDELC4P? Outputs the four-port LC circuit type selection 


Syntax: 

EDELC4P? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

IforL SERIAL C PARALLEL 

2forC SERIAL L PARALLEL 

3forC PARALLEL L SERIAL 

4for L_PARALLEL_C_SERIAL 

Related Commands: 

EDECSLP4P, EDEIND4P2, EDEIND4P2?, EDELSCP4P 

Front Panel Key: 

Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHODX CIRCUIT TOPOLOGY\ SELECT LC CIRCUIT TYPE 
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COMMAND 

DICTIONARY 


EDELC? 


EDELEN 


EDELEN? 


EDELC? 

EDELEN? 


Output LC circuit type selection 


CONFIG (Ch 5) 


Syntax: edelc? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 

Ifor L(S)- C(P) 

2forC(S)- L(P) 

3forC(P)- L(S) 

4for L(P)- C(S) 

Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHODX CIRCUIT TOPOLOGYX SELECT LC CIRCUIT TYPE 


Enter length for T-linesection 
Syntax: edelen 


CONFIG (Ch 5) 


Data I/O: The value is input in ASCI I <NRf>format. 

Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEIMP, EDEIMP?, EDELEN?, 

EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ LENGTH 


Output length for T-line section 
Syntax: edelen? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, EDELOS, 
EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ LENGTH 
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EDELOS 

EDELPCS 

COMMAND 

DICTIONARY 


EDELOS Enter loss for T-line section 


Syntax: 

EDELOS 

Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, 

EDETIME, EDETIME? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ LOSS 


EDELOS? Output loss for T-line section 


Syntax: 

EDELOS? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDEMIC, EDEOTH, EDEPOLY, EDETEF, EDETIME, 
EDETIME? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \ LOSS 


EDELPCS Select L(P)-C(S) as LC circuit type 


Syntax: 

EDELPCS 

Related Commands: 

EDELSCP 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ APPLY DEFINE \ 
L(P)-C(S) 
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COMMAND 

DICTIONARY 

EDELSCP 

EDEOTH 


EDELSCP Select L(S)-C(P) as LC circuit type 


Syntax: 

EDELSCP 

Related Commands: 

EDELPCS 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGY LC CIRCUIT \ APPLY DEFINE \ 
L(P)-C(S) 


EDELSCP4P Select L(S)-C(P) as the LC circuit type for the 
four-port circuit 

Syntax: edelscp4p 


Related Commands: 

EDECSLP4P, EDEIND4P2, EDEIND4P2?, EDELC4P? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ CIRCUIT TOPOLOGYX SELECT LC CIRCUIT TYPE \ 
L(S)-C(P) 


EDEMIC Select microporous teflon as dielectric type for 

T-line 


Syntax: 

EDEMIC 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDELOS?, EDEOTH, EDEPOLY, EDETEF, 

EDETIME, EDETIME? 


EDEMODIFY Select Modify Last Network for embedding/de-em- 


bedding 


Syntax: 

EDEMODIFY 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE\ 2 PORT \ CONTINUE \ MODIFY LAST NTWK 


EDEOTH Select Other as dielectric type for T-line section 


Syntax: 

EDEOTH 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEPOLY, EDETEF, 

EDETIME, EDETIME? 
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EDEPOLY 

EDEPORT2 

COMMAND 

DICTIONARY 


EDEPOLY Select Polyethylene as dielectrictypefor T-linesec- 

tion 


Syntax: 

EDEPOLY 

Related Commands: 

EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEOTH, EDETEF, EDETI ME, 
EDETIME? 


EDEPORT1 Select port 1 for embedding/de-embedding 


Syntax: 

EDEPORTl 

Related Commands: 

EDEPORT12, EDEPORT2, EDEPORT23, EDEPORT3, EDEPORT34, 
EDEPORT4, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (2) (3) (4) PORT\ CONTINUE \ SELECT PORT PI 


EDEPORT12 Select port 1 and port 2 for embedding/de-embed- 


ding 


Syntax: 

EDEPORTl2 

Related Commands: 

EDEPORTl, EDEPORT2, EDEPORT23, EDEPORT3, EDEPORT34, 
EDEPORT4, EDEPORT? 

Front Panel Key: 

Config\ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (2) (3) (4) PORT \ CONTINUE \ SELECT PORT P3yP2 


EDEPORT2 Select port 2 for embedding/de-embedding 


Syntax: 

EDEPORT2 

Related Commands: 

EDEPORTl, EDEPORT12, EDEPORT23, EDEPORT3, EDEPORT34, 
EDEPORT4, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT PORT P2 
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COMMAND 

DICTIONARY 

EDEPORT23 

EDEPORT4 


EDEPORT23 Select port 2 and port 3 for embedding/de-embed- 


ding 


Syntax: 

EDEPORT23 

Related Commands: 

EDEPORTl, EDEP0RT12, EDEP0RT2, EDEP0RT3, EDEPORT34, 
EDEP0RT4, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (2) (3) PORT\ CONTINUE \ SELECT PORT P2/P3 


EDEPORT3 Select port 3 for embedding/de-embedding 


Syntax: 

EDEP0RT3 

Related Commands: 

EDEPORTl, EDEPORT12, EDEPORT2, EDEPORT23, EDEPORT34, 
EDEPORT4, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 3 PORT \ CONTINUE \ SELECT PORT P3 


EDEPORT34 Select port 3 and port 4 for embedding/de-embed- 


ding 


Syntax: 

EDEPORT34 

Related Commands: 

EDEPORTl, EDEPORT12, EDEPORT2, EDEPORT23, EDEPORT3, 
EDEPORT4, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (3) (4) PORT\ CONTINUE \ SELECT PORT P3/P4 


EDEPORT4 Select port 4 for embedding/de-embedding 


Syntax: 

EDEP0RT4 

Related Commands: 

EDEPORTl, EDEPORT12, EDEPORT2, EDEPORT23, EDEPORT3, 
EDEPORT34, EDEPORT? 

Front Panel Key: 

ConfigX NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 4 PORT \ CONTINUE \ SELECT PORT P4 
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COMMAND 

DICTIONARY 


EDEPORT? 

EDETIME 


EDEPORT? Output active port number for embedding/de-em- 
bedding 

Syntax: edeport? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCI I <NRl>format as follows: 

1 for PORT 1 

2 for PORT 2 

3 for PORT 3 

4 for PORT 4 
12 for PORT 1-2 
23 for PORT 2-3 
34 for PORT 3-4 


Related Commands: EDEPORTl, EDEPORT12, EDEPORT2, EDEPORT23, EDEPORT3, 
EDEPORT34, EDEPORT4 


EDERST Reset all ports reference plane for embed- 

di ng/de-embeddi ng 

Syntax: ederst 


CONFIG (Ch 5) 


EDETEF Select teflon as dielectric type for T-line section 

Syntax: edetef 


CONFIG (Ch 5) 


Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEIMP, EDEIMP?, EDELEN, 
EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, 
EDETIME, EDETIME? 


EDETIME Enter time for T-line section 

Syntax: edetime 


CONFIG (Ch 5) 


Data I/O: The value is input in ASCI I <NRf> format. 

Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEI MP, EDEIMP?, EDELEN, 
EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, 
EDETEF,EDETIME? 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \TIME 
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COMMAND 

DICTIONARY 


EDETIME? 


EDETLINE 


EDG 


EDR 


EDRS 


EDETIME? 

EDRS 


Output time for T-line section 


CONFIG (Ch 5) 


Syntax: edetime? 

Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEIMR, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, 
EDETIME 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE 2 PORT \ CONTINUE \ SELECT NTWK GENERATION 
METHOD \ T-LINE SECTION \TIME 


Select T-line section as embedding/de-embedding 
network 

Syntax: edetline 


CONFIG (Ch 5) 


Related Commands: EDEDIEL, EDEDIEL?, EDEDT?, EDEIMP, EDEIMP?, EDELEN, 

EDELEN?, EDELOS, EDELOS?, EDEMIC, EDEOTH, EDEPOLY, EDETEF, 
EDETIME, EDETIME? 


End diagnostics mode 


UTILITY - DIAGNOSTICS (Ch 9) 


Syntax: edg 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ FINISHED, RECOVER FROM TROUBLESHOOTING 


Edit receiver equation 
Syntax: edr 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: See Chapter 10, paragraph 10-3. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX RECEIVER (SOURCE X/RECEIVER) 


Edit receiver source equation 
Syntax: edrs 


CONFIG - MULTIPLE SOURCE (Ch 5) 
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COMMAND 

DICTIONARY 


EDV 

EKT 


EDV 


Enter divisor value for equation being edited 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: EDV Value Units 

Value 099 to 0,1 to 199 
Units: XXI, XX3, XM3 


Remarks: See Chapter 10, paragraph 10-3. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER) \ DIVISOR 


EDV? 


Output the divisor value for the equation being ed| 
ited 

Syntax: edv? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs its value using ASCI I <NR3 >format. See Chapter 10, paragraph 
10-3. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER) \ DIVISOR 


EDX? 


Output equation being edited 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: edx? 

Data I/O: Outputs value using ASCI I <NR1> for mat as follows: 

1 is SOURCE 1 

2 is SOURCE 2 

3 is SOURCE 3 

4 is SOURCE 4 
Sis RECEIVER 
6for ENR SOURCE 


Related Commands: 
Front Panel Key: 


EDI, ED2, ED3, ED4, EDR 

Config \ \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE X (SOURCE X/RECEIVER) 


EKT 


UTILITY - DIAGNOSTICS (Ch 9) 


Select external keyboard testing 
Syntax: ekt 

Remarks: For service use only. 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TEST \ EXTERNAL KEY¬ 
BOARD 
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COMMAND 

DICTIONARY 


EML 

EOS? 


EML 


Enter multiplier valuefor equation being edited 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: EML Value Units 

Value 099 to 0,1 to 199 
Units: XXI, XX3, XM3 


Remarks: See Chapter 10, paragraph 10-8. 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER)\ MULTIPLIER 


EML? 


Output multiplier valuefor equation being edited 
Syntax: eml? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs its value using ASCI I <NR3 >format. See Chapter 10, paragraph 
10-3. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECE IVER) \ MULTIPLIER 


EOS 


Enter offset frequency for equation being edited 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: EOS Value Units 

Value -999.9999 GHz to 999.9999 GHz 
Units: HZ, KHZ, MHZ, GHZ 


Remarks: See Chapter 10, paragraph 10-8. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECE IVER) \ OFFSET FREQ 


EOS? 


Output offset frequency for equation being edited 
Syntax: eos? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs its value using ASCI I <NR3 >format. See Chapter 10, paragraph 
10-3. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECE IVER) \ OFFSET FREQ 
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COMMAND 

DICTIONARY 


ESW 

EX4RF1 


ESW 


Select sweep operation for component being edite 


I CONFIG - MULTIPLE SOURCE (Ch^ 


Syntax: esw 


Remarks: See Chapter 10, paragraph 10-8. 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER) \ C.W.OFF 


EX2RF0 Turn external source 2 rf off 

Syntax: ex2rfo 
Related Commands: EX2RF1 

EX2RF1 Turn external source 2 rf on 

Syntax: ex2rfi 
Related Commands: EX2RF0 

EX3RF0 Turn external source 3 rf off 

Syntax: ex3rfo 
Related Commands: EX3RF1 

EX3RF1 Turn external source 3 rf on 

Syntax: ex3rfi 
Related Commands: EX3RF0 

EX4RF0 Turn external source 4 rf off 

Syntax: ex4rfo 
Related Commands: EX4RF1 

EX4RF1 Turn external source 4 rf on 

Syntax: ex4rfi 
Related Commands: EX4RF0 


CAL - FLEXIBLE CAL (Ch 6) 


CAL - FLEXIBLE CAL (Ch 6) 


CAL - FLEXIBLE CAL (Ch 6) 


CAL - FLEXIBLE CAL (Ch 6) 


CAL - FLEXIBLE CAL (Ch 6) 


CAL - FLEXIBLE CAL (Ch 6) 
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COMMAND 

DICTIONARY 


EXD 

EXRCALPl 


EXD Display external A/D input 

Syntax: exd 

Remarks: For service use only. 


UTILITY - DIAGNOSTICS (Ch 9) 


EXISTD? 


Output directory existence information 


UTILITY - DISK (Ch 9) 


Syntax: existd? Pathspec 

Value "Pathspec" is the path to the directory in question. It may contain a drive 
letter. 


Data I/O: Output directory existence information using ASCI I <NR1> for mat as fol¬ 
lows: 

Ofor DIRECTORY DOES NOT EXIST 
Ifor DIRECTORY EXISTS. 


Related Commands: EXISTF? 


EXISTF? 


Output file existence information 


UTILITY - DISK (Ch 9) 


Syntax: existf? Filespec 

Value "Filespec" is a string containing the filename to check. It may contain a 
drive letter and path. 

Data I/O: Outputs file existence information using ASCII <NRl>format as follows: 
Ofor FILE DOES NOT EXIST 
Ifor FILE EXISTS. 


Related Commands: EXISTD? 


EXRCALPl Select Port 1 as the extended receiver port 


POWER - RECEIVER CAL (Ch 5) 


Syntax: exrcalpi 

Related Commands: EXRCALP2, EXRCALP3, EXRCALPX? 

Front Panel Key: POWER \ RECEIVER CAL \ EXTD. RCVR TABLE OPERATION \ SE¬ 
LECT RECEIVER PORT or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ SELECT RECEIVER PORT 
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COMMAND 

DICTIONARY 


EXRCALP2 

EXRCALPX? 


EXRCALP2 Select Port 2 as the extended receiver port 

Syntax: exrcalp2 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: EXRCALPl, EXRCALP3, EXRCALPX? 

Front Panel Key: POWER \ RECEIVER CAL \ EXTD. RCVR TABLE OPERATION \ SE¬ 
LECT RECEIVER PORT or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ SELECT RECEIVER PORT 


EXRCALP3 Select Port 3 as the extended receiver port 

Syntax: exrcalp3 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: EXRCALPl, EXRCALP2, EXRCALPX? 

Front Panel Key: POWER \ RECEIVER CAL \ EXTD. RCVR TABLE OPERATION \ SE¬ 
LECT RECEIVER PORT or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ SELECT RECEIVER PORT 


EXRCALPX? 


Output the extended receiver port selection 


POWER - RECEIVER CAL (Ch 5) 


Syntax: exrcalpx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ifor EXTD RCVR PI 

2 for EXTD RCVR P2 

3 for EXTD RCVR P3 
Default is EXTD RCVR PI 


Related Commands: EXRCALPl, EXRCALP2, EXRCALP3 

Front Panel Key: POWER \ RECEIVER CAL \ EXTD. RCVR TABLE OPERATION \ SE¬ 
LECT RECEIVER PORT or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ SELECT RECEIVER PORT 


11-190 


MS462XXPM 












COMMAND 

DICTIONARY 


EXRCALTYPE? 

EXTIOl 


EXRCALTYPE? Output the receiver type for extended receiver op¬ 
eration 

Syntax: exrcaltype? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0 for TEST PORT 
Ifor REFERENCE PORT 
Default is TEST PORT 


Related Commands: EXRRCALTYPE, EXTRCALTYPE 

Front Panel Key: POWER \ RECEIVERCAL\ EXTD. RCVR TABLE OPERATION \ 
RECEIVER TYPE or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ RECEIVER TYPE 


EXRRCALTYPE Select the receiver type REFERENCE fortheex- 
tended receiver operation 

Syntax: exrrcaltype 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: EXTRCALTYPE, EXRCALTYPE? 

Front Panel Key: POWER \ RECEIVER CAL \ EXTD. RCVR TABLE OPERATION \ 
RECEIVER TYPE or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ RECEIVER TYPE 


EXTIOO Disable external output I/O 

Syntax: extioo 


DISPLAY (Ch 5) 


Related Commands: EXTIOl, EXTIOX? 

Front Panel Key: Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITS \ EXT I/O OUTPUT OFF 


EXTIOl Enable external output I/O 


DISPLAY (Ch 5) 


Syntax: extioi 


Related Commands: 
Front Panel Key: 


EXTIOO, EXTI OX? 

DisplayX GRAPH TYPE \ Anythen \ LIMITSX (MORE)TEST 
LIMITS \ EXT I/O OUTPUT ON 
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COMMAND 

DICTIONARY 


EXTIOX? 

EXW? 


EXTIOX? Output external output I/O enable/disable status 


DISPLAY (Ch 5) 


Syntax: extiox? 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 

Ofor DISABLE 
Ifor ENABLE 

Related Commands: EXTIOO, EXTIOl 

Front Panel Key: Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITS \ EXT I/O OUTPUT 


EXTRCALTYPE Select the receiver type TEST for extended receiver 
operation 

Syntax: extrcaltype 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: EXRRCALTYPE, EXRCALTYPE? 

Front Panel Key: POWER \ RECEIVERCAL\ EXTD. RCVR TABLE OPERATION \ 
RECEIVER TYPE or 

POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ RECEIVER TYPE 


EXTRCLR Clear all of the extended receiver calibrations 

Syntax: extrclr 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: POWER \ RECEIVERCAL\ EXTD. RCVR TABLE OPERATION \ 
CLEAR ALL EXTD. RCVR CAL \ CONTINUE or 
POWER \ SINGLE POWER \ RECEIVER CAL \ EXTD. RCVR TABLE 
OPERATION \ CLEAR ALL EXTD. RCVR CAL\ CONTINUE 


EXW? 


Output multiple source sweep flag for equation be 
ing edited 


I CONFIG - MULTIPLE SOURCE (Ch ^ 


Syntax: exw? 


Data I/O: Outputs its value using ASCI I <NRl>format as follows: 
0 for sweep 
1 for CW 


Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ EDIT SYSTEM 
EQUATIONSX SOURCE 1 (2, 3, 4, RECEIVER) \ C.W. 
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COMMAND 

DICTIONARY 


F 

FDHl 


F 


FCWO 


FCW1 


FCWX? 


FDHO 


FDH1 


Suffix sets farad data type and scales by lEO 
Syntax: f 


DATA ENTRY SUFFIXES (Ch 5) 


Turn fast CW measurement mcxde off 
Syntax: fcwo 


SWEEP (Ch 5) 


Turn fast CW measurement mode 1 on 
Syntax: Fcwi 


SWEEP (Ch 5) 


Output fast CW measurement mode 
Syntax: fcwx? 

Data I/O: Outputs values using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


SWEEP (Ch 5) 


Select variable length arbitrary block headers 
Syntax: fdho 

Remarks: This is the default mode. 

Related Commands: FDH1, FDH2, FDHX? 


REMOTE - FORMATTING (Ch 8) 


Select fixed length arbitrary block headers 
Syntax: fdhi 


REMOTE - FORMATTING (Ch 8) 


Remarks: The block size portion of the arbitrary block header will be padded with 
leading zeros as necessary to cause the overall length to be 11 characters. 
For example, the fixed length header shown below would precede a data 
block contain!ngs 123 bytes: ^000000123 

Related Commands: FDHO, FDH2, FDHX? 
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COMMAND 

DICTIONARY 


FDH2 

FHI 


FDH2 


FDHX? 


Select zero length arbitrary block headers 
Syntax: fdh2 


REMOTE - FORMATTING (Ch 8) 


Remarks: Reverts to the F DH1 mode after completion of the current program mes¬ 
sage. 

Related Commands: FDHO, FDHl, FDHX? 


Output arbitrary block header length selection 
Syntax: fdhx? 


REMOTE - FORMATTING (Ch 8) 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 

Ofor VARIABLE LENGTH ARBITRARY BLOCK HEADERS 
Ifor FIXED LENGTH ARBITRARY BLOCK HEADERS 
2 for NO ARBITRARY BLOCK HEADERS 

Related Commands: FDHO, FDHl, FDH2 


FFD 


Send form feed to printer and stop print/plot 
Syntax: ffd 

Front Panel Key: Hard Copy \ STOP PRINT 


HARD COPY (Ch 9) 


FGT Select frequency with time gate for active channel 

Syntax: fgt 

Remarks: Selects frequency with time gate mode for active channel 
Related Commands: CH1-CH4, OPC 

Front Panel Key: AppI \ DOMAIN \ FREQUENCY, WITH TIME GATE 


APPL - TIME DOMAIN (Ch 10) 


CONFIG (Ch 5) 


FHI Set data points to 1601 

Syntax: fhi 

Related Commands: WFS, OPC, NP1601, FME, FLO 


Front Panel Key: Config \ DATA POI NTS \ 1601 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 1601 MAX POINTS 
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COMMAND 

DICTIONARY 


FIT 

FLICKX? 


FIL 


Fill defined discrete frequency range 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: fil 

Remarks: Can also be used to specify frequencies inside of a calibration setup se¬ 
quence. Note: Using this command causes prior calibration data to be de¬ 
stroyed. 

Front Panel Key: Freq \ DISCRETE FILL \ FILL THE RANGE or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) \ FILL THE RANGE 


FLICKO Turn flickering off 

Syntax: flicko 

Related Commands: FLICKl, FLICKX? 

Front Panel Key: Sweep \ MORE \ FLICKERING OFF 

FLICKl Turn flickering on 

Syntax: flicki 

Related Commands: FLICKO, FLICKX? 

Front Panel Key: Sweep\ MORE \ FLICKERING ON 


SWEEP (Ch 5) 


SWEEP (Ch 5) 


FLICKX? Output flickering on/off status 

Syntax: flickx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


Related Commands: FLICKO, FLICKI 


Front Panel Key: Sweep\ MORE \ FLICKERING 


SWEEP (Ch 5) 
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FLO 

FLTL? 

COMMAND 

DICTIONARY 


FLO Set data poi nts to 101 


Syntax: 

FLO 

Related Commands: 

WFS, OPC, NPlOl, FME,FHI 

Front Panel Key: 

ConfigX DATA POI NTS \ 101 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 101 MAX POINTS 


FLTBW? Output filter bandwidth 


Syntax: 

FLTBW? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

BWL3, BWLS, 

Front Panel Key: 

Marker\ MARKER READOUT FUNCTIONS \ FILTER PARAME¬ 
TERS \ BANDWIDTH 


FLTC? Output filter center frequency 


Syntax: 

FLTC? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

BWL3, BWLS 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ CENTER FREQ 


FLTL? Output filter loss at reference value 


Syntax: 

FLTL? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

MSRO, MSRD, MSRM 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME¬ 
TERS \ LOSS AT REF 
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COMMAND 

DICTIONARY 


FLTQ? 


FLTS? 


FMA 


FLTQ? 

FMA 


Output filterQ 

Syntax: fltq? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: DSOO, DSOl 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP\ READOUTS: Q ON \ RETURN \ Q 


Output filter shape factor 
Syntax: flts? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: DSFO, DSFl 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 

TERS\ FILTER SETUP \ READOUTS: SHAPE FACTOR ON \ RE¬ 
TURN \ SHAPE FACTOR 


Select ASCI I data transfer format 
Syntax: fma 


REMOTE - FORMATTING (Ch 8) 


Remarks: Selects ASCI I <NR3>as appropiatefor succeeding data transfer commands. 
The ASCI I format will stay in effect until either the FMB or FMC (binary 
format) commands are issued. This command will have no effect on data 
transfer commands that cannot be output in ASCII format. See the specific 
command's description to determine formats supported. 

Related Commands: FMB, FMC 
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COMMAND 

DICTIONARY 


FMB 

FME 


FMB 


Select IE E E 754 64 bit data transfer format 


REMOTE - FORMATTING (Ch 8) 


Syntax: fmb 

Remarks: Selects IEEE-754 64-bit (double precision, 8 bytes) binary data transfer for¬ 
mat for succeeding data transfer commands. The 64-bit format will stay in 
effect until either the FMA (ASCI I) or EMC (32-bit binary) commands are 
issued. 


This command has no effect on data transfer commands that cannot be out¬ 
put in 64-bit format. See the specific command's description to determine 
formats supported. 

Related Commands: FMA, FMC, LSB, MSB 


FMC 


Select IE E E 754 32 bit data transfer format 


REMOTE - FORMATTING (Ch 8) 


Syntax: fmc 

Remarks: Selects I EEE-754 32-bit (single precision, 4 bytes) binary data transfer for¬ 
mat for succeeding data transfer commands. The 32-bit format will stay in 
effect until either the FMA (ASCI I) or FM B (64-bit binary) commands are 
issued. 


This command has no effect on data transfer commands that cannot be out¬ 
put in 32-bit format. See the specific command's description to determine 
formats supported. 

Related Commands: FMA, FMB, LSB, MSB 


FME 


Set data poi nts to 401 


CONFIG (Ch 5) 


Syntax: fme 


Related Commands: WFS, OPC, NP401, FHI, FLO 

Front Panel Key: Config \ DATA POI NTS \ 401 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 401 MAX POINTS 
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COMMAND 

DICTIONARY 


FMKR 

FMTX? 


FMKR 


Select filter parameters marker mode 


MARKER (Ch 7) 


Syntax: fmkr 


Related Commands: AMKR, NMKR, SMKR, XMKR? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME¬ 
TERS 


FMTO 


Select normal ASCI I data element delimiting 


REMOTE - FORMATTING (Ch 8) 


Syntax: fmto 


Remarks: When data values are output with the FMA mode, each value is separated 
with a comma. This is also true for listing type outputs such as for the ser¬ 
vice log or disk directory. This is the default mode. 

Related Commands: FMTl, FMTX?, FMA 


FMT1 


Select enhanced ASCI I data element delimiting 


REMOTE - FORMATTING (Ch 8) 


Syntax: fmti 

Remarks: When data values areoutput with the FMA mode, each data pair is sepa¬ 
rated with a linefeed. Each element within the pair is separated with a 
comma. If there is no data pair, each element is separated with a linefeed. 
Each line in the service log listing or the disk directory listing is separated 
with a linefeed. 


Related Commands: FMTO, FMTX?, FMA 


FMTX? 


Output ASCI I data element delimiting mode 
Syntax: fmtx? 


REMOTE - FORMATTING (Ch 8) 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
Ofor NORMAL DELIMITING 
Ifor ENHANCED DELIMITING 

Related Commands: FMTO, FMTl, FMA 
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COMMAND 

DICTIONARY 


FMX? 

FOX? 


FMX? 


Output data output mode FMAFMBorFMC 


REMOTE - FORMATTING (Ch 8) 


Syntax: fmx? 

Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
Ofor FMA 
Ifor FMB 
2for FMC 


Related Commands: FMA, FMB, FMC 


FOF 


Blank frequency information 


CONFIG (Ch 5) 


Syntax: fof 

Remarks: Blanks any frequency information from the screen and any hard copy out¬ 
put. This command is useful for security reasons si nee the instrument can¬ 
not display frequency data again without the FON command being issued or 
a reset is invoked. 


Related Commands: FON 


Front Panel Key: Config \ CONFIGURATION \ BLANK FREQUENCY INFO OFF 


FON Display frequency information 

Syntax: fon 

Remarks: See FOF for more information. 

Related Commands: FOF 

Front Panel Key: Config \ CONFIGURATION \ BLANK FREQUENCY INFO ON 


CONFIG (Ch 5) 


FOX? 


Output frequency information on/off status 
Syntax: fox? 

Data I/O: Outputs its value in ASCI I <NR1 >format as follows: 
Ofor OFF 
Ifor ON 


CONFIG (Ch 5) 


Front Panel Key: Config \ CONFIGURATION \ BLANK FREQUENCY INFO 
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COMMAND 

DICTIONARY 


FPO 

FPIDONE? 


FPO 


Turn flat power correction off 


POWER - FLAT POWER (Ch 5) 


Syntax: fpo 

Front Panel Key: Power \ SOURCE 1 SETUP \ FLATNESS CORRECTION OFF or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ GAIN 
COMPRESSION CALIBRATION \ FLATNESS CORRECTION OFF 

or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 1 FLATNESS CORRECTION OFF or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS\ FLATNESS CORREC¬ 
TION OFF 


FP1 


Turn flat power correction on 


POWER - FLAT POWER (Ch 5) 


Syntax: fpi 

Front Panel Key: Power \ SOURCE 1 SETUP \ FLATNESS CORRECTION ON or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ GAIN 
COMPRESSION CALIBRATION \ FLATNESS CORRECTION ON or 


Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 1 FLATNESS CORRECTION ON or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS\ FLATNESS CORREC¬ 
TION ON 


FPIDONE? 


Output port 
Syntax: 
Data I/O: 


1 flat power correction done status 

FPIDONE? 

Outputs data using ASCI I <NR1>integer values as follows: 


POWER - FLAT POWER (Ch 5) 


Ofor NOT DONE 
Ifor DONE 


Front Panel Key: Power \ SOURCE 1 SETUP \ FLATNESS CORRECTION or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ GAIN 
COMPRESSION CALIBRATION \ FLATNESS CORRECTION or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 1 FLATNESS CORRECTION or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS\ FLATNESS CORREC¬ 
TION 
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FP30 

FP3X? 

COMMAND 

DICTIONARY 


FP30 Turn port 3 flat power correction off 


Syntax: 

FP30 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATNESS CORRECTION OFF or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 2 FLATNESS CORRECTION OFF 


FP31 Turn port 3 flat power correction on 


Syntax: 

FP31 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATNESS CORRECTION ON or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 2 FLATNESS CORRECTION ON 


FP3DONE? Output port 3 flat power correction done status 


Syntax: 

FP3D0NE? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor NOT DONE 

Ifor DONE 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATNESS CORRECTION or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 2 FLATNESS CORRECTION 


FP3X? Output port 3 flat power correction on/off status 


Syntax: 

FP3X? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0 when OFF 

1 when ON 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATNESS CORRECTION OFF or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 2 FLATNESS CORRECTION OFF 
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COMMAND 

DICTIONARY 


FPT 

FRC 


FPT 


UTILITY - DIAGNOSTICS (Ch 9) 


Select front panel keypad testing 
Syntax: fpt 

Remarks: For service use only. 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TEST \ FRONT PANEL 


FPX? 


Output flat power correction on/off status 


POWER - FLAT POWER (Ch 5) 


Syntax: fpx? 


Remarks: For service use only. 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 

0for OFF 
1 for ON 

Front Panel Key: Power \ SOURCE 1 SETUP \ FLATNESS CORRECTION or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ GAIN 
COMPRESSION CALIBRATION \ FLATNESS CORRECTION or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ SOURCE 1 FLATNESS CORRECTION or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS\ FLATNESS CORREC¬ 
TION 


FQD 


Select frequency domain for active channel 


APPL - TIME DOMAIN (Ch 10) 


Syntax: fqd 


Related Commands: 
Front Panel Key: 


WFS, OPC 

Appl\ DOMAINX FREQUENCY, NO TIME GATE 


FRC 


Clear all defined discrete frequency ranges 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: frc 


Remarks: See command's function group. 

Front Panel Key: Freq X DISCRETE FILLX CLEAR ALL or 

Cal X PERFORM CAL 2-PORT CAL X NEXT CAL STEP X FULL 
12-TERM X INCLUDE ISOLATION X N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) X CLEAR ALL 
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COMMAND 

DICTIONARY 


FREFE 

FRI 


FREFE Select external frequency reference 

Syntax: frefe 

Related Commands: FREFI,FREFX? 

FREFI Select internal frequency reference 

Syntax: frefi 

Related Commands: FREFE, FREFX? 


UTILITY - REAR PANEL (Ch 10) 


UTILITY - REAR PANEL (Ch 10) 


FREFX? 


Output frequency reference internal/external set¬ 
ting 

Syntax: frefx? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs value using ASCI I <NR1> for mat as follows: 
lisINTERNAL 
2 is EXTERNAL. 


Related Commands: FREFE, FREFI 


FRI 


Enter discrete fill increment frequency 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: FRI Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


Remarks: Value must be within MS462XX start- and stop-sweep frequencies. 

This command can also be used to specify frequencies inside of a calibration 
setup sequence. Note: Using this command causes prior calibration data to 
be destroyed. 

Front Panel Key: Freq \ DISCRETE FILL\ INCREMENT or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) \ INCREMENT 
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COMMAND 

DICTIONARY 


FRI? 


FRP 


FRP? 


FRI? 

FRP? 


Output discrete fill increment frequency 
Syntax: fri? 


FREQ - DISCRETE FILL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Freq \ DISCRETE FILL \ INCREMENT or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2TO 1601 POINTS) \ INCREMENT 


Enter discrete fill number of points 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: FRP Value Units 

Val ue 1 to current number of poi nts, 1601 max 
Units: XXI, XX3, XM3 


Remarks: Can also be used to specify frequencies inside of a calibration setup se¬ 
quence. Note: Using this command causes prior calibration data to be de¬ 
stroyed. 

Front Panel Key: Freq \ DISCRETE FILL \ NUMBER OF POINTS or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2 TO 1601 POI NTS) \ NUMBER OF POINTS 


Output discrete fill number of points 
Syntax: frp? 


FREQ - DISCRETE FILL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Freq \ DISCRETE FILL \ NUMBER OF POINTS or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2 TO 1601 POI NTS) \ NUMBER OF POINTS 
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COMMAND 

DICTIONARY 


FRS 

FSWP 


FRS 


Enter discrete fill start frequency 


FREQ - DISCRETE FILL (Ch 5) 


Syntax: FRS Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


Remarks: Value must be within MS462XX start- and stop-sweep frequencies. Seethe 
command's function group. 

This command can also be used to specify frequencies inside of a calibration 
setup sequence. Note: Using this command causes prior calibration data to 
be destroyed. 

Front Panel Key: Freq \ DISCRETE FILL \ START FREQ or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ N-DISCRETE FREQUENCIES 
(2 TO 1601 POI NTS) \ START FREQ 


FRS? 


Output discrete fill start frequency 
Syntax: frs? 


FREQ - DISCRETE FILL (Ch 5) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Freq \ DISCRETE FILL \ START FREQ or 

Cal\ PE RFORM CAL 2-PORT CALX FULL 12-TERM \ INCLUDE 
ISOLATION \ N-DISCRETE FREQUENCIES (2TO 1601 POINTS) \ 
START FREQ 


FS 


Suffix sets time data type and scales by lE-15 
Syntax: fs 


DATA ENTRY SUFFIXES (Ch 5) 


FSWP Select frequency sweep 

Syntax: fswp 

Related Commands: PSWP, SWPX? 

Front Panel Key: SweepX SWEEP TYPE FREQUENCYX SWEEP 


SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


FTGDCO 

FTGDCDONE? 


FTGDCO Turn off frequency translation group delay correc¬ 

tion 


APPL- FTGD (Ch 10) 


Syntax: ftgdco 


Related Commands: FTGDCl, FTGDCX?, FTGDCDONE 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY then Cal \ APPLY 
CAL OFF 


FTGDC1 Turn on frequency translation group delay correc¬ 

tion 


APPL - FTGD (Ch 10) 


Syntax: ftgdci 


Related Commands: FTGDCO, FTGDCX?, FTGDCDONE 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY then Cal \ APPLY 
CAL ON 


FTGDCDONE? Output frequency translation group delay cal done 
status 

Syntax: ftgdcdone? 


APPL - FTGD (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 


Related Commands: FTGDCO, FTGDCl, FTGDCX? 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY then Cal \ APPLY 
CAL 
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FTGDCX? 

FTPS 

COMMAND 

DICTIONARY 


FTGDCX? Output frequency translation group delay correc¬ 

tion on/off status 

Syntax: ftgdcx? 


Data I/O: 

Outputs on/off status using ASCI I <NR1>format as follows: 

OisOFF 

lisON 

Related Commands: 

FTGDCO, FTGDCl, FTGDCDONE 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
FREQUENCY TRANSLATION GROUP DELAY then Cal \ APPLY 

CAL 


FTP1 E nter the target frequency for 11 near power correc¬ 

tion 

Syntax: ft pi 

Data I/O: The value is input in ASCI I <NRf> format. 
Related Commands: FTPl?, FTPS, FTPS? 

FTP1 ? Output the target frequency for I i near power cor¬ 

rection 


Syntax: 

FTPl? 

Data I/O: 

Outputs data using ASCI I <NRS>format. 

Related Commands: 

FTPl, FTPS, FTPS? 


FTPS E nter the target frequency for I i near power correc¬ 

tion 

Syntax: ftps 

Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: 

FTPl, FTPl?, FTPS? 
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COMMAND 

DICTIONARY 


FTPS? 


FXAPL 


FXP1T0 


FXP1T1 


FXP1T? 


FTPS? 

FXPIT? 


Output the target frequency for linear power cor¬ 
rection 

Syntax: ftp3? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: FTPl, FTPl?, FTP3 


POWER (Ch 5) 


Apply FlexibleCal 
Syntax: fxapl 

Front Panel Key: Cal \ FLEXIBLE CAL \ APPLY 


CAL - FLEXIBLE CAL (Ch 6) 


Turns off Port 1 selection. Do not apply correction 
to any S-parameter involving port 1 

Syntax: fxpito 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXPITI, FXPIT? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 1 


Turns on Port 1 selection. Correct Sll. If in full 
term cal input method 

Syntax: fxpiti 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXPITO, FXPIT? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 1 


Ouery Port 1 selection for Flexible Cal 
Syntax: fxpit? 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXPITO, FXPITI 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 1 
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COMMAND 

DICTIONARY 


FXP2T0 

FXP3T1 


FXP2T0 


Turns off Port 2 selection. Do not apply correction 
to any S-parameter involving port 2 

Syntax: fxp2to 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP2T1, FXP2T? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 2 


FXP2T1 


Turns on Port 2 selection. Correct S22. If in full 
term cal input method 

Syntax: fxp2ti 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP2T0, FXP2T? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 2 


FXP2T? Query Port 2 selection for Flexible Cal. 

Syntax: fxp2t? 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP2T0, FXP2T1 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 2 


FXP3T0 


Turns off Port 3 selection. Do not apply correction 
to any S-parameter involving port 3 

Syntax: fxp3to 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP3T1, FXP3T? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORTS 


FXP3T1 


Turns on Port 3 selection. Correct S33. If in full 
term cal input method 

Syntax: fxp3ti 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP3T0, FXP3T? 


Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORTS 
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COMMAND 

DICTIONARY 


FXP3T? 


FXP4T0 


FXP4T1 


FXP4T? 


FXS11T0 


FXP3T? 

FXSllTO 


Query Port 3 selection for FlexibleCal 
Syntax: fxp3t? 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP3T0, FXP3T1 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 3 


Turns off Port 4 selection. Do not apply correction 
to any S-parameter involving port 4 

Syntax: fxp4to 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP4T1, FXP4T? 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 4 


Turns on Port 4 selection. Correct S44. If in full 
term cal input method 

Syntax: fxp4ti 

Related Commands: FXP4T0, FXP4T? 


CAL - FLEXIBLE CAL (Ch 6) 


Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 4 


Query Port 4 selection for Flexible Cal 
Syntax: fxp4t? 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXP4T0, FXP4T1 

Front Panel Key: Cal \ FLEXIBLE CAL \ FULL TERM CALS \ PORT 4 


Turn off Sll selection for Flexible Cal 
Syntax: fxshto 


CAL - FLEXIBLE CAL (Ch 6) 


Related Commands: FXSllTl, FXSllT?, FXSCN, FXSCFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL Sll, REEL 
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FXSllTl 

FXS12T1 

COMMAND 

DICTIONARY 


FXS11T1 Turn on Sll selection for FlexibleCal 


Syntax: 

FXSllTl 

Related Commands: 

FXSllTO, FXSllT?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL Sll, REEL 


FXS11T? Output Sll selection on/off 


Syntax: 

FXSllT? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXSllTO, FXSllTl, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL Sll, REEL 


FXS12T0 Turn off S12 selection for FlexibleCal 


Syntax: 

FXS12T0 

Related Commands: 

FXS12T1, FXS12T?, FXSON, FXSOFF 

Front Panel Key: 

Cal\ FLEXIBLE CAL \ CUSTOMIZE CAL S12,TRANS 


FXS12T1 Turn on S12 selection for FlexibleCal 


Syntax: 

FXS12T1 

Related Commands: 

FXS12T0, FXS12T?, FXSON, FXSOFF 

Front Panel Key: 

Cal\ FLEXIBLE CAL \ CUSTOMIZE CAL S12,TRANS 
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COMMAND 

DICTIONARY 

FXS12T? 

FXS13T? 


FXS12T? Output S12 selection on/off 


5yntax: 

FXS12T? 

Data I/O: 

Outputs data using A5CI1 <MR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FX512T0, FX512T1, FX50N, FX50FF 

Front Panel Key: 

Cal\ FLEXIBLE CAL \ CUSTOMIZE CAL S12,TRANS 


FXS13T0 Turn off S13 selection for Flexible Cal 


5yntax: 

FXS13T0 

Related Commands: 

FX513T1, FX513T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


FXS13T1 Turn on 513 selection for FlexibleCal 


Syntax: 

FXS13T1 

Related Commands: 

FX513T0, FX513T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


FXS13T? Output 513 selection on/off 


Syntax: 

FXS13T? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS13T0, FXS13T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 
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COMMAND 

DICTIONARY 


FXS14T0 

FXS21T1 


FXS14T0 


Turn off S14 selection for Flexible Cal 
Syntax: fxs14to 

Related Commands: FXS14T1, FXS14T?, FXSON, FXSOFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


CAL - FLEXIBLE CAL (Ch 6) 


FXS14T1 


Turn on S14 selection for Flexible Cal 
Syntax: fxs14ti 

Related Commands: FXS14T0, FXS14T?, FXSON, FXSOFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


CAL - FLEXIBLE CAL (Ch 6) 


FXS14T? 


Output S14 selection on/off 
Syntax: fxs14t? 


CAL - FLEXIBLE CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Related Commands: FXS14T0, FXS14T1, FXSON, FXSOFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


FXS21T0 


Turn off S21 selection for Flexible Cal 
Syntax: fxs21to 

Related Commands: FXS21T1, FXS21T?, FXSON, FXSOFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S21,TRANS 


CAL - FLEXIBLE CAL (Ch 6) 


FXS21T1 


Turn on S21 selection for Flexible Cal 
Syntax: fxs21ti 

Related Commands: FXS21T0, FXS21T?, FXSON, FXSOFF 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S21,TRANS 


CAL - FLEXIBLE CAL (Ch 6) 
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COMMAND 

DICTIONARY 

FXS21T? 

FXS22T? 


FXS21T? Output S21 selection on/off 


Syntax: 

FXS21T? 

Data I/O: 

Outputs data using ASCI 1 <MR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS21T0, FXS21T1, FXSON, FXSOFF 

Front Panel Key: 

Cal\ FLEXIBLE CAL \ CUSTOMIZE CAL S21,TRANS 


FXS22T0 Turn off S22 selection for Flexible Cal 


Syntax: 

FXS22T0 

Related Commands: 

FXS22T1, FXS22T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


FXS22T1 Turn on S22 selection for Flexible Cal 


Syntax: 

FXS22T1 

Related Commands: 

FXS22T0, FXS22T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 


FXS22T? Output S22 selection on/off 


Syntax: 

FXS22T? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS22T0, FXS22T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S22, REEL 
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FXS23T0 

FXS24T1 

COMMAND 

DICTIONARY 


FXS23T0 Turn off S23 selection for Flexible Cal 


5yntax: 

FXS23T0 

Related Commands: 

FX523T1, FX523T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S23,TRANS 


FXS23T1 Turn on 523 selection for Flexible Cal 


Syntax: 

FXS23T1 

Related Commands: 

FX523T0, FX523T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S23,TRANS 


FXS23T? Output 523 selection on/off 


Syntax: 

FXS23T? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS23T0, FXS23T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S23,TRANS 


FXS24T0 Turn off 524 selection for Flexible Cal 


Syntax: 

FXS24T0 

Related Commands: 

FXS24T1, FXS24T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S24,TRANS 


FXS24T1 Turn on 524 selection for Flexible Cal 


Syntax: 

FXS24T1 

Related Commands: 

FXS24T0, FXS24T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S24,TRANS 
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COMMAND 

DICTIONARY 

FXS24T? 

FXS31T? 


FXS24T? Output S24 selection on/off 


5yntax: 

FXS24T? 

Data I/O: 

Outputs data using A5CI1 <MR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FX524T0, FX524T1, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S24,TRANS 


FXS31T0 Turn off S31 selection for Flexible Cal 


Syntax: 

FXS31T0 

Related Commands: 

FX531T1, FX531T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S31,TRANS 


FXS31T1 Turn on 531 selection for FlexibleCal 


Syntax: 

FXS31T1 

Related Commands: 

FXS31T0, FXS31T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S31,TRANS 


FXS31T? Output 531 selection on/off 


Syntax: 

FXS31T? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS31T0, FXS31T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S31,TRANS 
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FXS32T0 

FXS33T1 

COMMAND 

DICTIONARY 


FXS32T0 Turn off S32 selection for Flexible Cal 


5yntax: 

FXS32T0 

Related Commands: 

FX532T1, FX532T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S32,TRANS 


FXS32T1 Turn on 532 selection for Flexible Cal 


Syntax: 

FXS32T1 

Related Commands: 

FX532T0, FX532T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S32,TRANS 


FXS32T? Output 532 selection on/off 


Syntax: 

FXS32T? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS32T0, FXS32T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S32,TRANS 


FXS33T0 Turn off 533 selection for Flexible Cal 


Syntax: 

FXS33T0 

Related Commands: 

FXS33T1, FXS33T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S33, REEL 


FXS33T1 Turn on 533 selection for Flexible Cal 


Syntax: 

FXS33T1 

Related Commands: 

FXS33T0, FXS33T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S33, REEL 
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COMMAND 

DICTIONARY 

FXS33T? 

FXS34T? 


FXS33T? Output S33 selection on/off 


5yntax: 

FXS33T? 

Data I/O: 

Outputs data using A5CI1 <MR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FX533T0, FX533T1, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S33, REEL 


FXS34T0 Turn off 534 selection for Flexible Cal 


5yntax: 

FXS34T0 

Related Commands: 

FX534T1, FX534T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S34,TRANS 


FXS34T1 Turn on 534 selection for Flexible Cal 


Syntax: 

FXS34T1 

Related Commands: 

FX534T0, FX534T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S34,TRANS 


FXS34T? Output 534 selection on/off 


Syntax: 

FXS34T? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS34T0, FXS34T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S34,TRANS 
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FXS41T0 

FXS42T1 

COMMAND 

DICTIONARY 


FXS41T0 Turn off S41 selection for Flexible Cal 


Syntax: 

FXS41T0 

Related Commands: 

FXS41T1, FXS41T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S41,TRANS 


FXS41T1 Turn on S41 selection for FlexibleCal 


Syntax: 

FXS41T1 

Related Commands: 

FXS41T0, FXS41T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S41,TRANS 


FXS41T? Output S41 selection on/off 


Syntax: 

FXS41T? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS41T0, FXS41T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S41,TRANS 


FXS42T0 Turn off S42 selection for FlexibleCal 


Syntax: 

FXS42T0 

Related Commands: 

FXS42T1, FXS42T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S42,TRANS 


FXS42T1 Turn on S42 selection for FlexibleCal 


Syntax: 

FXS42T1 

Related Commands: 

FXS42T0, FXS42T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S42,TRANS 
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COMMAND 

DICTIONARY 

FXS42T? 

FXS43T? 


FXS42T? Output S42 selection on/off 


5yntax: 

FXS42T? 

Data I/O: 

Outputs data using A5CI1 <MR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FX542T0, FX542T1, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S42,TRANS 


FXS43T0 Turn off S43 selection for Flexible Cal 


Syntax: 

FXS43T0 

Related Commands: 

FX543T1, FX543T?, FX50N, FX50FF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S43,TRANS 


FXS43T1 Turn on 543 selection for Flexible Cal 


Syntax: 

FXS43T1 

Related Commands: 

FXS43T0, FXS43T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S43,TRANS 


FXS43T? Output 543 selection on/off 


Syntax: 

FXS43T? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS43T0, FXS43T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S43,TRANS 
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FXS44T0 

FXSON 

COMMAND 

DICTIONARY 


FXS44T0 Turn off S44 selection for Flexible Cal 


Syntax: 

FXS44T0 

Related Commands: 

FXS44T1, FXS44T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S44, REEL 


FXS44T1 Turn on S44 selection for Flexible Cal 


Syntax: 

FXS44T1 

Related Commands: 

FXS44T0, FXS44T?, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S44, REEL 


FXS44T? Output S44 selection on/off 


Syntax: 

FXS44T? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Related Commands: 

FXS44T0, FXS44T1, FXSON, FXSOFF 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL S44, REEL 


FXSOFF Turn off all the S-parameters when Flexible Cal is 

being applied 

Syntax: fxsoff 

Related Commands: FXSON, FXSllT?Through FXS44T1 

Front Panel Key: Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL SET ALL OFF 

FXSON Turn on all the S-parameters when Flexible Cal is 

being applied 

Syntax: fxson 


Related Commands: 

FXSOFF, FXSllT?Through FXS44T1 

Front Panel Key: 

Cal \ FLEXIBLE CAL \ CUSTOMIZE CAL SET ALL ON 
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COMMAND 

DICTIONARY 


GCFS? 

GCFSON 


GCFS? 


Output the multiple gain compression fixed scale 
flag ON/OFF status 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: gcfs? 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 


Related Commands: GCFSOFF, GCFSON 

Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION or AppI \ MEASURE¬ 
MENT TYPE \ TRANSMISSION AND REFLECTION \ SWEPT 
POWER GAIN COMPRESSION \ MULTIPLE FREQ GAIN COM¬ 
PRESSION 


GCFSOFF 


Turn the multiplegain compression fixed scalefla 


APPL - GAIN COMPRESSION (Ch 10) 


OFF 


Syntax: gcfsoff 


Related Commands: GCFSON, GCFS? 

Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION \ FIXED SCALE or 
Appl\ MEASUREMENT TYPE \ TRANSMISSION AND REFLEC¬ 
TION \ SWEPT POWER GAIN COMPRESSION \ MULTIPLE FREQ 
GAIN 


GCFSON 


Turn the multiplegain compression fixed scalefla 


APPL - GAIN COMPRESSION (Ch 10) 


ON 


Syntax: gcfson 

Related Commands: GCFSON, GCFS? 

Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION \ FIXED SCALE or 
Appl\ MEASUREMENT TYPE \ TRANSMISSION AND REFLEC¬ 
TION \ SWEPT POWER GAIN COMPRESSION \ MULTIPLE FREQ 
GAIN 
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GCMP 

GCSNS211 


COMMAND 

DICTIONARY 


GCMP 


Enter gain compression point search value 

Syntax: GCMP Value Units 

Value Number 
Units: DB 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: To search for the 1 dB gain compression point, enter a search value of 1 dB. 
Data I/O: Enter the search value in ASCI I <NRF>format. 

Related Commands: SPGCA, GCMP? 

Front Panel Key: AppI \ SWEPT FREQUENCY GAIN COMPRESSION \ GAIN COM¬ 
PRESSION POINT 


GCMP? 


Output gain compression point search value 
Syntax: gcmp? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: SPGCA, GCMP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ GAIN 
COMPRESSION POINT (MAX REF) 


GCSNS210 Turn self normalization of S21 off 

Syntax: gcsns210 


APPL - GAIN COMPRESSION (Ch 10) 


Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET NORMALIZA¬ 
TION OF S21 


GCSNS211 Turn self normalization of S21 on 

Syntax: gcsns211 


APPL - GAIN COMPRESSION (Ch 10) 


Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET NORMALIZA¬ 
TION OF S21 
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COMMAND 

DICTIONARY 


GCSNS21? 

GCT? 


GCSNS21? 


APPL - GAIN COMPRESSION (Ch 10) 


Output self normalization of S21 status 
Syntax: gcsns21? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


0for OFF 
1 for ON 


Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET NORMALIZA¬ 
TION OF S21 


GCT 


E nter gate center value distance or ti me 


APPL - TIME DOMAIN (Ch 10) 


Syntax: got Value Units 

Value -999.999 to 999.999 ms 

Units: time =S, MS, USC, PS, PSC, NS, NSC; distance = M, MTR, MM, MMT, CM, 
CMT 


Remarks: The Value limits listed above are for time only. To derive distance limits, use 
the equation: 

distanceMii me limit x 299792458 xlO/ SQROOT of dielediric constant 

Use the query command DIX? to output the value. If the time domain pa¬ 
rameter istime, value is assumed to be a time value. 

If the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST? 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ CENTER 


GCT? 


Output gate center value 
Syntax: gct? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


GCT 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ CENTER 


11-225 


MS462XXPM 












COMMAND 

DICTIONARY 


GCYSP 

GCYST 


GCYSP 


Enter theY-stop power level for multiplefrequenc 
gain compression 


i APPL - GAIN COMPRESSION (Ch 10) 


Syntax: GCYSP Value Units 

Value Power level range of the MS462XX 
Units: DB, XX1,XX3, XM3 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: GCYSP?, GCYST, GCYST? 


Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION \ Y STOP or AppI \ 
MEASUREMENT TYPE \ TRANSMISSION AND REFLECTION \ 
SWEPT POWER GAIN COMPRESSION \ Y STOP 


GCYSP? 


Output theY-stop power level for multi pie fre¬ 
quency gain compression 

Syntax: gcysp? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: GCYSP, GCYST, GCYST? 

Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION or AppI \ MEASURE¬ 
MENT TYPE \ TRANSMISSION AND REFLECTION \ SWEPT 
POWER GAIN COMPRESSION 


GCYST 


Enter the Y-start power level for multiple fre¬ 
quency gain compression 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: GCYST Value Units 

Value Power level range of the MS462XX 
Units: DB,XX1,XX3, XM3 


Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: GCYSP, GCYSP?, GCYST? 


Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION \ Y START or AppI \ 
MEASUREMENT TYPE \ TRANSMISSION AND REFLECTION \ 
SWEPT POWER GAIN COMPRESSION \ Y START 
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COMMAND 

DICTIONARY 


GCYST? 

GLS 


GCYST? 


Output theY-start power level for multiplefre- 
quency gain compression 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: gcyst? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: GCYSP, GCYSP?, GCYST 

Front Panel Key: Freq \ MULTIPLE FREQ GAIN COMPRESSION or AppI \ MEASURE¬ 
MENT TYPE \ TRANSMISSION AND REFLECTION \ SWEPT 
POWER GAIN COMPRESSION 


GDS 


Gate symbols displayed on active channel 
Syntax: gds 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE DISP 


GENS2P 


Generate S2P fi les I n hard disk with default name 
(ntwk_pl.s2p,ntwk_p4.s2p) from disk and cali¬ 
brate 

Syntax: GENS2P Filenamel Filename2 

Value See Remarks 


HARD COPY (Ch 9) 


Remarks: Filenamel.cal and Filename2.cal are calibration files. They do not have to 
be the same file, but they have to be same port cal file. For example, if 
Filenamel.cal is a 3-port cal file, then Filename2.cal has to be 3-port cal file 
also. Two 3-port cal files will generate three S2P files. They will be named 
as NTWK_P1.S2P, NTWK_P2.S2P, and NTWK_P3.S2P. 

Data I/O: Input uses <String>data. 


GHZ 


Suffix sets frequency data type and scales by IE 9 
Syntax: ghz 


DATA ENTRY SUFFIXES (Ch 5) 


GLS 


Select low sidelobegate shape 
Syntax: gls 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE SHAPE \ LOW 
SIDELOBE 
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COMMAND 

DICTIONARY 


CMS 

GON 


GMS 


GNM 


Select minimum si delobe gate shape 
Syntax: gms 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE SHAPE \ MIN 
SIDELOBE 


Select nominal gate shape 
Syntax: gnm 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE SHAPE \ NOMI¬ 
NAL 


GOF Turn off gating on active channel 

Syntax: gof 

Related Commands: GOF? 

Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE OFF 


APPL - TIME DOMAIN (Ch 10) 


GOF? 


Output gating mode on active channel 
Syntax: gof? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs its value using ASCI I <NRl>format as follows: 
0for OFF 

1 for ON 

2 for DI SPLAY gate symbols 
Related Commands: GOF 

Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE 


GON 


Turn on gati ng on active channel 
Syntax: gon 

Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE ON 


APPL - TIME DOMAIN (Ch 10) 
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COMMAND 

DICTIONARY 

GPN 

GRF? 


GPN Enter pen number for graticule 


Syntax: 

Value 

Units: 

GPN Value Units 

lto8 

XXI 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ PEN COLORS \ GRATICULE 


GPN? Output pen number for graticule 


Syntax: 

GPN? 

Data I/O: 

Outputs data using ASCII <NRl>format. 

Related Commands: 

GPN 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ PEN COLORS \ GRATICULE 


GRF? Output graph type for active channel 


Syntax: 

GRF? 

Data I/O: 

Outputs its value using ASCI 1 <NRl>format as follows: 

Ifor LOG MAG 

2 for PHASE 

3for LOG MAG & PHASE 

4for SMITH-IMPEDANCE 

5 for SWR 

6for GROUP DELAY 

7for SMITH-ADMITTANCE 

8for LIN POLAR 

9 for LOG POLAR 

10for LIN MAG 

11 for LIN MAG & PHASE 

12 for REAL 

13for IMAGINARY 

14for REAL & IMAGINARY 

15for POWER OUT 

Front Panel Key: 

Display \ GRAPH TYPE 
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GROUPl 

GROUP? 


COMMAND 

DICTIONARY 


GR0UP1 


GR0UP2 


GROUPS 


GR0UP4 


DISPLAY (Ch 5) 


Select Group 1 to be active group 
Syntax: groupi 

Related Commands: GROUP?, GROUP2-GROUP4 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ GROUPl 


DISPLAY (Ch 5) 


Select Group 2 to be active group 
Syntax: group? 

Related Commands: GROUP?, GROUPI, GROUP3, GROUP4 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ GROUP 2 


DISPLAY (Ch 5) 


Select Group 3 to be active group 
Syntax: groups 

Related Commands: GROU P?, GROU PI, GROU P2, GROU P4 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ GROUPS 


DISPLAY (Ch 5) 


Select Group 4 to be active group 
Syntax: group4 

Related Commands: GROU P?, GROU PI, GROU P2, GROU P4 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ GROUP 4 


GROUP? 


DISPLAY (Ch 5) 


Output active group number 
Syntax: group? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 

1 for GROUP 1 

2 for GROUP 2 
3for GROUP 3 
4for GROUP 4 


Related Commands: GROUP1-GROUP4 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ GROUP 
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COMMAND 

DICTIONARY 


GRT 


GRTCOL 


GRTCOL? 


GRT 

GRTCOL? 


Select Rectangular gate shape 
Syntax: grt 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE SHAPE \ RECT¬ 
ANGULAR 


Enter the color number for the graticule 

Syntax: GRTCOL Value 

Value 0to47 


UTILITY (Ch 9) 


Remarks: Color palette numbers are listed in Table 11-3 at the end of this chapter. 
Related Commands: ANNCOL, GRTCOL, LAYCOL, MKRCOL, MNUCOL, TRCCOL, GRTCOL? 
Front Panel Key: Utility \ COLOR SETUP \ GRATICULE XX COLOR NAME 


UTILITY (Ch 9) 


Output the color number for the graticule 
Syntax: grtcol? 

Data I/O: Outputs the color palette numbers in ASCI I <NRl>format. 

Related Commands: ANNCOL?, GRTCOL?, LAYCOL?, MKRCOL?, MNUCOL?, TRCCOL?, 
GRTCOL 

Front Panel Key: Utility \ COLOR SETUP \ GRATICULE XX COLOR NAME 
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COMMAND 

DICTIONARY 


GSN 

GSN? 


GSN 


Enter gate span value distance or time 


APPL - TIME DOMAIN (Ch 10) 


Syntax: GSN Value Units 

Va I u e 0.0000 to 999.999 ms 

Units: time =S, MS, USC, PS, PSC, NS, NSC; distance = M, MTR, MM, MMT, CM, 
CMT 


Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 

distance=^i me limit x 299792458 xlO/ SQROOT of dielattric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST? 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ SPAN 


GSN? 


Output gate span value 


APPL - TIME DOMAIN (Ch 10) 


Syntax: gsn? 


Data I/O: Outputs its value using ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


GSN 

Appl\ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ SPAN 
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COMMAND 

DICTIONARY 


GSP 

GSP? 


GSP 


E nter gate stop value distance or ti me 


APPL - TIME DOMAIN (Ch 10) 


Syntax: GSP Value Units 

Value -99.9999 to -t999.9999 ms 
U nits: S, M S, USC, PS, PSC, NS, NSC 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=<i me limit x 299792458 xlO/ SQROOT of dielectric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST?, GSP? 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ STOP 


GSP? 


Output gate stop value 


APPL - TIME DOMAIN (Ch 10) 


Syntax: gsp? 


Data I/O: Outputs value using ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


GSP 

Appl\ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ STOP 
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COMMAND 

DICTIONARY 


GST 

GSX? 


GST 


Enter gate start value distance or time 


APPL - TIME DOMAIN (Ch 10) 


Syntax: GST Value Units 

Value -99.9999 to -t999.9999 ms 
U nits: S, M S, USC, PS, PSC, NS, NSC 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=<i me limit x 299792458 xlO/ SQROOT of dielattric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST? 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ START 


GST? 


Output gate start value 
Syntax: gst? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value using ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


GST 

Appl\ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP\ RANGE SETUP\ START 


GSX? 


Output Gate Shape setting 


APPL - TIME DOMAIN (Ch 10) 


Syntax: gsx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
Ifor RECTANGULAR 
2for NOMINAL 
3 for LOW SI DELOBE 
4for MINIMUM SI DELOBE 


Front Panel Key: AppI \ DOMAIN \ SETUP \ GATE SETUP \ GATE SHAPE 
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COMMAND 

DICTIONARY 


H 

HAR5 


H 


Suffix sets farad data type and scales by lEO 
Syntax: h 


DATA ENTRY SUFFIXES (Ch 5) 


HAR1 


Select 1st harmonic (fundamental) frequency 


APPL - HARMONIC (Ch 10) 


Syntax: hari 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ HARMONIC SETUP \ HAR¬ 
MONIC (1) 


HAR2 


Select 2nd harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har2 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (2) 


HAR3 


Select 3rd harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har3 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (3) 


HAR4 


Select 4th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har4 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (4) 


HAR5 


Select 5th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har5 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (5) 
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COMMAND 

DICTIONARY 


HAR6 

HARCE 


HAR6 


Select 6th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har6 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (6) 


HAR7 


Select 7th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har7 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (7) 


HAR8 


Select 8th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har8 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (8) 


HARS 


Select 9th harmonic frequency 


APPL - HARMONIC (Ch 10) 


Syntax: har9 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC (9) 


HARCE 


Select harmonic enhancement correction 


APPL - HARMONIC (Ch 10) 


Syntax: harce 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ APPLY CAL EN¬ 
HANCEMENT ONLY 
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COMMAND 

DICTIONARY 


HARCEDONE? 

HARCN 


HARCEDONE? 


Output harmonic enhancement cal done status 
Syntax: harcedone? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


APPL - HARMONIC (Ch 10) 


0for OFF 
1 for ON 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ EN¬ 
HANCEMENT CAL 


HARCEP Select harmonic enhancement and Phase correc¬ 

tion 


APPL - HARMONIC (Ch 10) 


Syntax: harcep 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ APPLY CAL ENHANCE¬ 
MENT AND PHASE 


HARCEPDONE? Output harmonic enhancement and Phase cal done 
status 

Syntax: harcep done? 


APPL - HARMONIC (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ EN¬ 
HANCEMENT & PHASE CAL 


HARCN 


Select No harmonic correction 


APPL - HARMONIC (Ch 10) 


Syntax: harcn 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ APPLY CAL NONE 
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COMMAND 

DICTIONARY 


HARCPDONE? 

HARDSF 


HARCPDONE? 


Output harmonic phase cal done status 
S yntax: harc p done ? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


APPL - HARMONIC (Ch 10) 


0for OFF 
1 for ON 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ CALIBRATE \ PHASE 
CAL 


HARCX? 


Output harmonic correction setting 


APPL - HARMONIC (Ch 10) 


Syntax: harcx? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

Ofor NO CORRECTION 

Ifor ENHANCEMENT CORRECTION 

2for ENHANCEMENT AND PHASE CORRECTION 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) then Cal \ APPLY CAL EN¬ 
HANCEMENT ONLY 


HARDOF Select harmonic display relative to output funda¬ 

mental frequency 

Syntax: hardof 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ DISPLAY 
OUTPUT RELATIVE TO: OUTPUT FUNDAMENTAL 


HARDSF Select harmonic display relative to source funda¬ 

mental frequency 

Syntax: hardsf 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ DISPLAY 
OUTPUT RELATIVE TO: SOURCE FUNDAMENTAL 
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COMMAND 

DICTIONARY 


HARDSH 


HARDX? 


HARP12 


HARP13 


HARPX? 


HARDSH 

HARPX? 


Select harmonic display relative to source har¬ 
monic frequency 

Syntax: hardsh 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ HARMONIC SETUP \ DISPLAY 
OUTPUT RELATIVE TO: SOURCE HARMONIC 


Output harmonic display setting 
Syntax: hardx? 


APPL - HARMONIC (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor RELATIVE TO SOURCE HARMONIC FREOUENCY 
2for RELATIVE TO SOURCE FUNDAMENTAL FREOUENCY 
3 RELATIVE TO OUTPUT FUNDAMENTAL FREOUENCY 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ HARMONIC SETUP \ DISPLAY 
OUTPUT RELATIVE TO: SOURCE HARMONIC 


Select ports 1 and 2 
Syntax: harp 12 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ PORTS 1,2 


Select ports 1 and 3 
Syntax: harp 13 


APPL - HARMONIC (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ PORTS 1,3 


Output ports 1 and 2 or 1 and 3 setting 
Syntax: harpx? 


APPL - HARMONIC (Ch 10) 


Data I/O: Outputs ASCII <NR1> integer values as follows: 

12 for PORTS 1_2 and 13 for PORTS 1_3. 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY)\ PORTS 
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COMMAND 

DICTIONARY 


HARX? 

HCT 


HARX? 


Output harmonic frequency number 


APPL - HARMONIC (Ch 10) 


Syntax: harx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NONE 

Ifor HARMONIC ENHANCEMENT CAL 

2for HARMONIC ENHANCEMENT AND PHASE CAL 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC (NON-MIXER ONLY) \ HARMONIC SETUP \ HAR¬ 
MONIC 


HCO 


HC1 


Disable internal IF calibration 


Syntax: hco 


SWEEP (Ch 5) 


Remarks: Prevents VNMS from periodically and automatically performing the inter¬ 
nal calibration, to allow for synchronization between the MS462XX and a 
physical activity such as antenna rotation. Turn on IF Cal as soon as mea¬ 
surement is complete to retain maximum measurement accuracy. 

Related Commands: HCl, HCX?, HCT 

Front Panel Key: Sweep\ MORE \ TRIGGERS\ I.F.CALIBRATION AUTOMATIC OFF 


Enable internal IF calibration and trigger an IF 
calibration 


SWEEP (Ch 5) 


Syntax: HCl 

Related Commands: HCO, HCX?, HCT 

Front Panel Key: Sweep \ MORE \ TRIGGERS \ I.F. CALIBRATION AUTOMATIC ON 


HCT Trigger an IF calibration 

Syntax: hct 

Related Commands: HCO, HCl 

Front Panel Key: Sweep \ MORE \ TRIGGERS \ TRIGGER IF CAL 


SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


HCX? 


HDO 


HD1 


HDX? 


HCX? 

HDX? 


Output internal IF calibration enable/disable sta¬ 
tus 

Syntax: hcx? 


SWEEP (Ch 5) 


Data I/O: Outputs its value using ASCI I <NRl>format as follows: 

Ofor DISABLED 
Ifor ENABLED 

Front Panel Key: Sweep\ MORE \ TRIGGERS\ I.F.CALIBRATION AUTOMATIC 


Turn off tabular data headers and page formatting 
Syntax: hdo 


HARD COPY (Ch 9) 


Remarks: Turns off the tabular data headers and page formatting from tabular data 
printing or disk saves. 

Related Commands: HDl 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ HEADER OFF 


Turn on tabular data headers and page formatting 
Syntax: hdi 


HARD COPY (Ch 9) 


Remarks: Turns on the tabular data headers and page formatting from tabular data 
printing or disk saves. 

Related Commands: HDO 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ HEADER ON 


HARD COPY (Ch 9) 


Output tabular data headers and page formatting 
on/off status 

Syntax: hdx? 

Data I/O: Outputs data using ASCI I <NRl>format. 
Related Commands: H DO, H D1 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ HEADER 
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COMMAND 

DICTIONARY 


HELPO 

HLD 


HELPO Turn off help display 

Syntax: helpo 


APPL (Ch 10) 


HELP1 Turn on help display 

Syntax: helpi 


APPL (Ch 10) 


HELPX? 


Output help display on/off status 
Syntax: helpx? 


APPL (Ch 10) 


Data I/O: Outputs Help display on/off status using ASCI I <NR1> integer values as 
follows: 

0 when OFF 
1 when ON 


HID Hide active segmented limit 

Syntax: hid 

Related Commands: DIS, CH1-CH4 


DISPLAY - LIMITS (Ch 7) 


HIGHF? 


Output the highest frequency 
Syntax: highf? 


REMOTE - MISC (Ch 8) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


HLD 


Put sweep into hold mode 
Syntax: hld 


HOLD (Ch 5) 


Related Commands: CTN, BHO, BHl, RHO, RHl 

Front Panel Key: Config \ HOLD\ HOLD FUNCTION HOLD (SINGLE SWEEP AND 
HOLD) 
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COMMAND 

DICTIONARY 


HLD? 


HPN 


HPN? 


HZ 


lACCHAR 


HLD? 

lACCHAR 


Output the sweep hold status 
Syntax: hld? 

Data I/O: Outputs data using ASCI I <MR1> integer values as follows: 
0for OFF 
1 for ON 


HOLD (Ch 5) 


Related Commands: HLD, CTN 

Front Panel Key: Config \ HOLD\ HOLD FUNCTION 


Enter pen number for header 

Syntax: HPN Value Units 

Value lto8 
Units: XXI 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT\ PEN COLORS\ HEADER 


Output pen number for header 
Syntax: hpn? 


HARD COPY (Ch 9) 


Data I/O: Outputs data using ASCI I <NRl>format. 

Related Commands: HPN 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT\ PEN COLORS\ HEADER 


Suffix sets frequency data type 
Syntax: hz 


DATA ENTRY SUFFIXES (Ch 5) 


I nput AutoCal characterization data from the 
GPIB 

Syntax: iacchar 

Data I/O: Outputs an <Arbitrary ASCI I >format 
Related Commands: OACCHAR, OACSER, OACTYPE 


CAL - AUTOCAL (Ch 6) 
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brate 


Syntax: IARF Valuel Value2 

Value See "Remarks" 

Remarks: Term Valuel is the XX front panel and calibration file data and Value2 is 
theYY front panel and cal file data. See the Adapter Removal application 
for details. 


Data I/O: Each of the blocks, Valuel and Value2 are in <Arbitrary Block>format. No¬ 
tice the comma separator. 

Related Commands: OCD, DISKWR, LDARF 

Front Panel Key: Cal \ MORE \ PERFORM ADAPTER REMOVAL \ REMOVE 
ADAPTER 


IC1 


Enter calibration coefficient 1 


REMOTE - CAL (Ch 8) 


Syntax: ici Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CHI, CH4 
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COMMAND 

DICTIONARY 


1 


IC10 


IC11 


Enter calibration coefficient 10 


REMOTE - CAL (Ch 8) 


Syntax: icio Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


Enter calibration coefficient 11 


REMOTE - CAL (Ch 8) 


Syntax: icil Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC12 

IC13 


COMMAND 

DICTIONARY 


IC12 


Enter calibration coefficient 12 


REMOTE - CAL (Ch 8) 


Syntax: IC12 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


IC13 


Enter calibration coefficient 13 


REMOTE - CAL (Ch 8) 


Syntax: IC13 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC14 


IC15 


IC14 

IC15 


Enter calibration coefficient 14 


REMOTE - CAL (Ch 8) 


Syntax: IC14 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


Enter calibration coefficient 15 


REMOTE - CAL (Ch 8) 


Syntax: IC15 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC16 

IC17 


COMMAND 

DICTIONARY 


IC16 


Enter calibration coefficient 16 


REMOTE - CAL (Ch 8) 


Syntax: IC16 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


IC17 


Enter calibration coefficient 17 


REMOTE - CAL (Ch 8) 


Syntax: IC17 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC18 

IC19 


IC18 


Enter calibration coefficient 18 


REMOTE - CAL (Ch 8) 


Syntax: IC18 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


IC19 


Enter calibration coefficient 19 


REMOTE - CAL (Ch 8) 


Syntax: IC19 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC2 

IC20 


COMMAND 

DICTIONARY 


IC2 


Enter calibration coefficient 2 


REMOTE - CAL (Ch 8) 


Syntax: IC2 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


IC20 


Enter calibration coefficient 20 


REMOTE - CAL (Ch 8) 


Syntax: IC2 0 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC21 

IC22 


IC21 


IC22 


Enter calibration coefficient 21 


REMOTE - CAL (Ch 8) 


Syntax: IC21 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


Enter calibration coefficient 22 


REMOTE - CAL (Ch 8) 


Syntax: IC2 2 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC23 

IC25 


COMMAND 

DICTIONARY 


IC23 


IC24 


IC25 


Enter calibration coefficient 23 


REMOTE - CAL (Ch 8) 


Syntax: IC2 3 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


Enter calibration coefficient 24 


REMOTE - CAL (Ch 8) 


Syntax: IC2 4 Value 

Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 25 
Syntax: ic2 5 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC26 

IC29 


IC26 


IC27 


IC28 


IC2g 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 26 
Syntax: ic2 6 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Rdated Commands: IFMA, FMB,FMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 27 
Syntax: ic2 7 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 28 
Syntax: ic2 8 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 29 
Syntax: ic2 9 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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ICS 

IC32 


COMMAND 

DICTIONARY 


IC3 


Enter calibration coefficient 3 


REMOTE - CAL (Ch 8) 


Syntax: IC3 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 30 
Syntax: ic30 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 31 
Syntax: iC3l 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 32 
Syntax: ic32 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC33 

IC37 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 33 
Syntax: ic33 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Rdated Commands: IFMA, FMB,FMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 34 
Syntax: ic34 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 35 
Syntax: ic35 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 36 
Syntax: ic3 6 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4D 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 37 
Syntax: ic37 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC38 

IC40 


COMMAND 

DICTIONARY 


IC38 


icsg 


IC4 


IC40 


Enter calibration coefficient 38 
Syntax: IC38 


REMOTE - CAL (Ch 8) 


Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 39 
Syntax: ic3 9 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


Enter calibration coefficient 4 


REMOTE - CAL (Ch 8) 


Syntax: IC4 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


REMOTE - CAL (Ch 8) 


Enter calibration coefficient 40 
Syntax: ic4 0 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


ICS 

IC6 


IC5 


Enter calibration coefficient 5 


REMOTE - CAL (Ch 8) 


Syntax: IC5 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


IC6 


Enter calibration coefficient 6 


REMOTE - CAL (Ch 8) 


Syntax: IC6 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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IC7 

ICS 


COMMAND 

DICTIONARY 


IC7 


Enter calibration coefficient 7 


REMOTE - CAL (Ch 8) 


Syntax: IC7 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


ICS 


Enter calibration coefficient 8 


REMOTE - CAL (Ch 8) 


Syntax: IC8 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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COMMAND 

DICTIONARY 


IC9 

ICC 


IC9 


Enter calibration coefficient 9 


REMOTE - CAL (Ch 8) 


Syntax: IC9 Value 
Value <Arbitrary Block> 


Remarks: Allows entry of the user defined error correction coefficient selected (1 - 24), 
seeTable 11-1 at the end of this chapter. Prior to entering error terms, set 
the desired calibration type simulation with the matching Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, turn on error correction with the CON command. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The I CD command inputs an <Arbitrary Block>. 

Related Commands: IFMA, FMB, EMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


ICA 


Enter calibration coefficient 10 

Syntax: ica Value 
Value <Arbitrary Block> 


REMOTE - CAL (Ch 8) 


Remarks: ICA, ICB, and ICC are equivalents of I CIO, ICll, and IC12 comands respec¬ 
tively. 


Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


ICB 


Enter calibration coefficient 11 

Syntax: icb Value 
Value <Arbitrary Block> 

Remarks: Same as ICA 


REMOTE - CAL (Ch 8) 


Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 


ICC 


Enter calibration coefficient 12 

Syntax: icc Value 
Value <Arbitrary Block> 

Remarks: Same as I CA. 


REMOTE - CAL (Ch 8) 


Related Commands: IFMA, FMB,FMC, LSB, MSB, I FD, OCD, ONP, HLD, WFS, CH 1, CH4 
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ICD COMMAND 

ICFSG DICTIONARY 


ICD 


Enter corrected data for active channel parameter 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ICD Value 
Value <Arbitrary Block> 

Remarks: Data correction is for normalization and electrical length and, if applicable, 
time domain. Placethe MS462XX in hold (H LD) then issue the ICD com¬ 
mand. 


Data I/O: I nputs a floating point array whose size is equal to twice the number of 

points in the current sweep (real and imaginary data pairs for each point). 
The ICD command inputs an <Arbitrary Block>. 

Related Commands: FMA, FMB, FMC, LSB, MSB, IFD, OCD, ONP, HLD, WFS, CH 1, CH4 


ICF 


Enter front panel setup and calibration data 


REMOTE - SETUP (Ch 8) 


Syntax: icf Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the OCF 
command. The data is in internal system binary format and must not be ed¬ 
ited or altered in any way. 


Related Commands: OCF, IFP 


ICFEDE Enter the front panel setup, calibration, and EDE 

data 

Syntax: icfede Value 

Value See Data I/O below. 


Data I/O: Enter data as an <Arbitrary Block>. 


Related Commands: OCFEDE 


REMOTE - SETUP (Ch 8) 


ICFSG E nter the segmented sweep data 

Syntax: icfsg Value 

Value See Data I/O below. 

Data I/O: Enter data as an <Arbitrary Block>. 
Related Commands: OCFSG 


REMOTE - SETUP (Ch 8) 
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type 


Syntax: icl Value 
Value <Arbitrary Blcx;k> 

Remarks: Enter all error correction coefficients applicable to the current calibration 
type; seeTable 11-1 at the end of this chapter. Prior to entering error terms, 
set the calibration type simulation with the corresponding Axx series cali¬ 
bration command (see Calibration Group). After inputting the error coeffi¬ 
cients, apply error coeficients to measurement data with the CON 
command. 


Data I/O: I nputs a floating point array whose size is equal to the currently set number 
of data points. The ICL command inputs an <Arbitrary Block>containing 
either ASCI I or binary formatted data depending on currently selected for¬ 
mat (seeformat selector commands FMA, FMB, FMC). 

Related Commands: FMA, FMB, FMC, OCL, IC1-IC12, CON 


ICL3P Enter additional 12 calibration coefficients for 

3-port 

Syntax: ICL3P Value 

Value <Arbitrary Block> 


REMOTE - CAL (Ch 8) 


ICMO 


Turn interchannel math off 
Syntax: icmo 


DISPLAY (Ch 5) 


Front Panel Key: Display \ INTERCHANNEL MATH \ INTERCHANNEL MATH OFF 


ICM1 


Turn interchannel math on 
Syntax: iCMl 


DISPLAY (Ch 5) 


Front Panel Key: Display \ INTERCHANNEL MATH \ INTERCHANNEL MATH ON 


ICMX? 


Output interchannel math on/off status 
Syntax: icmx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 


DISPLAY (Ch 5) 


Ofor FALSE 
1 for TRUE 

Front Panel Key: Display \ INTERCHANNEL MATH \ INTERCHANNEL MATH 
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COMMAND 

DICTIONARY 


ICOPl 

lEM 


ICOPl 


DISPLAY (Ch 5) 


Enter interchannel num for operand 1 
Syntax: icopl 

Data I/O: The value is input in ASCI I <NRf> format. 

Front Panel Key: Display \ INTERCHANNEL MATH \ CHANNEL NUM FOR OPER¬ 
AND 1 


DISPLAY (Ch 5) 


ICOP1? Output interchannel num for operand 1 

Syntax: icopl? 

Data I/O: Outputs data using ASCI I <NR3>format. 


Front Panel Key: Display \ INTERCHANNEL MATH \ CHANNEL NUM FOR OPER¬ 
AND 1 


ICOP2 


DISPLAY (Ch 5) 


Enter interchannel num for operand 2 
Syntax: icop2 

Data I/O: The value is input in ASCI I <NRf> format. 

Front Panel Key: Display \ INTERCHANNEL MATH \ CHANNEL NUM FOR OPER¬ 
AND 2 


DISPLAY (Ch 5) 


ICOP2? Output interchannel num for operand 2 

Syntax: icop2? 

Data I/O: Outputs data using ASCI I <NR3>format. 


Front Panel Key: Display \ INTERCHANNEL MATH \ CHANNEL NUM FOR OPER¬ 
AND 2 


lEM 


E nter extended status byte mask 

Syntax: iem Value 
Value 0 to 32767 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: Sets the bits of the Standard Event Status Enable Register to the binary 

weighted bit pattern of the decimal value entered. The register isdeared by 
sending a value of 0. 


Rel ated Commands: OE M, OE B 
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COMMAND 

DICTIONARY 


IFl 

IFBWIO 


IFl Select 10 Hz IF bandwidth 

Syntax: iFl 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlOHz 

IF2 Select 100 FI z IF bandwidth 

Syntax: if2 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BW 100 Hz 

IF3 Select 1 kFIz IF bandwidth 

Syntax: if3 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlkHz 

IF4 Select 10 kFIz IF bandwidth 

Syntax: if4 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlOkHz 

IFA Select 30 kFIz IF bandwidth 

Syntax: ifa 
Remarks: Same as IF4. 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BW30kHz 

IFBW10 Select 10 FIz IF bandwidth 

Syntax: ifbwio 
Rel ated Commands: IF BWX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlOHz 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 
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IFBWIOO 

IFBW300 


COMMAND 

DICTIONARY 


IFBWIOO Select 100 Hz IF bandwidth 

Syntax: ifbwioo 
Rel ated Commands: IF BWX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BWlOOHz 

IFBW10K Select 10 kHz IF bandwidth 

Syntax: ifbwiok 
Rel ated Commands: IF B WX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BWlOkHz 

IFBW1K Select 1 kHz IF bandwidth 

Syntax: ifbwik 
Rel ated Commands: IF B WX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlkHz 

IFBW30 Select 30 H z IF bandwidth 

Syntax: ifbw30 
Rel ated Commands: IF B WX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BW30 Hz 

IFBW300 Select 300 Hz IF bandwidth 

Syntax: ifbw300 
Rel ated Commands: IF B WX? 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BW300 Hz 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 


AVG (Ch 5) 
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COMMAND 

DICTIONARY 

IFBW30K 

IFBWX? 


IFBW30K Select 30 kHz IF bandwidth 


Syntax: 

IFBW30K 

Related Commands: 

IFBWX? 

Front Panel Key: 

Avg\ SELECT I.F. BANDWIDTH \ I.F BW30kHz 


IFBW3K Select 3 kHz IF bandwidth 


Syntax: 

IFBW3K 

Related Commands: 

IFBWX? 

Front Panel Key: 

Avg\ SELECT I.F. BANDWIDTH \ I.F BW3kHz 


IFBWX? Output IF bandwidth (10-30000) 


Syntax: 

IFBWX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

10for 10 Hz 

30for 30 Hz 

100 for 100 Hz 

300 for 300 Hz 

1000 for 1 kHz 

3000for 3 kHz 

10000for 10 kHz 

30000for 30 kHz 

Related Commands: 

IFBWIO, IFBWIOO, IFBWIOK, IFBWIK, IFBW30, IFBW300, IFBW30K, 
IFBW3K 

Front Panel Key: 

Avg \ SELECT I.F. BANDWIDTH \ I.F BW 
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COMMAND 

DICTIONARY 


IFD 

IFF 


IFD 


Enter final data for active channel parameter 

Syntax: ifd Value 
Value <Arbitrary Block> 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Places the MS462XX in hold (HLD); then issues the IFD command. Data 

must match the current graph type as shown in Table 11-2 at the end of this 
chapter. 


Data I/O: I nputs a floating point array whose size is equal to the number of points in 
the current sweep (thearrary size is doubled for dual graph displays, i.e, 
log mag/phase). The IFD command inputs an <Arbitrary Block>containing 
either ASCI I or binary formatted data depending on currently selected for¬ 
mat (seeformat selector commands FMA, FMB, FMC). 


Related Commands: ICD, OFD, FMA, FMB, FMC, LSB, MSB, DPRO, DPRl, HLD, ONP, 
CH1-CH4 


IFM 


IFN 


Select 10 Hz IF bandwidth 
Syntax: ifm 
Remarks: Same as I FI. 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BWlOHz 


AVG (Ch 5) 


Select 1 kHz IF bandwidth 
Syntax: ifn 
Remarks: Same as IF 3. 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlkHz 


AVG (Ch 5) 


IFF 


Enter current front panel setup 


REMOTE - SETUP (Ch 8) 


Syntax: iff Value 
Value <Arbitrary Block> 

Remarks: The VNMS will validate then change to the new setup. 


Data I/O: Outputs <Arbitrary Block>formatted data previously output using theOFP 
command. The data is in internal system binary format and must not be ed¬ 
ited or altered in any way. 

Related Commands: OFP, ICF 
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Syntax: ifr 


Remarks: Same as IF 2. 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.FBWlOOHz 


IFV 


E nter frequency val ues 


APPL (Ch 10) 


Syntax: ifv Value 
Value <Arbitrary Blcx;k> 

Remarks: I nputs a list of frequencies for use as current sweep or for calibration setup. 
NOTE: IFV will reset (delete) existing calibration sweep and data. 

Data I/O: An array of from 2 to 1601 floating point values containing frequencies 

within the MS462XX range. The IFV command inputs an <Arbitrary Block> 
containing either ASCI I or binary formatted data depending on currently 
selected format (see format selector commands FMA, FMB, FMC). 


Related Commands: FMA, FMB, FMC, LSB, MSB, DFC, ONP, WFS 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ SWEPT POWER GAIN 
COMPRESSION \ SET FREQUENCIES 


IFX? 


Output IF bandwidth (1-4) 


Syntax: ifx? 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
Ifor 10 Hz 

2 for 100 Hz 

3 for 1 kHz 
4for 10 kHz 

Front Panel Key: Avg \ SELECT I.F. BANDWIDTH \ I.F BW 


AVG (Ch 5) 
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IHDW 

ILM 


COMMAND 

DICTIONARY 


IHDW 


I KIT 


ILM 


Enter hardware cal data from GPIB 

Syntax: ihdw Value 

Value See "Remarks" 


REMOTE - MISC (Ch 8) 


Remarks: Valueisthe hardwarecalibration data previously output using the com¬ 
mand OHDW. 


Data I/O: The data is expected in <Ararbitrary Block>format. Notice that it is not 
necessary to specify the type of hardware cal data as this information is 
contained within the data itself. 


Related Commands: OHDW, DISKWR, RECALL 


Enter calkit data from GPI B 

Syntax: IKIT Valuel Value2 

Value See "Remarks" 


REMOTE - MISC (Ch 8) 


Remarks: Valuel is a three-letter string which indicates the type of calibration kit 

data file. Value2 isthe actual calibration kit data. Notice the comma separa¬ 
tor. Calibration kit data files can be found on the data floppy disks that 
come with the calibration kits. The type string is the 3 character extension 
of the data file. 


Data I/O: The data, value is encapsulated in an <Arbitrary Block>format. 


Related Commands: LKT, Dl SKWR, RECALL 


Enter limits status byte mask 

Syntax: ilm Value 
Value 0to255 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: Sets the bits of the Standard Event Status Enable Register to the binary 

weighted bit pattern of the decimal value entered. The register is cleared by 
sending a value of 0. NOTE: The Limits Testing feature must be turned on 
(LTl) for the MS462XX to report a limits pass/fail status. 

Related Commands: OLM,OLB, LTl 
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COMMAND 

DICTIONARY 

IMD3 

IMDCO 


IMD3 Select 3rd order inter modulation products 


Syntax: 

IMD3 

Related Commands: 

IMD5, IMD7, IMD9, IMDOX? 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ IMD ORDER 3 


IMD5 Select 5th order intermodulation products 


Syntax: 

IMD5 

Related Commands: 

IMD3, IMD7, IMD9, IMDOX? 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ IMD ORDER 5 


IMD7 Select 7th order intermodulation products 


Syntax: 

IMD7 

Related Commands: 

IMD3, IMD5, IMD9, IMDOX? 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ IMD ORDER 7 


IMD9 Select 9th order intermodulation products 


Syntax: 

IMD9 

Related Commands: 

IMD3, IMD5, IMD7, IMDOX? 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ IMD ORDERS 


IMDCO Turn off IMD correction 


Syntax: 

IMDCO 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREME NT TYPE \ 
IMD then Cal \ IMD CORRECTION OFF 
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IMDCl 

IMDDP 

COMMAND 

DICTIONARY 


IMDC1 Turn on IMD correction 


Syntax: 

IMDCl 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ IMD CORRECTION ON 


IMDCDONE? Output IM D cal done status 


Syntax: 

IMDCDONE? 

Data I/O: 

Outputs data using ASCI I <NR1>integer values as follows: 

0for OFF 

1 for ON 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ IMD CORRECTION DONE 


IMDCX? Output IM D correction on/off status 


Syntax: 

IMDCX? 

Data I/O: 

Outputs delta reference mode on/off status using ASCI 1 <N R1 >format as 
follows: 

1 for ON 

0for OFF 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD then Cal \ IMD CORRECTION 


IMDDI Display IM D intercept 


Syntax: 

IMDDI 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ THIRD ORDER 

INTERMODULATION INTERCEPT 


IMDDP Display IM D product 


Syntax: 

IMDDP 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ THIRD ORDER 

INTERMODULATION PRODUCT 
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COMMAND 

DICTIONARY 


IMDDX? 

IMDMRI 


IMDDX? 


IMDL0S2 


IMDL0S3 


IMDL0S4 


IMDLOSX? 


IMDMRI 


Output IM D display selection 


APPL- IMP (Ch 10) 


Syntax: imddx? 

Data I/O: Outputs delta reference mode on/off status using ASCI I <M R1 >format as 
follows: 

1 for INTERCEPT 

2 for PRODUCT 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ THIRD ORDER 
INTERMODULATION 


Select source 2 for IM D LO 
Syntax: imdlos2 


APPL - IMP (Ch 10) 


Select source 3 for IM D LO 
Syntax: imdlos3 


APPL-IMP (Ch 10) 


Select source 4 for IM D LO 
Syntax: imdlos4 


APPL - IMP (Ch 10) 


Output IM D tone 1 source number 
Syntax: imdlosx? 


APPL - IMP (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Select I nput as measurement reference for IM D 
Syntax: imdmri 


APPL - IMP (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEAS. REFERENCE INPUT 
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IMDMRO 

IMDRT2 

COMMAND 

DICTIONARY 


IMDMRO Select Output as measurement reference for IM D 


Syntax: 

IMDMRO 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEAS. REFERENCE OUTPUT 


IMDMRX? Output measurement reference for IM D 


Syntax: 

IMDMRX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ifor RF INPUT POWER 

2for RF OUTPUT POWER 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEAS. REFERENCE 


IMDOX? Output IMD ORDER selection 


Syntax: 

IMDOX? 

Data I/O: 

Outputs data using ASCII <NRl>format. 

Related Commands: 

IMD3, IMD5, IMD7, IMD9 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ IMD ORDER 


IMDRT1 Select IM D relative to tone 1 


Syntax: 

IMDRTI 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEASURE RELATIVE TO TONE 1 


IMDRT2 Select IM D relative to tone 2 


Syntax: 

IMDRT2 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEASURE RELATIVE TO TONE 2 
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COMMAND 

DICTIONARY 


IMDRTX? 

IMDTISI 


IMDRTX? 


IMDSSMA 


IMDSSMD 


IMDSSMX? 


IMDT1S1 


Output IM D display relative to tone number selec¬ 
tion 


APPL- IMP (Ch 10) 


Syntax: imdrtx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

1 for TRUE 

2 for FALSE 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ DISPLAY SELECTION \ MEASURE RELATIVE TO 


Select source selection apply mode 
Syntax: imdssma 


APPL - IMP (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ SELECTION MODE:APPLY 


Select source selection define mode 
Syntax: imdssmd 


APPL - IMP (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ SELECTION MODE: DEFINE 


Output source selection mode 
Syntax: imdssmx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


APPL-IMP (Ch 10) 


1 for TRUE 

2 for FALSE 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ SELECTION MODE 


Select source 1 for IM D tone 1 
Syntax: imdtisi 


APPL - IMP (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE IIS SOURCE (1) 
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IMDT1S2 

IMDT20FF 

COMMAND 

DICTIONARY 


IMDT1S2 Select source2 for IMD tone 1 


Syntax: 

IMDT1S2 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE IIS SOURCE 2 


IMDT1S3 Select source 3 for I MD tone 1 


Syntax: 

IMDT1S3 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE IIS SOURCE 3 


IMDT1S4 Select source4 for I MD tone 1 


Syntax: 

IMDT1S4 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE IIS SOURCE 4 


IMDT1SX? Output IM D tone 1 source number 


Syntax: 

IMDTISX? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE IIS SOURCE 


IMDT20FF E nter IM D tone 2 offset 


Syntax: 

Value 

Units: 

IMDT20FF Value Units 

Frequency 

HZ, KHZ, MHZ,GHZ 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ TONE 20FFSET 
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COMMAND 

DICTIONARY 


IMDT20FF? 

IMDT2S4 


IMDT20FF? 


IMDT2S1 


IMDT2S2 


IMDT2S3 


IMDT2S4 


Output IM D tone 2 offset 
Syntax: imdt 20 ff? 


APPL- IMD (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ TONE 20FFSET 


Select source 1 for IM D tone 2 
Syntax: imdt2S1 


APPL - IMD (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD \ SOURCE SELECTION \ TONE 2 IS SOURCE (1) 


Select source 2 for IM D tone 2 
Syntax: imdt2S2 


APPL - IMD (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE 2 IS SOURCE (2) 


Select source 3 for IM D tone 2 
Syntax: imdt2S3 


APPL - IMD (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE 2 IS SOURCE (3) 


Select source 4 for IM D tone 2 
Syntax: imdt2S4 


APPL - IMD (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD \ SOURCE SELECTION \ TONE 2 IS SOURCE (4) 
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IMDT2SX? 

IMPPORT 

COMMAND 

DICTIONARY 


IMDT2SX? Output IM D tone 2 source number 


Syntax: 

IMDT2SX? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
IMD\ SOURCE SELECTION \ TONE 2 IS SOURCE 


IMG Select imaginary display for active channel 


Syntax: 

IMG 

Related Commands: 

DLA, CH1-CH4, ISC, ISE, ISM, IMG, LIN, MAG, MPH, PCP, PCS, PCX?, 
PHA, PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ MORE \ MORE \ IMAGINARY 


IMPCOMPU? Output computation method selection for imped¬ 
ance transformation 

Syntax: impcompu? 


Data I/O: 

Outputs data using ASCII <NR1> format as follows: 

Ifor POWER 

2for PSEUDO 

Related Commands: 

IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, IMPREACT, 
IMPREACT?, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSO, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION \ COMPUTATION 
METHOD \ POWER VWVVE 


IMPPORT Enter port number as active for impedance trans¬ 

formation 

Syntax: impport 

Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: 

IMPCOMPU?, IMPPORT?, IMPPOWER, IMPPSEUDO, IMPREACT, 

Front Panel Key: 

IMPREACT?, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSO, IMPTSl 

ConfigX IMPEDANCE TRANSFORMATION \ PORT X 
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COMMAND 

DICTIONARY 

IMPPORT? 

IMPREACT 


IMPPORT? Output active port number for impedance transfor¬ 

mation 


Syntax: 

IMPPORT? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

IMPCOMPU?, IMPPORT, IMPPOWER, IMPPSEUDO, IMPREACT, 
IMPREACT?, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSO, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION \ PORT X 


IMPPOWER Select power-wave as computation method for i m- 
pedance transformati on 

Syntax: imppower 


Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPSEUDO, IMPREACT, 

Front Panel Key: 

IMPREACT?, IMPRESI ST, IMPRESI ST?, IMPTS?, IMPTSO, IMPTSl 

ConfigX IMPEDANCE TRANSFORMATION \ COMPUTATION 
METHOD \ POWER VWXVE 


IMPPSEUDO Select pseudo-wave as computation method for im¬ 
pedance transformati on 

Syntax: imppseudo 


Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPREACT, 

Front Panel Key: 

IMPREACT?, IMPRESI ST, IMPRESI ST?, IMPTS?, IMPTSO, IMPTSl 

ConfigX IMPEDANCE TRANSFORMATION X COMPUTATION 
METHOD X PSUEDOWAVE 


IMPREACT Enter reactive term for impedance transformation 


Syntax: 

IMPREACT 

Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 
IMPREACT?, IMPRESI ST, IMPRESI ST?, IMPTS?, IMPTSO, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION X REACTIVE TERM 
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IMPREACT? 

IMPTSO 

COMMAND 

DICTIONARY 


IMPREACT? Output reactiv term for impedance transformation 


Syntax: 

IMPREACT? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 
IMPREACT, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSO, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION \ REACTIVE TERM 


IMPRESIST Enter resistive term for impedance transformation 

Syntax: impresist 

Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 

Front Panel Key: 

IMPREACT, IMPREACT?, IMPRESIST?, IMPTS?, IMPTSO, IMPTSl 

ConfigX IMPEDANCE TRANSFORMATION \ RESISTIVE TERM 


IMPRESIST? Output resistive term for impedance transforma¬ 
tion 


Syntax: 

IMPRESIST? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 
IMPREACT, IMPREACT?, IMPRESIST, IMPTS?, IMPTSO, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION \ RESISTIVE TERM 


IMPTSO Turn impedance transformation mode off 


Syntax: 

IMPTSO 

Related Commands: 

IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 
IMPREACT, IMPREACT?, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSl 

Front Panel Key: 

ConfigX IMPEDANCE TRANSFORMATION \ IMPEDANCE TRANS¬ 
FORMATION ON 
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COMMAND 

DICTIONARY 


IMPTSl 

INRM 


IMPTSl 


IMPTS? 


IMU 


INRM 


Turn impedance transformation mode on 


CONFIG (Ch 5) 


Syntax: imptsi 


Related Commands: IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 

IMPREACT, IMPREACT?, IMPRESIST, IMPRESIST?, IMPTS?, IMPTSO 

Front Panel Key: Config \ IMPEDANCE TRANSFORMATION \ IMPEDANCE TRANS¬ 
FORMATION OFF 


Output impedance transformation mode status 
Syntax: impts? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


CONFIG (Ch 5) 


0for OFF 
1 for ON 


Related Commands: IMPCOMPU?, IMPPORT, IMPPORT?, IMPPOWER, IMPPSEUDO, 

IMPREACT, IMPREACT?, IMPRESIST, IMPRESIST?, IMPTSO, IMPTSl 

Front Panel Key: Config \ IMPEDANCE TRANSFORMATION \ IMPEDANCE TRANS¬ 
FORMATION 


Suffix sets imaginary data type 
Syntax: imu 


DATA ENTRY SUFFIXES (Ch 5) 


Enter normalization data fromGPIB 

Syntax: inrm Value 

Value See "Remarks" 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Value is the normalization data encapsulated in an <Arbitrary Block>for- 
mat. The normalization data is that which was gotten previously by reading 
a normalization data file (*.NRM) or by using the command ONRM. 

Related Commands: ONRM, DISKWR, RECALL 
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COMMAND 

DICTIONARY 


INT 

ISIO 


INT 


I nitialize (format) floppy disk 


UTILITY - DISK (Ch 9) 


Syntax: int 


Remarks: I nitializes (formats) floppy disk in floppy drive to IBM/DOS 1.44 MB format. 
Command can take up to five minutes to complete format. NOTE: All data 
on floppy disk will be erased immediately upon execution of this command. 

Related Commands: *OPC, *OPC? 

Front Panel Key: Utility \ GENERAL DISK UTILITIES \ FORMAT HARD DISK or GEN¬ 
ERAL DISK UTILITIESX FLOPPY DISK UTILITIES \ FORMAT 
FLOPPY DISK 


IPM 


Enter the 488.2 service request enable mask 


REMOTE - STATUS REPORTING (Ch 8) 


Syntax: ipm Value 
Value 0to55 


Remarks: Behaves exactly the same as the*SRE, 488.2 common command. It sets the 
bits of the Service Request Enable Register to the binary weighted bit pat¬ 
tern of the decimal value entered. The register is cleared by sending a value 
of 0. Note that the Master Summary Status (MSS) bit 6 (decimal 64) will be 
ignored since it represents the summary of all enabled status bits (bits 0-5, 
7). This command is same as*SRE. 


IS1 


Enter front panel setup 1 


REMOTE - SETUP (Ch 8) 


Syntax: isi Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 


IS10 


Enter front panel setup 10 


REMOTE - SETUP (Ch 8) 


Syntax: isio Value 

Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in anyway. 


Related Commands: OSI-SIO 
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COMMAND 

DICTIONARY 


IS2 

IS5 


IS2 


Enter front panel setup 2 


REMOTE - SETUP (Ch 8) 


Syntax: IS2 Value 
Value <Arbitrary Blocio 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 


IS3 


Enter front panel setup 3 


REMOTE - SETUP (Ch 8) 


Syntax: IS3 Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in anyway. 


Related Commands: OSI-SIO 


IS4 


Enter front panel setup 4 


REMOTE - SETUP (Ch 8) 


Syntax: IS4 Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 


IS5 


Enter front panel setup 5 

Syntax: IS5 Value 
Value <Arbitrary Block> 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 
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IS6 

IS9 


COMMAND 

DICTIONARY 


IS6 


Enter front panel setup 6 


REMOTE - SETUP (Ch 8) 


Syntax: is6 Value 
Value <Arbitrary Blocio 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 


IS7 


Enter front panel setup 7 


REMOTE - SETUP (Ch 8) 


Syntax: IS7 Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in anyway. 


Related Commands: OSI-SIO 


IS8 


Enter front panel setup 8 


REMOTE - SETUP (Ch 8) 


Syntax: IS8 Value 
Value <Arbitrary Block> 

Data I/O: Outputs <Arbitrary Block>formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in anyway. 


Related Commands: OSI-SIO 


isg 


Enter front panel setup 9 

Syntax: is9 Value 
Value <Arbitrary Block> 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data previously output using the 
OSI-OSIO commands. The data is in internal system binary format and 
must not be edited or altered in any way. 


Related Commands: OSI-SIO 
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COMMAND 

DICTIONARY 

ISC 

ISM 


ISC Enter scaleand select inverted compressed Smith 

chart display 

Syntax: ISC Value Units 


Value 

0 

Units: 

DBL,XX1 

Related Commands: 

DLA, CH1-CH4, IMG, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ SMITH CHART (ADMITTANCE) then \ 
SCALE\ COMPRESS 3dB 


ISE Enter scaleand select inverted expanded Smith 

chart display 

Syntax: ISE Value Units 


Value 

Units: 

-3, 0,10, 20, 30 

DBL,XX1 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISM, LIN, MAG, MPH, PCP, PCS, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ SMITH CHART (ADMITTANCE) then \ 
SCALE\ EXPAND 


ISF Exclude isolation 

Syntax: isf 

Related Commands: ISN, C12, C8T, C8R 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ EXCLUDE ISOLATION 

ISM Select normal inverted Smith chart for active chan- 

nel 


Syntax: 

ISM 

Related Commands: 

DLA, CH1-CH4, ISC, ISE, LIN, MAG, MPH, PCP, PCS, PCX?, PHA, PLG, 
PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ SMITH CHART (ADMITTANCE) then \ 
SCALE \ NORMAL SMITH 
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Syntax: isn 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION 


ISX? 


Output isolation calibration selected true/false 
Syntax: isx? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

0for TRUE 
Ifor FALSE 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION 


K 


KEC 


KEL 


KHZ 


LAND 


Suffix sets degrees Kelvin data type 
Syntax: k 


DATA ENTRY SUFFIXES (Ch 5) 


CAL (Ch 6) 


Keep existing calibration data 
Syntax: kec 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ KEEP EXISTING CAL DATA 


Suffix sets degrees Kelvin data type 
Syntax: kel 

Suffix sets frequency data type and scales by IE 3 
Syntax: khz 


DATA ENTRY SUFFIXES (Ch 5) 


DATA ENTRY SUFFIXES (Ch 5) 


Select landscape mode for output plot 
Syntax: land 
Related Commands: PORT 

Front Panel Key: Hard Copy \ PAGE ORIENTATION/LANDSCAPE 


HARD COPY (Ch 9) 
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COMMAND 

DICTIONARY 


LANG 

LAYCOL? 


LANG Enable the specified language support 


Syntax: 

Value 

LANG Value 

Language name string (5 or 6 characters) 

Data I/O: 

The string input is 8753D or NATIVE. 

Related Commands: 

LANG?, IDN 

Front Panel Key: 

UtilityX REMOTE INTERFACE \ SELECT LANGUAGE 


LANG? Query the current language support 


Syntax: 

LANG? 

Data I/O: 

Returns the current language mode: 

8753D or NATIVE. 

Related Commands: 

LANG, IDN 

Front Panel Key: 

Utility \ REMOTE INTERFACE \ SELECT LANGUAGE 


LAYCOL Enter the color number for overlay data 


Syntax: 

Value 

LAYCOL Value 

Oto 47 

Remarks: 

Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: 

ANNCOL, GRTCOL, LAYCOL, MKRCOL, MNUCOL, TRCCOL, LAYCOL? 

Front Panel Key: 

Utility \ COLOR SETUP \ ALTERNATE SWEEP & OVERLAY DATA 

XX COLOR NAME 


LAYCOL? Output the color number for overlay data 


Syntax: 

LAYCOL? 

Data I/O: 

Outputs the color palette number using ASCII <NRl>format. 

Related Commands: 

DATCOL?, GRTCOL?, LAYCOL?, M KRCOL?, M NUCOL?, TRCCOL?, 
LAYCOL 

Front Panel Key: 

Utility \ COLOR SETUP \ ALTERNATE SWEEP & OVERLAY DATA 

XX COLOR NAME 
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LBO 

LCM 

COMMAND 

DICTIONARY 


LBO Turn I i mits testi ng beep on fai I ure off 


Syntax: 

LBO 

Reiated Commands: 

LBO, LTO, LBX? 

Front Panei Key: 

Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITSX BEEP ON FAILURE OFF 


LB1 Turn I i mits testi ng beep on fai i ure on 


Syntax: 

LBl 

Remarks: 

issues an audibiebeep if a set iimit is exceeded. 

Reiated Commands: 

LBO, LTO, LBX? 

Front Panei Key: 

Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITSX BEEP ON FAILURE ON 


LBX? Output iimits testing beeper enabie status 


Syntax: 

LBX? 

Data I/O: 

Outputs its value in ASCII <NRl>format as follows: 

Ofor DISABLED 

Ifor ENABLED 

Front Panel Key: 

Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITSX BEEP ON FAILURE ON 


LCM Seiect LRL caiibration method 


Syntax: 

LCM 

Related Commands: 

SCM,OCM 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD \ 
LRL/LRM 
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COMMAND 

DICTIONARY 


LCMO 

LDTl 


LCMO 


LCM1 


LDARF 


Disable printing comment information 
Syntax: lcmo 
Related Commands: LCMl 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ COMMENT OFF 


HARD COPY (Ch 9) 


Enable printing comment information 
Syntax: lcmi 
Related Commands: LCMO 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ COMMENT ON 

Load adapter removal files from disk and calibrate 


HARD COPY (Ch 9) 


CAL (Ch 6) 


Syntax: LDARF Filespecxx Filespecyy 

Value See "Remarks" 


Remarks: "Filespecxx" is the filename and path to the XX front panel and calibration 
file. "Filespecyy" is the filename and path tothe YY front panel and cal file. 
Refer tothe adapter removal description for moredetails. Notice the comma 
separator. 

Data I/O: Input uses <String>data. 

Front Panel Key: Cal \ MORE \ PERFORM ADAPTER REMOVAL \ REMOVE 
ADAPTER 


HARD COPY (Ch 9) 


Disable printing date/time 
Syntax: ldto 
Related Commands: LDTl 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ MORE \ DATE OFF 


HARD COPY (Ch 9) 


Enable printing date/time 
Syntax: ldti 
Related Commands: LDTO 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ MORE \ DATE ON 
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LDVO 

LFD 

COMMAND 

DICTIONARY 


LDVO Disable printing device ID 


Syntax: 

LDVO 

Related Commands: 

LDVl 

Front Panel Key: 

Hard Copy\ OUTPUT HEADERS SETUP \ DEVICE ID OFF 


LDV1 Enable printing device ID 


Syntax: 

LDVl 

Related Commands: 

LDVO 

Front Panel Key: 

Hard Copy\ OUTPUT HEADERS SETUP \ DEVICE ID ON 


LFD E nter I i mit frequency readout delta val ue 


Syntax: 

Value 

Units: 

LFD Value Units 

Depends on graph type 

Depends on graph type (seeTable 11-2 at the end of this chapter). 

Remarks: 

Enter the value to offset Limit 2 from the currently set value of Limit 1. 

Both limits must be on to use this command. The values and suffixes are as 
appropriate for the graph type displayed. 

Related Commands: 

LFP, CH1-CH4, LFD? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LIMIT DIFFERENCE (UPPER-LOWER) 
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COMMAND 

DICTIONARY 


LFD2 


LFD2? 


LFD? 


LFD2 

LFD? 


Enter limit frequency readout delta value for bot¬ 
tom graph 


DISPLAY - LIMITS (Ch 7) 


Syntax: LFD2 Value Units 

Value Depends on graph type 

Units: Depends on graph type (seeTable 11-2 at the end of this chapter). 


Remarks: Enter the value to offset Limit 2 from the currently set value of Limit 1. 

Both limits must be on to use this command. The values and suffixes are as 
appropriate for the graph type displayed. 


Related Commands: LFP, CH 1-CH4, LFD2? 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LIMIT DIFFERENCE (UPPER-LOWER) 


Output limit frequency readout delta value for bot¬ 
tom graph 

Syntax: lfd2? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its value in ASCI I <NR3>format. 


Related Commands: LFD2 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LIMIT DIFFERENCE (UPPER-LOWER) 


Output limit frequency readout delta value 
Syntax: lfd? 

Data I/O: Outputs its value in ASCI I <NR3>format. 
Related Commands: LFD 


DISPLAY - LIMITS (Ch 7) 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LIMIT DIFFERENCE (UPPER-LOWER) 
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COMMAND 

DICTIONARY 


LFP 

LIN 


LFP Select limit frequency readcxit for phase displays 


Syntax: 

LFP 

Remarks: 

Phase displays, which appears on a dual graph type like log magnitude and 
phase, are set using this command. 

Related Commands: 

LFD,CH1-CH4 


LFR Select limit frequency readout for active channel 

Syntax: lfr 

Rel ated Commands: L F D, L F P 
LID Enter string for DUT identity 


Syntax: 

Value 

LID Value 

String of up to 15 valid characters 

Related Commands: 

LDT, LMS, LNM, LID? 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ DEVICE ID ON 


LID? Output string for DUT identity 


Syntax: 

LID? 

Data I/O: 

Outputs its string in <Arbitrary ASCI 1 >format. 

Related Commands: 

LID 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ DEVICE ID 


LIN Select linear magnitude display for active channel 


Syntax: 

LIN 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, MAG, MPH, PCP, PCS, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ MORE \ LINEAR MAGNITUDE 
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COMMAND 

DICTIONARY 


LKT 

LL1P3 


LKT 


Load calibration kit information from floppy disk 


UTILITY - DISK (Ch 9) 


Syntax: lkt 


Front Panel Key: Cal \ MORE \ COMPONENT UTILITY\ INSTALL KIT INFO FROM 
FLOPPY DISK 


LL1 


Enter length of line 1 for LRL calibration 

Syntax: LLI Value Units 

Va I u e 0 to +999.9999 

Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM)\ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE ILINE l(REF) 


LLI? 


Output length of line 1 for LRL calibration 
Syntax: lli? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE ILINE l(REF) 


LL1P3 


Enter length of line 1 for 3-port TRX calibration 

Syntax: LL1P3 Value Units 

Va I u e 0 to +999.9999 

Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ CAL 

METHOD:TRX\ CHANGE PARAMETERS\ DEVICE 1P3-P1LINE 
LENGTH 
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COMMAND 

DICTIONARY 


LL1P3? 

LL2P3 


LL1P3? 


Output length of linelfor 3-port TRX calibration 
Syntax: llip3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ CAL 

METHOD:TRX\ CHANGE PARAMETERS\ DEVICE 1P3-P1LINE 
LENGTH 


LL2 


Enter length of line 2 for LRL calibration 

Syntax: LL2 Value Units 

Va I u e 0 to -t999.9999 

Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE 2 LINE OR MATCH 


LL2? 


Output length of line 2 for LRL calibration 
Syntax: ll2? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE 2 LINE OR MATCH 


LL2P3 


Enter length of line 2 for 3-port TRX calibration 

Syntax: LL2P3 Value Units 

Va I u e 0 to -t999.9999 

Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ CAL 

METHOD:TRX\ CHANGE PARAMETERS\ DEVICE 2P3-P2LINE 
LENGTH 
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COMMAND 

DICTIONARY 


LL2P3? 

LLM? 


LL2P3? 


Output length of line 2 for 3-port TRX calibration 
Syntax: ll2P3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <MR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ CAL 

METHOD:TRX\ CHANGE PARAMETERS\ DEVICE 2P3-P2LINE 
LENGTH 


LL3 


Enter length of line 3 for LRL calibration 

Syntax: LL3 Value Units 

Va I u e 0 to -t999.9999 

Units: M,MTR,MM,MMT,CM,CMT 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\TWO BANDS \ NEXT CAL STEP\ DEVICE 3 LINE 


LL3? 


Output length of line 3 for LRL calibration 
Syntax: ll3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM)\ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ TWO BANDS \ NEXT CAL STEP\ DEVICE 3 LINE 


LLM? 


Output limit line display mode single or segmented 
Syntax: llm? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
Ofor single 
1 for segmented 
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LLO 

LLO? 

COMMAND 

DICTIONARY 


LLO Enter lower limit value for top graph on active 

channel 


Syntax: 

Value 

Units: 

LLO Value Units 

Depends on graph type (see Dl SPLAY group) 

Depends on graph type (see Table 11-2 at the end of this chapter). 

Related Commands: 

LUP, CH1-CH4 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LOWER LIMIT (REF) 


LL02 Enter lower limit value for bottom graph on active 

channel 


Syntax: 

Value 

Units: 

LL02 Value Units 

Depends on graph type (see Dl SPLAY group) 

Depends on graph type (seeTable 11-2 at the end of this chapter). 

Related Commands: 

LFD2, LOL20, LOL21, LUP2, UPL20, UPL21 


LL02? Output lower limit value for bottom graph on ac¬ 

tive channel 


Syntax: 

LL02? 

Data I/O: 

Outputs its value using ASCI 1 <NR3 >format. 

Related Commands: 

LL02 


LLO? Output lower limit value for top graph on active 

channel 


Syntax: 

LLO? 

Data I/O: 

Outputs its value using ASCI 1 <NR3 >format. 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
LOWER LIMIT (REF) 
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COMMAND 

DICTIONARY 


LLZ 


LLZ? 


LM2 


LM3 


LLZ 

LM3 


Enter line impedance for LRL calibration 

Syntax: LLZ Value Units 

Value O.OOltolxlOE+3 
Units: XX1XX3, XM3,0HM 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ REFERENCE IMPED¬ 
ANCE \ REFERENCE IMPEDANCE 


Output line impedance for LRL calibration 
Syntax: llz? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM)\ NEXT CAL STEP \ REFERENCE IMPED¬ 
ANCE \ REFERENCE IMPEDANCE 


Select a match for the second device during a LRM 
type calibration 

Syntax: lm2 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE 2 MATCH 


Select a match for the third device during a LRM 
type calibration 

Syntax: lm3 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ TWO BANDS \ NEXT CAL STEP \ DEVICE 3 MATCH 
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LMDO 

LNM 

COMMAND 

DICTIONARY 


LMDO Disable printing model information 


Syntax: 

LMDO 

Related Commands: 

LMDl 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ MODEL OFF 


LMD1 Enable printing model information 


Syntax: 

LMDl 

Related Commands: 

LMDO 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ MODEL ON 


LMS Enter string for DUT model/serial number 


Syntax: 

Value 

LMS Value 

String up to 15 characters long 

Related Commands: 

LMS 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ MODEL ON 


LMS? Output string for DUT model/serial number 


Syntax: 

LMS? 

Data I/O: 

Outputs string in <Arbitrary ASCI 1 >format. 

Related Commands: 

LMS 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ MODEL 


LNM E nter stri ng for operator name 


Syntax: 

Value 

LNM Value 

String up to 15 characters long 

Related Commands: 

LDT, LID, LMS 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ OPERATOR ON 
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COMMAND 

DICTIONARY 

LNM? 

LOF 


LNM? Output string for operator name 


Syntax: 

LNM? 

Data I/O: 

Outputs its string in <Arbitrary ASCI 1 >format. 

Related Commands: 

LNM 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ OPERATOR 


LOG E nter stri ng for operator comment 


Syntax: 

Value 

LOG Value 

String up to 79 characters long 

Related Commands: 

LDT, LID, LNM, LMS 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ COMMENT ON 


LOG? Output string for operator comment 


Syntax: 

LOG? 

Data I/O: 

Outputs string in <Arbitrary ASCI 1 >format. 

Related Commands: 

LOC 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ EDIT\ COMMENT 


LOF Limits display off 


Syntax: 

LOF 

Related Commands: 

LON 

Front Panel Key: 

DisplayX GRAPH TYPE \ Anythen\ LIMITSX DISPLAY LIMITS 

OFF 
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LOGOO 

LOGOS 


COMMAND 

DICTIONARY 


LOGOO 


L0G01 


LOGO? 


LOGOS 


Turn hard copy logo off 
Syntax: logoo 


HARD COPY (Ch 9) 


Remarks: After mnemonic is issued, printer and plotter will not form the logo portion 
of the printout or plot. 

Related Commands: LOGOI, LOGOX? 

Front Panel Key: HardCopyX OUTPUT HEADERS SETUP \ LOGOSETUPX LOGO 
OFF 


Turn hard copy logo on 
Syntax: logoi 


HARD COPY (Ch 9) 


Remarks: After mnemonic is issued, printer and plotter will forma logo when printing 
or plotting. 

Related Commands: LOGOO, LOGOX? 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ LOGO SETUP \ LOGO ON 


Output hard copy logo selection standard/user de¬ 
fined 

Syntax: logo? 


HARD COPY (Ch 9) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 

Ofor STANDARD ANRITSU LIMIT 
Ifor USER DEFINED LOGO 

Related Commands: LOGOS, LOGOU 

Front Panel Key: HardCopyX OUTPUT HEADERS SETUP X LOGOSETUPX LOGO 


HARD COPY (Ch 9) 


Select standard hard copy logo 
Syntax: logos 

Related Commands: LOGOU, LOGO? 


Front Panel Key: HardCopyX OUTPUT HEADERS SETUP X LOGOSETUPX LOGO 
TYPE STANDARD 
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COMMAND 

DICTIONARY 


LOGOU 

LOLl 


LOGOU 


LOGOX? 


LOLO 


LOL1 


Select user defined hard copy logo 


HARD COPY (Ch 9) 


Syntax: logou 


Remarks: For the user-defined logo to function, the following files must be present in 
theC:\ UTIL subdirectory: LOGO.EPS for Epson type printers LOGO.HP 
for HP type printers and LOGO.PLT for plotters. If the required file is not 
found, the standard Anritsu logo will be used. 

Related Commands: LOGOS, LOGO? 

Front Panel Key: HardCopyX OUTPUT HEADERS SETUP \ LOGOSETUPX LOGO 
TYPE USER 


Output hard copy logo on/off status 


HARD COPY (Ch 9) 


Syntax: logox? 

Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor logo OFF 
1 for logo ON 


Related Commands: LOGOO, LOGOI 


Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ LOGO SETUP \ LOGO 
TYPE 


Turn lower limit off 
Syntax: lolo 


DISPLAY - LIMITS (Ch 7) 


Related Commands: LON, LOF, LOLl, LLO 

Front Panel Key: Display \ GRAPH TYPE \ Any then \ LIMITSX LOWER LIMIT OFF 


Turn lower limit on at current value 
Syntax: loli 


DISPLAY - LIMITS (Ch 7) 


Related Commands: 
Front Panel Key: 


LON, LOF, LOLO, LLO 
Display \ GRAPH TYPE 


Any then \ LIMITSX LOWER LIMIT ON 
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LOL20 

LON 

COMMAND 

DICTIONARY 


LOL20 Turn lower I i mit off for bottom graph 

Syntax: lol2 0 

Related Commands: LON, LOF, LOL21, LL02 

LOL21 Turn lower limit on at current value for bottom 


graph 


Syntax: 

LOL21 

Related Commands: 

LON, LOF, LOL20, LL02 


LOL2X? Output lower limit on/off status for bottom graph 


Syntax: 

LOL2X? 

Data I/O: 

Outputs its number using ASCI I <NR1>format as follows: 

Ofor limit OFF 

Ifor limit ON 

Related Commands: 

LOL20, LOL21 


LOLX? Output lower limit on/off status 


Syntax: 

LOLX? 

Data I/O: 

Outputs a value in ASCI I <NR1>format as follows: 

Ofor OFF 

Ifor ON 

Front Panel Key: 

DisplayX GRAPH TYPE \ Anythen \ LIMITSX LOWER LIMITS 


LON Limits display on 


Syntax: 

LON 

Front Panel Key: 

Display \ GRAPH TYPE \ Anythen \ LIMITSX DISPLAY LIMITS ON 
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COMMAND 

DICTIONARY 


LON? 

LPT2? 


LON? 


Output limits display on/off status 
Syntax: lon? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 


Front Panel Key: Display \ GRAPH TYPE \ Any then \ LIMITSX DISPLAY LIMITS 


HARD COPY (Ch 9) 


LOPO Disable printing operator information 

Syntax: lopo 
Related Commands: LOPl 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ OPERATOR OFF 


LOP1 Enable printing operator information 

Syntax: lopi 
Related Commands: LOPO 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ OPERATOR ON 


HARD COPY (Ch 9) 


LPF1? 


Output limit test failure status on channel 1 
Syntax: lpfi? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 


LPF2? 


Output limit test failure status on channel 2 
Syntax: lpf2? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 
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COMMAND 

DICTIONARY 


LPF3? 

LPI 


LPF3? 


Output limit test failure status on channel 3 
Syntax: lpf3? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 


LPF4? 


Output limit test failure status on channel 4 
Syntax: lpf4? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 


LPF? 


Output limit test failure status all channels 
Syntax: lpf? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
Ofor limit OFF 
Ifor limit ON 


LPH 


Select linear magnitude and phase display for ac¬ 
tive channel 

Syntax: lph 

Related Commands: CFI1-CFI4 


DISPLAY (Ch 5) 


Front Panel Key: Display \ GRAPH TYPE \ MORE \ LINEAR MAGNITUDE AND 
PHASE 


LPI 


Select lowpass impulse response for active channel 
Syntax: lpi 


APPL - TIME DOMAIN (Ch 10) 


Remarks: Requires a calibration that used a harmonically related set of data points ■ 
time domain calibration. 


Related Commands: 
Front Panel Key: 


TDC,CH1-CH4 

Appl\ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE IMPULSE 
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COMMAND 

DICTIONARY 


LPS 


LPSX? 


LR2 


LR3 


LPS 

LR3 


Select lowpass step response for active channel 
Syntax: lps 


APPL - TIME DOMAIN (Ch 10) 


Remarks: Requires a calibration that used a harmonically related set of data points 
time domain calibration. 


Related Commands: 
Front Panel Key: 


TDC,CH1-CH4 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE STEP 


Output lowpass response for active channel im¬ 
pulse or step 

Syntax: lpsx? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs its number using ASCI I <NR1> format as follows: 
0for IMPULSE 
Ifor STEP 


Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS \ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE 


Specify 2 line LRL calibration 
Syntax: lr2 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND 


Specify 3 line LRL calibration 


CAL (Ch 6) 


Syntax: lr3 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM)\ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ TWO BANDS 
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COMMAND 

DICTIONARY 


LRX? 

LSIO 


LRX? Output line selection for LRL calibration 2 lin^3 

line 


CAL (Ch 6) 


Syntax: lrx? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ NUMBER OF BANDS USED 


LS1 


Set lower segmented limit 1 as the active segment 


DISPLAY - LIMITS (Ch 7) 


Syntax: LSl 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: USI-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 1 ACTIVE 


LS10 


Select lower segmented limit 10 as the active seg¬ 
ment 

Syntax: LSlO 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 10 ACTIVE 


11-304 


MS462XXPM 












COMMAND 

DICTIONARY 


LS2 

LS4 


LS2 


Select lower segmented limit 2 as the active seg¬ 
ment 

Syntax: ls2 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 2ACTIVE 


LS3 


Select lower segmented limit 3 as the active seg¬ 
ment 

Syntax: ls3 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 3ACTIVE 


LS4 


Select lower segmented limit 4 as the active seg¬ 
ment 


DISPLAY - LIMITS (Ch 7) 


Syntax: ls4 

Remarks: All succeeding limit segment commands will apply to LSx. 
Related Commands: US-USIO, CH 1-CH4, LSX? 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 4ACTIVE 
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COMMAND 

DICTIONARY 


LS5 

LS7 


LS5 


Select lower segmented limit 5 as the active seg¬ 
ment 

Syntax: ls5 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 5ACTIVE 


LS6 


Select lower segmented limit 6 as the active seg¬ 
ment 

Syntax: ls6 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 6ACTIVE 


LS7 


Select lower segmented limit 7 as the active seg¬ 
ment 


DISPLAY - LIMITS (Ch 7) 


Syntax: ls7 

Remarks: All succeeding limit segment commands will apply to LSx. 
Related Commands: US-USIO, CH 1-CH4, LSX? 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 7ACTIVE 
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COMMAND 

DICTIONARY 


LS8 

LSEG 


LS8 


Select lower segmented limit 8 as the active seg¬ 
ment 

Syntax: ls8 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 8ACTIVE 


LS9 


Select lower segmented limit 9 as the active seg¬ 
ment 

Syntax: ls9 


DISPLAY - LIMITS (Ch 7) 


Remarks: All succeeding limit segment commands will apply to LSx. 

Related Commands: US-USIO, CH 1-CH4, LSX? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 9ACTIVE 


LSB 


Select least significant byte first binary transfer 
Syntax: lsb 


REMOTE - FORMATTING (Ch 8) 


Remarks: This is convenient for transferring data into or out of IBM/I ntel based com¬ 
puters. 

Related Commands: MSB, FMB, FMC 


DISPLAY - LIMITS (Ch 7) 


Select segmented limit line display mode 
Syntax: lseg 

Remarks: Any segmented limit line command selects this mode automatically. 
Related Commands: LSNG 
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COMMAND 

DICTIONARY 


LSNG 

LTl 


LSNG Select single limit line display mode 

Syntax: lsng 

Remarks: Any single limit line command selects this mode automatically. 
Related Commands: LSEG 


DISPLAY - LIMITS (Ch 7) 


LSX? Output active segmented limit 

Syntax: lsx? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its value in ASCI I <NRl>format. 1-10 for lower limit 1-10 
100010 for upper limit 1-10 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGME NT X ACTIVE 


LTO 


Turn I i mits testi ng off 
Syntax: lto 


DISPLAY - LIMITS (Ch 7) 


Front Panel Key: DisplayX GRAPH TYPE \ Anythen\ LIMITSX (MORE)TEST LIMITS 
\ LIMIT TESTING OFF 


LT1 


Turn 11 mits testi ng on 
Syntax: lti 


DISPLAY - LIMITS (Ch 7) 


Status Reporting: A limit test failure will set bits (0A3 for Channels 1-4, respectively) in the 
Limits Event Status Register. 

Front Panel Key: Display\ GRAPH TYPE \ Anythen\ LIMITSX (MORE)TEST LIMITS 
\ LIMIT TESTING On 
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COMMAND 

DICTIONARY 


LTl? 

LTU 


LTl? 


Output limits testing enable status 
Syntax: lti? 

Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 


DISPLAY - LIMITS (Ch 7) 


0for OFF 
1 for ON 


Front Panel Key: DisplayX GRAPH TYPE \ Anythen\ LIMITSX (MORE)TEST LIMITS 
\ LIMIT TESTING 


LTC 


Select coaxial transmission line for calibration 
Syntax: ltc 

Remarks: Selects a coaxial transmission line for the calibration. 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD AND 
LINE TYPE \ COAXIAL 


LTRD 


Output response data from the dedicated GPIB bu 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: LTRD Valuel Value2 

Value Valuel is the GPI B address of the device to read from. Value2 is the number 
of bytes to read in ASCI I <N Rf>format. 


Data I/O: Valuel and value2 are in ASCII <NRf> format and the output is in <Arbi- 
trary Block>format. 

Related Commands: LTWRT 


LTST 


Display the limits testing menu 
Syntax: ltst 


DISPLAY - LIMITS (Ch 7) 


Related Commands: LTO, LTl 

Front Panel Key: Display \ GRAPH TYPE \ Any then \ LIMITS \ (MORE) TEST 
LIMITS 


LTU 


Select microstrip transmission line for calibration 
Syntax: ltu 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD AND 
LINE TYPE \ MICROSTRIP 
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COMMAND 

DICTIONARY 


LTW 

LUP 


LTW 


Select waveguide transmission line for calibration 
Syntax: ltw 


CAL (Ch 6) 


Remarks: Can only use an offset short or CRL/LRM calibration method with wave¬ 
guide calibration. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD AND 
LINE TYPE \ VWVVEGUIDE 


LTWRT 


Send program data to the dedicated GPIB bus 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Syntax: LTWRT Valuel Value2 

Value Valuel is the GPI B address of the device to write data to. Value2 is the data 
to write. 


Data I/O: Valuel is in ASCI I <NRf> format and value2 is in <Arbitrary Block>for- 
mat. 


Related Commands: LTRD 


LTX? Output line type 

Syntax: ltx? 


CAL (Ch 6) 


Data I/O: Outputs its value in ASCI I <NR1> for mat as follows: 
1 for COAX 
2for WAVEGUIDE 
3for MICROSTRIP 


Front Panel Key: Cal \ PE RFORM CAL 2 PORT CAL \ LI NE TYPE 


LUP 


Enter upper limit value for top graph on active 
channel 


DISPLAY - LIMITS (Ch 7) 


Syntax: LUP Value Units 

Value Depends on graph type; see Table 11-2 at the end of this chapter. 
Units: Depends on graph type; see Table 11-2 at the end of this chapter. 


Remarks: The values and suffixes are as appropriate for the graph type displayed. 
That is, DEG, dB, REU, etc. 


Related Commands: LON, LOF, UPLO, UPLl 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
UPPER LIMIT (REF) 


11-310 


MS462XXPM 














COMMAND 

DICTIONARY 


LUP2 


LUP2? 


LUP? 


LVH 


LUP2 
LVH 


Enter upper limit value for bottom graph on active 
channel 


DISPLAY - LIMITS (Ch 7) 


Syntax: LUP2 Value Units 

Value Depends on graph type; see Table 11-2 at the end of this chapter. 
U nits: Depends on graph type; see Table 11-2 at the end of this chapter. 


Remarks: The values and suffixes are as appropriate for the graph type displayed. 
Thatis, DEG,dB, REU, etc. 


Related Commands: LON, LOF, UPL20, UPL21 


Output upper limit value for bottom graph on ac¬ 
tive channel 

Syntax: lup2? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its value in ASCI I <NR3>format. 
Related Commands: LUP2 


Output upper limit value for top graph on active 
channel 

Syntax: lup? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs its value using ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ READOUT LIMIT \ 
UPPER LIMIT (REF) 


Select high as limits testing TTL level 


DISPLAY - LIMITS (Ch 7) 


Syntax: lvh 


Related Commands: 
Front Panel Key: 


LVL, LVX? 

Display\ GRAPH TYPE \ Anythen\ LIMITSX TEST LIMITSX 
LIMIT TEST TTL FAIL CONDITION :TTL HIGH 
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COMMAND 

DICTIONARY 


LVL 

LX3? 


LVL 


Select low as limits testing TTL level 
Syntax: lvl 


DISPLAY - LIMITS (Ch 7) 


Related Commands: LVH,LVX? 

Front Panel Key: DisplayX GRAPH TYPE \ Anythen\ LIMITSX TESTLIMITSX 
LIMIT TEST TTL FAIL CONDITION :TTL LOW 


LVX? 


Output limits testing TTL level status 
Syntax: lvx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 


DISPLAY - LIMITS (Ch 7) 


Ofor LOW 
1 for HIGH 


Front Panel Key: DisplayX GRAPH TYPE \ Anythen\ LIMITSX TESTLIMITS\ 
LIMIT TEST TTL FAIL CONDITION : 


LX2? Output device for line2of LRL calibration 

line/match 

Syntax: lx2? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ DEVICE 2 


LX3? Output device for line 3 of LRL calibration 

line/match 

Syntax: lx3? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ TWO BANDS \ NEXT CAL STEP\ DEVICE 3 
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COMMAND 

DICTIONARY 


M10C 


M10E 


M10S 


M 

MIOS 


Suffix sets distance data type 
Syntax: m 

Related Commands: MTR 


DATA ENTRY SUFFIXES (Ch 5) 


MARKER (Ch 7) 


Set CW mode at marker 10 frequency 
Syntax: Mioc 

Remarks: M arker 10 must be set. 

Rel ated Commands: M K1-M K12 

Front Panel Key: Freq \ CW MODE ON \ MARKER SWEEP \ CWFREQ MARKER 10 


Set sweep/zoom end to marker 10 frequency dis¬ 
tance or time 

Syntax: mioe 

Remarks: M arker 10 must be set. 

Rel ated Commands: M K 1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (10) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ STOP MARKER (10) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
10 


Set sweep/zoom start to marker 10 frequency dis¬ 
tance or time 

Syntax: Ml os 

Remarks: M arker 10 must be set. 

Rel ated Commands: M K 1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ START MARKER (10) or DOMAIN \ 
DISTANCE LOWPASSX SETUP \ RANGE SETUP \ MORE \ 
MARKER RANGE \ START MARKER (10) or 
Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 
MARKER 10 
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MllC 

Mils 


COMMAND 

DICTIONARY 


M11C 


Set CW mode at marker 11 frequency 
Syntax: Mile 

Remarks: Marker 11 must be set. 


MARKER (Ch 7) 


Related Commands: 
Front Panel Key: 


MK1-MK12 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 11 


M11E Set sweep/zoom end to marker 11 frequency dis¬ 

tance or time 

Syntax: hue 

Remarks: Marker 11 must be set. 

Rel ated Commands: M K1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (11) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (11) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
11 


M11S Set sweep/zoom start to marker 11 frequency dis¬ 

tance or time 

Syntax: Mils 

Remarks: Marker 11 must be set. 

Rel ated Commands: M K 1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ START MARKER (11) or DOMAIN \ 
DISTANCE LOWPASSX SETUP \ RANGE SETUP \ MORE \ 
MARKER RANGE \ START MARKER (11) or 
Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 
MARKER 11 
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COMMAND 

DICTIONARY 


M12C 

M12S 


M12C Set CW mode at marker 12 frequency 


Syntax: 

M12C 

Remarks: 

Marker 12 must beset. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 12 


M12E Set sweep/zoom end to marker 12 frequency dis¬ 

tance or time 

Syntax: m12e 


Remarks: 

Marker 12 must beset. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ STOP MARKER (12) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ STOP MARKER (12) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
12 


M12S Set sweep/zoom start to marker 12 frequency dis¬ 

tance or time 

Syntax: m12s 


Remarks: 

Marker 12 must beset. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ START MARKER (12) or DOMAIN \ 
DISTANCE LOWPASSX SETUP \ RANGE SETUP \ MORE \ 
MARKER RANGE \ START MARKER (12) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 

MARKER 12 


MS462XXPM 
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MIC 

MIS 

COMMAND 

DICTIONARY 


M1C Set CW mode at marker 1 frequency 


Syntax: 

MIC 

Remarks: 

M arker 1 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 1 


M1E Set sweep/zoom end to marker 1 frequency dis¬ 

tance or time 

Syntax: mie 


Remarks: 

Marker 1 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ STOP MARKER (1) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (l)or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
1 


M1S Set sweep/zoom start to marker 1 frequency dis¬ 

tance or time 

Syntax: mis 


Remarks: 

Marker 1 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (1) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ START MARKER (1) or 

Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 

MARKER 1 
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COMMAND 

DICTIONARY 


M2C 


M2E 


M2S 


M2C 

M2S 


MARKER (Ch 7) 


Set CW mode at marker 2 frequency 
Syntax: m2c 

Remarks: M arker 2 must be set. 

Rel ated Commands: M K1-M K12 

Front Panel Key: Freq \ CW MODE ON \ MARKER SWEEP \ CWFREQ MARKER 2 


Set sweep/zoom end to marker 2 frequency dis¬ 
tance or time 

Syntax: m2e 

Remarks: Marker 2 must be set. 

Related Commands: MK1-MK12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (2) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ STOP MARKER (2) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
2 


Set sweep/zoom start to marker 2 frequency dis¬ 
tance or time 

Syntax: m2s 

Remarks: Marker 2 must be set. 

Related Commands: MK1-MK12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (2) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ START MARKER (2) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 
MARKER 2 
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COMMAND 

DICTIONARY 


M3C 

M3E 


MARKER (Ch 7) 


Set CW mode at marker 3 frequency 
Syntax: m3c 

Remarks: M arker 3 must be set. 

Rel ated Commands: M K1-M K12 

Front Panel Key: Freq \ CW MODE ON \ MARKER SWEEP \ CW FREQ MARKER 3 


M3E Set sweep/zoom end to marker 3 frequency dis¬ 

tance or time 

Syntax: m3e 

Remarks: Marker 3 must be set. 


Rel ated Commands: M K 1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (3) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (3) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
3 
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COMMAND 

DICTIONARY 


M3P1? 

M3P1P13 


M3P1? 


M3P1P12 


M3P1P13 


Query the mixed mcxde 1st balanced port pair for 
the M3P setup 

Syntax: M3 pi? 

Data I/O: Outputs data in <NRl>format as follows: 
Ofor Mixed Mode Pair 1 and 2 
Ifor Mixed Mode Pair 2 and 1 
2 for Mixed Mode Pair 1 and 3 
3for Mixed Mode Pair 3 and 1 
4for Mixed Mode Pair 2 and 3 
5for Mixed Mode Pair 3 and 2 
6for Mixed Mode Pair 1 and 4 
7for Mixed Mode Pair 4 and 1 
8for Mixed Mode Pair 2 and 4 
9for Mixed Mode Pair 4 and 2 
10for M ixed Mode Pair 3 and 4 
11 for M ixed Mode Pair 4 and 3 
Default is M ixed Mode Pair 2 and 3 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P32, M3P1P34, M3P1P41, M3P1P42, M3P1P43 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP 


Set the mixed mode 1st balanced port pair to 1:2 
for the M3P setup 

Syntax: m3pip12 


HARD COPY (Ch 9) 


Related Commands: M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:2)/(2:1) 


Set the mixed mode 1st balanced port pair to 1:3 
for the M3P setup 

Syntax: m3pip13 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:3)/(3:1) 
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M3P1P14 

M3P1P24 


COMMAND 

DICTIONARY 


M3P1P14 Set the mixed mode 1st balanced port pair to 1:4 

for the M3P setup 

Syntax: m3pip14 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P21, M3P1P23, M3P1P24, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:4)/(4:1) 


M3P1P21 Set the mixed mode 1st balanced port pair to 2:1 

for the M3P setup 

Syntax: m3pip21 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P23, M3P1P24, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:2)/(2:1) 


M3P1P23 Set the mixed mode 1st balanced port pair to 2:3 

for the M3P setup 

Syntax: m3pip23 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P24, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (2:3)/(3:2) 


M3P1P24 Set the mixed mode 1st balanced port pair to 2:4 

for the M3P setup 

Syntax: m3pip2 4 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P31, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (2:4)/(4:2) 
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COMMAND 

DICTIONARY 


M3P1P31 

M3P1P41 


M3P1P31 


M3P1P32 


M3P1P34 


M3P1P41 


Set the mixed mcxde 1st balanced port pair to 3:1 
for the M3P setup 

Syntax: m3pip31 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P32, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:3)/(3:1) 


Set the mixed mode 1st balanced port pair to 3:2 
for the M3P setup 

Syntax: m3pip32 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P34, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (2:3)/(3:2) 


Set the mixed mode 1st balanced port pair to 3:4 
for the M3P setup 

Syntax: m3pip34 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P32, M3P1P41, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (3:4)/(4:3) 


Set the mixed mode 1st balanced port pair to 4:1 
for the M3P setup 

Syntax: m3pip41 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P32, M3P1P34, M3P1P42, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (1:4)/(4:1) 
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M3P1P42 

M3PS2 


COMMAND 

DICTIONARY 


M3P1P42 Set the mixed mode 1st balanced port pair to4:2 

for the M3P setup 

Syntax: m3pip42 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P32, M3P1P34, M3P1P41, M3P1P43, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (2:4)/(4:2) 


M3P1P43 Set the mixed mode 1st balanced port pair to4:3 

for the M3P setup 

Syntax: m3pip43 


HARD COPY (Ch 9) 


Related Commands: M3P1P12, M3P1P13, M3P1P14, M3P1P21, M3P1P23, M3P1P24, M3P1P31, 
M3P1P32, M3P1P34, M3P1P41, M3P1P42, M3P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (3:4)/(4:3) 


M3PS1 Set the mixed mode single ended port to port 1 for 

the M3P setup 

Syntax: m3psi 

Related Commands: M3PS2, M3PS3, M3PS4, M3PS? 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ SELECT SINGLE ENDED PORT \ PORT 1 


M3PS2 Set the mixed mode single ended port to port 2 for 

the M3P setup 

Syntax: m3ps2 


HARD COPY (Ch 9) 


Related Commands: 
Front Panel Key: 


M3PS1, M3PS3, M3PS4, M3PS? 

Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ SELECT SINGLE ENDED PORT \ PORT 2 
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COMMAND 

DICTIONARY 


M3PS3 

M3PS? 


M3PS3 


M3PS4 


M3PS? 


Set the mixed mcxde single ended port to port 3 for 
the M3P setup 

Syntax: M3 PS 3 


HARD COPY (Ch 9) 


Related Commands: M3PS1, M3PS2, M3PS4, M3PS? 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ SELECT SINGLE ENDED PORT \ PORT 3 


Set the mixed mode single ended port to port 4 for 
the M3P setup 

Syntax: m3ps4 


HARD COPY (Ch 9) 


Related Commands: M3PS1, M3PS2, M3PS3, M3PS? 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ SELECT SINGLE ENDED PORT \ PORT 4 


Query the mixed mode singled ended port for the 
MSP setup 

Syntax: m3ps? 


HARD COPY (Ch 9) 


Data I/O: Outputs data in <NRl>format as follows: 

12 for M ixed Mode Singleton 1 

13 for M ixed Mode Singleton 2 

14 for Mixed Mode Singleton 3 

15 for M ixed Mode Singleton 4 
Default is M ixed Mode Singleton 1 

Related Commands: M3PS1, M3PS2, M3PS3, M3PS4 


Front Panel Key: 


Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ SELECT SINGLE ENDED PORT 
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MSS 

M4E 

COMMAND 

DICTIONARY 


MSS Set sweep/zcxDm start to marker 3 frequency dis¬ 

tance or time 

Syntax: m3S 


Remarks: 

Marker 3 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (3) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ START MARKER (3) or 

Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 

MARKER 3 


M4C Set CW mode at marker 4 frequency 


Syntax: 

M4C 

Remarks: 

M arker 4 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 4 


M4E Set sweep/zoom end to marker 4 frequency dis¬ 

tance or time 

Syntax: m4e 


Remarks: 

Marker 4 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (4) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (4) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
4 
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COMMAND 

DICTIONARY 


M4P1? 

M4P1P13 


M4P1? 


M4P1P12 


M4P1P13 


Query the mixed mcxde 1st balanced port pair for 
the M4P setup 

Syntax: m4pi? 

Data I/O: Outputs data in <NRl>format as follows: 
Ofor Mixed Mode Pair 1 and 2 
Ifor Mixed Mode Pair 2 and 1 
2 for Mixed Mode Pair 1 and 3 
3for Mixed Mode Pair 3 and 1 
4for Mixed Mode Pair 2 and 3 
5for Mixed Mode Pair 3 and 2 
6for Mixed Mode Pair 1 and 4 
7for Mixed Mode Pair 4 and 1 
8for Mixed Mode Pair 2 and 4 
9for Mixed Mode Pair 4 and 2 
10for M ixed Mode Pair 3 and 4 
11 for M ixed Mode Pair 4 and 3 
Default is M ixed Mode Pair 1 and 2 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P32, M4P1P34, M4P1P41, M4P1P42, M4P1P43 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP 


Set the mixed mode 1st balanced port pair to 1:2 
for the M4P setup 

Syntax: m4pip12 


HARD COPY (Ch 9) 


Related Commands: M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:2)/(2:1) 


Set the mixed mode 1st balanced port pair to 1:3 
for the M4P setup 

Syntax: m4pip13 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:3)/(3:1) 
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M4P1P14 

M4P1P24 


COMMAND 

DICTIONARY 


M4P1P14 Set the mixed mode 1st balanced port pair to 1:4 

for the M4P setup 

Syntax: m4pip14 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P21, M4P1P23, M4P1P24, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:4)/(4:1) 


M4P1P21 Set the mixed mode 1st balanced port pair to 2:1 

for the M4P setup 

Syntax: m4pip21 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P23, M4P1P24, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:2)/(2:1) 


M4P1P23 Set the mixed mode 1st balanced port pair to 2:3 

for the M4P setup 

Syntax: m4pip23 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P24, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (2:3)/(3:2) 


M4P1P24 Set the mixed mode 1st balanced port pair to 2:4 

for the M4P setup 

Syntax: m4pip24 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P31, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (2:4)/(4:2) 
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COMMAND 

DICTIONARY 


M4P1P31 

M4P1P41 


M4P1P31 


M4P1P32 


M4P1P34 


M4P1P41 


Set the mixed mcxde 1st balanced port pair to 3:1 
for the M4P setup 

Syntax: m4pip31 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P32, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:3)/(3:1) 


Set the mixed mode 1st balanced port pair to 3:2 
for the M4P setup 

Syntax: m4pip32 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P34, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (2:3)/(3:2) 


Set the mixed mode 1st balanced port pair to 3:4 
for the M4P setup 

Syntax: m4pip34 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P32, M4P1P41, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (3:4)/(4:3) 


Set the mixed mode 1st balanced port pair to 4:1 
for the M4P setup 

Syntax: m4pip41 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P32, M4P1P34, M4P1P42, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (1:4)/(4:1) 
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M4P1P42 

M4P2? 


COMMAND 

DICTIONARY 


M4P1P42 Set the mixed mode 1st balanced port pair to4:2 

for the M4P setup 

Syntax: m4pip42 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P32, M4P1P34, M4P1P41, M4P1P43, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (2:4)/(4:2) 


M4P1P43 Set the mixed mode 1st balanced port pair to4:3 

for the M4P setup 

Syntax: m4pip43 


HARD COPY (Ch 9) 


Related Commands: M4P1P12, M4P1P13, M4P1P14, M4P1P21, M4P1P23, M4P1P24, M4P1P31, 
M4P1P32, M4P1P34, M4P1P41, M4P1P42, M4P1? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (3:4)/(4:3) 


M4P2? Query the mixed mode 2nd balanced port pair for 

the M4P setup 

Syntax: m4P2? 

Data I/O: Outputs data in <NR1> format as follows: 
Ofor Mixed Mode Pair 1 and 2 
Ifor Mixed Mode Pair 2 and 1 
2 for Mixed Mode Pair 1 and 3 
3for Mixed Mode Pair 3 and 1 
4for Mixed Mode Pair 2 and 3 
5for Mixed Mode Pair 3 and 2 
6for Mixed Mode Pair 1 and 4 
7for Mixed Mode Pair 4 and 1 
8for Mixed Mode Pair 2 and 4 
9for Mixed Mode Pair 4 and 2 

10 for M ixed M ode Pai r 3 and 4 

11 for M ixed M ode Pai r 4 and 3 
Default is M ixed Mode Pair 3 and 4 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P32, M4P2P34, M4P2P41, M4P2P42, M4P2P43 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT 2ND PAIR 
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COMMAND 

DICTIONARY 


M4P2P12 

M4P2P21 


M4P2P12 


M4P2P13 


M4P2P14 


M4P2P21 


Set the mixed mcxde 2nd balanced port pair to 1:2 
for the M4P setup 

Syntax: m4P2p12 


HARD COPY (Ch 9) 


Related Commands: 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:2)/(2:1) 


Set the mixed mode 2nd balanced port pair to 1:3 
for the M4P setup 

Syntax: m4P2p13 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:3)/(3:1) 


Set the mixed mode 2nd balanced port pair to 1:4 
for the M4P setup 

Syntax: m4P2p14 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P21, M4P2P23, M4P2P24, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:4)/(4:1) 


Set the mixed mode 2nd balanced port pair to 2:1 
for the M4P setup 

Syntax: m4P2P21 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P23, M4P2P24, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:2)/(2:1) 


11-329 


MS462XXPM 














M4P2P23 

M4P2P32 


COMMAND 

DICTIONARY 


M4P2P23 Set the mixed mode 2nd balanced port pair to 2:3 

for the M4P setup 

Syntax: M4P2P2 3 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P24, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (2:3)/(3:2) 


M4P2P24 Set the mixed mode 2nd balanced port pair to 2:4 

for the M4P setup 

Syntax: M4P2P2 4 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P31, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (2:4)/(4:2) 


M4P2P31 Set the mixed mode 2nd balanced port pair to 3:1 

for the M4P setup 

Syntax: m4P2P31 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P32, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:3)/(3:1) 


M4P2P32 Set the mixed mode 2nd balanced port pair to 3:2 

for the M4P setup 

Syntax: M4P2P32 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P34, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (2:3)/(3:2) 
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COMMAND 

DICTIONARY 


M4P2P34 

M4P2P43 


M4P2P34 


M4P2P41 


M4P2P42 


M4P2P43 


Set the mixed mcxde 2nd balanced port pair to 3:4 
for the M4P setup 

Syntax: M4P2P34 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P32, M4P2P41, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (3:4)/(4:3) 


Set the mixed mode 2nd balanced port pair to 4:1 
for the M4P setup 

Syntax: m4P2P41 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P32, M4P2P34, M4P2P42, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (1:4)/(4:1) 


Set the mixed mode 2nd balanced port pair to 4:2 
for the M4P setup 

Syntax: M4P2P4 2 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P32, M4P2P34, M4P2P41, M4P2P43, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (2:4)/(4:2) 


Set the mixed mode 2nd balanced port pair to 4:3 
for the M4P setup 

Syntax: M4P2P4 3 


HARD COPY (Ch 9) 


Related Commands: M4P2P12, 4P2P13, M4P2P14, M4P2P21, M4P2P23, M4P2P24, M4P2P31, 
M4P2P32, M4P2P34, M4P2P41, M4P2P42, M4P2? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ SELECT SECOND PAIR \ (3:4)/(4:3) 
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M4S 

M5E 

COMMAND 

DICTIONARY 


M4S Set sweep/zcxDm start to marker 4 frequency dis¬ 

tance or time 

Syntax: m4S 


Remarks: 

Marker 4 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (4) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ START MARKER (4) or 

Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 

MARKER 4 


M5C Set CW mode at marker 5 frequency 


Syntax: 

M5C 

Remarks: 

M arker 5 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 5 


M5E Set sweep/zoom end to marker 5 frequency dis¬ 

tance or time 

Syntax: m5e 


Remarks: 

Marker 5 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (5) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (5) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
5 
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COMMAND 

DICTIONARY 

MSS 

M6E 


MSS Set sweep/z(X)m start to marker 5 frequency dis¬ 

tance or time 

Syntax: m5s 


Remarks: 

M arker 5 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ START MARKER (5) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ START MARKER (5) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 

MARKER 5 


M6C Set CW mode at marker 6 frequency 


Syntax: 

M6C 

Remarks: 

M arker 6 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 6 


M6E Set sweep/zoom end to marker 6 frequency dis¬ 

tance or time 

Syntax: m6e 


Remarks: 

Marker 6 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ STOP MARKER (6) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ STOP MARKER (6) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
6 
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M6S 

M7E 

COMMAND 

DICTIONARY 


M6S Set sweep/zcxDm start to marker 6 frequency dis¬ 

tance or time 

Syntax: m6S 


Remarks: 

Marker 6 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (6) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ START MARKER (6) or 

Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 

MARKER 6 


M7C Set CW mode at marker 7 frequency 


Syntax: 

M7C 

Remarks: 

Marker 7 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 7 


M7E Set sweep/zoom end to marker 7 frequency dis¬ 

tance or time 

Syntax: m7e 


Remarks: 

Marker 7 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (7) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (7) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
7 
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COMMAND 

DICTIONARY 

M7S 

M8E 


M7S Set sweep/z(X)m start to marker 7 frequency dis¬ 

tance or time 

Syntax: m7s 


Remarks: 

Marker 7 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ START MARKER (7) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ START MARKER (7) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 

MARKER 7 


M8C Set CW mode at marker 8 frequency 


Syntax: 

M8C 

Remarks: 

M arker 8 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Freq\ CWMODE ON \ MARKER SWEEP \ CWFREQ MARKER 8 


M8E Set sweep/zoom end to marker 8 frequency dis¬ 

tance or time 

Syntax: m8e 


Remarks: 

Marker 8 must be set. 

Related Commands: 

MK1-MK12 

Front Panel Key: 

Appl\ DOMAIN \ TIME LOWPASS\ SETUP \ RANGE SETUP \ 
MORE \ MARKER RANGE \ STOP MARKER (8) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ STOP MARKER (8) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
8 


MS462XXPM 

11-335 












COMMAND 

DICTIONARY 


MSS 

M9E 


M8S Set sweep/zcxDm start to marker 8 frequency dis¬ 

tance or time 

Syntax: m8S 

Remarks: Marker 8 must be set. 

Rel ated Commands: M K1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (8) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ START MARKER (8) or 

Freq\ CWMODE OFF \ MARKER SWEEP\ START SWEEP 
MARKER 8 


MARKER (Ch 7) 


Set CW mode at marker 9 frequency 
Syntax: m9c 

Remarks: M arker 9 must be set. 

Rel ated Commands: M K 1-M K12 

Front Panel Key: Freq \ CW MODE ON \ MARKER SWEEP \ CW FREQ MARKER 9 


M9E Set sweep/zoom end to marker 9 frequency dis¬ 

tance or time 

Syntax: m9e 

Remarks: Marker 9 must be set. 

Rel ated Commands: M K 1-M K12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ STOP MARKER (9) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP \ MORE\ MARKER 
RANGE \ STOP MARKER (9) or 

Freq \ CWMODE OFF \ MARKER SWEEP \ STOP SWEEP MARKER 
9 


11-336 


MS462XXPM 












COMMAND 

DICTIONARY 


M9S 

MD 


M9S Set sweep/z(X)m start to marker 9 frequency dis¬ 

tance or time 

Syntax: m9s 

Remarks: M arker 9 must be set. 

Related Commands: MK1-MK12 


MARKER (Ch 7) 


Front Panel Key: AppI \ DOMAIN \ TIME LOWPASSX SETUP \ RANGE SETUP \ 

MORE \ MARKER RANGE \ START MARKER (9) or DOMAIN \ DIS¬ 
TANCE LOWPASSX SETUP\ RANGE SETUP\ MORE\ MARKER 
RANGE \ START MARKER (9) or 

Freq\ CWMODE OFF \ MARKER SWEEP \ START SWEEP 
MARKER 9 


MAG 


Select log magnitude display for active channel 
Syntax: mag 


DISPLAY (Ch 5) 


Related Commands: DLA, CH 1-CH4,1 MG, I SC, ISE, ISM, LIN, MPH, PCP, PCS, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: Display \ GRAPH TYPE \ LOG MAGNITUDE 


MAT Select matched reflective devices during calibra¬ 

tion 


CAL (Ch 6) 


Syntax: mat 
Rel ated Commands: MIX 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ REFLECTION 
PAIRING \ MATCHED (OPEN-OPEN, SHORT-SHORT) 


MD 


Create a new disk directory 

Syntax: MD Pathespec 

Value See "Remarks" 


UTILITY - DISK (Ch 9) 


Remarks: "Pathspec" is a combination of letters, numbers, \ characters and under¬ 
scores that spel I out the path and name of the new di rectory, "Pathspec" 
may include a drive letter of the form A: for the floppy disk or C: for the 
hard drive. Directory names follow the same rules as file names. 

Related Commands: ADRIVE, CDRIVE, CD, MD 
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COMMAND 

DICTIONARY 


MDO 

MF 


MDO Turn mean display off 

Syntax: mdo 

Related Commands: MDl, MDX? 


DISPLAY (Ch 5) 


MD1 Turn mean display on 

Syntax: mdi 

Rel ated Commands: M DO, M DX? 


DISPLAY (Ch 5) 


MDX? Output mean display status 

Syntax: mdx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Related Commands: MDO, MDl 

MEM Display trace memory on active channel 

Syntax: mem 


DISPLAY (Ch 5) 


DISPLAY (Ch 5) 


Remarks: Store data from selected channel to memory (STD command), before using 
this command to view a trace with trace memory active. 

Related Commands: STD, CFI1-CFI4 

Front Panel Key: Display \ TRACE MEMORY\ VIEW: MEMORY 


MF 


Suffix sets farad data type and scales by IE-3 
Syntax: me 


DATA ENTRY SUFFIXES (Ch 5) 
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COMMAND 

DICTIONARY 


MFGCT 


MH 


MHZ 


MIN 


MIX 


MFGCT 

MIX 


start multi pie frequency swept power gain com¬ 
pression test 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: mfgct 


Remarks: Begins the automated sequence which collects and displays the multi pie fre¬ 
quency swept power gain compression data. 

Related Commands: SPGCA, SPGCT 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ MULTIPLE FREQ 
GAIN COMPRESSION 


Suffix sets farad data type and scales by IE-3 
Syntax: mh 


DATA ENTRY SUFFIXES (Ch 5) 


Suffix sets frequency data type and scales by IE 6 
Syntax: mhz 


DATA ENTRY SUFFIXES (Ch 5) 


Select subtraction as trace math for active channel 
Syntax: min 


DISPLAY (Ch 5) 


Related Commands: 
Front Panel Key: 


MUL,ADD, DIV, CH1-CH4, MTH? 

Display \ TRACE MEMORY\ SELECT TRACE MATH \ SUBTRACT 
(-) 


Select mixed reflective devices during calibration 
Syntax: mix 
Related Commands: MAT 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ REFLECTION 
PAIRING \ MIXED (OPEN-SHORT, SHORT-OPEN) 
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MIX? 

MIXP4 


COMMAND 

DICTIONARY 


MIX? Output reflective devices selection during calibra¬ 

tion 


CAL (Ch 6) 


Syntax: mix? 

Data I/O: Output data using ASCI I <NR1> integer values as follows: 

Ofor MATCHED PAIR 
Ifor MIXED PAIR 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP \ FULL12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ REFLECTION 
PAIRING \ MIXED (OPEN-SHORT, SHORT-OPEN) 


MIXP3 Set port 3 to be mixer port when source 2 using 

Syntax: mixp3 


CAL (Ch 6) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE STAN¬ 
DARD \ MEASUREMENT TYPE \ IMD\ SOURCE SELECTION \ 
SOURCE 2 USING PORT 3 or TRANSMISSION AND REFLECTION 
\ LO/RECEIVER SETUP \ SOURCE 2 USING PORT 3or NOISE 
FIGURE \ LO/RECEIVER SETUP \ SOURCE 2 USING PORT 3or 
FREQUENCY TRANSLATION GROUP DELAY\ LO/RECEIVER 
SETUP \ SOURCE 2 USING PORT 3 


MIXP4 


Set port 4 to be mixer port when source 2 using 


CAL (Ch 6) 


Syntax: mixp4 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ DEVICE TYPE STAN¬ 
DARD \ MEASUREMENT TYPE \ IMD\ SOURCE SE LECTION \ 
SOURCE 2 USING PORT 4or TRANSMISSION AND REFLECTION 
\ LO/RECEIVER SETUP \ SOURCE 2 USING PORT 4or NOISE 
FIGURE \ LO/RECEIVER SETUP \ SOURCE 2 USING PORT 4or 
FREQUENCY TRANSLATION GROUP DELAY\ LO/RECEIVER 
SETUP \ SOURCE 2 USING PORT 4 
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COMMAND 

DICTIONARY 

MIXPORT? 

MKIO 


MIXPORT? Output mixer port when source 2 using 


Syntax: 

MIXPORT? 

Data I/O: 

Outputs value in ASCII <NR3>format as follows: 

3 for PORT 3 

4 for PORT 4 

Front Panel Key: 

Appl\ CHANGE APPLICATION SETUP \ DEVICE TYPE STAN¬ 
DARD \ MEASUREMENT TYPE \ IMD\ SOURCE SELECTION \ 
SOURCE 2 USING PORT ? or TRANSMISSION AND REFLECTION 
\ LO/RECEIVER SETUP \ SOURCE 2 USING PORT? or NOISE 
FIGURE \ LO/RECEIVER SETUP \ SOURCE 2 USING PORT ? or 
FREQUENCY TRANSLATION GROUP DELAY\ LO/RECEIVER 
SETUP \ SOURCE 2 USING PORT ?. 


MK1 Enter marker 1 frequency distance or time and 

turn on 


Syntax: 

Value 

Units: 

MKl Value Units 

Limited to current frequency, time, or distance sweep/zoom range 
time =S, MS, USC, PS, PSC, NS, NSC 
distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 

Related Commands: 

MR1-MR12 

Front Panel Key: 

Marker\ REF MODE ON \ READOUT MARKERS\ SELECT 1 


MK10 Enter marker 10 frequency distance or time and 

turn on 


Syntax: 

Value 

Units: 

MKIO Value Units 

Limited to current frequency, time, or distance sweep/zoom range 
time =S, MS, USC, PS, PSC, NS, NSC 
distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 

Related Commands: 

MR1-MR12 

Front Panel Key: 

MarkerX REF MODE ON \ READOUT MARKERSX SELECT 10 


MS462XXPM 
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COMMAND 

DICTIONARY 


MKIO? 

MKll? 


MK10? 


Output marker 10 frequency distance or time 
Syntax: mkio? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM1-OM12 

Front Panel Key: Marker \ REF MODE ON \ READOUT MARKERS\ X-IOON (10: 
ON) 


MK11 


Enter marker 11 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MKH Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency = HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker \ REF MODE ON \ READOUT MARKERSX SELECT 11 


MK11? 


Output marker 11 frequency distance or time 
Syntax: mkh? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM 1-OM 12 

Front Panel Key: Marker \ REF MODE ON \ READOUT MARKERS\ X-llON (11: 
ON) 
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turn on 


Syntax: MK12 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency = HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker \ REF MODE ON \ READOUT MARKERSX SELECT 12 


MK12? 


Output marker 12 frequency distance or time 
Syntax: mk12? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Related Commands: OM1-OM12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-12 ON (12: 
ON) 


MK1? 


Output marker 1 frequency distance or time 
Syntax: mki? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Related Commands: OM 1-OM 12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-1 ON (1: ON) 


MK2 


Enter marker 2 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK2 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 2 
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MK2? 

MK4 


COMMAND 

DICTIONARY 


MK2? 


Output marker 2 frequency distance or time 
Syntax: mk2? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM1-OM12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-2 ON (2: ON) 


MK3 


Enter marker 3 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK3 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 3 


MK3? 


Output marker 3 frequency distance or time 
Syntax: mk3? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM 1-OM 12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-3 ON (3: ON) 


MK4 


Enter marker 4 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK4 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 4 
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COMMAND 

DICTIONARY 


MK4? 

MK6 


MK4? 


Output marker 4 frequency distance or time 
Syntax: mk4? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM1-OM12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-4 ON (4: ON) 


MK5 


Enter marker 5 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK5 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 5 


MK5? 


Output marker 5 frequency distance or time 
Syntax: mk5? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 


Rel ated Commands: OM 1-OM 12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-5 ON (5: ON) 


MK6 


Enter marker 6 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK6 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency = HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 6 
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MK6? 

MK8 


COMMAND 

DICTIONARY 


MK6? 


Output marker 6 frequency distance or time 
Syntax: mk6? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM1-OM12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-6 ON (6: ON) 


MK7 


Enter marker 7 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK7 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 7 


MK7? 


Output marker 7 frequency distance or time 
Syntax: mk7? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM 1-OM 12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-7 ON (7: ON) 


MK8 


Enter marker 8 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK8 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 8 
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COMMAND 

DICTIONARY 


MK8? 

MKRC 


MK8? 


MKS 


MK9? 


MKRC 


Output marker 8 frequency distance or time 
Syntax: mk8? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM1-OM12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-8 ON (8: ON) 


Enter marker 9 frequency distance or time and 
turn on 


MARKER (Ch 7) 


Syntax: MK9 Value Units 

Value Limited to current frequency, time, or distance sweep/zoom range 
Units: time=S, MS, USC, PS, PSC, NS, NSC 

distance = M, MTR, MM, MMT, CM,CMT 
frequency =HZ, KHZ, MHZ, GHZ 


Related Commands: MR1-MR12 


Front Panel Key: Marker\ REF MODE ON \ READOUT MARKERSX SELECT 9 


Output marker 9 frequency distance or time 
Syntax: mk9? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in time, distance, or 
frequency units depending on current sweep domain. 

Rel ated Commands: OM 1-OM 12 

Front Panel Key: Marker \ RE F MODE ON \ READOUT MARKE RS \ X-9 ON (9: ON) 


Select interpolated marker functionality 
Syntax: mkrc 

Related Commands: MKRD, MKRX? 

Front Panel Key: Marker \ MARKER MODE CONTINUOUS 


MARKER (Ch 7) 
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MKRCOL 

MKRX? 

COMMAND 

DICTIONARY 


MKRCOL E nter the color number for the markers 


Syntax: 

Value 

MKRCOL Value 

Oto 47 

Remarks: 

Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: 

ANNCOL, DATCOL,GRTCOL, LAYCOL, MNUCOL, TRCCOL, MKRCOL? 

Front Panel Key: 

Utility \ COLOR SETUP \ MARKERS & LIMITS XX COLOR NAME 


MKRCOL? Output the color number for the markers 


Syntax: 

MKRCOL? 

Data I/O: 

Outputs the color palette number in ASCII <NR1> format. 

Related Commands: 

ANNCOL?, DATCOL?,GRTCOL?, LAYCOL?, MNUCOL?,TRCCOL?, 
MKRCOL 

Front Panel Key: 

Utility \ COLOR SETUP \ MARKERS & LIMITS XX COLOR NAME 


MKRD Select discrete marker functionality 


Syntax: 

MKRD 

Related Commands: 

MKRC, MKRX? 

Front Panel Key: 

Marker \ MARKER MODE DISCRETE 


MKRX? Output interpolated/discrete marker functionality 


Syntax: 

MKRX? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

Ofor DISCRETE 

1 for INTERPOLATED 

Related Commands: 

MKRC, MKRD 

Front Panel Key: 

Marker \ MARKER MODE 
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MKSL 

MKSR 


MARKER (Ch 7) 


COMMAND 

DICTIONARY 


MKSL 


Marker search left 


Syntax: MKSL Value Units 

Value Depends on graph type 
U nits: Depends on graph type 


Remarks: If the optional valueunit(s) argument is not supplied, the search marker 
(marker 2) is moved from its current position to the next most previous oc¬ 
currence of the search value (see mnemonic SRCH). If the valueunit(s) ar¬ 
gument is supplied, the search value is updated to the argument value prior 
to moving the search marker. 


Status Reporting: If the search fails to find the search value, the search failure bit (bit 4) in 
the Limits Event Status Register will beset. An Execution Error will also 
be reported. 


Related Commands: MKSR, SMKR, SRCH, SRCH? 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH \ SEARCH 
LEFT 


MKSR 


Marker search right 


MARKER (Ch 7) 


Syntax: MKSR Value Units 

Value Depends on graph type 
U nits: Depend on graph type 


Remarks: If the optional valueunit(s) argument is not supplied, the search marker 
(marker 2) is moved from its current position to the next occuranceof the 
search value (see mnemonic SRCH). If the valueunit(s) argument is sup¬ 
plied, the search value is updated to the argument value prior to moving the 
search marker. 


Status Reporting: If the search fails to find the search value, the search failure bit (bit 4) in 
the Limits Event Status Register will beset. An Execution Error will also 
be reported. 

Related Commands: MKSL, SMKR, SRCH, SRCH? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH \ SEARCH 
RIGHT 


MS462XXPM 
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MKTO 

MM1P12 


COMMAND 

DICTIONARY 


MKTO 


Turn marker tracki ng off 
Syntax: mkto 


MARKER (Ch 7) 


Related Commands: 
Front Panel Key: 


MKTl, MKTX? 

MarkerX MARKER READOUT FUNCTIONS\ SEARCH \ SETUP 
SEARCH\ TRACKING OFF 


MKT1 


Turn marker tracki ng on 
Syntax: mkti 


MARKER (Ch 7) 


Related Commands: 
Front Panel Key: 


MKTO, MKTX? 

Marker\ MARKER READOUT FUNCTIONS\ SEARCH \ SETUP 
SEARCH\ TRACKING ON 


MKTX? 


Output marker tracking on/off status 
Syntax: mktx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


MARKER (Ch 7) 


Related Commands: 
Front Panel Key: 


MKTO, MKTl 

MarkerX MARKER READOUT FUNCTIONS\ SEARCH \ SETUP 
SEARCH \ TRACKING 


MM 


Suffix sets distance data type and scales by IE-3 
Syntax: mm 


DATA ENTRY SUFFIXES (Ch 5) 


MM1P12 Set the mixed mode 1st balanced port pair to 1:2 

for the active channel S-parameter 

Syntax: mmip12 


MEAS (Ch 5) 


Related Commands: MM IP 13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, MM1P32, 
M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ 
(l:2)/(2:l) 
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COMMAND 

DICTIONARY 


MM1P13 

MM1P23 


MM1P13 


MM1P14 


MM1P21 


MM1P23 


Set the mixed mcxde 1st balanced port pair to 1:3 
for the active channel S-parameter 

Syntax: mmip13 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, MM1P32, 
M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR\ 
(l:3)/(3:l) 


Set the mixed mode 1st balanced port pair to 1:4 
for the active channel S-parameter 

Syntax: mmip14 


MEAS (Ch 5) 


Related Commands: MM1P12, MM1P13, MM1P21, MM1P23, MM1P24, MM1P31, MM1P32, 
M M 1P34, M M1P41, M M1P42, M M1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR\ 
(l:4)/(4:l) 


Set the mixed mode 1st balanced port pair to 2:1 
for the active channel S-parameter 

Syntax: mmip21 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM1P13, MM1P14, MM1P23, MM1P24, MM1P31, MM1P32, 
M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ 
(l:2)/(2:l) 


Set the mixed mode 1st balanced port pair to 2:3 
for the active channel S-parameter 

Syntax: mmip2 3 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM1P13, MM1P14, MM1P21, MM1P24, MM1P31, MM1P32, 
M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ 
(2:3)/(3:2) 


11-351 


MS462XXPM 













MM1P24 

MM1P34 

COMMAND 

DICTIONARY 


MM1P24 Set the mixed mode 1st balanced port pair to 2:4 

for the active channel S-parameter 

Syntax: mmip2 4 


Related Commands: 

MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P31, MM1P32, 

M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ 

(2:4)/(4:2) 


MM1P31 Set the mixed mode 1st balanced port pair to 3:1 

for the active channel S-parameter 

Syntax: mmip31 


Related Commands: 

MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P32, 

M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ 

(l:3)/(3:l) 


MM1P32 Set the mixed mode 1st balanced port pair to 3:2 

for the active channel S-parameter 

Syntax: mmip32 


Related Commands: 

MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, 

M M 1P34, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ 

(2:3)/(3:2) 


MM1P34 Set the mixed mode 1st balanced port pair to 3:4 

for the active channel S-parameter 

Syntax: mmip34 


Related Commands: 

MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, 

M M 1P32, M M1P41, M M1P42, M M 1P43, M M IP? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ 

(3:4)/(4:3) 
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COMMAND 

DICTIONARY 


MM1P41 

MM1P43 


MM1P41 


MM1P42 


MM1P43 


Set the mixed mcxde 1st balanced port pair to 4:1 
for the active channel S-parameter 

Syntax: mmip41 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, 
M M 1P32, M M1P34, M M1P42, M M 1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR\ 
(l:4)/(4:l) 


Set the mixed mode 1st balanced port pair to 4:2 
for the active channel S-parameter 

Syntax: mmip42 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM IP 13, MM IP 14, MM1P21, MM1P23, MM1P24, MM1P31, 
M M 1P32, M M1P34, M M1P41, M M1P43, M M IP? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR\ 
(2:4)/(4:2) 


Set the mixed mode 1st balanced port pair to 4:3 
for the active channel S-parameter 

Syntax: mmip43 


MEAS (Ch 5) 


Related Commands: MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, 
M M 1P32, M M1P34, M M1P41, M M 1P42, M M IP? 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M3P 
SETUP \ (3:4)/(4:3) or 

Hard Copy \ OUTPUT SETUP \ SNP OPTIONS \ SETUP \ M4P 
SETUP \ (3:4)/(4:3) 
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MMIP? 

MM2P13 


COMMAND 

DICTIONARY 


MM1P? 


Query the mixed mode 1st balanced port pair for 
the active channel S-parameter 

Syntax: mmip? 


Data I/O: 


Outputs data in <NR1>format as follows: 
Ofor Mixed Mode Pair 1 and 2 
Ifor Mixed Mode Pair 2 and 1 
2 for Mixed Mode Pair 1 and 3 
3for Mixed Mode Pair 3 and 1 
4for Mixed Mode Pair 2 and 3 
5for Mixed Mode Pair 3 and 2 
6for Mixed Mode Pair 1 and 4 
7for Mixed Mode Pair 4 and 1 
8for Mixed Mode Pair 2 and 4 
9for Mixed Mode Pair 4 and 2 

10 for M ixed M ode Pai r 3 and 4 

11 for M ixed M ode Pai r 4 and 3 
Default is M ixed Mode Pair 1 and 2 


MEAS (Ch 5) 


Related Commands: 


Front Panel Key: 


MM IP 12, MM1P13, MM1P14, MM1P21, MM1P23, MM1P24, MM1P31, 
M M 1P32, M M1P34, M M1P41, M M 1P42, M M1P43 

Meas\ MORE \ MORE \ SELECT BALANCED PORT PAIR 


MM2P12 Set the mixed mode 2nd balanced port pair to 1:2 

for the active channel S-parameter 

Syntax: mm2 pi 2 


MEAS (Ch 5) 


Related Commands: MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (1:2)/(2:1) 


MM2P13 Set the mixed mode 2nd balanced port pair to 1:3 

for the active channel S-parameter 

Syntax: mm2 pi 3 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (1:3)/(3:1) 
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COMMAND 

DICTIONARY 


MM2P14 

MM2P24 


MM2P14 


MM2P21 


MM2P23 


MM2P24 


Set the mixed mcxde 2nd balanced port pair to 1:4 
for the active channel S-parameter 

Syntax: mm2 pi 4 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P21, MM2P23, MM2P24, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (1:4)/(4:1) 


Set the mixed mode 2nd balanced port pair to 2:1 
for the active channel S-parameter 

Syntax: mm2P21 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P23, MM2P24, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR\ SE¬ 
LECT 2ND PAIR \ (1:2)/(2:1) 


Set the mixed mode 2nd balanced port pair to 2:3 
for the active channel S-parameter 

Syntax: mm2P2 3 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P21, MM2P24, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (2:3)/(3:2) 


Set the mixed mode 2nd balanced port pair to 2:4 
for the active channel S-parameter 

Syntax: mm2P2 4 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P31, MM2P32, 
M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (2:4)/(4:2) 
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MM2P31 

MM2P41 

COMMAND 

DICTIONARY 


MM2P31 Set the mixed mode 2nd balanced port pair to 3:1 

for the active channel S-parameter 

Syntax: mm2P31 


Related Commands: 

MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P32, 

Front Panel Key: 

M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (1:3)/(3:1) 


MM2P32 Set the mixed mode 2nd balanced port pair to 3:2 

for the active channel S-parameter 

Syntax: mm2P32 


Related Commands: 

MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 

M M 2P34, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (2:3)/(3:2) 


MM2P34 Set the mixed mode 2nd balanced port pair to 3:4 

for the active channel S-parameter 

Syntax: mm2P34 


Related Commands: 

MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 

M M 2P32, M M2P41, M M2P42, M M 2P43, M M2P? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (3:4)/(4:3) 


MM2P41 Set the mixed mode 2nd balanced port pair to 4:1 

for the active channel S-parameter 

Syntax: mm2P41 


Related Commands: 

MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 

M M 2P32, M M2P34, M M2P42, M M 2P43, M M2P? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (1:4)/(4:1) 
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COMMAND 

DICTIONARY 


MM2P42 

MM2P? 


MM2P42 


MM2P43 


MM2P? 


Set the mixed mcxde2nd balanced port pair to 4:2 
for the active channel S-parameter 

Syntax: mm2P4 2 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 
M M 2P32, M M2P34, M M 2P41, M M 2P43, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (2:4)/(4:2) 


Set the mixed mode 2nd balanced port pair to 4:3 
for the active channel S-parameter 

Syntax: mm2P4 3 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 
M M 2P32, M M2P34, M M2P41, M M 2P42, M M2P? 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR \ (3:4)/(4:3) 


Query the mixed mode 2nd balanced port pair for 
the active channel S-parameter 

Syntax: mm2p? 

Data I/O: Outputs data in <NRl>format as follows: 
Ofor Mixed Mode Pair 1 and 2 
Ifor Mixed Mode Pair 2 and 1 
2 for Mixed Mode Pair 1 and 3 
3for Mixed Mode Pair 3 and 1 
4for Mixed Mode Pair 2 and 3 
5for Mixed Mode Pair 3 and 2 
6for Mixed Mode Pair 1 and 4 
7for Mixed Mode Pair 4 and 1 
8for Mixed Mode Pair 2 and 4 
9for Mixed Mode Pair 4 and 2 
10for M ixed Mode Pair 3 and 4 
11 for M ixed Mode Pair 4 and 3 
Default is Mixed Mode Pair 3 and 4 


MEAS (Ch 5) 


Related Commands: MM2P12, MM2P13, MM2P14, MM2P21, MM2P23, MM2P24, MM2P31, 
M M 2P32, M M2P34, M M2P41, M M 2P42, M M2P43 

Front Panel Key: Meas \ MORE \ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT 2ND PAIR 


11-357 


MS462XXPM 













MMN 

MMS4 


COMMAND 

DICTIONARY 


MMN Move active marker to minimum trace value 


Syntax: 

MMN 

Related Commands: 

MMX, CH1-CH4 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS\ ACTIVE MARKER ON 
ALL CHANNELS \ MARKER TO PEAK \ MARKER TO MIN 


MMS1 Set the mixed mode single ended port to Port 1 for 

the active channel S-parameter 

Syntax: mmsi 


Related Commands: 

MMS2, MMS3, MMS4, MMS? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT SINGLE ENDED PORT \ PORT 1 


MMS2 Set the mixed mode single ended port to Port 2 for 

the active channel S-parameter 

Syntax: mms2 


Related Commands: 

MMSI, MMS3, MMS4, MMS? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT SINGLE ENDED PORT \ PORT 2 


MMS3 Set the mixed mode single ended port to Port 3 for 

the active channel S-parameter 

Syntax: mms3 


Related Commands: 

MMSI, MMS2, MMS4, MMS? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT SINGLE ENDED PORT \ PORT 3 


MMS4 Set the mixed mode single ended port to Port 4 for 

the active channel S-parameter 

Syntax: mms4 


Related Commands: 

MMSI, MMS2, MMS3, MMS? 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT SINGLE ENDED PORT \ PORT 4 
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COMMAND 

DICTIONARY 

MMS? 

MMSC1C2 


MMS? Query the mixed mcxde single ended port for the ac¬ 

tive channel S-parameter 

Syntax: mms? 


Data I/O: 

Outputs data in <NRl>format as follows: 

12 for M ixed Mode Singleton 1 

13 for M ixed Mode Singleton 2 

14 for Mixed Mode Singleton 3 

15 for M ixed Mode Singleton 4 

Default is M ixed Mode Singleton 1 

Related Commands: 

MMSl, MMS2, MMS3, MMS4 

Front Panel Key: 

Meas\ MORE\ MORE \ SELECT BALANCED PORT PAIR \ SE¬ 
LECT SINGLE ENDED PORT 


MMSC1C1 Set the S-parameter to mixed mode SCICI with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSCICI 

Related Commands: 

MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
SClCl 


MMSC1C2 Set the S-parameter to mixed mode SC1C2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC1C2 

Related Commands: 

MMSCICI, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 

SC 1C 2 
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MMSCIDI 

MMSC2C1 

COMMAND 

DICTIONARY 


MMSC1D1 Set the S-parameter to mixed mode SCIDI with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSCIDI 

Related Commands: 

MMSCICI, MMSC1C2, MMSC1D2, MMSC2C1, MMSC2C2, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE \ SCIDI 


MMSC1D2 Set the S-parameter to mixed mode SC1D2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC1D2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC2C1, MMSC2C2, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE \ SC1D2 


MMSC2C1 Set the S-parameter to mixed mode SC2C1 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC2C1 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C2, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
SC2C1 
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COMMAND 

DICTIONARY 

MMSC2C2 

MMSC2D2 


MMSC2C2 Set the S-parameter to mixed mode SC2C2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC2C2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2D1, 
MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
SC2C2 


MMSC2D1 Set the S-parameter to mixed mode SC2D1 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC2D1 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 

M M SC2D2, M MSCC, M MSCD, M MSCS, M MSDICI, M M SD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE\ SC2D1 


MMSC2D2 Set the S-parameter to mixed mode SC2D2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSC2D2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSCC, MMSCD, MMSCS, MMSDICI, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE\ SC2D2 
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MMSCC 

MMSCS 

COMMAND 

DICTIONARY 


MMSCC Set the S-parameter to mixed mode SCC with the 

current port pair/singleton selection for the active 
channel 


Syntax: 

MMSCC 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCD, MMSCS, MMSDICI, MMSD1C2, 
MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SCC 


MMSCD Set the S-parameter to mixed mode SCD with the 

current port pair/si ngleton selection for the active 
channel 


Syntax: 

MMSCD 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCS, MMSDICI, MMSD1C2, 
MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ SCD 


MMSCS Set the S-parameter to mixed mode SCS with the 

current port pair/si ngleton selection for the active 
channel 


Syntax: 

MMSCS 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSDICI, MMSD1C2, 
MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SCS 
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COMMAND 

DICTIONARY 

MMSDICI 

MMSDIDI 


MMSD1C1 Set the S-parameter to mixed mode SDICI with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSDICI 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSD1C2, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
SDlCl 


MMSD1C2 Set the S-parameter to mixed mode SD1C2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD1C2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
SD1C2 


MMSD1D1 Set the S-parameter to mixed mode SDIDI with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSDIDI 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ SDlDl 
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MMSD1D2 

MMSD2C2 

COMMAND 

DICTIONARY 


MMSD1D2 Set the S-parameter to mixed mode SD1D2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD1D2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD2C1, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ SD1D2 


MMSD2C1 Set the S-parameter to mixed mode SD2C1 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD2C1 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C2, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE \ SD2C1 


MMSD2C2 Set the S-parameter to mixed mode SD2C2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD2C2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2D1, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ MORE \ 
MORE \ SD2C2 


11-364 

MS462XXPM 












COMMAND 

DICTIONARY 

MMSD2D1 

MMSDC 


MMSD2D1 Set the S-parameter to mixed mode SD2D1 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD2D1 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D2, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ SD2D1 


MMSD2D2 Set the S-parameter to mixed mode SD2D2 with 

the current port pair selections for the active chan¬ 
nel 


Syntax: 

MMSD2D2 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSDC, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ MORE \ MORE \ SD2D2 


MMSDC Set the S-parameter to mixed mode SDC with the 

current port pair/singleton selection for the active 
channel 


Syntax: 

MMSDC 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSD2D2, MMSDD, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SDC 
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MMSDD 

MMSSC 

COMMAND 

DICTIONARY 


MMSDD Set the S-parameter to mixed mode SDD with the 

current port pair/singleton selection for the active 
channel 


Syntax: 

MMSDD 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSD2D2, MMSDC, MMSDS, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SDD 


MMSDS Set the S-parameter to mixed mode SDS with the 

current port pair/si ngleton selection for the active 
channel 


Syntax: 

MMSDS 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSD2D2, MMSDC, MMSDD, MMSSC, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SDS 


MMSSC Set the S-parameter to mixed mode SSC with the 

current port pair/si ngleton selection for the active 
channel 


Syntax: 

MMSSC 

Related Commands: 

MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 

MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSD2D2, MMSDC, MMSDD, MMSDS, MMSSD 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SSC 
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COMMAND 

DICTIONARY 


MMSSD 

MNUCOL 


MMSSD 


MMT 


MMX 


MNUCOL 


Set the S-parameter to mixed mode SSD with the 
current port pair/singleton selection for the active 
channel 

Syntax: mmssd 


MEAS (Ch 5) 


Related Commands: MMSCICI, MMSC1C2, MMSCIDI, MMSC1D2, MMSC2C1, MMSC2C2, 
MMSC2D1, MMSC2D2, MMSCC, MMSCD, MMSCS, MMSDICI, 
MMSD1C2, MMSDIDI, MMSD1D2, MMSD2C1, MMSD2C2, MMSD2D1, 
MMSD2D2, MMSDC, MMSDD, MMSDS, MMSSC 

Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SSD 


Suffix sets distance data type and scales by IE-3 
Syntax: mmt 
Related Commands: MM 


DATA ENTRY SUFFIXES (Ch 5) 


Move active marker to maximum trace value 
Syntax: mmx 


MARKER (Ch 7) 


Related Commands: MMN,CH1-CH4 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ ACTIVE MARKER ON 
ALL CHANNELS \ MARKER TO PEAK \ MARKER TO MAX 


Enter the color number for the menu headers 

Syntax: mnucol Value 

Value 0to47 


UTILITY (Ch 9) 


Remarks: Color palette numbers are listed in Table 11-3 (end of chapter). 

Related Commands: ANNCOL, DATCOL, GRTCOL, LAYCOL, MKRCOL,TRCCOL, MNUCOL? 
Front Panel Key: Utility \ COLOR SETUP \ MENU TITLE & INFO XX COLOR NAME 
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MNUCOL? 

M05 

COMMAND 

DICTIONARY 

MNUCOL? 

Output the color number for the menu headers 

Syntax: mnucol? 

Data I/O: Outputs the color palette number in ASCI 1 <NRl>format. 


Related Commands: ANNCOL?, DATCOL?, GRTCOL?, LAYCOL?, MKRCOL?, TRCCOL?, 
MNUCOL? 

Front Panel Key: Utility \ COLOR SETUP \ MENU TITLE & INFO XX COLOR NAME 


M01 

Turn off marker 1 

Syntax: MOl 

MO10 

Turn off marker 10 

Syntax: mo 10 

M011 

Turn off marker 11 

Syntax: MOll 

M012 

Turn off marker 12 

Syntax: mo 12 

M02 

Turn off marker 2 

Syntax: mo2 

M03 

Turn off marker 3 

Syntax: mo3 

M04 

Turn off marker 4 

Syntax: mo4 

M05 

Turn off marker 5 

Syntax: mo5 
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COMMAND 

DICTIONARY 


M06 

MON? 


M06 


M07 


M08 


M09 


MOF 


MON 


MON? 


Turn off marker 6 
Syntax: mo6 

Turn off marker 7 
Syntax: mo7 

Turn off marker 8 
Syntax: mo8 

Turn off marker 9 
Syntax: mo9 

Turn marker display off 
Syntax: mof 

Front Panel Key: Marker\ DISPLAY MARKER OFF 

Turn marker display on 
Syntax: mon 

Front Panel Key: Marker \ DISPLAY MARKER ON 


MARKER (Ch 7) 


MARKER (Ch 7) 


MARKER (Ch 7) 


MARKER (Ch 7) 


MARKER (Ch 7) 


MARKER (Ch 7) 


Output marker display on/off status 
Syntax: mon? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Front Panel Key: Marker \ DISPLAY MARKER 


MARKER (Ch 7) 
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MPH 

MRIO 

COMMAND 

DICTIONARY 


MPH Select log magnitude and phase display for active 

channel 


Syntax: 

MPH 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, PCP, PCS, PCX?, PHA, 

PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ LOG MAGNITUDE AND PHASE 


MPN E nter pen number for markers and 11 mits 


Syntax: 

Value 

Units: 

MPN Value Units 

lto8 

XXI 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ PEN COLORS \ MARKERS AND LIMITS 


MPN? Output pen number for markers and limits 


Syntax: 

MPN? 

Data I/O: 

Outputs data using ASCII <NRl>format. 

Related Commands: 

MPN 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ PEN COLORS \ MARKERS AND LIMITS 


MR1 Turn marker 1 on and make it the active marker 


Syntax: 

MRl 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ l:(ON) 


MR10 Turn marker 10 on and make it the active marker 


Syntax: 

MRIO 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 10: (ON) 
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COMMAND 

DICTIONARY 

MRIO? 

MR12 


MR10? Output marker 10 on/off status 


Syntax: 

MRIO? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MRIO, MOlO 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 10: 


MR11 Turn marker 11 on and make it the active marker 


Syntax: 

MRll 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 11: (ON) 


MR11? Output marker 11 on/off status 


Syntax: 

MRll? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MRll, MOll 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 11: 


MR12 Turn marker 12 on and make it the active marker 


Syntax: 

MR12 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 12: (ON) 


MS462XXPM 

11-371 














MRU? 

MR2? 

COMMAND 

DICTIONARY 


MR12? Output marker 12 on/off status 


Syntax: 

MR12? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR12, M012 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 12: 


MR1 ? Output marker 1 on/off status 


Syntax: 

MRl? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR 102, MO 102 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 1: 


MR2 Turn marker 2 on and make it the active marker 


Syntax: 

MR2 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 2: (ON) 


MR2? Output marker 2 on/off status 


Syntax: 

MR2? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR2, M02 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 2: 
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COMMAND 

DICTIONARY 

MRS 

MRS 


MRS Turn marker 3 on and make it the active marker 


Syntax: 

MR3 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 3: (ON) 


MRS? Output marker 3 on/off status 


Syntax: 

MR3? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR3, M03 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 3: 


MR4 Turn marker 4 on and make it the active marker 


Syntax: 

MR 4 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 4: (ON) 


MR4? Output marker 4 on/off status 


Syntax: 

MR4? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR4, M04 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 4: 


MRS Turn marker 5 on and make it the active marker 


Syntax: 

MRS 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 5: (ON) 
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MRS? 

MR7 

COMMAND 

DICTIONARY 


MRS? Output marker 5 on/off status 


Syntax: 

MR5? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MRS, M05 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 5: 


MRS Turn marker 6 on and make it the active marker 


Syntax: 

MR 6 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 6: (ON) 


MRS? Output marker 6 on/off status 


Syntax: 

MR6? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR6, M06 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 6: 


MR7 Turn marker 7 on and make it the active marker 


Syntax: 

MR7 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 7: (ON) 
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COMMAND 

DICTIONARY 

MR7? 

MR9 


MR7? Output marker 7 on/off status 


Syntax: 

MR7? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR7, M07 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 7: 


MRS Turn marker 8 on and make it the active marker 


Syntax: 

MR 8 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 8: (ON) 


MRS? Output marker 8 on/off status 


Syntax: 

MR8? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format as follows: 

0for OFF 

1 for ON 

Related Commands: 

MR8, M08 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 8: 


MR9 Turn marker 9 on and make it the active marker 


Syntax: 

MR 9 

Front Panel Key: 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 9: (ON) 
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COMMAND 

DICTIONARY 


MR9? 

MS 


MRg? 


Output marker 9 on/off status 
Syntax: mr9? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


MARKER (Ch 7) 


Related Commands: 
Front Panel Key: 


MR9, M09 

Marker \ MARKER READOUT FUNCTIONS \ MARKERS ON AC¬ 
TIVE CHANNEL \ 9: 


MRM Display the Marker Readout menu 

Syntax: mrm 

Rel ated Commands: L F P, L F R, LTST 


MARKER (Ch 7) 


MRR 


Restore original marker range 


APPL - TIME DOMAIN (Ch 10) 


Syntax: mrr 

Remarks: Valid only in the Time Domain mode. 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ MORE\ MARKER RANGE\ RE¬ 
STORE ORIGINAL RANGE 


MRX? 


Output active marker number 


MARKER (Ch 7) 


Syntax: mrx? 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

Ofor NO MARKER 

ITHRU GforTHE MARKER NUMBER 
Related Commands: MR102 

Front Panel Key: Marker\ MARKER READOUT FUNCTIONS\ MARKERS ON AC¬ 
TIVE CHANNEL \ (1-12): (ON) 


MS 


Suffix sets time data type and scales by IE-3 
Syntax: ms 


DATA ENTRY SUFFIXES (Ch 5) 
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COMMAND 

DICTIONARY 


MSO 

MSB 


MSO 


Turn multi pie source mode off 
Syntax: mso 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Related Commands: MSI, MSD 

Front Panel Key: Config \ MULTIPLE SOURCE \ MULTIPLE SOURCE MODE OFF 


MS1 


Turn multi pie source mode on 
Syntax: MSl 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Rel ated Commands: M SO, M SD 

Front Panel Key: Config \ MULTIPLE SOURCE \ MULTIPLE SOURCE MODE ON 


MS1C 


Set the balanced port pair and singleton selection 
to (2:3)1 and S-parameter to SIC/SSC for the ac¬ 
tive channel 

Syntax: MSlc 


MEAS (Ch 5) 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SIC COMMON MODE 


MS1D 


Set the balanced port pair and singleton selection 
to (2:3)1 and S-parameter to SID/SSD for the ac¬ 
tive channel 

Syntax: ms id 


MEAS (Ch 5) 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SID DIFF. MODE 


MSB 


Select most significant byte first binary transfer 
Syntax: msb 


REMOTE - FORMATTING (Ch 8) 


Remarks: Default format for byte ordering — not suitable for IBM/I ntel based comput¬ 
ers. 


Related Commands: LSB 


MS462XXPM 


11-377 















MSCl 

MSC1D2 


COMMAND 

DICTIONARY 


MSC1 Set the balanced port pair and singleton selection 

to (2:3)1 and S-parameter to SCl/SCS for the ac¬ 
tive channel 

Syntax: MSCl 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSCICI, MSC1C2, MSCIDI, MSC1D2, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SCI COMMON MODE 


MSC1C1 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SCICI for the active channel 

Syntax: MSClci 


MEAS (Ch 5) 


Related Commands: MSCl, MSC1C2, MSCIDI, MSC1D2, MSCC, MSCD 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SClCl COMMON MODE 


MSC1C2 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SC1C2 for the active channel 

Syntax: mscic2 


MEAS (Ch 5) 


Related Commands: MSCl, MSCICI, MSCIDI, MSC1D2, MSCC, MSCD 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SC 1C2 COMMON MODE 


MSC1D1 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SCIDI for the active channel 

Syntax: mscidi 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSCl, MSCICI, MSC1C2, MSC1D2, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SCIDIMODE CONVER¬ 
SION 


MSC1D2 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SC1D2 for the active channel 

Syntax: mscid2 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSCl, MSCICI, MSC1C2, MSCIDI, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SC1D2MODE CONVER¬ 
SION 
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COMMAND 

DICTIONARY 


MSC2C1 

MSC2D2 


MSC2C1 


MSC2C2 


MSC2D1 


MSC2D2 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SC2C1 for the active channel 

Syntax: msc2C1 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSC2C2, MSC2D1, MSC2D2, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SC2C1MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SC2C2 for the active channel 

Syntax: msc2C2 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSC2C1, MSC2D1, MSC2D2, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SC2C2MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SC2D1 for the active channel 

Syntax: msc2di 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSC2C1, MSC2C2, MSC2D2, MSCC, MSCD 

Meas\ MIXED MODE S-PARAMETER \ SC2D1MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SC2D2 for the active channel 

Syntax: msc2D2 


MEAS (Ch 5) 


Related Commands: MSC2C1, MSC2C2, MSC2D1, MSCC, MSCD 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SC2D2MODE CONVER¬ 
SION 
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MSCC 

MSDICI 


COMMAND 

DICTIONARY 


MSCC Set the balanced port pair and singleton selection 

to (2:3)1 and S-parameter to SCC for the active 
channel 

Syntax: mscc 


MEAS (Ch 5) 


Related Commands: MSCD, MSClxx, MSC2xx 

Front Panel Key: Meas \ MIXE D MODE S- PARAMETE R \ SCC COMMON MODE 


MSCD Set the balanced port pair and singleton selection 

to (2:3)1 and S-parameter to SCD for the active 
channel 

Syntax: ms CD 


MEAS (Ch 5) 


Related Commands: MSCC, MSClxx, MSC2xx 

Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SDC MODE CONVERSION 


MSD Select multiple source define mode 

Syntax: msd 

Related Commands: MSO, MSI 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Front Panel Key: Config \ MULTIPLE SOURCE \ MULTIPLE SOURCE MODE DEFINE 


MSD1 Set the balanced port pair and singleton selection 

to (2:3)1 and S-parameter to SDl/SDS for the ac¬ 
tive channel 

Syntax: msdi 


MEAS (Ch 5) 


Related Commands: MSDICI, MSD1C2, MSDIDI, MSD1D2 

Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SDIDIFF. MODE 


MSD1C1 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SDICI for the active channel 

Syntax: ms Did 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSDI, MSD1C2, MSDIDI, MSD1D2 

Meas\ MIXED MODE S-PARAMETER \ SDICIMODE CONVER¬ 
SION 
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COMMAND 

DICTIONARY 


MSD1C2 

MSD2C1 


MSD1C2 


MSD1D1 


MSD1D2 


MSD2C1 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SD1C2 for the active channel 

Syntax: msdic2 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSDl, MSDICI, MSDIDI, MSD1D2 

Meas\ MIXED MODE S-PARAMETER \ SD1C2MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SDIDI for the active channel 

Syntax: msdidi 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSDl, MSDICI, MSD1C2, MSD1D2 

Meas\ MIXED MODE S-PARAMETER \ SDlDl MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SD1D2 for the active channel 

Syntax: msdid2 


MEAS (Ch 5) 


Related Commands: 
Front Panel Key: 


MSDl, MSDICI, MSD1C2, MSDIDI 

Meas\ MIXED MODE S-PARAMETER \ SD1D2 MODE CONVER¬ 
SION 


Set the balanced port pair selection to (1:2)(3:4) 
and S-parameter to SD2C1 for the active channel 

Syntax: msd2C1 


MEAS (Ch 5) 


Related Commands: MSD2C2, MSD2D1, MSD2D2 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SD1D2MODE CONVER¬ 
SION 
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MSD2C2 

MSDC 

COMMAND 

DICTIONARY 


MSD2C2 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SD2C2 for the active channel 

Syntax: msd2C2 


Related Commands: 

MSD2C1, MSD2D1, MSD2D2 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SD2C2 MODE CONVER¬ 
SION 


MSD2D1 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SD2D1 for the active channel 

Syntax: msd2di 


Related Commands: 

MSD2C1, MSD2C2, MSD2D2 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SD2D1MODE CONVER¬ 
SION 


MSD2D2 Set the balanced port pair selection to (1:2)(3:4) 

and S-parameter to SD2D2 for the active channel 

Syntax: msd2D2 


Related Commands: 

MSD2C1, MSD2C2, MSD2D 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SD2D2MODE CONVER¬ 
SION 


MSDC Set the balanced port pair and singleton selection 

to (2:3)1 and S-parameter to SDC for the active 
channel 


Syntax: 

MSDC 

Related Commands: 

MSDD, MSDlxx, MSD2XX 

Front Panel Key: 

Meas\ MIXED MODE S-PARAMETER \ SDC MODE CONVERSION 
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COMMAND 

DICTIONARY 


MSDD 

MSFL 


MSDD 


MSFH 


MSFH? 


MSFL 


Set the balanced port pair and singleton selection 
to (2:3)1 and S-parameter to SDD for the active 
channel 

Syntax: msdd 


MEAS (Ch 5) 


Related Commands: MSDC, MSDlxx, MSD2xx 


Front Panel Key: Meas \ MIXED MODE S-PARAMETER \ SDD MODE CONVERSION 


Enter high loss value for shape factor calculation 


MARKER (Ch 7) 


Syntax: MSFH Value Units 

Value Depends on graph type; refer to Table 11-2 at the end of this chapter. 
U nits: Depends on graph type; refer to Table 11-2 at the end of this chapter. 


Related Commands: MSFL, MSFH?, FITS?, DSFO, DSFl 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR HIGH 


Output high 
Syntax: 
Data I/O: 
Related Commands: 
Front Panel Key: 


loss value for shape factor calculation 

MSFH? 


MARKER (Ch 7) 


Outputs a value in ASCI I <NR3>format. 

MSFH 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR HIGH 


Enter low loss value for shape factor calculation 


MARKER (Ch 7) 


Syntax: MSFL Value Units 

Value Depends on graph type; refer to Table 11-2 at the end of this chapter. 
U nits: Depends on graph type; refer to Table 11-2 at the end of this chapter. 


Related Commands: MSFH, MSFL?, FLTS?, DSFO, DSFl 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR LOW 
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MSFL? 

MSRMIN 


COMMAND 

DICTIONARY 


MSFL? Output low loss value for shape factor calculation 


Syntax: 

MSFL? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Related Commands: 

MSFL 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ FILTER SETUP \ SHAPE FACTOR LOW 


MSRO Select 0 as reference for marker search and band¬ 

width calculation 


Syntax: 

MSRO 

Related Commands: 

MSRD, MSRM, MSRX?, MSRMIN 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ FILTER SETUP\ SETUP SEARCH \ OdB 


MSRD Select delta reference marker as reference for 

marker search and bandwidth calculation 


Syntax: 

MSRD 

Related Commands: 

MSRO, MSRM, MSRX?, MSRMIN 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ FILTER SETUP \ SETUP SEARCH \ REF MARKER 


MSRM Select maximum as reference for marker search 

and bandwidth calculation 


Syntax: 

MSRM 

Related Commands: 

MSRO, MSRD, MSRX?, MSRMIN 

Front Panel Key: 

MarkerX MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ FILTER SETUP \ SETUP SEARCH \ MAXIMUM VALUE 


MSRMIN Select min as ref for marker search and bandwidth 

calculation 


Syntax: 

MSRMIN 

Related Commands: 

MSRM, MSRD, MSRO, MSRX? 
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COMMAND 

DICTIONARY 


MSRMR 

MSRMRX? 


MSRMR 


MSRMRA 


MSRMRM 


MSRMRV 


MSRMRV? 


MSRMRX? 


Select maximum return as ref for marker search 
and bandwidth calculation 

Syntax: msrmr 


MARKER (Ch 7) 


Select auto mode of maximum return as ref for 
marker search and bandwidth calculation 

Syntax: msrmra 


MARKER (Ch 7) 


Select manual mode of maximum return as ref for 
marker search and bandwidth calculation 

Syntax: msrmrm 


MARKER (Ch 7) 


Enter maximum return value for marker search 
and bandwidth calculation 

Syntax: msrmrv 


MARKER (Ch 7) 


Output maximum return value for marker search 
and bandwidth calculation 

Syntax: msrmrv? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3 >format. The value is in frequency units. 


Output maximum return mode for marker search 
and bandwidth calculation 

Syntax: msrmrx? 


MARKER (Ch 7) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for AUTO MODE and 1 for MANUAL MODE. 
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bandwidth calculation 


Syntax: msrx? 

Data I/O: Outputs a value in ASCI I <NRl>format as follows: 
Ofor ZERO dB 
Ifor DELTA REF MRKR 
2for MAXIMUM VALUE 
3for MINIMUM VALUE 


Related Commands: 
Front Panel Key: 


MSRO, MSRD, MSRM, MSRMIN 

Marker\ MARKER READOUT FUNCTIONS\ FILTER PARAME- 
TERS\ SEARCH REFERENCE 


MSX? 


Output multiple source mode on/off/define 
Syntax: msx? 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

Ofor OFF 
Ifor ON 
2for DEFINE. 

Front Panel Key: Config \ MULTIPLE SOURCE \ MULTIPLE SOURCE MODE 


WITH? 


Output trace math math type 
Syntax: mth? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
Ifor ADD 
2 for SUBSTRACT 
3for MULTIPLY 
4for DIVIDE 


DISPLAY (Ch 5) 


Related Commands: ADD, DIV, MUL, MIN, DAT? 


WITR Suffix sets distance data type 

Syntax: mtr 


DATA ENTRY SUFFIXES (Ch 5) 


11-386 


MS462XXPM 














COMMAND 

DICTIONARY 


MUL 

NAS 


MUL 


Select multiplication as trace math for active chan¬ 
nel 

Syntax: mul 


DISPLAY (Ch 5) 


Related Commands: DIV, ADD, MIN, MTH?, CH1-CH4 

Front Panel Key: Display \ TRACE MEMORY\ SELECT TRACE MATH \ MULTIPLY 
(*) 


MV 


Suffix sets voltage data type and scales by IE-3 
Syntax: mv 


DATA ENTRY SUFFIXES (Ch 5) 


NA1 


Select al as numerator for parameter being de¬ 
fined 

Syntax: nai 


MEAS (Ch 5) 


Related Commands: NA2, NA3, NA4, NBl, NB2, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ al (Ra) 


NA2 


Select a2 as numerator for parameter being de¬ 
fined 

Syntax: na2 


MEAS (Ch 5) 


Related Commands: NAI, NAS, NA4, NBl, NB2, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ a2 (Rb) 


NAS 


Select a3 =Rc as numerator for parameter being 
def I ned 

Syntax: na3 


MEAS (Ch 5) 


Related Commands: NAI, NA2, NA4, NBl, NB2, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ a3 (Rc) 


11-387 


MS462XXPM 














COMMAND 

DICTIONARY 


NA4 

NB4 


NA4 


Select a4 =Rd as numerator for parameter being 
defi ne 

Syntax: na4 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NA3, NBl, NB2, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ a4(Rd) 


NB1 


Select bl as numerator for parameter being de¬ 
fined 

Syntax: nbi 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NAS, NA4, NB2, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ bl (Ta) 


NB2 


Select b2 as numerator for parameter being de¬ 
fined 

Syntax: nb2 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NAS, NA4, NBl, NB3, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ b2 (Tb) 


NB3 


Select b3 =Tc as numerator for parameter being 
defi ned 

Syntax: nb3 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NAS, NA4, NBl, NB2, NB4, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ b3 (Tc) 


NB4 


Select b4 =Td as numerator for parameter being 
defi ne 

Syntax: nb4 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NAS, NA4, NBl, NB2, NB3, NUl, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ b4(Td) 
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COMMAND 

DICTIONARY 


NCS 


NF 


NFALCKO 


NFALCK1 


NFALCK? 


NFAOF 


NCS 

NFAOF 


Goto next calibration step 
Syntax: ncs 


CAL (Ch 6) 


Related Commands: OPC, TCD, TCI, TC2 

Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ START CAL 
\ NEXT CAL STEP 


Suffix sets farad data type and scales by lE-9 
Syntax: nf 


DATA ENTRY SUFFIXES (Ch 5) 


Turn off the lock down 
Syntax: nfalcko 
Remarks: Use only for wideband 
Related Commands: NFALCKl, NFALCK? 


APPL - NOISE FIGURE (Ch 10) 


Lock down the front end attenuator 
Syntax: nfalcki 
Remarks: Use only for wideband 
Related Commands: NFALCKO, NFALCK? 


APPL - NOISE FIGURE (Ch 10) 


Output lock or unlock down status for the front 
end attenuator setting 

Syntax: nfalck? 

Remarks: Use only for wideband 
Related Commands: NFALCKO, NFALCKl 


APPL - NOISE FIGURE (Ch 10) 


Turn noise figure measurement averaging off 
Syntax: nfaof 


APPL - NOISE FIGURE (Ch 10) 


Related Commands: NFAON,NFAON? 

Front Panel Key: Avg \ NOISE FIGURE AVERAGE OFF 
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NFAON 

NFAVEC 


COMMAND 

DICTIONARY 


NFAON Turn noise figure measurement averaging on 

Syntax: nfaon 


APPL - NOISE FIGURE (Ch 10) 


Related Commands: NFAOF, NFAON? 

Front Panel Key: Avg \ NOISE FIGURE AVERAGE ON 


NFAON? 


Noise figure averaging on/off query 
Syntax: nfaon? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 


APPL - NOISE FIGURE (Ch 10) 


0for OFF 
1 for ON 


Related Commands: NFAON, NFAOF 

Front Panel Key: Avg \ NOISE FIGURE AVERAGE 


NFASET 


Lock down the front end attenuator and set it to 0, 
1, 2, 3, or 4 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nfaset 
Remarks: Use only for wideband 
Data I/O: The value is input in ASCI I <NRf> format. 


Related Commands: NFALCKO, NFALCKl, NFALCK? 


NFAVEC E nter noise figure averagi ng count 

Syntax: NFAVEC Value Units 

Value Number 
Units: XXI, XX3, XM3 

Data I/O: The value is input in ASCI I <NRl>format. 
Front Panel Key: Avg \ NOISE FIGURE AVERAGE 


AVG (Ch 5) 
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COMMAND 

DICTIONARY 


NFAVEC? 

NFBW? 


NFAVEC? 


NFBATTN 


NFBCAL 


NFBW 


NFBW? 


Output noise figure averaging count 
Syntax: nfavec? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 
Front Panel Key: Avg \ NOISE FIGURE AVERAGE 


AVG (Ch 5) 


Output the backend attenuator setting 
Syntax: nfbattn 
Remarks: Use only for wideband 

Output NF backend calibration table 
Syntax: nfbcal 
Remarks: Use only for wideband 


APPL - NOISE FIGURE (Ch 10) 


APPL - NOISE FIGURE (Ch 10) 


Enter noise figure bandwidth correction 

Syntax: NFBW Value Units 

Value ASCI I <NRf>number 
Units: XXI, XX3, X3M 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ OUT BANDWIDTH: WIDE \ NOISE FIGURE 
SETUP \ WIDEBAND BWCORR MODE ON 


Output noise figure bandwidth correction 
Syntax: nfbw? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH: WIDE \ NOISE FIGURE 
SETUP \ WIDEBAND BWCORR MODE 
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NFBWCO 

NFCl 


COMMAND 

DICTIONARY 


NFBWCO Turn off noise figure bandwidth correction 

Syntax: nfbwco 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ OUT BANDWIDTH: WIDE \ NOISE FIGURE 
SETUP \ WIDEBAND BWCORR MODE OFF 


NFBWC1 Turn on noise figure bandwidth correction 

Syntax: nfbwci 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH: WIDE \ NOISE FIGURE 
SETUP \ WIDEBAND BWCORR MODE ON 


NFBWCX? Output noise figure bandwidth correction on/off 

status 

Syntax: nfbwcx? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH: WIDE \ NOISE FIGURE 
SETUP \ WIDEBAND BWCORR MODE 


NFCO Turn off noise figure cor recti on 

Syntax: nfco 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ NONE 


NFC1 


Turn on noise figure correction 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nfci 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ APPLY CAL NOISE FIGURE ONLY 
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COMMAND 

DICTIONARY 


NFC12TDONE? 

NFCOLD 


NFC12TD0NE? Output noise figure with 12 term cal done status 

Syntax: nfc12tdone? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

0for OFF 
1 for ON 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ APPLY CAL NOISE FIGURE WITH 12 
TERM 


NFC2 


Turn on noise figure with 12-term correction 
Syntax: nfc2 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ APPLY CAL NOISE FIGURE WITH 12 
TERM 


NFCDONE? 


Output noise figure cal done status 
Syntax: nfcdone? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

0for OFF 
1 for ON 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ APPLY CAL NOISE FIGURE ONLY 


NFCOLD Output corrected data for cold noise power 

Syntax: nfcold 

Remarks: Use for wideband and narrowband 
Data I/O: Outputs data in an <Arbitrary Block>format. 
Related Commands: NFFIOT 


APPL - NOISE FIGURE (Ch 10) 


MS462XXPM 
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NFCT 

NFDATA 


COMMAND 

DICTIONARY 


NFCT 


NFCT? 


NFCX? 


NFDAG 


Enter noise figure cold temperature 

Syntax: NFCT Value Units 

Value ASCI I <NRf>number 
Units: K, KS 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: I nput using an ASCI I <NRf> number 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ COLD TEMPERATURE 


Output noise figure cold temperature 
Syntax: nfct? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ COLD TEMPERATURE 


Output noise figure correction on/off status 
Syntax: nfcx? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs ASCII <NR1> integer values as follows: 

0for OFF 
1 for ON 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Cal \ APPLY CAL NOISE FIGURE ONLY 


Display available gain 
Syntax: nfdag 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SELECTION \ AVAILABLE GAIN 


NFDATA 


Output the cold data, the hot data, the front end 
attenuator 

Syntax: nfdata 

Remarks: Use for wideband and narrowband 


APPL - NOISE FIGURE (Ch 10) 
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COMMAND 

DICTIONARY 


NFDBWN 

NFDIG 


NFDBWN 


NFDBWW 


NFDBWX? 


NFDENT 


NFDIG 


Select narrow DUT BW 
Syntax: nfdbwn 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH: NARROW 


Select wide DUT BW 
Syntax: nfdbww 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH: WIDE 


Output DUT BW setting 
Syntax: nfdbwx? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

0for OFF 
1 for ON 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DUT BANDWIDTH 


Display equivalent noise temperature 
Syntax: nfdent 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SELECTION \ EQUIVALENT NOISE 
TEMPERATURE 


Display insertion gain 
Syntax: nfdig 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SE LECTION \ INSERTION GAIN 
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NFDNF 

NFHOT 


COMMAND 

DICTIONARY 


NFDNF 


Display noise figure 
Syntax: nfdnf 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SELECTION \ NOISE FIGURE 


NFDX? 


Output noise figure display selection 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nfdx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor NOISE FIGURE 
2for INSERTION GAIN 

3 for AVAILABLE GAIN 

4 for Y-FACTOR 

5for EOUIVALENT NOISE TEMPERATURE 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SELECTION 


NFDYF 


Display Y-factor 
Syntax: nfdyf 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ DISPLAY SELECTION \ Y FACTOR 


NFFATTN Output the front end attenuator setti ng 

Syntax: nffattn 
Remarks: Use only for wideband 
Related Commands: NFALCKO, NFALCKl, NFALCK? 


APPL - NOISE FIGURE (Ch 10) 


NFHOT Output corrected data for hot noise power 

Syntax: nfhot 

Remarks: Use for wideband and narrowband 
Data I/O: Outputs data in an <Arbitrary Block>format 
Related Commands: NFCOLD 


APPL - NOISE FIGURE (Ch 10) 
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COMMAND 

DICTIONARY 


NFLA 

NFLB? 


NFLA 


NFLA? 


NFLB 


NFLB? 


Enter noise figure loss after DUT 
Syntax: nfla 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: I nput data using ASCI I <NRf> format. 

Related Commands: NFLA? 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ INSERT LOSS AFTER DUT 


Output noise figure loss after DUT 
Syntax: nfla? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: NFLA 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ INSERT LOSS AFTER DUT 


Enter noise figure loss before DUT 
Syntax: nflb 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: I nput data using ASCI I <NRf> format. 

Related Commands: NFLB? 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ INSERT LOSS BEFORE DUT 


Output noise figure loss before DUT 
Syntax: nflb? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>format. 

Rel ated Commands: NFLB 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ INSERT LOSS BEFORE DUT 
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NFLENR 

NFLENRXH 


COMMAND 

DICTIONARY 


NFLENR 


Load ENR file from floppy disk 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nflenr Value 

Value "String"!to8characters 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ LOAD ENR TABLE \ FROM FLOPPY DISK: VENDOR ENR 
TABLE 


NFLENRH Load ENR file from hard disk 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nflenrh Value 

Value "String"!to8characters 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ LOAD ENR TABLE \ FROM HARD DISK: VENDOR ENR TA¬ 
BLE 


NFLENRX Load ENR extension correction file from floppy 

disk 

Syntax: nflenrx Value 

Value "String"!to8characters 


APPL - NOISE FIGURE (Ch 10) 


NFLENRXH 


Load ENR extension correction file from hard disk 

Syntax: NFLENRXH Value 

Value "String"!to8characters 


APPL - NOISE FIGURE (Ch 10) 
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COMMAND 

DICTIONARY 


NFLNFX 

NFOL 


NFLNFX 


Load ENR external extension correction file from 
floppy disk 

Syntax: NFLNFX Filename 

Value Filename 


APPL - NOISE FIGURE (Ch 10) 


Remarks: If you have an ENR external extension correction file name "enr.nfx" on 
floppy disk, place "enr" after NFLNFX. 

Data I/O: I nput string in <Arbitrary ASCI I >format. 

Related Commands: NFLNFXFI 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ LOAD ENR TABLE \ FROM FLOPPY DISK: EXTERNAL 
ENR EXTENSION TABLE 


NFLNFXH 


Load ENR external extension correction file from 
hard disk 

Syntax: NFLNFXH Filename 

Value Filename 


APPL - NOISE FIGURE (Ch 10) 


Remarks: If you have an ENR external extension correction file name "enr.nfx" on 
hard disk, place "enr" after NFLNFXH. 

Data I/O: I nput string in <Arbitrary ASCI I >format. 

Rel ated Commands: NFLNFX 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ LOAD ENR TABLE \ FROM HARD DISK: EXTERNAL ENR 
EXTENSION TABLE 


NFOL 


Output noise figure overload status 
Syntax: nfol 

Remarks: Use for wideband and narrowband 


APPL - NOISE FIGURE (Ch 10) 
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COMMAND 

DICTIONARY 


NFSRCE 

NFSSBCl 


NFSRCE Select external noise source 

Syntax: nfsrce 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ NOISE SOURCE EX¬ 
TERNAL 


NFSRCI Select internal noise source 

Syntax: nfsrci 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ NOISE SOURCE IN¬ 
TERNAL 


NFSRCX? 


Output noise source selection 
Syntax: nfsrcx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


APPL - NOISE FIGURE (Ch 10) 


1 for OFF 

2 for ON 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ NOISE SOURCE 


NFSSBCO Turn off noise figure single sideband correction 

Syntax: nfssbco 


APPL - NOISE FIGURE (Ch 10) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ SSB CORRECTION 
OFF 


NFSSBCl 


Turn on noise figure single si deband correction 


APPL - NOISE FIGURE (Ch 10) 


Syntax: nfssbci 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ SSB CORRECTION ON 
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COMMAND 

DICTIONARY 


NFSSBCX? 


NFV 


NFVNB? 


NFVNC? 


NFSSBCX? 

NFVNC? 


Output noise figure si ngle sideband correction 
on/off 

Syntax: nfssbcx? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ SSB CORRECTION 


Start noise figure verification 
Syntax: nfv 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ DIAGNOSTICS\ NOISE FIGURE AS¬ 
SURANCE \ VERIFY 


Output noise figure verification NB data 
Syntax: nfvnb? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ DIAGNOSTICS\ NOISE FIGURE AS¬ 
SURANCE \ VERIFYX NB= 


Output noise figure verification NC data 
Syntax: nfvnc? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ DIAGNOSTICSX NOISE FIGURE AS¬ 
SURANCE \ VERIFYX NC = 
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NFVND? 

NFVSD? 


COMMAND 

DICTIONARY 


NFVND? 


Output noise figure verification ND data 
Syntax: nfvnd? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ DIAGNOSTICS\ NOISE FIGURE AS¬ 
SURANCE \ VERIFYX ND= 


NFVSB? 


Output noise figure verification SB data 
Syntax: nfvsb? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ NOISE FIGURE ASSURANCE \ VER- 
IFY\ SB= 


NFVSC? 


Output noise figure verification SC data 
Syntax: nfvsc? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ NOISE FIGURE ASSURANCE \ VER- 
IFY\ SC = 


NFVSD? 


Output noise figure verification SD data 
Syntax: nfvsd? 


UTILITY - DIAGNOSTICS (Ch 9) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE then Utility \ NOISE FIGURE ASSURANCE \ VER- 
IFY\ SD= 
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COMMAND 

DICTIONARY 


NFXENRO 

NH 


NFXENRO Turn off ENR extension table 

Syntax: nfxenro 


APPL - NOISE FIGURE (Ch 10) 


Related Commands: NFXENRl, NFXENRX? 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ EXTERNAL ENR EXTENSION TABLE OFF 


NFXENRl Turn on EN R extension table 

Syntax: nfxenri 


APPL - NOISE FIGURE (Ch 10) 


Related Commands: NFXENRO, NFXENRX? 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ EXTERNAL ENR EXTENSION TABLE ON 


NFXENRX? Query on/off status of ENR extension table 

Syntax: nfxenrx? 


APPL - NOISE FIGURE (Ch 10) 


Data I/O: Outputs value on/off status using ASCII <NR1> format as follows: 
OisOFF 
lisON 

Related Commands: NFXENRO, NFXENRl 

Front Panel Key: AppI \ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
NOISE FIGURE \ NOISE FIGURE SETUP \ ENR TABLE OPERA¬ 
TION \ EXTERNAL ENR EXTENSION TABLE 


NH 


Suffix sets farad data type and scales by IE-9 
Syntax: nh 


DATA ENTRY SUFFIXES (Ch 5) 
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NMKR 

NOFST? 


COMMAND 

DICTIONARY 


NMKR 


Select normal markers on active channel marker 
mode 


MARKER (Ch 7) 


Syntax: nmkr 


Related Commands: 
Front Panel Key: 


AMKR, FMKR, SMKR, XMKR? 

Marker \ MARKER READOUT FUNCTIONS\ ACTIVE MARKERS 
ON ACTIVE CHANNELS 


NOC 


Select normal calibration data points 


CAL (Ch 6) 


Syntax: noc 

Related Commands: SRT, STP, TOC, DFC, CWC 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) or \ CAL METHOD: LRL/LRM\ NEXT CAL STEP\ IN¬ 
CLUDE ISOLATION \ NORMAL (1601 POINTS MAXIMUM) 


NOFST 


Enter nominal offset value for external gain 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: NOFST Value Units 

Value The nominal offset value in ASCI I <NRF>format 
Units: DB 


Remarks: This is the gain in the external path between Port land the AUT. 


Related Commands: SFGCA, SPGCA, NOFST? 


Front Panel Key: AppI \ SWEPT FREQUENCY GAIN COMPRESSION \ NOMINAL 
OFFSET 


NOFST? 


Output nominal offset value for external gain 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: nofst? 


Data I/O: Outputs its value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


SFGCA, SPGCA, NOFST 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ NOMINAL 
OFFSET 
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COMMAND 

DICTIONARY 

NOP 

NP1601 


NOP No operation 

Syntax: nop 

NP101 Set data poi nts to 101 


Syntax: 

NPlOl 

Remarks: 

Restarts the sweep. 

Related Commands: 

NPx series, WFS, *OPC, *OPC?, FLO 

Front Panel Key: 

ConfigX DATA POI NTS \ 101 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 101 MAX POINTS 


NP1 5 Set data poi nts to 15 


Syntax: 

NP15 

Front Panel Key: 

ConfigX DATA POI NTS \ 15 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 15 MAX POINTS 


NP1601 Set data poi nts to 1601 


Syntax: 

NP1601 

Remarks: 

Restarts the sweep. 

Related Commands: 

NPx series, WFS, *OPC, *OPC?, FHI,ONP 

Front Panel Key: 

ConfigX DATA POI NTS \ 1601 MAX POINTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 1601 MAX POINTS 


MS462XXPM 
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NP201 

NP51 

COMMAND 

DICTIONARY 


NP201 Set data poi nts to 201 


Syntax: 

NP201 

Remarks: 

Restarts the sweep. 

Related Commands: 

N Px series, WFS, *OPC, *OPC?, ON P 

Front Panel Key: 

ConfigX DATA POI NTS \ 201 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 201 MAX POINTS 


NP3 Set data poi nts to 3 


Syntax: 

NP3 

Front Panel Key: 

ConfigX DATA POI NTS \ 3 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 3 MAX POINTS 


NP401 Set data poi nts to 401 


Syntax: 

NP401 

Remarks: 

Restarts the sweep. 

Related Commands: 

NPx series, WFS, *OPC,*OPC?, FME,ONP 

Front Panel Key: 

Config \ DATA POI NTS \ 401 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 401 MAX POINTS 


NP51 Set data poi nts to 51 


Syntax: 

NP51 

Remarks: 

Restarts the sweep. 

Related Commands: 

N Px series, WFS, *OPC, *OPC?, ON P 

Front Panel Key: 

Config \ DATA POI NTS \ 51 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 51 MAX POINTS 
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COMMAND 

DICTIONARY 


NP801 


NPX? 


NRMS 


NS 


NSO 


NP801 

NSO 


Set data poi nts to 801 


CONFIG (Ch 5) 


Syntax: np801 


Remarks: Restarts the sweep. 

Related Commands: NPx series, WFS, *OPC, *OPC?, ONP 

Front Panel Key: Config \ DATA POI NTS \ 801 MAX POI NTS or 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ DATA POINT \ 801 MAX POINTS 


Output number of points currently being measured 
Syntax: npx? 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ FULL12TERM\ INCLUDE 

ISOLATIONX NORMAL (1601 POINTS MAXIMUM) \ DATAPOINTS 
\ 1601 MAX POI NTS \ DATAPOINTS 


NormalizeS21 for gain compression testing 
Syntax: nrms 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: An S21 normalization is one of the required steps in both swept frequency 
and swept power gain compression testing. 


Related Commands: 
Front Panel Key: 


SFGCA, SPGCA, CALR, UNDOGC 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ NOR¬ 
MALIZE S21 


Suffix sets time data type and scales by lE-9 
Syntax: ns 

Related Commands: NSC 


DATA ENTRY SUFFIXES (Ch 5) 


Turn noise source off 
Syntax: nso 
Related Commands: NSl 


APPL - NOISE FIGURE (Ch 10) 
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COMMAND 

DICTIONARY 


NSl 

NUS3P 


NSl Turn noise source on 

Syntax: NSl 
Related Commands: NSO 

NSC Suffix sets time data type and scales by lE-9 

Syntax: nsc 
Related Commands: NS 


APPL - NOISE FIGURE (Ch 10) 


DATA ENTRY SUFFIXES (Ch 5) 


NU1 


Select unity as numerator for parameter being de¬ 
fined 

Syntax: NUl 


MEAS (Ch 5) 


Related Commands: NAl, NA2, NAS, NA4, NBl, NB2, NB3, NB4, NUM? 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ 1 (UNITY) 


NUM? 


Output numerator selection for parameter being 
def i ned 

Syntax: num? 


MEAS (Ch 5) 


Data I/O: Outputs its value using ASCI I <NRl>format as follows: 
Ifor Unity 

2 for al 

3 for a2 

4 for bl 

5 for b2 

6 for a3 

7 for b3 

8 for a4 

9 for b4 


Related Commands: NAl, NA2, NAS, NA4, NBl, NB2, NB3, NB4, NUl 


NUS3P Select Don't Use existing 3-port calibration 

Syntax: nus3p 


CAL (Ch 6) 
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COMMAND 

DICTIONARY 


OACCHAR 

OACTYPE 


OACCHAR Output AutoCal characterization data to the GPIB 

Syntax: oacchar 

Data I/O: Outputs data in an <Arbitrary Block>format. 
Related Commands: lACCHAR, OACSER, OACTYPE 

OACCSER2P Output the AutoCal characterization serial num¬ 
ber for 2-port AutoCal 

Syntax: oaccser2p 

Data I/O: Outputs data in ASCI I <Arbitrary Blocloformat. 
Rel ated Commands: OACCSE R4P, OACSE R 

OACCSER4P Output the AutoCal characterization serial num¬ 
ber for 4-port AutoCal 

Syntax: oaccser4p 

Data I/O: Outputs data in ASCI I <Arbitrary Blocloformat. 
Rd ated Commands: OACCSE R2P, OACSE R 

OACSER Output AutoCal box serial number 

Syntax: oacser 

Data I/O: Outputs an <Arbitrary ASCI I >format 
Rdated Commands: lACCHAR, OACCHAR, OACTYPE 

OACTYPE Output AutoCal box type 

Syntax: oactype 

Data I/O: Outputs data using ASCI I <MRl>format. 

Rdated Commands: lACCHAR, OACCHAR, OACSER 


CAL - AUTOCAL (Ch 6) 


CAL - AUTOCAL (Ch 6) 


CAL - AUTOCAL (Ch 6) 


CAL - AUTOCAL (Ch 6) 


CAL - AUTOCAL (Ch 6) 
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OAMl 

OAM3 


COMMAND 

DICTIONARY 


0AM1 


Output channel 1 active marker value 


MARKER (Ch 7) 


Syntax: oami 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCII <NR3> for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements; value is determined by the graph dis¬ 
play type selected. 


Related Commands: OMlthruOM6, 0AM2, 0AM3, 0AM4 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ ACTIVE MARKER ON 
ALL CHANNELSX CHl-Sxx 


0AM2 Output channel 2 active marker value 

Syntax: oam2 


MARKER (Ch 7) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCII <NR3> for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements; value is determined by the graph dis¬ 
play type selected. 


Rel ated Commands: OMlthruOM6, 0 AM1, 0AM 3, 0AM 4 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ ACTIVE MARKER ON 
ALL CHANNELS \ CH2-Sxx 


0AM3 Output channel 3 active marker value 


MARKER (Ch 7) 


Syntax: oam3 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCII <NR3> for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements; value is determined by the graph dis¬ 
play type selected. 


Rel ated Commands: OMlthruOM6, 0 AM1, 0AM 2, 0AM 4 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ ACTIVE MARKER ON 
ALLCHANNELSX CH3-Sxx 
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COMMAND 

DICTIONARY 


OAM4 

OCl 


0AM4 


Output channel 4 active marker value 
Syntax: oam4 


MARKER (Ch 7) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3> for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements; value is determined by the graph dis¬ 
play type selected. 

Related Commands: OMlthruOM6, 0AM1, 0AM2, 0AM3 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ ACTIVE MARKER ON 
ALL CHANNELS \ CH4-Sxx 


OBMP 


Output the display as a bitmap 
Syntax: obmp 

Data I/O: Outputs data using <Arbitrary Block>. 


REMOTE - MISC (Ch 8) 


0C1 


Output calibration coefficients 1 
Syntax: oci 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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1 

1 


CIO 

C12 


COMMAND 

DICTIONARY 


OC10 


0C11 


0C12 


Output calibration coefficients 10 


REMOTE - CAL (Ch 8) 


Syntax: ocio 

Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -h(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 11 
Syntax: ocil 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 12 
Syntax: oci2 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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COMMAND 

DICTIONARY 


OC13 

OC15 


0C13 


Output calibration coefficients 13 


REMOTE - CAL (Ch 8) 


Syntax: oci3 

Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -h(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


OC14 


Output calibration coefficients 14 
Syntax: oci4 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


OC15 


Output calibration coefficients 15 


REMOTE - CAL (Ch 8) 


Syntax: oci5 

Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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1 

1 


C16 

C18 


COMMAND 

DICTIONARY 


0C16 


0C17 


0C18 


Output calibration coefficients 16 
Syntax: oci6 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -h(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 17 
Syntax: oci7 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 18 
Syntax: oci8 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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COMMAND 

DICTIONARY 


OC19 

OC20 


0C19 


0C2 


OC20 


Output calibration coefficients 19 
Syntax: oci9 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -h(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 2 
Syntax: oc2 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 20 
Syntax: oc2 0 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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OC21 

OC23 


COMMAND 

DICTIONARY 


0C21 


OC22 


OC23 


Output calibration coefficients 21 
Syntax: 0C2l 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -h(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 22 
Syntax: oc2 2 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 23 
Syntax: oc2 3 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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COMMAND 

DICTIONARY 


OC24 

OC27 


OC24 


OC25 


OC26 


OC27 


Output calibration coefficients 24 
Syntax: oc2 4 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -h(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficient 25 
Syntax: oc2 5 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 26 
Syntax: oc2 6 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 27 
Syntax: oc2 7 

Data I/O: The query response is sent using the <Arbitrary Block> format. 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 
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OC28 

OC30 


COMMAND 

DICTIONARY 


OC28 


OC29 


0C3 


OC30 


Output calibration coefficient 28 
Syntax: 0C2 8 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Rdated Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 29 
Syntax: oc2 9 

Data I/O: The query response is sent using the <Arbitrary Blocloformat 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficients 3 
Syntax: oc3 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format.ed). 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficient 30 
Syntax: oc30 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 
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COMMAND 

DICTIONARY 


OC31 

OC35 


0C31 


OC32 


OC33 


OC34 


OC35 


Output calibration coefficient 31 
Syntax: oc3l 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 32 
Syntax: oc32 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 33 
Syntax: oc33 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 34 
Syntax: oc34 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 35 
Syntax: oc35 

Data I/O: The query response is sent using the <Arbitrary Block> format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 
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OC36 

OC39 


COMMAND 

DICTIONARY 


OC36 


OC37 


OC38 


OC39 


Output calibration coefficient 36 
Syntax: 0C3 6 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Rdated Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 37 
Syntax: oc37 

Data I/O: The query response is sent using the <Arbitrary Blocloformat 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 38 
Syntax: oc38 

Data I/O: The query response is sent using the <Arbitrary Blocloformat 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


Output calibration coefficient 39 
Syntax: oc3 9 

Data I/O: The query response is sent using the <Arbitrary Blocloformat 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 
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COMMAND 

DICTIONARY 


OC4 

OC5 


0C4 


Output calibration coefficients 4 


REMOTE - CAL (Ch 8) 


Syntax: oc4 

Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -h(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


OC40 Output calibration coefficient 40 

Syntax: oc4 0 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


REMOTE - CAL (Ch 8) 


OC5 


Output calibration coefficients 5 
Syntax: oc5 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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OC6 

OC8 


COMMAND 

DICTIONARY 


0C6 


0C7 


0C8 


Output calibration coefficients 6 
Syntax: 0C6 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -h(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 7 
Syntax: oc7 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficients 8 
Syntax: oc8 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 
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COMMAND 

DICTIONARY 


OC9 

OCB 


0C9 


OCA 


OCB 


Output calibration coefficients 9 
Syntax: oc9 


REMOTE - CAL (Ch 8) 


Remarks: Outputs error correction coefficient selected (1 - 24), see Table 11-1 at the 
end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -h(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: OCA-OCC,OCL, FMA, FMB, FMC, LSB, MSB,ONP 


Output calibration coefficient 10 
Syntax: oca 


REMOTE - CAL (Ch 8) 


Remarks: The OCA, OCB, and OCC are equivalents of OCIO, OCll, and OC12 respec¬ 
tively. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE 4 FMC 
MODE 


Output calibration coefficient 11 


REMOTE - CAL (Ch 8) 


Syntax: ocb 

Remarks: The OCA, OCB, and OCC are equivalents of OCIO, OCll, and OC12 respec¬ 
tively. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE 4 FMC 
MODE 
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occ 

OCF 


COMMAND 

DICTIONARY 


occ 


OCD 


OCF 


Output calibration coefficient 12 


REMOTE - CAL (Ch 8) 


Syntax: occ 


Remarks: The OCA, OCB, and OCC are equivalents of OCIO, OCll, and OC12 respec¬ 
tively. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -h(2* NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE 4FMC 
MODE 


Output corrected data for active channel parame¬ 
ter 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ocd 


Remarks: Data correction is valid for normalization and electrical length and, if appli¬ 
cable, time domain. Wait for full sweep to be updated (WFS) prior to output¬ 
ting data. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

BlockSize 12 -F(2 * NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: FMA, FMB, FMC, LSB, MSB, ORD, OFD, ONP, WFS, CH 1-CH4 


Output front panel setup and calibration data 
Syntax: ocf 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 


BlockSize 21690 bytes (NO CALI BRATION) 188371 bytes (CALI BRATI ON APPLIED) 


Related Commands: OFP, ICF 
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COMMAND 

DICTIONARY 


OCFEDE 

OCL3P 


OCFEDE 


OCFSG 


OCL 


0CL3P 


Output the front panel setup, calibration, and EDE 
data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ocfede 

Data I/O: Outputs data as an <Arbitrary Block>. 
Related Commands: ICFEDE,OCS 


Output the segmented sweep data 
Syntax: ocfsg 

Data I/O: Outputs data as an <Arbitrary Block>. 
Related Commands: ICFGS, OCS 


REMOTE - MEASURED DATA (Ch 8) 


Output all applicable calibration coefficients for 
calibration type 

Syntax: ocl 


REMOTE - CAL (Ch 8) 


Remarks: Outputs all error correction coefficients applicable to the current calibration 
type; see Table 11-1 at the end of this chapter. 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The OCx output contains either ASCI I or 
binary formatted data depending on currently selected format. 

Block Size 12 -F(2 * NUMBER OF POINTS)* (NUMBER OF CAL TERMS)*18FMA 
MODE *8FMB MODE *4FMC MODE 


Related Commands: OC1-OC12, OCA, OCB, OCC, I CL, ONCP, ONP 


Output additional 12 calibration coefficients for 
3-port 

Syntax: ocl3p 

Data I/O: Outputs data using <Arbitrary Block>. 


REMOTE - CAL (Ch 8) 


MS462XXPM 


11-425 








OCM 

ODR 


COMMAND 

DICTIONARY 


CAL (Ch 6) 


OCM Select offset short calibration method 

Syntax: ocm 

Related Commands: LCM,SCM 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD AND 
LINE TYPE \ OFFSET SHORT 


OCS Output the internal buffer collected data 

Syntax: ocs 

Data I/O: Outputs data as an <Arbitrary Block>. 
Related Commands: OCFEDE,OCFSG 


REMOTE - INTERNAL BUFFER (Ch 8) 


REMOTE - MEASURED DATA (Ch 8) 


Output hard copy tabular data to GPIB 
Syntax: odat 

Remarks: Tabular data is the same as the data saved in a tabular data file (*.DAT). 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. 

Block Size Size varies depending on the display type and number of data points. A 

four-channel display at 401 data points produces 62,479 bytes; four channel 
1601 points produces 239,780 bytes; one channel 401 points produces 22,530 
bytes. 

Related Commands: SAVE, DISKRD, OHGL, OS2P, OTXT 


ODR 


Output directory listing of the floppy drive 
Syntax: odr 


REMOTE - MISC (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted list of comma separated file names 
and sizes. 

BlockSize 50 -f80* (NUMBER OF FILES) 
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COMMAND 

DICTIONARY 


ODRH 


ODV 


OEB 


OEDELOG 


ODRH 

OEDELOG 


Output directory listing of the hard drive 
Syntax: odrh 


REMOTE - MISC (Ch 8) 


Data I/O: Outputs <Arbitrary Blocloformatted list of comma separated file names 
and sizes. 


BlockSize 50+80* (NUMBER OF FILES) 

Output distance values for time domain 
Syntax: odv 


REMOTE - MEASURED POINTS (Ch 8) 


Remarks: The converted distance values depend on the dielectric type set (see Dl S- 
PLAY group, Dielectric commands). 

Data I/O: Outputs an array of floating point values; size is equal to twice the cur¬ 
rently set number of data points. The ODV command output contains either 
ASCI I or binary formatted data depending on currently selected format. 

BlockSize 12 +(NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 

Related Commands: FMA, FMB, FMC, LSB, MSB, ONP, OTV, OFV 


Output extended status byte 
Syntax: oeb 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: Returns the decimal value of the binary bit pattern of the Extended Event 
Status Register. The value will be from 0 to 32767. 

Data I/O: Outputs value in ASCI I <NRl>format (paragraph 11-3.) 

Related Commands: I EM, OEM 


Output current EDE log 
Syntax: oedelog 


CONFIG (Ch 5) 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (2) (3) PORT\ CONTINUE EMBEDDING/DE-EMBEDDING 
LOG\ PRINT LOG 
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OEL 

OFD 


COMMAND 

DICTIONARY 


OEL 


OEM 


OFD 


REMOTE - ERROR REPORTING (Ch 8) 


Output error list 
Syntax: oel 

Data I/O: Outputs formatted list of error messages separated with commas. 
BlockSize 50+50* (NUMBER OF ERRORS) 

Related Commands: ONE,OGE,OGL 


Output extended status byte mask 
Syntax: oem 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: Returns the decimal valueof the bit pattern of the Extended Event Status 
Enable Register. The value will be from 0 to 32767. 

Data I/O: Outputs value in ASCI I <NRl>format paragraph 11-3). 

Rel ated Commands: IE M 


Output final data for active channel parameter 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ofd 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter). 

Data I/O: Outputs a floating point array whose size is equal to the number of points in 
the current sweep (the array is doubled for dual graph displays, that is, log 
mag/phase). 

The OFD command outputs an <Arbitrary BIock>containing either ASCI I 
or binary formatted data depending on currently selected format (seefor¬ 
mat selector commands FMA, FMB, FMC). 

BlockSize SINGLE GRAPH DPROMODE 12+(N UMBER OF POI NTS) *18 FM A 
MODE *8FMB MODE *4FMC MODE DUAL GRAPH OR SINGLE 
GRAPH DPRIMODE 12+(2 * NUMBER, OF POI NTS) *18 FMA MODE 
*8FMB MODE *4FMC MODE 


Related Commands: 


FMA, FMB, FMC, LSB, MSB, DPRO, DPRl, ONP, OCD, ORD, CH1-CH4, 
WFS 
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COMMAND 

DICTIONARY 


OFF 


0FF2 


0FF2? 


OFF? 


OFF 

OFF? 


Enter offset value for top graph of active channel 


DISPLAY (Ch 5) 


Syntax: off Value Units 

Value Depends on graph type (see Dl SPLAY group). 

Units: Depends on graph type (seeTable 11-2 at the end of this chapter). 


Related Commands: SCL, ASC, CH 1-CH4 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE VALUE 


E nter offset value for bottom graph of active chan¬ 
nel 


DISPLAY (Ch 5) 


Syntax: 0FF2 Value Units 

Value Depends on graph type (see Dl SPLAY group). 

Units: Depends on graph type (seeTable 11-2 at the end of this chapter). 


Related Commands: SCL2, REF2 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE VALUE 


Output offset value for bottom graph of active 
channel 

Syntax: off2? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Related Commands: OFF2 


DISPLAY (Ch 5) 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE VALUE or 

Utility \ REAR PANEL \ SELECT OURPUT MODE (HORIZONTAL) 
(VERTICAL)\ REFERENCE VALUE 


Output offset value for top graph of active channel 
Syntax: off? 


DISPLAY (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE VALUE or 

Utility \ REAR PANEL \ SELECT OURPUT MODE (HORIZONTAL) 
(VERTICAL)\ REFERENCE VALUE 
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OFP 

OGCFD 


COMMAND 

DICTIONARY 


OFP 


OFV 


OGCFD 


Output current front panel setup 


REMOTE - SETUP (Ch 8) 


Syntax: ofp 

Data I/O: Outputs <Arbitrary BI ock> formatted data for input later using the IFP 

command. The data is in internal system binary format and must not be ed¬ 
ited or altered in any way. 


BIock Size 8711 bytes 
Related Commands: OCF, I FP 


Output frequency values 


REMOTE - MEASURED POINTS (Ch 8) 


Syntax: ofv 

Remarks: An array of floating point values whose size is the currently set number of 
data points. The OFV command outputs an <Arbitrary Block>containing ei¬ 
ther ASCI I or binary formatted data depending on currently selected format 
(seeformat selector commands FMA, FMB, FMC). 

Block Size 12 -F(NUMBER OF POI NTS) *18 FMA MODE *8 FMB MODE *4 FMC 
MODE 


Related Commands: ONP, FMA, FMB, FMC, LSB, MSB 


Output gain compression final data toGPI B 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ogcfd 


Remarks: Consists of two data elements per swept power gai n compression frequency 
point. The first element is the input power that produces the target gain 
compression value, and the second element is the output power correspond¬ 
ing to that input power. The format of the output data depends on the FMA, 
F M B or F M C mode programmed. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. 

Block Size The block size depends on the number of frequency points and the FMA, 

FMB or FMC mode. For 10frequency points, FMA produced 386 bytes, FMB 
produces 167 bytes and FMC produces 86 bytes. For 5 frequency points, 
FMA produces 196 bytes, FMB produces 86 bytes and F M C produces 46 
bytes. 


Related Commands: SPGCA, MFGCT 
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COMMAND 

DICTIONARY 


OGCFV 

OGE 


OGCFV 


OGCTXT 


OGE 


Output gain compression frequency values 
toGPIB 

Syntax: ogcfv 


REMOTE - MEASURED POINTS (Ch 8) 


Remarks: This mnemonic outputs the frequency values for the swept power gain com¬ 
pression application. 

Data I/O: The data isformatted depending on theFMA, FMB, FMC, LSB, MSB for¬ 
mats and encapsulated in an <Arbitrary Block>format. 

Block Size The block size depends on the number of data points and the FMA, FMB, 
FMC format. For ten frequency points, FMA produces 195 bytes, FMB pro¬ 
duces 85 bytes, FMC produces 45 bytes. For five frequency points, FMA pro¬ 
duces 99 bytes, FMB produces 45 bytes and FMC produces 25 bytes. 


Related Commands: SPGCA, IFV, ONDF 


REMOTE - MEASURED DATA (Ch 8) 


Output text format gain compression data toGPI B 
Syntax: ogctxt 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. 

Block Size The block size depends on the number of frequency points. Ten frequency 
points produces 711 bytes. Five frequency points produces 430 bytes. 


Related Commands: SPGCA, MFGCT, SAVEGC 


Output extended description of current 
GPIB error 

Syntax: oge 


REMOTE - ERROR REPORTING (Ch 8) 


Remarks: 

Data I/O: 
Block Size 
Related Commands: 


See error handling information in Chapter 7 for interpretation of the output 
string. 

Outputs string in <Arbitrary ASCI I >format. 

210 bytes, maximum 
ONE,OEL 
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OGL 

OHDW 


COMMAND 

DICTIONARY 


OGL 


OHDR 


OHDW 


Output extended description of previous 
GPIB error 

Syntax: ogl 


REMOTE - ERROR REPORTING (Ch 8) 


Remarks: 

Data I/O: 
Block Size 
Related Commands: 


See error handling information in Chapter 7 for interpretation of the output 
string. 

Outputs string in <Arbitrary ASCI I >format. 

210 bytes, maximum 
ONE,OEL. 


Output hard copy header information toGPI B 
Syntax: ohdr 

Data I/O: Outputs data using <Arbitrary Block>. 


REMOTE - MISC (Ch 8) 


Output hardware cal data to GPIB 


REMOTE - MISC (Ch 8) 


Syntax: OHDW Value 

Value A three character string that indicates the type of hardware calibration 
data to output. 

Remarks: The three character strings to indicate the currently defined hardware cali¬ 
bration types are: "ALL"for the combined hardware calibration data, "ALC" 
for the ALC calibration data, "FRE "for the frequency calibration data, 

"L01" for the First LO calibration data, "L02" for the Second LO calibration 
data and "SLT"for the source lock threshold calibration data. 


Data I/O: The data is output in <Arbitrary Block>format. 

Block Size The "ALL" data is 1191 bytes, the "ALC" data is 297 bytes, the "F RE "data is 
436 bytes, the "LOl" data is 351 bytes, the "L02" data is 351 bytes and the 
"SLT"data is 293 bytes. 


Related Commands: IHDW, SAVE, DlSKRD 
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COMMAND 

DICTIONARY 


OHGL 

OI 


OHGL 


OHM 


01 


Output H PGL format data toGPI B 


REMOTE - MISC (Ch 8) 


Syntax: ohgl 


Ranarks: This is the same data which gets written to the piotter on a piot. 

Data i/ 0: The data is encapsuiated in an <Arbitrary Biock>format. 

Biock Size The biock size varies depending on thedispiay and number of data points. A 
four-channei dispiay with 401 points produces 40,314 bytes. A four-channei 
1601 point dispiay produces 110,314 bytes. A singiechannei 401 point dis¬ 
piay produces 12,659 bytes. 


Reiated Commands: SAVE, DiSKRD, ODAT, OS2P, OTXT 


Suffix sets impedance data type 
Syntax: ohm 


DATA ENTRY SUFFIXES (Ch 5) 


Output instrument identification string with seriai 
number 

Syntax: oi 


REMOTE - MISC (Ch 8) 


Data i/ 0: Outputs the instrument identification string using an <Arbitrary ASCi i > 
format. 
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OID 

OLM 


COMMAND 

DICTIONARY 


OID 


Output instrument identification string 


REMOTE - MISC (Ch 8) 


Syntax: oid 

Remarks: Outputs the VN MS operation string containing the foil owing fields sepa¬ 
rated by commas: Model, Low Frequency in GHz, High Frequency in GHz, 
Low Power in dB, Reset Power in dB, Software Revision. The actual infor¬ 
mation for the MS462XX queried will be returned in each field. The power 
values indicate the ALC range. Use the PI P? query to output absolute power 
setting at Port 1. 

NOTE: System power in excess of reset level is available, but not guaran¬ 
teed to remain level. Excessive system power setting will cause error 5110: 

RF P WR U N L E VE L E D and/or error 52XX: RF OVE RL0AD to be reported. 
To determine maximum available power, consult Source Control Specifica¬ 
tions in Operation Manual. 

Data I/O: Outputs an <Arbitrary ASCI I >format. 

BIock Size 50 bytes, maxi mum 

Related Commands: *1DN?, *OPT?, PI P? 


OLB 


Output limits status byte 
Syntax: olb 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: Returns the decimal value of the bit pattern of the Limits Status Register. 
The val ue wi 11 be 0 - 255. 

Data I/O: Outputs value in ASCI I <NRl>format. 

Related Commands: I LB 


OLM Output I i mits status byte mask 

Syntax: olm 

Data I/O: Outputs a value in ASCI I <NRl>format 
Rel ated Commands: IL M 


REMOTE - STATUS REPORTING (Ch 8) 
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COMMAND 

DICTIONARY 


OMl 

OMll 


0M1 


OM10 


0M11 


Output marker lvalue 
Syntax: OMl 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-10N(1:0N) 


Output marker 10 value 
Syntax: OMIO 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-IOON (10: ON) 


Output marker 11 value 
Syntax: OMll 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-llON (11: ON) 
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OM12 

OM3 


COMMAND 

DICTIONARY 


0M12 


0M2 


0M3 


Output marker 12 value 
Syntax: om12 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-12ON (12: ON) 


Output marker 2 value 
Syntax: om2 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-20N(2:0N) 


Output marker 3 value 
Syntax: om3 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-3 0N (3: ON) 
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COMMAND 

DICTIONARY 


OM3P 

OM4P 


0M3P 


Output M3P format data toGPI B with M3P setup 
set to (2:3)1 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: om3p 


Data I/O: The query response is sent using the <Arbitrary Block>format. 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ M3P 


OM4 


Output marker 4 value 
Syntax: om4 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 


Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-40N (4: ON) 


OM4P 


Output M4P format data toGPIB with M4P setup 
set to (1:2)(3:4) 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: om4p 


Data I/O: The query response is sent using the <Arbitrary Block>format. 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ M4P 
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OM5 

OM7 


COMMAND 

DICTIONARY 


0M5 


0M6 


0M7 


Output marker 5 value 
Syntax: om5 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-5 0N (5: ON) 


Output marker 6 value 
Syntax: om6 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-60N (6: ON) 


Output marker 7 value 
Syntax: om7 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 

Related Commands: CH 1-CH4, DPRO, DPRl 

Front Panel Key: Marker \ READOUT MARKERS \ X-7 0N (7: ON) 
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COMMAND 

DICTIONARY 


OM8 

OMM4P 


0M8 


0M9 


0MM3P 


0MM4P 


Output marker 8 value 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: om8 

Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 


Related Commands: CH 1-CH4, DPRO, DPRl 


Front Panel Key: Marker \ READOUT MARKERS \ X-80N(8:0N) 


Output marker 9 value 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: om9 

Remarks: Data units depend on the graph type currently set. (See Table 11-2 at the 
end of this chapter.) 

Data I/O: Outputs ASCI I <NR3 > for matted data (see paragraph 11-3). The data out¬ 
put consists of one or two elements, whose values will be determined by the 
graph display type selected. 


Related Commands: CH 1-CH4, DPRO, DPRl 


Front Panel Key: Marker \ READOUT MARKERS \ X-9 0N (9: ON) 


Output the M3P format data totheGPI B with the 
current M3P setup 

Syntax: omm3p 


Data I/O: Outputs data as an <Arbitrary Block>. 


Related Commands: OMM4P 


HARD COPY (Ch 9) 


Output the M4P format data totheGPI B with the 
current M4P setup 

Syntax: omm4p 


Data I/O: Outputs data as an <Arbitrary Block>. 


Related Commands: OMM3P 


HARD COPY (Ch 9) 
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OMOD 

ONP 


COMMAND 

DICTIONARY 


OMOD 


ONCP 


ONCT 


ONDF 


Output instrument model number 
Syntax: omod 

Data I/O: Outputs the model number using an <Arbitrary ASCI I >format 


REMOTE - MISC (Ch 8) 


Output number of points for current calibration 
Syntax: oncp 

Data I/O: Outputs the number of points in ASCI I <NRl>format 
Related Commands: ONP 


REMOTE - CAL (Ch 8) 


Output number of calibration terms for current 
calibration 

Syntax: onct 


REMOTE - CAL (Ch 8) 


Data I/O: Outputs the value in ASCI I <NRl>format. SeeTable 11-1 at the end of this 
chapter. 


Output number of discrete frequencies 
Syntax: ondf 

Data I/O: Outputs number in ASCI I <NRl>format 
Related Commands: IFV, DFC 

ONE Output number of lines in the error list 

Syntax: one 

Data I/O: Outputs a value in ASCI I <NRl>format. 

Related Commands: OEL,OGE,OGL 

ONP Output number of points currently being measured 

Syntax: onp 

Data I/O: Outputs a value in ASCI I <NRl>format. 

Front Panel Key: Config \ DATA POI NTS \ xxxx MAX POI NTS 


REMOTE - MEASURED POINTS (Ch 8) 


REMOTE - ERROR REPORTING (Ch 8) 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


ONPV 

OPB 


ONPV Output the number of power sweep power valued 

Syntax: onpv 

Data I/O: Outputs number in ASCI I <NRl>format 
Related Commands: PSTRT, PSTOP, PSTEP, OPSV 


REMOTE - MEASURED POINTS (Ch 8) 


REMOTE - MEASURED DATA (Ch 8) 


ONRM Output stored normalization data to GPIB 

Syntax: onrm 

Remarks: If normalization data has been stored, it will be output. 

Data I/O: The data will be encapsulated in an <Arbitrary Block>format. 
BI ock S i ze 12832 bytes 
Related Commands: INRM, SAVE, DISKRD 


OPB 


Output the 488.2 status byte val ue 
(same as*STB?) 

Syntax: opb 


REMOTE - STATUS REPORTING (Ch 8) 


Remarks: This is the equivalent command to *STB?, 488.2 Status Byte query. Returns 
the decimal value of the bit pattern of the Status Byte and the Master Sum¬ 
mary Status bit 6. The val ue wi 11 be 0 to 255. 

Data I/O: Outputs value in ASCI I <NRl>format 

Related Commands: *STB? 
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OPSV 

OSl 


COMMAND 

DICTIONARY 


OPSV 


ORD 


OS1 


Output power sweep power values 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: opsv 


Remarks: This mnemonic outputs the power values for power sweep. 

Data I/O: The data isformatted depending on theFMA, FMB, FMC, LSB, MSB for¬ 
mats and encapsulated in an <Arbitrary Block>format. 

Block Size The block size depends on the number of data points and the FMA, FMB, 
FMC format. For 21 power points, FMA produces 404 bytes, FMB produces 
174 bytes, FMC produces 89 bytes. For 11 power points, FMA produces 214 
bytes, FMB produces 93 bytes and FMC produces 49 bytes. 


Related Commands: PSTRT, PSTOP, PSTEP, ONPV 


Output raw data for active channel parameter 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: ord 

Remarks: Outputs the raw data (real and imaginary) pairs before any correction is ap¬ 
plied. Wait for full sweep to be updated (WFS) prior to outputting data. 

Data I/O: Outputs a floating point array whose size is equal to twice the number of 

points in the current sweep (contains real and imaginary data pairs for each 
point). The ORD command outputs an <Arbitrary BIock>containing either 
ASCI I or binary formatted data depending on currently selected format (see 
format selector commands FMA, FMB, FMC). 

BlockSize 12-F(2* NUMBER OF POINTS) 

*18 FMA MODE *8 FMB MODE *4 FMC MODE 


Related Commands: CH 1-CH4, OFD, OCD, ONP, FMA, FMB, FMC, LSB, MSB 


Output front panel setup number 1 
Syntax: osi 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 
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COMMAND OSIO 

DICTIONARY OSllC 


OS10 


Output front panel setup number 10 
Syntax: os 10 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary Block>formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


OS11C Output corrected S11 data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: osilc 


Remarks: If Sll data is being taken with the current channel selection and display 
type, then the data will be output. If correction is turned on then the data 
will be corrected data otherwise it will be the raw data. This is identical to 
OCD when Sll is displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, OCD, OSllR, FMA, FMB, FMC 
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OSllR 

OS12C 


COMMAND 

DICTIONARY 


0S11R 


0S12C 


Output raw Sll data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: osilR 


Ranarks: If Sll data is being taken with the current channel selection and display 

type, then the raw data will be output. This is identical to ORD when Sll is 
displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, ORD, OSllC, FMA, FMB, FMC 


Output corrected 512 data 
Syntax: osi2c 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: If 512 data is being taken with the current channel selection and display 
type, then the data will be output. If correction is turned on then the data 
will be corrected data otherwise it will be the raw data. This is identical to 
OCD when S12 is displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, OCD, 0512R, FMA, FMB, FMC 
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COMMAND 

DICTIONARY 


OS12R 

OS14C 


0S12R 


0S13C 


0S13R 


0S14C 


Output raw S12 data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: 0S12r 


Remarks: If S12 data is being taken with the current channel selection and display 

type, then the raw data will be output. This is identical to ORD when S12 is 
displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


Output corrected 513 data 
Syntax: osi3C 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output raw 513 data 
Syntax: osi3R 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


REMOTE - MEASURED DATA (Ch 8) 


Output corrected S14 data 
Syntax: osi4c 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 
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OS14R 

OS1P3 


COMMAND 

DICTIONARY 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S14 data 
Syntax: 0S14r 

Data I/O: The query response is sent using the <Arbitrary Blcxloformat. 
Related Commands: CHx, ORD, 0S12C, FMA, FMB, FMC 


HARD COPY (Ch 9) 


OS1P1 Output SIP 1 format data to gpib 

Syntax: osiPl 

Data I/O: Outputs data in an <Arbitrary Block>format. 

Related Commands: OS1P2, OS1P3, OS2P, OS3P 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ SIP PORT 1 


HARD COPY (Ch 9) 


OS1P2 Output S1P2 format data to gpib 

Syntax: osip2 

Data I/O: Outputs data in an <Arbitrary Block>format. 
Related Commands: OSlPl, OS1P3, OS2P, OS3P 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ SIP PORT 2 


HARD COPY (Ch 9) 


OS1P3 Output S1P3 format data to gpib 

Syntax: osip3 

Data I/O: Outputs data in an <Arbitrary Block>format. 

Related Commands: OSlPl, OS1P2, OS2P, OS3P 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ SIP PORT 3 
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COMMAND 

DICTIONARY 


0S1P4 


0S2 


0S21C 


OS1P4 

OS21C 


REMOTE - MEASURED DATA (Ch 8) 


Output S1P4 format data to GPIB 
Syntax: osip4 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 

Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ SIP PORT 4 


Output front panel setup number 2 
Syntax: os2 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


Output corrected S21 data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: os2lc 


Remarks: If S21 data is being taken with the current channel selection and display 
type, then the data will be output. If correction is turned on then the data 
will be corrected data otherwise it will be the raw data. This is identical to 
OCD when S21 is displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, OCD, OS21R, FMA, FMB, FMC 
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OS21R 

OS22C 


COMMAND 

DICTIONARY 


0S21R 


OS22C 


Output raw S21 data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: 0S21r 


Ranarks: If S21 data is being taken with the current channel selection and display 

type, then the raw data will be output. This is identical to ORD when S21 is 
displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, ORD, OS21C, FMA, FMB, FMC 


Output corrected 522 data 
Syntax: 0S22c 


REMOTE - MEASURED DATA (Ch 8) 


Remarks: If S22 data is being taken with the current channel selection and display 
type, then the data will be output. If correction is turned on then the data 
will be corrected data otherwise it will be the raw data. This is identical to 
OCD when S22 is displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, OCD, OS22R, FMA, FMB, FMC 
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COMMAND 

DICTIONARY 


OS22R 

OS24C 


OS22R 


OS23C 


OS23R 


OS24C 


Output raw S22 data 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: 0S2 2r 


Remarks: If S22 data is being taken with the current channel selection and display 

type, then the raw data will be output. This is identical to ORD when S22 is 
displayed on the active channel. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. The data itself is 
a complex pair for each data point which is additionally formatted by the 
FMA, FMB and FMC modes. 


Block Size The size depends on the number of data points and the format mode. For 
FMA output mode, 51 points produces 1,944 bytes, 401 produces 15,237 
bytes and 1601 produces 60,845 bytes. For the FMB mode, 51 points pro¬ 
duces 822 bytes, 401 points produces 6,423 bytes and 1601 points produces 
25,624 bytes. For the FMC mode, 51 points produces 414 bytes, 401 points 
produces 3,215 bytes and 1601 points produces 12,816 bytes. 

Related Commands: CHx, ORD, OS22C, FMA, FMB, FMC 


Output corrected 523 data 
Syntax: 0S2 3C 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S23 data 
Syntax: OS2 3R 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


REMOTE - MEASURED DATA (Ch 8) 


Output corrected 524 data 
Syntax: os2 4c 

Data I/O: The query response is sent using the <Arbitrary Block>format. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 
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COMMAND 

DICTIONARY 


OS24R 

OS31C 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S24 data 
Syntax: 0S2 4r 

Data I/O: The query response is sent using the <Arbitrary Blcxloformat. 
Related Commands: CHx, ORD, 0S12C, FMA, FMB, FMC 


OS2P 


Output S2P format data to GPIB 
Syntax: 0 S 2 P 


HARD COPY (Ch 9) 


Remarks: The S2P output format is provided to interface with application programs 
requiring that kind of data. 

Data I/O: The data is encapsulated in an <Arbitrary Block>format. 

Block Size The block size varies depending on the number of data points. 51 points pro¬ 
duces 5,406 bytes, 401 points produces 41,107 bytes, 1601 points produces 
163,508 bytes. 


Related Commands: SAVE, DISKRD, ODAT, OHGL, OTXT 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ S2P 


OSS 


Output front panel setup number 3 
Syntax: os3 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


OS31C Output corrected S31 data 

Syntax: 0S3lc 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 
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COMMAND 

DICTIONARY 


OS31R 

OS33R 


0S31R 


OS32C 


OS32R 


OS33C 


OS33R 


Output raw S31 data 
Syntax: 0S3lR 

Data I/O: Outputs data using <Arbitrary Blcx;k>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output corrected S32 data 
Syntax: os32c 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S32 data 
Syntax: os32r 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output corrected S33 data 
Syntax: 0S33C 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S33 data 
Syntax: os33R 

Data I/O: Outputs data using <Arbitrary Block>. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


MS462XXPM 


11-451 









COMMAND 

DICTIONARY 


OS34C 

08410 


REMOTE - MEASURED DATA (Ch 8) 


Output corrected S34 data 
Syntax: 0S34c 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - MEASURED DATA (Ch 8) 


Output raw S34 data 
Syntax: 0S34r 

Data I/O: The query response is sent using the <Arbitrary Blocloformat. 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


OS3P 


OS4 


HARD COPY (Ch 9) 


Output S3P format data to gpib 
Syntax: 0S3 p 

Data I/O: Outputs data in an <Arbitrary Blocloformat. 
Related Commands: OSIPI, OS1P2, OS1P3, OS2P 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ DEVICE DISK FILE \ SnP OPTIONS 
\ S3P 


Output front panel setup number 4 
Syntax: os4 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ocio formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 

BI ock S i ze 8711 bytes 

Related Commands: ISxx, OFP, OCF 


REMOTE - SETUP (Ch 8) 


OS41C Output corrected S41 data 

Syntax: 0S4lc 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 
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COMMAND 

DICTIONARY 


OS41R 

OS43R 


0S41R 


OS42C 


OS42R 


OS43C 


OS43R 


REMOTE - SETUP (Ch 8) 


Output raw S41 data 
Syntax: 0S41r 

Data I/O: The query response is sent using the <Arbitrary Blcx;k>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output corrected S42 data 
Syntax: os4 2c 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output raw S42 data 
Syntax: os42r 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output corrected S43 data 
Syntax: 0S43C 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output raw S43 data 
Syntax: os4 3R 

Data I/O: The query response is sent using the <Arbitrary Block> format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 
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OS44C 

085 


COMMAND 

DICTIONARY 


OS44C 


OS44R 


0S4P 


OSS 


REMOTE - SETUP (Ch 8) 


Output corrected S44 data 
Syntax: 0S4 4c 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output raw S44 data 
Syntax: 0S4 4r 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


REMOTE - SETUP (Ch 8) 


Output S3P format data to GPIB 
Syntax: 0S4P 

Data I/O: The query response is sent using the <Arbitrary Block>format 
Related Commands: CHx, ORD, OS12C, FMA, FMB, FMC 


Output front panel setup number 5 
Syntax: os5 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


BIock Size 8711 bytes 
Related Commands: ISxx, OFP, OCF 
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COMMAND 

DICTIONARY 


OS6 

OS9 


0S6 


Output front panel setup number 6 
Syntax: os 6 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary Block>formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


OS7 


Output front panel setup number 7 
Syntax: os7 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary Block>formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


088 


Output front panel setup number 8 
Syntax: os8 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary Block>formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


0S9 


Output front panel setup number 9 
Syntax: os 9 


REMOTE - SETUP (Ch 8) 


Data I/O: Outputs <Arbitrary BI ock> formatted data for later input using the 

I Sl-ISlO commands. The data is in internal system binary format and must 
not be edited or altered in any way. 


Block Size 
Related Commands: 


8711 bytes 
ISxx, OFP, OCF 


MS462XXPM 


11-455 








COMMAND 

DICTIONARY 


OSER 

OSL 


OSER 


Output instrument serial number 
Syntax: oser 

Data I/O: Outputs the serial number using an <Arbitrary ASCI I >format 


REMOTE - MISC (Ch 8) 


OSGLOG 


Output the current segmented sweep log 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: OSGLOG Filename 

Value "Filename" is the name of the file to be saved, complete with the extension. 

It may include a drive letter, path and wildcards. See Remarks below. 

Remarks: Use SAVE "c:filename.sgl"to save the segmented sweep log to the hard disk. 

Use SAVE "a:fi I enamesgl" to save the segmented sweep logtoa floppy disk. 
U se SAVE "c:fi lename.sg" to save the segmented sweep setup to the hard 
disk. 

U se SAVE "a:fi Ienamesg" to save the segmented sweep setup to a floppy 
disk. 

Related Commands: PSGLOG 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ SEGMENTED SWEEP LOG 


OSL 


Output service log 


UTILITY - SERVICE LOG (Ch 9) 


Syntax: osl 

Remarks: This command is useful when troubleshooting system failure or GPIB pro¬ 
gramming type problems. It is also useful for capturing and archiving error 
information for errors that occur during Remote Only operation. 

Data I/O: Outputs formatted data that consists of service data and all error messages, 
with details about each error. 


Block Size 
Related Commands: 
Front Panel Key: 


450-FlOO* (NUMBER OF ERRORS) 

OEL, PSL, SAVLOG, SAVLOGH, CSL, ONE, OGE, OGL 
Utility \ DIAGNOSTICS\ SERVICE LOG \ DISPLAY LOG 
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COMMAND 

DICTIONARY 


OTV 


OTXT 


P1C 


OTV 

PIC 


Output time values for time domain 


REMOTE - MEASURED POINTS (Ch 8) 


Syntax: otv 

Data I/O: An array of floating point values whose size is the currently set number of 
data points. The OTV command outputs an <Arbitrary Bloclocontaining ei¬ 
ther ASCI I or binary formatted data depending on currently selected format 
(seeformat selector commands FMA, FMB, FMC). 

BlockSize 12 -F(NUMBER OF POI NTS) *18 FMA MODE *8FMB MODE *4FMC 
MODE 


Related Commands: FMA, FMB, FMC, LSB, MSB, ODV, OFV, ONP 


Output text format data to GPIB 


REMOTE - MEASURED DATA (Ch 8) 


Syntax: otxt 

Remarks: Outputs data similar to tabular except data fields are separated with a tab 
character (ASCI I value of 9) for easier loading and display in M icrosoft Ex¬ 
cel. 


Data I/O: The data is encapsulated in an <Arbitrary Block>format. 

Block Size The block size varies depending on the display and number of data points. A 
four-channel display with 401 points produces 39,465 bytes. A four-channel 
1601 point display produces 154,905bytes. A single channel 401 point dis¬ 
play produces 13,625 bytes. 


Related Commands: SAVE, DISKRD, ODAT, OHGL, OS2P 


Select port 1 for connector specification 
Syntax: Plc 


CAL (Ch 6) 


Remarks: Specifies Port 1 as the port to which subsequent connector related com¬ 
mands will apply. 


Related Commands: P2C, P3C, P4C 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT ICONN 
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PIC^ 

PICW? 


COMMAND 

DICTIONARY 


P1C? 


Output port 1 connector type 


CAL (Ch 6) 


Syntax: Plc? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

Ifor SMA male; 2 for SMA female 
3 for K male; 4 for K female 
5 for Type N male; 6 for Type N femal e 
7 for GPC 3.5 male; 8 for GPC 3.5 female 
9 for GPC 7; 10 for other & user specified 
11 for V male; 12 for V female 
13forTNC male; MforTNC female 
15 for 2.4 mm male; 16 for 2.4 mm female 
17 for Type N 75 male; 18 for Type N 75 female 
19 for Type 7/16 male; 20 for Type 7/16 female 
21 for Special male; 22 for Special female 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI- 
MUM)\ NEXT CAL STEP\ PORTICONN 


P1CWO Turn off port 1 CW mode i n I i near cal 

Syntax: Picwo 

Related Commands: PlCWl, PICW? 


SWEEP - POWER SWEEP (Ch 5) 


P1CW1 Turn on port 1CW mode in linear cal 

Syntax: Plcwi 

Related Commands: PICWO, PICW? 


SWEEP - POWER SWEEP (Ch 5) 


PICW? 


Output port 1 CW mode in linear cal on/off status 
Syntax: Plcw? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 


SWEEP - POWER SWEEP (Ch 5) 


0for OFF 
Ifor ON 


Related Commands: PICWO, PlCWl 
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COMMAND 

DICTIONARY 


PILCORO 

PILDONE? 


P1LCORO Turn off port 1 linear cal correction 

Syntax: pilcoro 

Related Commands: PlLCORl, PILCOR?, PILDONE? 


SWEEP - POWER SWEEP (Ch 5) 


P1LCOR1 Turn on port 1 linear cal correction 

Syntax: pilcori 

Related Commands: PILCORO, PILCOR?, PILDONE? 


SWEEP - POWER SWEEP (Ch 5) 


P1LCOR? 


Output port 1 linear cal correction on/off status 
Syntax: pilcor? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 


SWEEP - POWER SWEEP (Ch 5) 


0for OFF 
1 for ON 


Related Commands: PILCORO, PlLCORl, PILDONE? 


P1LDONE? 


Output port 1 linear power correction Done status 
Syntax: pildone? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 

Related Commands: PILCORO, PlLCORl, PILCOR? 
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COMMAND 

DICTIONARY 


PIP? 

P2C? 


PIP? 


Output approximate power level at port 1 


POWER (Ch 5) 


Syntax: pip? 


Remarks: Absolute power setting in dB. I ncludes flat test port power correction, when 
applied. 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: PWR?, SAl?, FPO, FPl 


Front Panel Key: Power \ SOURCE 1 SETUP \ PORT 1 POWER or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT\ 
PORT 1 POWE R or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ TEST SIGNALS\ PORT 1 POWER 


P2C Select port 2 for connector specification 

Syntax: P2c 


CAL (Ch 6) 


Related Commands: PIC, P3C, P4C 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 2 CONN 


P2C? 


Output port 2 connector type 


CAL (Ch 6) 


Syntax: P2c? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

I for SM A male; 2 for SM A female 
3 for K male; 4 for K female 

5 for Type N male; 6 for Type N femal e 
7 for GPC 3.5 male; 8 for GPC 3.5 female 
9 for GPC 7; 10 for other & user specified 

II for V male; 12 for V female 
13forTNC male; 14 for TNC female 

15 for 2.4 mm male; 16 for 2.4 mm female 
17 for Type N 75 male; 18 for Type N 75 female 
19 for Type 7/16 male; 20 for Type 7/16 female 
21 for Special male; 22 for Special female 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI¬ 
MUM) \ NEXT CAL STEP\ PORT 2 CONN 
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COMMAND 

DICTIONARY 


P3C 


P3C? 


P3CW0 


P3CW1 


P^C 

P3CW1 


Select port 3 for connector specification 
Syntax: P3C 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ PORT 3 
CONN 


Output port 3 connector type 
Syntax: P3C? 


CAL (Ch 6) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

I for SM A male; 2 for SM A female 
3 for K male; 4 for K female 

5 for Type N male; 6 for Type N femal e 
7 for GPC 3.5 male; 8 for GPC 3.5 female 
9 for GPC 7; 10 for other & user specified 

II for V male; 12 for V female 
13forTNC male; 14 for TNC female 

15 for 2.4 mm male; 16 for 2.4 mm female 
17 for Type N 75 male; 18 for Type N 75 female 
19 for Type 7/16 male; 20 for Type 7/16 female 
21 for Special male; 22 for Special female 

Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ PORT 3 
CONN 


Turn off port 3 CW mode in linear cal 
Syntax: P3CW0 

Related Commands: P3CW1, P3CW? 

Turn on port 3 C W mode I n 11 near cal 
Syntax: P3cwi 

Related Commands: P3CW0, P3CW? 


SWEEP - POWER SWEEP (Ch 5) 


SWEEP - POWER SWEEP (Ch 5) 
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P3CW? 

P3LDONE? 


COMMAND 

DICTIONARY 


P3CW? 


Output port 3 CW mode in linear cal on/off status 
Syntax: P3cw? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Related Commands: P3CW0, P3CW1 


P3LCORO Turn off port 3 linear cal correction 

Syntax: p3lcoro 

Related Commands: P3LCOR1, P3LCOR?, P3LDONE? 


SWEEP - POWER SWEEP (Ch 5) 


P3LCOR1 Turn on port 3 linear cal correction 

Syntax: p3lcori 

Related Commands: P3LCORO, P3LCOR?, P3LDONE? 


SWEEP - POWER SWEEP (Ch 5) 


P3LCOR? 


Output port 3 linear cal correction on/off status 
Syntax: p3lcor? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 

Related Commands: P3LCORO, P3LCOR1, P3LDONE? 


P3LDONE? 


Output port 1 linear power correction done status 
Syntax: p3ldone? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ofor FALSE 
1 for TRUE 

Related Commands: P3LCORO, P3LCOR1, P3LCOR? 
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COMMAND 

DICTIONARY 


PSP? 

P4C? 


P3P? 


Output approximate power level at port 3 
Syntax: p3p? 


POWER (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Power \ SOURCE 2 SETUP \ PORT 3 POWER or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TESTAUT\ 
PORT 3 POWER 


P4C 


Select port 4 for connector specification 
Syntax: P4c 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 4 PORT CAL \ NEXT CAL STE P \ PORT 4 
CONN 


P4C? 


Output port 4 connector type 
Syntax: P4C? 


CAL (Ch 6) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

I for SM A male; 2 for SM A female 
3 for K male; 4 for K female 

5 for Type N male; 6 for Type N femal e 
7 for GPC 3.5 male; 8 for GPC 3.5 female 
9 for GPC 7; 10 for other & user specified 

II for V male; 12 for V female 
13forTNC male; 14 for TNC female 

15 for 2.4 mm male; 16 for 2.4 mm female 
17 for Type N 75 male; 18 for Type N 75 female 
19 for Type 7/16 male; 20 for Type 7/16 female 
21 for Special male; 22 for Special female 

Front Panel Key: Cal \ PE RFORM CAL 4 PORT CAL \ NEXT CAL STE P \ PORT 4 
CONN 
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PBL 

PCS 

COMMAND 

DICTIONARY 


PBL Select 1/4 size plot bottom left corner 


Syntax: 

PBL 

Remarks: 

Selects a quarter-size plot, which appears in the bottom left corner of the 
screen. 

Related Commands: 

PBR, PFL 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ LOWER LEFT 


PBR Select 1/4 size plot bottom right corner 


Syntax: 

PBR 

Remarks: 

Selects a quarter-size plot, which appears in the bottom right corner of the 
screen. 

Related Commands: 

PBL, PFL 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ LOWER RIGHT 


PCP Select measurement phase polar chart mode 


Syntax: 

PCP 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCS, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 
SCALE \ SELECT POLAR CHART MODE 


PCS Select sweep position polar chart mode 


Syntax: 

PCS 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCX?, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ (LINEAR POLAR) (LOG POLAR) then \ 
SCALE \ SELECT POLAR CHART MODE \ MAGNITUDE, SWEEP 
POSITION 
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COMMAND 

DICTIONARY 


PCX? 


PDR 


PDRH 


PEDELOG 


PEL 


PCX? 

PEL 


DISPLAY (Ch 5) 


Output polar chart mode 
Syntax: PCX? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
Ifor PHASE 
2for POSITION 


Related Commands: DLA, CH 1-CH4,1 MG, I SC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHA, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 


UTILITY - DISK (Ch 9) 


Print directory listingof the floppy drive 
Syntax: pdr 

Remarks: A copy of the directory listing of the floppy drive is sent to the printer. 
Related Commands: ODR, ODRH, PDRH 


UTILITY - DISK (Ch 9) 


Print directory listing of the hard drive 
Syntax: pdrh 

Remarks: A copy of the directory listing of the hard drive is sent to the printer. 
Related Commands: ODR, ODRH, PDR 


Print current EDE log 
Syntax: pedelog 


CONFIG (Ch 5) 


Front Panel Key: Config \ NTWK EMBEDDING/DE-EMBEDDING \ SELECT DEVICE 
TYPE (2) (3) PORT\ CONTINUE EMBEDDING/DE-EMBEDDING 
LOG \ SAVE LOG TO FLOPPY DISK 


Print the error list 
Syntax: pel 


UTILITY - SERVICE LOG (Ch 9) 


Remarks: A formatted list of the error messages in the service log is sent to the 
pri nter. 

Related Commands: OFL,OSL,PSL 

Front Panel Key: Utility \ DIAGNOSTICS\ SERVICE LOG \ PRINT LOG 
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COMMAND 

DICTIONARY 


PERPORT 

PGT 


PERPORT Select per port as chop mode type 

Syntax: perport 


SWEEP (Ch 5) 


Front Panel Key: Sweep \ MORE \ MEASUREMENT ENHANCEMENT \ PERPORT 


PF 


Suffix sets farad data type and scales by IE-12 
Syntax: pf 


DATA ENTRY SUFFIXES (Ch 5) 


PFL 


Select full-size plot 
Syntax: pel 


HARD COPY (Ch 9) 


Related Commands: PBL,PFR 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT \ FULL SIZE 


PFS 


Print full screen image 
Syntax: pfs 
Related Commands: PGR 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ SCREEN AREA TO OUTPUT 
FULL SCREEN 


PGR Print graph area screen image 

Syntax: pgr 
Related Commands: PFS 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT GRAPHICAL DATA\ SCREEN AREA TO OUTPUT 
GRAPH ONLY 


PGT 


Plot graticule 
Syntax: pgt 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB- 
J ECTS TO PLOT GRATICULE ON 
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COMMAND 

DICTIONARY 


PH 

PLD 


PH 


Suffix sets farad data type and scales by lE-12 
Syntax: ph 


DATA ENTRY SUFFIXES (Ch 5) 


PHA 


Select phase display for active channel 
Syntax: pha 


DISPLAY (Ch 5) 


Related Commands: 


Front Panel Key: 


DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PLG, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Display \ GRAPH TYPE \ PHASE 


PHO 


Enter phase offset for display channel 

Syntax: PHO Value Units 

Value -180 to+180 
Units: DEG 


DISPLAY (Ch 5) 


Front Panel Key: Display \ GRAPH TYPE \ (PHASE) (LOG MAGNITUDE & PHASE) 
(LINEAR MAGNITUDE & PHASE) then \ SCALE \ PHASE SHIFT 


PHO? 


Output phase offset for display channel 
Syntax: pho? 


DISPLAY (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ (PHASE) (LOG MAGNITUDE & PHASE) 
(LINEAR MAGNITUDE & PHASE) then \ SCALE \ PHASE SHIFT 


PLD 


Plot data area only 


HARD COPY (Ch 9) 


Syntax: pld 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB- 
J ECTSTO PLOT HEADER (Area) 
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PLG 

PLR 

COMMAND 

DICTIONARY 


PLG Select log polar display for active channel 


Syntax: 

PLG 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLR, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ MORE \ LOG POLAR 

PLH Plot header 


Syntax: 

PLH 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB- 
J ECTSTO PLOT HEADER ON 

PLM Plot markers and limits 

Syntax: plm 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB¬ 
JECTS TO PLOT \ LIMITS ON 

PLO? Output plot mode portrait or landscape 


Syntax: 

PLO? 

Data I/O: 

Outputs value in ASCII <NRl>format as follows: 

Ofor PORTRAIT 

Ifor LANDSCAPE 

Related Commands: 

PORT, LAND 

Front Panel Key: 

Hard Copy \ PAGE ORIENTATION 


PLR Select linear polar display for active channel 


Syntax: 

PLR 

Related Commands: 

DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, REL, RIM, SMC, SME, SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ MORE \ LINEAR POLAR 
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COMMAND 

DICTIONARY 

PLS 

PMT 


PLS Plot entire screen 


Syntax: 

PLS 

Related Commands: 

CH1-CH4 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ FULL 
PLOT 


PLT Plot data traces only 

Syntax: plt 

Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB- 
J ECTSTO PLOT DATA TRACES AND MARKER ON 

PMK Print tabular data for Markers 


Syntax: 

PMK 

Related Commands: 

CH1-CH4 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ MARKER DATA ON 

PMN Plot menu 


Syntax: 

PMN 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ OB- 
J ECTSTO PLOT MENU ON 

PMT Print tabular data for traces and markers 


Syntax: 

PMT 

Related Commands: 

CH1-CH4 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ MARKER DATA OFF 
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COMMAND 

DICTIONARY 


POP 

POPBC2 


POP 


SEQ (Ch 10) 


Enter parallel output port 8-bit decimal word 
(0-255) 

Syntax: pop Value Units 

Value Integer 
Units: XXI 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT 
PORT (0-255) 


POP? 


SEQ (Ch 10) 


Output parallel output port 8-bit decimal word 
(0-255) 

Syntax: pop? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT 
PORT (0-255) 


POPBCO 


POPBC1 


Clear parallel output port bit 0 
Syntax: popbco 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 0 


Clear parallel output port bit 1 
Syntax: popbci 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 1 


POPBC2 


Clear parallel output port bit 2 
Syntax: popbc2 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 2 
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COMMAND 

DICTIONARY 


P0PBC3 


P0PBC4 


P0PBC5 


P0PBC6 


P0PBC7 


POPBSO 


POPBC3 

POPBSO 


Clear parallel output port bit 3 
Syntax: popbc3 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 3 


Clear parallel output port bit 4 
Syntax: popbc4 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 4 


Clear parallel output port bit 5 
Syntax: popbcs 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 5 


Clear parallel output port bit 6 
Syntax: popbc6 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 6 


Clear parallel output port bit 7 
Syntax: popbc7 


SEQ (Ch 10) 


Front Panel Key: Seq \ TTL l/0\ PARALLEL OUT SETUP \ CLEAR PARALLEL OUT 
BIT 7 


Set parallel output port bit 0 
Syntax: popbso 


SEQ (Ch 10) 


Front Panel Key: Seq\TTLI/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
0 
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POPBSl 

POPBS6 


COMMAND 

DICTIONARY 


POPBSl Set parallel output port bit 1 


Syntax: 

POPBSl 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
1 


POPBS2 Set parallel output port bit 2 


Syntax: 

POPBS2 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
2 


POPBS3 Set parallel output port bit 3 


Syntax: 

POPBS3 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
3 


POPBS4 Set parallel output port bit 4 


Syntax: 

POPBS4 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
4 


POPBS5 Set parallel output port bit 5 


Syntax: 

POPBS5 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
5 


POPBS6 Set parallel output port bit 6 


Syntax: 

POPBS6 

Front Panel Key: 

SeqXTTL l/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
6 


11-472 


MS462XXPM 
















COMMAND 

DICTIONARY 

POPBS7 

POW 


P0PBS7 Set parallel output port bit 7 

Syntax: popes7 

Front Panel Key: Seq\TTLI/0\ PARALLEL OUT SETUP \ SET PARALLEL OUT BIT 
7 

PORT Select portrait mode for output plot 1 1 Fil:l»HI>]UWWiull 


Syntax: 

PORT 

Related Commands: 

LAND, PLO? 

Front Panel Key: 

Hard Copy \ PAGE ORIENTATION PORTRAIT 


POSET E nter phase offset for active channel 

Syntax: poset 

Data I/O: The value is input in ASCII <NRf>format. 

Front Panel Key: Display \ REFERENCE PLANE \ PHASE OFFSET 

POSET? Output phase offset for active channel 


Syntax: 

POSET? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Display \ REFERENCE PLANE \ PHASE OFFSET 


POW Select power out display for active channel 


Syntax: 

POW 

Related Commands: 

DLA, IMG, ISC, ISE, ISM, IMG, LIN, MAG, MPH, PCP, PCS, PCX?, PHA, 
PLG, PLR, REL, RIM, SMC, SME,SMI, SWR 

Front Panel Key: 

Display \ GRAPH TYPE \ MORE \ POWER OUT 
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COMMAND 

DICTIONARY 


PRNTYPDJ 

PRNTYPX? 


PRNTYPDJ Select HP DeskJet printer 

Syntax: prntypdj 


HARD COPY (Ch 9) 


Related Commands: 
Front Panel Key: 


PRNTYPEP, PRNTYPLJ, PRNTYPTJ, PRNTYPX? 

Hard Copy \ OUTPUT DEVICE \ PRINTER \ OUTPUT SETUP \ 
PRINTER TYPE DESKJ ET 


PRNTYPEP Select Epson FX printer 

Syntax: prntypep 


HARD COPY (Ch 9) 


Related Commands: 
Front Panel Key: 


PRNTYPDJ, PRNTYPLJ, PRNTYPTJ, PRNTYPX? 

Hard Copy \ OUTPUT DEVICE \ PRINTER \ OUTPUT SETUP \ 
PRINTER TYPE EPSON 


PRNTYPLJ Select HP LaserJet printer 

Syntax: prntyplj 


HARD COPY (Ch 9) 


Related Commands: 
Front Panel Key: 


PRNTYPDJ, PRNTYPEP, PRNTYPTJ, PRNTYPX? 

Hard Copy \ OUTPUT DEVICE \ PRINTER \ OUTPUT SETUP \ 
PRINTER TYPE DESKJ ET 


PRNTYPTJ Select H P Thinkjet printer 

Syntax: prntyptj 


HARD COPY (Ch 9) 


Related Commands: 
Front Panel Key: 


PRNTYPDJ, PRNTYPEP, PRNTYPLJ, PRNTYPX? 

Hard Copy \ OUTPUT DEVICE \ PRINTER \ OUTPUT SETUP \ 
PRINTER TYPE THINKJ ET 


PRNTYPX? Output printer type 

Syntax: prntypx? 


HARD COPY (Ch 9) 


Data I/O: Outputs data using ASCI I <NRl>format. 


Related Commands: 
Front Panel Key: 


PRNTYPDJ, PRNTYPEP, PRNTYPLJ, PRNTYPTJ 

Hard Copy \ OUTPUT DEVICE \ PRINTER \ OUTPUT SETUP \ 
PRINTER TYPE 
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COMMAND 

DICTIONARY 


PRT? 

PSDP? 


PRT? 


PS 


PSC 


PSDP 


PSDP? 


UTILITY - DIAGNOSTICS (Ch 9) 


Perform printer test and output status 
Syntax: prt? 

Remarks: For service use only. Requires a special test fixture. 

Data I/O: Returns a value in ASCI I <NR1> format as follows: 

Ofor NO FAILURE 
Ifor FAILED 

Front Panel Key: UtilityX DIAGNOSTICSX PERIPHERAL TESTS \ PRINTER INTER¬ 
FACE 


Suffix sets time data type and scales by IE02 
Syntax: PS 


DATA ENTRY SUFFIXES (Ch 5) 


Suffix sets time data type and scales by IE02 
Syntax: PSC 


DATA ENTRY SUFFIXES (Ch 5) 


Enter number of points drawn in power sweep 
mode 


SWEEP - POWER SWEEP (Ch 5) 


Syntax: psdp 

Data I/O: I nput data using an ASCI I <NRf>number. 
Related Commands: PSDP? 


Output number of points drawn in power sweep 
Syntax: psdp? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: PSDP 


SWEEP - POWER SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


PSET 

PSF? 


PSET 


Enter target power for gain compression receiver 
calibration 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: PSET Value Units 

Value The value in ASCI I <NRf>format 
Units: DB 


Related Commands: SPGCA, PSET?, CALR 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
SET 


PSET? 


Output target power for gain compression receiver 
calibration 


i APPL - GAIN COMPRESSION (Ch 10) 


Syntax: pset? 


Data I/O: The value is output in ASCI I <NR3>format 
Related Commands: SPGCA, PSET, CALR 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
SET 


PSF 


E nter swept power frequency 

Syntax: PSF Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


APPL - GAIN COMPRESSION (Ch 10) 


Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Freq \ SWEPT 
POWER FREQUENCY 


PSF? 


Output swept power frequency 
Syntax: psf? 


APPL - GAIN COMPRESSION (Ch 10) 


Datal/0: The target value will beoutput in ASCI I <NR3>format. 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Freq \ SWEPT 
POWER FREQUENCY 
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COMMAND 

DICTIONARY 


PSFP1 


PSFP1? 


PSFP3 


PSFP3? 


PSGLOG 


PSFPl 

PSGLOG 


Enter number of frequency points to be skipped 
during linear power correction for source 1 

Syntax: psfpi 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: The value is input in ASCII <NRf>format. 
Related Commands: PSFPl?, PSFP3, PSFP3? 


Output number of frequency points to be skipped 
during linear power correction for source 1 

Syntax: psfpi? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: PSFPl, PSFP3, PSFP3? 


Enter number of frequency points to be skipped 
during linear power correction for source2 

Syntax: psfp3 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: The value is input in ASCII <NRf>format. 
Related Commands: PSFPl, PSFPl?, PSFP3? 


Output number of frequency points to be skipped 
during linear power correction for source2 

Syntax: psfp3? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: PSFPl, PSFPl?, PSFP3 


Print the current segmented sweep log 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: psglog 


Related Commands: 
Front Panel Key: 


OSGLOG 

Sweep\ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE DEFINE \ SEGMENTED SWEEP LOG \ PRINT LOG 
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COMMAND 

DICTIONARY 


PSL 

PSLCPIX? 


PSL 


UTILITY - SERVICE LOG (Ch 9) 


Print the service log 
Syntax: psl 

Front Panel Key: Utility \ DIAGNOSTICS\ SERVICE LOG \ PRINT LOG 


PSLC Perform power sweep linearity calibration 

Syntax: pslc 

Related Commands: PSLCPIO, PSLCPll, PSLCPIX?, PSLCPIDONE? 


SWEEP - POWER SWEEP (Ch 5) 


PSLCP10 Turn power sweep linearity calibration off 

Syntax: pslcpio 

Related Commands: PSLCPll, PSLCPIDONE?, PSLCPIX? 


SWEEP - POWER SWEEP (Ch 5) 


PSLCP11 Turn power sweep linearity calibration on 

Syntax: pslcph 

Related Commands: PSLCPIO, PSLCPIDONE?, PSLCPIX? 


SWEEP - POWER SWEEP (Ch 5) 


PSLCPIDONE? Output power sweep linearity calibration done sta¬ 
tus 

Syntax: pslcpidone? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data in ASCI I <NR1> format as follows: 
0for power sweep OFF 
1 for power sweep ON 

Related Commands: PSLCPIO, PSLCPll, PSLCPIX? 


PSLCP1X? Output power sweep linearity calibration on/off 

status 

Syntax: pslcpix? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data in ASCI I <NR1> format as follows: 
0for power sweep OFF 
1 for power sweep ON 

Related Commands: PSLCPIO, PSLCPll, PSLCPIDONE? 
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COMMAND 

DICTIONARY 


PSLCP30 

PSNOPl? 


PSLCP30 Turn power sweep linearity calibration off 

Syntax: pslcp30 


SWEEP - POWER SWEEP (Ch 5) 


Related Commands: PSLCP31, PSLCP3DONE?, PSLCP3X? 


PSLCP31 Turn power sweep linearity calibration on 

Syntax: pslcp31 


SWEEP - POWER SWEEP (Ch 5) 


Related Commands: PSLCP30, PSLCP3DONE?, PSLCP3X? 


PSLCP3DONE? Output power sweep linearity calibration done sta¬ 
tus 


SWEEP - POWER SWEEP (Ch 5) 


Syntax: pslcp3done? 


Related Commands: PSLCP30, PSLCP31, PSLCP3X? 


PSLCP3X? 


Output power sweep linearity calibration on/off 
status 

Syntax: pslcp3x? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data in ASCI I <MR1> format as follows: 
0for power sweep OFF 
1 for power sweep ON 

Related Commands: PSLCP30, PSLCP31, PSLCP3DONE? 


PSNOP1 Enter port 1 nominal offset in power sweep mode 

Syntax: psnopi 

Data I/O: I nput data using an ASCI I <NRf>number. 
Related Commands: PSNOPl? 


SWEEP - POWER SWEEP (Ch 5) 


PSNOP1? Output port 1 nominal offset in power sweep mode 

Syntax: psnopi? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: PSNOPl 


SWEEP - POWER SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


PSNOP3 

PST 


PSN0P3 


Enter port 3 nominal offset in power sweep mode 



Syntax: psnop3 


Data I/O: I nput data using an ASCI I <MRf>number. 


Related Commands: PSNOP3? 


PSNOP3? 


Output port 3 nominal offset in power sweep mode 



Syntax: psnop3? 


Data I/O: Outputs data using ASCI I <NR3>format. 


Related Commands: PSNOP3 


PSRC 


E nter power source as active 



Syntax: psrc 

Data I/O: I nput data using an ASCI I <NRf>number. 

Related Commands: PSRC? 

Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ SELECT 
SOURCE X 



Output active power source 


PSRC? 


Syntax: psrc? 

Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: PSRC 

Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ SELECT 
SOURCE X 


PST 


Stop print/plot 



Syntax: pst 
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COMMAND 

DICTIONARY 


PSTEP 


PSTEP? 


PSTOP 


PSTEP 

PSTOP 


Enter power sweep step size 

Syntax: PSTEP Value Units 

Value See "Remarks" 

Units: DB 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: The power step value in ASCI I <NRF>format. 

Related Commands: PSTRT, PSTOP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ 
STEPSIZE or 
Freq\ STEPSIZE 


Output power sweep step size 
Syntax: pstep? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: The value is output in ASCI I <NR3>format. 

Related Commands: PSTRT, PSTOP, PSTEP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ 
STEPSIZE or 
Freq\ STEPSIZE 


E nter power sweep stop power 

Syntax: PSTOP Value Units 

Value See "Remarks" 

Units: DB 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: 
Related Commands: 
Front Panel Key: 


The power stop value in ASCI I <NRF>format. 

PSTRT, PSTEP 

Appl\ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
STOP or 


Freq\ PSTOP 
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PSTOP? 

PSTRT? 


COMMAND 

DICTIONARY 


PSTOP? Output power sweep stop power 

Syntax: pstop? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: The value is output in ASCI I <NR3>format. 

Related Commands: PSTRT, PSTOP, PSTEP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
STOP or 
Freq\ PSTOP 


PSTRT E nter power sweep start power 

Syntax: PSTRT Value Units 

Value See "Remarks" 

Units: DB 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: The start power in ASCI I <NRF>format. 

Related Commands: PSTOP, PSTEP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
START or 
Freq\ PSTART 


PSTRT? Output power sweep start power 

Syntax: pstrt? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: The value is output in ASCI I <NR3>format. 

Related Commands: PSTRT, PSTOP, PSTEP 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION \ SET POWER \ P 
START or 
Freq\ PSTART 
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COMMAND 

DICTIONARY 


PSWC 

PSWCDONE? 


PSWC 


PSWCO 


PSWC1 


Perform power sweep linearity calibration 
Syntax: PSWC 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: Command will start the calibration. The frequency list and power sweep 
power values must have already been entered. 

Related Commands: SPGCA, PSTRT, PSTOP, PSTEP, IFV 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Cal \ LINEAR 
POWER 


Turn power sweep linearity calibration off 
Syntax: PSWco 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: The power sweep linearity calibration coefficients will not be applied to the 
power. 

Related Commands: PSWCl, PSWCX? 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Cal \ LINEAR 
POWER CORRECTION OFF 


Turn power sweep linearity calibration on 
Syntax: pswci 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: The power sweep linearity calibration coefficients will be applied to the 
power output. 

Related Commands: PSWCO, PSWCX? 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Cal \ LINEAR 
POWER CORRECTION ON 


PSWCDONE? Output power sweep linearity cal done status 

Syntax: pswcdone? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 
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PSWCX? 

PSWPl 


COMMAND 

DICTIONARY 


PSWCX? 


Output power sweep linearity calibration on/off 
status 

Syntax: PSWCX? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: Outputs data in ASCII <NRl>format as follows. Ofor calibration OFF 
1 for calibration ON 

Related Commands: PSWCO, PSWCl 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Cal \ LINEAR 
POWER CORRECTION 


PSWP Select power sweep 

Syntax: pswp 

Related Commands: FSWP, SWPX? 

Front Panel Key: Sweep \ SWEEP TYPE FREQUENCY 


SWEEP - POWER SWEEP (Ch 5) 


APPL - GAIN COMPRESSION (Ch 10) 


Turn power sweep off 
Syntax: pswpo 

Remarks: Turns power sweep off at the current CWF frequency. 

Related Commands: CWF, PSWPl, PSWPX? 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Freq\ POWER 
SWEEP OFF 


APPL - GAIN COMPRESSION (Ch 10) 


Turn power sweep on 
Syntax: pswpi 

Remarks: Turns power sweep on at the current CW frequency. 

Related Commands: CWF, PSWPO, PSWPX? 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Freq\ POWER 
SWEEP ON 
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COMMAND 

DICTIONARY 


PSWPX? 


PTO 


PT1 


PT2 


PT3 


PSWPX? 

PT3 


Output power sweep on/off status 
Syntax: pswpx? 


APPL - GAIN COMPRESSION (Ch 10) 


Data I/O: Outputs data in ASCI I <NR1> format as follows: 

0for power sweep OFF 
1 for power sweep ON 

Related Commands: PSWPO, PSWPl 

Front Panel Key: AppI \ SWEPT POWER GAIN COMPRESSION then Freq\ POWER 
SWEEP 


Set tabular printout points skipped to 0 
Syntax: pto 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 


Set tabular printout points skipped to 1 
Syntax: pti 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 1 


Set tabular printout points skipped to 2 
Syntax: pt2 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 2 


Set tabular printout points skipped to 3 
Syntax: pt3 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 3 
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COMMAND 

DICTIONARY 


PT4 

PT9 


PT4 


PT5 


PT6 


PT7 


PT8 


Set tabular printout points skipped to 4 
Syntax: pt4 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 4 


Set tabular printout points skipped to 5 
Syntax: pt5 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 5 


Set tabular printout points skipped to 6 
Syntax: pt6 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 6 


Set tabular printout points skipped to 7 
Syntax: pt7 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY? 


Set tabular printout points skipped to 8 
Syntax: pt8 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 8 


PT9 


Set tabular printout points skipped to 9 
Syntax: pt9 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ PRINT DENSITY 9 
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COMMAND 

DICTIONARY 


COMMAND 

DICTIONARY 

PTAVG 

PTP 


PTAVG Set the averagi ng type to Poi nt-by-Poi nt averagi ng 


Syntax: 

PTAVG 

Related Commands: 

SWAVG, SWAVG? 

Front Panel Key: 

Avg \ AVE RAGI NG TYPE 


PTB Print tabular data for traces 


Syntax: 

PTB 

Related Commands: 

PT0-PT9 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PRINTER \ OUTPUT SETUP \ OUT¬ 
PUT FORMAT TABULAR DATA\ SWEEP DATA ON 


PTL Select 1/4 size plot top left corner 


Syntax: 

PTL 

Related Commands: 

PTR, PBR, PBL, PFL 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX UPPER LEFT 


PTP E nter the target power for flat power correction 


Syntax: 

Value 

Units: 

PTP Value Units 

See "Remarks" 

DBM 

Remarks: 

The power level in ASCII <NRF>format. The calibration will be performed 
using this as the power level to be achieved. 

Related Commands: 

PTP?, SFC, FPO, FPl 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ FLATTEST PORT POWER CAL \ 
POWER TARGET or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TESTSIGNALS\ CALIBRATE FOR 
FLATNESS \ POWER TARGET 


MS462XXPM 

11-487 














PTP3 

PTP? 

COMMAND 

DICTIONARY 


PTP3 E nter the target power for flat power correction for 

source 2 


Syntax: 

Value 

Units: 

PTP3 Value Units 

See "Remarks" 

DBM 

Remarks: 

The power level in ASCII <NRF>format. The calibration will be performed 
using this as the power level to be achieved. 

Related Commands: 

PTP3?, SFC, FPO, FPl 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATTEST PORT POWER CAL \ 
POWER TARGET 


PTP3? Output the target power for flat power correction 

for 


Syntax: 

PTP3? 

Data I/O: 

Outputs data in ASCI 1 <NR3>format. 

Related Commands: 

PTP3, SFC, FPO, FPl 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATTEST PORT POWER CAL 
\ POWER TARGET 


PTP? Output the target power for flat power correction 


Syntax: 

PTP? 

Data I/O: 

Outputs data in ASCI 1 <NR3>format. 

Related Commands: 

PTP, SFC, FPO, FPl 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ FLATTEST PORT POWER CAL \ 
POWER TARGET or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS \ CALIBRATE FOR 
FLATNESS \ POWER TARGET 


11-488 

MS462XXPM 












COMMAND 

DICTIONARY 

PTR 

PTS3? 


PTR Select 1/4 size plot top right corner 


Syntax: 

PTR 

Related Commands: 

PTL, PBR, PBL, PFL 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX UPPER RIGHT 


PTS Enter number of points to be skipped during flat 

power correction 

Syntax: PTS Value Units 


Value 

Ito 65 

Units: 

XXI 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ FLAT TEST PORT POWER CAL \xxx 
POINTS MEASURE 1 PWR POINT EVERY xx POINTS 


PTS3 Enter number of points to be skipped during flat 

power correction for source 2 

Syntax: PTS3 Value Units 


Value 

Ito 65 

Units: 

XXI 

Front Panel Key: 

Power \ SOURCE 2 FLAT TEST PORT POWER CALIBRATION \ xxx 
POINTS MEASURE 1 PWR POINT EVERY xx POINT(S) 


PTS3? Output number of points to be skipped during flat 

power correction for source 2 

Syntax: pts3? 


Data I/O: 

Outputs a value in ASCI 1 <NRl>format. 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ FLATTEST PORT POWER CAL \ xxx 
POINTS MEASURE 1 PWR POINT EVERY xx POI NTS 
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PTX? 

PW2? 

COMMAND 

DICTIONARY 


PTX? Output tabular printout points skipped 


Syntax: 

PTX? 

Data I/O: 

Outputs data using ASCII <NR1> format as follows: 

Ofor SKIP 0 POINTS 

Ifor SKIP 1 POINT 

2for SKIP 2 POINTS 

3for SKIP 3 POINTS 

4for SKIP 4 POINTS 

5for SKIP 5 POINTS 

6for SKIP 6 POINTS 

7for SKIP 7 POINTS 

8for SKIP 8 POINTS 

9for for SKIP 9 POINTS 

Related Commands: 

PTO, PTl, PT2, PT3, PT4, PT5, PT6, PT7, PT8, PT9 

Front Panel Key: 

Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT\ UPPER X 


PW2 Enter source 2 power level 


Syntax: 

Value 

Units: 

PW2 Value Units 

Depends on the power range of the source 

DBM, XXI, XX3, XM3 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ SOURCE 2 POWER or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TESTAUT\ 
SOURCE 2 POWER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ TEST SIGNALS\ SOURCE 2 POWER 


PW2? Output source 2 power level 


Syntax: 

PW2? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ SOURCE 2 POWER or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT\ 
SOURCE 2 POWER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ TESTSIGNALS\ SOURCE 2POWER 
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COMMAND 

DICTIONARY 


PW3 

PW4? 


PW3 


Enter external source3 power level 

Syntax: PW3 Value Units 

Value ASCI I <NRf>number 
Units: DB, DBL,DBM 


POWER (Ch 5) 


Data I/O: I nput value using ASCI I <NRf>number. 

Front Panel Key: Power \ SOURCE 3 SETUP \ SOURCE 3 POWER 


PW3? 


Output external source 3 power level 
Syntax: PW3? 


POWER (Ch 5) 


Data I/O: Outputs data using ASCI I <MR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Power \ SOURCE 3 SETUP \ SOURCE 3 POWER 


PW4 


Enter external source 4 power level 

Syntax: PW4 Value Units 

Value ASCI I <NRf>number 
Units: DB, DBL,DBM 


POWER (Ch 5) 


Data I/O: I nput value using ASCI I <NRf>number. 

Front Panel Key: Power \ SOURCE 4SETUP \ SOURCE 4 POWER 


PW4? 


Output external source 4 power level 
Syntax: PW4? 


POWER (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Power \ SOURCE 4SETUP \ SOURCE 4 POWER 
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PWR 

RAD 


COMMAND 

DICTIONARY 


PWR 


Enter internal source power level 


POWER (Ch 5) 


Syntax: PWR Value Units 

Value Depends on the M S462XX power range 
Units: DB, XX1,XX3, XM3 


Related Commands: 01D, PIP?, PWR? 


Front Panel Key: Power \ SOURCE 1 SETUP \ SOURCE 1 POWER or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT\ 
SOURCE 1 POWER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ TEST SIGNALS\ SOURCE IPOWER 


PWR? Output internal source power level 


POWER (Ch 5) 


Syntax: pwr? 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: 01D, PIP? 

Front Panel Key: Power \ SOURCE 1 SETUP \ SOURCE IPOWER or 

SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT\ 

SOURCE IPOWER or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ TEST SIGNALS\ SOURCE IPOWER 


PXX? 


Output plot location 


HARD COPY (Ch 9) 


Syntax: PXX? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ifor UPPER LEFT 
2for UPPER RIGHT 
3for LOWER LEFT 
4for LOWER RIGHT 
5for FULL SIZE 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMAT 


RAD 


Suffix sets phase data type and scales by 180/pi 
Syntax: rad 


DATA ENTRY SUFFIXES (Ch 5) 
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COMMAND 

DICTIONARY 

RCl 

RC5 


RC1 Recall front panel setup number 1 from memory 


Syntax: 

RCl 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 1 


RC10 Recall front panel setup number 10 from memory 


Syntax: 

RCIO 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 10 


RC2 Recall front panel setup number 2 from memory 


Syntax: 

RC2 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 2 


RC3 Recall front panel setup number 3 from memory 


Syntax: 

RC3 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 3 


RC4 Recall front panel setup number 4 from memory 


Syntax: 

RC4 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 4 


RC5 Recall front panel setup number 5 from memory 


Syntax: 

RC5 

Front Panel Key: 

Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 5 
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COMMAND 

DICTIONARY 


RC6 

RCALLOG 


RC6 


RC7 


RC8 


RC9 


Recall front panel setup number 6 from memory 
Syntax: rc6 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 6 


Recall front panel setup number 7 from memory 
Syntax: rc7 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY? 


Recall front panel setup number 8 from memory 
Syntax: rc8 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 8 


Recall front panel setup number 9 from memory 
Syntax: rc9 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ RECALL \ FRONT PANEL SETUP IN INTERNAL 
MEMORY 9 


RCALLOG Output the receiver calibration log 

Syntax: rcallog 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, RRCALPIX?, 
RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 

Front Panel Key: Power \ RECEIVER CAL \ DISPLAY RECEIVER CAL TABLE 
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COMMAND 

DICTIONARY 


RCALPIO 

RCALP20 


RCALPIO 


Turn off port 1 receiver calibration for receiver 
type TEST 

Syntax: rcalpio 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power\ RECEIVER CAL \ RECEIVER CAL FOR PORT lOFF or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ 
CALIBRATE RECEIVER 


RCALP11 


Turn on port 1 receiver calibration for receiver 
type TEST 

Syntax: rcalph 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power\ RECEIVER CAL \ RECEIVER CAL FOR PORT 1 ON or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ 
CALIBRATE RECEIVER 


RCALP1DONE? Output port 1 receiver calibration done status for 
receiver type TEST 

Syntax: rcalpidone? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NOT DONE 
Ifor DONE 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 1 DONE or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ 
CALIBRATE RECEIVER 


RCALP1X? 


Output port 1 receiver calibration on/off status for 
receiver type TEST 

Syntax: rcalpix? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: OutputsASCII <NR1> integer values as follows: 
Ofor OFF and 1 for ON. 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 1 or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ 
CALIBRATE RECEIVER 


RCALP20 


Turn off port 2 receiver calibration for receiver 
type TEST 

Syntax: rcalp2 0 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 2 OFF or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 
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COMMAND 

DICTIONARY 


RCALP21 

RCALP30 


RCALP21 


Turn on port 2 receiver calibration for receiver 
type TEST 

Syntax: rcalp21 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 2 ON or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALP2DONE? Output port 2 receiver calibration done status for 
receiver type TEST 

Syntax: rcalp2done? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 2 DONE or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALP2X? 


Output port 2 receiver calibration on/off status for 
receiver type TEST 

Syntax: rcalp2x? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs ASCII <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 2 or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALP30 


Turn off port 3 receiver calibration for receiver 
type TEST 

Syntax: rcalp30 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power\ RECEIVER CAL \ RECEIVER CAL FOR PORT 30FF or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 
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COMMAND 

DICTIONARY 


RCALP31 

RCALRPl 


RCALP31 


Turn on port 3 receiver calibration for receiver 
type TEST 

Syntax: rcalp31 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power\ RECEIVER CAL \ RECEIVER CAL FOR PORT 3ON or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALP3DONE? Output port 3 receiver calibration done status for 
receiver type TEST 

Syntax: rcalp3done? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 3 DONE or 
Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALP3X? 


Output port 3 receiver calibration on/off status for 
receiver type TEST 

Syntax: rcalp3x? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs ASCII <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL FOR PORT 3 or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION then Cal \ CALI¬ 
BRATE RECEIVER 


RCALRP1 Set receiver calibration receive to port 1 


POWER - RECEIVER CAL (Ch 5) 


Syntax: rcalrpi 

Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER PORT 1 or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ RE¬ 
CEIVER PORT 1 
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COMMAND 

DICTIONARY 


RCALRP2 

RCALSPl 


RCALRP2 Set receiver calibration receive to port 2 

Syntax: rcalrp2 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER PORT 2 or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ RE¬ 
CEIVER PORT 2 


RCALRP3 Set receiver calibration receive to port 3 

Syntax: rcalrp3 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER PORT 3 or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ RE¬ 
CEIVER PORT 3 


RCALRPX? 


Output receiver calibration receive port 


POWER - RECEIVER CAL (Ch 5) 


Syntax: rcalrpx? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

1 for PORT 1 

2 for PORT 2 

3 for PORT 3 

4 for PORT 4 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER PORT X or 

Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ RE¬ 
CEIVER PORTX 


RCALSPl Set receiver calibration source to port 1 

Syntax: rcalspi 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ SOURCE PORT 1 or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ 
SOURCE PORT 1 
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COMMAND 

DICTIONARY 


RCALSP2 

RCALTYPE? 


RCALSP2 Set receiver calibration source to port 2 

Syntax: rcalsp2 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ SOURCE PORT 2 or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ 
SOURCE PORT 2 


RCALSP3 Set receiver cal i bration source to port 3 

Syntax: rcalsp3 


POWER - RECEIVER CAL (Ch 5) 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ SOURCE PORTS or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ 
SOURCE PORT 3 


RCALSPX? 


Output receiver calibration source port 


POWER - RECEIVER CAL (Ch 5) 


Syntax: rcalspx? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

1 for PORT 1 

2 for PORT 2 

3 for PORT 3 

4 for PORT 4 


Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ SOURCE PORT X or 
Appl\ CHANGE APPLICATION SETUP \ MEASUREMENT TYPE \ 
HARMONIC then Cal \ RECEIVER SETUP \ RECEIVER CAL \ 
SOURCE PORTX 


RCALTYPE? Output the receiver type 

Syntax: rcaltype? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0 for TEST PORT 
Ifor REFERENCE PORT 
Default is TEST PORT 


Related Commands: RCALLOG, RRCALPIO, RRCALPll, RRCALPIDONE?, RRCALPIX?, 
RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 

Front Panel Key: Power \ RECEIVER CAL \ DISPLAY RECEIVER CAL TABLE 


11-499 


MS462XXPM 














RCCMl 

RCCM7 


COMMAND 

DICTIONARY 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 1 
Syntax: rccmi 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 1 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 2 
Syntax: rccm2 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 2 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 3 
Syntax: rccm3 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 3 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 4 
Syntax: rccm4 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 4 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 5 
Syntax: rccms 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 5 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 6 
Syntax: rccm6 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 6 


SAVE/RECALL (Ch 9) 


Fast recall cal data from memory 7 
Syntax: rccm7 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 7 
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COMMAND 

DICTIONARY 

RCCMS 

RDA 


RCCM8 Fast recall cal data from memory 8 

Syntax: rccms 

Front Panel Key: Save/Recall \ RECALL \ CAL DATA IN INTERNAL MEMORY\ CAL 8 
RCLALL Recall combined hardware calibration file from 


floppy disk 


Syntax: 

RCLALL 

Remarks: 

The Combined Flardware Calibration file has the fixed name 
'HW_CAL.ALL'. 

Related Commands: 

RCLALLH 


RCLALLH Recall combined hardware calibration file from 

hard disk 


Syntax: 

RCLALLH 

Remarks: 

The Combined Hardware Calibration file has the fixed name 
'HW_CAL.ALL'. 

Related Commands: 

RCLALL 


RD Remove a disk directory 


Syntax: 

Value 

RD Value 

See "Remarks" 

Remarks: 

"pathspec" is a combination of letters, numbers, \ characters and under¬ 
scores which spell out the path and directory name, "pathspec" may include 
a drive letter of the form A: for the floppy disk and C: for the hard drive. Di¬ 
rectory names follow the same rules as filenames. 

Related Commands: 

MD 


RDA Select automatic reference delay calculation 


Syntax: 

RDA 

Remarks: 

Calculation impacted by dielectric setting. 

Related Commands: 

CH1-CH4, RDD, RDT, DIx commands in Dl SPLAY Group. 

Front Panel Key: 

Display \ REFERENCE PLANE \ AUTO 
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RDD 

RDT 


COMMAND 

DICTIONARY 


RDD Enter reference del ay in distance for active chan¬ 

nel 


DISPLAY (Ch 5) 


Syntax: RDD Value Units 

Value -999.999 to 4^99.999 
Units: M,MTR,MM,MMT,CM,CMT 

Remarks: Calculation impacted by dielectric setting. 

Related Commands: CH1-CH4, RDA, RDT, DIxcommands in DISPLAY Group. 

Front Panel Key: Display \ REFERENCE PLANE \ DISTANCE 


RDD? Output reference del ay in distance for active chan¬ 

nel 


DISPLAY (Ch 5) 


Syntax: rod? 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ REFERENCE PLANE \ DISTANCE or 

Marker \ READOUT MARKERS\ CH x-Sxx REFERENCE PLANE \ 


RDDS Enter reference del ay in distance for S-parameters 

in active channel 

Syntax: rods 

Data I/O: The value is input in ASCI I <NRf> format. 

RDDS? Output reference delay i n distance for S-parame- 

ters in active channel 

Syntax: rods? 

Data I/O: Outputs data using ASCI I <NR3>format. 


RDT Enter reference del ay in time for active channel 

Syntax: RDT Value Units 

Value -999.999 to 4^99.999 
Units: SEC, MS, US, NS, PS 

Status Reporting: CFI1-CFI4, RDD, RDA 

Front Panel Key: Display \ REFERENCE PLANE \ TIME 


DISPLAY (Ch 5) 


DISPLAY (Ch 5) 


DISPLAY (Ch 5) 
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COMMAND 

DICTIONARY 


RDT? 


RDTS 


RDTS? 


REBOOT 


RECALL 


RDT? 

RECALL 


Output reference del ay in time for active channel 
Syntax: rdt? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Front Panel Key: Display \ REFERENCE PLANE \ TIME 


DISPLAY (Ch 5) 


Enter reference delay in time for S-parameters in 
active channel 

Syntax: rots 

Data I/O: The value is input in ASCII <NRf>format. 


DISPLAY (Ch 5) 


Output reference del ay in time for S-parameters in 
active channel 

Syntax: rots? 

Data I/O: Outputs data using ASCI I <NR3>format. 


DISPLAY (Ch 5) 


Reboots the instrument 
Syntax: reboot 


REMOTE - SYNC (Ch 8) 


Recall a data file from disk to a task 

Syntax: recall 
Value See "Remarks" 


DISPLAY (Ch 5) 


Remarks: "filename" is the name of the file to be recalled. It may include a drive letter 
and path. Not all files are recallable. You can recall files with the following 
nam^extensions: (front panel and calibration data files) *.CAL, (normaliza¬ 
tion data files) *.NRM, (tabular data files) *.DAT, (service log files) *.LOG, 
(error list files) *.ELG, (hardwarecalibration files) HW_CAL.*, (calibration 
kit data files) KITJ NFO.*. Recalled tabular data, service log and error list 
files go to the printer for printing. The others are stored internally. 


Related Commands: SAVE 


Front Panel Key: Display \ TRACE MEMORY\ DISK OPERATIONS\ RECALL MEM¬ 
ORY FROM HARD (FLOPPY) DISK or 

UtilityX DIAGNOSTICSX HARDVWXRE CAL \ DISK OPERATIONS \ 
RECALL FROM HARD (FLOPPY) DISK or 
Hard Copy \ OUTPUT OPTIONS or 

Save/Recall \ RECALL 
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COMMAND 

DICTIONARY 


REF 

REF? 


REF 


E nter reference I i ne for top graph of active channel 


DISPLAY (Ch 5) 


Syntax: ref Value Units 

Value 0to8 

Units: Depends on graph type; see Table 11-2 at the end of this chapter. 


Status Reporting: CH 1-CH4, OFF, SCL 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE LINE 


REF2 


E nter reference 11 ne for bottom graph of active 
channel 


DISPLAY (Ch 5) 


Syntax: REF2 Value Units 

Value 0to8 

Units: Depends on graph type; see Table 11-2 at the end of this chapter. 


Related Commands: CH 1-CH4, OFF2, SCL2 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE LINE 


REF2? Output reference line for bottom graph of active 

channel 

Syntax: ref2? 

Data I/O: Outputs a value in ASCI I <NRl>format. 
Related Commands: REF2 


DISPLAY (Ch 5) 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE LINE 


REF? Output reference I i ne for top graph of active chan¬ 

nel 


DISPLAY (Ch 5) 


Syntax: ref? 

Data I/O: Outputs a value in ASCI I <NRl>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ REFERENCE LINE 
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COMMAND 

DICTIONARY 


REL 

RHl 


REL 


Select real display for active channel 
Syntax: rel 


DISPLAY (Ch 5) 


Related Commands: DLA, CH 1-CH4,1 MG, I SC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, PLR, RIM, SMC, SME, SMI, SWR 

Front Panel Key: Display \ GRAPH TYPE \ MORE \ MORE \ REAL 


RESTARTCAL Restart application calibration measurement 

Syntax: re start cal 


CAL (Ch 6) 


REU Suffix sets real data type 

Syntax: reu 


DATA ENTRY SUFFIXES (Ch 5) 


RGZ Select reflective device greater than ZO 

Syntax: rgz 
Related Commands: RLZ 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ NEXT CAL STEP\ OPEN 
(GREATER THAN ZO) 


RHO Select RF off in hold mode 

Syntax: rho 

Related Commands: HLD, RHI,BH0 

Front Panel Key: Config \ HOLD\ HOLD CONDITIONS RF OFF 


CONFIG (Ch 5) 


RH1 Select RF on in hold 

Syntax: rhi 

Related Commands: HLD, RHO, BHO 

Front Panel Key: Config \ HOLD\ HOLD CONDITIONS RF ON 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


RHX? 

RKON 


RHX? 


Output RF on/off during hold status 
Syntax: rhx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Front Panel Key: Config \ HOLD\ HOLD CONDITIONS RF 


CONFIG (Ch 5) 


RIM 


Select real and imaginary display for active chan¬ 
nel 

Syntax: rim 


DISPLAY (Ch 5) 


Related Commands: 


Front Panel Key: 


DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, PLR, REL, SMC, SME, SMI, SWR 

Display \ GRAPH TYPE \ MORE \ MORE \ REAL AND IMAGINARY 


RK? 


Output RK mode on/off status 
Syntax: rk? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


REMOTE - MISC (Ch 8) 


Related Commands: RKOFF, RKON 


RKOFF Turn off RK mode 

Syntax: rkoff 

Related Commands: RKON, RK? 

RKON Turn on RK mode 

Syntax: rkon 

Related Commands: RKOFF, RK? 


REMOTE - MISC (Ch 8) 


REMOTE - MISC (Ch 8) 
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COMMAND 

DICTIONARY 

RLZ 

ROL 


RLZ Select reflalive device less than ZO 


Syntax: 

RLZ 

Related Commands: 

RGZ 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ NEXT CAL STEP\ SHORT 
(LESSTHAN ZO) 


RM1 Select reference plane at linel midpoint 


Syntax: 

RMl 

Related Commands: 

RRP 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ MIDDLE OF LINE l(REF) 


RMX? Output reference plane location for LRL calibra¬ 

tion 


Syntax: 

RMX? 

Data 1/ C: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor LINE 1 MIDPOINT 

1 for the REFERENCE PLANE AT THE REFERENCE PLANE 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ LOCATION OF REFERENCE PLANES 


ROL E nter reflective device offset length 


Syntax: 

Value 

Units: 

ROL Value Units 

00.000 to -FlO.OOO 

MMT, CMT, MTR, MM, CM, M 

Front Panel Key: 

Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXI MUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ NEXT CAL STEP \ NEXT CAL STEP \ OFFSET LENGTH 
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ROL? 

ROLP4 

COMMAND 

DICTIONARY 


ROL? Output reflective device offset length 


Syntax: 

ROL? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 


\ NEXT CAL STEP\ NEXT CAL STEP\ NEXT CAL STEP\ OFFSET 
LENGTH OF REFLECTIVE DEVICE 

ROLP3 E nter reflective device offset length for 3-port TRX 

calibration 


Syntax: 

Value 

Units: 

R0LP3 Value Units 

00.000 to -FlO.OOO 

MMT, CMT, MTR, MM, CM, M 

Front Panel Key: 

Cal\ PERFORM CAL 3 PORT CAL \ CAL METHOD:TRX\ NEXT 
CAL STEP\ CHANGE PARAMETERS\ NEXT CAL STEP\ OFFSET 
LENGTH 


ROLP3? Output reflective device offset length for 3-port 

TRX 


Syntax: 

ROLP3? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 3 PORT CAL \ CAL METHOD:TRX\ NEXT 
CAL STEP\ CHANGE PARAMETERS\ NEXT CAL STEP\ OFFSET 
LENGTH OF REFLECTIVE DEVICE 


ROLP4 E nter reflective device offset length for 4-port TRX 

calibration 

Syntax: rolp4 

Data I/O: The value is input in ASCI I <NRf> format. 


Front Panel Key: 

Cal\ PERFORM CAL 3 PORT CAL \ CAL METHOD:TRX\ NEXT 
CAL STEP\ CHANGE PARAMETERS\ NEXT CAL STEP\ PORT 4 
SHORT OFFSET LENGTH 
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COMMAND 

DICTIONARY 


ROLP4? 

RPO 


R0LP4? 


RPC 


RPCHAN 


RPCPX? 


RPO 


Output reflective device offset length for 4-port 
TRX calibration 

Syntax: rolp4? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>format. 

Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL \ CAL METHOD:TRX\ NEXT 

CAL STEP\ CHANGE PARAMETERS\ NEXT CAL STEP\ PORT 4 
SHORT OFFSET LENGTH 


Repeat previous calibration 


CAL (Ch 6) 


Syntax: rpc 

Remarks: Performs exactly the same as the BEG command, except that it uses exist¬ 
ing calibration setup. This command is useful after recalling a saved cali¬ 
bration. 


Related Commands: BEG, KEC,TC1,TC2, NCS 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ REPEAT PREVIOUS CAL 


Select Per Channel for reference plane 
Syntax: rpchan 


CAL (Ch 6) 


Output reference plane Per Channel/Port status 
Syntax: rpcpx? 

Data I/O: Outputs data in ASCI I <NR1> format as follows: 
Ofor PER PORT 
Ifor PER CHANNEL 


CAL (Ch 6) 


Enter rear panel DC voltage value 

Syntax: RPO Value Units 

Value 00.000 to-FlO.000 
Units: VLT 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: UtilityX REARPANEL\ SELECT OUTPUT MODE 
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RPO? 

RRCALPIO 


COMMAND 

DICTIONARY 


RPO? 


Output rear panel DC voltage value 
Syntax: rpo? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: UtilityX REARPANEL\ SELECT OUTPUT MODE 


RPPORT Select Per Port for reference plane 

Syntax: report 


CAL (Ch 6) 


RPPORTNUM Enter reference plane port number 

Syntax: rpportnum 

Data I/O: The value is input in ASCI I <NRf> format. 
Front Panel Key: Display \ REFERENCE PLANE \ PORT X 


DISPLAY (Ch 5) 


RPPORTNUM? Output active reference plane port number 

Syntax: rpportnum? 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 

1 for PORT 1 

2 for PORT 2 

3 for PORT 3 

4 for PORT 4 


Front Panel Key: Display \ REFERENCE PLANE \ PORT X 


RRCALP10 


Turn Off the Port 1 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalpio 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPll, RRCALPIDONE?, RRCALPIX?, 
RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 
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COMMAND 

DICTIONARY 


RRCALPll 

RRCALP20 


RRCALP11 


Turn On the Port 1 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalph 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPIDONE?, RRCALPIX?, 
RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALPIDONE? Output the Port 1 receiver calibration Done status 
for the receiver type REFERENCE 

Syntax: rrcalpidone? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NOT DONE 
Ifor DONE 
Default is NOT DONE 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIX?, 

RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALPIX? 


Output the Port 1 receiver calibration On/Off sta¬ 
tus for the receiver type REFERENCE 

Syntax: rrcalpix? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor OFF 
Ifor ON 
Default is OFF 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALP20 


Turn Off the Port 2 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalp2 0 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP21, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 
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RRCALP21 

RRCALP30 


COMMAND 

DICTIONARY 


RRCALP21 


Turn On the Port 2 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalp21 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP2DONE?, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALP2DONE? Output the Port 2 receiver calibration Done status 
for the receiver type REFERENCE 

Syntax: rrcalp2done? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NOT DONE 
Ifor DONE 
Default is NOT DONE 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2X?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALP2X? 


Output the Port 2 receiver calibration On/Off sta¬ 
tus for the receiver type REFERENCE 

Syntax: rrcalp2x? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor OFF 
Ifor ON 
Default is OFF 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP30, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE, TRCALTYPE 


RRCALP30 


Turn Off the Port 3 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalp30 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 
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COMMAND 

DICTIONARY 


RRCALP31 

RRCALTYPE 


RRCALP31 


Turn On the Port 3 receiver calibration for the re¬ 
ceiver type REFERENCE 

Syntax: rrcalp31 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP30, RRCALP3DONE?, RRCALP3X?, RRCALTYPE,TRCALTYPE 


RRCALP3DONE? Output the Port 3 receiver calibration Done status 
for the receiver type REFERENCE 

Syntax: rrcalp3done? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor NOT DONE 
Ifor DONE 
Default is NOT DONE 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP30, RRCALP31, RRCALP3X?, RRCALTYPE, TRCALTYPE 


RRCALP3X? 


Output the Port 3 receiver calibration On/Off sta¬ 
tus for the receiver type REFERENCE 

Syntax: rrcalp3x? 


POWER - RECEIVER CAL (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
Ofor OFF 
Ifor ON 
Default is OFF 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP30, RRCALP31, RRCALP3DONE?, RRCALTYPE, TRCALTYPE 


RRCALTYPE Select the receiver type REFERENCE 


POWER - RECEIVER CAL (Ch 5) 


Syntax: rrcaltype 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP30, RRCALP31, RRCALP3DONE?, RRCALP3X?, TRCALTYPE 

Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER TYPE 
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COMMAND 

DICTIONARY 


RRP 

RSTO 


RRP 


Select reference plane at reflection plane 


CAL (Ch 6) 


Syntax: rrp 

Remarks: Selects reference plane to be at the reflection plane for the LRL calibration. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ENDS OF LINE l(REF) 


RST 


I nstrument reset (same as *RST) 


DEFAULT (Ch 5) 


Syntax: rst 


Remarks: Resets the MS462XX to default state with all user programmable parame¬ 
ters set to their default values. Default state settings are listed in Chapter 
12. This command does not affect the Output Queue, Status or Parallel Poll 
Registers, or the VNMS GPIB address setting. 

Related Commands: *RST, RSTO, RSTl 

Front Panel Key: Default \ CONTINUE 


RSTO 


Reset instrument front panel memories and re¬ 
served parameters 

Syntax: rsto 


DEFAULT (Ch 5) 


Remarks: Resets the VNMS set to their default values. Default state settings are 

listed in Chapter 12. Additionally, front panel stored setups are cleared, the 
reserved parameters are set to their default values, and the GPI B address is 
changed to its default value (6). This command does not affect the Output 
Queue, Status, or Parallel Poll Registers. Reserved parameters are those pa¬ 
rameters which are initialized at factory turn-on. They are also initialized 
after a battery-backed RAM failure occurs. 


Related Commands: *RST, RST, RSTl 


Front Panel Key: Default \ CONTINUE 
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COMMAND 

DICTIONARY 


RST1 


RSTAVG 


RSTCOL 


RSTDAC 


RSTFSWP 


RSTGC 


RSTl 

RSTGC 


Reset instrument and front panel memories 


DEFAULT (Ch 5) 


Syntax: rsti 

Remarks: Resets the VN MS to the default state with all user programmable parame¬ 
ters set to their default values. Default state settings are listed in Chapter 
12. Additionally, front panel stored setups are cleared. This command does 
not affect the Output Queue, Status, Parallel Poll Registers, or the GP IB ad¬ 
dress. 


Related Commands: *RST, RST, RSTO 


Front Panel Key: Default \ CONTINUE 


Reset the Sweep-by-Sweep averaging sweep count 
Syntax: rstavg 
Related Commands: AVGCNT? 

Front Panel Key: Avg \ RESET AVG. COUNT 

Reset color configuration to default 
Syntax: rstcol 

Front Panel Key: Utility \ COLOR SETUP \ RESET COLORS 


AVG (Ch 5) 


UTILITY (Ch 9) 


Restore frequency from 10 M FI z calibration and 
not save DAC number into BBRAM 

Syntax: rstdac 


Restore full sweep 
Syntax: rstfswp 


UTILITY (Ch 9) 


SWEEP (Ch 5) 


Reset gain compression parameters to default 
Syntax: rstgc 

Remarks: This is not an instrument reset 


APPL - GAIN COMPRESSION (Ch 10) 
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COMMAND 

DICTIONARY 


RTO 

RTVAL? 


RTO 


Turn ripples testing off 
Syntax: rto 

Front Panel Key: Config \ RIPPLE TEST \ RIPPLE TEST OFF 


CONFIG (Ch 5) 


RT1 


Turn ripples testing on 
Syntax: rti 

Front Panel Key: Config \ RIPPLE TEST \ RIPPLE TEST ON 


CONFIG (Ch 5) 


RT? 


Output ripples testing enable status 
Syntax: rt? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Front Panel Key: Config \ RIPPLE TEST \ RIPPLE TEST 


CONFIG (Ch 5) 


RTL 


Return to local 
Syntax: rtl 


CLR/LOCAL (Ch 9) 


Remarks: Performs the same function as the RETURN TO LOCAL key. It has no ef¬ 
fect if the VNMS is in the local lockout mode. 


RTVAL 


Enter ripples testing value 
Syntax: rtval 


CONFIG (Ch 5) 


RTVAL? Output ripples testing value 

Syntax: rtval? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Front Panel Key: Config \ RIPPLE TEST \ RIPPLE TEST 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


RVO 

RVAl? 


RVO 


Turn rear panel output voltage off 
Syntax: rvo 

Front Panel Key: Utility \ REAR PANEL \ OUTPUT VOLTAGE OFF 


UTILITY - REAR PANEL (Ch 10) 


RV1 


Turn rear panel output voltage on 
Syntax: RVl 

Front Panel Key: Utility \ REAR PANEL \ OUTPUT VOLTAGE ON 


UTILITY - REAR PANEL (Ch 10) 


RVl? 


Output rear panel output voltage on/off status 
Syntax: RVl? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Front Panel Key: Utility \ REAR PANEL \ OUTPUT VOLTAGE 


RVAl 


Enter rear panel output voltage value when port 1 
is driving 

Syntax: RVAI Value Units 

Value Voltage 
Units: V,VLT, MV 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 1 


RVAl? 


Output rear panel output voltage value when port 
1 is driving 

Syntax: rvai? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs voltage using ASCI I <NR3> integer values. 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 1 
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RVA2 

RVA3? 


COMMAND 

DICTIONARY 


RVA2 


Enter rear panel output voltage value when port 2 
is driving 

Syntax: RVA2 Value Units 

Value Voltage 
Units: V,VLT, MV 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 2 


RVA2? 


Output rear panel output voltage value when port 
2 is driving 

Syntax: rva2? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs voltage using ASCI I <NR3> integer values. 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 2 


RVA3 


Enter rear panel output voltage value when port 3 
is driving 

Syntax: RVA3 Value Units 

Value Voltage 
Units: V,VLT, MV 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 3 


RVA3? 


Output rear panel output voltage value when port 
3 is driving 

Syntax: rva3? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs voltage using ASCI I <NR3> integer values. 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 3 
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COMMAND 

DICTIONARY 


RVA4 

RVL 


RVA4 


Enter rear panel output voltage value when Port 4 
is driving 

Syntax: rva4 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: The value is input in ASCII <NRf>format. 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 4 


RVA4? 


Output rear panel output voltage value when Port 
4 is driving 

Syntax: rva4? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs data using ASCI I <NR3>format. 


Front Panel Key: Utility \ REAR PANE \ DRIVEN PORT \ SET OUTPUT VOLTAGES: 
PORT 4 


RVD 


Set rear panel output mode to devalue 
Syntax: rvd 


UTILITY - REAR PANEL (Ch 10) 


Related Commands: 
Front Panel Key: 


RVH, RVV, RVL, RVX? 

Utility \ REAR PANEL \ SELECT OUTPUT MODE 


RVH 


Set rear panel output mode to horizontal 
Syntax: rvh 


UTILITY - REAR PANEL (Ch 10) 


Related Commands: 
Front Panel Key: 


RVD, RVV, RVL, RVX? 

Utility \ REAR PANEL \ SELECT OUTPUT MODE HORIZONTAL 


RVL 


Set rear panel output mode to lock direction 
Syntax: rvl 


UTILITY - REAR PANEL (Ch 10) 


Related Commands: 
Front Panel Key: 


RVH, RVV, RVD, RVX? 

Utility \ REAR PANEL \ SELECT OUTPUT MODE DRIVEN PORT 
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COMMAND 

DICTIONARY 


RVP 

RVT 


RVP 


Set rear panel output mode to driven port 
Syntax: rvp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ SELECT OUTPUT MODE DRIVEN PORT 


RVSP 


Enter rear panel stop voltage value 

Syntax: RVSP Value Units 

Value Voltage 
Units: V,VLT, MV 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ STOP 


RVSP? Output rear panel stop voltage value 

Syntax: rvsp? 

Data I/O: Outputs voltage using ASCI I <NR3> integer values, 
Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ STOP 


UTILITY - REAR PANEL (Ch 10) 


RVST 


Enter rear panel start voltage value 

Syntax: RVST Value Units 

Value Voltage 
Units: V,VLT, MV 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ START 


RVST? Output rear panel start voltage value 

Syntax: rvst? 

Data I/O: Outputs voltage using ASCI I <NR3> integer values. 
Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ START 


UTILITY - REAR PANEL (Ch 10) 


RVT 


Set rear panel output modetoTTL 
Syntax: rvt 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ SELECT OUTPUT MODE TTL OUTPUT 
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COMMAND 

DICTIONARY 


RVTPl 

RVTPILP 


RVTPl 


RVTPl HL 


RVTP1HP 


RVTP1LL 


RVTPl LP 


Select port 1 for TTL rear panel output voltage 
Syntax: rvtpi 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 


Set TTL rear panel output voltage type to TTL ac¬ 
tive high level 

Syntax: rvtpihl 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 LEVEL 
HIGH 


Set TTL rear panel output voltage type to TTL ac¬ 
tive high pulse 

Syntax: rvtpihp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 LEVEL 
HIGH PULSE 


Set TTL rear panel output voltage type to TTL ac¬ 
tive low level 

Syntax: rvtpill 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 LEVEL 
LOW 


Set TTL rear panel output voltage type to TTL ac¬ 
tive low pulse 

Syntax: rvtpilp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 LEVEL 
LOW PULSE 
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RVTPIX? 

RVTP2LL 


COMMAND 

DICTIONARY 


RVTPIX? 


Output TTL rear panel output voltage type 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rvtpix? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

1 for TTL HIGH 

2 for TTL LOW 

3for TTL HIGH PULSE 
4forTTL LOW PULSES 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 1 LEVEL 


RVTP2 


Select port 2 for TTL rear panel output voltage 
Syntax: rvtp2 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 


RVTP2HL 


Set TTL rear panel output voltage type on port 2 to 
TTL active high level. 

Syntax: rvtp2hl 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 LEVEL 
HIGH 


RVTP2HP 


Set TTL rear panel output voltage type on port 2 to 
TTL active high pulse. 

Syntax: rvtp2hp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 LEVEL 
HIGH PULSE 


RVTP2LL 


Set TTL rear panel output voltage type on port 2 to 
TTL active low level. 

Syntax: rvtp2ll 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 LEVEL 
LOW 
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COMMAND 

DICTIONARY 


RVTP2LP 

RVTP3HP 


RVTP2LP 


Set TTL rear panel output voltage type on port 2 to 
TTL active low pulse. 

Syntax: rvtp2lp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 LEVEL 
LOW PULSE 


RVTP2X? 


Output TTL rear panel output voltage type on port 
2 . 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rvtp2x? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

1 for TTL HIGH 

2 for TTL LOW 

3for TTL HIGH PULSE 
4forTTL LOW PULSES 

Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 2 LEVEL 


RVTP3 


Select port 3 for TTL rear panel output voltage 
Syntax: rvtp3 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 


RVTP3HL 


Set TTL rear panel output voltage type on port 3 to 
TTL active high level. 

Syntax: rvtp3hl 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 LEVEL 
HIGH 


RVTP3HP 


Set TTL rear panel output voltage type on port 3 to 
TTL active high pulse. 

Syntax: rvtp3hp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 LEVEL 
HIGH PULSE 
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RVTP3LL 

RVTP4LL 


COMMAND 

DICTIONARY 


RVTP3LL 


Set TTL rear panel output voltage type on port 3 to 
TTL active low level. 

Syntax: rvtp3ll 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 LEVEL 
LOW 


RVTP3LP 


Set TTL rear panel output voltage type on port 3 to 
TTL active low pulse. 

Syntax: rvtp3lp 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 LEVEL 
LOW PULSE 


RVTP3X? 


Output TTL rear panel output voltage type on port 
3. 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rvtp3x? 

Data I/O: Outputs ASCII <NR1> integer values as follows: 

1 for TTL HIGH 

2 for TTL LOW 

3for TTL HIGH PULSE 
4forTTL LOW PULSES 

Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT 3 LEVEL 


RVTP4 


Select Port 4 for TTL rear panel output voltage. 
Syntax: rvtp4 


UTILITY - REAR PANEL (Ch 10) 


RVTP4HL 


Set TTL rear panel output voltage type on port 4 to 
TTL active high level 

Syntax: rvtp4hl 


UTILITY - REAR PANEL (Ch 10) 


RVTP4HP 


Set TTL rear panel output voltage type on port 4 to 
TTL active high pulse 

Syntax: rvtp4hp 


UTILITY - REAR PANEL (Ch 10) 


RVTP4LL 


Set TTL rear panel output voltage type on port 4 to 
TTL active low level 

Syntax: rvtp4ll 


UTILITY - REAR PANEL (Ch 10) 
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COMMAND 

DICTIONARY 


RVTP4LP 

RW 


RVTP4LP 


Set TTL rear panel output voltage type on port 4 to 
TTL active low pulse 

Syntax: rvtp4lp 


UTILITY - REAR PANEL (Ch 10) 


RVTP4X? 


Output TTL rear panel output voltage type on port 
4 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rvtp4x? 

Data I/O: OutputsASCII <NR1> integer values as follows: 

1 for TTL HIGH 

2 for TTL LOW 

3for TTL HIGH PULSE 
4forTTL LOW PULSES 


RVTPX? 


Output TTL rear panel output voltage type 
Syntax: rvtpx? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: OutputsASCII <NR1> integer values as follows: 

1 for PORT 1 

2 for PORT 2 

3 for PORT 3 

4 for PORT 4 


Front Panel Key: Utility \ REAR PANEL \ TTL OUTPUT \ SELECT PORT X LEVEL 


RVV 


Set rear panel output mode to vertical 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rw 


Related Commands: 
Front Panel Key: 


RVH, RVD, RVL, RVX? 

Utility \ REAR PANEL \ SELECT OUTPUT MODE VERTICAL 
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COMMAND 

DICTIONARY 


RVX? 

Sll 


RVX? 


Output rear panel output mode 


UTILITY - REAR PANEL (Ch 10) 


Syntax: rvx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

Ifor HORIZONTAL 
2 for VERTICAL 
3for DRIVEN PORT 
4for DC OUTPUT 
5 for TTL output 

Front Panel Key: UtilityX REARPANEL\ SELECT OUTPUT MODE VERTICAL 


RXZ? Output reflective device type in LRL calibration 

greater/less than ZO 

Syntax: rxz? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ LRL/LRM PARAMETERS 
\ ONE BAND\ NEXT CAL STEP\ NEXT CAL STEP\ 

OPEN-SHORT 


S Suffi X sets ti me data type 

Syntax: s 


DATA ENTRY SUFFIXES (Ch 5) 


S11 


Measure Sll on active channel 
Syntax: sil 


MEAS (Ch 5) 


Remarks: Sll isthevalueof thesignal leaving Port 1 vs the value of the signal being 
reflected back into Port 1. Any channel that is displaying the user parame¬ 
ter USR2 will now display Sll. 


Related Commands: S12, S13, S14, S21, S22, S23, S24, CH 1-CH4 


Front Panel Key: Meas \ Sll, REFL/USER 2 
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COMMAND 

DICTIONARY 


S12 

S21 


S12 


Measure S12 on active channel 
Syntax: si2 


MEAS (Ch 5) 


Remarks: S12 is the value of the signal leaving Port 2 vs the value of the signal being 
received at Port 1. Any channel that is displaying the user parameter USR3 
will now display S12. 


Related Commands: 


Sll, S13, S14, S21, S22, S23, S24, CH 1-CH4 


Front Panel Key: 


Meas\ S12,TRANSAJSER 3 


S13 


Measure S13 on active channel 
Syntax: si3 


MEAS (Ch 5) 


Remarks: S13 is the value of the signal leaving Port 3 vs the value of the signal being 
received at Port 1. Any channel that is displaying the user parameter USR5 
will now display S13. 


Related Commands: 


Sll, S12, S14, S21, S22, S23, S24, CH 1-CH4 


Front Panel Key: 


Meas\ S13,T RAN S/USER 5 


S14 Measure S14 on active channel 

Syntax: si4 

Related Commands: Sll, S12, S13, S21, S22, S23, S24, CH 1-CH4 
Front Panel Key: Meas \ S14,T RAN S/USER 10 


MEAS (Ch 5) 


S21 


Measure S21 on active channel 
Syntax: S2l 


MEAS (Ch 5) 


Remarks: S21 is the value of the signal leaving Port 1 vs the value of the signal being 
received at port 2. Any channel that is displaying the user parameter USRl 
will now display S21. 


Related Commands: Sll, S12, S13, S14, S22, S23, S24, CH 1-CH4 


Front Panel Key: Meas \ S21,T RAN S/USER 1 
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Syntax: S2 2 

Remarks: S22 isthevalueof thesignal leaving port 2 vs the value of the signal being 
reflected back into port 2. Any channel that is displaying the user parame¬ 
ter USR4 will now display S22. 


Related Commands: Sll, S12, S13, S14, S21, S23, S24, CH1-CH4 


Front Panel Key: Meas \ S22, REFL/USER 4 


S23 


Measure S23 on active channel 
Syntax: S2 3 


MEAS (Ch 5) 


Remarks: S23 isthevalueof thesignal leaving Port 1 vs the value of thesignal being 
received at port 3. Any channel that is displaying the user parameter USR6 
will now display S23. 


Related Commands: Sll, S12, S13, S14, S21, S22, S24, CH 1-CH4 
Front Panel Key: Meas \ S23,TRANSAJSER 6 


S24 Measure S24 on active channel 

Syntax: S2 4 

Related Commands: Sll, S12, S13, S14, S21, S22, S23, CH 1-CH4 
Front Panel Key: Meas \ S24,TRANSAJSER 11 


MEAS (Ch 5) 


S31 


Measure S31 on active channel 
Syntax: S3l 


MEAS (Ch 5) 


Remarks: S31 isthevalueof thesignal leaving Port 1 vs the value of thesignal being 
received at port 3. Any channel that is displaying the user parameter USR7 
will now display S31. 


Related Commands: S32, S33, S34, CH 1-CH4 


Front Panel Key: Meas \ S31,TRANSAJSER 7 
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COMMAND 

DICTIONARY 

S32 

S41 


S32 M easure S32 on active channel 


5yntax: 

S32 

Remarks: 

532 is the value of the signal leaving port 2 vs the value of the signal being 
reflected back into port 3. Any channel that is displaying the user parame¬ 
ter U5R8 will now display 532. 

Related Commands: 

531, 533, 534, CH1-CH4 

Front Panel Key: 

Meas\ S32,TRANSAJSER 8 


S33 M easure 533 on active channel 


5yntax: 

S33 

Remarks: 

533 is the value of the signal leaving Port 3 vs the value of the signal being 
reflected back into Port 3. Any channel that is displaying the user parame¬ 
ter U5R9 will now display 533. 

Related Commands: 

531, 532, 534, CH1-CH4 

Front Panel Key: 

Meas\ S33,REFL/USER 9 


S34 Measure 534 on active channel 


5yntax: 

S34 

Related Commands: 

531, 532, 533, CH1-CH4 

Front Panel Key: 

Meas\ S33,TRANSAJSER 7 


S41 Measure 541 on active channel 


5yntax: 

S41 

Related Commands: 

541, 542, 543, 544, CH1-CH4 

Front Panel Key: 

Meas\ S33,TRANSAJSER 12 
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S42 

SAl 

COMMAND 

DICTIONARY 


S42 Measure S42 on active channel 


Syntax: 

S42 

Related Commands: 

541, 543, 544, CH1-CH4 

Front Panel Key: 

Meas\ S33,TRANSAJSER 13 


S43 Measure S43 on active channel 


Syntax: 

S43 

Related Commands: 

541, 542, 544, CH1-CH4 

Front Panel Key: 

Meas\ S33,REFL/USER 15 


S44 Measure 544 on active channel 


Syntax: 

S44 

Related Commands: 

541, 542, 543, CH1-CH4 

Front Panel Key: 

Meas\ S33,REFL/USER 16 


SA1 E nter port 1 source attenuator value 


Syntax: 

Value 

Units: 

SAl Value Units 

0 to70dB, in 10 dB steps 

DB, DBL, DBM, XXI, XX3, XM3 

Remarks: 

Attenuates the signal output from Port 1. 

Related Commands: 

PWR, PIP?, TA2 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ PORT lATTN or 

Appl\ SWEPT POWER GAIN COMPRESSION \ SET ATTENUATION 
\ PORT lATTN or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT\ 
PORT lATTN or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS \ PORT lATTN 
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COMMAND 

DICTIONARY 

SAl? 

SA3? 


SA1? Output port 1 source attenuator value 


Syntax: 

SAl? 

Data I/O: 

Outputs a value in ASCI 1 <NRl>format. 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ PORT lATTN or 

Appl\ SWEPT POWER GAIN COMPRESSION \ SET ATTENUATION 
\ PORT lATTN or 

Appl\ SWEPT FREQUENCY GAIN COMPRESSION \ TESTAUT\ 
PORT lATTN or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TEST SIGNALS\ PORT lATTN 


SA3 E nter port 3 source attenuator value 


Syntax: 

Value 

Units: 

SA3 Value Units 

ASCII <NRf>number 

XX1,XX3, XM3 

Data I/O: 

The value is input using an ASCI 1 <NRf>number. 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ PORT 3 ATTN or 

Appl\ SWEPT POWER GAIN COMPRESSION \ SET ATTENUATION 
\ PORT 3 ATTN 


SA3? Output port 3 source attenuator value 


Syntax: 

SA3? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

OforOdB 

10 for 10 dB 

20 for 20 dB 

30 for 30 dB 

40 for 40 dB 

50 for 50 dB 

60 for 60 dB 

70 for 70 dB 

80 for 80 dB 

90 for 90 dB 

100 for 100 dB 

110 for 110 dB 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ PORT 3 ATTN or 

Appl\ SWEPT POWER GAIN COMPRESSION \ SET ATTENUATION 
\ PORT 3 ATTN 
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SAVALL 

SAVE 


COMMAND 

DICTIONARY 


SAVALL Save combined hardwarecal tofloppy disk 


Syntax: 

SAVALL 

Remarks: 

For service use only. 

Related Commands: 

SAVALLH 


SAVALLH Save combined hardwarecal to hard disk 


Syntax: 

SAVALLH 

Remarks: 

For service use only. 

Related Commands: 

SAVALL 


SAVDAC Save 10 MHz DAC number into BBRAM 

Syntax: savdac 

SAVE Save a data file to disk 


Syntax: 

Value 

SAVE Value 

See "Remarks" 

Remarks: 

"filename"isthenameof thefileto which the data isstored. May includea 
driveletter, and path. The file name defines the type of data which isto be 
saved. The types of data and associated file names that can be saved are 
shown in Chapter 9, Table 9-9. 

Related Commands: 

RECALL 

Front Panel Key: 

Display \ TRACE MEMORY\ DISK OPERATIONS \ SAVE MEMORY 
TO HARD (FLOPPY) DISK or 

UtilityX DIAGNOSTICSX HARDVWVRE CAL \ DISK OPERATIONS \ 
SAVE DATA\ SAVE TO HARD (FLOPPY) DISK or 

Hard Copy \ OUTPUT OPTIONS or 

Save/Recall \ SAVE 
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COMMAND 

DICTIONARY 


SAVEGC 


SBD 


SBD? 


SAVEGC 

SBD? 


Save text format gain compression data to disk 

Syntax: savegc Value 

Value See "Remarks" 


UTILITY - DISK (Ch 9) 


Remarks: "filename"isthe name of the fileto which the data isstored. May includea 
drive letter, and path. The extension must be TXT. The data items are sepa¬ 
rated with tabs (ASCI I value 9) in order to be compatible with M icrosoft Ex¬ 
cel. 


Related Commands: SAVE, SPGCA, MFGCT, OGCTXT 


Enter substrate dielectric for microstrip calibration 


CAL (Ch 6) 


Syntax: SBD Value Units 

Value 1.0 to 9999.99 
Units: XXI, XX3, XM3 


Status Reporting: SBT 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USER DEFINED \ SUBSTRATE DI¬ 
ELECTRIC 


Output substrate dielectric for microstrip calibra¬ 
tion 


CAL (Ch 6) 


Syntax: sbd? 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USER DEFINED \ SUBSTRATE DI¬ 
ELECTRIC 
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COMMAND 

DICTIONARY 


SET 

SCL 


SBT Enter substrate thickness for microstrip calibra¬ 

tion 


CAL (Ch 6) 


Syntax: SBT Value Units 

Value 0.001 mm to 1000 mm 
Units: M,MTR,MM,MMT,CM,CMT 


Status Reporting: SBD 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERSX USER DEFINED\ THICKNESS OF 
SUBSTRATE 


SBT? Output substrate thickness for microstrip calibra¬ 

tion 


CAL (Ch 6) 


Syntax: sbt? 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERSX USER DEFINED\ THICKNESS OF 
SUBSTRATE 


SCL Enter scale resolution for top graph of active chan¬ 

nel 


DISPLAY (Ch 5) 


Syntax: SCL Value Units 

Value Depends on graph type: Mag Resolution: 0.001-50, Phase Resolution: 

0.01-90, Polar Resolution: E-9-999.99, Mag Resolution: 200 max, Smith/I n- 
verted Smith: -30,10, 20, 30 

Units: Depends on graph type; refer to Table 11-2 at the end of this chapter. 

Remarks: Depends on graph type: Mag Resolution: 0.001-50, Phase Resolution: 

0.01-90, Polar Resolution: E-9-999.99, Mag Resolution: 200 max, Smith/I n- 
verted Smith: -3, 0,10, 20, 30. 


Related Commands: OFF, REF, ISE, I SC, SM E, SMC 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ RESOLUTION 
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COMMAND 

DICTIONARY 


SCL2 


SCL2? 


SCL? 


SCL2 

SCL? 


Enter scale resolution for bottom graph of active 
channel 


DISPLAY (Ch 5) 


Syntax: SCL2 Value Units 

Value Depends on graph type: Mag Resolution: 0.001-50, Phase Resolution: 

0.01-90, Polar Resolution: E-9-999.99, Mag Resolution: 200 max, Smith/I n- 
verted Smith: -30,10, 20, 30 

U nits: Depends on graph type; refer to Table 11-2 at the end of this chapter. 


Remarks: Depends on graph type: Mag Resolution: 0.001-50, Phase Resolution: 

0.01-90, Polar Resolution: E-9-999.99, Mag Resolution: 200 max, Smith/I n- 
verted Smith: -30,10, 20, 30. 


Related Commands: OFF2, REF2 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ RESOLUTION 


Output scale resolution for bottom graph of active 
channel 

Syntax: scl2? 

Data I/O: Outputs a value in ASCI I <NR3>format. 
Related Commands: SCL2 


DISPLAY (Ch 5) 


Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ RESOLUTION or 

Utility\ REAR PANEL \ SELECT OURPUT MODE (HORIZONTAL) 
(VERTICAL) \ VERTICAL RESOLUTION 


Output scale resolution for top graph of active 
channel 

Syntax: scl? 


DISPLAY (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any, except SMITH CHART then \ SCALE 
\ RESOLUTION or 

UtilityX REAR PANEL \ SELECT OURPUT MODE (HORIZONTAL) 
(VERTICAL) \ VERTICAL RESOLUTION 
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Syntax: scm 


Related Commands: 
Front Panel Key: 


LCM,OCM 

Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD \ 
STANDARD 


SDO Turn marker screen display off 

Syntax: sdo 

Related Commands: SDl, SDX? 

SD1 Turn marker screen display on 

Syntax: sol 

Related Commands: SDO, SDX? 


MARKER (Ch 7) 


MARKER (Ch 7) 


SDG 


UTILITY - DIAGNOSTICS (Ch 9) 


Start diagnostics mode 
Syntax: sdg 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY) 


SDPO Turn the power sweep marker screen display OFF 

Syntax: sdpo 

Related Commands: SDPl, SDPX? 


MARKER (Ch 7) 


SDP1 Turn the power sweep marker screen display ON 

Syntax: sdpi 

Related Commands: SDPO, SDPX? 


MARKER (Ch 7) 
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COMMAND 

DICTIONARY 

SDPX? 

SEQDEL4 


SDPX? Output the power sweep marker screen display 

status 


Syntax: 

SDPX? 

Data I/O: 

Outputs data using ASCII <NRl>format as follows: 

Ofor FALSE 

1 for TRUE 

Related Commands: 

SDPO, SDPl 


SDX? Output marker screen display status 


Syntax: 

SDX? 

Data I/O: 

Outputs data in ASCII <NRl>format as follows: 

Ofor screen display OFF 

1 for screen display ON 

Related Commands: 

SDO, SDl 


SEQDEL1 Delete sequence 1 

Syntax: seqdeli 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCE 1 

SEQDEL2 Delete sequence 2 

Syntax: seqdel2 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCE 2 

SEQDEL3 Delete sequence 3 

Syntax: seqdel3 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCES 

SEQDEL4 Delete sequence 4 


Syntax: 

SEQDEL4 

Front Panel Key: 

Seq\ UTILITYX DELETE SEQUENCE \ SEQUENCE 4 

MS462XXPM 
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COMMAND 

DICTIONARY 


SEQDEL5 

SEQDGMSG? 


SEQDEL5 Delete sequence 5 | 

Syntax: seqdels 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCES 


SEQ (Ch 10) 


SEQDEL6 Delete sequence 6 

Syntax: seqdel6 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCES 


SEQ (Ch 10) 


SEQDEL7 Delete sequence 7 | 

Syntax: seqdel? 

Front Panel Key: Seq \ UTILITY\ DELETE SEQUENCE \ SEQUENCE 7 


SEQDGMSGO Turn saving sequence display message to service 
log off 


SEQ (Ch 10) 


SEQ (Ch 10) 


Syntax: seqdgmsgo 

Front Panel Key: Seq \ UTILITY\ SAVE MESSAGE TQ SERVER LQG QFF 


SEQDGMSG1 Turn saving sequence display message to service 
log on 

Syntax: seqdgmsgi 

Front Panel Key: Seq \ UTILITY\ SAVE MESSAGE TQ SERVER LQG QN 


SEQ (Ch 10) 


SEQDGMSG? Output saving sequence display message to service 
log status 

Syntax: seqdgmsg? 


SEQ (Ch 10) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


Front Panel Key: Seq \ UTILITY\ SAVE MESSAGE TO SERVER LOG 
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COMMAND 

DICTIONARY 


SEQEXE1 


SEQEXE2 


SEQEXE3 


SEQEXE4 


SEQEXE5 


SEQEXE6 


SEQEXE7 


SEQEXEl 

SEQEXE7 


Execute sequence 1 
Syntax: seqexei 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 1 

Execute sequence 2 
Syntax: seqexe2 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 2 

Execute sequence 3 
Syntax: seqexe3 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 3 

Execute sequence 4 
Syntax: seqexe4 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 4 

Execute sequence 5 
Syntax: seqexes 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 5 

Execute sequence 6 
Syntax: seqexe6 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 6 

Execute sequence 7 
Syntax: seqexe7 

Front Panel Key: Seq \ EXECUTE SEQUENCE \ SEQUENCE 7 


SEQ (Ch 10) 


SEQ (Ch 10) 


SEQ (Ch 10) 


SEQ (Ch 10) 


SEQ (Ch 10) 


SEQ (Ch 10) 


SEQ (Ch 10) 


11-539 


MS462XXPM 


















COMMAND 

DICTIONARY 


SEQHELPO 

SEQLOA2 


SEQHELPO Turn off sequence hel p message 

Syntax: seqhelpo 


SEQ (Ch 10) 


Related Commands: SEQHELPl, SEQHELP? 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ MORE \ SEQUENCE 
HELP MESSAGE OFF 


SEQHELP1 Turn on sequence hel p message 

Syntax: seqhelpi 


SEQ (Ch 10) 


Related Commands: SEQHELPO, SEQHELP? 

Front Panel Key: Hard Copy \ OUTPUT HEADERS SETUP \ MORE \ SEQUENCE 
HELP MESSAGE ON 


SEQHELP? Output sequence hel p message mode on/off 

Syntax: seqhelp? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 


Related Commands: SEQHELPO, SEQHELPl 


SEQ (Ch 10) 


SEQLQA1 Recall sequence 1 from floppy disk 

Syntax: SEQLOAI Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 1\ FROM FLOPPY DISK 


SEQLOA2 Recall sequence 2 from floppy disk 

Syntax: SEQL0A2 Value 

Value "String" 1 to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 2\ FROM FLOPPY DISK 
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COMMAND 

DICTIONARY 


SEQL0A3 


SEQL0A4 


SEQL0A5 


SEQL0A6 


SEQL0A7 


SEQL0AH1 


SEQLOA3 

SEQLOAHl 


Recall sequence 3 from floppy disk 

Syntax: SEQL0A3 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 3\ FROM FLOPPY DISK 


Recall sequence 4 from floppy disk 

Syntax: SEQL0A4 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 4\ FROM FLOPPY DISK 


Recall sequence 5 from floppy disk 

Syntax: SEQLOAS Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 5\ FROM FLOPPY DISK 


Recall sequence 6 from floppy disk 

Syntax: SEQL0A6 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 6\ FROM FLOPPY DISK 


Recall sequence 7 from floppy disk 

Syntax: SEQL0A7 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 7\ FROM FLOPPY DISK 


Recall sequence ! from hard disk 

Syntax: SEQLOAHI Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 1\ FROM HARD DISK 
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COMMAND 

DICTIONARY 


SEQLOAH2 

SEQLOAH7 


SEQL0AH2 Recall sequence2 from hard disk 

Syntax: SEQL0AH2 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 2\ FROM HARD DISK 


SEQLOAH3 Recall sequence 3 from hard disk 

Syntax: SEQL0AH3 Value 

Value "String" 1 to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 3\ FROM HARD DISK 


SEQLOAH4 Recall sequence4 from hard disk 

Syntax: SEQL0AH4 Value 

Value "String" 1 to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 4\ FROM HARD DISK 


SEQLOAH5 Recall sequence 5 from hard disk 

Syntax: SEQLOAHS Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 5\ FROM HARD DISK 


SEQLOAHS Recall sequence 6 from hard disk 

Syntax: SEQL0AH6 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 6\ FROM HARD DISK 


SEQLOAH7 Recall sequence 7 from hard disk 

Syntax: SEQL0AH7 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ LOAD SEQUENCE 7\ FROM HARD DISK 


11-542 


MS462XXPM 
















COMMAND 

DICTIONARY 


SEQNAM1 


SEQNAM1? 


SEQNAM2 


SEQNAM2? 


SEQNAM3 


SEQNAM3? 


SEQNAMl 

SEQNAM3? 


E nter sequence 1 name 

Syntax: SEQNAMI Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 1 


Output sequence 1 name 
Syntax: seqnami? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 1 


Enter sequence 2 name 

Syntax: SEQNAM2 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 2 


Output sequence 2 name 
Syntax: seqnam2? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 2 


E nter sequence 3 name 

Syntax: SEQNAM3 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCES 


Output sequence 3 name 
Syntax: seqnam3? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCES 
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COMMAND 

DICTIONARY 


SEQNAM4 

SEQNAM6? 


SEQNAM4 E nter sequence 4 name 

Syntax: SEQNAM4 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 4 


SEQNAM4? Output sequence 4 name 

Syntax: seqnam4? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 

Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 4 


SEQ (Ch 10) 


SEQNAM5 E nter sequence 5 name 

Syntax: SEQNAMS Value 

Value "String" 1 to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 5 


SEQNAMS? Output sequence 5 name 

Syntax: seqnams? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 

Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 5 


SEQ (Ch 10) 


SEQNAMS E nter sequence 6 name 

Syntax: SEQNAM6 Value 

Value "String" 1 to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 6 


SEQNAMS? Output sequence 6 name 

Syntax: seqnams? 

Data I/O: Outputs name using <Arbitrary ASCI I >format. 

Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 6 


SEQ (Ch 10) 
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COMMAND 

DICTIONARY 

SEQNAM7 

SEQOP? 


SEQNAM7 E nter sequence 7 name | 

Syntax: SEQNAM7 Value 

Value "String"!to8characters 

Front Panel Key: Seq \ UTILITY\ RENAME SEQUENCE \ SEQUENCE 7 

SEQNAM7? Output sequence 7 name | 


Syntax: 

SEQNAM7 ? 

Data I/O: 

Outputs name using <Arbitrary ASCI I >format. 

Front Panel Key: 

Seq\ UTILITYX RENAME SEQUENCE \ SEQUENCE 7 


SEQOPO Turn off sequence operator message 


Syntax: 

SEQOPO 

Related Commands: 

SEOOPl, SEOOP? 

Front Panel Key: 

Hard Copy \ QUTPUT HEADERS SETUP \ MQRE \ SEQQPERATQR 
MESSAGE QFF 


SEQOP1 Turn on sequence operator message 


Syntax: 

SEQOPl 

Related Commands: 

SEOOPO, SEOOP? 

Front Panel Key: 

Hard Copy \ QUTPUT HEADERS SETUP \ MQRE \ SEQQPERATQR 
MESSAGE QN 


SEQOP? Output sequence operator message mode on/off 


Syntax: 

SEQOP? 

Data I/O: 

Outputs value on/off status using ASCII <NRl>format as follows: 

OisOFF 

lisON 

Related Commands: 

SEOOPO, SEOOP! 

Front Panel Key: 

Hard Copy \ OUTPUT HEADERS SETUP \ MORE \ SEQQPERATQR 
MESSAGE 
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11-545 















COMMAND 

DICTIONARY 


SEQSAVl 

SEQSAV6 


SEQSAVl Save sequence 1 to floppy disk 

Syntax: SEQSAVI Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE l(FDD) 


SEQSAV2 Save sequence 2 to floppy disk 

Syntax: SEQSAV2 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 2 (FDD) 


SEQSAV3 Save sequence 3 to floppy disk 

Syntax: SEQSAV3 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 3 (FDD) 


SEQSAV4 Save sequence 4 to floppy disk 

Syntax: SEQSAV4 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 4 (FDD) 


SEQSAV5 Save sequence 5 to floppy disk 

Syntax: SEQSAVS Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 5 (FDD) 


SEQSAV6 Save sequence 6 to floppy disk 

Syntax: SEQSAV6 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 6 (FDD) 
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DICTIONARY 


SEQSAV7 


SEQSAVH1 


SEQSAVH2 


SEQSAVH3 


SEQSAVH4 


SEQSAVH5 


SEQSAV7 

SEQSAVH5 


Save sequence 7 to floppy disk 

Syntax: SEQSAV7 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 7 (FDD) 


Save sequence 1 to hard disk 

Syntax: SEQSAVHI Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE l(HDD) 


Save sequence 2 to hard disk 

Syntax: SEQSAVH2 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 2 (HDD) 


Save sequence 3 to hard disk 

Syntax: SEQSAVH3 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 3 (HDD) 


Save sequence 4 to hard disk 

Syntax: SEQSAVH4 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 4 (HDD) 


Save sequence 5 to hard disk 

Syntax: SEQSAVHS Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 5 (HDD) 
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DICTIONARY 


SEQSAVH6 

SEQSAVT4 


SEQSAVH6 Save sequence 6 to hard disk 

Syntax: SEQSAVH6 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 6 (HDD) 


SEQSAVH7 Save sequence 7 to hard disk 

Syntax: SEQSAVH7 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE \ SEQUENCE 7 (HDD) 


SEQSAVT1 Save sequence ! text to floppy disk 

Syntax: seqsavti value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FQRMAT\ SE¬ 
QUENCE l(FDD) 


SEQSAVT2 Save sequence 2 text to floppy disk 

Syntax: SEQSAVT2 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FQRMAT\ SE¬ 
QUENCE 2 (FDD) 


SEQSAVT3 Save sequence 3 text to floppy disk 

Syntax: seqsavti Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FQRMAT\ SE¬ 
QUENCE 3(FDD) 


SEQSAVT4 Save sequence 4 text to floppy disk 

Syntax: SEQSAVT4 Value 

Value "String"!to8characters 


SEQ (Ch 10) 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FQRMAT\ SE¬ 
QUENCE 4(FDD) 
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DICTIONARY 


SEQSAVT5 


SEQSAVT6 


SEQSAVT7 


SEQSAVTH1 


SEQSAVTH2 


SEQSAVT5 

SEQSAVTH2 


Save sequence 5 t©<t to floppy disk 


SEQ (Ch 10) 


Syntax: SEQSAVTS Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 5(FDD) 


Save sequence 6 text to floppy disk 


SEQ (Ch 10) 


Syntax: SEQSAVT6 Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 6(FDD) 


Save sequence 7 text to floppy disk 


SEQ (Ch 10) 


Syntax: seqsavt? Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 7(FDD) 


Save sequence ! text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTHI Value 

Val ue "Stri ng" ! to 8 characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE l(HDD) 


Save sequence 2 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTH2 Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 2 (HDD) 
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DICTIONARY 


SEQSAVTH3 

SEQSAVTH7 


SEQSAVTH3 Save sequence 3 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTH3 Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 3(HDD) 


SEQSAVTH4 Save sequence 4 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTH4 Value 

Value "String" 1 to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 4(HDD) 


SEQSAVTH5 Save sequence 5 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTHS Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 5(HDD) 


SEQSAVTH6 Save sequence 6 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTH6 Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 6(HDD) 


SEQSAVTH7 Save sequence 7 text to hard disk 


SEQ (Ch 10) 


Syntax: SEQSAVTH7 Value 

Value "String"!to8characters 


Front Panel Key: Seq \ UTILITY\ SAVE SEQUENCE IN ASCII FORMAT \ SE¬ 
QUENCE 7(HDD) 


11-550 


MS462XXPM 














COMMAND 

DICTIONARY 


SETBD 

SETSB 


SETBD 


Set balanced differential S-parameters setup to be 
default setup for all channels 

Syntax: setbd 


DISPLAY (Ch 5) 


Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ SETUP 
S-PARAMS IN ALL CHANNELS \ BALANCED DIFFERENTIAL 


SETCHANKEY Setup channel keys on front panel to channel keys 


DISPLAY (Ch 5) 


Syntax: setchankey 


Front Panel Key: DisplayX DISPLAY MODE\ SETUP DISPLAY GROUP\ REDEFINE 
CHANNEL KEYS\ CHANNEL KEY/GROUP 


SETCHANKEY? Output channel key setup 

Syntax: setchankey? 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format as follows: 

0 to set Channel keys to CHANNEL 
1 to set Channel keys to GROUP 

Front Panel Key: DisplayX DISPLAY MODE\ SETUP DISPLAY GROU \ REDEFINE 
CHANNEL KEYS\ CHANNEL KEY/GROUP 


SETGRPKEY Setup channel keys on front panel to group keys 


DISPLAY (Ch 5) 


Syntax: setgrpkey 


Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ REDEFINE 
CHANNEL KEYS\ CHANNEL KEY/GROUP 


SETSB 


Set single ended/balanced differential S-parame- 
ters setup to be default setup for all channels 

Syntax: setsb 


DISPLAY (Ch 5) 


Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ SETUP 

S-PARAMS IN ALL CHANNELS \ SINGLE ENDED/BALANCED DIF¬ 
FERENTIAL 
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setup for all channels 


Syntax: setse 

Front Panel Key: Display \ DISPLAY MODE \ SETUP DISPLAY GROUP \ SETUP 
S-PARAMS IN ALL CHANNELS \ SINGLE ENDED S-PARAMS 


SETSPARAM? Output default S-parameter setup for all channels 

Syntax: setsparam? 


DISPLAY (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format as follows: 
Ofor SINGLE END S-PARAMS 
Ifor BALANCED DIFFERENTIAL 
2for SINGLE END/BALANCED DIFFERENTIAL 


SETUP Display frequency menu 

Syntax: setup 


FREQ (Ch 5) 


SFC 


Perform flat test port calibration 
Syntax: sec 


POWER - FLAT POWER (Ch 5) 


Front Panel Key: Power \ SOURCE 1 SETUP \ FLAT TEST PORT POWER CAL \ BE¬ 
GIN CAL or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ TESTSIGNALS\ CALIBRATE FOR 
FLATNESSX BEGIN CAL 


SFGCA 


Select swept frequency gain compression applica¬ 
tion 


APPL - GAIN COMPRESSION (Ch 10) 


Syntax: sfgca 


Remarks: AliasAPPGCF 


Related Commands: SPGCA, UNDOGC 
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COMMAND 

DICTIONARY 


SFGCT 


SG? 


SGAPL 


SGMODE? 


SGOFF 


SFGCT 

SGOFF 


start swept frequency gain compression test 
Syntax: sfgct 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: Begin testing gain compression over the current frequency range and at the 
current power level setting. 

Related Commands: SFGCA 

Front Panel Key: AppI \ SWEPT FREQUENCY GAIN COMPRESSION \ TEST AUT 


Output the segmented sweep flag on/off status 
Syntax: SG? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Related Commands: SGON, SGOFF 


Apply the current define definition of the seg¬ 
mented sweep 

Syntax: sgapl 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 
MODE APPLY\ CONTINUE 


Ouery the segmented sweep define mode 
Syntax: sgmode? 

Data I/O: Outputs data using ASCI I <NR1> integer values, 
Related Commands: SGSTP?, SGPTS?, SGPTS? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Turn the segmented sweep flag OFF 
Syntax: sgoff 

Related Commands: SGON,SG? 


SWEEP - SEGMENTED SWEEP (Ch 5) 
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DICTIONARY 


SGON 

SGSTP? 


SGON Turn the segmented sweep flag ON 

Syntax: sgon 

Related Commands: SCOFF, SG? 


SWEEP - SEGMENTED SWEEP (Ch 5) 


SGPTS? 


Output the total number of poi nts of al I of the ap- 
plied segments 


I SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: sgpts? 


Data I/O: Outputs data using ASCI I <NR1> integer values. 

Related Commands: SGSTP?, SGSTRT?, SPTS? 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ DATA POINTS or AppI \ TRANSMISSION AND RE¬ 
FLECTION \ Cal\ PERFORM CAL (or MANUAL CAL)\ 2-PORT \ 
NEXT CAL STEP \ EXCLUDE ISOLATION \ SEGMENTED SWEEP 
\ DATA POINTS 


SGSTP? 


Output the stop frequency of the last appi led seg¬ 
ment 


SWEEP - SEGMENTED SWEEP (Ch 5) 


Syntax: sgstp? 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: SGPTS?, SGSTRT?, SPTS? 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ STOP or Appi \ TRANSMISSION AND REFLEC¬ 
TION \ Cal\ PERFORM CAL (or MANUAL CAL)\ 2-PORT \ NEXT 
CAL STEP \ EXCLUDE ISOLATION \ SEGMENTED SWEEP \ STOP 
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DICTIONARY 


SGSTRT? 

SHI? 


SGSTRT? 


Output the start frequency of the first applied se 
ment 


j SWEEP - SEGMENTED SWEEP (Ch^ 


Syntax: sgstrt? 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Related Commands: SORTS?, SGSTP?, SPTS? 

Front Panel Key: Sweep \ MORE \ SEGMENTED SWEEP \ SEGMENTED SWEEP 

MODE DEFINE \ START or AppI \ TRANSMISSION AND REFLEC¬ 
TION \ Cal\ PERFORM CAL (or MANUAL CAL)\ 2-PORT \ NEXT 
CAL STEP \ EXCLUDE ISOLATION \ SEGMENTED SWEEP \ 
START 


SHI 


Set offset short 1 or 2 offset length for offset short 
calibration 

Syntax: SHl Value Units 

Value -999.999 to 4^99.999 
Units: M,MTR, MM,MMT, CM,CMT 


CAL (Ch 6) 


Status Reporting: OCM, WSHl, WSH2 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ NEXT CAL STEP \ INCLUDE ISOLATION \ NORMAL 
(1601 POINTS MAXI MUM) \ NEXT CAL STEP \ OFFSET LE NGTHS 
OF SHORTS\ SHORT 1 


SH1? 


Output offset short 1 offset length 
Syntax: SHl? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ NEXT CAL STEP \ INCLUDE ISOLATION \ NORMAL 
(1601 POINTS MAXI MUM) \ NEXT CAL STEP \ OFFSET LE NGTHS 
OF SHORTS \ PORT 1 SHORTS 
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calibration 


Syntax: SH2 Value Units 

Value -999.999 to 4^99.999 
Units: M,MTR,MM,MMT,CM,CMT 


Status Reporting: OCM, WSHl, WSH2 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ NEXT CAL STEP \ FULL 12-TERM \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ 
OFFSET LENGTHS OF SHORTS \ SHORT 2 


SH2? Output offset short 2 offset length 

Syntax: sh2? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ NEXT CAL STEP \ INCLUDE ISOLATION \ NORMAL 
(1601 POINTS MAXIMUM) \ NEXT CAL STEP \ OFFSET LENGTHS 
OF SHORTS\ PORT 1 SHORTS 


SINP 


Enter single power 
Syntax: sinp 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf>number. 


Related Commands: 
Front Panel Key: 


SINP?, SINPO, SIN PI, SINPX? 

Sweep\ SWEPT TYPE POWER SWEEP thenPower\ SINGLE 
POWER 


SINPO 


Turn off single power mode 


SWEEP - POWER SWEEP (Ch 5) 


Syntax: sinpo 


Related Commands: 
Front Panel Key: 


SINP,SINP?,SINP1, SINPX? 

Sweep \ SWEEP TYPE POWER SWEEP then Power \ SINGLE 
POWER OFF 
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DICTIONARY 


SINP1 


SINP? 


SINPX? 


SISO 


SIS1 


SINPl 

SISl 


SWEEP - POWER SWEEP (Ch 5) 


Turn on single power mode 
Syntax: sinpi 

Related Commands: SI NP, SI NP?, SI NPO, SI NPX? 


Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ SINGLE 
POWER ON 


SWEEP - POWER SWEEP (Ch 5) 


Output single power 
Syntax: sinp? 

Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: SI N P, SI N PO, SI N PI, SI N PX? 


Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ SINGLE 
POWER 


Output single power mode on/off status 
Syntax: sinpx? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> format as follows: 

0for OFF 
1 for ON 

Related Commands: SI N P, SI N P?, SI N PO, SI NP1 

Front Panel Key: Sweep\ SWEEPTYPE POWER SWEEP thenPower\ SINGLE 
POWER 


Turn off simultaneous internal sources mode 
Syntax: siso 

Front Panel Key: Config \ INTERNAL SOURCES BOTH ENABLED OFF 


CONFIG (Ch 5) 


Turn on simultaneous internal sources mode 
Syntax: sisi 

Front Panel Key: Config \ INTERNAL SOURCES BOTH ENABLED ON 


CONFIG (Ch 5) 
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SIS2CWF 

SIS20FF? 


COMMAND 

DICTIONARY 


SIS2CWF 


SIS2CWF? 


SIS2CW0FF 


SIS2CW0N 


SIS2CW0N? 


SIS20FF 


SIS20FF? 


Enter internal source 2 CW frequency and turn 
CW on 

Syntax: SIS2CWF Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


CONFIG (Ch 5) 


Output internal source 2 CW frequency 
Syntax: sis2cwf? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Turn internal source 2 CW off 
Syntax: sis2cwoff 


CONFIG (Ch 5) 


Turn internal source 2 CW on at current CW fre¬ 
quency 

Syntax: sis2cwon 


CONFIG (Ch 5) 


Output internal source 2 CW on/off status 
Syntax: sis2cwon? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


CONFIG (Ch 5) 


0for OFF 
1 for ON 


Enter internal source 2 offset from source 1 fre¬ 
quency 

Syntax: SIS20FF Value Units 

Value Frequency 

Units: HZ, KHZ, MHZ, GHZ 


CONFIG (Ch 5) 


Output internal source 2 offset from source 1 fre¬ 
quency 

Syntax: sis 20 ff? 


CONFIG (Ch 5) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 
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SISX? 


SLC 


SLD 


SLDP3 


SLDP4 


SISX? 

SLDP4 


Output simultaneous internal sources mode on/off 


CONFIG (Ch 5) 


Syntax: sisx? 

Data I/O: Outputs automatic DUT protection on/off status using ASCI I <NRl>format 
as follows: 

Ofor Automatic DUT Protection is OFF 


Front Panel Key: Config \ INTERNAL SOURCES BOTH ENABLED 


Clear all segmented limits definitions 
Syntax: slc 


DISPLAY - LIMITS (Ch 7) 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX CLEAR ALL SEGMENTS 


Select sliding load for calibration 
Syntax: sld 


CAL (Ch 6) 


Remarks: During calibration thedata-taking process for the load includes six slide po¬ 
sitions. If any calibration frequencies are below 2 GFIz, a broadband load 
must be used. 


Related Commands: BBL 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ LOAD TYPE \ SLIDING LOAD 


Select sliding load for 3-port calibration 
Syntax: sldp3 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ LOAD TYPE 


Select sliding load for 4-port calibration 
Syntax: sldp4 


CAL (Ch 6) 
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DICTIONARY 


SLH 

SLLX? 


SLH 


Enter segmented limits horizontal offset 


DISPLAY - LIMITS (Ch 7) 


Syntax: SLH Value Units 

Value Frequency, time, or distance in current sweep range 
Units: XM3, XXI, XX3 


Related Commands: SLV 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITS \ SET SEGMENT OFFSETS \ HORIZONTAL 


SLH? 


Output segmented limits horizontal offset 


DISPLAY - LIMITS (Ch 7) 


Syntax: slh? 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITS \ SET SEGMENT OFFSETS \ HORIZONTAL 


SLLO Turn lower segmented limits display off 

Syntax: sllo 

Related Commands: LON,LOF, SLLl 

SLL1 Turn lower segmented limits display on 

Syntax: slli 

Related Commands: LON, LOF, SLLO 


DISPLAY - LIMITS (Ch 7) 


DISPLAY - LIMITS (Ch 7) 


SLLX? 


Output lower segmented limits display on/off sta¬ 
tus 


DISPLAY - LIMITS (Ch 7) 


Syntax: sllx? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 
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SLUO 

SLV 


SLUG Turn upper segmented limits display off 


Syntax: 

SLUG 

Related Commands: 

LON, LOF, SLUl 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER (LOWER) LIMIT OFF 


SLU1 Turn upper segmented limits display on 


Syntax: 

SLUl 

Related Commands: 

LON, LOF, SLL, SLUO 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER (LOWER) LIMIT ON 


SLUX? Output upper segmented limits display on/off sta¬ 

tus 


Syntax: 

SLUX? 

Data I/O: 

Outputs a value in ASCI 1 <NR1>format as follows: 

0for OFF 

1 for ON 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except L1NEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER (LOWER) LIMIT 


SLV E nter segmented I i mits verti cal offset 


Syntax: 

Value 

Units: 

SLV Value Units 

Depends on graph type (see Dl SPLAY group) 

Depends on graph type (seeTable 11-2 at the end of this chapter). 

Related Commands: 

SLH 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except L1NEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX SET SEGMENT OFFSETSX VERTICAL 
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SLV? 

SMI 


SLV? 


Output segmented limits vertical offset 


DISPLAY - LIMITS (Ch 7) 


Syntax: slv? 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITS \ SET SEGMENT OFFSETS \ VERTICAL 


SMC 


Enter scale and select compressed Smith chart dis¬ 
play 

Syntax: SMC Value Units 

Value 10,20,30 
Units: DBL,XX1 


DISPLAY (Ch 5) 


Remarks: Selects the compressed Smith Chart for display on the active channel. 


Related Commands: 


DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PH A, PLG, POW, PLR, REL, SMI, SME, SMI, SWR 


Front Panel Key: Display \ GRAPH TYPE \ SMITH CHART (IMPEDANCE) then \ 
SCALE \ COMPRESS 3dB 


SME 


Enter scale and select expanded Smith chart dis¬ 
play 

Syntax: SME Value Units 

Value -3, 0,10, 20, 30 
Units: DBL,XX1 


DISPLAY (Ch 5) 


Related Commands: 


DLA, CH1-CH4, IMG, ISC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, PLR, REL, SMC, SME, SMI, SWR 


Front Panel Key: Display \ GRAPH TYPE \ SMITH CHART (IMPEDANCE) then \ 
SCALE\ EXPAND 


SMI 


Select normal Smith chart for active channel 


DISPLAY (Ch 5) 


Syntax: smi 


Related Commands: DLA, CH 1-CH4,1 MG, I SC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, PLR, REL, RIM, SMC, SME, SWR 

Front Panel Key: Display \ GRAPH TYPE \ SMITH CHART (IMPEDANCE) then \ 
SCALE \ NORMAL SMITH 
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SMKR 

SNPDB 


SMKR Select marker search marker mode 

Syntax: smkr 

Related Commands: AMKR, FMKR, NMKR, SMKRMAX, SMKRMIN, XMKR? 
Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH 

SMKRMAX Select marker search maximum B 


Syntax: 

SMKRMAX 

Related Commands: 

SMKRMIN, XMKR?, XMKRP? 

Front Panel Key: 

Marker\ MARKER READOUT FUNCTIONS\ SEARCH (MAXIMUM) 


SMKRMIN Select marker search minimum 


Syntax: 

SMKRMIN 

Related Commands: 

SMKRMAX, XMKR?, XMKRP? 

Front Panel Key: 

Marker\ MARKER READOUT FUNCTIONS\ SEARCH (MINIMUM) 


SMKRX Select the marker search x-axis marker mode 


Syntax: 

SMKRX 

Related Commands: 

XMKRP? 

Front Panel Key: 

Markers \ MARKER READOUT FUNCTIONS\ SEARCH (X-AXIS) 


SNPDB Select log magnitude and phase as SnP output for¬ 

mat 


Syntax: 

SNPDB 

Front Panel Key: 

Hard Copy \ OUTPUT SETUP \ SnP OPTIONS \ SETUP \ LOG MAG 


MS462XXPM 
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SNPFMTX? 

SNPRI 


COMMAND 

DICTIONARY 


HARD COPY (Ch 9) 


SNPFMTX? Output SnP output format selection 

Syntax: snpfmtx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 

Ifor LINEAR MAGNITUDE AND PHASE 
2for LOG MAGNITUDE AND PHASE 
3for REAL AND IMAGINARY 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SnP OPTIONS \ SETUP \ LIN MAG 


SNPGHZ 


Select GHz as SnP frequency units 
Syntax: snpghz 


HARD COPY (Ch 9) 


SNPHZ 


Select Hz as SnP frequency units 
Syntax: snphz 


HARD COPY (Ch 9) 


SNPKHZ 


Select KHz as SnP frequency units 
Syntax: snpkhz 


HARD COPY (Ch 9) 


SNPMA 


Select linear magnitude and phase as SnP output 
format 


HARD COPY (Ch 9) 


Syntax: snpma 

Front Panel Key: Hard Copy \ OUTPUT SETUP \ SnP OPTIONS \ SETUP \ LIN MAG 


SNPMHZ 


Select M Hz as SnP frequency units 
Syntax: snpmhz 


HARD COPY (Ch 9) 


SNPRI 


Select real and imaginary as SnP output format 
Syntax: snpri 


HARD COPY (Ch 9) 


Front Panel Key: Hard Copy \ OUTPUT SETUP \ SnP OPTIONS \ SETUP \ 
REAL-I MAG 
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COMMAND 

DICTIONARY 


SNPUNITX? 

SOLT4P 


SNPUNITX? Output SnP frequency units selection 

Syntax: snpunitx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
1 for GHz 
2for MHz 
3for KHz 
4for Hz 


HARD COPY (Ch 9) 


SOF Turn off smoothing 

Syntax: sof 
Related Commands: SON 

Front Panel Key: Avg \ TRACE SMOOTHING OFF 


AVG (Ch 5) 


SOF? 


SOLT 


SOLT4P 


Output smoothing on/off status 
Syntax: sof? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Front Panel Key: Avg \ TRACE SMOOTHING 

Select SOLT calibration method 
Syntax: solt 


AVG (Ch 5) 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ CHANGE CAL METHOD \ 
SOLT 


Select SOLT calibration method for 4-port calibra¬ 
tion 

Syntax: solt 4 p 


CAL (Ch 6) 


Front Panel Key: Cal \ PE RFORM CAL 4 PORT CAL \ CHANGE CAL METHOD \ 
SOLT (NOT FOR VWVVEGUIDE) 
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COMMAND 

DICTIONARY 


SON 

SPAN 


SON 


E nter smcwthi ng val ue and turn on 


Syntax: son Value Units 

Value 0to20 
Units: XXI, XX3, XM3 


Related Commands: SOF 


AVG (Ch 5) 


Front Panel Key: Avg \ TRACE SMOOTHING ON AND SMOOTHING X%OF SWEEP 


SON? 


Output smoothing value 
Syntax: son? 


AVG (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Avg \ TRACE SMOOTHING ON AND SMOOTHING X%OF SWEEP 


SPAO 


Spur avoidance mode off 
Syntax: spao 


SWEEP (Ch 5) 


Front Panel Key: Sweep\ MORE \ MEASUREMENT ENHANCEMENT \ SPURAVOID- 
ANCE OFF 


SPA1 


Spur avoidance mode on 
Syntax: spai 


SWEEP (Ch 5) 


Front Panel Key: Sweep\ MORE \ MEASUREMENT ENHANCEMENT \ SPURAVOID- 
ANCE ON 


SPAN 


E nter frequency span 


FREQ (Ch 5) 


Syntax: span Value Units 

Value Can be any frequency span up to the high frequency limit minus the low 
frequency 11 mit of the M S462XX 
Units: HZ, KHZ, MHZ, GHZ 


Related Commands: CNTR, CNTR?, SPAN?, SRT, SRT?, STP, STP? 


Front Panel Key: Freq \ SET CENTER/SPAN \ SPAN or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ SET CENTER SPAN \ SPAN 
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SPAN? 

SPD 


FREQ (Ch 5) 


COMMAND 

DICTIONARY 


SPAN? 


Output frequency span 


Syntax: span? 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: CNTR, CNTR?, SPAN, SRT, SRT?, STP, STP? 

Front Panel Key: Freq \ SET CENTER/SPAN \ SPAN or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ SET CENTER SPAN \ SPAN 


SPARAM 


Select Al I S-parameters as chop mode type 
Syntax: sparam 


SWEEP (Ch 5) 


Front Panel Key: Sweep \ MORE \ MEASUREMENT ENHANCEMENT \ ALL PARAMS 


SPAX? 


Output spur 
Syntax: 
Data I/O: 


avoidance mode on/off status 

SPAX? 

Outputs data using ASCI I <NR1>integer values as follows: 


SWEEP (Ch 5) 


0for OFF 
1 for ON 


Front Panel Key: Sweep\ MORE \ MEASUREMENT ENHANCEMENT \ SPURAVOID- 
ANCE 


SPD 


E nter pen speed percentage 


HARD COPY (Ch 9) 


Syntax: SPD Value Units 

Value 10 to 100 
Units: XX1,XX3, XM3 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX PEN SPEED 
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COMMAND 

DICTIONARY 


SPD? 

SPH 


HARD COPY (Ch 9) 


SPD? Output pen speed percentage 

Syntax: spd? 

Data I/O: Outputs data using ASCI I <NRl>format. 
Related Commands: SPD 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX PEN SPEED 


SPGCA Select swept power gain compression application 

Syntax: spgca 

Rel ated Commands: SFGCA, U N DOGC 


APPL - GAIN COMPRESSION (Ch 10) 


SPGCT 


Start swept power gain compression test 
Syntax: spgct 


APPL - GAIN COMPRESSION (Ch 10) 


Remarks: Begins the automated sequence which finds the gain compression target at 
one of the specified frequency poi nts. 


Related Commands: 
Front Panel Key: 


SPGCA, MFGCT 

Appl\ SWEPT POWER GAIN COMPRESSION \ MULTIPLE 
FREQUENCY GAIN COMPRESSION \ TEST AUT 


SPH 


Enter active segmented limit horizontal stop posi¬ 
tion 


DISPLAY - LIMITS (Ch 7) 


Syntax: SPH Value Units 

Value Frequency, time, or distance in current sweep range 
Units: XXI, XX3, XM3 


Related Commands: LSOl-LSOlO, USOI-USIO 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) EDIT SEG- 
MENTS\ EDIT UPPER LIMITS\ STOP POSITION HORIZONTAL 
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COMMAND 

DICTIONARY 


SPH? 


SPTS? 


SPV 


SPV? 


SPH? 

SPV? 


Output active segmented limit horizontal stop po¬ 
sition 

Syntax: sph? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART, or POWER then \ LIMITS \ (MORE) EDIT SEG- 
MENTS\ EDIT UPPER LIMITSX STOP POSITION HORIZONTAL 


Output the number of smoothing points 
Syntax: spts? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 
Related Commands: SORTS?, SGSTP?, SGSTRT? 

Front Panel Key: Avg \ SMOOTHING 


AVG (Ch 5) 


Enter active segmented limit vertical stop position 


DISPLAY - LIMITS (Ch 7) 


Syntax: SPV Value Units 

Value Depends on graph type (see Dl SPLAY group) 

Units: Depends on graph type (seeTable 11-2 at the end of this chapter). 


Related Commands: LSOl-LSOlO, USOI-USIO 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITSX STOP POSI¬ 
TION VERTICAL 


Output active segmented limit vertical stop posi¬ 
tion 


DISPLAY - LIMITS (Ch 7) 


Syntax: spv? 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display X GRAPH TYPE X Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then X LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITSX STOP POSI¬ 
TION VERTICAL 
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SRCIAC? 

SRC2MOD? 


COMMAND 

DICTIONARY 


SRC1AC? 


Output source 1 active/inactive status 
Syntax: srciac? 

Data I/O: Outputs the status in ASCI I <NR1> format as follows: 
0for INACTIVE 
Ifor ACTIVE 


CONFIG (Ch 5) 


SRC2? 


Output external source 2 existence information 
Syntax: SRC2? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


CONFIG (Ch 5) 


0for OFF 
Ifor ON 


SRC2AC Select source 2 as active 

Syntax: src2ac 

Related Commands: SRC2NA, SRC2AC? 

Front Panel Key: Config \ SOURCE \ SOURCE 2\ ACTIVE 


CONFIG (Ch 5) 


SRC2AC? Output source 2 active/inactive status 

Syntax: src2ac? 


CONFIG (Ch 5) 


Data I/O: Outputs the status in ASCI I <NR1> format as follows: 
0for INACTIVE 
Ifor ACTIVE 

Related Commands: SRC2AC, SRC2NA 

Front Panel Key: Config \ SOURCE \ SOURCE 2\ ACTIVE 


SRC2MOD? Output external source2 model/version string 

Syntax: src2mod? 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


SRC2NA 

SRC3NA 


SRC2NA Select source 2 as not active 

Syntax: src2na 

Related Commands: SRC2AC, SRC2AC? 

Front Panel Key: Config \ SOURCE \ SOURCE 2\ INACTIVE 

SRC3? Output external source 3 existence information 

Syntax: SRC3? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


SRC3AC Select source 3 as active | 

Syntax: src3ac 

Front Panel Key: Config \ SOURCE \ SOURCE 3\ ACTIVE 

SRC3AC? Output sources act! ve/inactive status | 

Syntax: src3ac? 

Data I/O: Output data using ASCI I <NR1> integer values as follows: 
0for INACTIVE and 1 for ACTIVE 

Front Panel Key: Config \ SOURCE \ SOURCE 3\ ACTIVE 

SRC3MOD? Output external source3 model/version string | 

Syntax: src3mod? 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 

SRC3NA Select source 3 as not active | 

Syntax: src3na 

Front Panel Key: Config \ SOURCE \ SOURCE 3\ INACTIVE 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


SRC4? 

SRC4NA 


SRC4? 


Output external scxirce4 existence information 
Syntax: SRC4? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 


CONFIG (Ch 5) 


SRC4AC Select source 4 as active 

Syntax: src4ac 

Front Panel Key: Config \ SOURCE \ SOURCE 4\ ACTIVE 

SRC4AC? Output source 4 active/inactive status 

Syntax: src4ac? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for INACTIVE and 1 for ACTIVE 

Front Panel Key: Config \ SOURCE \ SOURCE 4\ ACTIVE 

SRC4MOD? Output external source4 model/version string 

Syntax: src4mod? 

Data I/O: Outputs data using undelimited 7-bit ASCI I text. 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


CONFIG (Ch 5) 


SRC4NA Select source 4 as not active 

Syntax: src4na 

Front Panel Key: Config \ SOURCE \ SOURCE 4\ INACTIVE 


CONFIG (Ch 5) 
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COMMAND 

DICTIONARY 


SRCH 

SRCHFXP? 


SRCH 


Enter marker search value 


MARKER (Ch 7) 


Syntax: SRCH Value Units 

Value Depends on graph type 
U nits: Depend on graph type 


Related Commands: MKSL, MKSR, SMKR, SRCH? 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH \ VALUE or 
Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) \ Y 
VALUE 


SRCH? Output marker search value 


MARKER (Ch 7) 


Syntax: srch? 


Data I/O: Outputs the search value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


MKSL, MKSR, SMKR, SRCH 

Marker \ MARKER READOUT FUNCTIONS\ SEARCH or Marker \ 
MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 


SRCHFX? 


Output the marker search x-value in GHz and the 
marker failure status 

Syntax: srchfx? 


MARKER (Ch 7) 


Data I/O: Outputs the marker search data using ASCI I <NR2>floating point values 
in decimal point format and outputs the marker fai lure data using ASCI I 
<N R 1> I nteger val ues. 


Related Commands: SRCHFXP?, SRCHX?, SRCHXP? 


Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 


SRCHFXP? Output the marker search x-value in dBm and the 
marker fai lure status in the power sweep mode 

Syntax: srchfxp? 


MARKER (Ch 7) 


Data I/O: Outputs the marker search data using ASCI I <NR2>floating point values 
in decimal point format and outputs the marker fai lure data using ASCI I 
<N R 1> I nteger val ues. 

Related Commands: SRCHFX?, SRCHX?, SRCHXP? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 
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COMMAND 

DICTIONARY 


SRCHP 

SRCHXP? 


MARKER (Ch 7) 


SRCHP Enter marker search value in power sweep mode 

Syntax: srchp 

Data I/O: The value is input in ASCI I <NRf> format. 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) \ Y 
VALUE 


MARKER (Ch 7) 


Output marker search value in power sweep mode 
Syntax: srchp? 

Data I/O: Outputs data using ASCI I <NR3>format. 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 


SRCHX? 


Output the marker search x-value 
Syntax: srchx? 


MARKER (Ch 7) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Related Commands: SRCHFX?, SRCHFXP?, SRCHXP? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 


SRCHXP? Output the marker search x-value in the power 

sweep mode 

Syntax: srchxp? 


MARKER (Ch 7) 


Data I/O: Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Related Commands: SRCHFX?, SRCHFXP?, SRCHX? 

Front Panel Key: Marker \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 
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Syntax: SRT Value Units 

Value Can be any frequency from low frequency limit of MS462XX to current 
sweep stop frequency 
Units: HZ, KHZ, MHZ, GHZ 


Remarks: If a calibration is in place, the lower limit is the calibration start frequency. 


Related Commands: STP, CWF 


Front Panel Key: Freq \ START or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ START 


SRT? 


Output start frequency 


FREQ (Ch 5) 


Syntax: srt? 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Related Commands: STP, CWF 

Front Panel Key: Freq \ START or 

SweepI \ SWEEP TYPE POWER SWEEP then Freq \ START or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ START 


SSC Select the segmented sweep calibration data points 

Syntax: ssc 


CAL (Ch 6) 


Front Panel Key: AppI \ TRANSMISSION AND REFLECTION \ Cal \ PERFORM CAL 
(or MANUAL CAL)\ 2-PORT \ NEXT CAL STEP \ EXCLUDE ISO¬ 
LATION \ SEGMENTED SWEEP 


STD 


Store trace to 
Syntax: 
Remarks: 
Related Commands: 
Front Panel Key: 


memory on active channel 

STD 


DISPLAY (Ch 5) 


Stores the active channel's trace data in memory. 

MEM, DNM, DTM,CH1-CH4 

Display \ TRACE MEMORY\ STORE DATA TO MEMORY 
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COMMAND 

DICTIONARY 


STEPP 

STH? 


STEPP E nter power step 

Syntax: stepp 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf>number. 
Related Commands: STEPP?, STOPP, STOPP?, STRTP, STRTP? 


Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ STEP SIZE 


STEPP? Output power step 

Syntax: stepp? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format. 

Related Commands: STEPP, STOPP, STOPP?, STRTP, STRTP? 

Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ STEP SIZE 


STH 


Enter active segmented limit horizontal start posi¬ 
tion 


DISPLAY - LIMITS (Ch 7) 


Syntax: STH Value Units 

Value Frequency, time, or distance 
Units: XXI, XX3, XM3 


Related Commands: STV, LSOl-LSOlO, USOI-USIO 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITS\ START POSI¬ 
TION HORIZONTAL 


STH? 


Output active segmented limit horizontal start po¬ 
sition 

Syntax: sth? 


DISPLAY - LIMITS (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITS\ START POSI¬ 
TION HORIZONTAL 
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COMMAND 

DICTIONARY 


STOPP 


STOPP? 


STP 


STOPP 

STP 


E nter stop power 


SWEEP - POWER SWEEP (Ch 5) 


Syntax: stopp 


Data I/O: I nput data using an ASCI I <NRf>number. 


Related Commands: 
Front Panel Key: 


STEPP, STEPP? STOPP?, STRTP, STRTP? 

Sweep\ SWEEPTYPE POWER SWEEP thenPower\ STOP 


Output stop power 


SWEEP - POWER SWEEP (Ch 5) 


Syntax: stopp? 


Data I/O: Outputs data using ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


STEPP, STEPP?, STOPP, STRTP, STRTP? 

Sweep \ SWEEPTYPE POWER SWEEP then Power \ STOP 


E nter stop frequency 


FREQ (Ch 5) 


Syntax: STP Value Units 

Value Can be any frequency from current start-sweep frequency to maximum 
M S462XX frequency 
Units: HZ, KHZ, MHZ, GHZ 

Remarks: Upper frequency limit is reduced to the maximum calibrated frequency, if a 
calibration is in place. 


Related Commands: SRT, CWF 

Front Panel Key: Freq \ STOP or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ STOP 
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Syntax: stp? 

Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Freq \ STOP or 

SweeplX SWEEP TYPE POWER SWEEP then Freq \ STOP or 
Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ STOP 


STRTP E nter start power 

Syntax: strtp 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: I nput data using an ASCI I <NRf>number. 
Related Commands: STEPP, STEPP?, STOPP, STOPP?, STRTP? 


Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ START 


STRTP? Output start power 

Syntax: strtp? 


SWEEP - POWER SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>format. 
Related Commands: STEPP, STEPP?, STOPP, STOPP?, STRTP 


Front Panel Key: Sweep \ SWEEP TYPE POWER SWEEP then Power \ START 


STV 


Enter active segmented limit vertical start position 


DISPLAY - LIMITS (Ch 7) 


Syntax: STV Value Units 

Value Depends on graph type (see Dl SPLAY group) 

Units: Depends on graph type (seeTable 11-2 at the end of this chapter). 


Related Commands: STH, LSOl-LSOlO, USOI-USIO 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITS\ START POSI¬ 
TION VERTICAL 
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COMMAND 

DICTIONARY 


COMMAND 

DICTIONARY 

STV? 

SV2 


STV? Output active segmented limit vertical start posi¬ 

tion 


Syntax: 

STV? 

Data I/O: 

Outputs a value in ASCI 1 <NR3>format. 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except L1NEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT UPPER LIMITS\ START POSI¬ 
TION VERTICAL 


SV1 Save front panel setup number 1 to memory 


Syntax: 

SVl 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 1 


SV10 Save front panel setup number 10 to memory 


Syntax: 

SVIO 

Related Commands: 

RCl-RClO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 10 


SV2 Save front panel setup number 2 to memory 


Syntax: 

SV2 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 2 


MS462XXPM 
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SV3 

SV7 

COMMAND 

DICTIONARY 


SV3 Save front panel setup number 3 to memory 


Syntax: 

SV3 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 3 


SV4 Save front panel setup number 4 to memory 


Syntax: 

SV4 

Related Commands: 

RCl-RClO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 4 


SV5 Save front panel setup number 5 to memory 


Syntax: 

SV5 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 5 


SV6 Save front panel setup number 6 to memory 


Syntax: 

SV6 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 6 


SV7 Save front panel setup number 7 to memory 


Syntax: 

SV7 

Related Commands: 

RCI-RCIO 

Front Panel Key: 

Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 7 
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COMMAND 

DICTIONARY 


SV8 


SV9 


SVB 


SVCM1 


SVCM2 


SV8 

SVCM2 


Save front panel setup number 8 to memory 
Syntax: sv8 


SAVE/RECALL (Ch 9) 


Related Commands: RCI-RCIO 

Front Panel Key: Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 8 


Save front panel setup number 9 to memory 
Syntax: sv9 


SAVE/RECALL (Ch 9) 


Related Commands: RCl-RClO 

Front Panel Key: Save/Recall \ SAVE \ FRONT PANEL SETUP IN INTERNAL MEM¬ 
ORY 9 


Save current band definitions 
Syntax: svb 


CONFIG - MULTIPLE SOURCE (Ch 5) 


Remarks: See command's functional group 
Related Commands: BD-BD5, CLB 

Front Panel Key: Config \ MULTIPLE SOURCE \ DEFINE BANDS \ STORE BAND X 
BANDS STORED: 


Save cal data in internal memory 1 
Syntax: svcMl 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 1 


Save cal data in internal memory 2 
Syntax: svcm2 


SAVE/RECALL (Ch 9) 


Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 2 
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SVCM3 

SWAVG 


COMMAND 

DICTIONARY 


SVCM3 


SVCM4 


SVCM5 


SVCM6 


SVCM7 


SVCM8 


SWAVG 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 3 
Syntax: svcm3 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 3 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 4 
Syntax: svcm4 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 4 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 5 
Syntax: svcms 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 5 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 6 
Syntax: svcm6 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 6 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 7 
Syntax: svcm7 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 7 


SAVE/RECALL (Ch 9) 


Save cal data in internal memory 8 
Syntax: svcms 

Front Panel Key: Save/Recall \ SAVE \ CAL DATA IN INTERNAL MEMORY\ CAL 8 


Set the averagi ng type to Sweep-by-Sweep aver ag¬ 
ing 

Syntax: swavg 

Related Commands: PTAVG, SWAVG? 

Front Panel Key: Avg \ AVERAGING TYPE 


AVG (Ch 5) 
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COMMAND 

DICTIONARY 


SWAVG? 

SWP? 


SWAVG? 


SWP 


SWP? 


Output the averaging type of Point-by-Point or 
Sweep-by-Sweep 

Syntax: swavg? 


AVG (Ch 5) 


Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ofor Per Point Averaging and 1 for Per Sweep Averaging. 


Related Commands: 
Front Panel Key: 


PTAVG, SWAVG 

Avg \ AVE RAGING TYPE 


Return to normal sweep mode 
Syntax: swp 

Remarks: Use this command to return to sweep mode from CW. 
Related Commands: CWF 


FREQ (Ch 5) 


Front Panel Key: Freq \ C.W. MODE OFF or 

Sweep \ SWEEP TYPE POWER SWEEP then Freq \ C.W. MODE OFF 

or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ C.W. (1 POINT) \ C.W. FREQ 
OFF 


Output sweep mode 
Syntax: swp? 


FREQ (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
1 for CW 

2for DISCRETE FILL 

3for NORMAL SWEEP 

4for HARMONICTIME DOMAIN 


Front Panel Key: Freq \ C.W. MODE OFF or 

Sweep \ SWEEP TYPE POWER SWEEP then Freq \ C.W. MODE OFF 

or 

Cal\ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ C.W. (1 POINT) \ C.W. FREQ 
OFF 
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SWPCO 

SWPT 


COMMAND 

DICTIONARY 


SWPCO 


Turn off chop sweep mode 
Syntax: swpcO 


SWEEP (Ch 5) 


Front Panel Key: Sweep \ MORE \ MEASUREMENT ENHANCEMENT \ CHOP 
SWEEP OFF 


SWPC1 


Turn on chop sweep mode 
Syntax: swpci 


SWEEP (Ch 5) 


Front Panel Key: Sweep \ MORE \ MEASUREMENT ENHANCEMENT \ CHOP 
SWEEP ON 


SWPCX? 


Output chop sweep mode on/off 


SWEEP (Ch 5) 


Syntax: swpcx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor PRIORITY SPEED 
2for PRIORITY ACCURACY 

Front Panel Key: Sweep\ MORE \ MEASUREMENT ENHANCEMENT \ CHOP 
SWEEP 


SWPDIR? 


Output instantaneous sweep direction forward/re¬ 
verse 

Syntax: swpdir? 


REMOTE - SYNC (Ch 8) 


Data I/O: Outputs a value in ASCI I <NRl>format as follows: 
Ifor FORWARD 
2for REVERSE 


Related Commands: FILD, CTN 


SWPT 


Enter sweep time 

Syntax: SWPT Value Units 

Value Time 
Units: S, MS, US, PS 


Front Panel Key: Sweep \ SWEEP TIME 


SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


SWPTO 

SWPTMM 


SWPTO 


SWPT1 


SWPT? 


SWPTMA 


SWPTMM 


Turn off sweep time measurement 
Syntax: swpto 

Related Commands: SWPTl, SWPTX? 

Front Panel Key: Sweep \ SWEEP TIME OFF 

Turn on sweep time measurement 
Syntax: swpti 

Related Commands: SWPTO, SWPTX? 

Front Panel Key: Sweep \ SWEEP TIME ON 


SWEEP (Ch 5) 


SWEEP (Ch 5) 


Output sweep time 
Syntax: swpt? 


SWEEP (Ch 5) 


Data I/O: Outputs sweep time using ASCI I <NR3>floating point values in exponen¬ 
tial format. 

Front Panel Key: Sweep \ SWEEP TIME 


Set auto sweep ti me mode 
Syntax: swptma 

Front Panel Key: Sweep \ SWEEP TIME MODE AUTO 


SWEEP (Ch 5) 


Set manual sweep time mode 
Syntax: swptmm 

Front Panel Key: Sweep \ SWEEP TIME MODE MANUAL 


SWEEP (Ch 5) 
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SWPTMX? 

SWR 


COMMAND 

DICTIONARY 


SWPTMX? 


Output sweep time mode 
Syntax: swptmx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 


SWEEP (Ch 5) 


1 for AUTO 

2 for MANUAL sweep mode 
Front Panel Key: Sweep \ SWEEP TIME MODE 


SWPTX? Output sweep ti me measurement on/off status 

Syntax: swptx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
0for OFF 
1 for ON 

Related Commands: SWPTO, SWPTl 

Front Panel Key: Sweep \ SWEEP TIME ON/OFF 


SWEEP (Ch 5) 


SWPX? Output sweep type selection 

Syntax: swpx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 
Ifor FREOUENCY SWEEP 
Ofor POWER SWEEP 

Related Commands: FSWP, PSWP 

Front Panel Key: Sweep \ SWEEP TYPE 


SWEEP (Ch 5) 


SWR 


Select SWR display for active channel 
Syntax: swr 


DISPLAY (Ch 5) 


Related Commands: DLA, CH 1-CH4,1 MG, I SC, ISE, ISM, LIN, MAG, MPH, PCP, PCS, PHX?, 
PHA, PLG, POW, PLR, REL, SMC, SME, SMI 

Front Panel Key: Display \ GRAPH TYPE \ SWR 
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active channel 


Syntax: sxx? 

Data I/O: Outputs data using <NRl>integer values as follows: 

(in S-parameter mode) 

13 for S13; 23 for S23; 31 for S31; 32 for S32; 33 for S33; 14 for S14; 24 for 
S24; 41 for S41; 42 for S42; 34 for S34; 43 for S43; 44 for S44;101 for Sid; 
102 for Sdl; 103 for Sdd; 104 for Sic; 105 for Scl; 106 for See; 107 for Sdc; 
108 for Sed; 109 for Sdldl; 110 for Sdld2; 111 for Sd2dl; 112 for Sd2d2; 113 
for Sclcl; 114 for Sclc2; 115 for Sc2cl; 116 for Sc2c2; 117 for Sdlcl; 118 for 
Sdlc2; 119 for Sd2cl; 120 for Sd2c2; 121 for Scldl; 122 for Scld2; 123 for 
Sc2dl; 124 for Sc2d2 

(in user defined S-parameter mode) 

Ifor USER 1; 2 for USER 2; 3 for USER 3; 4for USER 4; 5 for USER 5; 6 
for USER 6; 7for USER 7; 8for USER 8;9for USER 9; 10for USER 10; 11 
for USER 11; 12 for USER 12; 13 for USER 13; 14 for USER 14; 15 for 
USER 15; 16for USER 16 


SYSZO? 


Output system impedance 
Syntax: syszo? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


DISPLAY (Ch 5) 


T13 Select overlaid channel 1 and 3 display 

Syntax: t13 

Remarks: Restartsthesweep. 

Related Commands: WFS, D13 

Front Panel Key: Display \ DISPLAY MODE \ OVERLAY DUAL CHANNELS 1&3 


T14 


Overlay all four channels (Limited to selected 
Graph types) 

Syntax: t14 


DISPLAY (Ch 5) 


Related Commands: T13, T24, D13, D14, D24, DSP, DSP? 

Front Panel Key: Display \ DISPLAY MODE \ OVERLAY ALL FOUR CHANNELS 


MS462XXPM 
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COMMAND 

DICTIONARY 


T24 

TC2 


T24 Select overlaid channel 2 and 4 display 


Syntax: 

T24 

Remarks: 

Restarts the sweep. 

Related Commands: 

WFS, D24 

Front Panel Key: 

Display \ DISPLAY MODE \ OVERLAY DUAL CHANNELS 2&4 


TBP Select time bandpass mode for active channel 


Syntax: 

TBP 

Remarks: 

Selects time bandpass mode for the active channel. 

Related Commands: 

CH1-CH4 

Front Panel Key: 

Appl\ DOMAIN \ TIME, BANDPASS 


TCI Take calibration data for port 1 

Syntax: TCl 

Related Commands: TC2, NCS,TCD 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM) \ NEXT CAL STEP \ START CAL \ MEASURE 
PORT 1 DEVICE 

TC2 Take calibration data for port 2 

Syntax: tc2 

Related Commands: TCI, NCS,TCD 


Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 

POINTS MAXIMUM) \ NEXT CAL STEP \ START CAL \ MEASURE 
PORT 2 DEVICE 
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essary 


Syntax: tcd 

Related Commands: NCI, NC2, NCS 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
NEXT CAL STEP\ INCLUDE ISOLATION \ NORMAL (1601 
POINTS MAXIMUM)\ NEXT CAL STEP \ START CAL \ MEASURE 
BOTH PORTS 


TCM 


Select TRM calibration method 
Syntax: tcm 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CHANGE CAL METHOD \ TRM 


TDC 


Select ti me domai n harmonic frequency cal i bration 
data poi nts 

Syntax: tdc 


CAL (Ch 6) 


Remarks: Required for low pass time/distance domain measurements. The resulting 
frequency sweep will consist of harmonic multiples of the start frequency. 
The Stop frequency is the start frequency times the number of data points 
selected up to the maximum instrument frequency. 

Related Commands: NOC, DFC 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ FULL 12 
TERM\ INCLUDE ISOLATION \ TIME DOMAIN (HARMONIC) 


TDDIST Set time domain parameter to distance for active 

channel 

Syntax: tddist 
Related Commands: TDDIST? 


APPL - TIME DOMAIN (Ch 10) 


Front Panel Key: AppI \ DOMAIN \ DISPLAY DISTANCE 
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COMMAND 

DICTIONARY 


TDDIST? 

TDPIX? 


TDDIST? 


Output active channel time domain parameter dis¬ 
tance or time 

Syntax: tddist? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NRl>format as follows: 
1 for TIME 
2for DISTANCE 


Related Commands: TDDIST,TDTIME 


Front Panel Key: AppI \ DOMAIN \ DISPLAY DISTANCE 


TDPIO 


Turn phasor impulse response off for active chan¬ 
nel 

Syntax: tdpio 


APPL - TIME DOMAIN (Ch 10) 


Related Commands: 
Front Panel Key: 


TDPIl 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE IMPULSE OFF 


TDPI1 


Turn phasor impulse response on for active chan¬ 
nel 

Syntax: tdpii 


APPL - TIME DOMAIN (Ch 10) 


Related Commands: 
Front Panel Key: 


TDPIO 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE IMPULSE ON 


TDPIX? 


Output phasor impulse on/off status for active 
channel 

Syntax: tdpix? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NRl>format as follows: 
0for OFF 
1 for ON 


Related Commands: 
Front Panel Key: 


TDPIO, TDPIl 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP\ RESPONSE IMPULSE 
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COMMAND 

DICTIONARY 


TDTIME 

TEX 


TDTIME Set ti me domai n parameter to ti me for active chan¬ 

nel 


Syntax: tdtime 


Related Commands: 
Front Panel Key: 


TDDIST,TDDIST? 

Appl\ DOMAIN \ DISPLAY TIME 


APPL - TIME DOMAIN (Ch 10) 


TDX? Output domain mode for active channel 

Syntax: tdx? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Ouputs a value in ASCI I <NR1> format as follows: 
Ofor FREOUENCY 
Ifor FREOUENCY W/GATE 
2for LP IMPULSE 
3for LP STEP 
4for BP 

5for BP PHASOR IMPULSE 


Front Panel Key: AppI \ DOMAIN\ FREQUENCY, NO TIME GATE 


TEB Select external trigger executes *DDT definition 

Syntax: teb 


SWEEP (Ch 5) 


TENMHZERR? Output 10 MHz calibration max error 

Syntax: tenmhzerr? 

Data I/O: Outputs data using ASCI I <NR3>format. 


CAL (Ch 6) 


TEX Select external measurement triggering 

Syntax: tex 
Related Commands: TIN 

Front Panel Key: Sweep\ MORE \ TRIGGERS\ MEASUREMENT EXTERNAL 


SWEEP (Ch 5) 
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TEXS 

THRU23N 

COMMAND 

DICTIONARY 


TEXS Select external measurement sweep triggering 

Syntax: texs 

Related Commands: TEX,TEXSB 

TEXSB Select external measurement sweep trigger! ng and 

execute trigger buffer 

Syntax: texsb 

Related Commands: TEX, TEXS 
THRU23 I nclude port 2, 3 thru/reciprocal measurement 


Syntax: 

THRU23 

Related Commands: 

THRU23N,THRU23? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 2, 
3THROUGH? 


THRU23? Output selection of include or omit port 2, 3 

thru/reciprocal measurement 

Syntax: thru2 3? 


Data I/O: 

Outputs data in ASCII <NR1> format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Related Commands: 

THRU23N,THRU23 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 2, 
3THROUGH? 


THRU23N Omit port 2, 3 thru/reciprocal measurement 


Syntax: 

THRU23N 

Related Commands: 

THRU23, THRU23? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 2, 
4THROUGH? 
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COMMAND 

DICTIONARY 

THRU24 

THRU34 


THRU24 I nclude port 2, 4 thru/reciprocal measurement 


Syntax: 

THRU24 

Related Commands: 

THRU24?,THRU24N 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 2, 
4THROUGH? 


THRU24? Output selection of include or omit port 2, 4 

thru/reciprocal measurement 

Syntax: thru2 4? 


Data I/O: 

Outputs data in ASCII <NRl>format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Related Commands: 

THRU24,THRU24N 

Front Panel Key: 

Cal\ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ DO PORT 2, 
4THROUGH? 


THRU24N Omit port 2, 4 thru/reciprocal measurement 


Syntax: 

THRU24N 

Related Commands: 

THRU24, THRU24? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 2, 
4THROUGH? 


THRU34 I nclude port 3, 4 thru/reciprocal measurement 


Syntax: 

THRU34 

Related Commands: 

THRU347, THRU34N 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 3, 
4THROUGH? 
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thru/reciprcxal measurement 


Syntax: thru34? 

Data I/O: Outputs data in ASCI I <NR1> format as follows: 
Ofor OMIT MEASUREMENT 
Ifor INCLUDE MEASUREMENT 


Related Commands: 
Front Panel Key: 


THRU34,THRU34N 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ DO PORT 3, 
4THROUGH? 


THRU34N Omit port 3, 4 thru/reciprocal measurement 

Syntax: thru34n 


CAL (Ch 6) 


Related Commands: THRU34,THRU34? 

Front Panel Key: Cal \ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ DO PORT 3, 
4THROUGH? 


TIB Select GPIB measurement triggering 

Syntax: tie 

Related Commands: TIBSB 

TIBS Select GPIB measurement sweep triggering 

Syntax: ties 

TIBSB Select GPIB measurement sweep triggering and 

execute trigger buffer 

Syntax: tiese 
Related Commands: TIB 


SWEEP (Ch 5) 


SWEEP (Ch 5) 


SWEEP (Ch 5) 
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Syntax: time Valuel Value2 

Value Valuel and Value2 are in ASCI I <NRF>format 

Remarks: Valuel is the hour (1 - 24) and value2 is the minute (0 - 59). Noticethe 
comma separator. This modifies the system time stored on the processor 
board. 

Related Commands: DATE, DATE?,TlME? 

Front Panel Key: Utility \ CLOCK SETUP \ HOUR (MINUTE) 


TIME? 


Output the system time 
Syntax: time? 


UTILITY (Ch 9) 


Data I/O: The date is output as two ASCI I <NRl>format numbers separated by a 
comma. The first is the hour (1-24) and the second is the minute (0 - 59). 


Related Commands: DATE, DATE?, Tl ME 

Front Panel Key: Utility \ CLOCK SETUP \ HOUR (MINUTE) 


TIN 


Select internal measurement triggering 
Syntax: tin 
Related Commands: TEX 


SWEEP (Ch 5) 


Front Panel Key: Sweep\ MORE \ TRIGGERS\ MEASUREMENT INTERNAL 


TLP 


Select time lowpass mode for active channel 
Syntax: tlp 

Related Commands: TDC, CFI1-CFI4 

Front Panel Key: AppI \ DOMAIN \ TIME, LOWPASS 


APPL - TIME DOMAIN (Ch 10) 


11-595 


MS462XXPM 














TLZ 

TOL? 

COMMAND 

DICTIONARY 


TLZ Enter thru line impedance for calibration 


Syntax: 

Value 

Units: 

TLZ Value Units 

1.0 to 9999.99 

XXI, XX3, XM3, OHM 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ THROUGHLINE PARAMETERS \ 
THROUGHLINE IMPEDANCE 


TLZ? Output thru line impedance for calibration 


Syntax: 

TLZ? 

Data I/O: 

Outputs data using ASCII <NR3> floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ INCLUDE 
ISOLATION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL 
STEP\ THROUGHLINE PARAMETERS\ THROUGHLINE IMPED¬ 
ANCE 


TOL Enter thru offset/reciprocal length for calibration 


Syntax: 

Value 

Units: 

TOL Value Units 

-999.9999 to 4999.9999 

M, MTR, CM,CMT 

Related Commands: 

TDL,TFE,TFL 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP\ THROUGHLINE PARAMETERS \ OFF¬ 
SET LENGTH 


TOL? Output thru offset/reciprocal length for calibration 


Syntax: 

TOL? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ NEXT CAL STEP \ INCLUDE 
ISOLATION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL 
STEP\ THROUGHLINE PARAMETERS\ OFFSET LENGTH 
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COMMAND 

DICTIONARY 

TOLP14 

TOLP23? 


T0LP14 Enter port 1, 4thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp14 


Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

TOLP14?, TOLP24, TOLP24?, TOLP3, TOLP3?, TOLP34, TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSET\ PORT 1,4 


TOLP14? Output port 1, 4 thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp14? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TOLP14,TOLP24, TOLP24?, TOLP3, TOLP3?, TOLP34, TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSET\ PORT 1,4 


TOLP23 Enter port 2, 3 thru offset/reciprocal length for 

3-port calibration 

Syntax: tolp2 3 


Data I/O: 

The value is input in ASCII <NRf> format. 

Front Panel Key: 

Cal\ PERFORM CAL \ 4 PORT \ NEXT CAL STEP\ 

THROUGHLINE OFFSET \ PORT 2, 3 


TOLP23? Output port 2, 3 thru offset/reciprocal length for 

3-port calibration 

Syntax: tolp2 3? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Front Panel Key: 

Cal\ PERFORM CAL \ 4 PORT \ NEXT CAL STEP\ 

THROUGHLINE OFFSET \ PORT 2, 3 
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TOLP24 

TOLP34 

COMMAND 

DICTIONARY 


TOLP24 Enter port 2, 4thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp2 4 


Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

TOLP14, TOLP14?, TOLP24?, TOLP3, TOLP3?, TOLP34, TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSETX PORT 2, 4 


TOLP24? Output port 2, 4 thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp2 4? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TOLP14,TOLP14?, TOLP24, TOLP3, TOLP3?, TOLP34, TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSETX PORT 2, 4 


TOLP3 Enter thru offset/reciprocal length for 3-port cali¬ 

bration 


Syntax: 

Value 

Units: 

TOLP3 Value Units 

-999.9999 to 4999.9999 

M, MTR, CM,CMT 

Related Commands: 

TOLP14,TOLP 14?, TOLP24,TOLP247, TOLP37, TOLP34, TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ PORT 1, 3 
THROUGHLINE OFFSET LENGTH 


TOLP34 Enter port 3, 4thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp34 


Data I/O: 

The value is input in ASCII <NRf> format. 

Related Commands: 

TOLP14,TOLP 147, TOLP24,TOLP247, TOLP3,TOLP3?,TOLP34? 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSETX PORT 3, 4 
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COMMAND 

DICTIONARY 

TOLP34? 

TPS 


TOLP34? Output port 3, 4 thru offset/reciprocal length for 

4-port calibration 

Syntax: tolp34? 


Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TOLP14,TOLP 14?, TOLP24,TOLP247, TOLP3,TOLP3?,TOLP34 

Front Panel Key: 

Cal \ PE RFORM CAL 3 PORT CAL \ NEXT CAL STE P \ 
THROUGHLINE OFFSETX PORT 3, 4 


TOLP3? Output thru offsett/reciprocal length for 3-port cal¬ 

ibration 


Syntax: 

T0LP3? 

Data I/O: 

Outputs data using ASCI 1 <NR3>floating point values in exponential for¬ 
mat. 

Related Commands: 

TOLP14,TOLP 147, TOLP24,TOLP247, TOLP3,TOLP34,TOLP34? 

Front Panel Key: 

Cal\ PERFORM CAL 3 PORT CAL \ NEXT CAL STEP \ PORT 1, 3 
THROUGHLINE OFFSET LENGTH 


TP1 Select port 1 for flat power correction 


Syntax: 

TPl 

Front Panel Key: 

Power \ SOURCE 1 SETUP \ FLATTEST PORT POWER CAL \ BE¬ 
GIN CAL or 

Cal \ PERFORM CAL 2-PORT CAL \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ TESTSIGNALS\ CALIBRATE FOR 
FLATNESSX BEGIN CAL 


TP3 Select port 3 for flat power correction 


Syntax: 

TP3 

Front Panel Key: 

Power \ SOURCE 2 SETUP \ FLATTEST PORT POWER CAL \ BE¬ 
GIN CAL 
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COMMAND 

DICTIONARY 


TPI 

TRCALTYPE 


TPI Select time phasor impulse mode for activechannel 

Syntax: tpi 

Related Commands: CH1-CH4 


APPL - TIME DOMAIN (Ch 10) 


TPN 


TPN? 


TPX? 


HARD COPY (Ch 9) 


E nter pen number for trace overlay data 

Syntax: TPN Value Units 

Value lto8 
Units: XXI 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX DATA TRACE OVERLAY 


HARD COPY (Ch 9) 


Output pen number for trace overlay data 
Syntax: tpn? 

Data I/O: Outputs data using ASCI I <NRl>format. 
Related Commands: TPN,DPN,DPN? 


Front Panel Key: Hard Copy \ OUTPUT DEVICE PLOTTER \ OUTPUT SETUP \ PLOT 
FORMATX PENCOLORSX DATA TRACE OVERLAY 


Output selected port for flat power correction 
Syntax: tpx? 


POWER - FLAT POWER (Ch 5) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

1 for PORT 1 
3 for PORT 3 

Front Panel Key: Power \ SOURCE 1 (SOURCE 2) SETUP \ FLAT TEST PORT POWER 
CAL \ BEGIN CAL 


TRCALTYPE Select the receiver type TEST 

Syntax: trcaltype 


POWER - RECEIVER CAL (Ch 5) 


Related Commands: RCALLOG, RCALTYPE?, RRCALPIO, RRCALPll, RRCALPIDONE?, 
RRCALPIX?, RRCALP20, RRCALP21, RRCALP2DONE?, RRCALP2X?, 
RRCALP30, RRCALP31, RRCALP3DONE?, RRCALP3X?, RRCALTYPE 

Front Panel Key: Power \ RECEIVER CAL \ RECEIVER CAL \ RECEIVER TYPE 
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COMMAND 

DICTIONARY 

TRCCOL 

TRP12DR 


TRCCOL E nter the color number for memory data 


Syntax: 

Value 

TRCCOL Value 

Oto 47 

Remarks: 

Color palette numbers are listed in Table 11-3 at the end of this chapter. 

Related Commands: 

ANNCOL, DATCOL,GRTCOL, LAYCOL, MKRCOL, M NUCOL, TRCCOL? 

Front Panel Key: 

Utility \ COLOR SETUP \ MEMORY DATA XX COLOR NAME 


TRCCOL? Output the color number for memory data 


Syntax: 

TRCCOL? 

Data I/O: 

Outputs the color palette number in ASCII <NRl>format. 

Related Commands: 

ANNCOL?, DATCOL?,GRTCOL?, LAYCOL?, MKRCOL?, MNUCOL?, 
TRCCOL 

Front Panel Key: 

Utility \ COLOR SETUP \ MEMORY DATA XX COLOR NAME 


TRP12D? Query the port 1, 2 device type 


Syntax: 

TRP12D? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for THRU 

Ifor RECIPROCAL 

Default value is THRU 

Related Commands: 

TRP12DR, TRP12DT, TRP120L, TRP120L? 

Front Panel Key: 

Cal \ PERFORM CALX 2-PORT CAL \ select calibration type, isolation, 
and data points\ \ NEXT CAL STEP \ THROUGHLINEX RECIPRO¬ 
CAL X 1,2 DEVICE TYPE 


TRP12DR Set the port 1, 2 device type to RECIPROCAL 


Syntax: 

TRP12DR 

Related Commands: 

TRP12D?, TRP12DT, TRP120L, TRP120L? 

Front Panel Key: 

Cal X PERFORM CALX 2-PORT CAL X select calibration type, isolation, 
and data pointsX X NEXT CAL STEP X THROUGHLINEX RECIPRO¬ 
CAL X 1,2 DEVICE TYPE 
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TRP12DT 

TRP120L? 

COMMAND 

DICTIONARY 


TRP12DT Settheport 1, 2 device type to THRU 


Syntax: 

TRP12DT 

Related Commands: 

TRP12D?, TRP12DR, TRP120L, TRP120L? 

Front Panel Key: 

Cal \ PERFORM CAL \ 2-PORT CAL \ select calibration type, isolation, 
and data points\ \ NEXT CAL STEP \ THROUGHLINE\ RECIPRO¬ 
CAL \ 1,2 DEVICE TYPE 


TRP120L Enter the thru/reciprocal offset length for port 1, 2 


Syntax: 

Value 

Units: 

TRP120L Value Units 

0.0 - 999.999 (meters) 

M, MTR, CM,CMT 

Remarks: 

Same asTOL 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP12D?, TRP12DR, TRP12DT, TRP120L? 

Front Panel Key: 

Cal \ PERFORM CALX 2-PORT CAL \ select calibration type, isolation, 
and data points\ \ NEXT CAL STEP \ THROUGHLINEX RECIPRO¬ 
CAL X 1,2 DEVICE TYPE LENGTH 


TRP120L? Output the thru/reciprocal offset length for port 1, 

2 


Syntax: 

TRP120L? 

Remarks: 

Same asTOL? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP12D?, TRP12DR, TRP12DT, TRP120L 

Front Panel Key: 

Calx PERFORM CALX 2-PORT CAL X select calibration type, isolation, 
and data pointsX X NEXT CAL STEP X THROUGHLINEX RECIPRO¬ 
CAL X 1,2 DEVICE TYPE LENGTH 
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COMMAND 

DICTIONARY 

TRP13D? 

TRP13DT 


TRP13D? Query the port 1, 3 device type 


Syntax: 

TRP13D? 

Data I/O: 

Outputs data using ASCI 1 <MR1>integer values as follows: 

0for THRU 

Ifor RECIPROCA 

Default value is THRU 

Related Commands: 

TRP13DR, TRP13DT, TRP13I, TRP13I ?, TRP130, TRP130L, TRP130L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 3-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERSX 1,3 DEVICE TYPE or 

Cal \ PE RFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STE P 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 

1,3 DEVICE TYPE 


TRP13DR Set the port 1, 3 device type to RECIPROCAL 


Syntax: 

TRP13DR 

Related Commands: 

TRP13D?,TRP13DT,TRP13I,TRP13I?, TRP130, TRP130L,TRP130L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 3-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERSX 1,3 DEVICE TYPE or 

Cal \ PE RFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STE P 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 

1,3 DEVICE TYPE 


TRP13DT Set the port 1, 3 device type to TH RU 


Syntax: 

TRP13DT 

Related Commands: 

TRP13D?, TRP13DR, TRP13I, TRP13I ?, TRP130, TRP130L, TRP130L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 3-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERSX 1,3 DEVICE TYPE or 

Cal\ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 

1,3 DEVICE TYPE 
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TRP13I 

TRP130 

COMMAND 

DICTIONARY 


TRP13I I ncludethe port 1, 3 thru/reciprocal measurement 


Syntax: 

TRP13I 

Related Commands: 

TRP13D?, TRP13DR, TRP13DT, TRP13I ?, TRP130, TRP130L, TRP130L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? or 
CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? 


TRP13I? Output the selection of omit or include for the port 

1, 3 thru/reciprocal measurement 

Syntax: trp13i? 


Data I/O: 

Outputs data in ASCII <NR1> format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Default setting is 1NCLUDE 

Related Commands: 

TRP13D?, TRP13DR, TRP13DT, TRP13I, TRP130, TRP130L, TRP130L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? or 
CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? 


TRP130 Omit the port 1, 3 thru/reciprocal measurement 


Syntax: 

TRP130 

Related Commands: 

TRP13D?, TRP13DR, TRP13DT, TRP13I, TRP13I ?, TRP130L, TRP130L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? or 
CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,3? 
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COMMAND 

DICTIONARY 

TRP130L 

TRP130L? 


TRP130L Enter thethru/reciprcxal offset length for port 1, 3 


Syntax: 

Value 

Units: 

TRP130L Value Units 

0.0 - 999.999 (meters) 

M, MTR, CM,CMT 

Remarks: 

Same asTOLP3 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP13D?, TRP13DR, TRP13DT, TRP13I, TRP13I ?, TRP130, TRP130L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERS X 1,3 DEVICE TYPE or 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERS X SELECT DEVICE TYPE X 

1,3 DEVICE TYPE 


TRP130L? Output the thru/reciprocal offset length for port 1, 

3 


Syntax: 

TRP130L? 

Remarks: 

Same asTOLP3? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP13D?, TRP13DR, TRP13DT, TRP13I, TRP13I ?, TRP130, TRP130L 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERS X 1,3 DEVICE TYPE or 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,3 DEVICE TYPE 
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TRP14D? 

TRP14I 

COMMAND 

DICTIONARY 


TRP14D? Query the port 1, 4 device type 


Syntax: 

TRP14D? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for THRU 

Ifor RECIPROCA 

Default value is THRU 

Related Commands: 

TRP14DR, TRP14DT, TRP14I, TRP14I ?, TRP140, TRP140L, TRP140L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,4 DEVICE TYPE 


TRP14DR Set the port 1, 4 device type to RECIPROCAL 


Syntax: 

TRP14DR 

Related Commands: 

TRP14D?,TRP14DT,TRP14I,TRP14I?, TRP140, TRP140L,TRP140L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,4 DEVICE TYPE 


TRP14DT Set the port 1, 4 device type to THRU 


Syntax: 

TRP14DT 

Related Commands: 

TRP14D?, TRP14DR, TRP14I, TRP14I ?, TRP140, TRP140L, TRP140L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,4 DEVICE TYPE 


TRP14I I nclude the port 1, 4 thru/reciprocal measurement 


Syntax: 

TRP14I 

Related Commands: 

TRP14D?, TRP14DR, TRP14DT, TRP14I ?, TRP140, TRP140L, TRP140L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,4? 
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COMMAND 

DICTIONARY 

TRP14I? 

TRP140L 


TRP14I? Output the selection of omit or include for the port 

1, 4 thru/reciprocal measurement 

Syntax: trp14i? 


Data I/O: 

Outputs data in ASCII <NR1> format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Default setting is 1NCLUDE 

Related Commands: 

TRP14D?, TRP14DR, TRP14DT, TRP14I, TRP140, TRP140L, TRP140L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,4? 


TRP140 Omit the port 1, 4 thru/reciprocal measurement 


Syntax: 

TRP140 

Related Commands: 

TRP14D?, TRP14DR, TRP14DT, TRP14I, TRP14I ?, TRP140L, TRP140L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 1,4? 


TRP140L Enter the thru/reciprocal offset length for port 1, 4 


Syntax: 

X/alue 

Units: 

TRP140L Value Units 

0.0 - 9999.999 (meters) 

M, MTR, MM,MMT, CM,CMT 

Remarks: 

Same asTOLPM 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP14D?, TRP14DR, TRP14DT, TRP14I, TRP14I ?, TRP140, TRP140L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,4 DEVICE TYPE 
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TRP140L? 

TRP23DR 

COMMAND 

DICTIONARY 


TRP140L? Output thethru/reciprcxal offset length for port 1, 

4 


Syntax: 

TRP140L? 

Remarks: 

Same as TOLP14? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP14D?, TRP14DR, TRP14DT, TRP14I, TRP14I ?, TRP140, TRP140L 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

1,4 DEVICE TYPE 


TRP23D? Query the port 2, 3 device type 


Syntax: 

TRP23D? 

Data I/O: 

Outputs data using ASCII <NRl>integer values as follows: 

0for THRU 

Ifor RECIPROCA 

Default value is THRU 

Related Commands: 

TRP23DR, TRP23DT, TRP23I, TRP23I ?, TRP230, TRP230L, TRP230L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX 2,3 DEVICE TYPE or 

Calx PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

2,3 DEVICE TYPE 


TRP23DR Set the port 2, 3 device type to RECIPROCAL 


Syntax: 

TRP23DR 

Related Commands: 

TRP23D?, TRP23DT, TRP23I, TRP23I ?, TRP230, TRP230L, TRP230L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX 2,3 DEVICE TYPE or 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

2,3 DEVICE TYPE 
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COMMAND 

DICTIONARY 

TRP23DT 

TRP23I? 


TRP23DT Set the port 2, 3 device type to THRU 


Syntax: 

TRP23DT 

Related Commands: 

TRP23D?, TRP23DR, TRP23I, TRP23I ?, TRP230, TRP230L, TRP230L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 3-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ 2,3 DEVICE TYPE or 

Cal\ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 

2,3 DEVICE TYPE 


TRP23I I ncl ude the port 2, 3 thru/reci procal measurement 


Syntax: 

TRP23I 

Remarks: 

Same as THRU 23 

Related Commands: 

TRP23D?, TRP23DR, TRP23DT, TRP23I ?, TRP230, TRP230L, TRP230L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 2,3 or 

Cal X PERFORM CAL X MANUAL CAL X 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MEASURE PORT 2,3? 


TRP23I? Output the selection of omit or include for the port 

2, 3 thru/reciprocal measurement 

Syntax: trp23i? 


Remarks: 

Same as THRU 23? 

Data I/O: 

Outputs data in ASCII <NRl>format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Default setting is OMIT 

Related Commands: 

TRP23D?, TRP23DR, TRP23DT, TRP23I, TRP230, TRP230L, TRP230L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 2,3? or 
CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MEASURE PORT 2,3? 


MS462XXPM 

11-609 











TRP230 

TRP230L? 

COMMAND 

DICTIONARY 


TRP230 Omit the port 2, 3 thru/reciprocal measurement 


Syntax: 

TRP230 

Remarks: 

Same asTHRU23N 

Related Commands: 

TRP23D?, TRP23DR, TRP23DT, TRP23I, TRP23I ?, TRP230L, TRP230L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 2,3? or 
CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MEASURE PORT 2,3? 


TRP230L Enter the thru/reciprocal offset length for port 2, 3 


Syntax: 

X/alue 

Units: 

TRP230L Value Units 

0.0 - 999.999 (meters) 

M, MTR, CM,CMT 

Remarks: 

Same asTOLP23 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP23D?, TRP23DR, TRP23DT, TRP23I, TRP23I ?, TRP230, TRP230L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX 2,3 DEVICE TYPE or 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

2,3 DEVICE TYPE 


TRP230L? Output the thru/reciprocal offset length for port 2, 

3 


Syntax: 

TRP230L? 

Remarks: 

Same asTOLP23? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP23D?, TRP23DR, TRP23DT, TRP23I, TRP23I ?, TRP230, TRP230L 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 3-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX 2,3 DEVICE TYPE or 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 

2,3 DEVICE TYPE 
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COMMAND 

DICTIONARY 

TRP24D? 

TRP24I 


TRP24D? Query the port 2, 4 device type 


Syntax: 

TRP24D? 

Data I/O: 

Outputs data using ASCI 1 <MR1>integer values as follows: 

0for THRU 

Ifor RECIPROCAL 

Default value is THRU 

Related Commands: 

TRP24DR, TRP24DT, TRP24I, TRP24I ?, TRP240, TRP240L, TRP240L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 
MORE \ 2,4 DEVICE TYPE 


TRP24DR Set the port 2, 4 device type to RECIPROCAL 


Syntax: 

TRP24DR 

Related Commands: 

TRP24D?, TRP24DT, TRP24I, TRP24I ?, TRP240, TRP240L, TRP240L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 
MORE \ 2,4 DEVICE TYPE 


TRP24DT Set the port 2, 4 device type to TH RU 


Syntax: 

TRP24DT 

Related Commands: 

TRP24D?, TRP24DR, TRP24I, TRP24I ?, TRP240, TRP240L, TRP240L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 
MORE \ 2,4 DEVICE TYPE 


TRP24I I ncl ude the port 2, 4 thru/reci procal measurement 


Syntax: 

TRP24I 

Remarks: 

Same as THRU 24 

Related Commands: 

TRP24D?, TRP24DR, TRP24DT, TRP24I ?, TRP240, TRP240L, TRP240L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 2,4? 
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TRP24I? 

TRP240L 

COMMAND 

DICTIONARY 


TRP24I? Output thesdalion of omit or include for the port 

2, 4 thru/reciprocal measurement 

Syntax: trp24i? 


Remarks: 

Same as THRU 24? 

Data I/O: 

Outputs data in ASCII <NR1> format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Default setting is OMIT 

Related Commands: 

TRP24D?, TRP24DR, TRP24DT, TRP24I, TRP240, TRP240L, TRP240L? 

Front Panel Key: 

Cal\ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ MEASURE PORT 2,4? 


TRP240 Omit the port 2, 4 thru/reciprocal measurement 


Syntax: 

TRP240 

Remarks: 

Same asTHRU24N 

Related Commands: 

TRP24D?, TRP24DR, TRP24DT, TRP24I, TRP24I ?, TRP240L, TRP240L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 2,4? 


TRP240L Enter the thru/reciprocal offset length for port 2, 4 


Syntax: 

X/alue 

Units: 

TRP240L Value Units 

0.0 - 999.999 (meters) 

M, MTR, MM,MMT, CM,CMT 

Remarks: 

Same asTOLP24 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP24D?, TRP24DR, TRP24DT, TRP24I, TRP24I ?, TRP240, TRP240L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MORE X 2,4 DEVICE TYPE 
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COMMAND 

DICTIONARY 

TRP240L? 

TRP34DR 


TRP240L? Output thethru/reciprcxal offset length for port 2, 

4 


Syntax: 

TRP240L? 

Remarks: 

Same as TOLP24? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP24D?, TRP24DR, TRP24DT, TRP24I, TRP24I ?, TRP240, TRP240L 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERS X SELECT DEVICE TYPE X 
MORE X 2,4 DEVICE TYPE 


TRP34D? Query the port 3, 4 device type 


Syntax: 

TRP34D? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

0for THRU 

Ifor RECIPROCAL 

Default value is THRU 

Related Commands: 

TRP34DR, TRP34DT, TRP34I, TRP34I ?, TRP340, TRP340L, TRP340L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERS X SELECT DEVICE TYPE X 
MOREX 3,4 DEVICE TYPE 


TRP34DR Set the port 3, 4 device type to RECIPROCAL 


Syntax: 

TRP34DR 

Related Commands: 

TRP34D?, TRP34DT, TRP34I, TRP34I ?, TRP340, TRP340L, TRP340L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MOREX 3,4 DEVICE TYPE 
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TRP34DT 

TRP34I? 

COMMAND 

DICTIONARY 


TRP34DT Set the port 3, 4 device type toTH RU 


Syntax: 

TRP34DT 

Related Commands: 

TRP34D?, TRP34DR, TRP34I, TRP34I ?, TRP340, TRP340L, TRP340L? 

Front Panel Key: 

Cal\ PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX SELECT DEVICE TYPE X 
MORE X 3,4 DEVICE TYPE 


TRP34I I nclude the port 3, 4 thru/reciprocal measurement 


Syntax: 

TRP34I 

Remarks: 

Same as THRU 34 

Related Commands: 

TRP34D?, TRP34DR, TRP34DT, TRP34I ?, TRP340, TRP340L, TRP340L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 3,4? 


TRP34I? Output the selection of omit or include for the port 

3, 4 thru/reciprocal measurement 

Syntax: trp34i? 


Remarks: 

Same as THRU 34? 

Data I/O: 

Outputs data in ASCII <NR1> format as follows: 

Ofor OMIT MEASUREMENT 

Ifor INCLUDE MEASUREMENT 

Default setting is OMIT 

Related Commands: 

TRP34D?, TRP34DR, TRP34DT, TRP34I, TRP340, TRP340L, TRP340L? 

Front Panel Key: 

CalX PERFORM CALX MANUAL CALX 4-PORT X NEXT CAL STEP 

X THRU/RECIPROCAL PARAMETERSX MEASURE PORT 3,4? 
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COMMAND 

DICTIONARY 

TRP340 

TRP340L? 


TRP340 Omit the port 3, 4 thru/reciprcxal measurement 


Syntax: 

TRP340 

Remarks: 

Same asTHRU34N 

Related Commands: 

TRP34D?, TRP34DR, TRP34DT, TRP34I, TRP34I ?, TRP340L, TRP340L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ MEASURE PORT 3,4? 


TRP340L Enter the thru/reciprocal offset length for port 3, 4 


Syntax: 

Value 

Units: 

TRP340L Value Units 

0.0 - 999.999 (meters) 

M, MTR, CM,CMT 

Remarks: 

Same asTOLP34 

Data I/O: 

Enter the offset length in ASCI 1 <NRF>format. 

Related Commands: 

TRP34D?, TRP34DR, TRP34DT, TRP34I, TRP34I ?, TRP340, TRP340L? 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 
MORE\ 3,4 DEVICE TYPE 


TRP340L? Output the thru/reciprocal offset length for port 3, 

4 


Syntax: 

TRP340L? 

Remarks: 

Same as TOLP34? 

Data I/O: 

Outputs data using ASCII <NR3>format. 

Related Commands: 

TRP34D?, TRP34DR, TRP34DT, TRP34I, TRP34I ?, TRP340, TRP340L 

Front Panel Key: 

Cal \ PERFORM CAL \ MANUAL CAL \ 4-PORT \ NEXT CAL STEP 
\ THRU/RECIPROCAL PARAMETERS\ SELECT DEVICE TYPE \ 
MORE\ 3,4 DEVICE TYPE 
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COMMAND 

DICTIONARY 


TRS 

TSALCMS2 


TRS 


Trigger/restart sweep 
Syntax: trs 


CONFIG (Ch 5) 


Remarks: Restarts the sweep (continuous sweep mode) or triggers a single sweep (in 
hold mode). 

Related Commands: WFS, HLD, CTN 

Front Panel Key: Config \ HOLD\ SINGLE SWEEP AND HOLD 


CAL (Ch 6) 


Select TRX calibration method 
Syntax: trx 

Related Commands: TRX4P 

Front Panel Key: Cal \ PE RFORM CAL 3 PORT CAL \ CHANGE CAL METHOD \ TRX 


TRX4P 


Select TRX calibration method for 4-port calibra¬ 
tion 


CAL (Ch 6) 


Syntax: trx4p 
Related Commands: TRX 

Front Panel Key: Cal \ PE RFORM CAL 4 PORT CAL \ CHANGE CAL METHOD \ TRX 


TSALCMS1 Source 1ALC modulator drive voltage 

Syntax: tsalcmsi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility\ DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
1\ ALC MODULATOR DRIVE VOLTAGE 


TSALCMS2 Source 2 ALC modulator drive voltage 

Syntax: tsalcms2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
2\ ALC MODULATOR DRIVE VOLTAGE 
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COMMAND 

DICTIONARY 


TSALCS1 


TSALCS2 


TSALCV 


TSBEG 


TSDDSS1 


TSDDSS2 


TSALCSl 

TSDDSS2 


Select source 1 for ALC verification 
Syntax: tsalcsi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS \ HARDVWVRE CAL \ SOURCE ALC CAL \ 
SELECT SOURCE 1 


Select source 2 for ALC verification 
Syntax: tsalcs2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS \ HARDWARE CAL \ SOURCE ALC CAL \ 
SELECT SOURCE 2 


Start source ALC verification 
Syntax: tsalcv 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ MORE \ VERIFY ALC CALIBRATION 


Start diagnostics mode - same as SDG 
Syntax: tsbeg 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY) 


Source 1 reference DDS voltage 
Syntax: tsddssi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
1\ DDS REFERENCE CLOCK VOLTAGE 


Source 2 reference DDS voltage 
Syntax: tsddss2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
2X DDS REFERENCE CLOCK VOLTAGE 
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TSDRAM 

TSEND 


COMMAND 

DICTIONARY 


TSDRAM 


Start DRAM test 

Syntax: tsdram 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ MORE \ MORE \ DRAM \ START TEST 


TSDSPSRAM 


Start DSP SRAM test 
Syntax: tsdspsram 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ MORE \ MORE \ DRAM \ START TEST 


TSDVMC 


UTILITY - DIAGNOSTICS (Ch 9) 


Enter DVM channel number - same as DVM 

Syntax: tsdvmc Value 

Value 0 to 128 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ DVM CHANNEL 


TSEFMEM 


Start extended FLASFI memory test 
Syntax: tsefmem 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE \ MORE \ EXTENDED FLASH MEMORY 


UTILITY - DIAGNOSTICS (Ch 9) 


TSEND End diagnostics mode-same as EDG 

Syntax: tsend 
Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ FINISHED, RECOVER FROM TROUBLESHOOTING 


11-618 


MS462XXPM 
















COMMAND 

DICTIONARY 


TSEXTI 


TSFMEM 


TSGDRAM 


TSGVRAM 


TSHETO 


TSLATR? 


TSEXTI 

TSLATR? 


UTILITY - DIAGNOSTICS (Ch 9) 


Display external A/D input - same as EXD 
Syntax: tsexti 
Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ EXTERNAL A/D INPUT 


Start FLASFI memory test 
Syntax: tsfmem 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE \ MORE \ FLASH MEMORY 


Start graphic DRAM test 
Syntax: tsgdram 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ MORE \ MORE \ DRAM \ START TEST 


Start graphic VRAM test 
Syntax: tsgvram 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ MORE \ MORE \ DRAM \ START TEST 


FI et osci 11 at or voltage 
Syntax: tsheto 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ HET OSCILLATOR VOLTAGE 


UTILITY - DIAGNOSTICS (Ch 9) 


Diagnostic read latch - same as DRL 
Syntax: tslatr? 

Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ TRIGGER READ \ READ DATA 
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TSLATW 

TSMAIVLOl 


COMMAND 

DICTIONARY 


UTILITY - DIAGNOSTICS (Ch 9) 


TSLATW Diagnostic write latch - same as DWL 

Syntax: tslatw 
Remarks: For service use only. 

Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ LATCH ADDRESS or WRITE DATA or TRIGGER WRITE 


TSLEVAS1 


TSLEVAS2 


TSLOGAS1 


TSLOGAS2 


Source 1 level amplifier voltage 
Syntax: tslevasi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
1\ LEVEL AMPLIFIER VOLTAGE 


Source 2 level amplifier voltage 
Syntax: tslevas2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
2X LEVEL AMPLIFIER VOLTAGE 


Source 1 logarithmic amplifier voltage 
Syntax: tslogasi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
IX LOG AMPLIFIER VOLTAGE 


Source 2 logarithmic amplifier voltage 
Syntax: tslogas2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
2X LOG AMPLIFIER VOLTAGE 


TSMAIVL01 


LOl main X/CO voltage 
Syntax: tsmaivloi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MOREX LOIX MAIN VCO VOLTAGE 
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COMMAND 

DICTIONARY 


TSMAIVSl 

TSMHARl 


TSMAIVSl 


TSMAIVS2 


TSMCOOO 


TSMC001 


TSMHARO 


TSMHAR1 


Source 1 main VCO voltage 
Syntax: tsmaivsi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
1\ MAIN VCO VOLTAGE 


Source 2 main VCO voltage 
Syntax: tsmaivs2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
2X MAIN VCO VOLTAGE 


Common offset mode off 
Syntax: tsmcooo 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility X DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MORE X SELECT MODESX COMMON OFFSET MODE 
OFF 


Common offset mode on 
Syntax: tsmcooi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility X DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 

ONLY)X MORE X SELECT MODESX COMMON OFFSET MODE ON 


Flarmonic mode off 
Syntax: tsmharo 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility X DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MORE X SELECT MODESX HARMONIC MODE OFF 


Flarmonic mode on 


UTILITY - DIAGNOSTICS (Ch 9) 


Syntax: tsmhari 


Front Panel Key: Utility X DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MORE X SELECT MODESX HARMONIC MODE ON 
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TSMSPAO 

TSOFFVSl 


COMMAND 

DICTIONARY 


TSMSPAO 


TSMSPA1 


TSMSPUO 


TSMSPU1 


TSOFFVS1 


Spur avoidance mode off 
Syntax: tsmspao 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ SELECT MODES \ SPUR AVOIDANCE MODE 
OFF 


Spur avoidance mode on 
Syntax: tsmspai 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 

ONLY)\ MORE\ SELECT MODES \ SPUR AVOIDANCE MODE ON 


Speed up circuit mode off 
Syntax: tsmspuo 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ SELECT MODES\ SPEED UP CIRCUIT OFF 


Speed up circuit mode on 
Syntax: tsmspui 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ SELECT MODES\ SPEED UP CIRCUIT ON 


TS0FFVL01 


LOl offset VCO voltage 
Syntax: tsoffvloi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING (SERVICE USE 
ONLY)\ MORE\ L01\ OFFSET VCO VOLTAGE 


Source 1 offset VCO voltage 
Syntax: tsoffvsi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: Utility \ DIAGNOSTICS\ TROUBLESHOOTING \ MORE \ SOURCE 
1\ OFFSET VCO VOLTAGE 
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COMMAND 

DICTIONARY 


TS0FFVS2 


TSPWRLS1 


TSPWRLS2 


TSSRAM 


TSSRAMD 


TSOFFVS2 

TSSRAMD 


Source 2 offset VCO voltage 
Syntax: tsoffvs2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING \ MORE \ SOURCE 
2\ OFFSET VCO VOLTAGE 


Source 1 power level DAC voltage 
Syntax: tspwrlsi 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
IX POWER LEVEL DAC VOLTAGE 


Source 2 power level DAC voltage 
Syntax: tspwrls2 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING X MORE X SOURCE 
2X POWER LEVEL DAC VOLTAGE 


Start SRAM test 

Syntax: tssram 


UTILITY - DIAGNOSTICS (Ch 9) 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MORE X MORE X SRAM 


Start SRAM disk test 


UTILITY - DIAGNOSTICS (Ch 9) 


Syntax: tssramd 


Front Panel Key: UtilityX DIAGNOSTICSX TROUBLESHOOTING (SERVICE USE 
ONLY)X MORE X MORE X SRAM DISK 
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COMMAND 

DICTIONARY 


TST 

TUNESWP 


TST 


Perform self test and output status (same as 
*TST?) 

Syntax: tst 


REMOTE - IEEE 488.2 (Ch 8) 


Remarks: Causes the VNMS to perform an extensive, fully automated internal circuits 
self test. Detailed error messages indicating self test failures, if any, are 
placed in the service log in the order they occur. The query returns a "1" if 
any part of the self test failed, or a "0" when passed. 

NOTE: When commands TST or *TST? are sent to the M S462XX, the 
VNMS output power is momentarily set to the model-dependent Rated 
Power level during the self test. Ensurethat any equipment connected to 
Port 1 or Port 2 will not be damaged by this power level. 

Data I/O: Returns a value in ASCI I format. 


Related Commands: ONE, OEL, OSL, PSL, *TST? 


Front Panel Key: UtilityX DIAGNOSTICSX START SELF TEST 


TSTRENF Noise figure measurement 

Syntax: tstrenf 


UTILITY - DIAGNOSTICS (Ch 9) 


TUNEO Turn tune mode off 

Syntax: tuneo 

Front Panel Key: Sweep \ TUNE MODE OFF 


SWEEP (Ch 5) 


TUNE1 Turn tune mode on 

Syntax: tunei 

Front Panel Key: Sweep \ TUNE MODE ON 


SWEEP (Ch 5) 


TUNESWP 


Enter number of sweeps in tune mode 
Syntax: tuneswp 

Front Panel Key: Sweep \ TUNE MODE COUNT 


SWEEP (Ch 5) 
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COMMAND 

DICTIONARY 


TUNESWP? 

UlO 


TUNESWP? Output number of sweeps in tune mode 

Syntax: tuneswp? 


SWEEP (Ch 5) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Sweep \ TUNE MODE COUNT 


TUNEX? 


Output tune mode on/off status 
Syntax: tunex? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 
0for OFF 
1 for ON 

Front Panel Key: Sweep \ TUNE MODE 


SWEEP (Ch 5) 


TXX? 


Output trigger source 
Syntax: txx? 

Data I/O: Outputs data using ASCI I <NR1> format as follows: 

1 for TlN 

2 for TEX 

3 for Tl B 
4forTEB 
SforTIBSB 

6 for TIBS 

7 for TEXAS 
BforTEXSB 


SWEEP (Ch 5) 


Related Commands: TIN,TEX 


Front Panel Key: Sweep \ MORE \ TRIGGERS \ MEASUREMENT 


U10 Select 10 mil UTF calibration kit 

Syntax: ulO 


CAL (Ch 6) 


Related Commands: U15, U25 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ MICROSTRIP 
PARAMETERS \ 10 MIL KIT 
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U15 

UDP14 


COMMAND 

DICTIONARY 


U15 


CAL (Ch 6) 


Select 15 mil UTF calibration kit 
Syntax: ui5 

Rel ated Commands: U10, U 25 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ MICROSTRIP 
PARAMETERSX 15 MIL KIT 


U25 


CAL (Ch 6) 


Select 25 mil UTF calibration kit 
Syntax: U2 5 

Rel ated Commands: U10, U15 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ MICROSTRIP 
PARAMETERS \ 25 MIL KIT 


UDP11 Select the Sll user defined parameter 

Syntax: udph 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ S11/USER2 


MEAS (Ch 5) 


UDP12 Select the S12 user defined parameter 

Syntax: udp12 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ S12/USER3 


MEAS (Ch 5) 


UDP13 


Select the S13 user defined parameter 
Syntax: udp13 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ S13/USER5 


MEAS (Ch 5) 


UDP14 


Select the S14 User Defined parameter 
Syntax: udp14 


MEAS (Ch 5) 
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COMMAND 

DICTIONARY 


UDP21 

UDP34 


UDP21 


UDP22 


UDP23 


UDP24 


UDP31 


UDP32 


UDP33 


UDP34 


Select theS21 user defined parameter 
Syntax: udp21 

Front Panel Key: Meas \ USER DEFINED 

Select the S22 user defined parameter 
Syntax: udp2 2 

Front Panel Key: Meas \ USER DEFINED 

Select the S23 user defined parameter 
Syntax: udp2 3 

Front Panel Key: Meas \ USER DEFINED 

Select the S24 User Defined parameter 
Syntax: udp2 4 

Select the S31 user defined parameter 
Syntax: udp31 

Front Panel Key: Meas \ USER DEFINED 

Select the S32 user defined parameter 
Syntax: udp32 

Front Panel Key: Meas \ USER DEFINED 

Select the S33 user defined parameter 
Syntax: udp33 

Front Panel Key: Meas \ USER DEFINED 

Select the S34 User Defined parameter 
Syntax: udp34 


MEAS (Ch 5) 


CHANGE RATIO \ S2iyUSERl 


MEAS (Ch 5) 


CHANGE RATIO \ S22/USER4 


MEAS (Ch 5) 


CHANGE RATIO \ S23/USER6 


MEAS (Ch 5) 


MEAS (Ch 5) 


CHANGE RATIO \ S31/USER7 


MEAS (Ch 5) 


CHANGE RATIO \ S32/USER8 


MEAS (Ch 5) 


CHANGE RATIO \ S33/USER9 


MEAS (Ch 5) 
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UDP41 

UMDISl 

COMMAND 

DICTIONARY 

UDP41 

Select the S41 User Defined parameter 

Syntax: udp41 

UDP42 

Select the S42 User Defined parameter |j2d2j2£X(SUIi2l 

Syntax: udp4 2 

UDP43 

Select the S43 User Defined parameter 

Syntax: udp4 3 

UDP44 

Select the S44 User Defined parameter |j2d2j2£X(SUIi2l 

Syntax: udp4 4 

UDPX? 

Output User Defined parameter for active channel 

Syntax: udpx? 

Data I/O: Outputs data using ASCI 1 <NR1> integer values. 

Front Panel Key: Meas \ USER DEFINED \ CHANGE RATIO \ Sxx/USERx 

UF 

Suffix sets farad data type and scales by IE-6 

Syntax: uf 

UH 

Suffix sets farad data type and scales by IE-6 

Syntax: uh 

UMDISO 

Turn off user message display ■ :laJiW1 a:lJi 1 il:« 

Syntax: umdiso 

UMDIS1 

Turn on user message display ■ :laJiW1 a:lJi 1 a:i:fiWil;« 

Syntax: umdisi 


DATA ENTRY SUFFIXES (Ch 5) 


DATA ENTRY SUFFIXES (Ch 5) 


REMOTE - USER MESSAGE (Ch 8) 


REMOTE - USER MESSAGE (Ch 8) 
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COMMAND 

DICTIONARY 


UMDISX? 

UMYLOC 


UMDISX? 


UMRST 


UMSTR 


UMSTR? 


UMXLOC 


UMXLOC? 


UMYLOC 


Output user message display on/off status 
Syntax: umdisx? 

Data I/O: Outputs data using ASCI I <MR1> integer values, 


REMOTE - USER MESSAGE (Ch 8) 


Reset all user message display parameters 
Syntax: umrst 


REMOTE - USER MESSAGE (Ch 8) 


Enter the user message display string 

Syntax: umstr Value 

Value "String" 1 to8characters 

Output the user message display string 
Syntax: umstr? 

Data I/O: Outputs data using undelimited 


REMOTE - USER MESSAGE (Ch 8) 


REMOTE - USER MESSAGE (Ch 8) 


7-bit ASCI I text. 


Enter the user message display starting X location 


REMOTE - USER MESSAGE (Ch 8) 


Syntax: UMXLOC Value Units 

Value ASCI I <MRf>number 
Units: XXI, XX3, XM3 


Output the user message display starting X loca¬ 
tion 


REMOTE - USER MESSAGE (Ch 8) 


Syntax: umxloc? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


Enter the user message display starting Y location 


REMOTE - USER MESSAGE (Ch 8) 


Syntax: UMYLOC Value Units 

Value ASCI I <NRf>number 
Units: ASCI I <NRf>number 


Datal/0: I nput an ASCI I <NRf>number 
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UMYLOC? 

UPL20 


COMMAND 

DICTIONARY 


UMYLOC? 


Output the user message display starting Y Icxa- 
tion 


REMOTE - USER MESSAGE (Ch 8) 


Syntax: umyloc? 

Data I/O: Outputs data using ASCI I <NR1> integer values. 


UNDOGC Exit gain compression and undo changes 

Syntax: undogc 

Remarks: Returns to the normal S parameter measurement state. 


APPL - GAIN COMPRESSION (Ch 10) 


Related Commands: 
Front Panel Key: 


SFGCA, SPGCA 

Appl\ SWEPT POWER GAIN COMPRESSION \ MULTIPLE 
FREQUENCY GAIN COMPRESSION \ RETURN TO T/R MODE 


UPLO 


Turn upper limit off 
Syntax: uplo 


DISPLAY - LIMITS (Ch 7) 


Related Commands: UPLl, LUP, LON, LOF 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER LIMIT OFF 


UPLl 


Turn upper limit on at current value 
Syntax: upli 


DISPLAY - LIMITS (Ch 7) 


Related Commands: UPLO, LUP, LON, LOF 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER LIMIT ON 


UPL20 Turn upper I i mit off for bottom graph 

Syntax: upl2 0 

Related Commands: UPL21, LUP2, LON, LOF 


DISPLAY - LIMITS (Ch 7) 
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COMMAND 

DICTIONARY 


UPL21 


UPL2X? 


UPLX? 


US 


US1 


UPL21 

USl 


Turn upper limit on at current value for bottom 
graph 

Syntax: upl21 

Related Commands: UPL20, LUP2, LON, LOF 


DISPLAY - LIMITS (Ch 7) 


Output upper limit on/off status for bottom graph 
Syntax: upl2x? 

Data I/O: Outputs a value in ASCI I <NR1> format as follows: 


DISPLAY - LIMITS (Ch 7) 


0for OFF 
1 for ON 


Related Commands: UPL20, UPL21 


Output upper 
Syntax: 
Data I/O: 


limit on/off status 

UPLX? 

Outputs a value in ASCI I <NRl>format as follows: 


DISPLAY - LIMITS (Ch 7) 


0for OFF 
1 for ON 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX UPPER LIMIT 


Suffix sets time data type and scales by lE-6 
Syntax: us 


DATA ENTRY SUFFIXES (Ch 5) 


Select upper segmented limit 1 as the active seg¬ 
ment 

Syntax: usi 

Remarks: Makes USx the active segmented upper limit. 
Related Commands: CFI1-CFI4, LSI-LSIO, LSx? 


DISPLAY - LIMITS (Ch 7) 


Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT lACTIVE 
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USIO 

US3P 

COMMAND 

DICTIONARY 


US10 Select upper segmented limit 10 as the active seg¬ 

ment 


Syntax: 

usio 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 10 ACTIVE 


US2 Select upper segmented limit 2 as the active seg¬ 

ment 


Syntax: 

US2 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSl-LSlO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 2 ACTIVE 


US3 Select upper segmented limit 3 as the active seg¬ 

ment 


Syntax: 

US3 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 3ACTIVE 


US3P Select use existing 3-port calibration 


Syntax: 

US3P 

Front Panel Key: 

Cal \ PE RFORM CAL \ MANUAL CAL \ 4 PORT CAL \ USE EX- 
ISTING 3PORT CAL? 
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COMMAND 

DICTIONARY 

US3P? 

US5 


US3P? Output selection of use existing 3-port calibration 

or not 


Syntax: 

US3P? 

Data I/O: 

Outputs data in ASCII <NRl>format as follows: 

Ofor DO NOT USE EXISTING 3 PORT CAL 

Ifor USE EXISTING 3 PORT CAL 

Front Panel Key: 

Cal \ PE RFORM CAL \ MANUAL CAL \ 4 PORT CAL \ USE EX- 
1 STING 3 PORT CAL? 


US4 Select upper segmented limit 4 as the active seg¬ 

ment 


Syntax: 

US4 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPE R) LI MITS \ 
SEGMENT 4ACTIVE 


US5 Select upper segmented limit 5 as the active seg¬ 

ment 


Syntax: 

US5 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSl-LSlO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX E DIT LOWER (UPPE R) LI MITS \ 
SEGMENT 5ACTIVE 
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US6 

US8 

COMMAND 

DICTIONARY 


use Select upper segmented limit 6 as the active seg¬ 

ment 


Syntax: 

US6 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 6ACTIVE 


US7 Select upper segmented limit 7 as the active seg¬ 

ment 


Syntax: 

US7 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSl-LSlO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITSX (MORE) EDIT SEG- 
MENTS\ EDIT UPPER LIMITSX SEGMENT 7ACTIVE 


use Select upper segmented limit 8 as the active seg¬ 

ment 


Syntax: 

US8 

Remarks: 

Makes USx the active segmented upper limit. 

Related Commands: 

CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: 

Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 8 ACTIVE 


11-634 

MS462XXPM 












COMMAND 

DICTIONARY 


US9 


use 


USE 


USE? 


US9 

USE? 


Select upper segmented limit 9 as the active seg¬ 
ment 

Syntax: us 9 


DISPLAY - LIMITS (Ch 7) 


Remarks: Makes USx the active segmented upper limit. 

Related Commands: CH1-CH4, LSI-LSIO, LSx? 

Front Panel Key: Display \ GRAPH TYPE \ Any; except LINEAR POLAR, LOG POLAR, 
SMITH CHART,or POWER then \ LIMITS\ (MORE) SEGMENTED 
LIMITSX EDIT SEGMENTSX EDIT LOWER (UPPER) LIMITS \ 
SEGMENT 9ACTIVE 


Suffix sets time data type and scales by lE-6 
Syntax: use 


DATA ENTRY SUFFIXES (Ch 5) 


Enter effective dielectric for microstrip calibration 

Syntax: use Value Units 

Value 1.0 to 9999.99 
Units: XXI, XX3, XM3 


Related Commands: USW, USZ 


CAL (Ch 6) 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USERDEFINED\ EFFECTIVE DI¬ 
ELECTRIC 


Output effective dielectric for microstrip calibra¬ 
tion 


CAL (Ch 6) 


Syntax: use? 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USERDEFINED\ EFFECTIVE DI¬ 
ELECTRIC 
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USL 

USRIO 

COMMAND 

DICTIONARY 


USL Enter label string for user parameter being defined 


Syntax: 

Value 

USL String 

"String" with a maximum of five characters. Displays on the screen. 

Related Commands: 

USL? 

Front Panel Key: 

Meas\ USERDEFINEDX USER LABEL 


USL? Output label string for the user parameter being 

defi ned 


Syntax: 

USL? 

Data I/O: 

The String is output in <Arbitrary ASCI 1 >format. 

Block Size 

Five bytes maximum. 

Related Commands: 

USL 

Front Panel Key: 

Meas\ USERDEFINEDX USER LABEL 


USR1 Measure the user parameter Ion active channel 


Syntax: 

USRl 

Remarks: 

USRl takes the pi ace of S21. Any channel displaying S21 will now display 
USRl. 

Related Commands: 

USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USERDEFINEDX S21/USER1 


USR10 Measure user parameter 10 on active channel 


Syntax: 

USRIO 

Related Commands: 

USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 
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COMMAND 

DICTIONARY 


USRll 

USR15 


USR11 


USR12 


USR13 


USR14 


USR15 


Measure user parameter 11 on active channel 
Syntax: uSRll 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 

USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 


Measure user parameter 12 on active channel 
Syntax: USR12 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 

USRll, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 


Measure user parameter 13 on active channel 
Syntax: USR13 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 

USRll, USR12, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 


Measure user parameter Mon active channel 
Syntax: USR14 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 

USRll, USR12, USR13, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 


Measure user parameter 15 on active channel 
Syntax: USR15 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 

USRll, USR12, USR13, USR14, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 
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USR16 

USR4 

COMMAND 

DICTIONARY 


USR16 Measure user parameter 16 on active channel 


Syntax: 

USR16 

Related Commands: 

USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, 
USRll, USR12, USR13, USR14, USR15, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 


USR2 Measure user parameter 2 on active channel 


Syntax: 

USR2 

Remarks: 

USR2 takes the pi ace of Sll. Any channel displaying Sll will now display 
USR2. 

Related Commands: 

USRl, USR3, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USERDEFINEDX SliyUSER2 


USR3 Measure user parameter 3 on active channel 


Syntax: 

USR3 

Remarks: 

USR3 takes the pi ace of S12. Any channel displaying S12 will now display 
USR3. 

Related Commands: 

USRl, USR2, USR4, USR5, USR6, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S12/USER3 


USR4 Measure user parameter 4 on active channel 


Syntax: 

USR4 

Remarks: 

USR4 takes the pi ace of S22. Any channel displaying S22 will now display 
USR4. 

Related Commands: 

USRl, USR2, USR3, USR5, USR6, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S22/USER4 
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COMMAND 

DICTIONARY 

USR5 

USR8 


USR5 M easure user parameter 5 on active channel 


Syntax: 

USR5 

Related Commands: 

USRl, USR2, USR3, USR4, USR6, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S13AJSER5 


USR6 M easure user parameter 6 on active channel 


Syntax: 

USR6 

Related Commands: 

USRl, USR2, USR3, USR4, USR5, USR7, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S23AJSER6 


USR7 Measure user parameter 7 on active channel 


Syntax: 

USR7 

Related Commands: 

USRl, USR2, USR3, USR4, USR5, USR6, USR8, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S3iyUSER7 


USR8 Measure user parameter 8 on active channel 


Syntax: 

USR8 

Related Commands: 

USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR9, USRIO, USRll, 
USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: 

Meas\ USER DEFINED \ S32/USER8 
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USR9 

USW? 


COMMAND 

DICTIONARY 


USR9 


Measure user parameter 9 on active channel 
Syntax: USR9 


MEAS (Ch 5) 


Related Commands: USRl, USR2, USR3, USR4, USR5, USR6, USR7, USR8, USRIO, USRll, 

USR12, USR13, USR14, USR15, USR16, Sll, S21, S12, S22, S31, S32, S33, 
S41, S42, S43, S44 

Front Panel Key: Meas \ USERDEFINED\ S33AJSER9 


USW 


Enter microstrip width for microstrip calibration 


CAL (Ch 6) 


Syntax: USW Value Units 

Value 0.001 mm to 1000 mm 
Units: M,MTR,MM,MMT,CM,CMT 


Rel ated Commands: U SE, U SZ 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USER DEFINED \ WIDTH OF 
STRIP 


USW? 


Output microstrip width for microstrip calibration 
Syntax: usw? 


CAL (Ch 6) 


Data I/O: Outputs data usiing ASCII <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USER DEFINED \ WIDTH OF 
STRIP 
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COMMAND 

DICTIONARY 


USZ 

UTFD 


USZ 


Enter microstrip impedance for microstrip calibra¬ 
tion 


CAL (Ch 6) 


Syntax: USZ Value Units 

Value 1.0 to 9999.99 
Units: XXI, XX3, XM3, OHM 


Related Commands: USE,USW 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USERDEFINED\ Zc 


USZ? 


Output microstrip impedance for microstrip cali¬ 
bration 

Syntax: usz? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 

LINE TYPE: MICROSTRIP \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
MICROSTRIP PARAMETERS \ USERDEFINED\ Zc 


UTFD 


Select user defined microstrip calibration kit 


CAL (Ch 6) 


Syntax: utfd 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP\ FULL 12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP\ MICROSTRIP 
PARAMETERS 
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USER/U10/U15/U25 


Syntax: utfx? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ofor USER DEFINED 

1 for 10 MIL UTF 

2 for 15MIL UTF 

3 for 25MIL UTF kit 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ LINE TYPE: MICROSTRIP \ 

NEXT CAL STEP \ FULL12TERM\ INCLUDE ISOLATION \ NOR¬ 
MAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ MICROSTRIP 
PARAMETERS 


V Suffix sets voltage data type 

Syntax: v 


DATA ENTRY SUFFIXES (Ch 5) 


VELO? 


Output relative velocity for Iowpass distance 
Syntax: velo? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs relativevelocity value using ASCII <NR3>format. 


Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP \ RANGE SETUP \ RELATIVE VELOCITY 


VLT Suffix sets voltage data type 

Syntax: vlt 


DATA ENTRY SUFFIXES (Ch 5) 


VSP 


Enter rear panel stop voltage value 

Syntax: VSP Value Units 

Va I u e 00.000 to +10.000 vol ts 
Units: V,VLT 


Related Commands: VST 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ STOP 
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COMMAND 

DICTIONARY 


VSP? 

WCO 


VSP? 


VST 


VST? 


WCO 


Output rear panel stop voltage value 
Syntax: vsp? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ STOP 


Enter rear panel start voltage value 


Syntax: VST Value Units 

Va I u e 00.000 to +10.000 vol ts 
Units: V,VLT 


Related Commands: VSP 


UTILITY - REAR PANEL (Ch 10) 


Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ START 


Output rear panel start voltage value 
Syntax: vst? 


UTILITY - REAR PANEL (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR3>format. 

Front Panel Key: Utility \ REAR PANEL \ HORIZONTAL \ START 


E nter waveguide cutoff frequency for user defi ned 
kit 


CAL (Ch 6) 


Syntax: WCO Value Units 

Value 0 to current start frequency 
Units: HZ, KHZ, MHZ, GHZ 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXIMUM) \ NEXT CAL STEP \ 
VWXVEGUIDE PARAMETERS \ VWVVEGUIDE CUTOFF FREQ or 
PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET SHORT \ 
LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP \ FULL 12-TERM \ 
INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI MUM) \ 
NEXT CAL STEP\ VWVVEGUIDE PARAMETERS\ USER DEFINED 
\ VWVVEGUIDE CUTOFF FREQUENCY 
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wco? 

WGCUTOFF? 


COMMAND 

DICTIONARY 


wco? Output waveguidecutoff frequency for user defined 

kit 


CAL (Ch 6) 


Syntax: wco? 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: LRL/LRM \ 
LINE TYPE: VWXVEGUIDE \ NEXT CAL STEP \ INCLUDE ISOLA¬ 
TION \ NORMAL (1601 POINTS MAXI MUM) \ NEXT CAL STEP \ 
VWVVEGUIDE PARAMETERS \ VWVVEGUIDE CUTOFF FREQ or 
PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET SHORT \ 
LINE TYPE: VWXVEGUIDE \ NEXT CAL STEP \ FULL 12-TERM \ 
INCLUDE ISOLATION \ NORMAL (1601 POI NTS MAXI MUM) \ 
NEXT CAL STEP\ VWXVEGUIDE PARAMETERS\ USER DEFINED 
\ VWVVEGUIDE CUTOFF FREQUENCY 


WFS Wait full sweep until all display data is valid 

Syntax: wfs 


REMOTE - SYNC (Ch 8) 


Remarks: This command is useful before autoscaling, normalizing, or finding the mini¬ 
mum/maximum values (with markers). It is required when outputting data 
from the MS462XX to ensure that all data points in the sweep are valid. 
WFS is effective for dual sweeps containing forward and reverse parameters 
and also for insuring time domain processing is complete. 

Status Reporting: Sets bit 4 in the Extended Event Status Register when complete. 

Rel ated Commands: TRS, FI L D 


WGCUTOFF? Output the waveguide cal kit cutoff frequency 

Syntax: wgcutoff? 


CAL (Ch 6) 


Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 


Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT\ LINE TYPE: VWXVEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWXVEGUIDE PARAMETERS\ CUTOFF 
FREQ 
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COMMAND 

DICTIONARY 

WGSER? 

WIDE 


WGSER? Output waveguide cal kit serial number 


Syntax: 

WGSER? 

Data I/O: 

Outputs data using undelimited 7-bit ASCI 1 text. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ VWVVEGUIDE PARAMETERS\ IDEN¬ 
TIFIER 


WGSHOFF1 ? Output the waveguide cal kit short 1 offset 


Syntax: 

WGSHOFFl? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ VWVVEGUIDE PARAMETERS\ SHORT 1 


WGSHOFF2? Output the waveguide cal kit short 2 offset 


Syntax: 

WGSH0FF2? 

Data I/O: 

Outputs data using ASCI 1 <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 
SHORT\ LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ VWVVEGUIDE PARAMETERS\ SHORT 2 


WIDE Use entire display width for graphs 


Syntax: 

WIDF 
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WKD 

WKX? 

COMMAND 

DICTIONARY 


WKD Select user defined waveguide calibration kit 


Syntax: 

WKD 

Related Commands: 

WKI 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ LINE TYPE: WAVEGUIDE \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USER 
DEFINED 


WKI Select installed waveguide calibration kit 


Syntax: 

WKI 

Related Commands: 

WKD 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ LINE TYPE: WAVEGUIDE \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USE IN¬ 
STALLED VWVVEGUIDE KIT 


WKX? Output waveguide calibration kit selection user/in¬ 

stall 


Syntax: 

WKX? 

Data I/O: 

Outputs data using ASCI 1 <NR1>integer values as follows: 

Ofor USER DEFINED 

1 for INSTALLED kit 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 
SHORT\ LINE TYPE: VWWEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USE IN¬ 
STALLED VWWEGUIDE KIT 
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COMMAND 

DICTIONARY 

WLS 

WRT 


WLS Select low si delobe window shape 


Syntax: 

WLS 

Related Commands: 

WMS, WNM, WRT, CH1-CH4 

Front Panel Key: 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP \ MORE \ WINDOW SHAPE \ LOW 
SIDELOBE 


WMS Select minimum sidelobe window shape 


Syntax: 

WMS 

Related Commands: 

WLS, WMS, WRT, CH1-CH4 

Front Panel Key: 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP \ MORE \ WINDOW SHAPE \ MIN 
SIDELOBE 


WNM Select nominal window shape 


Syntax: 

WNM 

Related Commands: 

WLS, WMS, WRT, CH 1-CH4 

Front Panel Key: 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP \ MORE \ WINDOW SHAPE \ NOMINAL 


WRT Select rectangular window shape 


Syntax: 

WRT 

Related Commands: 

WLS, WMS, WRT, CH 1-CH4 

Front Panel Key: 

Appl\ DOMAIN \ TIME,LOWPASS\ DISPLAY, DISTANCE (TIME)\ 
SETUP \ RANGE SETUP \ MORE \ WINDOW SHAPE \ RECTAN¬ 
GULAR 
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WSHl 

WSH2 

COMMAND 

DICTIONARY 


WSH1 E nter waveguide short offset 1 for user defined kit 


Syntax: 

Value 

Units: 

WSHl Value Units 

-999.999 to 4999.999 

M,CM, MM 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 

SHORT \ LINE TYPE: WAVEGUIDE \ NEXT CAL STEP \ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USER 
DEFINED \ OFFSET LENGTH OF SHORT 1 


WSH1? Output waveguide short 1 offset for user defined 

kit 


Syntax: 

WSHl? 

Data I/O: 

Outputs data using ASCII <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 
SHORT\ LINE TYPE: VWWEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USER 
DEFINED \ OFFSET LENGTH OF SHORT 1 


WSH2 E nter waveguide short offset 2 for user defi ned kit 


Syntax: 

Value 

Units: 

WSH2 Value Units 

-999.999 to 4999.999 

M,CM, MM 

Related Commands: 

WSHl 

Front Panel Key: 

Cal\ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 
SHORT\ LINE TYPE: VWWEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI- 
MUM)\ NEXT CAL STEP\ VWWEGUIDE PARAMETERS\ USER 
DEFINED \ OFFSET LENGTH OF SHORT 2 
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COMMAND 

DICTIONARY 


WSH2? 

XMKR? 


WSH2? 


WSX? 


XM3 


XMKR? 


Output waveguide short 2 offset for user defined 
kit 


CAL (Ch 6) 


Syntax: wsh2? 

Data I/O: Outputs data using ASCI I <NR3>floating point values in exponential for¬ 
mat. 

Front Panel Key: Cal \ PERFORM CAL 2 PORT CAL \ CAL METHOD: OFFSET 
SHORT\ LINE TYPE: VWVVEGUIDE \ NEXT CAL STEP\ FULL 
12-TERM \ INCLUDE ISOLATION \ NORMAL (1601 POINTS MAXI¬ 
MUM) \ NEXT CAL STEP \ VWVVEGUIDE PARAMETERS\ USER 
DEFINED \ OFFSET LENGTH OF SHORT 2 


Output window shape 
Syntax: wsx? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 
Ifor RECTANGULAR 
2for NOMINAL 
3 for LOW SI DELOBE 
4for MINIMUM SI DELOBE 


Suffix sets unitless data type and scales by IE-3 
Syntax: xm3 


DATA ENTRY SUFFIXES (Ch 5) 


Output marker mode 
Syntax: xmkr? 


MARKER (Ch 7) 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 

Ofor MARKERS ON ACTIVE CHANNEL MODE 
Ifor ACTIVE MARKER ALL CHANNELS MODE 
2 for FI LTE R PARAM ETE R M E ASU RE M E NT M ODE 
3for MARKER SEARCH MARKER MODE 


Related Commands: AMKR, FMKR, NMKR, SMKR, SMKRMAX, SMKRMIN 
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COMMAND 

DICTIONARY 


XMKRP? 

XX3 


XMKRP? 


Output the power sweep marker mode 



Syntax: xmkrp? 

Data I/O: Outputs data using ASCI I <NR1> integer values as follows: 

Ifor READOUT_MRKRS_ACTIVE_CHANNEL 

2 for READOUT_ACTIVE_MRKR_ALL_CHANNELS=l, READOUT_FIL- 
TER_PARAMS 

3 for READOUT_SEARCH 

4 for READOUT_SEARCH_X_AXIS 

Related Commands: SMKRX, SMKRMAX, SMKRMIN 

Front Panel Key: Markers \ MARKER READOUT FUNCTIONS \ SEARCH (X-AXIS) 


XSB? 


Output byte order for output data LSB or MSB 



Syntax: xsb? 


Data I/O: Outputs a value in ASCI I <NR1> format as follows: 


Ofor LSB 
Ifor MSB 


Related Commands: LSB, MSB 


XX1 


Suffix sets unitless data type 



Syntax: xxi 


XX3 


Suffix sets unitless data type and scales by 1E3 



Syntax: xx3 


Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?,TDDIST?, ZSN, ZSP, ZCT, MRR 
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COMMAND 

DICTIONARY 


ZCT 

ZCT? 


ZCT 


Enter zcxDm range center valuetime or distance 


APPL - TIME DOMAIN (Ch 10) 


Syntax: ZCT Value Units 

Value -999.999 to 4^99.999 

Units: PSC, NSC, USC, PS, NS, MS, S, MMT, CMT, MTR, MM, CM, M 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=4;imelimitx299792458x 10/ SQROOT of dielectric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, val is assumed to be a time value. If the 
time domain parameter is distance, value is assumed to be a distance value. 

Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST?, ZSN, ZSP, ZST, M RR, ZCT? 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 

\ SETUP\ RANGE SETUP\ CENTER 


ZCT? 


Output zoom range center value 


APPL - TIME DOMAIN (Ch 10) 


Syntax: zct? 


Data I/O: Outputs value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


ZCT 

Appl\ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ CENTER 
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COMMAND 

DICTIONARY 


ZSN 

ZSN? 


ZSN 


Enter zoom range span value time or distance 


APPL - TIME DOMAIN (Ch 10) 


Syntax: ZSN Value Units 

Value 0 to 999.999 

Units: PSC, NSC, S, US, USC, PS, NS, MS, MMT, CMT, MTR, MM, CM, M 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=<imelimitx299792458x 10/ SQROOT of dielectric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST?, ZCT, ZSP, ZST, ZSN? 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ SPAN 


ZSN? 


Output zoom range span value 
Syntax: zsn? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NR3>format. 

Related Commands: ZSN 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ SPAN 
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COMMAND 

DICTIONARY 


ZSP 

ZSP? 


ZSP 


Enter zcxDm range stop value time or distance 


APPL - TIME DOMAIN (Ch 10) 


Syntax: ZSP Value Units 

Value -999.999 to 4^99.999 

Units: PSC, NSC, S, US, USC, PS, NS, MS, MMT, CMT, MTR, MM, CM, M 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=4;imelimitx299792458x 10/ SQROOT of dielectric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Related Commands: DIA, DIT, DIM, DIP, DIE, DIX?, TDDI ST?, ZSN, ZCT, ZST, M RR, ZSP? 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ STOP 


ZSP? 


Output zoom range stop value 
Syntax: zsp? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NR3>format. 

Related Commands: ZSP 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ STOP 
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COMMAND 

DICTIONARY 


ZST 

ZST? 


ZST 


Enter zoom range start value time or distance 


APPL - TIME DOMAIN (Ch 10) 


Syntax: ZST Value Units 

Value -999.999 to 4^99.999 

Units: PSC, NSC, S, US, USC, PS, NS, MS, MMT, CMT, MTR, MM, CM, M 

Remarks: The value limits listed above are for time only. To derive distance limits, use 
the equation: 


distance=4imelimitx299792458x 10/ SQROOT of dielectric constant 

Use the query command DIX? to output the value for dielectric constant. If 
the time domain parameter is time, value is assumed to be a time value. If 
the time domain parameter is distance, value is assumed to be a distance 
value. 


Use the query command TDDI ST? to get the time domain parameter. 

Front Panel Key: AppI \ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ START 


ZST? 


Output zoom range start value 
Syntax: zst? 


APPL - TIME DOMAIN (Ch 10) 


Data I/O: Outputs value in ASCI I <NR3>format. 


Related Commands: 
Front Panel Key: 


ZST 

Appl\ DOMAIN \ TIME, BANDPASS \ DISPLAY, DISTANCE (TIME) 
\ SETUP\ RANGE SETUP\ START 
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COMMAND TABLE 

DICTIONARY 11-1 


Table 11-1. Calibration Coefficient (Error Term) I nput/ Output Ordering by Calibration Type(1 of 2) 


Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

3-Port 

See Sheet 2 

12-Term 
(012, A12) 

EDF 

ESF 

ERF 

ETF 

ELF 

EXF 

EDR 

ESR 

ERR 

ETR 

ELR 

EXR 

1 Path 

2 Port FWD 
(C8T, AST) 

EDF 

ESF 

ERF 

ETF 

EXF 








1 Path 

2 Port REV 
(C8R, A8R) 

EDR 

ESR 

ERR 

ETR 

EXR 








2 Path 

3 Port 

EF21 

EX21 

EDI 

EPis 

ET11 

ET31 

EX31 






Reflection Only 
Port 1 

(CRF, ARF) 

EDF 

ESF 

ERF 










Reflection Only 
Port 2 

(CRR, ARR) 

EDR 

ESR 

ERR 










Reflection Only 
Both Ports 
(CRB, ARB) 

EDF 

ESF 

ERF 

EDR 

ESR 

ERR 







Transmission 
Frequency 
Response FWD 
(OFT, AFT) 

ETF 

EXF 











Transmission 
Frequency 
Response REV 
(CRT, ART) 

ETR 

EXR 











Transmission 
Frequency 
Response 
FWD&REV 
(CBT, ABT) 

ETF 

EXF 

ETR 

EXR 










* See OCx and ICx Series commands. 


The commands listed in parenthesis are used to set and/or simulate calibration process (refer to Chapter 5, Calibration). 
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TABLE 

11-1 


COMMAND 

DICTIONARY 


Table 11-1. Calibration Coefficient (Error Term) I nput/ Output Ordering by Calibration Type(2 of 2) 


Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

3 -Port 

ED33 

ET31 

ET32 

ETi 3 

ET23 

ER33 

EL33 

ES33 

EX31 

EX32 

EXi 3 

EX21 

2 -Path 3 -Poil 

ET21 

EX21 

EDi 

EP 1 S 

ET11 

ET31 

EX31 






Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

25 

26 

27 

28 

29 

30 

31 

32 

33 

34 

35 

36 

4 -Port 

ED4 

ETi 4 

ET41 

ET24 

ET42 

ET34 

ET43 

ET44 

EP 4 L 

EP 4 S 

EXi 4 

EX24 

Error Term 
(Cont) 

37 

38 

39 

40 









4 -Port (Cont) 

EX34 

EX41 

EX42 

EX43 










Table Legend 

3-Port Error Term =Eanm 
2-Port E rror Term = E aw 
a = Error Class 

D =Directivity 
T =Transmission Tracking 
R = Reflection Tracking 
S = Source Match 
L =Load Match 
X = Crosstalk and Isolation 
n =Test Channel (Measurement Port) 
m= Reference Channel (that is, Driving Port) 
w= Forward (F), Reverse (R) 
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Table 11-2. Output Values and Graph Display Types 

Graph Display Type Units per Division 


Graph Display Type 
(OFF Command) 

Log magnitude 
Phase 


0.001-50 

0.01-45 


Reference Value 

-999.999 to +999.999 
-999.999 to +999.999 


Related Suffix Units 


-360 to +360 
Log mag & phase 


DEG, RAD 
0.001-50, 


0.01-45 


-999.999 to +999.999 


-360 to +360 


DEG, RAD 
Linear magnitude 
Linear mag & phase 


1 El 2 to-999.999 
1 El 2 to-999.999 


-999.999 to +999.999 


V, XXI, XX3, XM3 


0.01-454 


-999.999 to +999.999 


-360 to +360 


V, XXI, XX3, XM3 


DEG, RAD 
Smith chart 
Inverted Smith 
Group deiay 
Log poiar 


-3, 0, 10, 20, 30 
-3, 0, 10, 20, 30 
1 El 5 to 999.999 sec 
0.001-50, 


N/A 

N/A 

999.999 sec 


DB 

DB 

SEC, MS, US, NS, PS 


-360 to +360 


0.001-50, 


-999.999 to -999.99 


DEG, RAD 
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TABLE 

11-3 


COMMAND 

DICTIONARY 


Tablell-3. Color Palette Numbers to be used with Model MS462X 


Palette 

No. 

Color 

Palette 

No. 

Color 

Palette 

No. 

Color 

0 

Black 

16 

Goldenrod 

32 

Cyan 

1 

Dim Grey 

17 

Med. Goldenrod 

33 

Cadet Blue 

2 

Light Grey 

18 

Wheat 

34 

Sky Blue 

3 

Grey 

19 

Khaki 

35 

Steel Blue 

4 

Salmon 

20 

Yellow Green 

36 

Slate Blue 

5 

Firebrick 

21 

Green Yellow 

37 

Blue 

6 

Brown 

22 

Pale Green 

38 

Medium Blue 

7 

Pink 

23 

Lime Green 

39 

Blue Violet 

8 

Orange red 

24 

Green 

40 

Medium Orchid 

9 

Orange 

25 

Spring Green 

41 

Thistle 

10 

Red 

26 

Forest Green 

42 

Plum 

11 

Coral 

27 

Sea Green 

43 

Magenta 

12 

Gold 

28 

Aquamarine 

44 

Purple 

13 

Sienna 

29 

Med. Aquamarine 

45 

Maroon 

14 

Tan 

30 

Turquoise 

46 

Violet red 

15 

Yellow 

31 

Dark Turquoise 

47 

White 
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COMMAND TABLE 

DICTIONARY 11-4 


Tablell-4. MS462X Options 
Models & Frequency Ranges 

MS4622A: 10 MHz to 3 GHz, T/R 
MS4622B: 10 MHz to 6 GHz, T/R 
MS4623A: 10 MHz to 3 GHz, Full Reversing 
MS4623B: 10 MHz to 6 GHz, Full Reversing 


Option Number 

Description 

Availability 

2 

Time Domain 

All Models 

3A 

Internal Source 

3 GHz Source - B Models 

3B 

2"^ Internal Source 

6 GHz Source - B Models 

4 

Noise Figure' 

B Models Only 

6 

3'^'' Test Port 

B Models Only 

7 

T/R Step Attenuator 

A Models Only 

8 

Harmonic Measurement 

All Models 

9 

External SCSI Interface 

All Models 

10 

AutoCal Control 

All Models 

11 

Test Port Connector 

All Models'' 

12 

Color LCD 

A Models Only 

13 

Intermodulation Distortion 

All Models 


Footnotes: 

1- Only 50lvlHzto3GHz 

2 - Standard Connector is N-female, No cost option for 3.5 mm (male), 3.5 mm (female), N-Male, or GPC-7. 
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TABLE 

11-5 


COMMAND 

DICTIONARY 


Tablell-5. Connector Codes 

Connector codes for commands requiring a “specified connector” input, such as CONOCO?, CONCC1 ?, CONCC2? etc. 


Code 

Connector 

1 

SMA male 

2 

SMA female 

3 

K male 

4 

K female 

5 

N male 

6 

N female 

7 

GPC 3.5 male 

8 

GPC 3.5 female 

9 

GPC 7 

11 

V male 

12 

V female 

13 

TNG male 

14 

TNG female 

15 

MM 2.4 male 

16 

MM 2.4 female 

17 

N, 75 Ohm, male 

18 

N, 75 Ohm, female 

19 

Special, male 

20 

Special, female 
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Chapter 12 
Instrument Data 


12-1 INTRODUCTION This chapter provides generai tabuiar information for the Modei 

MS462XX. Much of this information is presented in previous chapters, 
but is repeated here for easy access. The subject of each tabie i n this 
chapter is iisted on the chapter Contents page 

12~2 GPIB RESET The M S462XX wi i i be set to the defauit front panei setup conditions 

CONFIGURATION iisted in Tabie 12-1 upon receipt of the *RST common command. Addi- 

tionaiiy, GPiB Remote-Oniy functions are set or deared as iisted in 
Tabie 12-2. 

Tablel2-1. Defauit Front Pane! Settings (1 of 2) 


Function 

Default Setting 

Active Menu 

FREQ (Can be restored with the SETUP command) 

Measurement 

Maximum Sweep Range: Modei Dependent 

Source Power: Modei Dependent 

Data Points: Normal (401 points) 

Measurement: Sweep Mode, restarted 

Hoid: Hold/Continue, RF and bias off in hold mode 

Channei 

Quad (four-channel) display 

Channel 1 active 

Dispiay 

Channei T’ S11, 1:1 Smith Chart 

Channei2:S^2, Log Magnitude and Phase 

Channei 3: S21, Log Magnitude and Phase 

Channei 4: S22, 1:1 Smith Chart 

Scaie:10 dB/Division or 90°/Division 

Offset: O.OOOdB or 0.00 degree 

Reference Position: Midscale 

Eiectricai Deiay: 0.00 seconds 

Dieiectric: Air (1.000649) 

Normaiization: Qff 

Normaiized Trace Data: Erased 

Enhancement 

Video iP Bandwidth: Normal 

Averaging: Qff, 1 average 

Smoothing: Qff, 0% 

Caiibration 

Correction: Qff and Calibration erased 

Trace Mode: Qff 

Connector: Model dependent 

Load: Broadband 
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GPIB RESET 
CONFIGURATION 


INSTRUMENT 

DATA 


Tablel2-1. Default Front Panel Settings (2 of 2) 


Function 

Default Setting 

Markers/Limits 

Markers On/Off: All off 

Markers Enabled/Disabled: All enabled 

Marker Frequency: All set to the start-sweep frequency (or start -time distance 

A Reference: Off 

Limits: All set to reference position value 

System State and 
Save/Recall 

Identification and Options Data: Unchanged 

GPIB Addresses: Unchanged 

Frequency Blanking: Disengaged, 

Internal Memory Saved: Unchanged 

Installed Cal Coefficients: Unchanged 

Output 

Output Type: Printer (full screen, clear headers) 

Marker and Sweep Data: Enabled 

Printout: Every point 

Headers: Cleared and disabled 

Diagnostics 

Service Log/Error Messages: Unchanged 

Internal Hardware Calibrations Data: Unchanged 

Troubieshooting: Recovered from (that is, turned off) 

Triggering 

Mode: Internal 

Automatic I.F. Cal: On 


Table 12-2. GPIB RemoteOnly Functions Status 

Memories Saved: 

Memories Cleared/Changed: 

Information reported via the *IDN? and *OPT? 
query commands. 

SRO 

Standard Event Status 

Extended Event Status 

Limits Pass/Fail Status 

Enable Registers Standard, Extended, and Limits 

GPIB Input and Output Buffers 

Trigger action for *TRG and Group Execute Trigger is set to 
null. 

Operation Complete State: Idle 

Data Transfer Format Defaults: FMA, MSB, DPRO 
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INSTRUMENT 

DATA 


CALIBRATION 

COEFFICIENTS 


12-3 CALIBRATION Table 12-3 lists the calibration coefficients that are generated during 

COEFFICIENTS theMS462XX calibration process using the Calibration Coefficients 

Commands (OCx- ICx). Refer to Chapter 8, Calibration Coefficients 
Data T ransfer. 


Table 12-3. Calibration Coefficient (Error Term) I nput/ Output Ordering by Calibration Type(1 of 3) 


Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

3-Port 

See Sheet 2 

12-Term 
(012, A12) 

EDF 

ESF 

ERF 

ETF 

ELF 

EXF 

EDR 

ESR 

ERR 

ETR 

ELR 

EXR 

1 Path 

2 Port FWD 
(C8T, AST) 

EDF 

ESF 

ERF 

ETF 

EXF 








1 Path 

2 Port REV 
(C8R, A8R) 

EDR 

ESR 

ERR 

ETR 

EXR 








2 Path 

3 Port 

EF21 

EX21 

EDi 

EPis 

ETii 

ET31 

EX31 






Reflection Only 
Port 1 

(CRF, ARF) 

EDF 

ESF 

ERF 










Reflection Only 
Port 2 

(CRR, ARR) 

EDR 

ESR 

ERR 










Reflection Only 
Both Ports 
(CRB, ARB) 

EDF 

ESF 

ERF 

EDR 

ESR 

ERR 







Transmission 
Frequency 
Response FWD 
(OFT, AFT) 

ETF 

EXF 











Transmission 
Frequency 
Response REV 
(CRT, ART) 

ETR 

EXR 
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CALIBRATION 

COEFFICIENTS 


INSTRUMENT 

DATA 


Table 12-3. Calibration Coefficient (Error Term) I nput/ Output Ordering by Calibration Type(2 of 3) 


Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

Transmission 
Frequency 
Response 
FWD&REV 
(CBT, ABT) 

ETF 

EXF 

ETR 

EXR 










* See OCx and ICx Series commands. 


The commands listed in parenthesis are used to set and/or simulate calibration process (refer to Chapter 5, Calibration). 
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INSTRUMENT 

DATA 


CALIBRATION 

COEFFICIENTS 


Table 12-3. Calibration Coefficient (Error Term) i nput/ Output Ordering by Calibration Type(3 of 3) 


Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

3-Port 

ED 33 

ET 31 

ET 32 

ETi3 

ET 23 

ER 33 

EL 33 

ES 33 

EX 31 

EX 32 

EXi3 

EX 21 

2-Path 3-Poil 

ET 21 

EX 21 

EDI 

EPiS 

ET 11 

TE 31 

EX 31 






Calibration 

(Related 

Commands)** 

Calibration Coefficient (Error Term)* 

25 

26 

27 

28 

29 

30 

31 

32 

33 

34 

35 

36 

4-Port 

ED4 

ETu 

ET 41 

ET 24 

ET 42 

ET 34 

ET 43 

ET 44 

EP4L 

EP4S 

EXi4 

EX 24 

Error Term 
(Cont) 

37 

38 

39 

40 









4-Port (Cont) 

EX 34 

EX 41 

EX 42 

X 43 










Table Legend 

3-Port Error Term =Eanm 
2-Port E rror Term = E aw 
a = Error Class 

D =Directivity 
T = Transmission Tracking 
R = Reflection Tracking 
S = Source Match 
L =Load Match 
X = Crosstalk and Isolation 
n =Test Channel (Measurement Port) 
m= Reference Channel (that is, Driving Port) 
w= Forward (F), Reverse (R) 
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NUMERIC DATA 
SUFFIX MNEMONICS 


INSTRUMENT 

DATA 


12-4 NUMERIC DATA Table 12-4 lists the numeric data suffix mnemonics for the Model 

SUFFIX MNEMONICS MS462XX VNA. These mnemonics are used when entering numeric 

data with GPIB commands (usage of these codes is optional). Refer to 
Chapter 5, Data Entry Suffix Codes. 


Table 12-4. Numeric Data Suffix Mnancxiics 


Code 

Parameter Type 

Weighting Factor 

DB, DBL, DBM 

Power 

1.0 

DEG 

Phase 

1.0 

RAD 

Phase 

180°/jt 

HZ 

Frequency 

1.0 

KHZ 

Frequency 

10E+3 

MHZ 

Frequency 

10E+6 

GHZ 

Frequency 

10E+9 

REU 

Real 

1.0 

IMU 

Imaginary 

1.0 

S 

Time 

1.0 

MS 

Time 

10E-3 

US, use 

Time 

10E-6 

NS, NSC 

Time 

10E-9 

PS, PSC 

Time 

10E-12 

FS 

Time 

10E-15 

M, MTR 

Distance 

1.0 

CM, CMT 

Distance 

10E-2 

MM, MMT 

Distance 

10E-3 

OHM 

Impedance 

1.0 

V, VLT 

Voltage 

1.0 

MV 

Voltage 

10E-3 

K, KS 

Temperature 

Degrees Kelvin 

XM3 

Unitless 

10E-3 

XX1 

Unitless 

1.0 

XX3 

Unitless 

10E+3 
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INSTRUMENT 

DATA 


OUTPUT VALUES AND 
GRAPH DISPLAY TYPES 


12-5 OUTPUT VALUES AND Table 12-5 lists the various characteristics that are related to the dif- 
GRAPH DISPLAY ferent graph types used by the MS462XX screen displays. This infor- 

TYPES mation relates to various input commands described throughout 

Chapters 5 through 10. 


Table 12-5. Graph Display Type Related Data 


Graph Display Type 

Units per Division 

Reference Value 
(OFF Command) 

Related Suffix Units* 

Log magnitude 

0.001-50 

-999.999 to +999.999 

DB 

Phase 

0.01-45 

-999.999 to +999.999 
-360 to +360 

DEG, RAD 

Log mag & phase 

0.001-50, 

0.01-45 

-999.999 to +999.999 
-360 to +360 

DB, 

DEG, RAD 

Linear magnitude 

1E^^ to-999.999 

-999.999 to +999.999 

V, XXI, XX3, XM3 

Linear mag & phase 

1E^^ to-999.999 

0.01-454 

-999.999 to +999.999 
-360 to +360 

V, XXI, XX3, XM3 

DEG, RAD 

Smith chart 

-3, 0, 10, 20, 30 

N/A 

DB 

Inverted Smith 

-3, 0, 10, 20, 30 

N/A 

DB 

Group delay 

lE^^to 999.999 sec 

999.999 sec 

SEC, MS, US, NS, PS 

Log polar 

0.001-50, 

-360 to +360 

0.001-50, 

-999.999 to -999.99 

DB 

DEG, RAD 

Linear polar 

1 E“''^to 200, 

-360 to +360 

5E“''^to 200, 

-360 to +360 

V, XXI, XX3, XM3 

DEG, RAD 

Real 

1E“''^to +999.999 

-999.999 to +999.999 

REU 

Imaginary 

1E“''^to +999.999 

-999.999 to +999.999 

IMU 

Real & Imaginary 

1E“''^to +999.999 

-999.999 to +999.999 

REU 

IMU 

SWR 

1E“''^to +999.999 

0 to 1E® 

XXI, XX3, XM3 
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COLOR 

PALETTE NUMBERS 


INSTRUMENT 

DATA 


12-6 COLOR PALETTE Table 12-6 lists the Color Palette numbers (codes) that are used with 

NUMBERS the GPIB commands that control data graph and menu colors for 

MS462XX screen displays. Refer to Chapter 9, System State, 
Colorization. 


Tablel2-6 Color Palette Numbers to be used with Model MS462XX 


Palette 

Color 

Palette 

Color 

Palette 

Color 

No. 

Number 

No. 

0 

Black 

16 

Goldenrod 

32 

Cyan 

1 

Dim Grey 

17 

Med. Goldenrod 

33 

Cadet Blue 

2 

Light Grey 

18 

Wheat 

34 

Sky Blue 

3 

Grey 

19 

Khaki 

35 

Steel Blue 

4 

Salmon 

20 

Yellow Green 

36 

Slate Blue 

5 

Firebrick 

21 

Green Yellow 

37 

Blue 

6 

Brown 

22 

Pale Green 

38 

Medium Blue 

7 

Pink 

23 

Lime Green 

39 

Blue Violet 

8 

Orange red 

24 

Green 

40 

Medium Orchid 

9 

Orange 

25 

Spring Green 

41 

Thistle 

10 

Red 

26 

Forest Green 

42 

Plum 

11 

Coral 

27 

Sea Green 

43 

Magenta 

12 

Gold 

28 

Aquamarine 

44 

Purple 

13 

Sienna 

29 

Med. Aquamarine 

45 

Maroon 

14 

Tan 

30 

Turquoise 

46 

Violet red 

15 

Yellow 

31 

Dark Turquoise 

47 

White 
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Chapter 13 

Error Messages 

13-1 INTRODUCTION 

This chapter provides a iisting of error messages that appear on the 
MS462XX dispiay or that are written to the internai software Service 
Log. 

13-2 OPERATIONAL ERROR 
MESSAGES 

Tabie 13-1 provides a iisting and description of the operationai error 
messages. 

13-3 PERIPHERAL ERROR 
MESSAGES 

Tabie 13-2 provides a iisting and description of the peripherai-re- 
iated-error messages (hard and fioppy disk and GPi B). The numbered 
errors in this group are aiso written to the Service Log, si nee they may 
indicate system probiems. 

13-4 SELF TEST ERROR 
MESSAGES 

Tabie 13-3 provides a iisting and description of Seif Test-reiated error 
messages. These errors are entered in the Service Log and output as 
part of the response of OGE/OGL commands. 

13-5 TROUBLESHOOING 

ERROR MESSAGES 

Tabie 13-4 provides a iisting and description of troubieshooting error 
messages. These errors are entered in the Service Log and output as 
part of the response of OGE/OGL commands. 
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OPERATIONAL 

ERROR CODES 


ERROR 

MESSAGES 

Tablel3-1. Operational Error Messages(1 of 6) 

Message 

Description 

Corrective Action 

ALC SHAPER DAC CAL FAIL 

ALC CAL fail. 

Contact Anritsu. 

ADSP NMI ERROR 


Contact Anritsu. 

DSP ST ERROR 

DSP self-test fail. 

Contact Anritsu. 

FLASH WRITE ERROR 

FLASH memory write fail. 

Contact Anritsu. 

FLASH ERASE ERROR 

FLASH memory erase fail. 

Contact Anritsu. 

MEMORY TEST ERROR 



NCRACC1ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR ACC2 ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR SFIFO ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR DFIFO ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR LPBK ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR SCRIPT ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

NCR IRQ ERROR 

Hard drive controller test fail. 

Contact Anritsu. 

LANC SELF TEST_ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC IRQ ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC REG STATE ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC DUMP TEST ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC DIAG ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC SCB ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC CANT IDLE ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC IRQ PENDING ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC IDLE ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC TIMEOUT ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC CONFIGURE ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC SETUP ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC BCMP ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC TRANSMIT ERROR 

LANC controller test fail. 

Contact Anritsu. 

LANC DATA ERROR 

LANC controller test fail. 

Contact Anritsu. 

RTC BATT LOW ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

RTC NOT RUN ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

RTC NOT FREEZE ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

RTC CLK ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 
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ERROR OPERATIONAL 

MESSAGES ERROR CODES 


Tablel3-1. Operational Error Messages (2 of 6) 


Message 


Description 

Corrective Action 

RTC DATA MISCOMPARE 

Timerkeeper FRAM test fail. 

Contact Anritsu. 

RTC RAM ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

RTC ADDR ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

RTC DATA VERIFY ERROR 

Timerkeeper RAM test fail. 

Contact Anritsu. 

see RW ERROR 

Serial port self-test fail. 

Contact Anritsu. 

see INTERRUPT ERROR 

Serial port self-test fail. 

Contact Anritsu. 

SCSI INIT ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI ISTAT ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI SSTATO ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI SSTAT1 ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI SSTAT2 ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO NOT EMPTY ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI NCR LOOPBACK ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO BIT SET ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI SHIFT ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI INTERRUPT ENABLE ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI DEST ID ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI OUTPUT DATA LTCH REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI TRANSFER REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI CHIP ID REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI DATA STRUCT REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI TEMP STACK REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI DMA BYTE COUNTER REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI DMA NEXT DATA REG ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO WALK THRU ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO READ ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO READ WRITE ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO READ EMPTY ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO EMPTY ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO SET DMA ENABLE ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO CLR BITS ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 

SCSI FIFO CLR PARITY BIT ERROR 

Hard 

drive control 

er test fail. 

Contact Anritsu. 
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OPERATIONAL ERROR 

ERROR CODES MESSAGES 


Tablel3-1. Operational Error Messages (3 of 6) 


Message Description 


Hard drive controller test fail. 
Hard drive controller test fail. 


SCSI FIFO LANE FULL ERROR 

SCSI FIFO DMA PARITY BIT ERROR 

SCSI FIFO DMA READ WRITE ERROR 

SCSI FIFO DMA LANE FULL ERROR 

SCSI FIFO DMA LANE EMPTY ERROR 

SCSI BUS DATA LINES SETUP ERROR 

SCSI DMA NEXT DATA INIT ERROR 

SCSI DMA LOOPPBACK RW ERROR 

SCSI DMA BYTE COUNT REG ERROR 

SCSI GEN SGE SSTATO ERROR 

SCSI GEN SGE ISTAT ERROR 

SCSI CLR SGE SSTAO ERROR 

SCSI CLR SGE ISTAT ERROR 

SEQ FILE NOT FOUND 

SEQ ERROR ON STATEMENT 

SEQ EDIT BUSY 

SEQ EXECUTE BUSY 

SEQ UNKNQWN ERRQR 

SKT BUFF QVERWITTEN ERRQR 

SKT REGIQN DLTD ERRQR 

SKT REGIQN ID INCQRRECT 

SKT SEG NQT BELQNG TQ REGIQN 

SKT WRQNG REGIQN BEGIN ADDR 

SKT SEQ DISALLQCATED ALREADY 

SKT WRQNG BUFF BEGIN ADDR 

SKT BUFFER FREED ALREADY 

SKT NQDE SPECIFIER QUT QF RANGE 

SKT INIT NQT CQMPLETED 

SKT NQ SUCH ADDRESS 

SKT INVALID DESCRIPTQR 

SKT NQ BRQADCAST QN SQCKET 

SKT ENTRY DUPLIATED 

SKT INVALID ARGUMENT 


Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Hard drive controller test fail. 
Sequence file is not on disk. 

A statement can't be used. 
Sequence is busy in editing. 
Sequence is in execution mode. 
An unknown error occurs. 
Network buffer error. 

Network buffer error. 

Network buffer error. 

Network buffer error. 

Network buffer error. 

Network buffer error. 

Network buffer error. 

Network buffer error. 

Network addressing error. 
Network start up error. 

Network addressing error. 
Network socket description error. 
Network socket error. 

Network table error. 

Network table error. 


Corrective Action 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Correct file name. 

Recreate the statement. 
Terminate sequence edit. 
Terminate sequence execute. 
Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 

Contact Anritsu. 
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ERROR OPERATIONAL 

MESSAGES ERROR CODES 


Tablel3-1. Operational Error Messages(4of 6) 


Message 

SKT OUT OF INTERNAL TABLE SPACE 

SKT SOCKET DISCONNECTED 

SKT BLOCK ON NON-BLOCK SOCKET 

SKT INVALID DESCRIPTOR 

SKT INCOMPLETED CONN ON NON-SKT 

SKT INVALID DESTINATION ADDR 

SKT DATA TRANSMITTED NOT IN UNIT 

SKT INVALID OPTNAME/LEVEL 

SKT INVALID OPERATION ON SOCKET 

SKT MEMBER NOT IN AFJNET 

SKT SPECIFIED ADDR IN USE 

SKT ADDRESS NOT AVAILABLE 

SKT NOT REACHABLE DESTINATION 

SKT PEER ABORTED CONNECTION 

SKT PEER RESET CONNECTION 

SKT ALLOCATION ON INTERNAL BUFF 

SKT SOCKET ALREADY CONNECTED 

SKT SOCKET NOT CONNECTED 

SKT CONNECTION REQUEST REFUSED 

SKT ROUTE NOT FOUND 

SKT COLLISION IN SELECT 

SKT INVALID TASK ID 

SKT INQUE NULL ERROR 

SKT INQUE ERROR 

SKT INQUE NQ MEMQRY ERRQR 

SKT SQCKET NQT FQUND ERRQR 

SKT UNKNQWN ERRQR 

AUTQCAL ASSURANCE FAIL SUMMARY 

LC VERIFY FAIL 

SRC PWR CHANGED AFTER CAL 
ATTEN CHANGED AFTER CAL 


Description Corrective Action 

Network table error. Contact Anritsu. 

Socket has been removed from table. 

Network trasmission is blocked. Receive all output. 

Socket has been removed. 

Network connection error. 

Unreachable destination. Clear table. 

Fragmental transmission. 


Invalid protocol. 

Invalid network addressing. 

Invalid network addressing. 

Unreachable destination. 

Peer networked unit may be power 
down. 

Peer networked unit resets connec¬ 
tion. 


Contact Anritsu. 
Contact Anritsu. 
Contact Anritsu. 
Contact Anritsu. 
Contact Anritsu. 
None 


Duplicate in connection. 
Connection is brokent. 

A connection request is rejected. 
A routing address is not found. 
An error on select a socket. 

An invalid task ID. 

Buffering error 
Buffering error 
Buffering errror 
Socket doesn't exist. 
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OPERATIONAL 


ERROR 

ERROR CODES 


MESSAGES 

Tablel3-1. Operational Error Messages (5 of 6) 

Message 

Description 

Corrective Action 

CAL DATE TOO OLD 

Calibration data is too old to use. 

Redo a calibration. 

CAL COEFF NOT INSTALLED 

Calibration coefficietn data is not in¬ 
stall. 

Install the data. 

TEMP TOO HIGH 

Temperature is too high to accept. 

Decrease temperature. 

TOO HIGH TEMP CHANGE 

Temperature is too high to change to. 

Decrease the need tempera¬ 
ture. 

H/W RETUNED SINCE CAL 



BAD FILENAME 

File name is not acceptable. 

Re-enter the file name ac¬ 
cording to the rule. 

CAL MAY BE INVALID 

Calibration data may not be applicable 
for the current application. 

Check the calibration. 

FLAT CAL MAY BE INVALID 

Flat calibration data invalid. 

Redo a flat calibration. 

FLAT PWR TURNED OFF 

Flat power is off. 


HARD COPY OUTPUT ABORTED 

An abort of hardcopy out is per¬ 
formed. 


CORRECTION UNAVAILABLE 

No correction is done for the chan¬ 
nel’s parameter. 


TIME DOMAIN INVALID 

Time domain value is not valid. 


GATE MUST BE ON 



SMOOTHING INVALID 



MEMORY DATA INVALID 

Memory may be corrupted. 

Contact Anritsu. 

NEED HARMONIC SWEEP 



NON-LOCKED REF N/A 



PARAMETER INVALID 



CORRUPT OR INCOMPATIBLE FILE 



NOT ALLOWED AT THIS TIME 



STORED SWP FREQS CLEARED 



HARD COPY DATA CAPTURE FAILED 

A hardcopy of data can't be made. 


PRINTER BUSY 

Printer is busy in performing other 
task. 

Check connection or wait. 

VALUE NOT FOUND 

The need value is not found in the 
system. 


OUT OF SOURCE CONTROL RANGE 

The value is not in the control range. 

Correct the value. 

ABORTED: INCOMPATIBLE FILES 

Not an acceptable file type. 


POWER OUT OF CALIBRATED RANGE 

Power is not in the range of CAL. 
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ERROR OPERATIONAL 

MESSAGES ERROR CODES 


Tablel3-1. Operational Error Messages (6 of 6) 

Message Description Corrective Action 

LOGO FILE NOT FOUND LOGO file is not on the disk. Create a LOGO file and re¬ 

load. 

POWER RESTORED TO CAL RANGE 
FREQUENCIES NOT SET 
MULTIPLE SOURCE MODE ACTIVE 
SYSTEM IMPEDANCES CHANGED 
NON-STD CONNECTOR IMPEDANCE 
NON-STD BAND DEFINITION 
NOT ALLOWED DURING IF CAL 
TRACE MATH APPLIED 
THREE PORT CORRECTION 
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PERIPHERAL ERROR 

ERROR CODES MESSAGES 


Tablel3-2. Peripherals (Hard and Floppy Disks and GPIB) Error Messages (1 of 2) 


Code 

Message 

Description 

Corrective Action 

7100 

FILE MARKED READ ONLY 

Can't perform a write. 

Mark the file to write accessable if needed. 

7140 

GENERAL FLOPPY DRIVE 

FAIL 

invalid disk media or for¬ 
mat. 

Reformat disk in the MS462XX. 

7142 

FLOPPY DISK READ ERROR 

Can't perform a read. 

Reformat disk in the MS462XX. 

7143 

FLOPPY DISK WRITE ER¬ 
ROR 

Can't performa a write. 

Reformat disk in the MS462XX. 

7146 

FLOPPY DISK CHANGED 

Not the same disk. 

Insert the same disk. 

7147 

FLOPPY DISK UNAVAILABLE 

Can't access floppy disk. 

Check the MX462X supports floopy disk. 

7169 

FLOPPY INIT FAIL 

Can't initial floppy disk. 

Check if it is a bad disk. 

7170 

GENERAL HARD DISK FAIL 

Can't access hard disk. 

Check if there is a hard disk or bad connec¬ 
tion. 

7172 

HARD DISK READ ERROR 

Can't perform a read. 

Check if the disk is compatible. 

7173 

HARD DISK WRITE ERROR 

Can't perform a write. 

Check if the disk is compatible. 

7177 

HARD DISK UNAVAILABLE 

Can't access hard disk. 

Check if there is a hard disk or bad connec¬ 
tion. 

7199 

HARD DISK INIT FAIL 

Can't initialize hard disk. 

Check if the disk is compatible or bad con¬ 
nection. 

7200 

IEEE 488.2 GPIB BUS ER¬ 
ROR 

See Chapter 8. 


7203 

NO LISTENER ON BUS 

See Chapter 8. 


7204 

GPIB COMMAND ERROR 

See Chapter 8. 


7205 

GPIB EXECUTION ERROR 

See Chapter 8. 


7206 

GPIB DEVICE SPECIFIC ER¬ 
ROR 

See Chapter 8. 


7207 

GPIB QUERY ERROR 

See Chapter 8. 


7210 

DEDICATED GPIB BUS ER¬ 
ROR 

See Chapter 8. 


7220 

PLOTTER NOT RE¬ 
SPONDING 

Plotter doesn't respond to 
the operation 

Check if bad connection occurred or power 
off. 

7221 

PLOTTER NOT READY 

Plotter Is not ready. 

Wait until it is not busy or check if bad con¬ 
nection occurred. 

7222 

PLOTTER OUT OF PAPER 

There Is no paper. 

Place paper. 

7223 

PLOTTER PEN UP 

Pen is not ready. 

Place pen In right position. 

7230 

POWER METER NOT RE¬ 
SPONDING 

Power meter is not ready. 

Check if bad connection occurred. 
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ERROR PERIPHERAL 

MESSAGES ERROR CODES 


Table 13-2. Peripherals (Hard and Floppy Disks and GPIB) Error Messages (2 of 2) 


Code 

Message 

Description 

Corrective Action 


7250 

EXT SOURCE NOT RE¬ 
SPONDING 

External source is not 
ready. 

Check If bad connection occurred. 


7310 

PRINTER NOT RE¬ 
SPONDING 

Printer is not ready. 

Check If bad connection or power off. 


7311 

PRINTER NOT READY 

Printer is not ready. 

Check If bad connection. 


7312 

PRINTER OUT OF PAPER 

Printer is out of paper. 

Place paper. 


7330 

SERIAL PORT ERROR 




7340 

ETHERNET PORT ERROR 




7350 

EXT TRIG RATE TOO FAST 




7410 

EXT KYBD ERROR 

External keyboard error. 

Check connection. 


8100 

PWR FAIL 




8120 

GENERAL MEMORY FAIL 




8121 

NON-VOLATILE MEMORY 
FAIL 




8130 

PROCESSING FAIL 




8140 

GENERAL DISK BUFFER 
ERROR 
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SELF TEST ERROR 

ERROR CODES MESSAGES 


Tablel3-3. Self Test Error Messages (1 of 3) 


Code 

Message 

Code 

Message 

0002 

SRC1 COMM FAIL 

0114-1 

A TO D EXT ANA OUTP FAIL -10V 

0003 

SRC2 COMM FAIL 

0114-2 

A TO D EXT ANA OUTP FAIL OV 

0005 

PWR SUPPLY UP +5V 

0114-3 

A TO D EXT ANA OUTP FAIL +10V 

0006 

PWR SUPPLY UP+15V 

0116 

BATTERY TEST FAIL 

0007 

PWR SUPPLY UP-15V 

0117 

SRAM DISK CHECK FAIL 

0008 

PWR SUPPLY UP+12V 

0119 

SCSI CHECK FAIL 

0009 

PWR SUPPLY UP-125V 

0120 

ETHERNET CHECK FAIL 

0010 

PWR SUPPLY UP+10V 

0121 

SERIAL PORT FAIL 

0011 

PWR SUPPLY BB +28V 

0125 

DSP SRAM FAIL 

0012 

PWR SUPPLY BB +5V 

0126 

DSP FAIL 

0013 

PWR SUPPLY BB +6.5V 

0127 

REAL TIME CLOCK TEST FAIL 

0014 

PWR SUPPLY BB-13.4V 

0128 

ST RTC FAIL 

0015 

PWR SUPPLY BB-10V 

0201 

FTGD REFERENCE FAIL 

0016 

PWR SUPPLY BB +28VN 

0300 

SRC2 COMM FAIL 

0017 

OPTIONS BOARD PWR SUPPLY +12V 

0302 

SRC2 OFST LCK IND FAIL 

0018 

OPTIONS BOARD PWR SUPPLY -12V 

0303-1 

SRC2 OFST TUNE VOL FAIL 850MHZ 

0019 

OPTIONS BOARD PWR SUPPLY -5V 

0303-2 

SRC2 OFST TUNE VOL FAIL 120MHZ 

0020 

OPTIONS BOARD PWR SUPPLY +5V 

0303-3 

SRC2 OFST TUNE VOL FAIL 1550MHZ 

0021 

FTGD SYNTH LOCK DET PWR SUPPLY 

0304 

SRC2 MCOM LCK IND FAIL 

0022 

PWR SUPPLY UP -5V 

0305-1 

SRC2 MCOM TUNE VOL FAIL 850MHZ 

0092 

ETHERNET TEST FAILED 

0305-2 

SRC2 MCOM TUNE VOL FAIL 1200MHZ 

0095 

PRNT INTERFACE TEST FAILED 

0305-3 

SRC2 MCOM TUNE VOL FAIL 1550MHZ 

0097 

GPIB INTERFACE TEST FAILED 

0306 

SRC2 M NOCOM LCK IND FAIL 

0099 

SELF TEST FAILED 

0307-1 

SRC2 M NOCOM TUNE VOL FAIL 850MHZ 

0101 

BBRAM CHECK FAIL 

0307-2 

SRC2 M NOCOM TUNE VOL FAIL 1200MHZ 

0102 

SRAM CHECK FAIL 

0307-3 

SRC2 M NOCOM TUNE VOL FAIL 1550MHZ 

0106 

CLOCK NOT RUNNING 

0308 

SRC2 FREQ PATH BAND1 FAIL 

0107 

EXT KEYB CNTRL FAIL 

0309 

SRC2 FREQ PATH BAND2 FAIL 

0108 

FLOPPY DISK CNTRL FAIL 

0310 

SRC2 FREQ PATH BAND3 FAIL 

0109 

VRAM CHECK FAIL 

0311 

SRC2 FREQ PATH BAND4 FAIL 

0110 

FRONT PANEL CNTRL FAIL 

0312 

SRC2 FREQ PATH BAND5 FAIL 

0111 

ROTARY KNOB FAIL 

0313 

SRC2 FREQ PATH BAND6 FAIL 
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ERROR SELF TEST 

MESSAGES ERROR CODES 


Tablel3-3. Seif Test Error Messages (2 of 3) 


Code Message Code Message 


0314 

SRC2 

FREQ PATH BAND7 FAIL 

0409-2 

SRC1 M NOCOM TUNE VOL FAIL 1200MHZ 

0315 

SRC2 

FREQ PATH BAND8 FAIL 

0409-3 

SRC1 M NOCOM TUNE VOL FAIL 1550MHZ 

0316 

SRC2 

FREQ PATH BAND9 FAIL 

0410 

L01 OFST LCK IND FAIL 

0317 

SRC2 

FREQ PATH BAND10 FAIL 

0411-1 

L01 OFST TUNE VOL FAIL 850MHZ 

0318-1 

SRC2 

PWR LEVEL DAC FAIL -10V 

0411-2 

L01 OFST TUNE VOL FAIL 1200MHZ 

0318-2 

SRC2 

PWR LEVEL DAC FAIL -5V 

0411-3 

L01 OFST TUNE VOL FAIL 1550MHZ 

0318-3 

SRC2 

PWR LEVEL DAC FAIL OV 

0412 

L01 MAIN LCK IND FAIL 

0320 

SRC2 

FREQ PATH BAND1 FAIL 

0413-1 

L01 MAIN TUNE VOL FAIL 850MHZ 

0321 

SRC2 

FREQ PATH BAND2 FAIL 

0413-2 

L01 MAIN TUNE VOL FAIL 1200MHZ 

0322 

SRC2 

FREQ PATH BAND3 FAIL 

0413-3 

L01 MAIN TUNE VOL FAIL 1550MHZ 

0323 

SRC2 

FREQ PATH BAND4 FAIL 

0414 

SRC1 FREQ PATH BAND1 FAIL 

0324 

SRC2 

FREQ PATH BAND5 FAIL 

0415 

SRC1 FREQ PATH BAND2 FAIL 

0325 

SRC2 

FREQ PATH BAND6 FAIL 

0416 

SRC1 FREQ PATH BAND3 FAIL 

0326 

SRC2 

FREQ PATH BAND7 FAIL 

0417 

SRC1 FREQ PATH BAND4 FAIL 

0327 

SRC2 

FREQ PATH BAND8 FAIL 

0418 

SRC1 FREQ PATH BAND5 FAIL 

0328 

SRC2 

FREQ PATH BAND9 FAIL 

0419 

SRC1 FREQ PATH BAND6 FAIL 

0329 

SRC2 

FREQ PATH BAND10 FAIL 

0420 

SRC1 FREQ PATH BAND7 FAIL 

0400 

SRC1 

COMM FAIL 

0421 

SRC1 FREQ PATH BAND8 FAIL 

0401 

MET PHS LCK IND FAIL 

0422 

SRC1 FREQ PATH BAND9 FAIL 

0402-1 

MET TUNE VOL FAIL 850MHZ 

0423 

SRC1 FREQ PATH BAND10 FAIL 

0402-2 

MET TUNE VOL FAIL 1200MHZ 

0424-1 

SRC1 PWR LEVEL DAC FAIL -10V 

0402-3 

MET TUNE VOL FAIL 1550MHZ 

0424-2 

SRC1 PWR LEVEL DAC FAIL -5V 

0404 

SRC1 

OFST LCK IND FAIL 

0424-3 

SRC1 PWR LEVEL DAC FAIL OV 

0405-1 

SRC1 

OFST TUNE VOL FAIL 850MHZ 

0426 

SRC1 ALC CAL BAND1 FAIL 

0405-2 

SRC1 

OFST TUNE VOL FAIL 120MHZ 

0427 

SRC1 ALC CAL BAND2 FAIL 

0405-3 

SRC1 

OFST TUNE VOL FAIL 1550MHZ 

0428 

SRC1 ALC CAL BAND3 FAIL 

0406 

SRC1 

MCOM LCK IND FAIL 

0429 

SRC1 ALC CAL BAND4 FAIL 

0407-1 

SRC1 

MCOM TUNE VOL FAIL 850MHZ 

0430 

SRC1 ALC CAL BAND5 FAIL 

0407-2 

SRC1 

MCOM TUNE VOL FAIL 1200MHZ 

0431 

SRC1 ALC CAL BAND6 FAIL 

0407-3 

SRC1 

MCOM TUNE VOL FAIL 1550MHZ 

0432 

SRC1 ALC CAL BAND7 FAIL 

0408 

SRC1 

M NOCOM LCK IND FAIL 

0433 

SRC1 ALC CAL BAND8 FAIL 

0409-1 

SRC1 

M NOCOM TUNE VOL FAIL 850MHZ 

0434 

SRC1 ALC CAL BAND9 FAIL 
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ERROR CODES MESSAGES 


Tablel3-3. Self Test Error Messages (3 of 3) 


Code 

Message 

Code 

Message 

0435 

SRC1 ALC CAL BAND10 FAIL 

0505 

REFERENCE GAIN RANGING FAIL 

0501 

INTERNAL 10MHZ FAIL 



0502 

REFERENCE CHANNEL FAIL 



0503 

TEST CHANNEL FAIL 



0504 

TEST GAIN RANGING FAIL 
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TROUBLESHOOTING 

MESSAGES 


ERROR CODES 

Table 13-4. 

Troubleshooting Error Codes (1 of 2) 




Code 

Message 

Code 

Message 


0912 

BBRAM CHECK FAIL 

0912 

BBRAM CHECK FAIL 


0913 

SRAM CHECK FAIL 

2131 

SRC ALC CAL BND5 FAIL 


0914 

SCSI DEVICE FAIL 

2132 

SRC ALC CAL BND6 FAIL 


0915 

MCCHIP FAIL 

2133 

SRC ALC CAL BND7 FAIL 


0915 

MCCHIP TIMER 1 FAIL 

2134 

SRC ALC CAL BND8 FAIL 


0916 

MCCHIP TIMER 2 FAIL 

2135 

SRC ALC CAL BND9 FAIL 


0919 

CLOCK NOT RUNNING 

2136 

SRC ALC CAL BND10 FAIL 


1312 

EXT KEYBD CNTRL FAIL 

4101 

L01 CAL FAIL 


1313 

FLOPPY DISK CNTRL FAIL 

4102 

L01 CAL LOCK FAIL 


1411 

A14 VME BUS INTERFACE FAIL 

4103 

L01 CAL VERIFY VOLT FAIL 


1512 

VRAM CHECK FAIL 

4104 

L01 CAL VERIFY DAC FAIL 


1611 

HARD DISK CONTROL FAIL 

4105 

L01 CAL VERIFY LOCK FAIL 


1811 

AUXILLARY 10 FAIL 

4201 

L02 MAIN CAL FAIL 


1912 

FRONT PANEL CNTRL FAIL 

4202 

L02 MAIN CAL LOCK FAIL 


1913 

ROTARY KNOB FAIL 

4203 

L02 MAIN VERIFY VOLT FAIL 


2115 

SRC F TUNE PATH BND1 FAIL 

4204 

L02 MAIN VERIFY DAC FAIL 


2116 

SRC F TUNE PATH BND2 FAIL 

4205 

L02 OFFSET CAL FAIL 


2117 

SRC F TUNE PATH BND3 FAIL 

4206 

L02 OFFSET CAL LOCK FAIL 


2118 

SRC F TUNE PATH BND4 FAIL 

4207 

L02 OFFST VERIFY VOLT FAIL 


2119 

SRC F TUNE PATH BND5 FAIL 

4208 

L02 OFFST VERIFY DAC FAIL 


2120 

SRC F TUNE PATH BND6 FAIL 

4209 

L02 CAL VERIFY LOCK FAIL 


2121 

SRC F TUNE PATH BND7 FAIL 

4401 

SRC ALC LOG AMP CAL FAIL 


2122 

SRC F TUNE PATH BND8 FAIL 

4402 

SRC ALC CAL VERIFY FAIL 


2123 

SRC F TUNE PATH BND9 FAIL 

4451 

SLT CAL FAIL 


2124 

SRC F TUNE PATH BND10 FAIL 

4452 

SLT CAL LOCK FAIL 


2125 

SRC PWR LEVEL DAC FAIL 

4453 

SLT CAL OUT OF RANGE FAIL 


2126 

SRC DETECTOR ZERO CAL 

4454 

SLT CAL VERIFY FAIL 



FAIL 

4500 

IF CAL FAIL 


2127 

SRC ALC CAL BND1 FAIL 

5110 

RF PWR UNLEVELED 


2128 

SRC ALC CAL BND2 FAIL 

5210 

REF A CHAN RF OVERLOAD 


2129 

SRC ALC CAL BND3 FAIL 

5220 

REF B CHAN RF OVERLOAD 


2130 

SRC ALC CAL BND4 FAIL 
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ERROR CODES MESSAGES 


Tablel3-4. Troubleshcx)ting Error Codes (2 of 2 ) 
Code Message 

0912 BBRAM CHECK FAIL 

5230 TA CHAN RF OVERLOAD 

5240 TB CHAN RF OVERLOAD 
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Part 4 

Supplemental 

Data 


This part consists of four appendices that providesuppiementai 
data that wiii aid in understanding theMS462XX programming 
materiai. 

Appendix A - contains a primer for thei EEE 488 GPi B. This 
primer is intended to assist new users in understanding GPiB 
basics. 

Appendix B - provides a quick reference to aii MS462XX GPiB 
commands. Each reference iists the command name a brief de 
script! on of the command function, and a rd'erenceto the perti¬ 
nent chapter in this manuai. 

Appendix C - provides description and codes for the HP 8753D 
Language Support. 
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Appendix A 
Introduction to 
the IEEE 488 Bus 


A"1 INTRODUCTION This appendix contains generai descriptions of the i EEE 488 Bus, gen- 

eraiiy known as the Generai Purpose i nterface Bus (GPiB). 

A~2 IEEE 488.2 STANDARD The i E E E 488.2 Standard specifies the use of protocois, formats, and 

certain common commands for use with theGPiB.Theappiicabiein- 
formation regarding i EEE 488.2 usage for the MS462XX is docu¬ 
mented throughout the MS462XX Programming Manuai where used. 

A"3 IEEE488.1 BUS The i EEE-488 Generai Purpose i nterface Bus (GPi B) is an instrumen- 

OVERVIEW tation i nterface for i ntegrati ng i nstruments, computers, pri nters, piot- 

ters, and other measurement devices into systems. The GPi B uses 16 
signai iines to effect transfer of information between aii devices con¬ 
nected on the bus. 

Thefoiiowing requirements and restrictions appiy to the GPi B. 

□ No more than 15 devices can be interconnected by one contiguous 
bus; however, an instrumentation system may contain more than 
one i nterface bus. 

□ The maximum totai cumuiativecabie iength for one interface bus 
may not exceed twice the number of devices connected (in me¬ 
ters), or 20 meters whichever is iess. 

□ A maxi mum data rate of 1 M b/s across the i nterface on any sig¬ 
nai iine. 

□ Each device on the interface bus must have a unique address, 
rangi ng from 00 to 30. 

The devices on the GPiB are connected in paraiiei, as shown in Figure 
A-1. The interface consists of 16 signai iines and 8 ground iines in a 
shieided cabie. Eight of the signai iines are the data iines, DiO 1 thru 
DiO 8. These data iines carry messages (data and commands), one 
byte at a time, among the GPi B devices. Three of the remaining iines 
are the handshake iines that controi the transfer of message bytes be¬ 
tween devices. The five remaining signai iines are referred to as inter¬ 
face management iines. 

Thefoiiowing paragraphs provide an overview of the GPi B inciuding a 
description of thefunctionai dements, bus structure, bus data transfer 


MS462XX PM 


A-3 




IEEE 488 BUS INTRODUCTION TO 

FUNCTIONAL ELEMENTS THE IEEE 488 BUS 



prcxess, interface management bus, device interface function require¬ 
ments, and message types. 

A-4 IEEE 488 BUS 
FUNCTIONAL 

ELEMENTS 

Effective communications between devices on theGPIB requires three 
functional elements; a talker, a listener, and a controller. Each device 
on the GPIB is categorized as one of these elements depending on its 
current interface function and capabilities. 

Talker 

A talker is a device capable of sending device-dependent data to an¬ 
other device on the bus when addressed to talk. Only one GPI B device 
at a time can be an active talker. 

Listener 

A listener is a device capable of receiving device-dependent data from 
another device on the bus when addressed to listen. Any number of 

GPI B devices can be listeners simultaneously. 

Controller 

A controller is a device, usually a computer, capable of managing the 
operation of the GPI B. Only one GPI B device at a time can be an ac¬ 
tive controller.The active controller manages the transfer of device¬ 
dependent data between GPIB devices by designating who will talk 
and who will listen. 

System Control ler 

The system controller is the device that always retains ultimate con¬ 
trol of the GPI B. When the system is first powered-up, the system con¬ 
troller is the active controller and manages the GPI B. The system con¬ 
troller can pass control to a device, making it the new active control ler. 
The new active controller, in turn, may pass control on to yet another 
device. Even if it is not the active controller, the system controller 
maintains control of the 1 nterface Clear (1FC) and Remote Enable 
(REN) interface management lines and can thus take control of the 

GPI B at anytime. 

A-5 IEEE 488 BUS 
STRUCTURE 

TheGPIB uses 16 signal lines to carry data and commands between 
the devices connected to the bus. The interface signal lines are organ¬ 
ized into three functional groups. 

□ Data Bus (8 lines) 

□ Data Byte Transfer Control Bus (3 lines) 

□ General 1 nterface Management Bus (5 lines) 

The signal lines in each of the three groups are designated according 
to function. Table A-1 lists these designations. 
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TableA-l. Interface Bus Signal Line Designations 


Bus Type 

Signal Line 
Name 

Function 

Data Bus 

DI01-DI08 

Data Input/Output, 1 thru 8 

Data Byte Trans- 

DAV 

Data Available 

fer and Control 

NRFD 

Not Ready For Data 


NDAC 

Not Data Accepted 

General 

ATN 

Attention 

Interface Control 

IFC 

Interface Clear 


SRQ 

Service Request 


REN 

Remote Enable 


EOl 

End Or Identify 


A"6 IEEE 488 DATA BUS The data bus is the conduit for the transfer of data and commands be- 

DESCRIPTION tween the devices on theGPIB. It contains eight bi-directional, active- 

low signal lines—DIO 1 thru DIO 8. Data and commands are trans¬ 
ferred over the data bus in byte-serial, bit-parallel form. This means 
that one byte of data (eight bits) is transferred over the bus at a time. 
DIO 1 represents the least-significant bit (LSB) in this byte and DIO 8 
represents the most-significant bit (MSB). Bytes of data are normally 
formatted in seven-bit ASCI I (American Standard Code for I nforma- 
tion I nterchange) code. The eighth (parity) bit is not used. 

Each byte placed on the data bus represents either a command or a 
data byte. If the Attention (ATN) interface management line is TRUE 
while the data is transferred, then the data bus is carrying a bus com¬ 
mand which isto be received by every GPIB device. If ATN is FALSE, 
then a data byte is being transferred and only the active listeners will 
receive that byte. 


MS462XX PM 


A-5 









IEEE 488 DATA INTRODUCTION TO 

BUS DESCRIPTION THE IEEE 488 BUS 


IEEE-488 BUS (16 Lines) 



* Negation is represented by low state on these two lines 
'* The configuration shown in this diagram depicts an external computer 
connected via GPIB to a 373XXA Vector Network Analyzer and other 
microwave instruments (if used). 


Figure A-1. I nterfaceConnections and Bus Structure 
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A"7 DATA BYTE TRANSFER Control of the transfer of each byte of data on the data bus is accom- 

CONTROL BUS plished by a technique called the three-wire handshake, which in- 

DESCRIPTION volves the three signal lines of the Data Byte Transfer Control Bus. 

This technique forces data transfers at the speed of the slowest lis¬ 
tener, which ensures data integrity in multiple listener transfers. One 
line (DAV) is controlled by the talker, while the other two (NRFD and 
NDAC) are wired-OR lines shared by all active listeners. The hand¬ 
shake lines, I ike the other GPIB lines, are active low. The technique is 
described briefly in the following paragraphs and is depicted in Figure 
A-2. For further information, refer to ANSI/IEEE Std 488.1. 


1st Data Byte 


2nd Data Byte 


DI01-DI08 

(composite) 

DAV- 



NRFD- 


NDAC 


Valid 


Not 

Valid 


Valid 


Not 

Valid 




All 

Ready 


None 

Ready 


/7T 


All 

Ready 


None 

Ready 


None 


77 

TmT 

None 

77 

77 

'pdi 


Accept 



Accept 

Accept 



Accept 



Figure A-2. Typical GPIB Handshake Operation 


DAV Data Valid 

This line is controlled by the active talker. Before sending any data, 
the talker verifies that NDAC isTRUE (active low) which indicates 
that all listeners have accepted the previous data byte. The talker 
then places a byte on the data lines and waits until NRFD is FALSE 
(high), which indicates that all addressed listeners are ready to accept 
the information. When both NRFD and NDAC are in the proper state, 
the talker sets the DAV line TRUE (active low) to indicate that the 
data on the bus is valid (stable). 

NRFD Not Ready For Data 

This line is used by the listeners to inform the talker when they are 
ready to accept new data. The talker must wait for each listener to set 
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the NRFD line FALSE (high), which they will do at their own rate. 

This assures that all devices that are to accept the data are ready to 
receive it. 

NDAC 

Not Data Accepted 

This line is also controlled by the listeners and is used to inform the 
talker that each device addressed to listen has accepted the data. Each 
device releases NDAC at its own rate, but NDAC will not go FALSE 
(high) until the slowest listener has accepted the data byte. 

A-8 GENERAL INTERFACE 
MANAGEMENT BUS 
DESCRIPTION 

The general interface management bus is a group of five signal lines 
used to manage the flow of information across theGPI B. A description 
of the function of each of the individual control lines is provided below. 

ATN 

Attention 

The active controller uses the ATN line to define whether the informa¬ 
tion on the data bus is a command or is data. When ATN is TRU E 
(low), the bus is in the command mode and the data lines carry bus 
commands. When ATN is FALSE (high), the bus is in the data mode 
and the data lines carry device-dependent instructions or data. 

EOl 

End or Identify 

The EOl line is used to indicatethe last byteof a multibytedata 
transfer. The talker sets the EOl line TRUE during the last data byte. 

The active controller also uses the EOl line in conjunction with the 
ATN line to initiate a parallel poll sequence. 

IFC 

1 nterfaceClear 

Only the system controller uses this line. When IFC is TRUE (low), all 
devices on the bus are placed in a known, quiescent state (unad¬ 
dressed to talk, unaddressed to listen, and service request idle). 

REN 

Remote Enable 

Only the system controller uses this line. When REN is set TRUE 
(low), the bus is in the remote mode and devices are addressed either 
to listen or to talk. When the bus is in remote and a device is ad¬ 
dressed, it receives instructions from theGPI B rather than from its 
front panel. When REN is set FALSE (high), the bus and all devices 
return to local operation. 

SRQ 

Savice Request 

The SRO line is set TRUE (low) by any device requesting service by 
t h e act i ve con t rol 1 er. 


A-8 


MS462XXPM 






MS462XX Vector Network 
Measurement System 

GPIB QUICK REFERENCE GUIDE 



This manual supplements the MS462XX Programming Manual. 
Insert it behind the tab marked Appendix B, GPIB Quick 
Reference Guide in that manual. 
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la INTRODUCTION This appendix provides a quick reference to the M S462X GPIB Pro¬ 

gramming commands. 

2b general This guide is divided into two listings. Table 1, beginning on page4, 

provides an alphabetical listing of all MS462X commands. These com¬ 
mands are also listed alphabetically and fully described in the 
MS462X Programming Manual, Chapter 11. 

Table 2, beginning on page 88, provides a command listing that is 
functionally grouped. These function groups are described in Chap¬ 
ters 5 thru 10 of the MS462X Programming Manual. 
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GPIB QUICK 
REFERENCE GUIDE 


Tablel. Alphabdiical Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

*CLS 

Clear status bytes and structures 

REMOTE - IEEE 488.2 (Ch 8) 

*DDT 

Enter the 488.2 define device trigger command string 

REMOTE - IEEE 488.2 (Ch 8) 

*ESE 

Enter the 488.2 standard event status enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*ESE? 

Output the 488.2 standard event status enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*ESR? 

Output the 488.2 standard event status register value 

REMOTE - IEEE 488.2 (Ch 8) 

*IDN? 

Output the 488.2 instrument identification string 

REMOTE - IEEE 488.2 (Ch 8) 

'1ST? 

Output the value of the /sf message 

REMOTE - IEEE 488.2 (Ch 8) 

*OPC 

Initiate the 488.2 operation complete sequence 

REMOTE - IEEE 488.2 (Ch 8) 

*OPC? 

Initiate the 488.2 operation complete query sequence 

REMOTE - IEEE 488.2 (Ch 8) 

'OPT? 

Output the 488.2 options installed string 

REMOTE - IEEE 488.2 (Ch 8) 

'PRE 

Enter the 488.2 parallel poll register enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

'PRE? 

Output the 488.2 parallel poll register enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

'RST 

Resets the instrument 

REMOTE - IEEE 488.2 (Ch 8) 

'SRE 

Enter the 488.2 service request enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

'SRE? 

Output the 488.2 service request enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

'STB? 

Output the 488.2 status byte value 

REMOTE - IEEE 488.2 (Ch 8) 

'TRG 

Initiate a group execute trigger sequence 

REMOTE - IEEE 488.2 (Ch 8) 

'TST? 

Perform self test and output status 

REMOTE - IEEE 488.2 (Ch 8) 

'WAI 

Wait to continue 

REMOTE - IEEE 488.2 (Ch 8) 

2PATH3PORT 

Select 2-path 3-port calibration method 

CAL (Ch 6) 

A12 

Simulate 12-term calibration 

CAL (Ch 6) 

A120 

Simulate 12-term calibration and initialize all 2-port correction 
coefficients 

CAL (Ch 6) 

A24 

Simulate 3-port calibration 

CAL (Ch 6) 

A3P 

Simulate 3-port calibration 

CAL (Ch 6) 

A3P0 

Simulate 3-port calibration and initialize all 3-port correction 
coefficients 

CAL (Ch 6) 

A40 

Simulate 4-port calibration 

CAL (Ch 6) 

A4P 

Simulate 4-port calibration 

CAL (Ch 6) 

A4P0 

Simulate 4-port calibration and initialize all 4-port correction 
coefficients 

CAL (Ch 6) 

A8R 

Simulate 1-path 2-port calibration reverse path 

CAL (Ch 6) 

AST 

Simulate 1-path 2-port calibration forward path 

CAL (Ch 6) 

ABORTCAL 

Abort calibration and keep existing calibration data 

CAL (Ch 6) 

ABSPHASEO 

Turn absolute phase OFF 

APPL(Ch 10) 

ABSPHASE1 

Turn absolute phase ON 

APPL(Ch 10) 

ABSPHASE? 

Output the absolute phase ON/OFF status 

APPL(Ch 10) 
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Tablel. Alphabdiical Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

ABT 

Simulate translation frequency response calibration forward and 
reverse 

CAL (Ch 6) 

AC2PBTYPE 

Set AutoCal to 2-port box type 

CAL - AUTOCAL (Ch 6) 

AC4PBTYPE 

Set AutoCal to 4-port box type 

CAL - AUTOCAL (Ch 6) 

ACAA 

Set AutoCal standard to assurance 

CAL - AUTOCAL (Ch 6) 

ACADIR1 

Enter directivity 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADIR1? 

Output directivity 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADIR2 

Enter directivity 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADIR2? 

Output directivity 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADIR3 

Enter directivity 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADIR3? 

Output directivity 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACADPL 

Enter adapter length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACADPL? 

Output adapter length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACADR 

Set AutoCal type to adapter removal 

CAL - AUTOCAL (Ch 6) 

ACADTL 

Adapter connected to “LEFT” port of the 2-port AutoCal box 

CAL - AUTOCAL (Ch 6) 

ACADTR 

Adapter connected to “RIGFIT” port of the 2-port AutoCal box 

CAL - AUTOCAL (Ch 6) 

ACADTX? 

Output adapter removal port “LEFT” or “RIGFIT” in the 2-port 

AutoCal box that the adapter is connected to 

CAL - AUTOCAL (Ch 6) 

ACAL1R2 

Set adapter removal port to ADAPT & L=1 and R=2 

CAL - AUTOCAL (Ch 6) 

ACALM1 

Enter load match f for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM1 ? 

Output load match f for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM2 

Enter load match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM2? 

Output load match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM3 

Enter load match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM3? 

Output load match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAP? 

Output ports configuration for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAR1L2 

Set adapter removal port to ADAPT & R=f and L=2 

CAL - AUTOCAL (Ch 6) 

ACARET1 

Enter reflection tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET1? 

Output reflection tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET2 

Enter reflection tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET2? 

Output reflection tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARP? 

Output adapter removal port configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACAS? 

Output AutoCal assurance status 

CAL - AUTOCAL (Ch 6) 

ACASRC1 

Enter source match f for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC1? 

Output source match f for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC2 

Enter source match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC2? 

Output source match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC3 

Enter source match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 
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ACASRC3? 

Output source match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT1 

Enter transmission tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT1 ? 

Output transmission tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT2 

Enter transmission tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT2? 

Output transmission tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAVNA1 

Set adapter connected to port 1 

CAL - AUTOCAL (Ch 6) 

ACAVNA2 

Set adapter connected to port 2 

CAL - AUTOCAL (Ch 6) 

ACAVNAPX? 

Output adapter removal port configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACBTYPE? 

Output AutoCal 2-port or 4-port box type 

CAL - AUTOCAL (Ch 6) 

ACDEF 

Include isolation 

CAL - AUTOCAL (Ch 6) 

ACF2P? 

Output port selection for full 2-port AutoCal 

CAL - AUTOCAL (Ch 6) 

ACF2TC 

Set the AutoCal full 2-port Thru type to calibrator 

CAL - AUTOCAL (Ch 6) 

ACF2TT 

Set the AutoCal full 2-port Thru type to True Thru 

CAL - AUTOCAL (Ch 6) 

ACF2TX? 

Output full 2-port Thru type for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACHFD 

Save AutoCal characterization to floppy disk 

CAL - AUTOCAL (Ch 6) 

ACHHD 

Save AutoCal characterization to hard disk 

CAL - AUTOCAL (Ch 6) 

ACIAX? 

Output AutoCal isolation yes/no setting 

CAL - AUTOCAL (Ch 6) 

ACISO 

Enter number of averaging for isolation 

CAL - AUTOCAL (Ch 6) 

ACISO? 

Output number of averaging for isolation 

CAL - AUTOCAL (Ch 6) 

ACL1AR2 

Set adapter removal port to L=1 and ADAPT & R=2 

CAL - AUTOCAL (Ch 6) 

ACL1R2 

Set the AutoCal ports to L=1 and R=2 

CAL - AUTOCAL (Ch 6) 

ACLO 

Enter number of averaging for load 

CAL - AUTOCAL (Ch 6) 

ACLO? 

Output number of averaging for load 

CAL - AUTOCAL (Ch 6) 

ACLOAD 

Set AutoCal standard to load 

CAL - AUTOCAL (Ch 6) 

ACOMIT 

Omit isolation 

CAL - AUTOCAL (Ch 6) 

ACOPEN 

Set AutoCal standard to open 

CAL - AUTOCAL (Ch 6) 

ACPI? 

Output port 1 configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACP2? 

Output port 2 configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACP2L 

Set the AutoCal port to LEFT for reflection only cal, port 2 

CAL - AUTOCAL (Ch 6) 

ACP2R 

Set the AutoCal port 2 to RIGFIT for reflection only cal, port 2 

CAL - AUTOCAL (Ch 6) 

ACPA 

Select AutoCal port A for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPATH? 

Output AutoCal connected path 

CAL - AUTOCAL (Ch 6) 

ACPB 

Select AutoCal port B for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPC 

Select AutoCal port C for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPCFG 

Enter string to setup port configuration for 4 Port AutoCal Box 

CAL - AUTOCAL (Ch 6) 

ACPCFG? 

Output port configuration for 4 Port AutoCal Box 

CAL - AUTOCAL (Ch 6) 

ACPL 

Set the AutoCal port to LEFT 

CAL - AUTOCAL (Ch 6) 
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ACPR 

Set the AutoCal port to RIGFIT 

CAL - AUTOCAL (Ch 6) 

ACPX 

Select AutoCal port X for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPX? 

Output AutoCal port selected for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPXA 

Set AutoCal connected path to port X-A 

CAL - AUTOCAL (Ch 6) 

ACPXB 

Set AutoCal connected path to port X-B 

CAL - AUTOCAL (Ch 6) 

ACPXC 

Set AutoCal connected path to port X-C 

CAL - AUTOCAL (Ch 6) 

ACR1AL2 

Set adapter removal port to R=1 and ADAPT & L=2 

CAL - AUTOCAL (Ch 6) 

ACR1L2 

Set the AutoCal ports to R=1 and L=2 

CAL - AUTOCAL (Ch 6) 

ACRFL 

Enter number of averaging for reflection 

CAL - AUTOCAL (Ch 6) 

ACRFL? 

Output number of averaging for reflection 

CAL - AUTOCAL (Ch 6) 

ACS 11 

Set AutoCal type to S11 

CAL - AUTOCAL (Ch 6) 

ACS11S22 

Set AutoCal type to both S11 and S22 

CAL - AUTOCAL (Ch 6) 

ACS22 

Set AutoCal type to S22 

CAL - AUTOCAL (Ch 6) 

ACSF2P 

Set AutoCal type to full 2-port 

CAL - AUTOCAL (Ch 6) 

ACSF3P 

Set AutoCal type to full 3-port 

CAL - AUTOCAL (Ch 6) 

ACSF4P 

Set AutoCal type to full 4-port 

CAL - AUTOCAL (Ch 6) 

ACSHORT 

Set AutoCal standard to short 

CAL - AUTOCAL (Ch 6) 

ACSTD? 

Output AutoCal standard 

CAL - AUTOCAL (Ch 6) 

ACSTMEA 

Continue AutoCal Thru update 

CAL - AUTOCAL (Ch 6) 

ACTHRU 

Set AutoCal standard to Thru 

CAL - AUTOCAL (Ch 6) 

ACTHRU12T0 

Do port 1,2 thru measurement using AutoCal TFIRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU12T1 

Do port 1,2 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU12X? 

Output selection of port 1,2 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU13T0 

Do port 1,3 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU13T1 

Do port 1,3 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU13X? 

Output selection of port 1,3 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU14T0 

Do port 1,4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU14T1 

Do port 1,4 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU14X? 

Output selection of port 1,4 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU23T0 

Do port 2, 3 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU23T1 

Do port 2, 3 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU23X? 

Output selection of port 2, 3 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU24T0 

Do port 2, 4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU24T1 

Do port 2, 4 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 
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ACTHRU24X? 

Output selection of port 2, 4 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU34T0 

Do port 3, 4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU34T1 

Do port 3, 4 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU34X? 

Output selection of port 3, 4 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTOLP12 

Enter port 1,2 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP12? 

Output port f, 2 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP13 

Enter port 1,3 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP13? 

Output port f, 3 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP14 

Enter port 1,4 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP14? 

Output port f, 4 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP23 

Enter port 2, 3 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP23? 

Output port 2, 3 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP24 

Enter port 2, 4 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP24? 

Output port 2, 4 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP34 

Enter port 3, 4 thru line length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTOLP34? 

Output port 3, 4 thru offset length for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACTUAVG 

Enter number of averaging for AutoCal Thru update 

CAL - AUTOCAL (Ch 6) 

ACTUAVG? 

Output number of averaging for AutoCal Thru update 

CAL - AUTOCAL (Ch 6) 

ACTULS 

Apply last Thru update calibration setup 

CAL - AUTOCAL (Ch 6) 

ACX? 

Output AutoCal type 

CAL - AUTOCAL (Ch 6) 

ADD 

Select addition as trace math for active channel 

DISPLAY (Ch 5) 

ADDGP? 

Output instrument GPIB address 

UTILITY (Ch 5) 

ADDIP? 

Output instrument network IP address 

UTILITY (Ch 5) 

ADDNDSG 

Add the next defined segment or go to the next segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

ADDPLT 

Enter plotter GPIB address 

UTILITY (Ch 5) 

ADDPLT? 

Output plotter GPIB address 

UTILITY (Ch 5) 

ADDPM 

Enter power meter GPIB address 

UTILITY (Ch 5) 

ADDPM? 

Output power meter GPIB address 

UTILITY (Ch 5) 

ADDSRC2 

Enter external source 2 GPIB address 

CONFIG (Ch 5) 

ADDSRC2? 

Output external source 2 GPIB address 

CONFIG (Ch 5) 

ADDSRC3 

Enter external source 3 GPIB address 

CONFIG (Ch 5) 

ADDSRC3? 

Output external source 3 GPIB address 

CONFIG (Ch 5) 

ADDSRC4 

Enter external source 4 GPIB address 

CONFIG (Ch 5) 

ADDSRC4? 

Output external source 4 GPIB address 

CONFIG (Ch 5) 

ADPL 

Enter electrical length for adapter removal 

CAL (Ch 6) 

ADPL? 

Output electrical length for adapter removal 

CAL (Ch 6) 
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ADRIVE 

Select the floppy drive as the default drive 

UTILITY - DISK (Ch 9) 

AFT 

Simulate transmission frequency response calibration forward path 

CAL (Ch 6) 

AHO 

Turn automatic DUT protection off 

CONFIG (Ch 5) 

AH1 

Turn automatic DUT protection on 

CONFIG (Ch 5) 

AHX? 

Output automatic DUT protection on/off status 

CONFIG (Ch 5) 

ALC 

Perform ALC loop Internal calibration 

UTILITY - DIAGNOSTICS (Ch 9) 

ALCERRS1? 

Output source 1 ALC calibration error 

CAL (Ch 6) 

ALCERRS2? 

Output source 2 ALC calibration error 

CAL (Ch 6) 

ALTSO 

Turn alternate sweep mode off 

SWEEP (Ch 5) 

ALTS1 

Turn alternate sweep mode on 

SWEEP (Ch 5) 

ALTSX? 

Output alternate sweep mode on/off status 

SWEEP (Ch 5) 

AMKR 

Select active marker on all channels marker mode 

MARKER (Ch 7) 

ANNCOL 

Enter the color number for annotation and menu text 

UTILITY (Ch 9) 

ANNCOL? 

Output the color number for annotation and menu text 

UTILITY (Ch 9) 

AOF 

Turn averaging off 

AVG (Ch 5) 

AOF? 

Output averaging on/off status 

AVG (Ch 5) 

AON 

Turn averaging on 

AVG (Ch 5) 

APPC12T? 

Output 12 Term calibration done status 

CAL (Ch 6) 

APPC3P? 

Output 3-port calibration done status 

CAL (Ch 6) 

APPC4P? 

Output 4-port calibration done status 

CAL (Ch 6) 

APPDEVM 

Select mixer device type for application 

APPL(Ch 10) 

APPDEVS 

Select standard device type for application 

APPL(Ch 10) 

APPDEVX? 

Output device type for application 

APPL(Ch 10) 

APPENTC 

Set application entry state to current state 

APPL(Ch 10) 

APPENTP 

Set application entry state to previous state 

APPL(Ch 10) 

APPENTX? 

Output application entry state 

APPL(Ch 10) 

APPFTGD 

Select frequency translation group delay application type 

APPL- FTGD (Ch 10) 

APPGCF 

Select swept frequency gain compression application type 

APPL(Ch 10) 

APPGCP 

Select swept power gain compression application type 

APPL(Ch 10) 

APPHAR 

Select harmonic application type 

APPL(Ch 10) 

APPIMD 

Select IMD application type 

APPL(Ch 10) 

APPLORCWO 

Turn off LO CW mode 

APPL(Ch 10) 

APPLORCW1 

Turn on LO CW mode 

APPL(Ch 10) 

APPLORCWF 

Enter LO CW frequency 

APPL(Ch 10) 

APPLORCWF? 

Output LO CW frequency 

APPL(Ch 10) 

APPLORCWX? 

Output LO CW on/off status 

APPL(Ch 10) 

APPLOROFF 

Enter LO offset frequency 

APPL(Ch 10) 
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APPLOROFF? 

Output LO offset frequency 

APPL(Ch fO) 

APPLORRCD 

Select receiver down conversion 

APPL(Ch fO) 

APPLORRCN 

Select receiver no conversion 

APPL(Ch fO) 

APPLORRCU 

Select receiver up conversion 

APPL(Ch fO) 

APPLORRCX? 

Output receiver conversion type 

APPL(Ch fO) 

APPLORS2 

Select source 2 for LO 

APPL(Ch fO) 

APPLORS3 

Select source 3 for LO 

APPL(Ch fO) 

APPLORS4 

Select source 4 for LO 

APPL(Ch fO) 

APPLORSX? 

Output LO source number 

APPL(Ch fO) 

APPNF 

Select noise figure application type 

APPL(Ch fO) 

APPSWPC 

Set application sweep mode to CW receiver 

APPL(Ch fO) 

APPSWPS 

Set application sweep mode to source sweep 

APPL(Ch fO) 

APPSWPX? 

Output application sweep mode 

APPL(Ch fO) 

APPTR 

Select transmission and reflection application type 

APPL(Ch fO) 

APPX? 

Output application type 

APPL(Ch fO) 

APR 

Enter group delay aperture setting on active channel 

DISPLAY (Oh 5) 

APR? 

Output group delay aperture setting on active channel 

DISPLAY (Oh 5) 

APRXSTP 

Enter approximate stop frequency 

CAL (Oh 6) 

APRXSTP? 

Output approximate stop frequency 

CAL (Ch 6) 

ARB 

Simulate reflection only calibration both ports 

CAL (Ch 6) 

ARF 

Simulate reflection only calibration port 1 

CAL (Ch 6) 

ARR 

Simulate reflection only calibration port 2 

CAL (Ch 6) 

ART 

Simulate translation frequency response calibration reverse path 

CAL (Ch 6) 

ASC 

Autoscale the active channel display 

DISPLAY (Ch 5) 

ASP 

Enter polar stop sweep position angle 

DISPLAY (Ch 5) 

ASP? 

Output polar stop sweep position angle 

DISPLAY (Ch 5) 

AST 

Enter polar start sweep position angle 

DISPLAY (Ch 5) 

AST? 

Output polar start sweep position angle 

DISPLAY (Ch 5) 

ATTN 

Attach next segment and make it the active segment 

DISPLAY - LIMITS (Ch 7) 

AVG 

Enter averaging count and turn it on 

AVG (Ch 5) 

AVG? 

Output averaging count 

AVG (Ch 5) 

AVGCNT? 

Output the current Sweep-by-Sweep average sweep count 

AVG (Ch 5) 

BAG 

Perform backend attenuator calibration 

UTILITY - DIAGNOSTICS (Ch 9) 

BBL 

Select broadband load for calibration 

CAL (Ch 6) 

BBLP3 

Select broadband load for 3-port calibration 

CAL (Ch 6) 

BBLP4 

Select broadband load for 4-port calibration 

CAL (Ch 6) 

BBX? 

Output load type for calibration broadband/sliding load 

CAL (Ch 6) 
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BBXP3? 

Output load type for 3-port calibration broadband/sliding load 

CAL (Ch 6) 

BBXP4? 

Output load type for 4-port calibration broadband/sliding load 

CAL (Ch 6) 

BBZ 

Enter broadband load impedance for calibration 

CAL (Ch 6) 

BBZ? 

Output broadband load impedance for calibration 

CAL (Ch 6) 

BBZL 

Enter broadband load inductance for calibration 

CAL (Ch 6) 

BBZL? 

Output broadband load inductance for calibration 

CAL (Ch 6) 

BCO 

Turn LCD display off (disabled) 

UTILITY (Ch 9) 

BC1 

Turn LCD display on (enabled) 

UTILITY (Ch 9) 

BCKCOL 

Enter the color number for background 

UTILITY (Ch 9) 

BCKCOL? 

Output the color number for background 

UTILITY (Ch 9) 

BCX? 

Output LCD display on/off status 

UTILITY (Ch 9) 

BD1 

Select band 1 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD2 

Select band 2 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD3 

Select band 3 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD4 

Select band 4 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD5 

Select band 5 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BEEPO 

Disable the instrument beeper on GPIB errors 

UTILITY (Ch 9) 

BEEP1 

Enable the instrument beeper on GPIB errors 

UTILITY (Ch 9) 

BEEPX? 

Output GPIB beep on error enable/disable status 

UTILITY (Ch 9) 

BEG 

Begin taking calibration data 

CAL (Ch 6) 

BEG3P 

Begin taking 3-port calibration data 

CAL (Ch 6) 

BEG4P 

Begin taking 4-port calibration data 

CAL (Ch 6) 

BEGAC 

Initialize an AutoCal measurement 

CAL - AUTOCAL (Ch 6) 

BEGACA 

Start AutoCal assurance 

CAL - AUTOCAL (Ch 6) 

BEGCH 

Start AutoCal characterization 

CAL - AUTOCAL (Ch 6) 

BEGEN 

Begin taking harmonic enhancement calibration data 

APPL- HARMONIC (Ch 10) 

BEGFTGD 

Start frequency translation group delay calibration 

APPL- FTGD (Ch 10) 

BEGHAR 

Begin taking both harmonic enhancement and phase calibration 

APPL - HARMONIC (Ch 10) 

BEGIMD 

Begin taking IMD calibration data 

APPL - IMD (Ch 10) 

BEGN 

Begin next segment and make it the active segment 

DISPLAY - LIMITS (Ch 7) 

BEGNF 

Begin taking noise figure calibration data 

APPL - NOISE FIGURE (Ch 10) 

BEGNFRF 

Begin taking noise figure with RF calibration data 

APPL - NOISE FIGURE (Ch 10) 

BEGPH 

Begin taking harmonic phase calibration data 

APPL - HARMONIC (Ch 10) 

BEGR 

Begin receiver calibration 

POWER - RECEIVER CAL (Ch 5) 

BEGTU 

Start AutoCal Thru update 

CAL - AUTOCAL (Ch 6) 

BHO 

Turn bias off while in hold 

CONFIG (Ch 5) 

BH1 

Turn bias on while in hold 

CONFIG (Ch 5) 
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BHX? 

Output bias on/off during hoid status 

CONFiG (Ch 5) 

BMPB 

Seiect biack on white as bitmap type 

HARD COPY (Ch 9) 

BMPC 

Seiect coior on white as bitmap type 

HARD COPY (Ch 9) 

BMPT 

Seiect true coior as bitmap type 

HARD COPY (Ch 9) 

BMPX? 

Output bitmap type 

HARD COPY (Ch 9) 

BNDNFCW? 

Output muitipie source band Noise Figure ENR source CW fiag 

APPL- NOiSE FIGURE (Ch 10) 

BNDNFDIV? 

Output muitipie source band Noise Figure ENR source divisor 

APPL- NOiSE FIGURE (Ch 10) 

BNDNFMUL? 

Output muitipie source band Noise Figure ENR source muitipiier 

APPL - NOISE FIGURE (Ch 10) 

BNDNFOFF? 

Output muitipie source band Noise Figure ENR source offset 

APPL - NOISE FIGURE (Ch 10) 

BNDRCW? 

Output muitipie source band receiver CW 
fiag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRDIV? 

Output muitipie source band receiver divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRMUL? 

Output muitipie source band receiver muitipiier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDROFF? 

Output muitipie source band receiver offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSCW? 

Output muitipie source band receiver source CW fiag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSDIV? 

Output muitipie source band receiver source divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSMUL? 

Output muitipie source band receiver source muitipiier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSOFF? 

Output muitipie source band receiver source offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1CW? 

Output muitipie source band source 1 CW 
fiag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1DIV? 

Output muitipie source band source 1 divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1MUL? 

Output muitipie source band source 1 muitipiier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS10FF? 

Output muitipie source band source 1 offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2CW? 

Output muitipie source band source 2 CW fiag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2DIV? 

Output muitipie source band source 2 divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2MUL? 

Output muitipie source band source 2 muitipiier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS20FF? 

Output muitipie source band source 2 offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3CW? 

Output muitipie source band source 3 CW 
flag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3DIV? 

Output muitipie source band source 3 divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3MUL? 

Output muitipie source band source 3 muitipiier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS30FF? 

Output muitipie source band source 3 offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4CW? 

Output muitipie source band source 4 CW 
flag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4DIV? 

Output multiple source band source 4 divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4MUL? 

Output muitipie source band source 4 muitipiier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS40FF? 

Output muitipie source band source 4 offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDSRT? 

Output muitipie source band start frequency for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 
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Command 

Description 

Function 

BNDSTP? 

Output multiple source band stop frequency for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BPF 

Enter break point frequency for 3 line LRL calibration 

CAL (Ch 6) 

BPF? 

Output break point frequency for 3 line LRL calibration 

CAL (Ch 6) 

BSP 

Enter band stop frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BSP? 

Output band stop frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BST 

Enter band start frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BST? 

Output band start frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BWL3 

Set bandwidth loss value to 3 dB 

MARKER (Ch 7) 

BWLS 

Enter bandwidth loss value 

MARKER (Ch 7) 

BWLS? 

Output bandwidth loss value 

MARKER (Ch 7) 

C12 

Select 12 term calibration 

CAL (Ch 6) 

C8R 

Select 1 -path 2-port calibration reverse path 

CAL (Ch 6) 

C8T 

Select 1 -path 2-port calibration forward path 

CAL (Ch 6) 

CALR 

Perform receiver calibration for gain 
compression testing 

APPL - GAIN COMPRESSION (Ch 10) 

CAS 

Clear active segmented limit vertical/horizontal definitions 

DISPLAY - LIMITS (Ch 7) 

CBT 

Select translation frequency response calibration forward and 
reverse 

CAL (Ch 6) 

CCO 

Enter capacitance coefficient 0 for open 

CAL (Ch 6) 

CCO? 

Output capacitance coefficient 0 for open 

CAL (Ch 6) 

CC1 

Enter capacitance coefficient 1 for open 

CAL (Ch 6) 

CC1? 

Output capacitance coefficient 1 for open 

CAL (Ch 6) 

CC2 

Enter capacitance coefficient 2 for open 

CAL (Ch 6) 

CC2? 

Output capacitance coefficient 2 for open 

CAL (Ch 6) 

CC3 

Enter capacitance coefficient 3 for open 

CAL (Ch 6) 

CC3? 

Output capacitance coefficient 3 for open 

CAL (Ch 6) 

CD 

Change default directory 

UTILITY-DISK (Ch 9) 

CDATTNO? 

Output port 1 attenuation of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDATTN2? 

Output port 3 attenuation of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDCALTP? 

Output 2-port cal type from selected cal memory 

CAL (Ch 6) 

CDCON? 

Output port 1 connector from selected cal memory 

CAL (Ch 6) 

CDCWF? 

Output cw mode frequency from selected cal memory 

CAL (Ch 6) 

CDEND1? 

Output end power for power source 1 or end frequency from 
selected cal memory 

CAL (Ch 6) 

CDEND2? 

Output end power for power source 2 from selected cal memory 

CAL (Ch 6) 

CDEND3? 

Output end power for power source 3 from selected cal memory 

CAL (Ch 6) 

CDEND4? 

Output end power for power source 4 from selected cal memory 

CAL (Ch 6) 
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Command 

Description 

Function 

CDFREQ? 

Output cal data freq list from selected cal memory 

GAL (Gh 6) 

CDFSW? 

Output sweep type from selected cal memory 

GAL (Gh 6) 

CDFXCALTP? 

Output Flexible Cal calibration type 

GAL - FLEXIBLE GAL (Gh 6) 

CDLNTP? 

Output line type from selected cal memory 

GAL (Gh 6) 

CDNOP1? 

Output port 1 nominal offset of power sweep mode from selected 
cal memory 

GAL (Gh 6) 

CDNOP3? 

Output port 3 nominal offset of power sweep mode from selected 
cal memory 

GAL (Gh 6) 

CDNUM? 

Output data number of power/frequency from selected cal memory 

GAL (Gh 6) 

CDP2CON? 

Output port 2 connector from selected cal memory 

GAL (Gh 6) 

CDP3CALTP? 

Output 3-port cal type from selected cal memory 

GAL (Gh 6) 

CDP3CON? 

Output port 3 connector from selected cal memory 

GAL (Gh 6) 

CDP4CALTP? 

Output 4-port cal type from selected cal memory 

GAL (Gh 6) 

CDP4CON? 

Output port 4 connector from selected cal memory 

GAL (Gh 6) 

CDPTS? 

Output cal data points from selected cal memory 

GAL (Gh 6) 

CDPTSPWR? 

Output cal data point of power sweep mode from selected cal 
memory 

GAL (Gh 6) 

CDRIVE 

Select the hard disk as the default drive 

UTILITY - DISK (Gh 9) 

CDSRC2PWR? 

Output power in power source 2 from selected cal memory 

GAL (Gh 6) 

CDSRCPWR? 

Output power in power source 1 from selected cal memory 

GAL (Gh 6) 

CDSTEP? 

Output min power/frequency step from selected cal memory 

GAL (Gh 6) 

CDSTRT1 ? 

Output start power for power source 1 or start frequency from 
selected cal memory 

GAL (Gh 6) 

CDSTRT2? 

Output start power for power source 2 from selected cal memory 

GAL (Gh 6) 

CDSTRT3? 

Output start power for power source 3 from selected cal memory 

GAL (Gh 6) 

CDSTRT4? 

Output start power for power source 4 from selected cal memory 

GAL (Gh 6) 

CF2 

Select female 2.4mm connector for current port 

GAL (Gh 6) 

CF3 

Select female GPC-3.5 connector for current port 

GAL (Gh 6) 

CF716 

Select female Type 7/16 connector for current port 

GAL (Gh 6) 

CFG 

Select female TNG connector for current port 

GAL (Gh 6) 

CFD 

Gollect final data in an internal buffer 

REMOTE - MEASURED DATA (Gh 8) 

CFFX? 

Ouery Flexible Gal define mode 

GAL - FLEXIBLE GAL (Gh 6) 

CFK 

Select female K Gonnector for current port 

GAL (Gh 6) 

CFN 

Select female Type N connector for current port 

GAL (Gh 6) 

CFN75 

Select female Type N 75-ohm connector for current port 

GAL (Gh 6) 

CFS 

Select female SMA connector for current port 

GAL (Gh 6) 

CFSP 

Select special female connector for current port 

GAL (Gh 6) 

CFT 

Select transmission frequency response calibration forward path 

GAL (Gh 6) 
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Command 
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Function 

CFV 

Select female V Connector for current port 

CAL (Oh 6) 

CFXI? 

Output Flexible Cal Input method 

CAL - FLEXIBLE CAL (Ch 6) 

CFXICU 

Select Flexible Customize Cal 

CAL - FLEXIBLE CAL (Ch 6) 

CFXIFU 

Select Flexible Full Term Cal 

CAL - FLEXIBLE CAL (Ch 6) 

CFXIRF 

Select Flexible Reflection Cal 

CAL - FLEXIBLE CAL (Ch 6) 

CH1 

Make channel 1 the active channel 

CH (Ch 5) 

CH2 

Make channel 2 the active channel 

CH (Ch 5) 

CH3 

Make channel 3 the active channel 

CH (Ch 5) 

CH4 

Make channel 4 the active channel 

CH (Ch 5) 

CHAPR? 

Output group delay aperture setting for specified channel 

DISPLAY (Ch 5) 

CHDAT? 

Output trace memory display mode for specified channel 

DISPLAY (Ch 5) 

CHDDX? 

Output domain parameter frequency/dlstance/time for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHGOF? 

Output the time domain gating mode on/off/dlsplay for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHGRF? 

Output graph type for specified channel 

DISPLAY (Ch 5) 

CHLFD2? 

Output limit frequency readout delta value for bottom graph for 
specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLFD? 

Output limit frequency readout delta value for top graph for 
specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLL02? 

Output lower limit value for bottom graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLLO? 

Output lower limit value for top graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLON? 

Output limits display on/off status for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLPSX? 

Output the time domain impulse/step response for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHLUP2? 

Output upper limit value for bottom graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLUP? 

Output upper limit value for top graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHMTH? 

Output trace math math type for specified channel 

DISPLAY (Ch 5) 

CHOFF2? 

Output offset value for the bottom graph for specified channel 

DISPLAY (Ch 5) 

CHOFF? 

Output offset value for the top graph for specified channel 

DISPLAY (Ch 5) 

CHOPMODE? 

Output chop mode type status 

SWEEP (Ch 5) 

CHPHO? 

Output phase offset for specified channel 

DISPLAY (Ch 5) 

CHRDD? 

Output reference delay in distance for specified channel 

DISPLAY (Ch 5) 

CHRDT? 

Output reference delay in time for specified channel 

DISPLAY (Ch 5) 

CHREF2? 

Output reference line for the bottom graph for specified channel 

DISPLAY (Ch 5) 

CHREF? 

Output reference line for the top graph for specified channel 

DISPLAY (Ch 5) 

CHSCL2? 

Output scale resolution for the bottom graph for specified channel 

DISPLAY (Ch 5) 

CHSCL? 

Output scale resolution for the top graph for specified channel 

DISPLAY (Ch 5) 

CHSLH? 

Output segmented limits horizontal offset for specified channel 

DISPLAY - LIMITS (Ch 7) 
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CHSLLX? 

Output lower segmented limits display on/off status for specified 
channel 

DISPLAY - LIMITS (Ch 7) 

CHSLUX? 

Output upper segmented limits display on/off status for specified 
channel 

DISPLAY - LIMITS (Ch 7) 

CHSLV? 

Output segmented limits vertical offset for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHSXX? 

Output parameter or user defined parameter for specified channel 

MEAS (Ch 5) 

CHTDDIST? 

Output the time domain parameter distance/time for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHTDPIX? 

Output the time domain phasor impulse on/off status for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHTDX? 

Output domain mode for specified channel 

APPL - TIME DOMAIN (Ch 10) 

CHX? 

Output active channel number 

CH (Ch 5) 

CLO 

Enter inductive coefficient 0 for short 

CAL (Ch 6) 

CLO? 

Output inductive coefficient 0 for short 

CAL (Ch 6) 

CL1 

Enter inductive coefficient 1 for short 

CAL (Ch 6) 

CL1? 

Output inductive coefficient 1 for short 

CAL (Ch 6) 

CL2 

Enter inductive coefficient 2 for short 

CAL (Ch 6) 

CL2? 

Output inductive coefficient 2 for short 

CAL (Ch 6) 

CL3 

Enter inductive coefficient 3 for short 

CAL (Ch 6) 

CL3? 

Output inductive coefficient 3 for short 

CAL (Ch 6) 

CLB 

Clear all multiple source band definitions 

CONFIG - MULTIPLE SOURCE (Ch 5) 

CLRDSG 

Clear all the defined segments of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

CM 

Suffix sets distance data type and scales by 1E-2 

DATA ENTRY SUFFIXES (Ch 5) 

CM2 

Select male 2.4mm connector for current port 

CAL (Ch 6) 

CM3 

Select male G PC-3.5 connector for current port 

CAL (Ch 6) 

CM3PX? 

Output calibration method for 3-port cal 

CAL (Ch 6) 

CM4PX? 

Output calibration method for 4-port calibration 

CAL (Ch 6) 

CM716 

Select male Type 7/16 connector for current port 

CAL (Ch 6) 

CMC 

Select male TNC connector for current port 

CAL (Ch 6) 

CMK 

Select male K Connector for current port 

CAL (Ch 6) 

CMN 

Select male N connector for current port 

CAL (Ch 6) 

CMN75 

Select male Type N 75-Ohm connector for current port 

CAL (Ch 6) 

CMS 

Select male SMA connector for current port 

CAL (Ch 6) 

CMSP 

Select special male connector for current port 

CAL (Ch 6) 

CMT 

Suffix sets distance data type and scales by 1 E-2 

DATA ENTRY SUFFIXES (Ch 5) 

CMV 

Select male V Connector for current port 

CAL (Ch 6) 

CMX? 

Output calibration method 

CAL (Ch 6) 

CND 

Select user specified connector for current port 

CAL (Ch 6) 
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CNG 

Select GPC-7 connector for current port 

CAL (Oh 6) 

CNTR 

Enter center frequency 

FREO (Ch 5) 

CNTR? 

Output center frequency 

FREQ (Ch 5) 

COF 

Turn 2 and 3-port error correction and Flexible Cal off 

CAL (Ch 6) 

CON 

Turn 2-port error correction on 

CAL (Ch 6) 

CON3P 

Turn 3-port error correction on 

CAL (Ch 6) 

CON3P? 

Output 3-port error correction on/off status 

CAL (Ch 6) 

CON4P 

Turn 4-port error correction on 

CAL (Ch 6) 

CON4P? 

Output 4-Port error correction on/off status 

CAL (Ch 6) 

CON? 

Output 2-port error correction on/off status 

CAL (Ch 6) 

CONOCO? 

Output capacitance coefficient 0 of open device for specified 
connector 

CAL (Ch 6) 

CONCC1? 

Output capacitance coefficient 1 of open device for specified 
connector 

CAL (Ch 6) 

CONCC2? 

Output capacitance coefficient 2 of open device for specified 
connector 

CAL (Ch 6) 

CONCC3? 

Output capacitance coefficient 3 of open device for specified 
connector 

CAL (Ch 6) 

CONFX 

Turn flexible error correction on 

CAL - FLEXIBLE CAL (Ch 6) 

CONFX? 

Output flexible error correction on/off status 

CAL - FLEXIBLE CAL (Ch 6) 

CONOPOFF? 

Output offset of open device for specified connector 

CAL (Ch 6) 

CONOPSER? 

Output serial number of open device for specified connector 

CAL (Ch 6) 

CONSHANG? 

Output angle of short device for specified connector 

CAL (Ch 6) 

CONSHOFF? 

Output offset of short device for specified connector 

CAL (Ch 6) 

CONSHSER? 

Output serial number of short device for specified connector 

CAL (Ch 6) 

COO 

Enter offset for open for user specified connector 

CAL (Ch 6) 

COO? 

Output offset for open for user specified connector 

CAL (Ch 6) 

COPY 

Copy a files contents to another file 

UTILITY-DISK (Ch 9) 

COS 

Enter offset for short for user specified connector 

CAL (Ch 6) 

COS? 

Output offset for short for user specified connector 

CAL (Ch 6) 

CPYALLFH 

Copy combined hardware cal file from floppy to hard disk 

UTILITY - DISK (Ch 9) 

CPYALLHF 

Copy combined hardware cal file from hard to floppy disk 

UTILITY - DISK (Ch 9) 

CRB 

Select reflection only calibration both ports 

CAL (Ch 6) 

CRF 

Select reflection only calibration port 1 

CAL (Ch 6) 

CRR 

Select reflection only calibration port 2 

CAL (Ch 6) 

CRT 

Select transmission frequency response calibration reverse path 

CAL (Ch 6) 

CSB 

Clear status bytes and structures (same as *CLS) 

REMOTE - STATUS REPORTING (Ch 8) 

CSF? 

Output calibration start frequency 

CAL (Ch 6) 
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CSL 

Clear service log 

UTILITY - SERVICE LOG (Ch 9) 

CSWP? 

Output sweep mode for calibration 

CAL (Ch 6) 

CTF? 

Output calibration stop frequency 

CAL (Ch 6) 

CTN 

Continue sweeping from current point 

HOLD (Ch 5) 

CWC 

Select CW frequency calibration data points 

CAL (Ch 6) 

CWD? 

Output current working directory string 

UTILITY - DISK (Ch 9) 

CWF 

Enter CW frequency and turn CW on 

FREQ (Ch 5) 

CWF? 

Output CW frequency 

FREQ (Ch 5) 

CWON 

Turn CW on at current CW frequency 

FREQ (Ch 5) 

CWON? 

Output CW on/off status 

FREQ (Ch 5) 

CWP 

Enter number of points drawn in CW 

CONFIG (Ch 5) 

CWP? 

Output number of points drawn in CW 

CONFIG (Ch 5) 

CXD? 

Output internal buffer data collection mode 

REMOTE - MEASURED DATA (Ch 8) 

CXX? 

Output calibration type 

CAL (Ch 6) 

D13 

Display channels f & 3 

DISPLAY (Ch 5) 

D14 

Display all four channels 

DISPLAY (Ch 5) 

D24 

Select dual channel display with channels 2 & 4 

DISPLAY (Ch 5) 

DA1 

Select a1 = Ra as denominator for parameter being defined 

MEAS (Ch 5) 

DA2 

Select a2 = Rb as denominator for parameter being defined 

MEAS (Ch 5) 

DA3 

Select a3 = Rc as denominator for parameter being defined 

MEAS (Ch 5) 

DA4 

Select a4 = Rd as denominator for parameter being defined 

MEAS (Ch 5) 

DAC 

Enter DAC number of 10 MHz calibration 

UTILITY (Ch 9) 

DAC? 

Output DAC number of 10 MHz calibration 

UTILITY (Ch 9) 

DAT 

Display data only on active channel 

DISPLAY (Ch 5) 

DAT? 

Output trace memory display mode 

DISPLAY (Ch 5) 

DATCOL 

Enter the color number for data 

UTILITY (Ch 9) 

DATCOL? 

Output the color number for data 

UTILITY (Ch 9) 

DATE 

Enter the system date 

UTILITY (Ch 9) 

DATE? 

Output the system date 

UTILITY (Ch 9) 

DB 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 

DB1 

Select b1 = Ta as denominator for parameter being defined 

MEAS (Ch 5) 

DB2 

Select b2 = Tb as denominator for parameter being defined 

MEAS (Ch 5) 

DB3 

Select b3 = Tc as denominator for parameter being defined 

MEAS (Ch 5) 

DB4 

Select b4 = Td as denominator for parameter being defined 

MEAS (Ch 5) 

DBL 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 

DBM 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 

DBP 

Select distance bandpass mode for active channel 

APPL - TIME DOMAIN (Ch 10) 
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DC1 

Display channel 1 and 2 operating parameters 

UTILITY (Oh 9) 

DC3 

Display channel 3 and 4 operating parameters 

UTILITY (Oh 9) 

DCA 

Select automatic DC term calculation for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DCCTN 

Resume internal buffer data collection 

REMOTE - MEASURED DATA (Ch 8) 

DCCTN? 

Output internal buffer data collection resume/suspend status 

REMOTE - MEASURED DATA (Ch 8) 

DCHLD 

Suspend internal buffer data collection 

REMOTE - MEASURED DATA (Ch 8) 

DCMRK 

Insert the mark value into the internal buffer 

REMOTE - MEASURED DATA (Ch 8) 

DCO 

Select open for DC term for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DCOFF 

Turn internal buffer data collection mode off 

REMOTE - MEASURED DATA (Ch 8) 

DCP 

Display calibration parameters 1st page 

UTILITY (Ch 9) 

DCP1 

Display calibration parameters 1st page 

UTILITY (Ch 9) 

DCPCUR? 

Output data collection buffer current point count 

REMOTE - MEASURED DATA (Ch 8) 

DCPMAX? 

Output data collection buffer maximum number of points 

REMOTE - MEASURED DATA (Ch 8) 

DCREFC? 

Output reflection coefficient for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DCS 

Select short for DC term for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DCV 

Enter value for DC term for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DCV? 

Output lowpass DC term value 

APPL - TIME DOMAIN (Ch 10) 

DCX? 

Output lowpass DC term selection 

APPL - TIME DOMAIN (Ch 10) 

DCZ 

Select line impedance for DC term for lowpass 

APPL - TIME DOMAIN (Ch 10) 

DDO 

Turn data drawing off 

DISPLAY (Ch 5) 

DD1 

Turn data drawing on 

DISPLAY (Ch 5) 

DD1? 

Output data drawing on/off status 

DISPLAY (Ch 5) 

DDX? 

Output active channel domain parameter frequency distance or 
time 

APPL - TIME DOMAIN (Ch 10) 

DE1 

Select unity as denominator for parameter being defined 

MEAS (Ch 5) 

DEG 

Suffix sets phase data type 

DATA ENTRY SUFFIXES (Ch 5) 

DEL 

Delete a file from disk 

UTILITY-DISK (Ch 9) 

DELALL 

Delete combined hardware cal file from floppy disk 

UTILITY-DISK (Ch 9) 

DELALLH 

Delete combined hardware cal file from hard disk 

UTILITY-DISK (Ch 9) 

DELLDSG 

Delete the last defined segment of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DEN? 

Output denominator selection for parameter being defined 

MEAS (Ch 5) 

DF2 

Display 2.4mm female connector information 

UTILITY (Ch 9) 

DF3 

Display GPC-3.5 female connector information 

UTILITY (Ch 9) 

DF716 

Display 7/16 female connector information 

UTILITY (Ch 9) 

DFC 

Select discrete frequency calibration data points 

CAL (Ch 6) 

DFD 

Done specifying discrete frequency ranges 

FREQ - DISCRETE FILL (Ch 5) 

DFK 

Display K female connector information 

UTILITY (Ch 9) 
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DFN 

Display N female connector Information 

UTILITY (Ch 9) 

DFN75 

Display N Female 75-Ohm connector information 

UTILITY (Ch 9) 

DFP 

Display front panel instrument state 

UTILITY (Ch 9) 

DFQ 

Enter single discrete frequency 

FREQ - DISCRETE FILL (Ch 5) 

DFQ? 

Output discrete fill single discrete frequency 

FREQ - DISCRETE FILL (Ch 5) 

DFS 

Display SMA female connector information 

UTILITY (Ch 9) 

DFSP 

Display special female connector information 

UTILITY (Ch 9) 

DFT 

Display TNG female connector information 

UTILITY (Ch 9) 

DFV 

Display female V Connector information 

UTILITY (Ch 9) 

DG7 

Display GPC-7 male connector information 

UTILITY (Ch 9) 

DGS 

Display GPIB status information 

UTILITY (Ch 9) 

DGT 

Display first LCD test pattern 

UTILITY - DIAGNOSTICS (Ch 9) 

DGT1 

Display first LCD test pattern 

UTILITY - DIAGNOSTICS (Ch 9) 

DGT2 

Display second LCD test pattern 

UTILITY - DIAGNOSTICS (Ch 9) 

DGT3 

Display third LCD test pattern 

UTILITY - DIAGNOSTICS (Ch 9) 

DIA 

Select air as active dielectric 

DISPLAY (Ch 5) 

DIE 

Enter a dielectric value 

DISPLAY (Ch 5) 

DIM 

Select microporous teflon as active dielectric 

DISPLAY (Ch 5) 

DIP 

Select polyethylene as active dielectric 

DISPLAY (Ch 5) 

DIR 

Output a directory listing to the GPIB 

UTILITY - DISK (Ch 9) 

DIS 

Display active segmented limit 

DISPLAY - LIMITS (Ch 7) 

DIS? 

Output active segmented limit on/off status 

DISPLAY - LIMITS (Ch 7) 

DISKRD 

Output disk file data to the GPIB 

UTILITY - DISK (Ch 9) 

DISKWR 

Write GPIB data to a disk file 

UTILITY - DISK (Ch 9) 

DIT 

Select teflon as active dielectric 

DISPLAY (Ch 5) 

DIV 

Select division as trace math for active channel 

DISPLAY (Ch 5) 

DIX? 

Output dielectric constant 

DISPLAY (Ch 5) 

DLA 

Select group delay display for active channel 

DISPLAY (Ch 5) 

DLP 

Select distance lowpass mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

DM2 

Display 2.4mm male connector information 

UTILITY (Ch 9) 

DM3 

Display GPC-3.5 male connector information 

UTILITY (Ch 9) 

DM716 

Display 7/16 male connector information 

UTILITY (Ch 9) 

DMK 

Display K male connector information 

UTILITY (Ch 9) 

DMN 

Display N male connector information 

UTILITY (Ch 9) 

DMN75 

Display N Male 75-Ohm connector information 

UTILITY (Ch 9) 

DMS 

Display SMA male connector information 

UTILITY (Ch 9) 

DMSP 

Display Special Male connector information 

UTILITY (Ch 9) 
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DMT 

Display TNG male connector information 

UTILITY (Oh 9) 

DMV 

Display V male connector information 

UTILITY (Oh 9) 

DNM 

Display data normalized to trace memory on active channel 

DISPLAY (Oh 5) 

DPI 

Select distance phasor impulse mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

DPN 

Enter pen number for data 

HARD COPY (Ch 9) 

DPN? 

Output pen number for data 

HARD COPY (Ch 9) 

DPRO 

Visible data only OFD format 

REMOTE - MEASURED DATA (Ch 8) 

DPR1 

Data pair always OFD format 

REMOTE - MEASURED DATA (Ch 8) 

DPRX? 

Output data pair mode visible only or pair always 

REMOTE - MEASURED DATA (Ch 8) 

DR1 

Select Marker 1 as delta reference marker 

MARKER (Ch 7) 

DR10 

Select Marker 10 as delta reference marker 

MARKER (Ch 7) 

DR11 

Select Marker 11 as delta reference marker 

MARKER (Ch 7) 

DR12 

Select Marker 12 as delta reference marker 

MARKER (Ch 7) 

DR2 

Select Marker 2 as delta reference marker 

MARKER (Ch 7) 

DR3 

Select Marker 3 as delta reference marker 

MARKER (Ch 7) 

DR4 

Select Marker 4 as delta reference marker 

MARKER (Ch 7) 

DR5 

Select Marker 5 as delta reference marker 

MARKER (Ch 7) 

DR6 

Select Marker 6 as delta reference marker 

MARKER (Ch 7) 

DR7 

Select Marker 7 as delta reference marker 

MARKER (Ch 7) 

DR8 

Select Marker 8 as delta reference marker 

MARKER (Ch 7) 

DR9 

Select Marker 9 as delta reference marker 

MARKER (Ch 7) 

DRF 

Turn delta reference mode on 

MARKER (Ch 7) 

DRL 

Diagnostic read latch 

UTILITY - DIAGNOSTICS (Ch 9) 

DRO 

Turn delta reference mode off 

MARKER (Ch 7) 

DRO? 

Output delta reference mode on/off status 

MARKER (Ch 7) 

DRX? 

Output delta reference marker number 

MARKER (Ch 7) 

DSFO 

Disable filter shape factor calculation 

MARKER (Ch 7) 

DSF1 

Enable filter shape factor calculation 

MARKER (Ch 7) 

DSFX? 

Output filter shape factor calculation enable/disable status 

MARKER (Ch 7) 

DSG? 

Output the active defined segment flag ON/OFF status 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGAVG 

Enter the averaging count for the active defined segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGAVG? 

Output the averaging count of the active defined segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFD 

Done specifying discrete frequency ranges for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFQ 

Enter a single discrete frequency for the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFQ? 

Output the discrete fill single discrete frequency for the active 
discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 


MS462XX QRG 


21 






ALPHABETICAL LISTING 
OF PROGRAMMING CODES 


GPIB QUICK 
REFERENCE GUIDE 


Tablel. Alphabdical Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

DSGFIL 

Fill the defined discrete frequency range for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRC 

Clear all of the defined discrete frequency ranges for the active 
discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRI 

Enter the segmented sweep discrete fill increment frequency for the 
active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRI? 

Output the segmented sweep discrete fill increment frequency for 
the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRP 

Enter the segmented sweep discrete fill number of points for the 
active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRP? 

Output the discrete fill number of points for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRS 

Enter the discrete fill start frequency for the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRS? 

Output the discrete fill start frequency for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW10 

Set the IFBW to 10 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW100 

Set the IFBW to 100 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW10K 

Set the IFBW to 10 kFIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW1K 

Set the IFBW to 1 kFIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW30 

Set the IFBW to 30 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW300 

Set the IFBW to 300 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW30K 

Set the IFBW to 30 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW3K 

Set the IFBW to 3 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBWX? 

Output the active defined segment IF bandwidth in the segmented 
sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGNO 

Set the active defined segment number for the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGNO? 

Output the active defined segment number for the segmented 
sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGOFF 

Turn the active defined segment flag OFF 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGON 

Turn the active define segment flag ON 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGONDF 

Output the number of discrete frequencies 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPTS 

Enter the number of points for the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPTS? 

Output the number of points of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR1 

Enter the Source 1 power level for the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 
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DSGPWR1? 

Output the Source 1 power level of the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR2 

Enter the Source 2 power level for the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR2? 

Output the Source 2 power level of the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTP 

Enter the stop frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTP? 

Output the start frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTRT 

Enter the start frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTRT? 

Output the start frequency of the active define segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSP 

Select single channel display 

DISPLAY (Ch 5) 

DSP? 

Output channel display mode 

DISPLAY (Ch 5) 

DSQO 

Disable filter Q calculation 

MARKER (Ch 7) 

DSQ1 

Enable filter 0 calculation 

MARKER (Ch 7) 

DSQX? 

Output filter Q calculation enable/disable status 

MARKER (Ch 7) 

DTM 

Display measurement data and trace memory on active channel 

DISPLAY (Ch 5) 

DVM 

Enter DVM channel number 

UTILITY - DIAGNOSTICS (Ch 9) 

DWG 

Display waveguide parameters 

UTILITY (Ch 9) 

DWL 

Diagnostic write latch 

UTILITY - DIAGNOSTICS (Ch 9) 

EANAIN 

Measure EXT. ANALOG IN on active channel 

MEAS (Ch 5) 

ECW 

Select CW operation for component being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED1 

Edit source f equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED2 

Edit source 2 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED3 

Edit source 3 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED4 

Edit source 4 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDADD 

Select add on to network for embedding/de-embedding 

CONFIG (Ch 5) 

EDADD? 

Output Add on to Network or Modify Last Network for 
embedding/de-embedding 

CONFIG (Ch 5) 

EDE 

Edit ENR source equation 

APPL(Ch fO) 

EDEO 

Turn Embedding/De-embedding Mode off 

CONFIG (Ch 5) 

EDE1 

Turn Embedding/De-embedding Mode on 

CONFIG (Ch 5) 

EDE? 

Output Embedding/De-embedding Mode status 

CONFIG (Ch 5) 

EDEAIR 

Select air as dielectric type for T-line section 

CONFIG (Ch 5) 

EDEAPP 

Apply Embedding/De-embedding Network 

CONFIG (Ch 5) 

EDECAP 

Enter capacitance for LC circuit 

CONFIG (Ch 5) 

EDECAP4P1 

Enter capacitance 1 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 
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EDECAP4P1? 

Output capacitance 1 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP4P2 

Enter capacitance 2 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP4P2? 

Output capacitance 2 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP? 

Output capacitance for LC circuit 

CONFIG (Ch 5) 

EDECKT? 

Output embedding/de-embedding network generation method 
selection 

CONFIG (Ch 5) 

EDECPLS 

Select C(P)-L(S) as LC circuit type 

CONFIG (Ch 5) 

EDECSCP 

Select C(S)-L(P) as LC circuit type 

CONFIG (Ch 5) 

EDECSLP 

Select C(S)-L(P) as LC circuit type 

CONFIG (Ch 5) 

EDECSLP4P 

Select C(S)-L(P) as the LC circuit type for the 4-port circuit 

CONFIG (Ch 5) 

EDED 

Select de-embedding as embedding/de-embedding method 

CONFIG (Ch 5) 

EDEDEF 

Define embedding/de-embedding network 

CONFIG (Ch 5) 

EDEDEF? 

Output apply or define embedding/de-embedding network 

CONFIG (Ch 5) 

EDEDIEL 

Enter relative dielectric for T-line section 

CONFIG (Ch 5) 

EDEDIEL? 

Output relative dielectric for T-line section 

CONFIG (Ch 5) 

EDEDT? 

Output dielectric type for T-line section 

CONFIG (Ch 5) 

EDEDUT2 

Select 2-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEDUT3 

Select 3-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEDUT4 

Select 4-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEDUT? 

Output device type selection for embedding/de-embeddin 

CONFIG (Ch 5) 

EDEE 

Select embedding as embedding/de-embedding method 

CONFIG (Ch 5) 

EDEED? 

Output embedding/de-embedding method selection 

CONFIG (Ch 5) 

EDEIMP 

Enter impedance for T-line section 

CONFIG (Ch 5) 

EDEIMP? 

Output impedance for T-line section 

CONFIG (Ch 5) 

EDEIND 

Enter inductance for LC oircuit 

CONFIG (Ch 5) 

EDEIND4P 

Enter inductance for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P2 

Enter Inductance 2 for the circuit topology in four-port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P2? 

Output Inductance 2 for the circuit topology in four-port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P? 

Output inductance for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND? 

Output inductance for LC circuit 

CONFIG (Ch 5) 

EDELC 

Select LC circuit as embedding/de-embedding network generation 
method 

CONFIG (Ch 5) 

EDELC4P? 

Outputs the four-port LC circuit type selection 

CONFIG (Ch 5) 
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EDELC? 

Output LC circuit type seiection 

CONFiG (Oh 5) 

EDELEN 

Enter iength for T-iine section 

CONFiG (Oh 5) 

EDELEN? 

Output iength for T-iine section 

CONFiG (Oh 5) 

EDELOS 

Enter ioss for T-iine section 

CONFiG (Ch 5) 

EDELOS? 

Output ioss for T-iine section 

CONFiG (Ch 5) 

EDELPCS 

Seiect L(P)-C(S) as LC circuit type 

CONFiG (Ch 5) 

EDELSCP 

Seiect L{S)-C(P) as LC circuit type 

CONFiG (Ch 5) 

EDELSCP4P 

Seiect L{S)-C(P) as the LC circuit type for the four-port circuit 

CONFiG (Ch 5) 

EDEMIC 

Seiect microporous tefion as dieiectric type for T-iine 

CONFiG (Ch 5) 

EDEMODIFY 

Seiect Modify Last Network for embedding/de-embedding 

CONFiG (Ch 5) 

EDEOTH 

Seiect Other as dieiectric type for T-iine section 

CONFiG (Ch 5) 

EDEPOLY 

Seiect Poiyethyiene as dieiectric type for T-iine section 

CONFiG (Ch 5) 

EDEPORT1 

Seiect port 1 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT12 

Seiect port 1 and port 2 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT2 

Seiect port 2 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT23 

Seiect port 2 and port 3 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT3 

Seiect port 3 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT34 

Seiect port 3 and port 4 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT4 

Seiect port 4 for embedding/de-embedding 

CONFiG (Ch 5) 

EDEPORT? 

Output active port number for embedding/de-embedding 

CONFiG (Ch 5) 

EDERST 

Reset aii ports reference piane for embedding/de-embedding 

CONFiG (Ch 5) 

EDETEF 

Seiect tefion as dieiectric type for T-iine section 

CONFiG (Ch 5) 

EDETIME 

Enter time for T-iine section 

CONFiG (Ch 5) 

EDETIME? 

Output time for T-iine section 

CONFiG (Ch 5) 

EDETLINE 

Seiect T-iine section as embedding/de-embedding network 

CONFiG (Ch 5) 

EDG 

End diagnostics mode 

UTILiTY - DiAGNOSTiCS (Ch 9) 

EDR 

Edit receiver equation 

CONFiG - MULTiPLE SOURCE (Ch 5) 

EDRS 

Edit receiver source equation 

CONFiG - MULTiPLE SOURCE (Ch 5) 

EDV 

Enter divisor vaiue for equation being edited 

CONFiG - MULTiPLE SOURCE (Ch 5) 

EDV? 

Output the divisor vaiue for the equation being edited 

CONFiG - MULTiPLE SOURCE (Ch 5) 

EDX? 

Output equation being edited 

CONFiG - MULTiPLE SOURCE (Ch 5) 

EKT 

Seiect externai keyboard testing 

UTILiTY - DIAGNOSTICS (Ch 9) 

EML 

Enter muitipiier vaiue for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EML? 

Output muitipiier vaiue for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EOS 

Enter offset frequency for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EOS? 

Output offset frequency for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ESW 

Seiect sweep operation for component being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 
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EX2RF0 

Turn external source 2 rf off 

CAL - FLEXIBLE CAL (Ch 6) 

EX2RF1 

Turn external source 2 rf on 

CAL - FLEXIBLE CAL (Ch 6) 

EX3RF0 

Turn external source 3 rf off 

CAL - FLEXIBLE CAL (Ch 6) 

EX3RF1 

Turn external source 3 rf on 

CAL - FLEXIBLE CAL (Ch 6) 

EX4RF0 

Turn external source 4 rf off 

CAL - FLEXIBLE CAL (Ch 6) 

EX4RF1 

Turn external source 4 rf on 

CAL - FLEXIBLE CAL (Ch 6) 

EXD 

Display external A/D Input 

UTILITY - DIAGNOSTICS (Ch 9) 

EXISTD? 

Output directory existence Information 

UTILITY - DISK (Ch 9) 

EXISTF? 

Output file existence Information 

UTILITY-DISK (Ch 9) 

EXRCALP1 

Select Port 1 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALP2 

Select Port 2 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALP3 

Select Port 3 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALPX? 

Output the extended receiver port selection 

POWER - RECEIVER CAL (Ch 5) 

EXRCALTYPE? 

Output the receiver type for extended receiver operation 

POWER - RECEIVER CAL (Ch 5) 

EXRRCALTYPE 

Select the receiver type REFERENCE for the extended receiver 
operation 

POWER - RECEIVER CAL (Ch 5) 

EXTIOO 

Disable external output I/O 

DISPLAY (Ch 5) 

EXTI01 

Enable external output I/O 

DISPLAY (Ch 5) 

EXTIOX? 

Output external output I/O enable/disable status 

DISPLAY (Ch 5) 

EXTRCALTYPE 

Select the receiver type TEST for extended receiver operation 

POWER - RECEIVER CAL (Ch 5) 

EXTRCLR 

Clear all of the extended receiver calibrations 

POWER - RECEIVER CAL (Ch 5) 

EXW? 

Output multiple source sweep flag for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

F 

Suffix sets farad data type and scales by 1EO 

DATA ENTRY SUFFIXES (Ch 5) 

FCWO 

Turn fast CW measurement mode off 

SWEEP (Ch 5) 

FCW1 

Turn fast CW measurement mode 1 on 

SWEEP (Ch 5) 

FCWX? 

Output fast CW measurement mode 

SWEEP (Ch 5) 

FDHO 

Select variable length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDH1 

Select fixed length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDH2 

Select zero length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDHX? 

Output arbitrary block header length selection 

REMOTE - FORMATTING (Ch 8) 

FFD 

Send form feed to printer and stop print/plot 

HARD COPY (Ch 9) 

FGT 

Select frequency with time gate for active channel 

APPL - TIME DOMAIN (Ch 10) 

FHI 

Set data points to 1601 

CONFIG (Ch 5) 

FIL 

Fill defined discrete frequency range 

FREQ - DISCRETE FILL (Ch 5) 

FLICKO 

Turn flickering off 

SWEEP (Ch 5) 

FLICK1 

Turn flickering on 

SWEEP (Ch 5) 

FLICKX? 

Output flickering on/off status 

SWEEP (Ch 5) 
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FLO 

Set data points to 101 

CONFIG (Ch 5) 

FLTBW? 

Output filter bandwidth 

MARKER (Ch 7) 

FLTC? 

Output filter center frequency 

MARKER (Ch 7) 

FLTL? 

Output filter loss at reference value 

MARKER (Ch 7) 

FLTQ? 

Output filter 0 

MARKER (Ch 7) 

FLTS? 

Output filter shape factor 

MARKER (Ch 7) 

FMA 

Select ASCII data transfer format 

REMOTE - FORMATTING (Ch 8) 

FMB 

Select IEEE754 64 bit data transfer format 

REMOTE - FORMATTING (Ch 8) 

FMC 

Select IEEE754 32 bit data transfer format 

REMOTE - FORMATTING (Ch 8) 

FME 

Set data points to 401 

CONFIG (Ch 5) 

FMKR 

Select filter parameters marker mode 

MARKER (Ch 7) 

FMTO 

Select normal ASCII data element delimiting 

REMOTE - FORMATTING (Ch 8) 

FMT1 

Select enhanced ASCII data element delimiting 

REMOTE - FORMATTING (Ch 8) 

FMTX? 

Output ASCII data element delimiting mode 

REMOTE - FORMATTING (Ch 8) 

FMX? 

Output data output mode FMA FMB or FMC 

REMOTE - FORMATTING (Ch 8) 

FOF 

Blank frequency information 

CONFIG (Ch 5) 

FON 

Display frequency information 

CONFIG (Ch 5) 

FOX? 

Output frequency information on/off status 

CONFIG (Ch 5) 

FPO 

Turn flat power correction off 

POWER - FLAT POWER (Ch 5) 

FP1 

Turn flat power correction on 

POWER - FLAT POWER (Ch 5) 

FP1DONE? 

Output port 1 flat power correction done status 

POWER - FLAT POWER (Ch 5) 

FP30 

Turn port 3 flat power correction off 

POWER - FLAT POWER (Ch 5) 

FP31 

Turn port 3 flat power correction on 

POWER - FLAT POWER (Ch 5) 

FP3DONE? 

Output port 3 flat power correction done status 

POWER - FLAT POWER (Ch 5) 

FP3X? 

Output port 3 flat power correction on/off status 

POWER - FLAT POWER (Ch 5) 

FPT 

Select front panel keypad testing 

UTILITY - DIAGNOSTICS (Ch 9) 

FPX? 

Output flat power correction on/off status 

POWER - FLAT POWER (Ch 5) 

FQD 

Select frequency domain for active channel 

APPL - TIME DOMAIN (Ch 10) 

FRO 

Clear all defined discrete frequency ranges 

FREO - DISCRETE FILL (Ch 5) 

FREFE 

Select external frequency reference 

UTILITY - REAR PANEL (Ch 10) 

FREFI 

Select internal frequency reference 

UTILITY - REAR PANEL (Ch 10) 

FREFX? 

Output frequency reference internal/external setting 

UTILITY - REAR PANEL (Ch 10) 

FRI 

Enter discrete fill increment frequency 

FREO - DISCRETE FILL (Ch 5) 

FRI? 

Output discrete fill increment frequency 

FREO - DISCRETE FILL (Ch 5) 

FRP 

Enter discrete fill number of points 

FREO - DISCRETE FILL (Ch 5) 

FRP? 

Output discrete fill number of points 

FREO - DISCRETE FILL (Ch 5) 

FRS 

Enter discrete fill start frequency 

FREO - DISCRETE FILL (Ch 5) 
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FRS? 

Output discrete fill start frequency 

FREQ - DISCRETE FILL (Ch 5) 

FS 

Suffix sets time data type and scales by 1E-15 

DATA ENTRY SUFFIXES (Ch 5) 

FSWP 

Select frequency sweep 

SWEEP (Ch 5) 

FTGDCO 

Turn off frequency translation group delay correction 

APPL- FTGD (Ch 10) 

FTGDC1 

Turn on frequency translation group delay correction 

APPL- FTGD (Ch 10) 

FTGDCDONE? 

Output frequency translation group delay cal done status 

APPL - FTGD (Ch 10) 

FTGDCX? 

Output frequency translation group delay correction on/off status 

APPL - FTGD (Ch 10) 

FTP1 

Enter the target frequency for linear power correction 

PQWER (Ch 5) 

FTP1? 

Output the target frequency for linear power correction 

PQWER (Ch 5) 

FTP3 

Enter the target frequency for linear power correction 

PQWER (Ch 5) 

FTP3? 

Output the target frequency for linear power correction 

PQWER (Ch 5) 

FXAPL 

Apply Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXP1T0 

Turns off Port 1 selection. Do not apply correction to any 

S-parameter involving port 1 

CAL - FLEXIBLE CAL (Ch 6) 

FXP1T1 

Turns on Port 1 selection. Correct S11. If in full term cal input 
method 

CAL - FLEXIBLE CAL (Ch 6) 

FXP1T? 

Query Port 1 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXP2T0 

Turns off Port 2 selection. Do not apply correction to any 

S-parameter involving port 2 

CAL - FLEXIBLE CAL (Ch 6) 

FXP2T1 

Turns on Port 2 selection. Correct S22. If in full term cal input 
method 

CAL - FLEXIBLE CAL (Ch 6) 

FXP2T? 

Query Port 2 selection for Flexible Cal. 

CAL - FLEXIBLE CAL (Ch 6) 

FXP3T0 

Turns off Port 3 selection. Do not apply correction to any 

S-parameter involving port 3 

CAL - FLEXIBLE CAL (Ch 6) 

FXP3T1 

Turns on Port 3 selection. Correct S33. If in full term cal input 
method 

CAL - FLEXIBLE CAL (Ch 6) 

FXP3T? 

Query Port 3 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXP4T0 

Turns off Port 4 selection. Do not apply correction to any 

S-parameter involving port 4 

CAL - FLEXIBLE CAL (Ch 6) 

FXP4T1 

Turns on Port 4 selection. Correct S44. If in full term cal input 
method 

CAL - FLEXIBLE CAL (Ch 6) 

FXP4T? 

Query Port 4 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS11T0 

Turn off S11 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS11T1 

Turn on S11 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS11T? 

Qutput S11 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS12T0 

Turn off SI 2 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS12T1 

Turn on SI 2 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS12T? 

Qutput SI 2 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS13T0 

Turn off SI 3 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS13T1 

Turn on SI 3 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 
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FXS13T? 

Output SI 3 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS14T0 

Turn off SI4 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS14T1 

Turn on SI 4 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS14T? 

Output SI 4 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS21T0 

Turn off S21 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS21T1 

Turn on S21 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS21T? 

Output S21 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS22T0 

Turn off S22 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS22T1 

Turn on S22 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS22T? 

Output S22 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS23T0 

Turn off S23 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS23T1 

Turn on S23 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS23T? 

Output S23 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS24T0 

Turn off S24 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS24T1 

Turn on S24 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS24T? 

Output S24 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T0 

Turn off S31 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T1 

Turn on S31 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T? 

Output S31 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T0 

Turn off S32 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T1 

Turn on S32 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T? 

Output S32 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS33T0 

Turn off S33 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS33T1 

Turn on S33 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS33T? 

Output S33 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS34T0 

Turn off S34 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS34T1 

Turn on S34 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS34T? 

Output S34 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS41T0 

Turn off S41 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS41T1 

Turn on S41 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS41T? 

Output S41 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T0 

Turn off S42 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T1 

Turn on S42 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T? 

Output S42 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS43T0 

Turn off S43 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS43T1 

Turn on S43 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS43T? 

Output S43 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 
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FXS44T0 

Turn off S44 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS44T1 

Turn on S44 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS44T? 

Output S44 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXSOFF 

Turn off all the S-parameters when Flexible Cal is being applied 

CAL - FLEXIBLE CAL (Ch 6) 

FXSON 

Turn on all the S-parameters when Flexible Cal is being applied 

CAL - FLEXIBLE CAL (Ch 6) 

GCFS? 

Output the multiple gain compression fixed scale flag ON/OFF 
status 

APPL- GAIN COMPRESSION (Ch 10) 

GCFSOFF 

Turn the multiple gain compression fixed scale flag OFF 

APPL - GAIN COMPRESSION (Ch 10) 

GCFSON 

Turn the multiple gain compression fixed scale flag ON 

APPL - GAIN COMPRESSION (Ch 10) 

GCMP 

Enter gain compression point search value 

APPL - GAIN COMPRESSION (Ch 10) 

GCMP? 

Output gain compression point search value 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS210 

Turn self normalization of S21 off 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS211 

Turn self normalization of S21 on 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS21? 

Output self normalization of S21 status 

APPL - GAIN COMPRESSION (Ch 10) 

GCT 

Enter gate center value distance or time 

APPL - TIME DOMAIN (Ch 10) 

GCT? 

Output gate center value 

APPL - TIME DOMAIN (Ch 10) 

GCYSP 

Enter the Y-stop power level tor multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYSP? 

Output the Y-stop power level for multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYST 

Enter the Y-start power level for multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYST? 

Output the Y-start power level for multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

GDS 

Gate symbols displayed on active channel 

APPL - TIME DOMAIN (Ch 10) 

GENS2P 

Generate S2P files in hard disk with default name (ntwk_p1 .s2p, 
ntwk_p4.s2p) from disk and calibrate 

HARD COPY (Ch 9) 

GHZ 

Suffix sets frequency data type and scales by 1E9 

DATA ENTRY SUFFIXES (Ch 5) 

GLS 

Select low sidelobe gate shape 

APPL - TIME DOMAIN (Ch 10) 

GMS 

Select minimum sidelobe gate shape 

APPL - TIME DOMAIN (Ch 10) 

GNM 

Select nominal gate shape 

APPL - TIME DOMAIN (Ch 10) 

GOF 

Turn off gating on active channel 

APPL - TIME DOMAIN (Ch 10) 

GOF? 

Output gating mode on active channel 

APPL - TIME DOMAIN (Ch 10) 

GON 

Turn on gating on active channel 

APPL - TIME DOMAIN (Ch 10) 

GPN 

Enter pen number for graticule 

HARD COPY (Ch 9) 

GPN? 

Output pen number for graticule 

HARD COPY (Ch 9) 

GRF? 

Output graph type for active channel 

DISPLAY (Ch 5) 

GROUP1 

Select Group 1 to be active group 

DISPLAY (Ch 5) 

GROUP2 

Select Group 2 to be active group 

DISPLAY (Ch 5) 
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GROUPS 

Select Group 3 to be active group 

DISPLAY (Oh 5) 

GROUP4 

Select Group 4 to be active group 

DISPLAY (Oh 5) 

GROUP? 

Output active group number 

DISPLAY (Oh 5) 

GRT 

Select Rectangular gate shape 

APPL - TIME DOMAIN (Ch 10) 

GRTCOL 

Enter the color number for the graticule 

UTILITY (Ch 9) 

GRTCOL? 

Output the color number for the graticule 

UTILITY (Ch 9) 

GSN 

Enter gate span value distance or time 

APPL - TIME DOMAIN (Ch 10) 

GSN? 

Output gate span value 

APPL - TIME DOMAIN (Ch 10) 

GSP 

Enter gate stop value distance or time 

APPL - TIME DOMAIN (Ch 10) 

GSP? 

Output gate stop value 

APPL - TIME DOMAIN (Ch 10) 

GST 

Enter gate start value distance or time 

APPL - TIME DOMAIN (Ch 10) 

GST? 

Output gate start value 

APPL - TIME DOMAIN (Ch 10) 

GSX? 

Output Gate Shape setting 

APPL - TIME DOMAIN (Ch 10) 

H 

Suffix sets farad data type and scales by 1EO 

DATA ENTRY SUFFIXES (Ch 5) 

HAR1 

Select 1st harmonic (fundamental) frequency 

APPL - HARMONIC (Ch 10) 

HAR2 

Select 2nd harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR3 

Select 3rd harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR4 

Select 4th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR5 

Select 5th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR6 

Select 6th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR7 

Select 7th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR8 

Select 8th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HAR9 

Select 9th harmonic frequency 

APPL - HARMONIC (Ch 10) 

HARCE 

Select harmonic enhancement correction 

APPL - HARMONIC (Ch 10) 

HARCEDONE? 

Output harmonic enhancement cal done status 

APPL - HARMONIC (Ch 10) 

HARCEP 

Select harmonic enhancement and Phase correction 

APPL - HARMONIC (Ch 10) 

HARCEPDONE? 

Output harmonic enhancement and Phase cal done status 

APPL - HARMONIC (Ch 10) 

HARCN 

Select No harmonic correction 

APPL - HARMONIC (Ch 10) 

HARCPDONE? 

Output harmonic phase cal done status 

APPL - HARMONIC (Ch 10) 

HARCX? 

Output harmonic correction setting 

APPL - HARMONIC (Ch 10) 

HARDOF 

Select harmonic display relative to output fundamental frequency 

APPL - HARMONIC (Ch 10) 

HARDSF 

Select harmonic display relative to source fundamental frequency 

APPL - HARMONIC (Ch 10) 

HARDSH 

Select harmonic display relative to source harmonic frequency 

APPL - HARMONIC (Ch 10) 

HARDX? 

Output harmonic display setting 

APPL - HARMONIC (Ch 10) 

HARP12 

Select ports 1 and 2 

APPL - HARMONIC (Ch 10) 

HARP13 

Select ports 1 and 3 

APPL - HARMONIC (Ch 10) 

HARPX? 

Output ports 1 and 2 or 1 and 3 setting 

APPL - HARMONIC (Ch 10) 


MS462XX QRG 


31 






ALPHABETICAL LISTING 
OF PROGRAMMING CODES 


GPIB QUICK 
REFERENCE GUIDE 


Tablel. Alphabdiical Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

HARX? 

Output harmonic frequency number 

APPL- HARMONIC (Ch 10) 

HCO 

Disable internal IF calibration 

SWEEP (Ch 5) 

HC1 

Enable internal IF calibration and trigger an IF calibration 

SWEEP (Ch 5) 

HOT 

Trigger an IF calibration 

SWEEP (Ch 5) 

HCX? 

Output internal IF calibration enable/disable status 

SWEEP (Ch 5) 

HDO 

Turn off tabular data headers and page formatting 

HARD COPY (Ch 9) 

HD1 

Turn on tabular data headers and page formatting 

HARD COPY (Ch 9) 

HDX? 

Output tabular data headers and page formatting on/off status 

HARD COPY (Ch 9) 

HELPO 

Turn off help display 

APPL(Ch 10) 

HELP1 

Turn on help display 

APPL(Ch 10) 

HELPX? 

Output help display on/off status 

APPL(Ch 10) 

HID 

Hide active segmented limit 

DISPLAY - LIMITS (Ch 7) 

HIGHF? 

Output the highest frequency 

REMOTE - MISC (Ch 8) 

HLD 

Put sweep into hold mode 

HOLD (Ch 5) 

HLD? 

Output the sweep hold status 

HOLD (Ch 5) 

HPN 

Enter pen number for header 

HARD COPY (Ch 9) 

HPN? 

Output pen number for header 

HARD COPY (Ch 9) 

HZ 

Suffix sets frequency data type 

DATA ENTRY SUFFIXES (Ch 5) 

lACCHAR 

Input AutoCal characterization data from the GPIB 

CAL - AUTOCAL (Ch 6) 

lARF 

Enter adapter removal files from GPIB and calibrate 

CAL (Ch 6) 

IC1 

Enter calibration coefficient 1 

REMOTE - CAL (Ch 8) 

IC10 

Enter calibration coefficient 10 

REMOTE - CAL (Ch 8) 

IC11 

Enter calibration coefficient 11 

REMOTE - CAL (Ch 8) 

IC12 

Enter calibration coefficient 12 

REMOTE - CAL (Ch 8) 

IC13 

Enter calibration coefficient 13 

REMOTE - CAL (Ch 8) 

IC14 

Enter calibration coefficient 14 

REMOTE - CAL (Ch 8) 

IC15 

Enter calibration coefficient 15 

REMOTE - CAL (Ch 8) 

IC16 

Enter calibration coefficient 16 

REMOTE - CAL (Ch 8) 

IC17 

Enter calibration coefficient 17 

REMOTE - CAL (Ch 8) 

IC18 

Enter calibration coefficient 18 

REMOTE - CAL (Ch 8) 

IC19 

Enter calibration coefficient 19 

REMOTE - CAL (Ch 8) 

IC2 

Enter calibration coefficient 2 

REMOTE - CAL (Ch 8) 

IC20 

Enter calibration coefficient 20 

REMOTE - CAL (Ch 8) 

IC21 

Enter calibration coefficient 21 

REMOTE - CAL (Ch 8) 

IC22 

Enter calibration coefficient 22 

REMOTE - CAL (Ch 8) 

IC23 

Enter calibration coefficient 23 

REMOTE - CAL (Ch 8) 

IC24 

Enter calibration coefficient 24 

REMOTE - CAL (Ch 8) 
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IC25 

Enter calibration coefficient 25 

REMOTE - CAL (Oh 8) 

IC26 

Enter calibration coefficient 26 

REMOTE - CAL (Oh 8) 

IC27 

Enter calibration coefficient 27 

REMOTE - CAL (Oh 8) 

IC28 

Enter calibration coefficient 28 

REMOTE - CAL (Oh 8) 

IC29 

Enter calibration coefficient 29 

REMOTE - CAL (Oh 8) 

IC3 

Enter calibration coefficient 3 

REMOTE - CAL (Oh 8) 

IC30 

Enter calibration coefficient 30 

REMOTE - CAL (Oh 8) 

IC31 

Enter calibration coefficient 31 

REMOTE - CAL (Oh 8) 

IC32 

Enter calibration coefficient 32 

REMOTE - CAL (Oh 8) 

IC33 

Enter calibration coefficient 33 

REMOTE - CAL (Oh 8) 

IC34 

Enter calibration coefficient 34 

REMOTE - CAL (Oh 8) 

IC35 

Enter calibration coefficient 35 

REMOTE - CAL (Oh 8) 

IC36 

Enter calibration coefficient 36 

REMOTE - CAL (Oh 8) 

IC37 

Enter calibration coefficient 37 

REMOTE - CAL (Oh 8) 

IC38 

Enter calibration coefficient 38 

REMOTE - CAL (Oh 8) 

IC39 

Enter calibration coefficient 39 

REMOTE - CAL (Oh 8) 

IC4 

Enter calibration coefficient 4 

REMOTE - CAL (Oh 8) 

IC40 

Enter calibration coefficient 40 

REMOTE - CAL (Oh 8) 

ICS 

Enter calibration coefficient 5 

REMOTE - CAL (Oh 8) 

IC6 

Enter calibration coefficient 6 

REMOTE - CAL (Oh 8) 

IC7 

Enter calibration coefficient 7 

REMOTE - CAL (Oh 8) 

IC8 

Enter calibration coefficient 8 

REMOTE - CAL (Oh 8) 

IC9 

Enter calibration coefficient 9 

REMOTE - CAL (Oh 8) 

ICA 

Enter calibration coefficient 10 

REMOTE - CAL (Oh 8) 

ICB 

Enter calibration coefficient 11 

REMOTE - CAL (Oh 8) 

ICC 

Enter calibration coefficient 12 

REMOTE - CAL (Oh 8) 

ICD 

Enter corrected data for active channel parameter 

REMOTE - MEASURED DATA (Oh 8) 

ICF 

Enter front panel setup and calibration data 

REMOTE - SETUP (Oh 8) 

ICFEDE 

Enter the front panel setup, calibration, and EDE data 

REMOTE - SETUP (Oh 8) 

ICFSG 

Enter the segmented sweep data 

REMOTE - SETUP (Oh 8) 

ICL 

Enter all applicable calibration coefficients for cal type 

REMOTE - CAL (Oh 8) 

ICL3P 

Enter additional 12 calibration coefficients for 3-port 

REMOTE - CAL (Oh 8) 

ICMO 

Turn interchannel math off 

DISPLAY (Oh 5) 

ICM1 

Turn interchannel math on 

DISPLAY (Oh 5) 

ICMX? 

Output interchannel math on/off status 

DISPLAY (Oh 5) 

ICOP1 

Enter interchannel num for operand 1 

DISPLAY (Oh 5) 

ICOP1? 

Output interchannel num for operand 1 

DISPLAY (Oh 5) 


MS462XX QRG 


33 








ALPHABETICAL LISTING 
OF PROGRAMMING CODES 


GPIB QUICK 
REFERENCE GUIDE 


Tablel. Alphabdiical Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

ICOP2 

Enter interchannel num for operand 2 

DISPLAY (Oh 5) 

ICOP2? 

Output interchannel num for operand 2 

DISPLAY (Oh 5) 

lEM 

Enter extended status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

IF1 

Select 10 FIz IF bandwidth 

AVG (Ch 5) 

IF2 

Select 100 FIz IF bandwidth 

AVG (Ch 5) 

IF3 

Select 1 kFIz IF bandwidth 

AVG (Ch 5) 

IF4 

Select 10 kFIz IF bandwidth 

AVG (Ch 5) 

I FA 

Select 30 kFIz IF bandwidth 

AVG (Ch 5) 

IFBW10 

Select 10 FIz IF bandwidth 

AVG (Ch 5) 

IFBW100 

Select 100 FIz IF bandwidth 

AVG (Ch 5) 

IFBW10K 

Select 10 kFIz IF bandwidth 

AVG (Ch 5) 

IFBW1K 

Select 1 kHz IF bandwidth 

AVG (Ch 5) 

IFBW30 

Select 30 Hz IF bandwidth 

AVG (Ch 5) 

IFBW300 

Select 300 Hz IF bandwidth 

AVG (Ch 5) 

IFBW30K 

Select 30 kHz IF bandwidth 

AVG (Ch 5) 

IFBW3K 

Select 3 kHz IF bandwidth 

AVG (Ch 5) 

IFBWX? 

Output IF bandwidth (10-30000) 

AVG (Ch 5) 

IFD 

Enter final data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

IFM 

Select 10 Hz IF bandwidth 

AVG (Ch 5) 

IFN 

Select 1 kHz IF bandwidth 

AVG (Ch 5) 

IFP 

Enter current front panel setup 

REMOTE - SETUP (Ch 8) 

IFR 

Select 100 Hz IF bandwidth 

AVG (Ch 5) 

IFV 

Enter frequency values 

APPL(Ch 10) 

IFX? 

Output IF bandwidth (1-4) 

AVG (Ch 5) 

IHDW 

Enter hardware cal data from GPIB 

REMOTE - MISC (Ch 8) 

IKIT 

Enter calkit data from GPIB 

REMOTE - MISC (Ch 8) 

ILM 

Enter limits status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

IMD3 

Select 3rd order intermodulation products 

APPL- IMD (Ch 10) 

IMD5 

Select 5th order intermodulation products 

APPL- IMD (Ch 10) 

IMD7 

Select 7th order intermodulation products 

APPL - IMD (Ch 10) 

IMD9 

Select 9th order intermodulation products 

APPL - IMD (Ch 10) 

IMDCO 

Turn off IMD correction 

APPL - IMD (Ch 10) 

IMDC1 

Turn on IMD correction 

APPL - IMD (Ch 10) 

IMDCDONE? 

Output IMD cal done status 

APPL - IMD (Ch 10) 

IMDCX? 

Output IMD correction on/off status 

APPL - IMD (Ch 10) 

IMDDI 

Display IMD intercept 

APPL - IMD (Ch 10) 

IMDDP 

Display IMD product 

APPL - IMD (Ch 10) 
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IMDDX? 

Output IMD display selection 

APPL- IMD (Oh 10) 

IMDLOS2 

Select source 2 for IMD LO 

APPL- IMD (Oh 10) 

IMDLOS3 

Select source 3 for IMD LO 

APPL - IMD (Oh 10) 

IMDLOS4 

Select source 4 for IMD LO 

APPL - IMD (Oh 10) 

IMDLOSX? 

Output IMD tone 1 source number 

APPL - IMD (Oh 10) 

IMDMRl 

Select Input as measurement reference for IMD 

APPL - IMD (Oh 10) 

IMDMRO 

Select Output as measurement reference for IMD 

APPL - IMD (Oh 10) 

IMDMRX? 

Output measurement reference for IMD 

APPL - IMD (Oh 10) 

IMDOX? 

Output IMD ORDER selection 

APPL - IMD (Oh 10) 

IMDRT1 

Select IMD relative to tone 1 

APPL - IMD (Oh 10) 

IMDRT2 

Select IMD relative to tone 2 

APPL - IMD (Oh 10) 

IMDRTX? 

Output IMD display relative to tone number selection 

APPL - IMD (Oh 10) 

IMDSSMA 

Select source selection apply mode 

APPL - IMD (Oh 10) 

IMDSSMD 

Select source selection define mode 

APPL - IMD (Oh 10) 

IMDSSMX? 

Output source selection mode 

APPL - IMD (Oh 10) 

IMDT1S1 

Select source 1 for IMD tone 1 

APPL - IMD (Oh 10) 

IMDT1S2 

Select source 2 for IMD tone 1 

APPL - IMD (Oh 10) 

IMDT1S3 

Select source 3 for IMD tone 1 

APPL - IMD (Oh 10) 

IMDT1S4 

Select source 4 for IMD tone 1 

APPL - IMD (Oh 10) 

IMDT1SX? 

Output IMD tone 1 source number 

APPL - IMD (Ch 10) 

IMDT20FF 

Enter IMD tone 2 offset 

APPL - IMD (Ch 10) 

IMDT20FF? 

Output IMD tone 2 offset 

APPL - IMD (Ch 10) 

IMDT2S1 

Select source 1 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2S2 

Select source 2 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2S3 

Select source 3 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2S4 

Select source 4 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2SX? 

Output IMD tone 2 source number 

APPL - IMD (Ch 10) 

IMG 

Select imaginary display for active channel 

DISPLAY (Ch 5) 

IMPCOMPU? 

Output computation method selection for impedance transformation 

CONFIG (Ch 5) 

IMPPORT 

Enter port number as active for impedance transformation 

CONFIG (Ch 5) 

IMPPORT? 

Output active port number for impedance transformation 

CONFIG (Ch 5) 

IMPPOWER 

Select power-wave as computation method for impedance 
transformation 

CONFIG (Ch 5) 

IMPPSEUDO 

Select pseudo-wave as computation method for impedance 
transformation 

CONFIG (Ch 5) 

IMPREACT 

Enter reactive term for impedance transformation 

CONFIG (Ch 5) 

IMPREACT? 

Output reactiv term for impedance transformation 

CONFIG (Ch 5) 

IMPRESIST 

Enter resistive term for impedance transformation 

CONFIG (Ch 5) 
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IMPRESIST? 

Output resistive term for Impedance transformation 

CONFIG (Oh 5) 

IMPTSO 

Turn Impedance transformation mode off 

CONFIG (Oh 5) 

IMPTS1 

Turn impedance transformation mode on 

CONFIG (Oh 5) 

IMPTS? 

Output impedance transformation mode status 

CONFIG (Oh 5) 

IMU 

Suffix sets imaginary data type 

DATA ENTRY SUFFIXES (Ch 5) 

INRM 

Enter normalization data from GPIB 

REMOTE - MEASURED DATA (Ch 8) 

INT 

Initialize (format) floppy disk 

UTILITY - DISK (Ch 9) 

IPM 

Enter the 488.2 service request enable mask 

REMOTE - STATUS REPORTING (Ch 8) 

IS1 

Enter front panel setup 1 

REMOTE - SETUP (Ch 8) 

IS10 

Enter front panel setup 10 

REMOTE - SETUP (Ch 8) 

IS2 

Enter front panel setup 2 

REMOTE - SETUP (Ch 8) 

IS3 

Enter front panel setup 3 

REMOTE - SETUP (Ch 8) 

IS4 

Enter front panel setup 4 

REMOTE - SETUP (Ch 8) 

IS5 

Enter front panel setup 5 

REMOTE - SETUP (Ch 8) 

IS6 

Enter front panel setup 6 

REMOTE - SETUP (Ch 8) 

IS7 

Enter front panel setup 7 

REMOTE - SETUP (Ch 8) 

IS8 

Enter front panel setup 8 

REMOTE - SETUP (Ch 8) 

IS9 

Enter front panel setup 9 

REMOTE - SETUP (Ch 8) 

ISC 

Enter scale and select inverted compressed Smith chart display 

DISPLAY (Ch 5) 

ISE 

Enter scale and select inverted expanded Smith chart display 

DISPLAY (Ch 5) 

ISF 

Exclude isolation 

CAL (Ch 6) 

ISM 

Select normal inverted Smith chart for active channel 

DISPLAY (Ch 5) 

ISN 

Include isolation 

CAL (Ch 6) 

ISX? 

Output isolation calibration selected true/false 

CAL (Ch 6) 

K 

Suffix sets degrees Kelvin data type 

DATA ENTRY SUFFIXES (Ch 5) 

KEC 

Keep existing calibration data 

CAL (Ch 6) 

KEL 

Suffix sets degrees Kelvin data type 

DATA ENTRY SUFFIXES (Ch 5) 

KHZ 

Suffix sets frequency data type and scales by 1E3 

DATA ENTRY SUFFIXES (Ch 5) 

LAND 

Select landscape mode for output plot 

HARD COPY (Ch 9) 

LANG 

Enable the specified language support 

UTILITY (Ch 9) 

LANG? 

Query the current language support 

UTILITY (Ch 9) 

LAYCOL 

Enter the color number for overlay data 

UTILITY (Ch 9) 

LAYCOL? 

Output the color number for overlay data 

UTILITY (Ch 9) 

LBO 

Turn limits testing beep on failure off 

DISPLAY - LIMITS (Ch 7) 

LB1 

Turn limits testing beep on failure on 

DISPLAY - LIMITS (Ch 7) 

LBX? 

Output limits testing beeper enable status 

DISPLAY - LIMITS (Ch 7) 

LCM 

Select LRL calibration method 

CAL (Ch 6) 
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LCMO 

Disable printing comment Information 

HARD COPY (Ch 9) 

LCM1 

Enable printing comment Information 

HARD COPY (Ch 9) 

LDARF 

Load adapter removal files from disk and calibrate 

CAL (Ch 6) 

LDTO 

Disable printing date/time 

HARD COPY (Ch 9) 

LDT1 

Enable printing date/time 

HARD COPY (Ch 9) 

LDVO 

Disable printing device ID 

HARD COPY (Ch 9) 

LDV1 

Enable printing device ID 

HARD COPY (Ch 9) 

LFD 

Enter limit frequency readout delta value 

DISPLAY - LIMITS (Ch 7) 

LFD2 

Enter limit frequency readout delta value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LFD2? 

Output limit frequency readout delta value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LFD? 

Output limit frequency readout delta value 

DISPLAY - LIMITS (Ch 7) 

LFP 

Select limit frequency readout for phase displays 

DISPLAY - LIMITS (Ch 7) 

LFR 

Select limit frequency readout for active channel 

DISPLAY - LIMITS (Ch 7) 

LID 

Enter string for DDT identity 

HARD COPY (Ch 9) 

LID? 

Output string for DUT identity 

HARD COPY (Ch 9) 

LIN 

Select linear magnitude display for active channel 

DISPLAY (Ch 5) 

LKT 

Load calibration kit information from floppy disk 

UTILITY - DISK (Ch 9) 

LL1 

Enter length of line 1 for LRL calibration 

CAL (Ch 6) 

LL1? 

Output length of line 1 for LRL calibration 

CAL (Ch 6) 

LL1P3 

Enter length of line 1 for 3-port TRX calibration 

CAL (Ch 6) 

LL1P3? 

Output length of line 1 for 3-port TRX calibration 

CAL (Ch 6) 

LL2 

Enter length of line 2 for LRL calibration 

CAL (Ch 6) 

LL2? 

Output length of line 2 for LRL calibration 

CAL (Ch 6) 

LL2P3 

Enter length of line 2 for 3-port TRX calibration 

CAL (Ch 6) 

LL2P3? 

Output length of line 2 for 3-port TRX calibration 

CAL (Ch 6) 

LL3 

Enter length of line 3 for LRL calibration 

CAL (Ch 6) 

LL3? 

Output length of line 3 for LRL calibration 

CAL (Ch 6) 

LLM? 

Output limit line display mode single or segmented 

DISPLAY - LIMITS (Ch 7) 

LLO 

Enter lower limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LL02 

Enter lower limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LL02? 

Output lower limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LLO? 

Output lower limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LLZ 

Enter line impedance for LRL calibration 

CAL (Ch 6) 

LLZ? 

Output line impedance for LRL calibration 

CAL (Ch 6) 

LM2 

Select a match for the second device during a LRM type calibration 

CAL (Ch 6) 

LM3 

Select a match for the third device during a LRM type calibration 

CAL (Ch 6) 

LMDO 

Disable printing model information 

HARD COPY (Ch 9) 
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LMD1 

Enable printing model information 

HARD CGPY (Ch 9) 

LMS 

Enter string for DUT model/serial number 

HARD CGPY (Ch 9) 

LMS? 

Gutput string for DUT model/serial number 

HARD CGPY (Ch 9) 

LNM 

Enter string for operator name 

HARD CGPY (Ch 9) 

LNM? 

Gutput string for operator name 

HARD CGPY (Ch 9) 

LOG 

Enter string for operator comment 

HARD CGPY (Ch 9) 

LOG? 

Gutput string for operator comment 

HARD CGPY (Ch 9) 

LGF 

Limits display off 

DISPLAY - LIMITS (Ch 7) 

LGGGO 

Turn hard copy logo off 

HARD CGPY (Ch 9) 

LGGG1 

Turn hard copy logo on 

HARD CGPY (Ch 9) 

LGGG? 

Gutput hard copy logo selection standard/user defined 

HARD CGPY (Ch 9) 

LGGGS 

Select standard hard copy logo 

HARD CGPY (Ch 9) 

LGGGU 

Select user defined hard copy logo 

HARD CGPY (Ch 9) 

LGGGX? 

Gutput hard copy logo on/off status 

HARD CGPY (Ch 9) 

LGLO 

Turn lower limit off 

DISPLAY - LIMITS (Ch 7) 

LGL1 

Turn lower limit on at current value 

DISPLAY - LIMITS (Ch 7) 

LGL20 

Turn lower limit off for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LGL21 

Turn lower limit on at current value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LGL2X? 

Gutput lower limit on/off status for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LGLX? 

Gutput lower limit on/off status 

DISPLAY - LIMITS (Ch 7) 

LGN 

Limits display on 

DISPLAY - LIMITS (Ch 7) 

LGN? 

Gutput limits display on/off status 

DISPLAY - LIMITS (Ch 7) 

LGPO 

Disable printing operator information 

HARD CGPY (Ch 9) 

LGP1 

Enable printing operator information 

HARD CGPY (Ch 9) 

LPF1? 

Gutput limit test failure status on channel 1 

DISPLAY - LIMITS (Ch 7) 

LPF2? 

Gutput limit test failure status on channel 2 

DISPLAY - LIMITS (Ch 7) 

LPF3? 

Gutput limit test failure status on channel 3 

DISPLAY - LIMITS (Ch 7) 

LPF4? 

Gutput limit test failure status on channel 4 

DISPLAY - LIMITS (Ch 7) 

LPF? 

Gutput limit test failure status all channels 

DISPLAY - LIMITS (Ch 7) 

LPH 

Select linear magnitude and phase display for active channel 

DISPLAY (Ch 5) 

LPI 

Select lowpass impulse response for active channel 

APPL - TIME DGMAIN (Ch 10) 

LPS 

Select lowpass step response for active channel 

APPL - TIME DGMAIN (Ch 10) 

LPSX? 

Gutput lowpass response for active channel impulse or step 

APPL - TIME DGMAIN (Ch 10) 

LR2 

Specify 2 line LRL calibration 

CAL (Ch 6) 

LR3 

Specify 3 line LRL calibration 

CAL (Ch 6) 

LRX? 

Gutput line selection for LRL calibration 2 line/3 line 

CAL (Ch 6) 

LSI 

Set lower segmented limit 1 as the active segment 

DISPLAY - LIMITS (Ch 7) 
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LS10 

Select lower segmented limit 10 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS2 

Select lower segmented limit 2 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS3 

Select lower segmented limit 3 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS4 

Select lower segmented limit 4 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS5 

Select lower segmented limit 5 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS6 

Select lower segmented limit 6 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS7 

Select lower segmented limit 7 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS8 

Select lower segmented limit 8 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS9 

Select lower segmented limit 9 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LSB 

Select least significant byte first binary transfer 

REMOTE - FORMATTING (Oh 8) 

LSEG 

Select segmented limit line display mode 

DISPLAY - LIMITS (Oh 7) 

LSNG 

Select single limit line display mode 

DISPLAY - LIMITS (Oh 7) 

LSX? 

Output active segmented limit 

DISPLAY - LIMITS (Oh 7) 

LTO 

Turn limits testing off 

DISPLAY - LIMITS (Oh 7) 

LT1 

Turn limits testing on 

DISPLAY - LIMITS (Oh 7) 

LT1? 

Output limits testing enable status 

DISPLAY - LIMITS (Oh 7) 

LTC 

Select coaxial transmission line for calibration 

CAL (Ch 6) 

LTRD 

Output response data from the dedicated GPIB bus 

CONFIG - MULTIPLE SOURCE (Ch 5) 

LIST 

Display the limits testing menu 

DISPLAY - LIMITS (Ch 7) 

LTU 

Select microstrip transmission line for calibration 

CAL (Ch 6) 

LTW 

Select waveguide transmission line for calibration 

CAL (Ch 6) 

LTWRT 

Send program data to the dedicated GPIB bus 

CONFIG - MULTIPLE SOURCE (Ch 5) 

LTX? 

Output line type 

CAL (Ch 6) 

LUP 

Enter upper limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LUP2 

Enter upper limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LUP2? 

Output upper limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LUP? 

Output upper limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LVH 

Select high as limits testing TTL level 

DISPLAY - LIMITS (Ch 7) 

LVL 

Select low as limits testing TTL level 

DISPLAY - LIMITS (Ch 7) 

LVX? 

Output limits testing TTL level status 

DISPLAY - LIMITS (Ch 7) 

LX2? 

Output device for line 2 of LRL calibration line/match 

CAL (Ch 6) 

LX3? 

Output device for line 3 of LRL calibration line/match 

CAL (Ch 6) 

M 

Suffix sets distance data type 

DATA ENTRY SUFFIXES (Ch 5) 

M10C 

Set CW mode at marker 10 frequency 

MARKER (Ch 7) 

MICE 

Set sweep/zoom end to marker 10 frequency distance or time 

MARKER (Ch 7) 

M10S 

Set sweep/zoom start to marker 10 frequency distance or time 

MARKER (Ch 7) 

M11C 

Set CW mode at marker 11 frequency 

MARKER (Ch 7) 
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M11E 

Set sweep/zoom end to marker 11 frequency distance or time 

MARKER (Ch 7) 

Mils 

Set sweep/zoom start to marker 11 frequency distance or time 

MARKER (Ch 7) 

M12C 

Set CW mode at marker 12 frequency 

MARKER (Ch 7) 

M12E 

Set sweep/zoom end to marker 12 frequency distance or time 

MARKER (Ch 7) 

M12S 

Set sweep/zoom start to marker 12 frequency distance or time 

MARKER (Ch 7) 

MIC 

Set CW mode at marker 1 frequency 

MARKER (Ch 7) 

M1E 

Set sweep/zoom end to marker 1 frequency distance or time 

MARKER (Ch 7) 

MIS 

Set sweep/zoom start to marker 1 frequency distance or time 

MARKER (Ch 7) 

M2C 

Set CW mode at marker 2 frequency 

MARKER (Ch 7) 

M2E 

Set sweep/zoom end to marker 2 frequency distance or time 

MARKER (Ch 7) 

M2S 

Set sweep/zoom start to marker 2 frequency distance or time 

MARKER (Ch 7) 

M3C 

Set CW mode at marker 3 frequency 

MARKER (Ch 7) 

M3E 

Set sweep/zoom end to marker 3 frequency distance or time 

MARKER (Ch 7) 

M3P1? 

Query the mixed mode 1 st baianced port pair for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P12 

Set the mixed mode 1st baianced port pair to 1:2 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P13 

Set the mixed mode 1st baianced port pair to 1:3 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P14 

Set the mixed mode 1st baianced port pair to 1:4 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P21 

Set the mixed mode 1st baianced port pair to 2:1 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P23 

Set the mixed mode 1st baianced port pair to 2:3 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P24 

Set the mixed mode 1st baianced port pair to 2:4 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P31 

Set the mixed mode 1st baianced port pair to 3:1 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P32 

Set the mixed mode 1st baianced port pair to 3:2 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P34 

Set the mixed mode 1st baianced port pair to 3:4 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P41 

Set the mixed mode 1st baianced port pair to 4:1 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P42 

Set the mixed mode 1st baianced port pair to 4:2 for the M3P setup 

HARD CQPY (Ch 9) 

M3P1P43 

Set the mixed mode 1st baianced port pair to 4:3 for the M3P setup 

HARD CQPY (Ch 9) 

M3PS1 

Set the mixed mode singie ended port to port 1 for the M3P setup 

HARD CQPY (Ch 9) 

M3PS2 

Set the mixed mode singie ended port to port 2 for the M3P setup 

HARD CQPY (Ch 9) 

M3PS3 

Set the mixed mode singie ended port to port 3 for the M3P setup 

HARD CQPY (Ch 9) 

M3PS4 

Set the mixed mode singie ended port to port 4 for the M3P setup 

HARD CQPY (Ch 9) 

M3PS? 

Query the mixed mode singied ended port for the M3P setup 

HARD CQPY (Ch 9) 

M3S 

Set sweep/zoom start to marker 3 frequency distance or time 

MARKER (Ch 7) 

M4C 

Set CW mode at marker 4 frequency 

MARKER (Ch 7) 

M4E 

Set sweep/zoom end to marker 4 frequency distance or time 

MARKER (Ch 7) 

M4P1? 

Query the mixed mode 1 st baianced port pair for the M4P setup 

HARD CQPY (Ch 9) 

M4P1P12 

Set the mixed mode 1st baianced port pair to 1:2 for the M4P setup 

HARD CQPY (Ch 9) 

M4P1P13 

Set the mixed mode 1st baianced port pair to 1:3 for the M4P setup 

HARD CQPY (Ch 9) 
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M4P1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the M4P setup 

HARD COPY (Ch 9) 

M4P2? 

Query the mixed mode 2nd balanced port pair for the M4P setup 

HARD COPY (Ch 9) 

M4P2P12 

Set the mixed mode 2nd balanced port pair to 1:2 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P13 

Set the mixed mode 2nd balanced port pair to 1:3 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P14 

Set the mixed mode 2nd balanced port pair to 1:4 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P21 

Set the mixed mode 2nd balanced port pair to 2:1 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P23 

Set the mixed mode 2nd balanced port pair to 2:3 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P24 

Set the mixed mode 2nd balanced port pair to 2:4 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P31 

Set the mixed mode 2nd balanced port pair to 3:1 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P32 

Set the mixed mode 2nd balanced port pair to 3:2 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P34 

Set the mixed mode 2nd balanced port pair to 3:4 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P42 

Set the mixed mode 2nd balanced port pair to 4:2 for the M4P 
setup 

HARD COPY (Ch 9) 

M4P2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the M4P 
setup 

HARD COPY (Ch 9) 

M4S 

Set sweep/zoom start to marker 4 frequency distance or time 

MARKER (Ch 7) 

M5C 

Set CW mode at marker 5 frequency 

MARKER (Ch 7) 

M5E 

Set sweep/zoom end to marker 5 frequency distance or time 

MARKER (Ch 7) 

MSS 

Set sweep/zoom start to marker 5 frequency distance or time 

MARKER (Ch 7) 

M6C 

Set CW mode at marker 6 frequency 

MARKER (Ch 7) 

M6E 

Set sweep/zoom end to marker 6 frequency distance or time 

MARKER (Ch 7) 
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M6S 

Set sweep/zoom start to marker 6 frequency distance or time 

MARKER (Oh 7) 

M7C 

Set CW mode at marker 7 frequency 

MARKER (Oh 7) 

M7E 

Set sweep/zoom end to marker 7 frequency distance or time 

MARKER (Oh 7) 

M7S 

Set sweep/zoom start to marker 7 frequency distance or time 

MARKER (Oh 7) 

M8C 

Set CW mode at marker 8 frequency 

MARKER (Oh 7) 

M8E 

Set sweep/zoom end to marker 8 frequency distance or time 

MARKER (Oh 7) 

M8S 

Set sweep/zoom start to marker 8 frequency distance or time 

MARKER (Oh 7) 

M9C 

Set CW mode at marker 9 frequency 

MARKER (Oh 7) 

M9E 

Set sweep/zoom end to marker 9 frequency distance or time 

MARKER (Oh 7) 

M9S 

Set sweep/zoom start to marker 9 frequency distance or time 

MARKER (Oh 7) 

MAG 

Select log magnitude display for active channel 

DISPLAY (Oh 5) 

MAT 

Select matched reflective devices during calibration 

CAL (Oh 6) 

MD 

Create a new disk directory 

UTILITY - DISK (Oh 9) 

MDO 

Turn mean display off 

DISPLAY (Oh 5) 

MD1 

Turn mean display on 

DISPLAY (Oh 5) 

MDX? 

Output mean display status 

DISPLAY (Oh 5) 

MEM 

Display trace memory on active channel 

DISPLAY (Oh 5) 

MF 

Suffix sets farad data type and scales by 1E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MFGCT 

Start multiple frequency swept power gain compression test 

APPL - GAIN COMPRESSION (Ch 10) 

MH 

Suffix sets farad data type and scales by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MHZ 

Suffix sets frequency data type and scales by 1E6 

DATA ENTRY SUFFIXES (Ch 5) 

MIN 

Select subtraction as trace math for active channel 

DISPLAY (Ch 5) 

MIX 

Select mixed reflective devices during calibration 

CAL (Ch 6) 

MIX? 

Output reflective devices selection during calibration 

CAL (Ch 6) 

MIXP3 

Set port 3 to be mixer port when source 2 using 

CAL (Ch 6) 

MIXP4 

Set port 4 to be mixer port when source 2 using 

CAL (Ch 6) 

MIXPORT? 

Output mixer port when source 2 using 

CAL (Ch 6) 

MK1 

Enter marker 1 frequency distance or time and turn on 

MARKER (Ch 7) 

MK10 

Enter marker 10 frequency distance or time and turn on 

MARKER (Ch 7) 

MK10? 

Output marker 10 frequency distance or time 

MARKER (Ch 7) 

MK11 

Enter marker 11 frequency distance or time and turn on 

MARKER (Ch 7) 

MK11? 

Output marker 11 frequency distance or time 

MARKER (Ch 7) 

MK12 

Enter marker 12 frequency distance or time and turn on 

MARKER (Ch 7) 

MK12? 

Output marker 12 frequency distance or time 

MARKER (Ch 7) 

MK1? 

Output marker 1 frequency distance or time 

MARKER (Ch 7) 

MK2 

Enter marker 2 frequency distance or time and turn on 

MARKER (Ch 7) 

MK2? 

Output marker 2 frequency distance or time 

MARKER (Ch 7) 
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MK3 

Enter marker 3 frequency distance or time and turn on 

MARKER (Ch 7) 

MK3? 

Output marker 3 frequency distance or time 

MARKER (Ch 7) 

MK4 

Enter marker 4 frequency distance or time and turn on 

MARKER (Ch 7) 

MK4? 

Output marker 4 frequency distance or time 

MARKER (Ch 7) 

MK5 

Enter marker 5 frequency distance or time and turn on 

MARKER (Ch 7) 

MK5? 

Output marker 5 frequency distance or time 

MARKER (Ch 7) 

MK6 

Enter marker 6 frequency distance or time and turn on 

MARKER (Ch 7) 

MK6? 

Output marker 6 frequency distance or time 

MARKER (Ch 7) 

MK7 

Enter marker 7 frequency distance or time and turn on 

MARKER (Ch 7) 

MK7? 

Output marker 7 frequency distance or time 

MARKER (Ch 7) 

MK8 

Enter marker 8 frequency distance or time and turn on 

MARKER (Ch 7) 

MK8? 

Output marker 8 frequency distance or time 

MARKER (Ch 7) 

MK9 

Enter marker 9 frequency distance or time and turn on 

MARKER (Ch 7) 

MK9? 

Output marker 9 frequency distance or time 

MARKER (Ch 7) 

MKRC 

Seiect interpoiated marker functionaiity 

MARKER (Ch 7) 

MKRCOL 

Enter the coior number for the markers 

UTILiTY (Ch 9) 

MKRCOL? 

Output the coior number for the markers 

UTILiTY (Ch 9) 

MKRD 

Seiect discrete marker functionaiity 

MARKER (Ch 7) 

MKRX? 

Output interpoiated/discrete marker functionaiity 

MARKER (Ch 7) 

MKSL 

Marker search ieft 

MARKER (Ch 7) 

MKSR 

Marker search right 

MARKER (Ch 7) 

MKTO 

Turn marker tracking off 

MARKER (Ch 7) 

MKT1 

Turn marker tracking on 

MARKER (Ch 7) 

MKTX? 

Output marker tracking on/off status 

MARKER (Ch 7) 

MM 

Suffix sets distance data type and scaies by 1E-3 

DATA ENTRY SUFFiXES (Ch 5) 

MM1P12 

Set the mixed mode 1st baianced port pair to 1:2 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P13 

Set the mixed mode 1st baianced port pair to 1:3 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P14 

Set the mixed mode 1st baianced port pair to 1:4 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P21 

Set the mixed mode 1st baianced port pair to 2:1 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P23 

Set the mixed mode 1st baianced port pair to 2:3 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P24 

Set the mixed mode 1st baianced port pair to 2:4 for the active 
channei S-parameter 

MEAS (Ch 5) 

MM1P31 

Set the mixed mode 1st baianced port pair to 3:1 for the active 
channei S-parameter 

MEAS (Ch 5) 
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MM1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P? 

Query the mixed mode 1 st balanced port pair for the active channel 
S-parameter 

MEAS (Ch 5) 

MM2P12 

Set the mixed mode 2nd balanced port pair to 1:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P13 

Set the mixed mode 2nd balanced port pair to 1:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P14 

Set the mixed mode 2nd balanced port pair to 1:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P21 

Set the mixed mode 2nd balanced port pair to 2:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P23 

Set the mixed mode 2nd balanced port pair to 2:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P24 

Set the mixed mode 2nd balanced port pair to 2:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P31 

Set the mixed mode 2nd balanced port pair to 3:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P32 

Set the mixed mode 2nd balanced port pair to 3:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P34 

Set the mixed mode 2nd balanced port pair to 3:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P42 

Set the mixed mode 2nd balanced port pair to 4:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P? 

Query the mixed mode 2nd balanced port pair for the active 
channel S-parameter 

MEAS (Ch 5) 

MMN 

Move active marker to minimum trace value 

MARKER (Ch 7) 

MMS1 

Set the mixed mode single ended port to Port 1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MMS2 

Set the mixed mode single ended port to Port 2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MMS3 

Set the mixed mode single ended port to Port 3 for the active 
channel S-parameter 

MEAS (Ch 5) 
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MMS4 

Set the mixed mode single ended port to Port 4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MMS? 

Query the mixed mode single ended port for the active channel 
S-parameter 

MEAS (Ch 5) 

MMSC1C1 

Set the S-parameter to mixed mode SCI C1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC1C2 

Set the S-parameter to mixed mode SCI C2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC1D1 

Set the S-parameter to mixed mode SCI D1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC1D2 

Set the S-parameter to mixed mode SCI D2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC2C1 

Set the S-parameter to mixed mode SC2C1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC2C2 

Set the S-parameter to mixed mode SC2C2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC2D1 

Set the S-parameter to mixed mode SC2D1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSC2D2 

Set the S-parameter to mixed mode SC2D2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSCC 

Set the S-parameter to mixed mode SCC with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSCD 

Set the S-parameter to mixed mode SCD with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSCS 

Set the S-parameter to mixed mode SCS with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSD1C1 

Set the S-parameter to mixed mode SD1 Cl with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD1C2 

Set the S-parameter to mixed mode SD1C2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD1D1 

Set the S-parameter to mixed mode SD1D1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD1D2 

Set the S-parameter to mixed mode SD1D2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD2C1 

Set the S-parameter to mixed mode SD2C1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD2C2 

Set the S-parameter to mixed mode SD2C2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD2D1 

Set the S-parameter to mixed mode SD2D1 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSD2D2 

Set the S-parameter to mixed mode SD2D2 with the current port 
pair selections for the active channel 

MEAS (Ch 5) 

MMSDC 

Set the S-parameter to mixed mode SDC with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 
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MMSDD 

Set the S-parameter to mixed mode SDD with the current port 
pair/singieton seiection for the active channei 

MEAS (Oh 5) 

MMSDS 

Set the S-parameter to mixed mode SDS with the current port 
pair/singieton seiection for the active channei 

MEAS (Oh 5) 

MMSSC 

Set the S-parameter to mixed mode SSC with the current port 
pair/singieton seiection for the active channei 

MEAS (Oh 5) 

MMSSD 

Set the S-parameter to mixed mode SSD with the current port 
pair/singieton seiection for the active channei 

MEAS (Oh 5) 

MMT 

Suffix sets distance data type and scaies by f E-3 

DATA ENTRY SUFFiXES (Ch 5) 

MMX 

Move active marker to maximum trace vaiue 

MARKER (Ch 7) 

MNUCOL 

Enter the coior number for the menu headers 

UTILiTY (Ch 9) 

MNUCOL? 

Output the coior number for the menu headers 

UTILiTY (Ch 9) 

M01 

Turn off marker f 

MARKER (Ch 7) 

MO10 

Turn off marker f 0 

MARKER (Ch 7) 

M011 

Turn off marker ft 

MARKER (Ch 7) 

M012 

Turn off marker f 2 

MARKER (Ch 7) 

M02 

Turn off marker 2 

MARKER (Ch 7) 

M03 

Turn off marker 3 

MARKER (Ch 7) 

M04 

Turn off marker 4 

MARKER (Ch 7) 

M05 

Turn off marker 5 

MARKER (Ch 7) 

M06 

Turn off marker 6 

MARKER (Ch 7) 

M07 

Turn off marker 7 

MARKER (Ch 7) 

M08 

Turn off marker 8 

MARKER (Ch 7) 

M09 

Turn off marker 9 

MARKER (Ch 7) 

MOF 

Turn marker dispiay off 

MARKER (Ch 7) 

MON 

Turn marker dispiay on 

MARKER (Ch 7) 

MON? 

Output marker dispiay on/off status 

MARKER (Ch 7) 

MPH 

Seiect iog magnitude and phase dispiay for active channei 

DiSPLAY (Ch 5) 

MPN 

Enter pen number for markers and iimits 

HARD COPY (Ch 9) 

MPN? 

Output pen number for markers and iimits 

HARD COPY (Ch 9) 

MR1 

Turn marker 1 on and make it the active marker 

MARKER (Ch 7) 

MR10 

Turn marker 10 on and make it the active marker 

MARKER (Ch 7) 

MR10? 

Output marker 10 on/off status 

MARKER (Ch 7) 

MR11 

Turn marker 11 on and make it the active marker 

MARKER (Ch 7) 

MR11? 

Output marker 11 on/off status 

MARKER (Ch 7) 

MR12 

Turn marker 12 on and make it the active marker 

MARKER (Ch 7) 

MR12? 

Output marker 12 on/off status 

MARKER (Ch 7) 

MR1? 

Output marker 1 on/off status 

MARKER (Ch 7) 
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MR2 

Turn marker 2 on and make it the active marker 

MARKER (Ch 7) 

MR2? 

Output marker 2 on/off status 

MARKER (Ch 7) 

MR3 

Turn marker 3 on and make it the active marker 

MARKER (Ch 7) 

MR3? 

Output marker 3 on/off status 

MARKER (Ch 7) 

MR4 

Turn marker 4 on and make it the active marker 

MARKER (Ch 7) 

MR4? 

Output marker 4 on/off status 

MARKER (Ch 7) 

MRS 

Turn marker S on and make it the active marker 

MARKER (Ch 7) 

MRS? 

Output marker S on/off status 

MARKER (Ch 7) 

MRS 

Turn marker 6 on and make it the active marker 

MARKER (Ch 7) 

MRS? 

Output marker 6 on/off status 

MARKER (Ch 7) 

MR7 

Turn marker 7 on and make it the active marker 

MARKER (Ch 7) 

MR7? 

Output marker 7 on/off status 

MARKER (Ch 7) 

MRS 

Turn marker S on and make it the active marker 

MARKER (Ch 7) 

MRS? 

Output marker S on/off status 

MARKER (Ch 7) 

MR9 

Turn marker 9 on and make it the active marker 

MARKER (Ch 7) 

MR9? 

Output marker 9 on/off status 

MARKER (Ch 7) 

MRM 

Dispiay the Marker Readout menu 

MARKER (Ch 7) 

MRR 

Restore originai marker range 

APPL - TiME DOMAiN (Ch 10) 

MRX? 

Output active marker number 

MARKER (Ch 7) 

MS 

Suffix sets time data type and scaies by 1E-3 

DATA ENTRY SUFFiXES (Ch 5) 

MSO 

Turn muitipie source mode off 

CONFiG - MULTiPLE SOURCE (Ch 5) 

MS1 

Turn muitipie source mode on 

CONFiG - MULTiPLE SOURCE (Ch 5) 

MS1C 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SI C/SSC for the active channei 

MEAS (Ch 5) 

MS1D 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SI D/SSD for the active channei 

MEAS (Ch 5) 

MSB 

Seiect most significant byte first binary transfer 

REMOTE - FORMATTiNG (Ch 8) 

MSC1 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SCI /SOS for the active channei 

MEAS (Ch 5) 

MSC1C1 

Set the baianced port pair seiection to (1:2)(3:4) and S-parameter 
to SCI 01 for the active channei 

MEAS (Ch 5) 

MSC1C2 

Set the baianced port pair seiection to (1:2)(3:4) and S-parameter 
to SCI 02 for the active channei 

MEAS (Ch 5) 

MSC1D1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter 
to SCI D1 for the active channei 

MEAS (Ch 5) 

MSC1D2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter 
to SCI D2 for the active channei 

MEAS (Ch 5) 

MSC2C1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter 
to SC2C1 for the active channei 

MEAS (Ch 5) 
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MSC2C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SC2C2 for the active channel 

MEAS (Oh 5) 

MSC2D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SC2D1 for the active channel 

MEAS (Oh 5) 

MSC2D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SC2D2 for the active channel 

MEAS (Oh 5) 

MSCC 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SCC for the active channel 

MEAS (Oh 5) 

MSCD 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SCD for the active channel 

MEAS (Oh 5) 

MSD 

Select multiple source define mode 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MSD1 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SD1/SDS for the active channel 

MEAS (Oh 5) 

MSD1C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SD1C1 for the active channel 

MEAS (Oh 5) 

MSD1C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SD1C2 for the active channel 

MEAS (Oh 5) 

MSD1D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SD1D1 for the active channel 

MEAS (Oh 5) 

MSD1D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SD1D2 for the active channel 

MEAS (Oh 5) 

MSD2C1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter 
to SD2C1 for the active channel 

MEAS (Oh 5) 

MSD2C2 

Set the balanced port pair selection to (1:2){3:4) and S-parameter 
to SD2C2 for the active channel 

MEAS (Ch 5) 

MSD2D1 

Set the balanced port pair selection to (1:2){3:4) and S-parameter 
to SD2D1 for the active channel 

MEAS (Ch 5) 

MSD2D2 

Set the balanced port pair selection to (1:2){3:4) and S-parameter 
to SD2D2 for the active channel 

MEAS (Ch 5) 

MSDC 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SDC for the active channel 

MEAS (Ch 5) 

MSDD 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SDD for the active channel 

MEAS (Ch 5) 

MSFH 

Enter high loss value for shape factor calculation 

MARKER (Ch 7) 

MSFH? 

Output high loss value for shape factor calculation 

MARKER (Ch 7) 

MSFL 

Enter low loss value for shape factor calculation 

MARKER (Ch 7) 

MSFL? 

Output low loss value for shape factor calculation 

MARKER (Ch 7) 

MSRO 

Select 0 as reference for marker search and bandwidth calculation 

MARKER (Ch 7) 

MSRD 

Select delta reference marker as reference for marker search and 
bandwidth calculation 

MARKER (Ch 7) 

MSRM 

Select maximum as reference for marker search and bandwidth 
calculation 

MARKER (Ch 7) 

MSRMIN 

Select min as ref for marker search and bandwidth calculation 

MARKER (Ch 7) 
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MSRMR 

Select maximum return as ref for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRMRA 

Select auto mode of maximum return as ref for marker search and 
bandwidth calculation 

MARKER (Ch 7) 

MSRMRM 

Select manual mode of maximum return as ref for marker search 
and bandwidth calculation 

MARKER (Ch 7) 

MSRMRV 

Enter maximum return value for marker search and bandwidth 
calculation 

MARKER (Ch 7) 

MSRMRV? 

Output maximum return value for marker search and bandwidth 
calculation 

MARKER (Ch 7) 

MSRMRX? 

Output maximum return mode for marker search and bandwidth 
calculation 

MARKER (Ch 7) 

MSRX? 

Output reference selection for marker search and bandwidth 
calculation 

MARKER (Ch 7) 

MSX? 

Output multiple source mode on/off/define 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MTH? 

Output trace math math type 

DISPLAY (Ch 5) 

MTR 

Suffix sets distance data type 

DATA ENTRY SUFFIXES (Ch 5) 

MUL 

Select multiplication as trace math for active channel 

DISPLAY (Ch 5) 

MV 

Suffix sets voltage data type and scales by 1E-3 

DATA ENTRY SUFFIXES (Ch 5) 

NA1 

Select at as numerator for parameter being defined 

MEAS (Ch 5) 

NA2 

Select a2 as numerator for parameter being defined 

MEAS (Ch 5) 

NA3 

Select a3 = Rc as numerator for parameter being defined 

MEAS (Ch 5) 

NA4 

Select a4 = Rd as numerator for parameter being define 

MEAS (Ch 5) 

NB1 

Select b1 as numerator for parameter being defined 

MEAS (Ch 5) 

NB2 

Select b2 as numerator for parameter being defined 

MEAS (Ch 5) 

NB3 

Select b3 = Tc as numerator for parameter being defined 

MEAS (Ch 5) 

NB4 

Select b4 = Td as numerator for parameter being define 

MEAS (Ch 5) 

NCS 

Go to next calibration step 

CAL (Ch 6) 

NF 

Suffix sets farad data type and scales by 1E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NFALCKO 

Turn off the lock down 

APPL- NOISE FIGURE (Ch 10) 

NFALCK1 

Lock down the front end attenuator 

APPL- NOISE FIGURE (Ch 10) 

NFALCK? 

Output lock or unlock down status for the front end attenuator 
setting 

APPL - NOISE FIGURE (Ch 10) 

NFAOF 

Turn noise figure measurement averaging off 

APPL - NOISE FIGURE (Ch 10) 

NFAON 

Turn noise figure measurement averaging on 

APPL - NOISE FIGURE (Ch 10) 

NFAON? 

Noise figure averaging on/off query 

APPL - NOISE FIGURE (Ch 10) 

NFASET 

Lock down the front end attenuator and set it to 0, 1,2, 3, or 4 

APPL - NOISE FIGURE (Ch 10) 

NFAVEC 

Enter noise figure averaging count 

AVG (Ch 5) 

NFAVEC? 

Output noise figure averaging count 

AVG (Ch 5) 

NFBATTN 

Output the backend attenuator setting 

APPL - NOISE FIGURE (Ch 10) 
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NFBCAL 

Output NF backend calibration table 

APPL- NOISE FIGURE (Ch 10) 

NFBW 

Enter noise figure bandwidth correction 

APPL- NOISE FIGURE (Ch 10) 

NFBW? 

Output noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWCO 

Turn off noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWC1 

Turn on noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWCX? 

Output noise figure bandwidth correction on/off status 

APPL - NOISE FIGURE (Ch 10) 

NFCO 

Turn off noise figure correction 

APPL - NOISE FIGURE (Ch 10) 

NFC1 

Turn on noise figure correction 

APPL - NOISE FIGURE (Ch 10) 

NFC12TDONE? 

Output noise figure with 12 term cal done status 

APPL - NOISE FIGURE (Ch 10) 

NFC2 

Turn on noise figure with 12-term correction 

APPL - NOISE FIGURE (Ch 10) 

NFCDONE? 

Output noise figure cal done status 

APPL - NOISE FIGURE (Ch 10) 

NFCOLD 

Output corrected data for cold noise power 

APPL - NOISE FIGURE (Ch 10) 

NFCT 

Enter noise figure cold temperature 

APPL - NOISE FIGURE (Ch 10) 

NFCT? 

Output noise figure cold temperature 

APPL - NOISE FIGURE (Ch 10) 

NFCX? 

Output noise figure correction on/off status 

APPL - NOISE FIGURE (Ch 10) 

NFDAG 

Display available gain 

APPL - NOISE FIGURE (Ch 10) 

NFDATA 

Output the cold data, the hot data, the front end attenuator 

APPL - NOISE FIGURE (Ch 10) 

NFDBWN 

Select narrow DUT BW 

APPL - NOISE FIGURE (Ch 10) 

NFDBWW 

Select wide DUT BW 

APPL - NOISE FIGURE (Ch 10) 

NFDBWX? 

Output DUT BW setting 

APPL - NOISE FIGURE (Ch 10) 

NFDENT 

Display equivalent noise temperature 

APPL - NOISE FIGURE (Ch 10) 

NFDIG 

Display insertion gain 

APPL - NOISE FIGURE (Ch 10) 

NFDNF 

Display noise figure 

APPL - NOISE FIGURE (Ch 10) 

NFDX? 

Output noise figure display selection 

APPL - NOISE FIGURE (Ch 10) 

NFDYF 

Display Y-factor 

APPL - NOISE FIGURE (Ch 10) 

NFFATTN 

Output the front end attenuator setting 

APPL - NOISE FIGURE (Ch 10) 

NFHOT 

Output corrected data for hot noise power 

APPL - NOISE FIGURE (Ch 10) 

NFLA 

Enter noise figure loss after DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLA? 

Output noise figure loss after DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLB 

Enter noise figure loss before DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLB? 

Output noise figure loss before DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLENR 

Load ENR file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRH 

Load ENR file from hard disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRX 

Load ENR extension correction file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRXH 

Load ENR extension correction file from hard disk 

APPL - NOISE FIGURE (Ch 10) 

NFLNFX 

Load ENR external extension correction file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLNFXH 

Load ENR external extension correction file from hard disk 

APPL - NOISE FIGURE (Ch 10) 
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NFOL 

Output noise figure overload status 

APPL- NOISE FIGURE (Ch 10) 

NFSRCE 

Select external noise source 

APPL- NOISE FIGURE (Ch 10) 

NFSRCI 

Select internal noise source 

APPL - NOISE FIGURE (Ch 10) 

NFSRCX? 

Output noise source selection 

APPL - NOISE FIGURE (Ch 10) 

NFSSBCO 

Turn off noise figure single sideband correction 

APPL - NOISE FIGURE (Ch 10) 

NFSSBC1 

Turn on noise figure single sideband correction 

APPL - NOISE FIGURE (Ch 10) 

NFSSBCX? 

Output noise figure single sideband correction on/off 

APPL - NOISE FIGURE (Ch 10) 

NFV 

Start noise figure verification 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVNB? 

Output noise figure verification NB data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVNC? 

Output noise figure verification NO data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVND? 

Output noise figure verification ND data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSB? 

Output noise figure verification SB data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSC? 

Output noise figure verification SC data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSD? 

Output noise figure verification SD data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFXENRO 

Turn off ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NFXENR1 

Turn on ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NFXENRX? 

Query on/off status of ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NH 

Suffix sets farad data type and scales by 1E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NMKR 

Select normal markers on active channel marker mode 

MARKER (Ch 7) 

NOC 

Select normal calibration data points 

CAL (Ch 6) 

NOFST 

Enter nominal offset value for external gain 

APPL - GAIN COMPRESSION (Ch 10) 

NOFST? 

Output nominal offset value for external gain 

APPL - GAIN COMPRESSION (Ch 10) 

NOP 

No operation 

REMOTE - MISC (Ch 8) 

NP101 

Set data points to 101 

CONFIG (Ch 5) 

NP15 

Set data points to 15 

CONFIG (Ch 5) 

NP1601 

Set data points to 1601 

CONFIG (Ch 5) 

NP201 

Set data points to 201 

CONFIG (Ch 5) 

NP3 

Set data points to 3 

CONFIG (Ch 5) 

NP401 

Set data points to 401 

CONFIG (Ch 5) 

NP51 

Set data points to 51 

CONFIG (Ch 5) 

NP801 

Set data points to 801 

CONFIG (Ch 5) 

NPX? 

Output number of points currently being measured 

CAL (Ch 6) 

NRMS 

Normalize S21 for gain compression testing 

APPL - GAIN COMPRESSION (Ch 10) 

NS 

Suffix sets time data type and scales by 1 E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NSO 

Turn noise source off 

APPL - NOISE FIGURE (Ch 10) 

NS1 

Turn noise source on 

APPL - NOISE FIGURE (Ch 10) 

NSC 

Suffix sets time data type and scales by 1 E-9 

DATA ENTRY SUFFIXES (Ch 5) 
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NU1 

Select unity as numerator for parameter being defined 

MEAS (Ch 5) 

NUM? 

Output numerator selection for parameter being defined 

MEAS (Ch 5) 

NUS3P 

Select Don’t Use existing 3-port calibration 

CAL (Ch 6) 

OACCHAR 

Output AutoCal characterization data to the GPIB 

CAL - AUTOCAL (Ch 6) 

OACCSER2P 

Output the AutoCal characterization serial number for 2-port 

AutoCal 

CAL - AUTOCAL (Ch 6) 

OACCSER4P 

Output the AutoCal characterization serial number for 4-port 

AutoCal 

CAL - AUTOCAL (Ch 6) 

OACSER 

Output AutoCal box serial number 

CAL - AUTOCAL (Ch 6) 

OACTYPE 

Output AutoCal box type 

CAL - AUTOCAL (Ch 6) 

0 AM1 

Output channel 1 active marker value 

MARKER (Ch 7) 

0AM2 

Output channel 2 active marker value 

MARKER (Ch 7) 

0AM3 

Output channel 3 active marker value 

MARKER (Ch 7) 

0AM4 

Output channel 4 active marker value 

MARKER (Ch 7) 

OBMP 

Output the display as a bitmap 

REMOTE - MISC (Ch 8) 

0C1 

Output calibration coefficients 1 

REMOTE - CAL (Ch 8) 

OC10 

Output calibration coefficients 10 

REMOTE - CAL (Ch 8) 

0C11 

Output calibration coefficients 11 

REMOTE - CAL (Ch 8) 

0C12 

Output calibration coefficients 12 

REMOTE - CAL (Ch 8) 

0C13 

Output calibration coefficients 13 

REMOTE - CAL (Ch 8) 

0C14 

Output calibration coefficients 14 

REMOTE - CAL (Ch 8) 

0C15 

Output calibration coefficients 15 

REMOTE - CAL (Ch 8) 

0C16 

Output calibration coefficients 16 

REMOTE - CAL (Ch 8) 

0C17 

Output calibration coefficients 17 

REMOTE - CAL (Ch 8) 

0C18 

Output calibration coefficients 18 

REMOTE - CAL (Ch 8) 

0C19 

Output calibration coefficients 19 

REMOTE - CAL (Ch 8) 

0C2 

Output calibration coefficients 2 

REMOTE - CAL (Ch 8) 

OC20 

Output calibration coefficients 20 

REMOTE - CAL (Ch 8) 

0C21 

Output calibration coefficients 21 

REMOTE - CAL (Ch 8) 

OC22 

Output calibration coefficients 22 

REMOTE - CAL (Ch 8) 

OC23 

Output calibration coefficients 23 

REMOTE - CAL (Ch 8) 

OC24 

Output calibration coefficients 24 

REMOTE - CAL (Ch 8) 

OC25 

Output calibration coefficient 25 

REMOTE - CAL (Ch 8) 

OC26 

Output calibration coefficient 26 

REMOTE - CAL (Ch 8) 

OC27 

Output calibration coefficient 27 

REMOTE - CAL (Ch 8) 

OC28 

Output calibration coefficient 28 

REMOTE - CAL (Ch 8) 

OC29 

Output calibration coefficient 29 

REMOTE - CAL (Ch 8) 

0C3 

Output calibration coefficients 3 

REMOTE - CAL (Ch 8) 
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OC30 

Output calibration coefficient 30 

REMOTE - CAL (Oh 8) 

OC31 

Output calibration coefficient 31 

REMOTE - CAL (Oh 8) 

OC32 

Output calibration coefficient 32 

REMOTE - CAL (Ch 8) 

OC33 

Output calibration coefficient 33 

REMOTE - CAL (Ch 8) 

OC34 

Output calibration coefficient 34 

REMOTE - CAL (Ch 8) 

OC35 

Output calibration coefficient 35 

REMOTE - CAL (Ch 8) 

OC36 

Output calibration coefficient 36 

REMOTE - CAL (Ch 8) 

OC37 

Output calibration coefficient 37 

REMOTE - CAL (Ch 8) 

OC38 

Output calibration coefficient 38 

REMOTE - CAL (Ch 8) 

OC39 

Output calibration coefficient 39 

REMOTE - CAL (Ch 8) 

OC4 

Output calibration coefficients 4 

REMOTE - CAL (Ch 8) 

OC40 

Output calibration coefficient 40 

REMOTE - CAL (Ch 8) 

OC5 

Output calibration coefficients 5 

REMOTE - CAL (Ch 8) 

OC6 

Output calibration coefficients 6 

REMOTE - CAL (Ch 8) 

OC7 

Output calibration coefficients 7 

REMOTE - CAL (Ch 8) 

OC8 

Output calibration coefficients 8 

REMOTE - CAL (Ch 8) 

OC9 

Output calibration coefficients 9 

REMOTE - CAL (Ch 8) 

OCA 

Output calibration coefficient 10 

REMOTE - CAL (Ch 8) 

OCB 

Output calibration coefficient 11 

REMOTE - CAL (Ch 8) 

OCC 

Output calibration coefficient 12 

REMOTE - CAL (Ch 8) 

OCD 

Output corrected data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

OCF 

Output front panel setup and calibration data 

REMOTE - SETUP (Ch 8) 

OCFEDE 

Output the front panel setup, calibration, and EDE data 

REMOTE - MEASURED DATA (Ch 8) 

OCFSG 

Output the segmented sweep data 

REMOTE - MEASURED DATA (Ch 8) 

OCL 

Output all applicable calibration coefficients for calibration type 

REMOTE - CAL (Ch 8) 

OCL3P 

Output additional 12 calibration coefficients for 3-port 

REMOTE - CAL (Ch 8) 

OCM 

Select offset short calibration method 

CAL (Ch 6) 

OCS 

Output the internal buffer collected data 

REMOTE - MEASURED DATA (Ch 8) 

ODAT 

Output hard copy tabular data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

ODR 

Output directory listing of the floppy drive 

REMOTE - MISC (Ch 8) 

ODRH 

Output directory listing of the hard drive 

REMOTE - MISC (Ch 8) 

ODV 

Output distance values for time domain 

REMOTE - MEASURED POINTS (Ch 8) 

OEB 

Output extended status byte 

REMOTE - STATUS REPORTING (Ch 8) 

OEDELOG 

Output current EDE log 

CONFIG (Ch 5) 

OEL 

Output error list 

REMOTE - ERROR REPORTING (Ch 8) 

OEM 

Output extended status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

OFD 

Output final data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 
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OFF 

Enter offset value for top graph of active channel 

DISPLAY (Oh 5) 

OFF2 

Enter offset value for bottom graph of active channel 

DISPLAY (Oh 5) 

OFF2? 

Output offset value for bottom graph of active channel 

DISPLAY (Oh 5) 

OFF? 

Output offset value for top graph of active channel 

DISPLAY (Oh 5) 

OFP 

Output current front panel setup 

REMOTE - SETUP (Oh 8) 

OFV 

Output frequency values 

REMOTE - MEASURED POINTS (Ch 8) 

OGCFD 

Output gain compression final data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OGCFV 

Output gain compression frequency values 
to GPIB 

REMOTE - MEASURED POINTS (Ch 8) 

OGCTXT 

Output text format gain compression data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OGE 

Output extended description of current 

GPIB error 

REMOTE - ERROR REPORTING (Ch 8) 

OGL 

Output extended description of previous 

GPIB error 

REMOTE - ERROR REPORTING (Ch 8) 

OHDR 

Output hard copy header information to GPIB 

REMOTE - MISC (Ch 8) 

OHDW 

Output hardware cal data to GPIB 

REMOTE - MISC (Ch 8) 

OHGL 

Output HPGL format data to GPIB 

REMOTE - MISC (Ch 8) 

OHM 

Suffix sets impedance data type 

DATA ENTRY SUFFIXES (Ch 5) 

01 

Output instrument identification string with serial number 

REMOTE - MISC (Ch 8) 

OID 

Output instrument identification string 

REMOTE - MISC (Ch 8) 

OLE 

Output limits status byte 

REMOTE - STATUS REPORTING (Ch 8) 

OLM 

Output limits status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

0M1 

Output marker 1 value 

REMOTE - MEASURED DATA (Ch 8) 

OM10 

Output marker 10 value 

REMOTE - MEASURED DATA (Ch 8) 

0M11 

Output marker 11 value 

REMOTE - MEASURED DATA (Ch 8) 

0M12 

Output marker 12 value 

REMOTE - MEASURED DATA (Ch 8) 

0M2 

Output marker 2 value 

REMOTE - MEASURED DATA (Ch 8) 

0M3 

Output marker 3 value 

REMOTE - MEASURED DATA (Ch 8) 

0M3P 

Output M3P format data to GPIB with M3P setup set to (2:3)1 

REMOTE - MEASURED DATA (Ch 8) 

0M4 

Output marker 4 value 

REMOTE - MEASURED DATA (Ch 8) 

0M4P 

Output M4P format data to GPIB with M4P setup set to (1:2)(3:4) 

REMOTE - MEASURED DATA (Ch 8) 

0M5 

Output marker 5 value 

REMOTE - MEASURED DATA (Ch 8) 

0M6 

Output marker 6 value 

REMOTE - MEASURED DATA (Ch 8) 

0M7 

Output marker 7 value 

REMOTE - MEASURED DATA (Ch 8) 

0M8 

Output marker 8 value 

REMOTE - MEASURED DATA (Ch 8) 

0M9 

Output marker 9 value 

REMOTE - MEASURED DATA (Ch 8) 

0MM3P 

Output the M3P format data to the GPIB with the current M3P setup 

HARD COPY (Ch 9) 

0MM4P 

Output the M4P format data to the GPIB with the current M4P setup 

HARD COPY (Ch 9) 
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OMOD 

Output instrument model number 

REMOTE - MISC (Ch 8) 

ONCP 

Output number of points for current calibration 

REMOTE - CAL (Ch 8) 

ONCT 

Output number of calibration terms for current calibration 

REMOTE - CAL (Ch 8) 

ONDF 

Output number of discrete frequencies 

REMOTE - MEASURED POINTS (Ch 8) 

ONE 

Output number of lines in the error list 

REMOTE - ERROR REPORTING (Ch 8) 

ONP 

Output number of points currently being measured 

CONFIG (Ch 5) 

ONPV 

Output the number of power sweep power values 

REMOTE - MEASURED POINTS (Ch 8) 

ONRM 

Output stored normalization data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OPB 

Output the 488.2 status byte value (same 
as *STB?) 

REMOTE - STATUS REPORTING (Ch 8) 

OPSV 

Output power sweep power values 

REMOTE - MEASURED DATA (Ch 8) 

ORD 

Output raw data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

OS1 

Output front panel setup number 1 

REMOTE - SETUP (Ch 8) 

OS10 

Output front panel setup number 10 

REMOTE - SETUP (Ch 8) 

OS11C 

Output corrected S11 data 

REMOTE - MEASURED DATA (Ch 8) 

OS11R 

Output raw S11 data 

REMOTE - MEASURED DATA (Ch 8) 

OS12C 

Output corrected SI 2 data 

REMOTE - MEASURED DATA (Ch 8) 

OS12R 

Output raw SI 2 data 

REMOTE - MEASURED DATA (Ch 8) 

OS13C 

Output corrected SI 3 data 

REMOTE - MEASURED DATA (Ch 8) 

OS13R 

Output raw SI 3 data 

REMOTE - MEASURED DATA (Ch 8) 

OS14C 

Output corrected SI4 data 

REMOTE - MEASURED DATA (Ch 8) 

OS14R 

Output raw SI4 data 

REMOTE - MEASURED DATA (Ch 8) 

OS1P1 

Output SI PI format data to gpib 

HARD COPY (Ch 9) 

OS1P2 

Output SI P2 format data to gpib 

HARD COPY (Ch 9) 

OS1P3 

Output SI P3 format data to gpib 

HARD COPY (Ch 9) 

OS1P4 

Output SI P4 format data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OS2 

Output front panel setup number 2 

REMOTE - SETUP (Ch 8) 

OS21C 

Output corrected S21 data 

REMOTE - MEASURED DATA (Ch 8) 

OS21R 

Output raw S21 data 

REMOTE - MEASURED DATA (Ch 8) 

OS22C 

Output corrected S22 data 

REMOTE - MEASURED DATA (Ch 8) 

OS22R 

Output raw S22 data 

REMOTE - MEASURED DATA (Ch 8) 

OS23C 

Output corrected S23 data 

REMOTE - MEASURED DATA (Ch 8) 

OS23R 

Output raw S23 data 

REMOTE - MEASURED DATA (Ch 8) 

OS24C 

Output corrected S24 data 

REMOTE - MEASURED DATA (Ch 8) 

OS24R 

Output raw S24 data 

REMOTE - MEASURED DATA (Ch 8) 

OS2P 

Output S2P format data to GPIB 

HARD COPY (Ch 9) 

OS3 

Output front panel setup number 3 

REMOTE - SETUP (Ch 8) 
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OS31C 

Output corrected S31 data 

REMOTE - MEASURED DATA (Ch 8) 

OS31R 

Output raw S31 data 

REMOTE - MEASURED DATA (Ch 8) 

OS32C 

Output corrected S32 data 

REMOTE - MEASURED DATA (Ch 8) 

OS32R 

Output raw S32 data 

REMOTE - MEASURED DATA (Ch 8) 

OS33C 

Output corrected S33 data 

REMOTE - MEASURED DATA (Ch 8) 

OS33R 

Output raw S33 data 

REMOTE - MEASURED DATA (Ch 8) 

OS34C 

Output corrected S34 data 

REMOTE - MEASURED DATA (Ch 8) 

OS34R 

Output raw S34 data 

REMOTE - MEASURED DATA (Ch 8) 

OS3P 

Output S3P format data to gpib 

HARD COPY (Ch 9) 

OS4 

Output front panel setup number 4 

REMOTE - SETUP (Ch 8) 

OS41C 

Output corrected S41 data 

REMOTE - SETUP (Ch 8) 

OS41R 

Output raw S41 data 

REMOTE - SETUP (Ch 8) 

OS42C 

Output corrected S42 data 

REMOTE - SETUP (Ch 8) 

OS42R 

Output raw S42 data 

REMOTE - SETUP (Ch 8) 

OS43C 

Output corrected S43 data 

REMOTE - SETUP (Ch 8) 

OS43R 

Output raw S43 data 

REMOTE - SETUP (Ch 8) 

OS44C 

Output corrected S44 data 

REMOTE - SETUP (Ch 8) 

OS44R 

Output raw S44 data 

REMOTE - SETUP (Ch 8) 

OS4P 

Output S3P format data to GPIB 

REMOTE - SETUP (Ch 8) 

OSS 

Output front panel setup number 5 

REMOTE - SETUP (Ch 8) 

OS6 

Output front panel setup number 6 

REMOTE - SETUP (Ch 8) 

OS7 

Output front panel setup number 7 

REMOTE - SETUP (Ch 8) 

OSS 

Output front panel setup number 8 

REMOTE - SETUP (Ch 8) 

OS9 

Output front panel setup number 9 

REMOTE - SETUP (Ch 8) 

OSER 

Output Instrument serial number 

REMOTE - MISC (Ch 8) 

OSGLOG 

Output the current segmented sweep log 

SWEEP - SEGMENTED SWEEP (Ch 5) 

OSL 

Output service log 

UTILITY - SERVICE LOG (Ch 9) 

OTV 

Output time values for time domain 

REMOTE - MEASURED POINTS (Ch 8) 

OTXT 

Output text format data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

P1C 

Select port 1 for connector specification 

CAL (Ch 6) 

P1C? 

Output port f connector type 

CAL (Ch 6) 

P1CW0 

Turn off port f CW mode In linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P1CW1 

Turn on port 1 CW mode In linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P1CW? 

Output port f CW mode In linear cal on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P1LCORO 

Turn off port f linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P1LCOR1 

Turn on port 1 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P1LCOR? 

Output port f linear cal correction on/off status 

SWEEP - POWER SWEEP (Ch 5) 
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P1LDONE? 

Output port 1 linear power correction Done status 

SWEEP - POWER SWEEP (Ch 5) 

P1P? 

Output approximate power level at port 1 

POWER (Ch 5) 

P2C 

Select port 2 for connector specification 

CAL (Ch 6) 

P2C? 

Output port 2 connector type 

CAL (Ch 6) 

P3C 

Select port 3 for connector specification 

CAL (Ch 6) 

P3C? 

Output port 3 connector type 

CAL (Ch 6) 

P3CW0 

Turn off port 3 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P3CW1 

Turn on port 3 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P3CW? 

Output port 3 CW mode in linear cal on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P3LCORO 

Turn off port 3 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P3LCOR1 

Turn on port 3 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P3LCOR? 

Output port 3 linear cal correction on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P3LDONE? 

Output port 1 linear power correction done status 

SWEEP - POWER SWEEP (Ch 5) 

P3P? 

Output approximate power level at port 3 

POWER (Ch 5) 

P4C 

Select port 4 for connector specification 

CAL (Ch 6) 

P4C? 

Output port 4 connector type 

CAL (Ch 6) 

PBL 

Select 1/4 size plot bottom left corner 

HARD COPY (Ch 9) 

PBR 

Select 1/4 size plot bottom right corner 

HARD COPY (Ch 9) 

PCP 

Select measurement phase polar chart mode 

DISPLAY (Ch 5) 

PCS 

Select sweep position polar chart mode 

DISPLAY (Ch 5) 

PCX? 

Output polar chart mode 

DISPLAY (Ch 5) 

PDR 

Print directory listing of the floppy drive 

UTILITY - DISK (Ch 9) 

PDRH 

Print directory listing of the hard drive 

UTILITY - DISK (Ch 9) 

PEDELOG 

Print current EDE log 

CONFIG (Ch 5) 

PEL 

Print the error list 

UTILITY - SERVICE LOG (Ch 9) 

PERPORT 

Select per port as chop mode type 

SWEEP (Ch 5) 

PF 

Suffix sets farad data type and scales by 1E-12 

DATA ENTRY SUFFIXES (Ch 5) 

PFL 

Select full-size plot 

HARD COPY (Ch 9) 

PFS 

Print full screen image 

HARD COPY (Ch 9) 

PGR 

Print graph area screen image 

HARD COPY (Ch 9) 

PGT 

Plot graticule 

HARD COPY (Ch 9) 

PH 

Suffix sets farad data type and scales by 1 E-12 

DATA ENTRY SUFFIXES (Ch 5) 

PHA 

Select phase display for active channel 

DISPLAY (Ch 5) 

PHO 

Enter phase offset for display channel 

DISPLAY (Ch 5) 

PHO? 

Output phase offset for display channel 

DISPLAY (Ch 5) 

PLD 

Plot data area only 

HARD COPY (Ch 9) 

PLG 

Select log polar display for active channel 

DISPLAY (Ch 5) 
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PLH 

Plot header 

HARD COPY (Ch 9) 

PLM 

Plot markers and limits 

HARD COPY (Ch 9) 

PLO? 

Output plot mode portrait or landscape 

HARD COPY (Ch 9) 

PLR 

Select linear polar display for active channel 

DISPLAY (Ch 5) 

PLS 

Plot entire screen 

HARD COPY (Ch 9) 

PLT 

Plot data traces only 

HARD COPY (Ch 9) 

PMK 

Print tabular data for Markers 

HARD COPY (Ch 9) 

PMN 

Plot menu 

HARD COPY (Ch 9) 

PMT 

Print tabular data for traces and markers 

HARD COPY (Ch 9) 

POP 

Enter parallel output port 8-blt decimal word (0-255) 

SEQ (Ch 10) 

POP? 

Output parallel output port 8-blt decimal word (0-255) 

SEQ (Ch 10) 

POPBCO 

Clear parallel output port bit 0 

SEQ (Ch 10) 

POPBC1 

Clear parallel output port bit 1 

SEQ (Ch 10) 

POPBC2 

Clear parallel output port bit 2 

SEQ (Ch 10) 

POPBC3 

Clear parallel output port bit 3 

SEQ (Ch 10) 

POPBC4 

Clear parallel output port bit 4 

SEQ (Ch 10) 

POPBC5 

Clear parallel output port bit 5 

SEQ (Ch 10) 

POPBC6 

Clear parallel output port bit 6 

SEQ (Ch 10) 

POPBC7 

Clear parallel output port bit 7 

SEQ (Ch 10) 

POPBSO 

Set parallel output port bit 0 

SEQ (Ch 10) 

POPBS1 

Set parallel output port bit 1 

SEQ (Ch 10) 

POPBS2 

Set parallel output port bit 2 

SEQ (Ch 10) 

POPBS3 

Set parallel output port bit 3 

SEQ (Ch 10) 

POPBS4 

Set parallel output port bit 4 

SEQ (Ch 10) 

POPBS5 

Set parallel output port bit 5 

SEQ (Ch 10) 

POPBS6 

Set parallel output port bit 6 

SEQ (Ch 10) 

POPBS7 

Set parallel output port bit 7 

SEQ (Ch 10) 

PORT 

Select portrait mode for output plot 

HARD COPY (Ch 9) 

POSET 

Enter phase offset for active channel 

DISPLAY (Ch 5) 

POSET? 

Output phase offset for active channel 

DISPLAY (Ch 5) 

POW 

Select power out display for active channel 

DISPLAY (Ch 5) 

PRNTYPDJ 

Select HP DeskJet printer 

HARD COPY (Ch 9) 

PRNTYPEP 

Select Epson FX printer 

HARD COPY (Ch 9) 

PRNTYPLJ 

Select HP LaserJet printer 

HARD COPY (Ch 9) 

PRNTYPTJ 

Select HP Thinkjet printer 

HARD COPY (Ch 9) 

PRNTYPX? 

Output printer type 

HARD COPY (Ch 9) 

PRT? 

Perform printer test and output status 

UTILITY - DIAGNOSTICS (Ch 9) 
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PS 

Suffix sets time data type and scaies by 1E02 

DATA ENTRY SUFFiXES (Ch 5) 

PSC 

Suffix sets time data type and scaies by 1E02 

DATA ENTRY SUFFiXES (Ch 5) 

PSDP 

Enter number of points drawn in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSDP? 

Output number of points drawn in power sweep 

SWEEP - POWER SWEEP (Ch 5) 

PSET 

Enter target power for gain compression receiver caiibration 

APPL- GAIN COMPRESSION (Ch 10) 

PSET? 

Output target power for gain compression receiver caiibration 

APPL- GAIN COMPRESSION (Ch 10) 

PSF 

Enter swept power frequency 

APPL - GAIN COMPRESSION (Ch 10) 

PSF? 

Output swept power frequency 

APPL - GAIN COMPRESSION (Ch 10) 

PSFP1 

Enter number of frequency points to be skipped during iinear power 
correction for source 1 

SWEEP - POWER SWEEP (Ch 5) 

PSFP1? 

Output number of frequency points to be skipped during iinear 
power correction for source 1 

SWEEP - POWER SWEEP (Ch 5) 

PSFP3 

Enter number of frequency points to be skipped during iinear power 
correction for source 2 

SWEEP - POWER SWEEP (Ch 5) 

PSFP3? 

Output number of frequency points to be skipped during iinear 
power correction for source 2 

SWEEP - POWER SWEEP (Ch 5) 

PSGLOG 

Print the current segmented sweep iog 

SWEEP - SEGMENTED SWEEP (Ch 5) 

PSL 

Print the service iog 

UTILITY - SERVICE LOG (Ch 9) 

PSLC 

Perform power sweep iinearity caiibration 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP10 

Turn power sweep iinearity caiibration off 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP11 

Turn power sweep iinearity caiibration on 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP1DONE? 

Output power sweep iinearity caiibration done status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP1X? 

Output power sweep iinearity caiibration on/off status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP30 

Turn power sweep iinearity caiibration off 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP31 

Turn power sweep iinearity caiibration on 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP3DONE? 

Output power sweep iinearity caiibration done status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP3X? 

Output power sweep iinearity caiibration on/off status 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP1 

Enter port 1 nominai offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP1? 

Output port 1 nominai offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP3 

Enter port 3 nominai offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP3? 

Output port 3 nominai offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSRC 

Enter power source as active 

CONFIG - MULTIPLE SOURCE (Ch 5) 

PSRC? 

Output active power source 

CONFIG - MULTIPLE SOURCE (Ch 5) 

PST 

Stop print/piot 

HARD COPY (Ch 9) 

PSTEP 

Enter power sweep step size 

APPL - GAIN COMPRESSION (Ch 10) 

PSTEP? 

Output power sweep step size 

APPL - GAIN COMPRESSION (Ch 10) 

PSTOP 

Enter power sweep stop power 

APPL - GAIN COMPRESSION (Ch 10) 

PSTOP? 

Output power sweep stop power 

APPL - GAIN COMPRESSION (Ch 10) 
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PSTRT 

Enter power sweep start power 

APPL - GAIN COMPRESSION (Ch 10) 

PSTRT? 

Output power sweep start power 

APPL - GAIN COMPRESSION (Ch 10) 

PSWC 

Perform power sweep linearity calibration 

APPL - GAIN COMPRESSION (Ch 10) 

PSWCO 

Turn power sweep linearity calibration off 

APPL - GAIN COMPRESSION (Ch 10) 

PSWC1 

Turn power sweep linearity calibration on 

APPL - GAIN COMPRESSION (Ch 10) 

PSWCDONE? 

Output power sweep linearity cal done status 

APPL - GAIN COMPRESSION (Ch 10) 

PSWCX? 

Output power sweep linearity calibration on/off status 

APPL - GAIN COMPRESSION (Ch 10) 

PSWP 

Select power sweep 

SWEEP - POWER SWEEP (Ch 5) 

PSWPO 

Turn power sweep off 

APPL - GAIN COMPRESSION (Ch 10) 

PSWP1 

Turn power sweep on 

APPL - GAIN COMPRESSION (Ch 10) 

PSWPX? 

Output power sweep on/off status 

APPL - GAIN COMPRESSION (Ch 10) 

PTO 

Set tabular printout points skipped to 0 

HARD COPY (Ch 9) 

PT1 

Set tabular printout points skipped to 1 

HARD COPY (Ch 9) 

PT2 

Set tabular printout points skipped to 2 

HARD COPY (Ch 9) 

PT3 

Set tabular printout points skipped to 3 

HARD COPY (Ch 9) 

PT4 

Set tabular printout points skipped to 4 

HARD COPY (Ch 9) 

PT5 

Set tabular printout points skipped to 5 

HARD COPY (Ch 9) 

PT6 

Set tabular printout points skipped to 6 

HARD COPY (Ch 9) 

PT7 

Set tabular printout points skipped to 7 

HARD COPY (Ch 9) 

PT8 

Set tabular printout points skipped to 8 

HARD COPY (Ch 9) 

PT9 

Set tabular printout points skipped to 9 

HARD COPY (Ch 9) 

PTAVG 

Set the averaging type to Point-by-Point averaging 

AVG (Ch 5) 

PTB 

Print tabular data for traces 

HARD COPY (Ch 9) 

PTL 

Select 1/4 size plot top left corner 

HARD COPY (Ch 9) 

PTP 

Enter the target power for flat power correction 

POWER - FLAT POWER (Ch 5) 

PTP3 

Enter the target power for flat power correction for source 2 

POWER - FLAT POWER (Ch 5) 

PTP3? 

Output the target power for flat power correction for 

POWER - FLAT POWER (Ch 5) 

PTP? 

Output the target power for flat power correction 

POWER - FLAT POWER (Ch 5) 

PTR 

Select 1/4 size plot top right corner 

HARD COPY (Ch 9) 

PTS 

Enter number of points to be skipped during flat power correction 

POWER - FLAT POWER (Ch 5) 

PTS3 

Enter number of points to be skipped during flat power correction 
for source 2 

POWER - FLAT POWER (Ch 5) 

PTS3? 

Output number of points to be skipped during flat power correction 
for source 2 

POWER - FLAT POWER (Ch 5) 

PTX? 

Output tabular printout points skipped 

HARD COPY (Ch 9) 

PW2 

Enter source 2 power level 

POWER (Ch 5) 

PW2? 

Output source 2 power level 

POWER (Ch 5) 

PW3 

Enter external source 3 power level 

POWER (Ch 5) 
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PW3? 

Output external source 3 power level 

POWER (Ch 5) 

PW4 

Enter external source 4 power level 

POWER (Ch 5) 

PW4? 

Output external source 4 power level 

POWER (Ch 5) 

PWR 

Enter Internal source power level 

POWER (Ch 5) 

PWR? 

Output Internal source power level 

POWER (Ch 5) 

PXX? 

Output plot location 

HARD COPY (Ch 9) 

RAD 

Suffix sets phase data type and scales by 180/pl 

DATA ENTRY SUFFIXES (Ch 5) 

RC1 

Recall front panel setup number 1 from memory 

SAVE/RECALL (Ch 9) 

RC10 

Recall front panel setup number 10 from memory 

SAVE/RECALL (Ch 9) 

RC2 

Recall front panel setup number 2 from memory 

SAVE/RECALL (Ch 9) 

RC3 

Recall front panel setup number 3 from memory 

SAVE/RECALL (Ch 9) 

RC4 

Recall front panel setup number 4 from memory 

SAVE/RECALL (Ch 9) 

RC5 

Recall front panel setup number 5 from memory 

SAVE/RECALL (Ch 9) 

RC6 

Recall front panel setup number 6 from memory 

SAVE/RECALL (Ch 9) 

RC7 

Recall front panel setup number 7 from memory 

SAVE/RECALL (Ch 9) 

RC8 

Recall front panel setup number 8 from memory 

SAVE/RECALL (Ch 9) 

RC9 

Recall front panel setup number 9 from memory 

SAVE/RECALL (Ch 9) 

RCALLOG 

Output the receiver calibration log 

POWER - RECEIVER CAL (Ch 5) 

RCALP10 

Turn off port 1 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP11 

Turn on port 1 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP1DONE? 

Output port 1 receiver calibration done status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP1X? 

Output port 1 receiver calibration on/off status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP20 

Turn off port 2 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP21 

Turn on port 2 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP2DONE? 

Output port 2 receiver calibration done status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP2X? 

Output port 2 receiver calibration on/off status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP30 

Turn off port 3 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP31 

Turn on port 3 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP3DONE? 

Output port 3 receiver calibration done status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP3X? 

Output port 3 receiver calibration on/off status for receiver type 

TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALRP1 

Set receiver calibration receive to port 1 

POWER - RECEIVER CAL (Ch 5) 

RCALRP2 

Set receiver calibration receive to port 2 

POWER - RECEIVER CAL (Ch 5) 

RCALRP3 

Set receiver calibration receive to port 3 

POWER - RECEIVER CAL (Ch 5) 
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RCALRPX? 

Output receiver calibration receive port 

POWER - RECEIVER CAL (Ch 5) 

RCALSP1 

Set receiver calibration source to port 1 

POWER - RECEIVER CAL (Ch 5) 

RCALSP2 

Set receiver calibration source to port 2 

POWER - RECEIVER CAL (Ch 5) 

RCALSP3 

Set receiver calibration source to port 3 

POWER - RECEIVER CAL (Ch 5) 

RCALSPX? 

Output receiver calibration source port 

POWER - RECEIVER CAL (Ch 5) 

RCALTYPE? 

Output the receiver type 

POWER - RECEIVER CAL (Ch 5) 

RCCM1 

Fast recall cal data from memory 1 

SAVE/RECALL (Ch 9) 

RCCM2 

Fast recall cal data from memory 2 

SAVE/RECALL (Ch 9) 

RCCM3 

Fast recall cal data from memory 3 

SAVE/RECALL (Ch 9) 

RCCM4 

Fast recall cal data from memory 4 

SAVE/RECALL (Ch 9) 

RCCM5 

Fast recall cal data from memory 5 

SAVE/RECALL (Ch 9) 

RCCM6 

Fast recall cal data from memory 6 

SAVE/RECALL (Ch 9) 

RCCM7 

Fast recall cal data from memory 7 

SAVE/RECALL (Ch 9) 

RCCM8 

Fast recall cal data from memory 8 

SAVE/RECALL (Ch 9) 

RCLALL 

Recall combined hardware calibration file from floppy disk 

UTILITY-DISK (Ch 9) 

RCLALLH 

Recall combined hardware calibration file from hard disk 

UTILITY-DISK (Ch 9) 

RD 

Remove a disk directory 

UTILITY - DISK (Ch 9) 

RDA 

Select automatic reference delay calculation 

DISPLAY (Ch 5) 

RDD 

Enter reference delay in distance for active channel 

DISPLAY (Ch 5) 

RDD? 

Output reference delay in distance for active channel 

DISPLAY (Ch 5) 

RODS 

Enter reference delay in distance for S-parameters in active 
channel 

DISPLAY (Ch 5) 

RODS? 

Output reference delay in distance for S-parameters in active 
channel 

DISPLAY (Ch 5) 

RDT 

Enter reference delay in time for active channel 

DISPLAY (Ch 5) 

RDT? 

Output reference delay in time for active channel 

DISPLAY (Ch 5) 

RDTS 

Enter reference delay in time for S-parameters in active channel 

DISPLAY (Ch 5) 

RDTS? 

Output reference delay in time for S-parameters in active channel 

DISPLAY (Ch 5) 

REBOOT 

Reboots the instrument 

REMOTE - SYNC (Ch 8) 

RECALL 

Recall a data file from disk to a task 

DISPLAY (Ch 5) 

REF 

Enter reference line for top graph of active channel 

DISPLAY (Ch 5) 

REF2 

Enter reference line for bottom graph of active channel 

DISPLAY (Ch 5) 

REF2? 

Output reference line for bottom graph of active channel 

DISPLAY (Ch 5) 

REF? 

Output reference line for top graph of active channel 

DISPLAY (Ch 5) 

REL 

Select real display for active channel 

DISPLAY (Ch 5) 

RESTARTCAL 

Restart application calibration measurement 

CAL (Ch 6) 

REU 

Suffix sets real data type 

DATA ENTRY SUFFIXES (Ch 5) 

RGZ 

Select reflective device greater than ZO 

CAL (Ch 6) 
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RHO 

Select RF off In hold mode 

CONFIG (Ch 5) 

RH1 

Select RF on in hold 

CONFIG (Ch 5) 

RHX? 

Output RF on/off during hold status 

CONFIG (Ch 5) 

RIM 

Select real and imaginary display for active channel 

DISPLAY (Ch 5) 

RK? 

Output RK mode on/off status 

REMOTE - MISC (Ch 8) 

RKOFF 

Turn off RK mode 

REMOTE - MISC (Ch 8) 

RKON 

Turn on RK mode 

REMOTE - MISC (Ch 8) 

RLZ 

Select reflective device less than ZO 

CAL (Ch 6) 

RM1 

Select reference plane at line 1 midpoint 

CAL (Ch 6) 

RMX? 

Output reference plane location for LRL calibration 

CAL (Ch 6) 

ROL 

Enter reflective device offset length 

CAL (Ch 6) 

ROL? 

Output reflective device offset length 

CAL (Ch 6) 

ROLP3 

Enter reflective device offset length for 3-port TRX calibration 

CAL (Ch 6) 

ROLP3? 

Output reflective device offset length for 3-port TRX 

CAL (Ch 6) 

ROLP4 

Enter reflective device offset length for 4-port TRX calibration 

CAL (Ch 6) 

ROLP4? 

Output reflective device offset length for 4-port TRX calibration 

CAL (Ch 6) 

RPC 

Repeat previous calibration 

CAL (Ch 6) 

RPCHAN 

Select Per Channel for reference plane 

CAL (Ch 6) 

RPCPX? 

Output reference plane Per Channel/Port status 

CAL (Ch 6) 

RPO 

Enter rear panel DC voltage value 

UTILITY - REAR PANEL (Ch 10) 

RPO? 

Output rear panel DC voltage value 

UTILITY - REAR PANEL (Ch 10) 

RPPORT 

Select Per Port for reference plane 

CAL (Ch 6) 

RPPORTNUM 

Enter reference plane port number 

DISPLAY (Ch 5) 

RPPORTNUM? 

Output active reference plane port number 

DISPLAY (Ch 5) 

RRCALP10 

Turn Off the Port 1 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP11 

Turn On the Port 1 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP1DONE? 

Output the Port 1 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP1X? 

Output the Port 1 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP20 

Turn Off the Port 2 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP21 

Turn On the Port 2 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP2DONE? 

Output the Port 2 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP2X? 

Output the Port 2 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 
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RRCALP30 

lurn Off the Port 3 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP31 

lurn On the Port 3 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP3DONE? 

Output the Port 3 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP3X? 

Output the Port 3 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALTYPE 

Select the receiver type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRP 

Select reference plane at reflection plane 

CAL (Ch 6) 

RST 

Instrument reset (same as *RSI) 

DEFAULI (Ch 5) 

RSTO 

Reset instrument front panel memories and reserved parameters 

DEFAULI (Ch 5) 

RST1 

Reset instrument and front panel memories 

DEFAULI (Ch 5) 

RSTAVG 

Reset the Sweep-by-Sweep averaging sweep count 

AVG (Ch 5) 

RSTCOL 

Reset color configuration to default 

UIILIIY (Ch 9) 

RSTDAC 

Restore frequency from 10 MFIz calibration and not save DAC 
number into BBRAM 

UIILIIY (Ch 9) 

RSTFSWP 

Restore full sweep 

SWEEP (Ch 5) 

RSTGC 

Reset gain compression parameters to default 

APPL - GAIN COMPRESSION (Ch 10) 

RTO 

lurn ripples testing off 

CONFIG (Ch 5) 

RT1 

lurn ripples testing on 

CONFIG (Ch 5) 

RT? 

Output ripples testing enable status 

CONFIG (Ch 5) 

RTL 

Return to local 

CLR/LOCAL (Ch 9) 

RIVAL 

Enter ripples testing value 

CONFIG (Ch 5) 

RIVAL? 

Output ripples testing value 

CONFIG (Ch 5) 

RVO 

lurn rear panel output voltage off 

UIILIIY - REAR PANEL (Ch 10) 

RV1 

lurn rear panel output voltage on 

UIILIIY - REAR PANEL (Ch 10) 

RV1? 

Output rear panel output voltage on/off status 

UIILIIY - REAR PANEL (Ch 10) 

RVA1 

Enter rear panel output voltage value when port 1 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA1? 

Output rear panel output voltage value when port 1 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA2 

Enter rear panel output voltage value when port 2 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA2? 

Output rear panel output voltage value when port 2 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA3 

Enter rear panel output voltage value when port 3 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA3? 

Output rear panel output voltage value when port 3 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA4 

Enter rear panel output voltage value when Port 4 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVA4? 

Output rear panel output voltage value when Port 4 is driving 

UIILIIY - REAR PANEL (Ch 10) 

RVD 

Set rear panel output mode to dc value 

UIILIIY - REAR PANEL (Ch 10) 

RVH 

Set rear panel output mode to horizontal 

UIILIIY - REAR PANEL (Ch 10) 

RVL 

Set rear panel output mode to lock direction 

UIILIIY - REAR PANEL (Ch 10) 
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RVP 

Set rear panel output mode to driven port 

UTILITY - REAR PANEL (Ch fO) 

RVSP 

Enter rear panel stop voltage value 

UTILITY - REAR PANEL (Ch fO) 

RVSP? 

Output rear panel stop voltage value 

UTILITY - REAR PANEL (Ch f 0) 

RVST 

Enter rear panel start voltage value 

UTILITY - REAR PANEL (Ch f 0) 

RVST? 

Output rear panel start voltage value 

UTILITY - REAR PANEL (Ch fO) 

RVT 

Set rear panel output mode to TTL 

UTILITY - REAR PANEL (Ch fO) 

RVTP1 

Select port 1 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch fO) 

RVTP1HL 

Set TTL rear panel output voltage type to TTL active high level 

UTILITY - REAR PANEL (Ch fO) 

RVTP1HP 

Set TTL rear panel output voltage type to TTL active high pulse 

UTILITY - REAR PANEL (Ch fO) 

RVTP1LL 

Set TTL rear panel output voltage type to TTL active low level 

UTILITY - REAR PANEL (Ch f 0) 

RVTP1LP 

Set TTL rear panel output voltage type to TTL active low pulse 

UTILITY - REAR PANEL (Ch f 0) 

RVTP1X? 

Output TTL rear panel output voltage type 

UTILITY - REAR PANEL (Ch fO) 

RVTP2 

Select port 2 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch fO) 

RVTP2HL 

Set TTL rear panel output voltage type on port 2 to TTL active high 
level. 

UTILITY - REAR PANEL (Ch fO) 

RVTP2HP 

Set TTL rear panel output voltage type on port 2 to TTL active high 
pulse. 

UTILITY - REAR PANEL (Ch fO) 

RVTP2LL 

Set TTL rear panel output voltage type on port 2 to TTL active low 
level. 

UTILITY - REAR PANEL (Ch fO) 

RVTP2LP 

Set TTL rear panel output voltage type on port 2 to TTL active low 
pulse. 

UTILITY - REAR PANEL (Ch fO) 

RVTP2X? 

Output TTL rear panel output voltage type on port 2. 

UTILITY - REAR PANEL (Ch fO) 

RVTP3 

Select port 3 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch fO) 

RVTP3HL 

Set TTL rear panel output voltage type on port 3 to TTL active high 
level. 

UTILITY - REAR PANEL (Ch fO) 

RVTP3HP 

Set TTL rear panel output voltage type on port 3 to TTL active high 
pulse. 

UTILITY - REAR PANEL (Ch fO) 

RVTP3LL 

Set TTL rear panel output voltage type on port 3 to TTL active low 
level. 

UTILITY - REAR PANEL (Ch fO) 

RVTP3LP 

Set TTL rear panel output voltage type on port 3 to TTL active low 
pulse. 

UTILITY - REAR PANEL (Ch fO) 

RVTP3X? 

Output TTL rear panel output voltage type on port 3. 

UTILITY - REAR PANEL (Ch fO) 

RVTP4 

Select Port 4 for TTL rear panel output voltage. 

UTILITY - REAR PANEL (Ch fO) 

RVTP4HL 

Set TTL rear panel output voltage type on port 4 to TTL active high 
level 

UTILITY - REAR PANEL (Ch fO) 

RVTP4HP 

Set TTL rear panel output voltage type on port 4 to TTL active high 
pulse 

UTILITY - REAR PANEL (Ch fO) 

RVTP4LL 

Set TTL rear panel output voltage type on port 4 to TTL active low 
level 

UTILITY - REAR PANEL (Ch fO) 

RVTP4LP 

Set TTL rear panel output voltage type on port 4 to TTL active low 
pulse 

UTILITY - REAR PANEL (Ch fO) 
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RVTP4X? 

Output TTL rear panel output voltage type on port 4 

UTILITY - REAR PANEL (Ch 10) 

RVTPX? 

Output TTL rear panel output voltage type 

UTILITY - REAR PANEL (Ch 10) 

RVV 

Set rear panel output mode to vertical 

UTILITY - REAR PANEL (Ch 10) 

RVX? 

Output rear panel output mode 

UTILITY - REAR PANEL (Ch 10) 

RXZ? 

Output reflective device type In LRL calibration greater/less than ZO 

CAL (Ch 6) 

S 

Suffix sets time data type 

DATA ENTRY SUFFIXES (Ch 5) 

S11 

Measure S11 on active channel 

MEAS (Ch 5) 

S12 

Measure SI 2 on active channel 

MEAS (Ch 5) 

S13 

Measure SI 3 on active channel 

MEAS (Ch 5) 

S14 

Measure SI 4 on active channel 

MEAS (Ch 5) 

S21 

Measure S21 on active channel 

MEAS (Ch 5) 

S22 

Measure S22 on active channel 

MEAS (Ch 5) 

S23 

Measure S23 on active channel 

MEAS (Ch 5) 

S24 

Measure S24 on active channel 

MEAS (Ch 5) 

S31 

Measure S31 on active channel 

MEAS (Ch 5) 

S32 

Measure S32 on active channel 

MEAS (Ch 5) 

S33 

Measure S33 on active channel 

MEAS (Ch 5) 

S34 

Measure S34 on active channel 

MEAS (Ch 5) 

S41 

Measure S41 on active channel 

MEAS (Ch 5) 

S42 

Measure S42 on active channel 

MEAS (Ch 5) 

S43 

Measure S43 on active channel 

MEAS (Ch 5) 

S44 

Measure S44 on active channel 

MEAS (Ch 5) 

SA1 

Enter port 1 source attenuator value 

POWER (Ch 5) 

SA1? 

Output port 1 source attenuator value 

POWER (Ch 5) 

SA3 

Enter port 3 source attenuator value 

POWER (Ch 5) 

SA3? 

Output port 3 source attenuator value 

POWER (Ch 5) 

SAVALL 

Save combined hardware cal to floppy disk 

UTILITY - DISK (Ch 9) 

SAVALLH 

Save combined hardware cal to hard disk 

UTILITY-DISK (Ch 9) 

SAVDAC 

Save 10 MHz DAC number Into BBRAM 

SAVE/RECALL (Ch 9) 

SAVE 

Save a data file to disk 

SAVE/RECALL (Ch 9) 

SAVEGC 

Save text format gain compression data to disk 

UTILITY-DISK (Ch 9) 

SBD 

Enter substrate dielectric for mIcrostrIp calibration 

CAL (Ch 6) 

SBD? 

Output substrate dielectric for mIcrostrIp calibration 

CAL (Ch 6) 

SBT 

Enter substrate thickness for microstrip calibration 

CAL (Ch 6) 

SBT? 

Output substrate thickness for microstrip calibration 

CAL (Ch 6) 

SCL 

Enter scale resolution for top graph of active channel 

DISPLAY (Ch 5) 

SCL2 

Enter scale resolution for bottom graph of active channel 

DISPLAY (Ch 5) 
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SCL2? 

Output scale resolution for bottom graph of active channel 

DISPLAY (Oh 5) 

SCL? 

Output scale resolution for top graph of active channel 

DISPLAY (Oh 5) 

SCM 

Select standard calibration method 

CAL (Oh 6) 

SDO 

Turn marker screen display off 

MARKER (Oh 7) 

SD1 

Turn marker screen display on 

MARKER (Oh 7) 

SDG 

Start diagnostics mode 

UTILITY - DIAGNOSTICS (Ch 9) 

SDPO 

Turn the power sweep marker screen display OFF 

MARKER (Ch 7) 

SDP1 

Turn the power sweep marker screen display ON 

MARKER (Ch 7) 

SDPX? 

Output the power sweep marker screen display status 

MARKER (Ch 7) 

SDX? 

Output marker screen display status 

MARKER (Ch 7) 

SEQDEL1 

Delete sequence 1 

SEQ (Ch 10) 

SEQDEL2 

Delete sequence 2 

SEQ (Ch 10) 

SEQDEL3 

Delete sequence 3 

SEQ (Ch 10) 

SEQDEL4 

Delete sequence 4 

SEQ (Ch 10) 

SEQDEL5 

Delete sequence 5 

SEQ (Ch 10) 

SEQDEL6 

Delete sequence 6 

SEQ (Ch 10) 

SEQDEL7 

Delete sequence 7 

SEQ (Ch 10) 

SEQDGMSGO 

Turn saving sequence display message to service log off 

SEQ (Ch 10) 

SEQDGMSG1 

Turn saving sequence display message to service log on 

SEQ (Ch 10) 

SEQDGMSG? 

Output saving sequence display message to service log status 

SEQ (Ch 10) 

SEQEXE1 

Execute sequence 1 

SEQ (Ch 10) 

SEQEXE2 

Execute sequence 2 

SEQ (Ch 10) 

SEQEXE3 

Execute sequence 3 

SEQ (Ch 10) 

SEQEXE4 

Execute sequence 4 

SEQ (Ch 10) 

SEQEXE5 

Execute sequence 5 

SEQ (Ch 10) 

SEQEXE6 

Execute sequence 6 

SEQ (Ch 10) 

SEQEXE7 

Execute sequence 7 

SEQ (Ch 10) 

SEQHELPO 

Turn off sequence help message 

SEQ (Ch 10) 

SEQHELP1 

Turn on sequence help message 

SEQ (Ch 10) 

SEQHELP? 

Output sequence help message mode on/off 

SEQ (Ch 10) 

SEQLOA1 

Recall sequence 1 from floppy disk 

SEQ (Ch 10) 

SEQLOA2 

Recall sequence 2 from floppy disk 

SEQ (Ch 10) 

SEQLOA3 

Recall sequence 3 from floppy disk 

SEQ (Ch 10) 

SEQLOA4 

Recall sequence 4 from floppy disk 

SEQ (Ch 10) 

SEQLOA5 

Recall sequence 5 from floppy disk 

SEQ (Ch 10) 

SEQLOA6 

Recall sequence 6 from floppy disk 

SEQ (Ch 10) 

SEQLOA7 

Recall sequence 7 from floppy disk 

SEQ (Ch 10) 
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SEQLOAH1 

Recall sequence 1 from hard disk 

SEQ (Ch 10) 

SEQLOAH2 

Recall sequence 2 from hard disk 

SEQ (Ch 10) 

SEQLOAH3 

Recall sequence 3 from hard disk 

SEQ (Ch 10) 

SEQLOAH4 

Recall sequence 4 from hard disk 

SEQ (Ch 10) 

SEQLOAH5 

Recall sequence 5 from hard disk 

SEQ (Ch 10) 

SEQLOAH6 

Recall sequence 6 from hard disk 

SEQ (Ch 10) 

SEQLOAH7 

Recall sequence 7 from hard disk 

SEQ (Ch 10) 

SEQNAM1 

Enter sequence 1 name 

SEQ (Ch 10) 

SEQNAM1? 

Output sequence 1 name 

SEQ (Ch 10) 

SEQNAM2 

Enter sequence 2 name 

SEQ (Ch 10) 

SEQNAM2? 

Output sequence 2 name 

SEQ (Ch 10) 

SEQNAM3 

Enter sequence 3 name 

SEQ (Ch 10) 

SEQNAM3? 

Output sequence 3 name 

SEQ (Ch 10) 

SEQNAM4 

Enter sequence 4 name 

SEQ (Ch 10) 

SEQNAM4? 

Output sequence 4 name 

SEQ (Ch 10) 

SEQNAM5 

Enter sequence 5 name 

SEQ (Ch 10) 

SEQNAM5? 

Output sequence 5 name 

SEQ (Ch 10) 

SEQNAM6 

Enter sequence 6 name 

SEQ (Ch 10) 

SEQNAM6? 

Output sequence 6 name 

SEQ (Ch 10) 

SEQNAM7 

Enter sequence 7 name 

SEQ (Ch 10) 

SEQNAM7? 

Output sequence 7 name 

SEQ (Ch 10) 

SEQOPO 

Turn off sequence operator message 

HARD CQPY (Ch 9) 

SEQOP1 

Turn on sequence operator message 

HARD CQPY (Ch 9) 

SEQOP? 

Output sequence operator message mode on/off 

HARD CQPY (Ch 9) 

SEQSAV1 

Save sequence 1 to floppy disk 

SEQ (Ch 10) 

SEQSAV2 

Save sequence 2 to floppy disk 

SEQ (Ch 10) 

SEQSAV3 

Save sequence 3 to floppy disk 

SEQ (Ch 10) 

SEQSAV4 

Save sequence 4 to floppy disk 

SEQ (Ch 10) 

SEQSAV5 

Save sequence 5 to floppy disk 

SEQ (Ch 10) 

SEQSAV6 

Save sequence 6 to floppy disk 

SEQ (Ch 10) 

SEQSAV7 

Save sequence 7 to floppy disk 

SEQ (Ch 10) 

SEQSAVH1 

Save sequence 1 to hard disk 

SEQ (Ch 10) 

SEQSAVH2 

Save sequence 2 to hard disk 

SEQ (Ch 10) 

SEQSAVH3 

Save sequence 3 to hard disk 

SEQ (Ch 10) 

SEQSAVH4 

Save sequence 4 to hard disk 

SEQ (Ch 10) 

SEQSAVH5 

Save sequence 5 to hard disk 

SEQ (Ch 10) 

SEQSAVH6 

Save sequence 6 to hard disk 

SEQ (Ch 10) 
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SEQSAVH7 

Save sequence 7 to hard disk 

SEQ (Ch 10) 

SEQSAVT1 

Save sequence 1 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT2 

Save sequence 2 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT3 

Save sequence 3 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT4 

Save sequence 4 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT5 

Save sequence 5 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT6 

Save sequence 6 text to floppy disk 

SEQ (Ch 10) 

SEQSAVT7 

Save sequence 7 text to floppy disk 

SEQ (Ch 10) 

SEQSAVTH1 

Save sequence 1 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH2 

Save sequence 2 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH3 

Save sequence 3 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH4 

Save sequence 4 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH5 

Save sequence 5 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH6 

Save sequence 6 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH7 

Save sequence 7 text to hard disk 

SEQ (Ch 10) 

SETBD 

Set balanced differential S-parameters setup to be default setup for 
all channels 

DISPLAY (Ch 5) 

SETCHANKEY 

Setup channel keys on front panel to channel keys 

DISPLAY (Ch 5) 

SETCHANKEY? 

Output channel key setup 

DISPLAY (Ch 5) 

SETGRPKEY 

Setup channel keys on front panel to group keys 

DISPLAY (Ch 5) 

SETSB 

Set single ended/balanced differential S-parameters setup to be 
default setup for all channels 

DISPLAY (Ch 5) 

SEISE 

Set single ended S-parameters setup to be default setup for all 
channels 

DISPLAY (Ch 5) 

SETSPARAM? 

Output default S-parameter setup for all channels 

DISPLAY (Ch 5) 

SETUP 

Display frequency menu 

FREQ (Ch 5) 

SEC 

Perform flat test port calibration 

POWER - FLAT POWER (Ch 5) 

SFGCA 

Select swept frequency gain compression application 

APPL- GAIN COMPRESSION (Ch 10) 

SFGCT 

Start swept frequency gain compression test 

APPL- GAIN COMPRESSION (Ch 10) 

SG? 

Output the segmented sweep flag on/off status 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGAPL 

Apply the current define definition of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGMODE? 

Ouery the segmented sweep define mode 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGOFF 

Turn the segmented sweep flag OFF 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGON 

Turn the segmented sweep flag ON 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGPTS? 

Output the total number of points of all of the applied segments 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGSTP? 

Output the stop frequency of the last applied segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGSTRT? 

Output the start frequency of the first applied segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SH1 

Set offset short 1 or 2 offset length for offset short calibration 

CAL (Ch 6) 
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SH1? 

Output offset short 1 offset length 

CAL (Ch 6) 

SH2 

Set offset short 1 or 2 offset length for offset short calibration 

CAL (Ch 6) 

SH2? 

Output offset short 2 offset length 

CAL (Ch 6) 

SINP 

Enter single power 

SWEEP - POWER SWEEP (Ch 5) 

SINPO 

Turn off single power mode 

SWEEP - POWER SWEEP (Ch 5) 

SINP1 

Turn on single power mode 

SWEEP - POWER SWEEP (Ch 5) 

SINP? 

Output single power 

SWEEP - POWER SWEEP (Ch 5) 

SINPX? 

Output single power mode on/off status 

SWEEP - POWER SWEEP (Ch 5) 

SISO 

Turn off simultaneous internal sources mode 

CONFIG (Ch 5) 

SIS1 

Turn on simultaneous internal sources mode 

CONFIG (Ch 5) 

SIS2CWF 

Enter internal source 2 CW frequency and turn CW on 

CONFIG (Ch 5) 

SIS2CWF? 

Output internal source 2 CW frequency 

CONFIG (Ch 5) 

SIS2CWOFF 

Turn internal source 2 CW off 

CONFIG (Ch 5) 

SIS2CWON 

Turn internal source 2 CW on at current CW frequency 

CONFIG (Ch 5) 

SIS2CWON? 

Output internal source 2 CW on/off status 

CONFIG (Ch 5) 

SIS20FF 

Enter internal source 2 offset from source 1 frequency 

CONFIG (Ch 5) 

SIS20FF? 

Output internal source 2 offset from source 1 frequency 

CONFIG (Ch 5) 

SISX? 

Output simultaneous internal sources mode on/off 

CONFIG (Ch 5) 

SLC 

Clear all segmented limits definitions 

DISPLAY - LIMITS (Ch 7) 

SLD 

Select sliding load for calibration 

CAL (Ch 6) 

SLDP3 

Select sliding load for 3-port calibration 

CAL (Ch 6) 

SLDP4 

Select sliding load for 4-port calibration 

CAL (Ch 6) 

SLH 

Enter segmented limits horizontal offset 

DISPLAY - LIMITS (Ch 7) 

SLH? 

Output segmented limits horizontal offset 

DISPLAY - LIMITS (Ch 7) 

SLLO 

Turn lower segmented limits display off 

DISPLAY - LIMITS (Ch 7) 

SLL1 

Turn lower segmented limits display on 

DISPLAY - LIMITS (Ch 7) 

SLLX? 

Output lower segmented limits display on/off status 

DISPLAY - LIMITS (Ch 7) 

SLUO 

Turn upper segmented limits display off 

DISPLAY - LIMITS (Ch 7) 

SLU1 

Turn upper segmented limits display on 

DISPLAY - LIMITS (Ch 7) 

SLUX? 

Output upper segmented limits display on/off status 

DISPLAY - LIMITS (Ch 7) 

SLV 

Enter segmented limits vertical offset 

DISPLAY - LIMITS (Ch 7) 

SLV? 

Output segmented limits vertical offset 

DISPLAY - LIMITS (Ch 7) 

SMC 

Enter scale and select compressed Smith chart display 

DISPLAY (Ch 5) 

SME 

Enter scale and select expanded Smith chart display 

DISPLAY (Ch 5) 

SMI 

Select normal Smith chart for active channel 

DISPLAY (Ch 5) 

SMKR 

Select marker search marker mode 

MARKER (Ch 7) 

SMKRMAX 

Select marker search maximum 

MARKER (Ch 7) 
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SMKRMIN 

Select marker search minimum 

MARKER (Oh 7) 

SMKRX 

Select the marker search x-axis marker mode 

MARKER (Oh 7) 

SNPDB 

Select log magnitude and phase as SnP output format 

HARD COPY (Oh 9) 

SNPFMTX? 

Output SnP output format selection 

HARD COPY (Ch 9) 

SNPGHZ 

Select GFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPHZ 

Select FIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPKHZ 

Select KFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPMA 

Select linear magnitude and phase as SnP output format 

HARD COPY (Ch 9) 

SNPMHZ 

Select MFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPRI 

Select real and imaginary as SnP output format 

HARD COPY (Ch 9) 

SNPUNITX? 

Output SnP frequency units selection 

HARD COPY (Ch 9) 

SOF 

Turn off smoothing 

AVG (Ch 5) 

SOF? 

Output smoothing on/off status 

AVG (Ch 5) 

SOLT 

Select SOLT calibration method 

CAL (Ch 6) 

SOLT4P 

Select SOLT calibration method for 4-port calibration 

CAL (Ch 6) 

SON 

Enter smoothing value and turn on 

AVG (Ch 5) 

SON? 

Output smoothing value 

AVG (Ch 5) 

SPAO 

Spur avoidance mode off 

SWEEP (Ch 5) 

SPA1 

Spur avoidance mode on 

SWEEP (Ch 5) 

SPAN 

Enter frequency span 

FREQ (Ch 5) 

SPAN? 

Output frequency span 

FREQ (Ch 5) 

SPARAM 

Select All S-parameters as chop mode type 

SWEEP (Ch 5) 

SPAX? 

Output spur avoidance mode on/off status 

SWEEP (Ch 5) 

SPD 

Enter pen speed percentage 

HARD COPY (Ch 9) 

SPD? 

Output pen speed percentage 

HARD COPY (Ch 9) 

SPGCA 

Select swept power gain compression application 

APPL- GAIN COMPRESSION (Ch 10) 

SPGCT 

Start swept power gain compression test 

APPL - GAIN COMPRESSION (Ch 10) 

SPH 

Enter active segmented limit horizontal stop position 

DISPLAY - LIMITS (Ch 7) 

SPH? 

Output active segmented limit horizontal stop position 

DISPLAY - LIMITS (Ch 7) 

SPTS? 

Output the number of smoothing points 

AVG (Ch 5) 

SPV 

Enter active segmented limit vertical stop position 

DISPLAY - LIMITS (Ch 7) 

SPV? 

Output active segmented limit vertical stop position 

DISPLAY - LIMITS (Ch 7) 

SRC1AC? 

Output source 1 active/inactive status 

CONFIG (Ch 5) 

SRC2? 

Output external source 2 existence information 

CONFIG (Ch 5) 

SRC2AC 

Select source 2 as active 

CONFIG (Ch 5) 

SRC2AC? 

Output source 2 active/inactive status 

CONFIG (Ch 5) 

SRC2MOD? 

Output external source 2 model/version string 

CONFIG (Ch 5) 
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SRC2NA 

Select source 2 as not active 

CONFIG (Oh 5) 

SRC3? 

Output external source 3 existence information 

CONFIG (Oh 5) 

SRC3AC 

Select source 3 as active 

CONFIG (Oh 5) 

SRC3AC? 

Output source 3 active/inactive status 

CONFIG (Oh 5) 

SRC3MOD? 

Output external source 3 model/version string 

CONFIG (Oh 5) 

SRC3NA 

Select source 3 as not active 

CONFIG (Oh 5) 

SRC4? 

Output external source 4 existence information 

CONFIG (Oh 5) 

SRC4AC 

Select source 4 as active 

CONFIG (Oh 5) 

SRC4AC? 

Output source 4 active/inactive status 

CONFIG (Oh 5) 

SRC4MOD? 

Output external source 4 model/version string 

CONFIG (Oh 5) 

SRC4NA 

Select source 4 as not active 

CONFIG (Oh 5) 

SRCH 

Enter marker search value 

MARKER (Oh 7) 

SRCH? 

Output marker search value 

MARKER (Oh 7) 

SRCHFX? 

Output the marker search x-value in GFIz and the marker failure 
status 

MARKER (Oh 7) 

SRCHFXP? 

Output the marker search x-value in dBm and the marker failure 
status in the power sweep mode 

MARKER (Oh 7) 

SRCHP 

Enter marker search value in power sweep mode 

MARKER (Oh 7) 

SRCHP? 

Output marker search value in power sweep mode 

MARKER (Oh 7) 

SRCHX? 

Output the marker search x-value 

MARKER (Oh 7) 

SRCHXP? 

Output the marker search x-value in the power sweep mode 

MARKER (Oh 7) 

SRT 

Enter start frequency 

FREQ (Oh 5) 

SRT? 

Output start frequency 

FREQ (Oh 5) 

SSC 

Select the segmented sweep calibration data points 

CAL (Oh 6) 

STD 

Store trace to memory on active channel 

DISPLAY (Oh 5) 

STEPP 

Enter power step 

SWEEP - POWER SWEEP (Ch 5) 

STEPP? 

Output power step 

SWEEP - POWER SWEEP (Ch 5) 

STH 

Enter active segmented limit horizontal start position 

DISPLAY - LIMITS (Ch 7) 

STH? 

Output active segmented limit horizontal start position 

DISPLAY - LIMITS (Ch 7) 

STOPP 

Enter stop power 

SWEEP - POWER SWEEP (Ch 5) 

STOPP? 

Output stop power 

SWEEP - POWER SWEEP (Ch 5) 

STP 

Enter stop frequency 

FREQ (Ch 5) 

STP? 

Output stop frequency 

FREQ (Ch 5) 

STRTP 

Enter start power 

SWEEP - POWER SWEEP (Ch 5) 

STRTP? 

Output start power 

SWEEP - POWER SWEEP (Ch 5) 

STV 

Enter active segmented limit vertical start position 

DISPLAY - LIMITS (Ch 7) 

STV? 

Output active segmented limit vertical start position 

DISPLAY - LIMITS (Ch 7) 

SV1 

Save front panel setup number 1 to memory 

SAVE/RECALL (Ch 9) 
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SV10 

Save front panel setup number 10 to memory 

SAVE/RECALL (Ch 9) 

SV2 

Save front panel setup number 2 to memory 

SAVE/RECALL (Ch 9) 

SV3 

Save front panel setup number 3 to memory 

SAVE/RECALL (Ch 9) 

SV4 

Save front panel setup number 4 to memory 

SAVE/RECALL (Ch 9) 

SV5 

Save front panel setup number 5 to memory 

SAVE/RECALL (Ch 9) 

SV6 

Save front panel setup number 6 to memory 

SAVE/RECALL (Ch 9) 

SV7 

Save front panel setup number 7 to memory 

SAVE/RECALL (Ch 9) 

SV8 

Save front panel setup number 8 to memory 

SAVE/RECALL (Ch 9) 

SV9 

Save front panel setup number 9 to memory 

SAVE/RECALL (Ch 9) 

SVB 

Save current band definitions 

CONFIG - MULTIPLE SOURCE (Ch 5) 

SVCM1 

Save cal data In Internal memory 1 

SAVE/RECALL (Ch 9) 

SVCM2 

Save cal data In Internal memory 2 

SAVE/RECALL (Ch 9) 

SVCM3 

Save cal data In Internal memory 3 

SAVE/RECALL (Ch 9) 

SVCM4 

Save cal data In Internal memory 4 

SAVE/RECALL (Ch 9) 

SVCM5 

Save cal data In Internal memory 5 

SAVE/RECALL (Ch 9) 

SVCM6 

Save cal data In Internal memory 6 

SAVE/RECALL (Ch 9) 

SVCM7 

Save cal data In Internal memory 7 

SAVE/RECALL (Ch 9) 

SVCM8 

Save cal data In Internal memory 8 

SAVE/RECALL (Ch 9) 

SWAVG 

Set the averaging type to Sweep-by-Sweep averaging 

AVG (Ch 5) 

SWAVG? 

Output the averaging type of PoInt-by-PoInt or Sweep-by-Sweep 

AVG (Ch 5) 

SWP 

Return to normal sweep mode 

FREQ (Ch 5) 

SWP? 

Output sweep mode 

FREQ (Ch 5) 

SWPCO 

Turn off chop sweep mode 

SWEEP (Ch 5) 

SWPC1 

Turn on chop sweep mode 

SWEEP (Ch 5) 

SWPCX? 

Output chop sweep mode on/off 

SWEEP (Ch 5) 

SWPDIR? 

Output Instantaneous sweep direction forward/reverse 

REMOTE - SYNC (Ch 8) 

SWPT 

Enter sweep time 

SWEEP (Ch 5) 

SWPTO 

Turn off sweep time measurement 

SWEEP (Ch 5) 

SWPT1 

Turn on sweep time measurement 

SWEEP (Ch 5) 

SWPT? 

Output sweep time 

SWEEP (Ch 5) 

SWPTMA 

Set auto sweep time mode 

SWEEP (Ch 5) 

SWPTMM 

Set manual sweep time mode 

SWEEP (Ch 5) 

SWPTMX? 

Output sweep time mode 

SWEEP (Ch 5) 

SWPTX? 

Output sweep time measurement on/off status 

SWEEP (Ch 5) 

SWPX? 

Output sweep type selection 

SWEEP (Ch 5) 

SWR 

Select SWR display for active channel 

DISPLAY (Ch 5) 

SXX? 

Output S-parameter or user defined parameter of active channel 

MEAS (Ch 5) 
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SYSZO? 

Output system Impedance 

CAL (Oh 6) 

T13 

Select overlaid channel 1 and 3 display 

DISPLAY (Oh 5) 

T14 

Overlay all four channels (Limited to selected Graph types) 

DISPLAY (Oh 5) 

T24 

Select overlaid channel 2 and 4 display 

DISPLAY (Oh 5) 

TBP 

Select time bandpass mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

TC1 

Take calibration data for port 1 

CAL (Oh 6) 

TC2 

Take calibration data for port 2 

CAL (Ch 6) 

TCD 

Take calibration data on one or both ports as necessary 

CAL (Ch 6) 

TCM 

Select TRM calibration method 

CAL (Ch 6) 

TDC 

Select time domain harmonic frequency calibration data points 

CAL (Ch 6) 

TDDIST 

Set time domain parameter to distance for active channel 

APPL - TIME DOMAIN (Ch 10) 

TDDIST? 

Output active channel time domain parameter distance or time 

APPL - TIME DOMAIN (Ch 10) 

TDPIO 

Turn phasor Impulse response off for active channel 

APPL - TIME DOMAIN (Ch 10) 

TDPI1 

Turn phasor Impulse response on for active channel 

APPL - TIME DOMAIN (Ch 10) 

TDPIX? 

Output phasor Impulse on/off status for active channel 

APPL - TIME DOMAIN (Ch 10) 

TDTIME 

Set time domain parameter to time for active channel 

APPL - TIME DOMAIN (Ch 10) 

TDX? 

Output domain mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

TEB 

Select external trigger executes *DDT definition 

SWEEP (Ch 5) 

TENMHZERR? 

Output 10 MHz calibration max error 

CAL (Ch 6) 

TEX 

Select external measurement triggering 

SWEEP (Ch 5) 

TEXS 

Select external measurement sweep triggering 

SWEEP (Ch 5) 

TEXSB 

Select external measurement sweep triggering and execute trigger 
buffer 

SWEEP (Ch 5) 

THRU23 

Include port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

THRU23? 

Output selection of Include or omit port 2, 3 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU23N 

Omit port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

THRU24 

Include port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU24? 

Output selection of include or omit port 2, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU24N 

Omit port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU34 

Include port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU34? 

Output selection of include or omit port 3, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU34N 

Omit port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TIB 

Select GPIB measurement triggering 

SWEEP (Ch 5) 

TIBS 

Select GPIB measurement sweep triggering 

SWEEP (Ch 5) 

TIBSB 

Select GPIB measurement sweep triggering and execute trigger 
buffer 

SWEEP (Ch 5) 
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TIME 

Enter the system time 

UTILITY (Ch 9) 

TIME? 

Output the system time 

UTILITY (Ch 9) 

TIN 

Select Internal measurement triggering 

SWEEP (Ch 5) 

TLP 

Select time lowpass mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

TLZ 

Enter thru line Impedance for calibration 

CAL (Ch 6) 

TLZ? 

Output thru line Impedance for calibration 

CAL (Ch 6) 

TOL 

Enter thru offset/reciprocal length for calibration 

CAL (Ch 6) 

TOL? 

Output thru offset/reciprocal length for calibration 

CAL (Ch 6) 

TOLP14 

Enter port 1,4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP14? 

Output port 1,4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP23 

Enter port 2, 3 thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP23? 

Output port 2, 3 thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP24 

Enter port 2, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP24? 

Output port 2, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP3 

Enter thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP34 

Enter port 3, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP34? 

Output port 3, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP3? 

Output thru offsett/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TP1 

Select port 1 for flat power correction 

POWER - FLAT POWER (Ch 5) 

TP3 

Select port 3 for flat power correction 

POWER - FLAT POWER (Ch 5) 

TPI 

Select time phasor impulse mode for active channel 

APPL - TIME DOMAIN (Ch 10) 

TPN 

Enter pen number for trace overlay data 

HARD COPY (Ch 9) 

TPN? 

Output pen number for trace overlay data 

HARD COPY (Ch 9) 

TPX? 

Output selected port for flat power correction 

POWER - FLAT POWER (Ch 5) 

TRCALTYPE 

Select the receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

TRCCOL 

Enter the color number for memory data 

UTILITY (Ch 9) 

TRCCOL? 

Output the color number for memory data 

UTILITY (Ch 9) 

TRP12D? 

Ouery the port 1,2 device type 

CAL (Ch 6) 

TRP12DR 

Set the port 1,2 device type to RECIPROCAL 

CAL (Ch 6) 

TRP12DT 

Set the port 1,2 device type to THRU 

CAL (Ch 6) 

TRP120L 

Enter the thru/reciprocal offset length for port 1,2 

CAL (Ch 6) 

TRP120L? 

Output the thru/reciprocal offset length for port 1,2 

CAL (Ch 6) 

TRP13D? 

Ouery the port 1,3 device type 

CAL (Ch 6) 

TRP13DR 

Set the port 1,3 device type to RECIPROCAL 

CAL (Ch 6) 

TRP13DT 

Set the port 1,3 device type to THRU 

CAL (Ch 6) 

TRP13I 

Include the port 1,3 thru/reciprocal measurement 

CAL (Ch 6) 
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TRP13I? 

Output the selection of omit or include for the port 1,3 
thru/reciprocal measurement 

CAL (Ch 6) 

TRP130 

Omit the port 1,3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP130L 

Enter the thru/reciprocal offset length for port 1,3 

CAL (Ch 6) 

TRP130L? 

Output the thru/reciprocal offset length for port 1,3 

CAL (Ch 6) 

TRP14D? 

Ouery the port 1,4 device type 

CAL (Ch 6) 

TRP14DR 

Set the port 1,4 device type to RECIPROCAL 

CAL (Ch 6) 

TRP14DT 

Set the port 1,4 device type to THRU 

CAL (Ch 6) 

TRP14I 

Include the port 1,4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP14I? 

Output the selection of omit or include for the port 1,4 
thru/reciprocal measurement 

CAL (Ch 6) 

TRP140 

Omit the port 1,4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP140L 

Enter the thru/reciprocal offset length for port 1,4 

CAL (Ch 6) 

TRP140L? 

Output the thru/reciprocal offset length for port 1,4 

CAL (Ch 6) 

TRP23D? 

Ouery the port 2, 3 device type 

CAL (Ch 6) 

TRP23DR 

Set the port 2, 3 device type to RECIPROCAL 

CAL (Ch 6) 

TRP23DT 

Set the port 2, 3 device type to THRU 

CAL (Ch 6) 

TRP23I 

Include the port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP23I? 

Output the selection of omit or include for the port 2, 3 
thru/reciprocal measurement 

CAL (Ch 6) 

TRP230 

Omit the port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP230L 

Enter the thru/reciprocal offset length for port 2, 3 

CAL (Ch 6) 

TRP230L? 

Output the thru/reciprocal offset length for port 2, 3 

CAL (Ch 6) 

TRP24D? 

Ouery the port 2, 4 device type 

CAL (Ch 6) 

TRP24DR 

Set the port 2, 4 device type to RECIPROCAL 

CAL (Ch 6) 

TRP24DT 

Set the port 2, 4 device type to THRU 

CAL (Ch 6) 

TRP24I 

Include the port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP24I? 

Output the selection of omit or include for the port 2, 4 
thru/reciprocal measurement 

CAL (Ch 6) 

TRP240 

Omit the port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP240L 

Enter the thru/reciprocal offset length for port 2, 4 

CAL (Ch 6) 

TRP240L? 

Output the thru/reciprocal offset length for port 2, 4 

CAL (Ch 6) 

TRP34D? 

Ouery the port 3, 4 device type 

CAL (Ch 6) 

TRP34DR 

Set the port 3, 4 device type to RECIPROCAL 

CAL (Ch 6) 

TRP34DT 

Set the port 3, 4 device type to THRU 

CAL (Ch 6) 

TRP34I 

Include the port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP34I? 

Output the selection of omit or include for the port 3, 4 
thru/reciprocal measurement 

CAL (Ch 6) 

TRP340 

Omit the port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 
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TRP340L 

Enter the thru/reciprocal offset length for port 3, 4 

CAL (Ch 6) 

TRP340L? 

Output the thru/reciprocal offset length for port 3, 4 

CAL (Ch 6) 

TRS 

Trigger/restart sweep 

CONFIG (Ch 5) 

TRX 

Select TRX calibration method 

CAL (Ch 6) 

TRX4P 

Select TRX calibration method for 4-port calibration 

CAL (Ch 6) 

TSALCMS1 

Source 1 ALC modulator drive voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCMS2 

Source 2 ALC modulator drive voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCS1 

Select source 1 for ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCS2 

Select source 2 for ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCV 

Start source ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSBEG 

Start diagnostics mode - same as SDG 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDDSS1 

Source 1 reference DDS voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDDSS2 

Source 2 reference DDS voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDRAM 

Start DRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDSPSRAM 

Start DSP SRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDVMC 

Enter DVM channel number - same as DVM 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEFMEM 

Start extended FLASFI memory test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEND 

End diagnostics mode - same as EDG 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEXTI 

Display external A/D input - same as EXD 

UTILITY - DIAGNOSTICS (Ch 9) 

TSFMEM 

Start FLASFI memory test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSGDRAM 

Start graphic DRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSGVRAM 

Start graphic VRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSHETO 

Flet oscillator voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLATR? 

Diagnostic read latch - same as DRL 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLATW 

Diagnostic write latch - same as DWL 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLEVAS1 

Source 1 level amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLEVAS2 

Source 2 level amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLOGAS1 

Source 1 logarithmic amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLOGAS2 

Source 2 logarithmic amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMAIVL01 

L01 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMAIVS1 

Source 1 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMAIVS2 

Source 2 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMCOOO 

Common offset mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMC001 

Common offset mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMHARO 

Harmonic mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMHAR1 

Harmonic mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMSPAO 

Spur avoidance mode off 

UTILITY - DIAGNOSTICS (Ch 9) 
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TSMSPA1 

Spur avoidance mode on 

UTILiTY - DiAGNOSTiCS (Ch 9) 

TSMSPUO 

Speed up circuit mode off 

UTILiTY - DiAGNOSTiCS (Ch 9) 

TSMSPU1 

Speed up circuit mode on 

UTILiTY - DIAGNOSTICS (Ch 9) 

TS0FFVL01 

L01 offset VCO voitage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSOFFVS1 

Source 1 offset VCO voitage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSOFFVS2 

Source 2 offset VCO voitage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSPWRLS1 

Source 1 power ievei DAC voitage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSPWRLS2 

Source 2 power ievei DAC voitage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSSRAM 

Start SRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSSRAMD 

Start SRAM disk test 

UTILITY - DIAGNOSTICS (Ch 9) 

TST 

Perform seif test and output status (same as *TST?) 

REMOTE - IEEE 488.2 (Ch 8) 

TSTRENF 

Noise figure measurement 

UTILITY - DIAGNOSTICS (Ch 9) 

TUNEO 

Turn tune mode off 

SWEEP (Ch 5) 

TUNE1 

Turn tune mode on 

SWEEP (Ch 5) 

TUNESWP 

Enter number of sweeps in tune mode 

SWEEP (Ch 5) 

TUNESWP? 

Output number of sweeps in tune mode 

SWEEP (Ch 5) 

TUNEX? 

Output tune mode on/off status 

SWEEP (Ch 5) 

TXX? 

Output trigger source 

SWEEP (Ch 5) 

U10 

Seiect 10 mii UTF caiibration kit 

CAL (Ch 6) 

U15 

Seiect 15 mii UTF caiibration kit 

CAL (Ch 6) 

U25 

Seiect 25 mii UTF caiibration kit 

CAL (Ch 6) 

UDP11 

Seiect the S11 user defined parameter 

MEAS (Ch 5) 

UDP12 

Seiect the SI 2 user defined parameter 

MEAS (Ch 5) 

UDP13 

Seiect the SI 3 user defined parameter 

MEAS (Ch 5) 

UDP14 

Seiect the SI 4 User Defined parameter 

MEAS (Ch 5) 

UDP21 

Seiect the S21 user defined parameter 

MEAS (Ch 5) 

UDP22 

Seiect the S22 user defined parameter 

MEAS (Ch 5) 

UDP23 

Seiect the S23 user defined parameter 

MEAS (Ch 5) 

UDP24 

Seiect the S24 User Defined parameter 

MEAS (Ch 5) 

UDP31 

Seiect the S31 user defined parameter 

MEAS (Ch 5) 

UDP32 

Seiect the S32 user defined parameter 

MEAS (Ch 5) 

UDP33 

Seiect the S33 user defined parameter 

MEAS (Ch 5) 

UDP34 

Seiect the S34 User Defined parameter 

MEAS (Ch 5) 

UDP41 

Seiect the S41 User Defined parameter 

MEAS (Ch 5) 

UDP42 

Seiect the S42 User Defined parameter 

MEAS (Ch 5) 

UDP43 

Seiect the S43 User Defined parameter 

MEAS (Ch 5) 

UDP44 

Seiect the S44 User Defined parameter 

MEAS (Ch 5) 
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UDPX? 

Output User Defined parameter for active channel 

MEAS (Oh 5) 

UF 

Suffix sets farad data type and scales by 1E-6 

DATA ENTRY SUFFIXES (Ch 5) 

UH 

Suffix sets farad data type and scales by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

UMDISO 

Turn off user message display 

REMOTE - USER MESSAGE (Ch 8) 

UMDIS1 

Turn on user message display 

REMOTE - USER MESSAGE (Ch 8) 

UMDISX? 

Output user message display on/off status 

REMOTE - USER MESSAGE (Ch 8) 

UMRST 

Reset all user message display parameters 

REMOTE - USER MESSAGE (Ch 8) 

UMSTR 

Enter the user message display string 

REMOTE - USER MESSAGE (Ch 8) 

UMSTR? 

Output the user message display string 

REMOTE - USER MESSAGE (Ch 8) 

UMXLOC 

Enter the user message display starting X location 

REMOTE - USER MESSAGE (Ch 8) 

UMXLOC? 

Output the user message display starting X location 

REMOTE - USER MESSAGE (Ch 8) 

UMYLOC 

Enter the user message display starting Y location 

REMOTE - USER MESSAGE (Ch 8) 

UMYLOC? 

Output the user message display starting Y location 

REMOTE - USER MESSAGE (Ch 8) 

UNDOGC 

Exit gain compression and undo changes 

APPL - GAIN COMPRESSION (Ch 10) 

UPLO 

Turn upper limit off 

DISPLAY - LIMITS (Ch 7) 

UPL1 

Turn upper limit on at current value 

DISPLAY - LIMITS (Ch 7) 

UPL20 

Turn upper limit off for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPL21 

Turn upper limit on at current value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPL2X? 

Output upper limit on/off status for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPLX? 

Output upper limit on/off status 

DISPLAY - LIMITS (Ch 7) 

US 

Suffix sets time data type and scales by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

US1 

Select upper segmented limit 1 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US10 

Select upper segmented limit 10 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US2 

Select upper segmented limit 2 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US3 

Select upper segmented limit 3 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US3P 

Select use existing 3-port calibration 

CAL (Ch 6) 

US3P? 

Output selection of use existing 3-port calibration or not 

CAL (Ch 6) 

US4 

Select upper segmented limit 4 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US5 

Select upper segmented limit 5 as the active segment 

DISPLAY - LIMITS (Ch 7) 

use 

Select upper segmented limit 6 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US7 

Select upper segmented limit 7 as the active segment 

DISPLAY - LIMITS (Ch 7) 

use 

Select upper segmented limit 8 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US9 

Select upper segmented limit 9 as the active segment 

DISPLAY - LIMITS (Ch 7) 

use 

Suffix sets time data type and scales by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

USE 

Enter effective dielectric for microstrip calibration 

CAL (Ch 6) 

USE? 

Output effective dielectric for microstrip calibration 

CAL (Ch 6) 

USL 

Enter label string for user parameter being defined 

MEAS (Ch 5) 
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USL? 

Output label string for the user parameter being defined 

MEAS (Ch 5) 

USR1 

Measure the user parameter 1 on active channel 

MEAS (Ch 5) 

USR10 

Measure user parameter 10 on active channel 

MEAS (Ch 5) 

USR11 

Measure user parameter 11 on active channel 

MEAS (Ch 5) 

USR12 

Measure user parameter 12 on active channel 

MEAS (Ch 5) 

USR13 

Measure user parameter 13 on active channel 

MEAS (Ch 5) 

USR14 

Measure user parameter 14 on active channel 

MEAS (Ch 5) 

USR15 

Measure user parameter 15 on active channel 

MEAS (Ch 5) 

USR16 

Measure user parameter 16 on active channel 

MEAS (Ch 5) 

USR2 

Measure user parameter 2 on active channel 

MEAS (Ch 5) 

USR3 

Measure user parameter 3 on active channel 

MEAS (Ch 5) 

USR4 

Measure user parameter 4 on active channel 

MEAS (Ch 5) 

USR5 

Measure user parameter 5 on active channel 

MEAS (Ch 5) 

USR6 

Measure user parameter 6 on active channel 

MEAS (Ch 5) 

USR7 

Measure user parameter 7 on active channel 

MEAS (Ch 5) 

USR8 

Measure user parameter 8 on active channel 

MEAS (Ch 5) 

USR9 

Measure user parameter 9 on active channel 

MEAS (Ch 5) 

USW 

Enter microstrip width for microstrip calibration 

CAL (Ch 6) 

USW? 

Output microstrip width for microstrip calibration 

CAL (Ch 6) 

USZ 

Enter microstrip impedance for microstrip calibration 

CAL (Ch 6) 

USZ? 

Output microstrip impedance for microstrip calibration 

CAL (Ch 6) 

UTFD 

Select user defined microstrip calibration kit 

CAL (Ch 6) 

UTFX? 

Output microstrip cal kit selection USER/U10/U15/U25 

CAL (Ch 6) 

V 

Suffix sets voltage data type 

DATA ENTRY SUFFIXES (Ch 5) 

VELO? 

Output relative velocity for lowpass distance 

APPL - TIME DOMAIN (Ch 10) 

VLT 

Suffix sets voltage data type 

DATA ENTRY SUFFIXES (Ch 5) 

VSP 

Enter rear panel stop voltage value 

UTILITY - REAR PANEL (Ch 10) 

VSP? 

Output rear panel stop voltage value 

UTILITY - REAR PANEL (Ch 10) 

VST 

Enter rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

VST? 

Output rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

WCO 

Enter waveguide cutoff frequency for user defined kit 

CAL (Ch 6) 

WCO? 

Output waveguide cutoff frequency for user defined kit 

CAL (Ch 6) 

WFS 

Wait full sweep until all display data is valid 

REMOTE - SYNC (Ch 8) 

WGCUTOFF? 

Output the waveguide cal kit cutoff frequency 

CAL (Ch 6) 

WGSER? 

Output waveguide cal kit serial number 

CAL (Ch 6) 

WGSHOFF1? 

Output the waveguide cal kit short 1 offset 

CAL (Ch 6) 

WGSHOFF2? 

Output the waveguide cal kit short 2 offset 

CAL (Ch 6) 
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WIDE 

Use entire display width for graphs 

UTILITY (Oh 9) 

WKD 

Select user defined waveguide calibration kit 

CAL (Oh 6) 

WKI 

Select installed waveguide calibration kit 

CAL (Oh 6) 

WKX? 

Output waveguide calibration kit selection user/install 

CAL (Oh 6) 

WLS 

Select low sidelobe window shape 

APPL - TIME DOMAIN (Ch 10) 

WMS 

Select minimum sidelobe window shape 

APPL - TIME DOMAIN (Ch 10) 

WNM 

Select nominal window shape 

APPL - TIME DOMAIN (Ch 10) 

WRT 

Select rectangular window shape 

APPL - TIME DOMAIN (Ch 10) 

WSH1 

Enter waveguide short offset 1 for user defined kit 

CAL (Ch 6) 

WSH1? 

Output waveguide short 1 offset for user defined kit 

CAL (Ch 6) 

WSH2 

Enter waveguide short offset 2 for user defined kit 

CAL (Ch 6) 

WSH2? 

Output waveguide short 2 offset for user defined kit 

CAL (Ch 6) 

WSX? 

Output window shape 

APPL - TIME DOMAIN (Ch 10) 

XM3 

Suffix sets unitless data type and scales by 1E-3 

DATA ENTRY SUFFIXES (Ch 5) 

XMKR? 

Output marker mode 

MARKER (Ch 7) 

XMKRP? 

Output the power sweep marker mode 

MARKER (Ch 7) 

XSB? 

Output byte order for output data LSB or MSB 

REMOTE - FORMATTING (Ch 8) 

XX1 

Suffix sets unitless data type 

DATA ENTRY SUFFIXES (Ch 5) 

XX3 

Suffix sets unitless data type and scales by 1E3 

DATA ENTRY SUFFIXES (Ch 5) 

ZCT 

Enter zoom range center value time or distance 

APPL - TIME DOMAIN (Ch 10) 

ZCT? 

Output zoom range center value 

APPL - TIME DOMAIN (Ch 10) 

ZSN 

Enter zoom range span value time or distance 

APPL - TIME DOMAIN (Ch 10) 

ZSN? 

Output zoom range span value 

APPL - TIME DOMAIN (Ch 10) 

ZSP 

Enter zoom range stop value time or distance 

APPL - TIME DOMAIN (Ch 10) 

ZSP? 

Output zoom range stop value 

APPL - TIME DOMAIN (Ch 10) 

ZST 

Enter zoom range start value time or distance 

APPL - TIME DOMAIN (Ch 10) 

ZST? 

Output zoom range start value 

APPL - TIME DOMAIN (Ch 10) 
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ABSPHASE? 

Output the absolute phase ON/OFF status 

APPL(Ch 10) 

ABSPHASEO 

Turn absolute phase OFF 

APPL(Ch 10) 

ABSPHASE1 

Turn absolute phase ON 

APPL(Ch 10) 

APPDEVM 

Select mixer device type for application 

APPL(Ch 10) 

APPDEVS 

Select standard device type for application 

APPL(Ch 10) 

APPDEVX? 

Output device type for application 

APPL(Ch 10) 

APPENTC 

Set application entry state to current state 

APPL(Ch 10) 

APPENTP 

Set application entry state to previous state 

APPL(Ch 10) 

APPENTX? 

Output application entry state 

APPL(Ch 10) 

APPGCF 

Select swept frequency gain compression application type 

APPL(Ch 10) 

APPGCP 

Select swept power gain compression application type 

APPL(Ch 10) 

APPHAR 

Select harmonic application type 

APPL(Ch 10) 

APPIMD 

Select IMD application type 

APPL(Ch 10) 

APPLORCWO 

Turn off LO CW mode 

APPL(Ch 10) 

APPLORCW1 

Turn on LO CW mode 

APPL(Ch 10) 

APPLORCWF 

Enter LO CW frequency 

APPL(Ch 10) 

APPLORCWF? 

Output LO CW frequency 

APPL(Ch 10) 

APPLORCWX? 

Output LO CW on/off status 

APPL(Ch 10) 

APPLOROFF 

Enter LO offset frequency 

APPL(Ch 10) 

APPLOROFF? 

Output LO offset frequency 

APPL(Ch 10) 

APPLORRCD 

Select receiver down conversion 

APPL(Ch 10) 

APPLORRCN 

Select receiver no conversion 

APPL(Ch 10) 

APPLORRCU 

Select receiver up conversion 

APPL(Ch 10) 

APPLORRCX? 

Output receiver conversion type 

APPL(Ch 10) 

APPLORS2 

Select source 2 for LO 

APPL(Ch 10) 

APPLORS3 

Select source 3 for LO 

APPL(Ch 10) 

APPLORS4 

Select source 4 for LO 

APPL(Ch 10) 

APPLORSX? 

Output LO source number 

APPL(Ch 10) 

APPNF 

Select noise figure application type 

APPL(Ch 10) 

APPSWPC 

Set application sweep mode to CW receiver 

APPL(Ch 10) 

APPSWPS 

Set application sweep mode to source sweep 

APPL(Ch 10) 

APPSWPX? 

Output application sweep mode 

APPL(Ch 10) 

APPTR 

Select transmission and reflection application type 

APPL(Ch 10) 

APPX? 

Output application type 

APPL(Ch 10) 

EDE 

Edit ENR source equation 

APPL(Ch 10) 

HELPO 

Turn off help display 

APPL(Ch 10) 

HELP1 

Turn on help display 

APPL(Ch 10) 
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HELPX? 

Output help display on/off status 

APPL(Ch 10) 

IFV 

Enter frequency values 

APPL(Ch 10) 

APPFTGD 

Select frequency translation group delay application type 

APPL- FTGD (Ch 10) 

BEGFTGD 

Start frequency translation group delay calibration 

APPL- FTGD (Ch 10) 

FTGDCO 

Turn off frequency translation group delay correction 

APPL - FTGD (Ch 10) 

FTGDC1 

Turn on frequency translation group delay correction 

APPL - FTGD (Ch 10) 

FTGDCDONE? 

Output frequency translation group delay cal done status 

APPL - FTGD (Ch 10) 

FTGDCX? 

Output frequency translation group delay correction on/off status 

APPL - FTGD (Ch 10) 

CALR 

Perform receiver calibration for gain 
compression testing 

APPL - GAIN COMPRESSION (Ch 10) 

GCFS? 

Output the multiple gain compression fixed scale flag ON/OFF status 

APPL - GAIN COMPRESSION (Ch 10) 

GCFSOFF 

Turn the multiple gain compression fixed scale flag OFF 

APPL - GAIN COMPRESSION (Ch 10) 

GCFSON 

Turn the multiple gain compression fixed scale flag ON 

APPL - GAIN COMPRESSION (Ch 10) 

GCMP 

Enter gain compression point search value 

APPL - GAIN COMPRESSION (Ch 10) 

GCMP? 

Output gain compression point search value 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS21? 

Output self normalization of S21 status 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS210 

Turn self normalization of S21 off 

APPL - GAIN COMPRESSION (Ch 10) 

GCSNS211 

Turn self normalization of S21 on 

APPL - GAIN COMPRESSION (Ch 10) 

GCYSP 

Enter the Y-stop power level for multiple frequency gain compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYSP? 

Output the Y-stop power level for multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYST 

Enter the Y-start power level for multiple frequency gain compression 

APPL - GAIN COMPRESSION (Ch 10) 

GCYST? 

Output the Y-start power level for multiple frequency gain 
compression 

APPL - GAIN COMPRESSION (Ch 10) 

MFGCT 

Start multiple frequency swept power gain compression test 

APPL - GAIN COMPRESSION (Ch 10) 

NOFST 

Enter nominal offset value for external gain 

APPL - GAIN COMPRESSION (Ch 10) 

NOFST? 

Output nominal offset value for external gain 

APPL - GAIN COMPRESSION (Ch 10) 

NRMS 

Normalize S21 for gain compression testing 

APPL - GAIN COMPRESSION (Ch 10) 

PSET 

Enter target power for gain compression receiver calibration 

APPL - GAIN COMPRESSION (Ch 10) 

PSET? 

Output target power for gain compression receiver calibration 

APPL - GAIN COMPRESSION (Ch 10) 

PSF 

Enter swept power frequency 

APPL - GAIN COMPRESSION (Ch 10) 

PSF? 

Output swept power frequency 

APPL - GAIN COMPRESSION (Ch 10) 

PSTEP 

Enter power sweep step size 

APPL - GAIN COMPRESSION (Ch 10) 

PSTEP? 

Output power sweep step size 

APPL - GAIN COMPRESSION (Ch 10) 

PSTOP 

Enter power sweep stop power 

APPL - GAIN COMPRESSION (Ch 10) 

PSTOP? 

Output power sweep stop power 

APPL - GAIN COMPRESSION (Ch 10) 

PSTRT 

Enter power sweep start power 

APPL - GAIN COMPRESSION (Ch 10) 

PSTRT? 

Output power sweep start power 

APPL - GAIN COMPRESSION (Ch 10) 
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PSWC 

Perform power sweep linearity calibration 

APPL- GAIN COMPRESSION (Ch fO) 

PSWCO 

Turn power sweep linearity calibration off 

APPL- GAIN COMPRESSION (Ch fO) 

PSWC1 

Turn power sweep linearity calibration on 

APPL - GAIN COMPRESSION (Ch fO) 

PSWCDONE? 

Output power sweep linearity cal done status 

APPL - GAIN COMPRESSION (Ch fO) 

PSWCX? 

Output power sweep linearity calibration on/off status 

APPL - GAIN COMPRESSION (Ch fO) 

PSWPO 

Turn power sweep oft 

APPL - GAIN COMPRESSION (Ch fO) 

PSWP1 

Turn power sweep on 

APPL - GAIN COMPRESSION (Ch fO) 

PSWPX? 

Output power sweep on/off status 

APPL - GAIN COMPRESSION (Ch fO) 

RSTGC 

Reset gain compression parameters to default 

APPL - GAIN COMPRESSION (Ch fO) 

SFGCA 

Select swept frequency gain compression application 

APPL - GAIN COMPRESSION (Ch fO) 

SFGCT 

Start swept frequency gain compression test 

APPL - GAIN COMPRESSION (Ch fO) 

SPGCA 

Select swept power gain compression application 

APPL - GAIN COMPRESSION (Ch fO) 

SPGCT 

Start swept power gain compression test 

APPL - GAIN COMPRESSION (Ch fO) 

UNDOGC 

Exit gain compression and undo changes 

APPL - GAIN COMPRESSION (Ch fO) 

BEGEN 

Begin taking harmonic enhancement calibration data 

APPL - HARMONIC (Ch fO) 

BEGHAR 

Begin taking both harmonic enhancement and phase calibration 

APPL - HARMONIC (Ch fO) 

BEGPH 

Begin taking harmonic phase calibration data 

APPL - HARMONIC (Ch fO) 

HAR1 

Select fst harmonic (fundamental) frequency 

APPL - HARMONIC (Ch fO) 

HAR2 

Select 2nd harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR3 

Select 3rd harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR4 

Select 4th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR5 

Select 5th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR6 

Select 6th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR7 

Select 7th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR8 

Select 8th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HAR9 

Select 9th harmonic frequency 

APPL - HARMONIC (Ch fO) 

HARCE 

Select harmonic enhancement correction 

APPL - HARMONIC (Ch fO) 

HARCEDONE? 

Output harmonic enhancement cal done status 

APPL - HARMONIC (Ch fO) 

HARCEP 

Select harmonic enhancement and Phase correction 

APPL - HARMONIC (Ch fO) 

HARCEPDONE? 

Output harmonic enhancement and Phase cal done status 

APPL - HARMONIC (Ch fO) 

HARCN 

Select No harmonic correction 

APPL - HARMONIC (Ch fO) 

HARCPDONE? 

Output harmonic phase cal done status 

APPL - HARMONIC (Ch fO) 

HARCX? 

Output harmonic correction setting 

APPL - HARMONIC (Ch fO) 

HARDOF 

Select harmonic display relative to output fundamental frequency 

APPL - HARMONIC (Ch fO) 

HARDSF 

Select harmonic display relative to source fundamental frequency 

APPL - HARMONIC (Ch fO) 

HARDSH 

Select harmonic display relative to source harmonic frequency 

APPL - HARMONIC (Ch fO) 

HARDX? 

Output harmonic display setting 

APPL - HARMONIC (Ch fO) 
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HARP12 

Select ports 1 and 2 

APPL- HARMONIC (Ch 10) 

HARP13 

Select ports 1 and 3 

APPL- HARMONIC (Ch 10) 

HARPX? 

Output ports 1 and 2 or 1 and 3 setting 

APPL - HARMONIC (Ch 10) 

HARX? 

Output harmonic frequency number 

APPL - HARMONIC (Ch 10) 

BEGIMD 

Begin taking IMD calibration data 

APPL - IMD (Ch 10) 

IMD3 

Select 3rd order Intermodulation products 

APPL - IMD (Ch 10) 

IMD5 

Select 5th order intermodulation products 

APPL - IMD (Ch 10) 

IMD7 

Select 7th order intermodulation products 

APPL - IMD (Ch 10) 

IMD9 

Select 9th order intermodulation products 

APPL - IMD (Ch 10) 

IMDCO 

Turn off IMD correction 

APPL - IMD (Ch 10) 

IMDC1 

Turn on IMD correction 

APPL - IMD (Ch 10) 

IMDCDONE? 

Output IMD cal done status 

APPL - IMD (Ch 10) 

IMDCX? 

Output IMD correction on/off status 

APPL - IMD (Ch 10) 

IMDDI 

Display IMD intercept 

APPL - IMD (Ch 10) 

IMDDP 

Display IMD product 

APPL - IMD (Ch 10) 

IMDDX? 

Output IMD display selection 

APPL - IMD (Ch 10) 

IMDLOS2 

Select source 2 for IMD LO 

APPL - IMD (Ch 10) 

IMDLOS3 

Select source 3 for IMD LO 

APPL - IMD (Ch 10) 

IMDLOS4 

Select source 4 for IMD LO 

APPL - IMD (Ch 10) 

IMDLOSX? 

Output IMD tone 1 source number 

APPL - IMD (Ch 10) 

IMDMRI 

Select Input as measurement reference for IMD 

APPL - IMD (Ch 10) 

IMDMRO 

Select Output as measurement reference for IMD 

APPL - IMD (Ch 10) 

IMDMRX? 

Output measurement reference for IMD 

APPL - IMD (Ch 10) 

IMDOX? 

Output IMD ORDER selection 

APPL - IMD (Ch 10) 

IMDRT1 

Select IMD relative to tone 1 

APPL - IMD (Ch 10) 

IMDRT2 

Select IMD relative to tone 2 

APPL - IMD (Ch 10) 

IMDRTX? 

Output IMD display relative to tone number selection 

APPL - IMD (Ch 10) 

IMDSSMA 

Select source selection apply mode 

APPL - IMD (Ch 10) 

IMDSSMD 

Select source selection define mode 

APPL - IMD (Ch 10) 

IMDSSMX? 

Output source selection mode 

APPL - IMD (Ch 10) 

IMDT1S1 

Select source 1 for IMD tone 1 

APPL - IMD (Ch 10) 

IMDT1S2 

Select source 2 for IMD tone 1 

APPL - IMD (Ch 10) 

IMDT1S3 

Select source 3 for IMD tone 1 

APPL - IMD (Ch 10) 

IMDT1S4 

Select source 4 for IMD tone 1 

APPL - IMD (Ch 10) 

IMDT1SX? 

Output IMD tone 1 source number 

APPL - IMD (Ch 10) 

IMDT20FF 

Enter IMD tone 2 offset 

APPL - IMD (Ch 10) 

IMDT20FF? 

Output IMD tone 2 offset 

APPL - IMD (Ch 10) 
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IMDT2S1 

Select source 1 for IMD tone 2 

APPL- IMD (Ch 10) 

IMDT2S2 

Select source 2 for IMD tone 2 

APPL- IMD (Ch 10) 

IMDT2S3 

Select source 3 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2S4 

Select source 4 for IMD tone 2 

APPL - IMD (Ch 10) 

IMDT2SX? 

Output IMD tone 2 source number 

APPL - IMD (Ch 10) 

BEGNF 

Begin taking noise figure calibration data 

APPL - NOISE FIGURE (Ch 10) 

BEGNFRF 

Begin taking noise figure with RF calibration data 

APPL - NOISE FIGURE (Ch 10) 

BNDNFCW? 

Output multiple source band Noise Figure ENR source CW flag 

APPL - NOISE FIGURE (Ch 10) 

BNDNFDIV? 

Output multiple source band Noise Figure ENR source divisor 

APPL - NOISE FIGURE (Ch 10) 

BNDNFMUL? 

Output multiple source band Noise Figure ENR source multiplier 

APPL - NOISE FIGURE (Ch 10) 

BNDNFOFF? 

Output multiple source band Noise Figure ENR source offset 

APPL - NOISE FIGURE (Ch 10) 

NFALCK? 

Output lock or unlock down status for the front end attenuator setting 

APPL - NOISE FIGURE (Ch 10) 

NFALCKO 

Turn off the lock down 

APPL - NOISE FIGURE (Ch 10) 

NFALCK1 

Lock down the front end attenuator 

APPL - NOISE FIGURE (Ch 10) 

NFAOF 

Turn noise figure measurement averaging off 

APPL - NOISE FIGURE (Ch 10) 

NFAON 

Turn noise figure measurement averaging on 

APPL - NOISE FIGURE (Ch 10) 

NFAON? 

Noise figure averaging on/off query 

APPL - NOISE FIGURE (Ch 10) 

NFASET 

Lock down the front end attenuator and set it to 0, 1,2, 3, or 4 

APPL - NOISE FIGURE (Ch 10) 

NFBATTN 

Output the backend attenuator setting 

APPL - NOISE FIGURE (Ch 10) 

NFBCAL 

Output NF backend calibration table 

APPL - NOISE FIGURE (Ch 10) 

NFBW 

Enter noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBW? 

Output noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWCO 

Turn off noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWC1 

Turn on noise figure bandwidth correction 

APPL - NOISE FIGURE (Ch 10) 

NFBWCX? 

Output noise figure bandwidth correction on/off status 

APPL - NOISE FIGURE (Ch 10) 

NFCO 

Turn off noise figure correction 

APPL - NOISE FIGURE (Ch 10) 

NFC1 

Turn on noise figure correction 

APPL - NOISE FIGURE (Ch 10) 

NFC12TDONE? 

Output noise figure with 12 term cal done status 

APPL - NOISE FIGURE (Ch 10) 

NFC2 

Turn on noise figure with 12-term correction 

APPL - NOISE FIGURE (Ch 10) 

NFCDONE? 

Output noise figure cal done status 

APPL - NOISE FIGURE (Ch 10) 

NFCOLD 

Output corrected data for cold noise power 

APPL - NOISE FIGURE (Ch 10) 

NFCT 

Enter noise figure cold temperature 

APPL - NOISE FIGURE (Ch 10) 

NFCT? 

Output noise figure cold temperature 

APPL - NOISE FIGURE (Ch 10) 

NFCX? 

Output noise figure correction on/off status 

APPL - NOISE FIGURE (Ch 10) 

NFDAG 

Display available gain 

APPL - NOISE FIGURE (Ch 10) 

NFDATA 

Output the cold data, the hot data, the front end attenuator 

APPL - NOISE FIGURE (Ch 10) 

NFDBWN 

Select narrow DUT BW 

APPL - NOISE FIGURE (Ch 10) 
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NFDBWW 

Select wide DUT BW 

APPL- NOISE FIGURE (Ch fO) 

NFDBWX? 

Output DUT BW setting 

APPL- NOISE FIGURE (Ch fO) 

NFDENT 

Display equivalent noise temperature 

APPL - NOISE FIGURE (Ch fO) 

NFDIG 

Display insertion gain 

APPL - NOISE FIGURE (Ch fO) 

NFDNF 

Display noise figure 

APPL - NOISE FIGURE (Ch fO) 

NFDX? 

Output noise figure display selection 

APPL - NOISE FIGURE (Ch fO) 

NFDYF 

Display Y-factor 

APPL - NOISE FIGURE (Ch fO) 

NFFATTN 

Output the front end attenuator setting 

APPL - NOISE FIGURE (Ch 10) 

NFHOT 

Output corrected data for hot noise power 

APPL - NOISE FIGURE (Ch 10) 

NFLA 

Enter noise figure loss after DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLA? 

Output noise figure loss after DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLB 

Enter noise figure loss before DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLB? 

Output noise figure loss before DUT 

APPL - NOISE FIGURE (Ch 10) 

NFLENR 

Load ENR file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRH 

Load ENR file from hard disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRX 

Load ENR extension correction file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLENRXH 

Load ENR extension correction file from hard disk 

APPL - NOISE FIGURE (Ch 10) 

NFLNFX 

Load ENR external extension correction file from floppy disk 

APPL - NOISE FIGURE (Ch 10) 

NFLNFXH 

Load ENR external extension correction file from hard disk 

APPL - NOISE FIGURE (Ch 10) 

NFOL 

Output noise figure overload status 

APPL - NOISE FIGURE (Ch 10) 

NFSRCE 

Select external noise source 

APPL - NOISE FIGURE (Ch 10) 

NFSRCI 

Select internal noise source 

APPL - NOISE FIGURE (Ch 10) 

NFSRCX? 

Output noise source selection 

APPL - NOISE FIGURE (Ch 10) 

NFSSBCO 

Turn off noise figure single sideband correction 

APPL - NOISE FIGURE (Ch 10) 

NFSSBC1 

Turn on noise figure single sideband correction 

APPL - NOISE FIGURE (Ch 10) 

NFSSBCX? 

Output noise figure single sideband correction on/off 

APPL - NOISE FIGURE (Ch 10) 

NFXENRO 

Turn off ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NFXENR1 

Turn on ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NFXENRX? 

Ouery on/off status of ENR extension table 

APPL - NOISE FIGURE (Ch 10) 

NSO 

Turn noise source off 

APPL - NOISE FIGURE (Ch 10) 

NS1 

Turn noise source on 

APPL - NOISE FIGURE (Ch 10) 

CHDDX? 

Output domain parameter frequency/distance/time for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHGOF? 

Output the time domain gating mode on/off/display for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 

CHLPSX? 

Output the time domain impulse/step response for specified channel 

APPL - TIME DOMAIN (Ch 10) 

CHTDDIST? 

Output the time domain parameter distance/time for specified 
channel 

APPL - TIME DOMAIN (Ch 10) 
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CHTDPIX? 

Output the time domain phasor impulse on/off status for specified 
channel 

APPL - TIME DOMAIN (Oh 10) 

CHTDX? 

Output domain mode for specified channel 

APPL - TIME DOMAIN (Oh 10) 

DBP 

Select distance bandpass mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

DCA 

Select automatic DC term calculation for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DCO 

Select open for DC term for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DCREFC? 

Output reflection coefficient for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DCS 

Select short for DC term for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DCV 

Enter value for DC term for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DCV? 

Output lowpass DC term value 

APPL - TIME DOMAIN (Oh 10) 

DCX? 

Output lowpass DC term selection 

APPL - TIME DOMAIN (Oh 10) 

DCZ 

Select line impedance for DC term for lowpass 

APPL - TIME DOMAIN (Oh 10) 

DDX? 

Output active channel domain parameter frequency distance or time 

APPL - TIME DOMAIN (Oh 10) 

DLP 

Select distance lowpass mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

DPI 

Select distance phasor impulse mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

FGT 

Select frequency with time gate for active channel 

APPL - TIME DOMAIN (Oh 10) 

FQD 

Select frequency domain for active channel 

APPL - TIME DOMAIN (Oh 10) 

GCT 

Enter gate center value distance or time 

APPL - TIME DOMAIN (Oh 10) 

GCT? 

Output gate center value 

APPL - TIME DOMAIN (Oh 10) 

GDS 

Gate symbols displayed on active channel 

APPL - TIME DOMAIN (Oh 10) 

GLS 

Select low sidelobe gate shape 

APPL - TIME DOMAIN (Oh 10) 

GMS 

Select minimum sidelobe gate shape 

APPL - TIME DOMAIN (Oh 10) 

GNM 

Select nominal gate shape 

APPL - TIME DOMAIN (Oh 10) 

GOF 

Turn off gating on active channel 

APPL - TIME DOMAIN (Oh 10) 

GOF? 

Output gating mode on active channel 

APPL - TIME DOMAIN (Oh 10) 

GON 

Turn on gating on active channel 

APPL - TIME DOMAIN (Oh 10) 

GRT 

Select Rectangular gate shape 

APPL - TIME DOMAIN (Oh 10) 

GSN 

Enter gate span value distance or time 

APPL - TIME DOMAIN (Oh 10) 

GSN? 

Output gate span value 

APPL - TIME DOMAIN (Oh 10) 

GSP 

Enter gate stop value distance or time 

APPL - TIME DOMAIN (Oh 10) 

GSP? 

Output gate stop value 

APPL - TIME DOMAIN (Oh 10) 

GST 

Enter gate start value distance or time 

APPL - TIME DOMAIN (Oh 10) 

GST? 

Output gate start value 

APPL - TIME DOMAIN (Oh 10) 

GSX? 

Output Gate Shape setting 

APPL - TIME DOMAIN (Oh 10) 

LPl 

Select lowpass impulse response for active channel 

APPL - TIME DOMAIN (Oh 10) 

LPS 

Select lowpass step response for active channel 

APPL - TIME DOMAIN (Oh 10) 

LPSX? 

Output lowpass response for active channel impulse or step 

APPL - TIME DOMAIN (Oh 10) 
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MRR 

Restore original marker range 

APPL - TIME DOMAIN (Oh 10) 

TBP 

Select time bandpass mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDDIST 

Set time domain parameter to distance for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDDIST? 

Output active channel time domain parameter distance or time 

APPL - TIME DOMAIN (Oh 10) 

TDPIO 

Turn phasor impulse response off for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDPI1 

Turn phasor impulse response on for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDPIX? 

Output phasor impulse on/off status for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDTIME 

Set time domain parameter to time for active channel 

APPL - TIME DOMAIN (Oh 10) 

TDX? 

Output domain mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

TLP 

Select time lowpass mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

TPI 

Select time phasor impulse mode for active channel 

APPL - TIME DOMAIN (Oh 10) 

VELO? 

Output relative velocity for lowpass distance 

APPL - TIME DOMAIN (Oh 10) 

WLS 

Select low sidelobe window shape 

APPL - TIME DOMAIN (Oh 10) 

WMS 

Select minimum sidelobe window shape 

APPL - TIME DOMAIN (Oh 10) 

WNM 

Select nominal window shape 

APPL - TIME DOMAIN (Oh 10) 

WRT 

Select rectangular window shape 

APPL - TIME DOMAIN (Oh 10) 

WSX? 

Output window shape 

APPL - TIME DOMAIN (Oh 10) 

ZCT 

Enter zoom range center value time or distance 

APPL - TIME DOMAIN (Oh 10) 

ZCT? 

Output zoom range center value 

APPL - TIME DOMAIN (Oh 10) 

ZSN 

Enter zoom range span value time or distance 

APPL - TIME DOMAIN (Oh 10) 

ZSN? 

Output zoom range span value 

APPL - TIME DOMAIN (Oh 10) 

ZSP 

Enter zoom range stop value time or distance 

APPL - TIME DOMAIN (Oh 10) 

ZSP? 

Output zoom range stop value 

APPL - TIME DOMAIN (Oh 10) 

ZST 

Enter zoom range start value time or distance 

APPL - TIME DOMAIN (Oh 10) 

ZST? 

Output zoom range start value 

APPL - TIME DOMAIN (Oh 10) 

AOF 

Turn averaging off 

AVG (Ch 5) 

AOF? 

Output averaging on/off status 

AVG (Ch 5) 

AON 

Turn averaging on 

AVG (Ch 5) 

AVG 

Enter averaging count and turn it on 

AVG (Ch 5) 

AVG? 

Output averaging count 

AVG (Ch 5) 

AVGCNT? 

Output the current Sweep-by-Sweep average sweep count 

AVG (Ch 5) 

IF1 

Select 10 Hz IF bandwidth 

AVG (Ch 5) 

IF2 

Select too Hz IF bandwidth 

AVG (Ch 5) 

IF3 

Select 1 kHz IF bandwidth 

AVG (Ch 5) 

IF4 

Select 10 kHz IF bandwidth 

AVG (Ch 5) 

I FA 

Select 30 kHz IF bandwidth 

AVG (Ch 5) 

IFBW10 

Select 10 Hz IF bandwidth 

AVG (Ch 5) 
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IFBW100 

Select too FIz IF bandwidth 

AVG (Ch 5) 

IFBW10K 

Select 10 khlz IF bandwidth 

AVG (Ch 5) 

IFBW1K 

Select 1 khlz IF bandwidth 

AVG (Ch 5) 

IFBW30 

Select 30 Hz IF bandwidth 

AVG (Ch 5) 

IFBW300 

Select 300 Hz IF bandwidth 

AVG (Ch 5) 

IFBW30K 

Select 30 kHz IF bandwidth 

AVG (Ch 5) 

IFBW3K 

Select 3 kHz IF bandwidth 

AVG (Ch 5) 

IFBWX? 

Output IF bandwidth (10-30000) 

AVG (Ch 5) 

IFM 

Select 10 Hz IF bandwidth 

AVG (Ch 5) 

IFN 

Select 1 kHz IF bandwidth 

AVG (Ch 5) 

IFR 

Select too Hz IF bandwidth 

AVG (Ch 5) 

IFX? 

Output IF bandwidth (1-4) 

AVG (Ch 5) 

NFAVEC 

Enter noise figure averaging count 

AVG (Ch 5) 

NFAVEC? 

Output noise figure averaging count 

AVG (Ch 5) 

PTAVG 

Set the averaging type to Point-by-Point averaging 

AVG (Ch 5) 

RSTAVG 

Reset the Sweep-by-Sweep averaging sweep count 

AVG (Ch 5) 

SOF 

Turn off smoothing 

AVG (Ch 5) 

SOF? 

Output smoothing on/off status 

AVG (Ch 5) 

SON 

Enter smoothing value and turn on 

AVG (Ch 5) 

SON? 

Output smoothing value 

AVG (Ch 5) 

SPTS? 

Output the number of smoothing points 

AVG (Ch 5) 

SWAVG 

Set the averaging type to Sweep-by-Sweep averaging 

AVG (Ch 5) 

SWAVG? 

Output the averaging type of Point-by-Point or Sweep-by-Sweep 

AVG (Ch 5) 

2PATH3PORT 

Select 2-path 3-port calibration method 

CAL (Ch 6) 

A12 

Simulate 12-term calibration 

CAL (Ch 6) 

A24 

Simulate 3-port calibration 

CAL (Ch 6) 

A3P 

Simulate 3-port calibration 

CAL (Ch 6) 

A40 

Simulate 4-port calibration 

CAL (Ch 6) 

A4P 

Simulate 4-port calibration 

CAL (Ch 6) 

A4P0 

Simulate 4-port calibration and initialize all 4-port correction 
coefficients 

CAL (Ch 6) 

A8R 

Simulate 1-path 2-port calibration reverse path 

CAL (Ch 6) 

AST 

Simulate 1-path 2-port calibration forward path 

CAL (Ch 6) 

ABORTCAL 

Abort calibration and keep existing calibration data 

CAL (Ch 6) 

ABT 

Simulate translation frequency response calibration forward and 
reverse 

CAL (Ch 6) 

ADPL 

Enter electrical length for adapter removal 

CAL (Ch 6) 

ADPL? 

Output electrical length for adapter removal 

CAL (Ch 6) 
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AFT 

Simulate transmission frequency response calibration forward path 

CAL (Oh 6) 

ALCERRS1? 

Output source 1 ALC calibration error 

CAL (Ch 6) 

ALCERRS2? 

Output source 2 ALC calibration error 

CAL (Ch 6) 

APPC12T? 

Output 12 Term calibration done status 

CAL (Ch 6) 

APPC3P? 

Output 3-port calibration done status 

CAL (Ch 6) 

APPC4P? 

Output 4-port calibration done status 

CAL (Ch 6) 

APRXSTP 

Enter approximate stop frequency 

CAL (Ch 6) 

APRXSTP? 

Output approximate stop frequency 

CAL (Ch 6) 

ARB 

Simulate reflection only calibration both ports 

CAL (Ch 6) 

ARF 

Simulate reflection only calibration port 1 

CAL (Ch 6) 

ARR 

Simulate reflection only calibration port 2 

CAL (Ch 6) 

ART 

Simulate translation frequency response calibration reverse path 

CAL (Ch 6) 

BBL 

Select broadband load for calibration 

CAL (Ch 6) 

BBLP3 

Select broadband load for 3-port calibration 

CAL (Ch 6) 

BBLP4 

Select broadband load for 4-port calibration 

CAL (Ch 6) 

BBX? 

Output load type for calibration broadband/sliding load 

CAL (Ch 6) 

BBXP3? 

Output load type for 3-port calibration broadband/sliding load 

CAL (Ch 6) 

BBXP4? 

Output load type for 4-port calibration broadband/sliding load 

CAL (Ch 6) 

BBZ 

Enter broadband load impedance for calibration 

CAL (Ch 6) 

BBZ? 

Output broadband load impedance for calibration 

CAL (Ch 6) 

BBZL 

Enter broadband load inductance for calibration 

CAL (Ch 6) 

BBZL? 

Output broadband load inductance for calibration 

CAL (Ch 6) 

BEG 

Begin taking calibration data 

CAL (Ch 6) 

BEG3P 

Begin taking 3-port calibration data 

CAL (Ch 6) 

BEG4P 

Begin taking 4-port calibration data 

CAL (Ch 6) 

BPF 

Enter break point frequency for 3 line LRL calibration 

CAL (Ch 6) 

BPF? 

Output break point frequency for 3 line LRL calibration 

CAL (Ch 6) 

C12 

Select 12 term calibration 

CAL (Ch 6) 

C8R 

Select 1 -path 2-port calibration reverse path 

CAL (Ch 6) 

C8T 

Select 1 -path 2-port calibration forward path 

CAL (Ch 6) 

CBT 

Select translation frequency response calibration forward and 
reverse 

CAL (Ch 6) 

CCO 

Enter capacitance coefficient 0 for open 

CAL (Ch 6) 

CCO? 

Output capacitance coefficient 0 for open 

CAL (Ch 6) 

CC1 

Enter capacitance coefficient 1 for open 

CAL (Ch 6) 

CC1? 

Output capacitance coefficient 1 for open 

CAL (Ch 6) 

CC2 

Enter capacitance coefficient 2 for open 

CAL (Ch 6) 
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CC2? 

Output capacitance coefficient 2 for open 

CAL (Oh 6) 

CC3 

Enter capacitance coefficient 3 for open 

CAL (Ch 6) 

CC3? 

Output capacitance coefficient 3 for open 

CAL (Ch 6) 

CDATTNO? 

Output port 1 attenuation of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDATTN2? 

Output port 3 attenuation of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDCALTP? 

Output 2-port cai type from seiected cai memory 

CAL (Ch 6) 

CDCON? 

Output port 1 connector from seiected cai memory 

CAL (Ch 6) 

CDCWF? 

Output cw mode frequency from seiected cai memory 

CAL (Ch 6) 

CDEND1? 

Output end power for power source 1 or end frequency from seiected 
cai memory 

CAL (Ch 6) 

CDEND2? 

Output end power for power source 2 from seiected cai memory 

CAL (Ch 6) 

CDEND3? 

Output end power for power source 3 from seiected cai memory 

CAL (Ch 6) 

CDEND4? 

Output end power for power source 4 from seiected cai memory 

CAL (Ch 6) 

CDFREQ? 

Output cai data freq iist from seiected cai memory 

CAL (Ch 6) 

CDFSW? 

Output sweep type from seiected cai memory 

CAL (Ch 6) 

CDLNTP? 

Output iine type from seiected cai memory 

CAL (Ch 6) 

CDNOP1? 

Output port 1 nominal offset of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDNOP3? 

Output port 3 nominal offset of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDNUM? 

Output data number of power/frequency from seiected cai memory 

CAL (Ch 6) 

CDP2CON? 

Output port 2 connector from seiected cai memory 

CAL (Ch 6) 

CDP3CALTP? 

Output 3-port cai type from seiected cai memory 

CAL (Ch 6) 

CDP3CON? 

Output port 3 connector from seiected cai memory 

CAL (Ch 6) 

CDP4CALTP? 

Output 4-port cai type from seiected cai memory 

CAL (Ch 6) 

CDP4CON? 

Output port 4 connector from seiected cai memory 

CAL (Ch 6) 

CDPTS? 

Output cai data points from seiected cai memory 

CAL (Ch 6) 

CDPTSPWR? 

Output cal data point of power sweep mode from selected cal 
memory 

CAL (Ch 6) 

CDSRC2PWR? 

Output power in power source 2 from seiected cai memory 

CAL (Ch 6) 

CDSRCPWR? 

Output power in power source 1 from seiected cai memory 

CAL (Ch 6) 

CDSTEP? 

Output min power/frequency step from seiected cai memory 

CAL (Ch 6) 

CDSTRT1 ? 

Output start power for power source 1 or start frequency from 
seiected cai memory 

CAL (Ch 6) 

CDSTRT2? 

Output start power for power source 2 from seiected cai memory 

CAL (Ch 6) 

CDSTRT3? 

Output start power for power source 3 from seiected cai memory 

CAL (Ch 6) 

CDSTRT4? 

Output start power for power source 4 from seiected cai memory 

CAL (Ch 6) 
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CF2 

Select female 2.4mm connector for current port 

CAL (Ch 6) 

CF3 

Select female GPC-3.5 connector for current port 

CAL (Ch 6) 

CF716 

Select female Type 7/16 connector for current port 

CAL (Ch 6) 

CFG 

Select female TNC connector for current port 

CAL (Ch 6) 

CFK 

Select female K Connector for current port 

CAL (Ch 6) 

CFN 

Select female Type N connector for current port 

CAL (Ch 6) 

CFN75 

Select female Type N 75-ohm connector for current port 

CAL (Ch 6) 

CFS 

Select female SMA connector for current port 

CAL (Ch 6) 

CFSP 

Select special female connector for current port 

CAL (Ch 6) 

CFT 

Select transmission frequency response calibration forward path 

CAL (Ch 6) 

CFV 

Select female V Connector for current port 

CAL (Ch 6) 

CLO 

Enter Inductive coefficient 0 for short 

CAL (Ch 6) 

CLO? 

Output Inductive coefficient 0 for short 

CAL (Ch 6) 

CL1 

Enter Inductive coefficient 1 for short 

CAL (Ch 6) 

CL1? 

Output Inductive coefficient 1 for short 

CAL (Ch 6) 

CL2 

Enter Inductive coefficient 2 for short 

CAL (Ch 6) 

CL2? 

Output Inductive coefficient 2 for short 

CAL (Ch 6) 

CL3 

Enter Inductive coefficient 3 for short 

CAL (Ch 6) 

CL3? 

Output Inductive coefficient 3 for short 

CAL (Ch 6) 

CM2 

Select male 2.4mm connector for current port 

CAL (Ch 6) 

CM3 

Select male GPC-3.5 connector for current port 

CAL (Ch 6) 

CM3PX? 

Output calibration method for 3-port cal 

CAL (Ch 6) 

CM4PX? 

Output calibration method for 4-port calibration 

CAL (Ch 6) 

CM716 

Select male Type 7/16 connector for current port 

CAL (Ch 6) 

CMC 

Select male TNC connector for current port 

CAL (Ch 6) 

CMK 

Select male K Connector for current port 

CAL (Ch 6) 

CMN 

Select male N connector for current port 

CAL (Ch 6) 

CMN75 

Select male Type N 75-Ohm connector for current port 

CAL (Ch 6) 

CMS 

Select male SMA connector for current port 

CAL (Ch 6) 

CMSP 

Select special male connector for current port 

CAL (Ch 6) 

CMV 

Select male V Connector for current port 

CAL (Ch 6) 

CMX? 

Output calibration method 

CAL (Ch 6) 

CND 

Select user specified connector for current port 

CAL (Ch 6) 

CNG 

Select GPC-7 connector for current port 

CAL (Ch 6) 

COF 

Turn 2 and 3-port error correction and Flexible Cal off 

CAL (Ch 6) 

CON 

Turn 2-port error correction on 

CAL (Ch 6) 

CON? 

Output 2-port error correction on/off status 

CAL (Ch 6) 


MS462XX QRG 


93 






FUNCTIONAL LISTING 
OF PROGRAMMING CODES 


GPIB QUICK 
REFERENCE GUIDE 


Table2. Functional Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

CON3P 

Turn 3-port error correction on 

CAL (Ch 6) 

CON3P? 

Output 3-port error correction on/off status 

CAL (Ch 6) 

CON4P 

Turn 4-port error correction on 

CAL (Ch 6) 

CON4P? 

Output 4-Port error correction on/off status 

CAL (Ch 6) 

CONOCO? 

Output capacitance coefficient 0 of open device for specified 
connector 

CAL (Ch 6) 

CONCC1? 

Output capacitance coefficient 1 of open device for specified 
connector 

CAL (Ch 6) 

CONCC2? 

Output capacitance coefficient 2 of open device for specified 
connector 

CAL (Ch 6) 

CONCC3? 

Output capacitance coefficient 3 of open device for specified 
connector 

CAL (Ch 6) 

CONOPOFF? 

Output offset of open device for specified connector 

CAL (Ch 6) 

CONOPSER? 

Output seriai number of open device for specified connector 

CAL (Ch 6) 

CONSHANG? 

Output angie of short device for specified connector 

CAL (Ch 6) 

CONSHOFF? 

Output offset of short device for specified connector 

CAL (Ch 6) 

CONSHSER? 

Output seriai number of short device for specified connector 

CAL (Ch 6) 

COO 

Enter offset for open for user specified connector 

CAL (Ch 6) 

COO? 

Output offset for open for user specified connector 

CAL (Ch 6) 

COS 

Enter offset for short for user specified connector 

CAL (Ch 6) 

COS? 

Output offset for short for user specified connector 

CAL (Ch 6) 

CRB 

Seiect refiection oniy caiibration both ports 

CAL (Ch 6) 

CRF 

Seiect refiection oniy caiibration port 1 

CAL (Ch 6) 

CRR 

Seiect refiection oniy caiibration port 2 

CAL (Ch 6) 

CRT 

Seiect transmission frequency response caiibration reverse path 

CAL (Ch 6) 

CSF? 

Output caiibration start frequency 

CAL (Ch 6) 

CSWP? 

Output sweep mode for caiibration 

CAL (Ch 6) 

CTF? 

Output caiibration stop frequency 

CAL (Ch 6) 

owe 

Seiect CW frequency caiibration data points 

CAL (Ch 6) 

exx? 

Output caiibration type 

CAL (Ch 6) 

DFC 

Seiect discrete frequency caiibration data points 

CAL (Ch 6) 

lARF 

Enter adapter removai fiies from GPiB and caiibrate 

CAL (Ch 6) 

ISF 

Exciude isoiation 

CAL (Ch 6) 

ISN 

inciude isoiation 

CAL (Ch 6) 

ISX? 

Output isoiation caiibration seiected true/faise 

CAL (Ch 6) 

KEC 

Keep existing caiibration data 

CAL (Ch 6) 

LCM 

Seiect LRL caiibration method 

CAL (Ch 6) 

LDARF 

Load adapter removai fiies from disk and caiibrate 

CAL (Ch 6) 
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LL1 

Enter length of line 1 for LRL calibration 

CAL (Oh 6) 

LL1? 

Output length of line 1 for LRL calibration 

CAL (Ch 6) 

LL1P3 

Enter length of line 1 for 3-port TRX calibration 

CAL (Ch 6) 

LL1P3? 

Output length of line 1 for 3-port TRX calibration 

CAL (Ch 6) 

LL2 

Enter length of line 2 for LRL calibration 

CAL (Ch 6) 

LL2? 

Output length of line 2 for LRL calibration 

CAL (Ch 6) 

LL2P3 

Enter length of line 2 for 3-port TRX calibration 

CAL (Ch 6) 

LL2P3? 

Output length of line 2 for 3-port TRX calibration 

CAL (Ch 6) 

LL3 

Enter length of line 3 for LRL calibration 

CAL (Ch 6) 

LL3? 

Output length of line 3 for LRL calibration 

CAL (Ch 6) 

LLZ 

Enter line impedance for LRL calibration 

CAL (Ch 6) 

LLZ? 

Output line impedance for LRL calibration 

CAL (Ch 6) 

LM2 

Select a match for the second device during a LRM type calibration 

CAL (Ch 6) 

LM3 

Select a match for the third device during a LRM type calibration 

CAL (Ch 6) 

LR2 

Specify 2 line LRL calibration 

CAL (Ch 6) 

LR3 

Specify 3 line LRL calibration 

CAL (Ch 6) 

LRX? 

Output line selection for LRL calibration 2 line/3 line 

CAL (Ch 6) 

LTC 

Select coaxial transmission line for calibration 

CAL (Ch 6) 

LTU 

Select microstrip transmission line for calibration 

CAL (Ch 6) 

LTW 

Select waveguide transmission line for calibration 

CAL (Ch 6) 

LTX? 

Output line type 

CAL (Ch 6) 

LX2? 

Output device for line 2 of LRL calibration line/match 

CAL (Ch 6) 

LX3? 

Output device for line 3 of LRL calibration line/match 

CAL (Ch 6) 

MAT 

Select matched reflective devices during calibration 

CAL (Ch 6) 

MIX 

Select mixed reflective devices during calibration 

CAL (Ch 6) 

MIX? 

Output reflective devices selection during calibration 

CAL (Ch 6) 

MIXP3 

Set port 3 to be mixer port when source 2 using 

CAL (Ch 6) 

MIXP4 

Set port 4 to be mixer port when source 2 using 

CAL (Ch 6) 

MIXPORT? 

Output mixer port when source 2 using 

CAL (Ch 6) 

NCS 

Go to next calibration step 

CAL (Ch 6) 

NOC 

Select normal calibration data points 

CAL (Ch 6) 

NPX? 

Output number of points currently being measured 

CAL (Ch 6) 

NUS3P 

Select Don’t Use existing 3-port calibration 

CAL (Ch 6) 

OCM 

Select offset short calibration method 

CAL (Ch 6) 

P1C 

Select port 1 for connector specification 

CAL (Ch 6) 

P1C? 

Output port 1 connector type 

CAL (Ch 6) 

P2C 

Select port 2 for connector specification 

CAL (Ch 6) 
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P2C? 

Output port 2 connector type 

CAL (Oh 6) 

P3C 

Select port 3 for connector specification 

CAL (Ch 6) 

P3C? 

Output port 3 connector type 

CAL (Ch 6) 

P4C 

Select port 4 for connector specification 

CAL (Ch 6) 

P4C? 

Output port 4 connector type 

CAL (Ch 6) 

RESTARTCAL 

Restart application calibration measurement 

CAL (Ch 6) 

RGZ 

Select reflective device greater than ZO 

CAL (Ch 6) 

RLZ 

Select reflective device less than ZO 

CAL (Ch 6) 

RM1 

Select reference plane at line f midpoint 

CAL (Ch 6) 

RMX? 

Output reference plane location for LRL calibration 

CAL (Ch 6) 

ROL 

Enter reflective device offset length 

CAL (Ch 6) 

ROL? 

Output reflective device offset length 

CAL (Ch 6) 

ROLP3 

Enter reflective device offset length for 3-port TRX calibration 

CAL (Ch 6) 

ROLP3? 

Output reflective device offset length for 3-port TRX 

CAL (Ch 6) 

ROLP4 

Enter reflective device offset length for 4-port TRX calibration 

CAL (Ch 6) 

ROLP4? 

Output reflective device offset length for 4-port TRX calibration 

CAL (Ch 6) 

RPC 

Repeat previous calibration 

CAL (Ch 6) 

RPCHAN 

Select Per Channel for reference plane 

CAL (Ch 6) 

RPCPX? 

Output reference plane Per Channel/Port status 

CAL (Ch 6) 

RPPORT 

Select Per Port for reference plane 

CAL (Ch 6) 

RRP 

Select reference plane at reflection plane 

CAL (Ch 6) 

RXZ? 

Output reflective device type in LRL calibration greater/less than ZO 

CAL (Ch 6) 

SBD 

Enter substrate dielectric for microstrip calibration 

CAL (Ch 6) 

SBD? 

Output substrate dielectric for microstrip calibration 

CAL (Ch 6) 

SBT 

Enter substrate thickness for microstrip calibration 

CAL (Ch 6) 

SBT? 

Output substrate thickness for microstrip calibration 

CAL (Ch 6) 

SCM 

Select standard calibration method 

CAL (Ch 6) 

SH1 

Set offset short f or 2 offset length for offset short calibration 

CAL (Ch 6) 

SH1? 

Output offset short f offset length 

CAL (Ch 6) 

SH2 

Set offset short f or 2 offset length for offset short calibration 

CAL (Ch 6) 

SH2? 

Output offset short 2 offset length 

CAL (Ch 6) 

SLD 

Select sliding load for calibration 

CAL (Ch 6) 

SLDP3 

Select sliding load for 3-port calibration 

CAL (Ch 6) 

SLDP4 

Select sliding load for 4-port calibration 

CAL (Ch 6) 

TRP14I 

Include the port f, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP14I? 

Output the selection of omit or include for the port f, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 
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TRP140 

Omit the port 1,4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP140L 

Enter the thru/reciprocal offset length for port 1,4 

CAL (Ch 6) 

TRP140L? 

Output the thru/reciprocal offset length for port 1,4 

CAL (Ch 6) 

TRP23D? 

Ouery the port 2, 3 device type 

CAL (Ch 6) 

TRP23DR 

Set the port 2, 3 device type to RECIPROCAL 

CAL (Ch 6) 

TRP23DT 

Set the port 2, 3 device type to THRU 

CAL (Ch 6) 

TRP23I 

Include the port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

SOLT 

Select SOLT calibration method 

CAL (Ch 6) 

SOLT4P 

Select SOLT calibration method for 4-port calibration 

CAL (Ch 6) 

SSC 

Select the segmented sweep calibration data points 

CAL (Ch 6) 

SYSZO? 

Output system impedance 

CAL (Ch 6) 

TC1 

Take calibration data for port 1 

CAL (Ch 6) 

TC2 

Take calibration data for port 2 

CAL (Ch 6) 

TCD 

Take calibration data on one or both ports as necessary 

CAL (Ch 6) 

TCM 

Select TRM calibration method 

CAL (Ch 6) 

TDC 

Select time domain harmonic frequency calibration data points 

CAL (Ch 6) 

TENMHZERR? 

Output 10 MHz calibration max error 

CAL (Ch 6) 

THRU23 

Include port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

THRU23? 

Output selection of include or omit port 2, 3 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU23N 

Omit port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

THRU24 

Include port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU24? 

Output selection of include or omit port 2, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU24N 

Omit port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU34 

Include port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

THRU34? 

Output selection of include or omit port 3, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

THRU34N 

Omit port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TLZ 

Enter thru line impedance for calibration 

CAL (Ch 6) 

TLZ? 

Output thru line impedance for calibration 

CAL (Ch 6) 

TOL 

Enter thru offset/reciprocal length for calibration 

CAL (Ch 6) 

TOL? 

Output thru offset/reciprocal length for calibration 

CAL (Ch 6) 

TOLP14 

Enter port 1,4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP14? 

Output port 1,4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP23 

Enter port 2, 3 thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP23? 

Output port 2, 3 thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP24 

Enter port 2, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 
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TOLP24? 

Output port 2, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP3 

Enter thru offset/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP3? 

Output thru offsett/reciprocal length for 3-port calibration 

CAL (Ch 6) 

TOLP34 

Enter port 3, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TOLP34? 

Output port 3, 4 thru offset/reciprocal length for 4-port calibration 

CAL (Ch 6) 

TRP12D? 

Ouery the port 1,2 device type 

CAL (Ch 6) 

TRP12DR 

Set the port 1,2 device type to RECIPROCAL 

CAL (Ch 6) 

TRP12DT 

Set the port 1,2 device type to THRU 

CAL (Ch 6) 

TRP120L 

Enter the thru/reciprocal offset length for port 1,2 

CAL (Ch 6) 

TRP120L? 

Output the thru/reciprocal offset length for port 1,2 

CAL (Ch 6) 

TRP13D? 

Ouery the port 1,3 device type 

CAL (Ch 6) 

TRP13DR 

Set the port 1,3 device type to RECIPROCAL 

CAL (Ch 6) 

TRP13DT 

Set the port 1,3 device type to THRU 

CAL (Ch 6) 

TRP13I 

Include the port 1,3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP13I? 

Output the selection of omit or include for the port 1,3 thru/reciprocal 
measurement 

CAL (Ch 6) 

TRP130 

Omit the port 1,3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP130L 

Enter the thru/reciprocal offset length for port 1,3 

CAL (Ch 6) 

TRP130L? 

Output the thru/reciprocal offset length for port 1,3 

CAL (Ch 6) 

TRP14D? 

Ouery the port 1,4 device type 

CAL (Ch 6) 

TRP14DR 

Set the port 1,4 device type to RECIPROCAL 

CAL (Ch 6) 

TRP14DT 

Set the port 1,4 device type to THRU 

CAL (Ch 6) 

TRP23I? 

Output the selection of omit or include for the port 2, 3 thru/reciprocal 
measurement 

CAL (Ch 6) 

TRP230 

Omit the port 2, 3 thru/reciprocal measurement 

CAL (Ch 6) 

TRP230L 

Enter the thru/reciprocal offset length for port 2, 3 

CAL (Ch 6) 

TRP230L? 

Output the thru/reciprocal offset length for port 2, 3 

CAL (Ch 6) 

TRP24D? 

Ouery the port 2, 4 device type 

CAL (Ch 6) 

TRP24DR 

Set the port 2, 4 device type to RECIPROCAL 

CAL (Ch 6) 

TRP24DT 

Set the port 2, 4 device type to THRU 

CAL (Ch 6) 

TRP24I 

Include the port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP24I? 

Output the selection of omit or include for the port 2, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

TRP240 

Omit the port 2, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP240L 

Enter the thru/reciprocal offset length for port 2, 4 

CAL (Ch 6) 

TRP240L? 

Output the thru/reciprocal offset length for port 2, 4 

CAL (Ch 6) 

TRP34D? 

Ouery the port 3, 4 device type 

CAL (Ch 6) 

TRP34DR 

Set the port 3, 4 device type to RECIPROCAL 

CAL (Ch 6) 
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TRP34DT 

Set the port 3, 4 device type to TFIRU 

CAL (Ch 6) 

TRP34I 

Include the port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP34I? 

Output the selection of omit or Include for the port 3, 4 thru/reciprocal 
measurement 

CAL (Ch 6) 

TRP340 

Omit the port 3, 4 thru/reciprocal measurement 

CAL (Ch 6) 

TRP340L 

Enter the thru/reciprocal offset length for port 3, 4 

CAL (Ch 6) 

TRP340L? 

Output the thru/reciprocal offset length for port 3, 4 

CAL (Ch 6) 

TRX 

Select TRX calibration method 

CAL (Ch 6) 

TRX4P 

Select TRX calibration method for 4-port calibration 

CAL (Ch 6) 

U10 

Select 10 mil UTF calibration kit 

CAL (Ch 6) 

U15 

Select 15 mil UTF calibration kit 

CAL (Ch 6) 

U25 

Select 25 mil UTF calibration kit 

CAL (Ch 6) 

US3P 

Select use existing 3-port calibration 

CAL (Ch 6) 

US3P? 

Output selection of use existing 3-port calibration or not 

CAL (Ch 6) 

USE 

Enter effective dielectric for microstrip calibration 

CAL (Ch 6) 

USE? 

Output effective dielectric for microstrip calibration 

CAL (Ch 6) 

USW 

Enter microstrip width for microstrip calibration 

CAL (Ch 6) 

USW? 

Output microstrip width for microstrip calibration 

CAL (Ch 6) 

USZ 

Enter microstrip impedance for microstrip calibration 

CAL (Ch 6) 

USZ? 

Output microstrip impedance for microstrip calibration 

CAL (Ch 6) 

UTFD 

Select user defined microstrip calibration kit 

CAL (Ch 6) 

UTFX? 

Output microstrip cal kit selection USER/U10/U15/U25 

CAL (Ch 6) 

WCO 

Enter waveguide cutoff frequency for user defined kit 

CAL (Ch 6) 

WCO? 

Output waveguide cutoff frequency for user defined kit 

CAL (Ch 6) 

WGCUTOFF? 

Output the waveguide cal kit cutoff frequency 

CAL (Ch 6) 

WGSER? 

Output waveguide cal kit serial number 

CAL (Ch 6) 

WGSHOFF1? 

Output the waveguide cal kit short 1 offset 

CAL (Ch 6) 

WGSHOFF2? 

Output the waveguide cal kit short 2 offset 

CAL (Ch 6) 

WKD 

Select user defined waveguide calibration kit 

CAL (Ch 6) 

WKI 

Select installed waveguide calibration kit 

CAL (Ch 6) 

WKX? 

Output waveguide calibration kit selection user/install 

CAL (Ch 6) 

WSH1 

Enter waveguide short offset 1 for user defined kit 

CAL (Ch 6) 

WSH1? 

Output waveguide short 1 offset for user defined kit 

CAL (Ch 6) 

WSH2 

Enter waveguide short offset 2 for user defined kit 

CAL (Ch 6) 

WSH2? 

Output waveguide short 2 offset for user defined kit 

CAL (Ch 6) 

ACF2TT 

Set the AutoCal full 2-port Thru type to True Thru 

CAL - AUTOCAL (Ch 6) 

ACF2TX? 

Output full 2-port Thru type for AutoCal 

CAL - AUTOCAL (Ch 6) 
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ACHFD 

Save AutoCal characterization to fioppy disk 

CAL - AUTOCAL (Ch 6) 

ACHHD 

Save AutoCai characterization to hard disk 

CAL - AUTOCAL (Ch 6) 

ACIAX? 

Output AutoCai isoiation yes/no setting 

CAL - AUTOCAL (Ch 6) 

ACISO 

Enter number of averaging for isoiation 

CAL - AUTOCAL (Ch 6) 

ACISO? 

Output number of averaging for isoiation 

CAL - AUTOCAL (Ch 6) 

ACL1AR2 

Set adapter removai port to L=1 and ADAPT & R=2 

CAL - AUTOCAL (Ch 6) 

ACL1R2 

Set the AutoCai ports to L=1 and R=2 

CAL - AUTOCAL (Ch 6) 

ACLO 

Enter number of averaging for ioad 

CAL - AUTOCAL (Ch 6) 

ACLO? 

Output number of averaging for ioad 

CAL - AUTOCAL (Ch 6) 

ACLOAD 

Set AutoCai standard to ioad 

CAL - AUTOCAL (Ch 6) 

ACOMIT 

Omit isoiation 

CAL - AUTOCAL (Ch 6) 

ACOPEN 

Set AutoCai standard to open 

CAL - AUTOCAL (Ch 6) 

ACPI? 

Output port 1 configuration for AutoCai 

CAL - AUTOCAL (Ch 6) 

ACP2? 

Output port 2 configuration for AutoCai 

CAL - AUTOCAL (Ch 6) 

ACP2L 

Set the AutoCai port to LEFT for refiection oniy cai, port 2 

CAL - AUTOCAL (Ch 6) 

ACP2R 

Set the AutoCai port 2 to RiGFIT for refiection oniy cai, port 2 

CAL - AUTOCAL (Ch 6) 

ACPA 

Seiect AutoCai port A for refiection oniy cai 

CAL - AUTOCAL (Ch 6) 

ACPATH? 

Output AutoCai connected path 

CAL - AUTOCAL (Ch 6) 

ACPB 

Seiect AutoCai port B for refiection oniy cai 

CAL - AUTOCAL (Ch 6) 

ACPC 

Seiect AutoCai port C for refiection oniy cai 

CAL - AUTOCAL (Ch 6) 

AC2PBTYPE 

Set AutoCai to 2-port box type 

CAL - AUTOCAL (Ch 6) 

AC4PBTYPE 

Set AutoCai to 4-port box type 

CAL - AUTOCAL (Ch 6) 

ACAA 

Set AutoCai standard to assurance 

CAL - AUTOCAL (Ch 6) 

ACADIR1 

Enter directivity 1 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADIR1? 

Output directivity 1 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADIR2 

Enter directivity 2 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADIR2? 

Output directivity 2 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADIR3 

Enter directivity 3 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADIR3? 

Output directivity 3 for AutoCai assurance iimits 

CAL - AUTOCAL (Ch 6) 

ACADPL 

Enter adapter iength for AutoCai 

CAL - AUTOCAL (Ch 6) 

ACADPL? 

Output adapter iength for AutoCai 

CAL - AUTOCAL (Ch 6) 

ACADR 

Set AutoCai type to adapter removai 

CAL - AUTOCAL (Ch 6) 

ACADTL 

Adapter connected to “LEFT” port of the 2-port AutoCai box 

CAL - AUTOCAL (Ch 6) 

ACADTR 

Adapter connected to “RiGFIT” port of the 2-port AutoCai box 

CAL - AUTOCAL (Ch 6) 

ACADTX? 

Output adapter removal port “LEFT” or “RIGFIT” in the 2-port AutoCai 
box that the adapter is connected to 

CAL - AUTOCAL (Ch 6) 

ACAL1R2 

Set adapter removal port to ADAPT & L=1 and R=2 

CAL - AUTOCAL (Ch 6) 
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ACALM1 

Enter load match 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM1 ? 

Output load match 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM2 

Enter load match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM2? 

Output load match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM3 

Enter load match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACALM3? 

Output load match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAP? 

Output ports configuration for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAR1L2 

Set adapter removal port to ADAPT & R=1 and L=2 

CAL - AUTOCAL (Ch 6) 

ACARET1 

Enter reflection tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET1? 

Output reflection tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET2 

Enter reflection tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARET2? 

Output reflection tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACARP? 

Output adapter removal port configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACAS? 

Output AutoCal assurance status 

CAL - AUTOCAL (Ch 6) 

ACASRC1 

Enter source match 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC1? 

Output source match 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC2 

Enter source match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC2? 

Output source match 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC3 

Enter source match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACASRC3? 

Output source match 3 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT1 

Enter transmission tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT1 ? 

Output transmission tracking 1 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT2 

Enter transmission tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACATRT2? 

Output transmission tracking 2 for AutoCal assurance limits 

CAL - AUTOCAL (Ch 6) 

ACAVNA1 

Set adapter connected to port 1 

CAL - AUTOCAL (Ch 6) 

ACAVNA2 

Set adapter connected to port 2 

CAL - AUTOCAL (Ch 6) 

ACAVNAPX? 

Output adapter removal port configuration for AutoCal 

CAL - AUTOCAL (Ch 6) 

ACBTYPE? 

Output AutoCal 2-port or 4-port box type 

CAL - AUTOCAL (Ch 6) 

ACDEF 

Include isolation 

CAL - AUTOCAL (Ch 6) 

ACF2P? 

Output port selection for full 2-port AutoCal 

CAL - AUTOCAL (Ch 6) 

ACF2TC 

Set the AutoCal full 2-port Thru type to calibrator 

CAL - AUTOCAL (Ch 6) 

ACPCFG 

Enter string to setup port configuration for 4 Port AutoCal Box 

CAL - AUTOCAL (Ch 6) 

ACPCFG? 

Output port configuration for 4 Port AutoCal Box 

CAL - AUTOCAL (Ch 6) 

ACPL 

Set the AutoCal port to LEFT 

CAL - AUTOCAL (Ch 6) 

ACPR 

Set the AutoCal port to RIGFIT 

CAL - AUTOCAL (Ch 6) 

ACPX 

Select AutoCal port X for reflection only cal 

CAL - AUTOCAL (Ch 6) 

ACPX? 

Output AutoCal port selected for reflection only cal 

CAL - AUTOCAL (Ch 6) 
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ACPXA 

Set AutoCal connected path to port X-A 

CAL - AUTOCAL (Ch 6) 

ACPXB 

Set AutoCal connected path to port X-B 

CAL - AUTOCAL (Ch 6) 

ACPXC 

Set AutoCal connected path to port X-C 

CAL - AUTOCAL (Ch 6) 

ACR1AL2 

Set adapter removal port to R=1 and ADAPT & L=2 

CAL - AUTOCAL (Ch 6) 

ACR1L2 

Set the AutoCal ports to R=1 and L=2 

CAL - AUTOCAL (Ch 6) 

ACRFL 

Enter number of averaging for reflection 

CAL - AUTOCAL (Ch 6) 

ACRFL? 

Output number of averaging for reflection 

CAL - AUTOCAL (Ch 6) 

ACS 11 

Set AutoCal type to S11 

CAL - AUTOCAL (Ch 6) 

ACS11S22 

Set AutoCal type to both S11 and S22 

CAL - AUTOCAL (Ch 6) 

ACS22 

Set AutoCal type to S22 

CAL - AUTOCAL (Ch 6) 

ACSF2P 

Set AutoCal type to full 2-port 

CAL - AUTOCAL (Ch 6) 

ACSF3P 

Set AutoCal type to full 3-port 

CAL - AUTOCAL (Ch 6) 

ACSF4P 

Set AutoCal type to full 4-port 

CAL - AUTOCAL (Ch 6) 

ACSHORT 

Set AutoCal standard to short 

CAL - AUTOCAL (Ch 6) 

ACSTD? 

Output AutoCal standard 

CAL - AUTOCAL (Ch 6) 

ACSTMEA 

Continue AutoCal Thru update 

CAL - AUTOCAL (Ch 6) 

ACTHRU 

Set AutoCal standard to Thru 

CAL - AUTOCAL (Ch 6) 

ACTHRU12T0 

Do port 1,2 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU12T1 

Do port 1,2 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU12X? 

Output selection of port 1,2 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU13T0 

Do port 1,3 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU13T1 

Do port 1,3 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU13X? 

Output selection of port 1,3 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU14T0 

Do port 1,4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU14T1 

Do port 1,4 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU14X? 

Output selection of port 1,4 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU23T0 

Do port 2, 3 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU23T1 

Do port 2, 3 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU23X? 

Output selection of port 2, 3 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU24T0 

Do port 2, 4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 

ACTHRU24T1 

Do port 2, 4 thru measurement using TRUE THRU 

CAL - AUTOCAL (Ch 6) 

ACTHRU24X? 

Output selection of port 2, 4 thru measurement 

CAL - AUTOCAL (Ch 6) 

ACTHRU34T0 

Do port 3, 4 thru measurement using AutoCal THRU or omit THRU 
depending on the port configuration 

CAL - AUTOCAL (Ch 6) 
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ACTHRU34T1 

Do port 3, 4 thru measurement using TRUE THRU 

CAL - AUTQCAL (Ch 6 ) 

ACTHRU34X? 

Output selection of port 3, 4 thru measurement 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP12 

Enter port 1,2 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP12? 

Output port 1,2 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP13 

Enter port 1,3 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP13? 

Output port 1,3 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP14 

Enter port 1,4 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP14? 

Output port 1,4 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP23 

Enter port 2, 3 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP23? 

Output port 2, 3 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP24 

Enter port 2, 4 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP24? 

Output port 2, 4 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP34 

Enter port 3, 4 thru line length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTOLP34? 

Output port 3, 4 thru offset length for AutoCal 

CAL - AUTQCAL (Ch 6 ) 

ACTUAVG 

Enter number of averaging for AutoCal Thru update 

CAL - AUTQCAL (Ch 6 ) 

ACTUAVG? 

Output number of averaging for AutoCal Thru update 

CAL - AUTQCAL (Ch 6 ) 

ACTULS 

Apply last Thru update calibration setup 

CAL - AUTQCAL (Ch 6 ) 

ACX? 

Output AutoCal type 

CAL - AUTQCAL (Ch 6 ) 

BEGAC 

Initialize an AutoCal measurement 

CAL - AUTQCAL (Ch 6 ) 

BEGACA 

Start AutoCal assurance 

CAL - AUTQCAL (Ch 6 ) 

BEGCH 

Start AutoCal characterization 

CAL - AUTQCAL (Ch 6 ) 

BEGTU 

Start AutoCal Thru update 

CAL - AUTQCAL (Ch 6 ) 

lACCHAR 

Input AutoCal characterization data from the GPIB 

CAL - AUTQCAL (Ch 6 ) 

OACCHAR 

Output AutoCal characterization data to the GPIB 

CAL - AUTQCAL (Ch 6 ) 

OACCSER2P 

Output the AutoCal characterization serial number for 2-port AutoCal 

CAL - AUTQCAL (Ch 6 ) 

OACCSER4P 

Output the AutoCal characterization serial number for 4-port AutoCal 

CAL - AUTQCAL (Ch 6 ) 

OACSER 

Output AutoCal box serial number 

CAL - AUTQCAL (Ch 6 ) 

OACTYPE 

Output AutoCal box type 

CAL - AUTQCAL (Ch 6 ) 

FXAPL 

Apply Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXP1T? 

Query Port 1 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXP1T0 

Turns off Port 1 selection. Do not apply correction to any 

S-parameter involving port 1 

CAL-FLEXIBLE CAL (Ch 6) 

FXP1T1 

Turns on Port 1 selection. Correct S11. If in full term cal input method 

CAL-FLEXIBLE CAL (Ch 6) 

FXP2T? 

Query Port 2 selection for Flexible Cal. 

CAL-FLEXIBLE CAL (Ch 6) 

FXP2T0 

Turns off Port 2 selection. Do not apply correction to any 

S-parameter involving port 2 

CAL-FLEXIBLE CAL (Ch 6) 

FXP2T1 

Turns on Port 2 selection. Correct S22. If in full term cal input method 

CAL-FLEXIBLE CAL (Ch 6) 

FXP3T? 

Query Port 3 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 
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FXP3T0 

Turns off Port 3 selection. Do not apply correction to any 

S-parameter involving port 3 

CAL-FLEXIBLE CAL (Ch 6) 

FXP3T1 

Turns on Port 3 selection. Correct S33. If in full term cal input method 

CAL-FLEXIBLE CAL (Ch 6) 

CDFXCALTP? 

Output Flexible Cal calibration type 

CAL - FLEXIBLE CAL (Ch 6) 

CFFX? 

Query Flexible Cal define mode 

CAL-FLEXIBLE CAL (Ch 6) 

CFXI? 

Output Flexible Cal input method 

CAL-FLEXIBLE CAL (Ch 6) 

CFXICU 

Select Flexible Customize Cal 

CAL-FLEXIBLE CAL (Ch 6) 

CFXIFU 

Select Flexible Full Term Cal 

CAL-FLEXIBLE CAL (Ch 6) 

CFXIRF 

Select Flexible Reflection Cal 

CAL-FLEXIBLE CAL (Ch 6) 

CONFX 

Turn flexible error correction on 

CAL-FLEXIBLE CAL (Ch 6) 

CONFX? 

Output flexible error correction on/off status 

CAL-FLEXIBLE CAL (Ch 6) 

EX2RF0 

Turn external source 2 rf off 

CAL-FLEXIBLE CAL (Ch 6) 

EX2RF1 

Turn external source 2 rf on 

CAL-FLEXIBLE CAL (Ch 6) 

EX3RF0 

Turn external source 3 rf off 

CAL - FLEXIBLE CAL (Ch 6) 

EX3RF1 

Turn external source 3 rf on 

CAL-FLEXIBLE CAL (Ch 6) 

EX4RF0 

Turn external source 4 rf off 

CAL-FLEXIBLE CAL (Ch 6) 

EX4RF1 

Turn external source 4 rf on 

CAL-FLEXIBLE CAL (Ch 6) 

FXP4T? 

Query Port 4 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXP4T0 

Turns off Port 4 selection. Do not apply correction to any 

S-parameter involving port 4 

CAL-FLEXIBLE CAL (Ch 6) 

FXP4T1 

Turns on Port 4 selection. Correct S44. If in full term cal input method 

CAL-FLEXIBLE CAL (Ch 6) 

FXS11T? 

Output S11 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS11T0 

Turn off S11 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS11T1 

Turn on S11 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS12T? 

Output S12 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS12T0 

Turn off S12 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS12T1 

Turn on SI 2 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS13T? 

Output S13 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS13T0 

Turn off S13 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS13T1 

Turn on SI 3 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS14T? 

Output S14 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS14T0 

Turn off S14 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS14T1 

Turn on SI 4 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS21T? 

Output S2f selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS21T0 

Turn off S2f selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS21T1 

Turn on S21 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS22T? 

Output S22 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS22T0 

Turn off S22 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 
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FXS22T1 

Turn on S22 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS23T? 

Output S23 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS23T0 

Turn off S23 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS23T1 

Turn on S23 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS24T? 

Output S24 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS24T0 

Turn off S24 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS24T1 

Turn on S24 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T? 

Output S31 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T0 

Turn off S31 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS31T1 

Turn on S31 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T? 

Output S32 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T0 

Turn off S32 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS32T1 

Turn on S32 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS33T? 

Output S33 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS33T0 

Turn off S33 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS33T1 

Turn on S33 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS34T? 

Output S34 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS34T0 

Turn off S34 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS34T1 

Turn on S34 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS41T? 

Output S41 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS41T0 

Turn off S41 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS41T1 

Turn on S41 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T? 

Output S42 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T0 

Turn off S42 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS42T1 

Turn on S42 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS43T? 

Output S43 selection on/off 

CAL-FLEXIBLE CAL (Ch 6) 

FXS43T0 

Turn off S43 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXS43T1 

Turn on S43 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS44T? 

Output S44 selection on/off 

CAL - FLEXIBLE CAL (Ch 6) 

FXS44T0 

Turn off S44 selection for Flexible Cal 

CAL-FLEXIBLE CAL (Ch 6) 

FXS44T1 

Turn on S44 selection for Flexible Cal 

CAL - FLEXIBLE CAL (Ch 6) 

FXSOFF 

Turn off all the S-parameters when Flexible Cal is being applied 

CAL-FLEXIBLE CAL (Ch 6) 

FXSON 

Turn on all the S-parameters when Flexible Cal is being applied 

CAL-FLEXIBLE CAL (Ch 6) 

CH1 

Make channel 1 the active channel 

CH (Ch 5) 

CH2 

Make channel 2 the active channel 

CH (Ch 5) 

CH3 

Make channel 3 the active channel 

CH (Ch 5) 

CH4 

Make channel 4 the active channel 

CH (Ch 5) 
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CHX? 

Output active channel number 

CH (Ch 5) 

RTL 

Return to local 

CLR/LOCAL (Ch 9) 

ADDSRC2 

Enter external source 2 GPIB address 

CONFIG (Ch 5) 

ADDSRC2? 

Output external source 2 GPIB address 

CONFIG (Ch 5) 

ADDSRC3 

Enter external source 3 GPIB address 

CONFIG (Ch 5) 

ADDSRC3? 

Output external source 3 GPIB address 

CONFIG (Ch 5) 

ADDSRC4 

Enter external source 4 GPIB address 

CONFIG (Ch 5) 

ADDSRC4? 

Output external source 4 GPIB address 

CONFIG (Ch 5) 

AHO 

Turn automatic DUT protection off 

CONFIG (Ch 5) 

AH1 

Turn automatic DUT protection on 

CONFIG (Ch 5) 

AHX? 

Output automatic DUT protection on/off status 

CONFIG (Ch 5) 

BHO 

Turn bias off \while in hold 

CONFIG (Ch 5) 

BH1 

Turn bias on while in hold 

CONFIG (Ch 5) 

BHX? 

Output bias on/off during hold status 

CONFIG (Ch 5) 

CWP 

Enter number of points drawn in CW 

CONFIG (Ch 5) 

CWP? 

Output number of points drawn in CW 

CONFIG (Ch 5) 

EDADD 

Select add on to network for embedding/de-embedding 

CONFIG (Ch 5) 

EDADD? 

Output Add on to Network or Modify Last Network for 
embedding/de-embedding 

CONFIG (Ch 5) 

EDE? 

Output Embedding/De-embedding Mode status 

CONFIG (Ch 5) 

EDEO 

Turn Embedding/De-embedding Mode off 

CONFIG (Ch 5) 

EDE1 

Turn Embedding/De-embedding Mode on 

CONFIG (Ch 5) 

EDEAIR 

Select air as dielectric type for T-line section 

CONFIG (Ch 5) 

EDEAPP 

Apply Embedding/De-embedding Network 

CONFIG (Ch 5) 

EDECAP 

Enter capacitance for LC circuit 

CONFIG (Ch 5) 

EDECAP? 

Output capacitance for LC circuit 

CONFIG (Ch 5) 

EDECAP4P1 

Enter capacitance 1 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP4P1? 

Output capacitance 1 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP4P2 

Enter capacitance 2 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECAP4P2? 

Output capacitance 2 for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDECKT? 

Output embedding/de-embedding network generation method 
selection 

CONFIG (Ch 5) 

EDECPLS 

Select C(P)-L(S) as LC circuit type 

CONFIG (Ch 5) 

EDECSCP 

Select C(S)-L(P) as LC circuit type 

CONFIG (Ch 5) 

EDECSLP 

Select C(S)-L(P) as LC circuit type 

CONFIG (Ch 5) 
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EDECSLP4P 

Select C(S)-L(P) as the LC circuit type for the 4-port circuit 

CONFIG (Ch 5) 

EDED 

Select de-embedding as embedding/de-embedding method 

CONFIG (Ch 5) 

EDEDEF 

Define embedding/de-embedding network 

CONFIG (Ch 5) 

EDEDEF? 

Output apply or define embedding/de-embedding network 

CONFIG (Ch 5) 

EDEDIEL 

Enter relative dielectric for T-line section 

CONFIG (Ch 5) 

EDEDIEL? 

Output relative dielectric for T-line section 

CONFIG (Ch 5) 

EDEDT? 

Output dielectric type for T-line section 

CONFIG (Ch 5) 

EDEDUT? 

Output device type selection for embedding/de-embeddin 

CONFIG (Ch 5) 

EDEDUT2 

Select 2-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEDUT3 

Select 3-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEDUT4 

Select 4-port test device for embedding/de-embedding 

CONFIG (Ch 5) 

EDEE 

Select embedding as embedding/de-embedding method 

CONFIG (Ch 5) 

EDEED? 

Output embedding/de-embedding method selection 

CONFIG (Ch 5) 

EDEIMP 

Enter impedance for T-line section 

CONFIG (Ch 5) 

EDEIMP? 

Output impedance for T-line section 

CONFIG (Ch 5) 

EDEIND 

Enter inductance for LC circuit 

CONFIG (Ch 5) 

EDEIND? 

Output inductance for LC circuit 

CONFIG (Ch 5) 

EDEIND4P 

Enter inductance for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P? 

Output inductance for circuit topology in four port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P2 

Enter Inductance 2 for the circuit topology in four-port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDEIND4P2? 

Output Inductance 2 for the circuit topology in four-port 
embedding/de-embedding 

CONFIG (Ch 5) 

EDELC 

Select LC circuit as embedding/de-embedding network generation 
method 

CONFIG (Ch 5) 

EDELC? 

Output LC circuit type selection 

CONFIG (Ch 5) 

EDELC4P? 

Outputs the four-port LC circuit type selection 

CONFIG (Ch 5) 

EDELEN 

Enter length for T-line section 

CONFIG (Ch 5) 

EDELEN? 

Output length for T-line section 

CONFIG (Ch 5) 

EDELOS 

Enter loss for T-line section 

CONFIG (Ch 5) 

EDELOS? 

Output loss for T-line section 

CONFIG (Ch 5) 

EDELPCS 

Select L(P)-C(S) as LC circuit type 

CONFIG (Ch 5) 

EDELSCP 

Select L{S)-C(P) as LC circuit type 

CONFIG (Ch 5) 

EDELSCP4P 

Select L{S)-C(P) as the LC circuit type for the four-port circuit 

CONFIG (Ch 5) 

EDEMIC 

Select microporous teflon as dielectric type for T-line 

CONFIG (Ch 5) 

EDEMODIFY 

Select Modify Last Network for embedding/de-embedding 

CONFIG (Ch 5) 

EDEOTH 

Select Other as dielectric type for T-line section 

CONFIG (Ch 5) 
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EDEPOLY 

Select Polyethylene as dielectric type for T-line section 

CONFIG (Ch 5) 

EDEPORT? 

Output active port number for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT1 

Select port 1 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT12 

Select port 1 and port 2 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT2 

Select port 2 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT23 

Select port 2 and port 3 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT3 

Select port 3 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT34 

Select port 3 and port 4 for embedding/de-embedding 

CONFIG (Ch 5) 

EDEPORT4 

Select port 4 for embedding/de-embedding 

CONFIG (Ch 5) 

EDERST 

Reset all ports reference plane for embedding/de-embedding 

CONFIG (Ch 5) 

EDETEF 

Select teflon as dielectric type for T-line section 

CONFIG (Ch 5) 

EDETIME 

Enter time for T-line section 

CONFIG (Ch 5) 

EDETIME? 

Output time for T-line section 

CONFIG (Ch 5) 

EDETLINE 

Select T-line section as embedding/de-embedding network 

CONFIG (Ch 5) 

FHI 

Set data points to 1601 

CONFIG (Ch 5) 

FLO 

Set data points to 101 

CONFIG (Ch 5) 

FME 

Set data points to 401 

CONFIG (Ch 5) 

FOF 

Blank frequency information 

CONFIG (Ch 5) 

FON 

Display frequency information 

CONFIG (Ch 5) 

FOX? 

Output frequency information on/off status 

CONFIG (Ch 5) 

IMPCOMPU? 

Output computation method selection for impedance transformation 

CONFIG (Ch 5) 

IMPPORT 

Enter port number as active for impedance transformation 

CONFIG (Ch 5) 

IMPPORT? 

Output active port number for impedance transformation 

CONFIG (Ch 5) 

IMPPOWER 

Select power-wave as computation method for impedance 
transformation 

CONFIG (Ch 5) 

IMPPSEUDO 

Select pseudo-wave as computation method for impedance 
transformation 

CONFIG (Ch 5) 

IMPREACT 

Enter reactive term for impedance transformation 

CONFIG (Ch 5) 

IMPREACT? 

Output reactiv term for impedance transformation 

CONFIG (Ch 5) 

IMPRESIST 

Enter resistive term for impedance transformation 

CONFIG (Ch 5) 

IMPRESIST? 

Output resistive term for impedance transformation 

CONFIG (Ch 5) 

IMPTS? 

Output impedance transformation mode status 

CONFIG (Ch 5) 

IMPTSO 

Turn impedance transformation mode off 

CONFIG (Ch 5) 

IMPTS1 

Turn impedance transformation mode on 

CONFIG (Ch 5) 

NP101 

Set data points to 101 

CONFIG (Ch 5) 

NP15 

Set data points to 15 

CONFIG (Ch 5) 

NP1601 

Set data points to 1601 

CONFIG (Ch 5) 

NP201 

Set data points to 201 

CONFIG (Ch 5) 
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NP3 

Set data points to 3 

CONFIG (Ch 5) 

NP401 

Set data points to 401 

CONFIG (Ch 5) 

NP51 

Set data points to 51 

CONFIG (Ch 5) 

NP801 

Set data points to 801 

CONFIG (Ch 5) 

OEDELOG 

Output current EDE log 

CONFIG (Ch 5) 

ONP 

Output number of points currently being measured 

CONFIG (Ch 5) 

PEDELOG 

Print current EDE log 

CONFIG (Ch 5) 

RHO 

Select RF off in hold mode 

CONFIG (Ch 5) 

RH1 

Select RF on in hold 

CONFIG (Ch 5) 

RHX? 

Output RF on/off during hold status 

CONFIG (Ch 5) 

RT? 

Output ripples testing enable status 

CONFIG (Ch 5) 

RTO 

lurn ripples testing off 

CONFIG (Ch 5) 

RT1 

lurn ripples testing on 

CONFIG (Ch 5) 

RIVAL 

Enter ripples testing value 

CONFIG (Ch 5) 

RIVAL? 

Output ripples testing value 

CONFIG (Ch 5) 

SISO 

lurn off simultaneous internal sources mode 

CONFIG (Ch 5) 

SIS1 

lurn on simultaneous internal sources mode 

CONFIG (Ch 5) 

SIS2CWF 

Enter internal source 2 CW frequency and turn CW on 

CONFIG (Ch 5) 

SIS2CWF? 

Output internal source 2 CW frequency 

CONFIG (Ch 5) 

SIS2CWOFF 

lurn internal source 2 CW off 

CONFIG (Ch 5) 

SIS2CWON 

lurn internal source 2 CW on at current CW frequency 

CONFIG (Ch 5) 

SIS2CWON? 

Output internal source 2 CW on/off status 

CONFIG (Ch 5) 

SIS20FF 

Enter internal source 2 offset from source 1 frequency 

CONFIG (Ch 5) 

SIS20FF? 

Output internal source 2 offset from source 1 frequency 

CONFIG (Ch 5) 

SISX? 

Output simultaneous internal sources mode on/off 

CONFIG (Ch 5) 

SRC1AC? 

Output source 1 active/inactive status 

CONFIG (Ch 5) 

SRC2? 

Output external source 2 existence information 

CONFIG (Ch 5) 

SRC2AC 

Select source 2 as active 

CONFIG (Ch 5) 

SRC2AC? 

Output source 2 active/inactive status 

CONFIG (Ch 5) 

SRC2MOD? 

Output external source 2 model/version string 

CONFIG (Ch 5) 

SRC2NA 

Select source 2 as not active 

CONFIG (Ch 5) 

SRC3? 

Output external source 3 existence information 

CONFIG (Ch 5) 

SRC3AC 

Select source 3 as active 

CONFIG (Ch 5) 

SRC3AC? 

Output source 3 active/inactive status 

CONFIG (Ch 5) 

SRC3MOD? 

Output external source 3 model/version string 

CONFIG (Ch 5) 

SRC3NA 

Select source 3 as not active 

CONFIG (Ch 5) 

SRC4? 

Output external source 4 existence information 

CONFIG (Ch 5) 
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SRC4AC 

Select source 4 as active 

CONFIG (Ch 5) 

SRC4AC? 

Output source 4 active/inactive status 

CONFIG (Ch 5) 

SRC4MOD? 

Output external source 4 model/version string 

CONFIG (Ch 5) 

SRC4NA 

Select source 4 as not active 

CONFIG (Ch 5) 

TRS 

Trigger/restart sweep 

CONFIG (Ch 5) 

BD1 

Select band 1 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD2 

Select band 2 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD3 

Select band 3 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD4 

Select band 4 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BD5 

Select band 5 for definition 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRCW? 

Output multiple source band receiver CW 
flag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRDIV? 

Output multiple source band receiver divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRMUL? 

Output multiple source band receiver multiplier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDROFF? 

Output multiple source band receiver offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSCW? 

Output multiple source band receiver source CW flag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSDIV? 

Output multiple source band receiver source divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSMUL? 

Output multiple source band receiver source multiplier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDRSOFF? 

Output multiple source band receiver source offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1CW? 

Output multiple source band source 1 CW 
flag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1DIV? 

Output multiple source band source 1 divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS1MUL? 

Output multiple source band source 1 multiplier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS10FF? 

Output multiple source band source 1 offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2CW? 

Output multiple source band source 2 CW flag for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2DIV? 

Output multiple source band source 2 divisor for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS2MUL? 

Output multiple source band source 2 multiplier for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS20FF? 

Output multiple source band source 2 offset for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3CW? 

Output multiple source band source 3 CW 
flag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3DIV? 

Output multiple source band source 3 divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS3MUL? 

Output multiple source band source 3 multiplier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS30FF? 

Output multiple source band source 3 offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4CW? 

Output multiple source band source 4 CW 
flag 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4DIV? 

Output multiple source band source 4 divisor 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS4MUL? 

Output multiple source band source 4 multiplier 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDS40FF? 

Output multiple source band source 4 offset 

CONFIG - MULTIPLE SOURCE (Ch 5) 
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BNDSRT? 

Output multiple source band start frequency for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BNDSTP? 

Output multiple source band stop frequency for specified band 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BSP 

Enter band stop frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BSP? 

Output band stop frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BST 

Enter band start frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

BST? 

Output band start frequency 

CONFIG - MULTIPLE SOURCE (Ch 5) 

CLB 

Clear all multiple source band definitions 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ECW 

Select CW operation for component being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED1 

Edit source 1 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED2 

Edit source 2 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED3 

Edit source 3 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ED4 

Edit source 4 equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDR 

Edit receiver equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDRS 

Edit receiver source equation 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDV 

Enter divisor value for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDV? 

Output the divisor value for the equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EDX? 

Output equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EML 

Enter multiplier value for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EML? 

Output multiplier value for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EOS 

Enter offset frequency for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EOS? 

Output offset frequency for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

ESW 

Select sweep operation for component being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

EXW? 

Output multiple source sweep flag for equation being edited 

CONFIG - MULTIPLE SOURCE (Ch 5) 

LTRD 

Output response data from the dedicated GPIB bus 

CONFIG - MULTIPLE SOURCE (Ch 5) 

LTWRT 

Send program data to the dedicated GPIB bus 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MSO 

Turn multiple source mode off 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MS1 

Turn multiple source mode on 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MSD 

Select multiple source define mode 

CONFIG - MULTIPLE SOURCE (Ch 5) 

MSX? 

Output multiple source mode on/off/define 

CONFIG - MULTIPLE SOURCE (Ch 5) 

PSRC 

Enter power source as active 

CONFIG - MULTIPLE SOURCE (Ch 5) 

PSRC? 

Output active power source 

CONFIG - MULTIPLE SOURCE (Ch 5) 

SVB 

Save current band definitions 

CONFIG - MULTIPLE SOURCE (Ch 5) 

CM 

Suffix sets distance data type and scales by 1E-2 

DATA ENTRY SUFFIXES (Ch 5) 

CMT 

Suffix sets distance data type and scales by 1 E-2 

DATA ENTRY SUFFIXES (Ch 5) 

DB 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 

DBL 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 

DBM 

Suffix sets power data type 

DATA ENTRY SUFFIXES (Ch 5) 
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DEG 

Suffix sets phase data type 

DATA ENTRY SUFFIXES (Ch 5) 

F 

Suffix sets farad data type and scaies by 1EO 

DATA ENTRY SUFFIXES (Ch 5) 

FS 

Suffix sets time data type and scaies by 1E-15 

DATA ENTRY SUFFIXES (Ch 5) 

GHZ 

Suffix sets frequency data type and scaies by 1E9 

DATA ENTRY SUFFIXES (Ch 5) 

H 

Suffix sets farad data type and scaies by 1 EO 

DATA ENTRY SUFFIXES (Ch 5) 

HZ 

Suffix sets frequency data type 

DATA ENTRY SUFFIXES (Ch 5) 

IMU 

Suffix sets imaginary data type 

DATA ENTRY SUFFIXES (Ch 5) 

K 

Suffix sets degrees Keivin data type 

DATA ENTRY SUFFIXES (Ch 5) 

KEL 

Suffix sets degrees Keivin data type 

DATA ENTRY SUFFIXES (Ch 5) 

KHZ 

Suffix sets frequency data type and scaies by 1E3 

DATA ENTRY SUFFIXES (Ch 5) 

M 

Suffix sets distance data type 

DATA ENTRY SUFFIXES (Ch 5) 

MF 

Suffix sets farad data type and scaies by 1E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MH 

Suffix sets farad data type and scaies by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MHZ 

Suffix sets frequency data type and scaies by 1E6 

DATA ENTRY SUFFIXES (Ch 5) 

MM 

Suffix sets distance data type and scaies by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MMT 

Suffix sets distance data type and scaies by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MS 

Suffix sets time data type and scaies by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

MTR 

Suffix sets distance data type 

DATA ENTRY SUFFIXES (Ch 5) 

MV 

Suffix sets voitage data type and scaies by 1 E-3 

DATA ENTRY SUFFIXES (Ch 5) 

NF 

Suffix sets farad data type and scaies by 1E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NH 

Suffix sets farad data type and scaies by 1 E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NS 

Suffix sets time data type and scaies by 1 E-9 

DATA ENTRY SUFFIXES (Ch 5) 

NSC 

Suffix sets time data type and scaies by 1 E-9 

DATA ENTRY SUFFIXES (Ch 5) 

OHM 

Suffix sets impedance data type 

DATA ENTRY SUFFIXES (Ch 5) 

PF 

Suffix sets farad data type and scaies by 1 E-12 

DATA ENTRY SUFFIXES (Ch 5) 

PH 

Suffix sets farad data type and scaies by 1 E-12 

DATA ENTRY SUFFIXES (Ch 5) 

PS 

Suffix sets time data type and scaies by 1E02 

DATA ENTRY SUFFIXES (Ch 5) 

PSC 

Suffix sets time data type and scaies by 1E02 

DATA ENTRY SUFFIXES (Ch 5) 

RAD 

Suffix sets phase data type and scaies by 180/pi 

DATA ENTRY SUFFIXES (Ch 5) 

REU 

Suffix sets reai data type 

DATA ENTRY SUFFIXES (Ch 5) 

S 

Suffix sets time data type 

DATA ENTRY SUFFIXES (Ch 5) 

UF 

Suffix sets farad data type and scaies by 1E-6 

DATA ENTRY SUFFIXES (Ch 5) 

UH 

Suffix sets farad data type and scaies by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

US 

Suffix sets time data type and scaies by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

use 

Suffix sets time data type and scaies by 1 E-6 

DATA ENTRY SUFFIXES (Ch 5) 

V 

Suffix sets voitage data type 

DATA ENTRY SUFFIXES (Ch 5) 

VLT 

Suffix sets voitage data type 

DATA ENTRY SUFFIXES (Ch 5) 
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XM3 

Suffix sets unitless data type and scales by 1E-3 

DATA ENTRY SUFFIXES (Ch 5) 

XX1 

Suffix sets unitless data type 

DATA ENTRY SUFFIXES (Ch 5) 

XX3 

Suffix sets unitless data type and scales by 1E3 

DATA ENTRY SUFFIXES (Ch 5) 

RST 

Instrument reset (same as *RST) 

DEFAULT (Ch 5) 

RSTO 

Reset instrument front panel memories and reserved parameters 

DEFAULT (Ch 5) 

RST1 

Reset instrument and front panel memories 

DEFAULT (Ch 5) 

ADD 

Select addition as trace math for active channel 

DISPLAY (Ch 5) 

APR 

Enter group delay aperture setting on active channel 

DISPLAY (Ch 5) 

APR? 

Output group delay aperture setting on active channel 

DISPLAY (Ch 5) 

ASC 

Autoscale the active channel display 

DISPLAY (Ch 5) 

ASP 

Enter polar stop sweep position angle 

DISPLAY (Ch 5) 

ASP? 

Output polar stop sweep position angle 

DISPLAY (Ch 5) 

AST 

Enter polar start sweep position angle 

DISPLAY (Ch 5) 

AST? 

Output polar start sweep position angle 

DISPLAY (Ch 5) 

CHAPR? 

Output group delay aperture setting for specified channel 

DISPLAY (Ch 5) 

CHDAT? 

Output trace memory display mode for specified channel 

DISPLAY (Ch 5) 

CHGRF? 

Output graph type for specified channel 

DISPLAY (Ch 5) 

CHMTH? 

Output trace math math type for specified channel 

DISPLAY (Ch 5) 

CHOFF? 

Output offset value for the top graph for specified channel 

DISPLAY (Ch 5) 

CHOFF2? 

Output offset value for the bottom graph for specified channel 

DISPLAY (Ch 5) 

CHPHO? 

Output phase offset for specified channel 

DISPLAY (Ch 5) 

CHRDD? 

Output reference delay in distance for specified channel 

DISPLAY (Ch 5) 

CHRDT? 

Output reference delay in time for specified channel 

DISPLAY (Ch 5) 

CHREF? 

Output reference line for the top graph for specified channel 

DISPLAY (Ch 5) 

CHREF2? 

Output reference line for the bottom graph for specified channel 

DISPLAY (Ch 5) 

CHSCL? 

Output scale resolution for the top graph for specified channel 

DISPLAY (Ch 5) 

CHSCL2? 

Output scale resolution for the bottom graph for specified channel 

DISPLAY (Ch 5) 

D13 

Display channels 1 & 3 

DISPLAY (Ch 5) 

D14 

Display all four channels 

DISPLAY (Ch 5) 

D24 

Select dual channel display with channels 2 & 4 

DISPLAY (Ch 5) 

DAT 

Display data only on active channel 

DISPLAY (Ch 5) 

DAT? 

Output trace memory display mode 

DISPLAY (Ch 5) 

DDO 

Turn data drawing off 

DISPLAY (Ch 5) 

DD1 

Turn data drawing on 

DISPLAY (Ch 5) 

DD1? 

Output data drawing on/off status 

DISPLAY (Ch 5) 

DIA 

Select air as active dielectric 

DISPLAY (Ch 5) 

DIE 

Enter a dielectric value 

DISPLAY (Ch 5) 
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DIM 

Select microporous teflon as active dielectric 

DISPLAY (Ch 5) 

DIP 

Select polyethylene as active dielectric 

DISPLAY (Ch 5) 

DIT 

Select teflon as active dielectric 

DISPLAY (Ch 5) 

DIV 

Select division as trace math for active channel 

DISPLAY (Ch 5) 

DIX? 

Output dielectric constant 

DISPLAY (Ch 5) 

DLA 

Select group delay display for active channel 

DISPLAY (Ch 5) 

DNM 

Display data normalized to trace memory on active channel 

DISPLAY (Ch 5) 

DSP 

Select single channel display 

DISPLAY (Ch 5) 

DSP? 

Output channel display mode 

DISPLAY (Ch 5) 

DIM 

Display measurement data and trace memory on active channel 

DISPLAY (Ch 5) 

EXTIOO 

Disable external output I/O 

DISPLAY (Ch 5) 

EXTI01 

Enable external output I/O 

DISPLAY (Ch 5) 

EXTIOX? 

Output external output I/O enable/disable status 

DISPLAY (Ch 5) 

GRF? 

Output graph type for active channel 

DISPLAY (Ch 5) 

GROUP? 

Output active group number 

DISPLAY (Ch 5) 

GROUP1 

Select Group 1 to be active group 

DISPLAY (Ch 5) 

GROUP? 

Select Group 2 to be active group 

DISPLAY (Ch 5) 

GROUPS 

Select Group 3 to be active group 

DISPLAY (Ch 5) 

GROUP4 

Select Group 4 to be active group 

DISPLAY (Ch 5) 

ICMO 

Turn interchannel math off 

DISPLAY (Ch 5) 

ICM1 

Turn interchannel math on 

DISPLAY (Ch 5) 

ICMX? 

Output interchannel math on/off status 

DISPLAY (Ch 5) 

ICOP1 

Enter interchannel num for operand 1 

DISPLAY (Ch 5) 

ICOP1? 

Output interchannel num for operand 1 

DISPLAY (Ch 5) 

ICOP2 

Enter interchannel num for operand 2 

DISPLAY (Ch 5) 

ICOP2? 

Output interchannel num for operand 2 

DISPLAY (Ch 5) 

IMG 

Select imaginary display for active channel 

DISPLAY (Ch 5) 

ISC 

Enter scale and select inverted compressed Smith chart display 

DISPLAY (Ch 5) 

ISE 

Enter scale and select inverted expanded Smith chart display 

DISPLAY (Ch 5) 

ISM 

Select normal inverted Smith chart for active channel 

DISPLAY (Ch 5) 

LIN 

Select linear magnitude display for active channel 

DISPLAY (Ch 5) 

LPH 

Select linear magnitude and phase display for active channel 

DISPLAY (Ch 5) 

MAG 

Select log magnitude display for active channel 

DISPLAY (Ch 5) 

MDO 

Turn mean display off 

DISPLAY (Ch 5) 

MD1 

Turn mean display on 

DISPLAY (Ch 5) 

MDX? 

Output mean display status 

DISPLAY (Ch 5) 

MEM 

Display trace memory on active channel 

DISPLAY (Ch 5) 
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MIN 

Select subtraction as trace math for active channel 

DISPLAY (Ch 5) 

MPH 

Select log magnitude and phase display for active channel 

DISPLAY (Ch 5) 

MTH? 

Output trace math math type 

DISPLAY (Ch 5) 

MUL 

Select multiplication as trace math for active channel 

DISPLAY (Ch 5) 

OFF 

Enter offset value for top graph of active channel 

DISPLAY (Ch 5) 

OFF? 

Output offset value for top graph of active channel 

DISPLAY (Ch 5) 

OFF2 

Enter offset value for bottom graph of active channel 

DISPLAY (Ch 5) 

OFF2? 

Output offset value for bottom graph of active channel 

DISPLAY (Ch 5) 

POP 

Select measurement phase polar chart mode 

DISPLAY (Ch 5) 

PCS 

Select sweep position polar chart mode 

DISPLAY (Ch 5) 

PCX? 

Output polar chart mode 

DISPLAY (Ch 5) 

PHA 

Select phase display for active channel 

DISPLAY (Ch 5) 

PHO 

Enter phase offset for display channel 

DISPLAY (Ch 5) 

PHO? 

Output phase offset for display channel 

DISPLAY (Ch 5) 

PLG 

Select log polar display for active channel 

DISPLAY (Ch 5) 

PLR 

Select linear polar display for active channel 

DISPLAY (Ch 5) 

POSET 

Enter phase offset for active channel 

DISPLAY (Ch 5) 

POSET? 

Output phase offset for active channel 

DISPLAY (Ch 5) 

POW 

Select power out display for active channel 

DISPLAY (Ch 5) 

RDA 

Select automatic reference delay calculation 

DISPLAY (Ch 5) 

RDD 

Enter reference delay in distance for active channel 

DISPLAY (Ch 5) 

RDD? 

Output reference delay in distance for active channel 

DISPLAY (Ch 5) 

RODS 

Enter reference delay in distance for S-parameters in active channel 

DISPLAY (Ch 5) 

RODS? 

Output reference delay in distance for S-parameters in active channel 

DISPLAY (Ch 5) 

RDT 

Enter reference delay in time for active channel 

DISPLAY (Ch 5) 

RDT? 

Output reference delay in time for active channel 

DISPLAY (Ch 5) 

RDTS 

Enter reference delay in time for S-parameters in active channel 

DISPLAY (Ch 5) 

RDTS? 

Output reference delay in time for S-parameters in active channel 

DISPLAY (Ch 5) 

RECALL 

Recall a data file from disk to a task 

DISPLAY (Ch 5) 

REF 

Enter reference line for top graph of active channel 

DISPLAY (Ch 5) 

REF? 

Output reference line for top graph of active channel 

DISPLAY (Ch 5) 

REF2 

Enter reference line for bottom graph of active channel 

DISPLAY (Ch 5) 

REF2? 

Output reference line for bottom graph of active channel 

DISPLAY (Ch 5) 

REL 

Select real display for active channel 

DISPLAY (Ch 5) 

RIM 

Select real and imaginary display for active channel 

DISPLAY (Ch 5) 

RPPORTNUM 

Enter reference plane port number 

DISPLAY (Ch 5) 

RPPORTNUM? 

Output active reference plane port number 

DISPLAY (Ch 5) 
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SCL 

Enter scale resolution for top graph of active channel 

DISPLAY (Ch 5) 

SCL? 

Output scale resolution for top graph of active channel 

DISPLAY (Ch 5) 

SCL2 

Enter scale resolution for bottom graph of active channel 

DISPLAY (Ch 5) 

SCL2? 

Output scale resolution for bottom graph of active channel 

DISPLAY (Ch 5) 

SETBD 

Set balanced differential S-parameters setup to be default setup for 
all channels 

DISPLAY (Ch 5) 

SETCHANKEY 

Setup channel keys on front panel to channel keys 

DISPLAY (Ch 5) 

SETCHANKEY? 

Output channel key setup 

DISPLAY (Ch 5) 

SETGRPKEY 

Setup channel keys on front panel to group keys 

DISPLAY (Ch 5) 

SETSB 

Set single ended/balanced differential S-parameters setup to be 
default setup for all channels 

DISPLAY (Ch 5) 

SEISE 

Set single ended S-parameters setup to be default setup for all 
channels 

DISPLAY (Ch 5) 

SETSPARAM? 

Output default S-parameter setup for all channels 

DISPLAY (Ch 5) 

SMC 

Enter scale and select compressed Smith chart display 

DISPLAY (Ch 5) 

SME 

Enter scale and select expanded Smith chart display 

DISPLAY (Ch 5) 

SMI 

Select normal Smith chart for active channel 

DISPLAY (Ch 5) 

STD 

Store trace to memory on active channel 

DISPLAY (Ch 5) 

SWR 

Select SWR display for active channel 

DISPLAY (Ch 5) 

T13 

Select overlaid channel 1 and 3 display 

DISPLAY (Ch 5) 

T14 

Overlay all four channels (Limited to selected Graph types) 

DISPLAY (Ch 5) 

T24 

Select overlaid channel 2 and 4 display 

DISPLAY (Ch 5) 

ATTN 

Attach next segment and make it the active segment 

DISPLAY - LIMITS (Ch 7) 

BEGN 

Begin next segment and make it the active segment 

DISPLAY - LIMITS (Ch 7) 

CAS 

Clear active segmented limit vertical/horizontal definitions 

DISPLAY - LIMITS (Ch 7) 

CHLFD? 

Output limit frequency readout delta value for top graph for specified 
channel 

DISPLAY - LIMITS (Ch 7) 

CHLFD2? 

Output limit frequency readout delta value for bottom graph for 
specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLLO? 

Output lower limit value for top graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLL02? 

Output lower limit value for bottom graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLON? 

Output limits display on/off status for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLUP? 

Output upper limit value for top graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHLUP2? 

Output upper limit value for bottom graph for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHSLH? 

Output segmented limits horizontal offset for specified channel 

DISPLAY - LIMITS (Ch 7) 

CHSLLX? 

Output lower segmented limits display on/off status for specified 
channel 

DISPLAY - LIMITS (Ch 7) 

CHSLUX? 

Output upper segmented limits display on/off status for specified 
channel 

DISPLAY - LIMITS (Ch 7) 
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CHSLV? 

Output segmented limits vertical offset for specified channel 

DISPLAY - LIMITS (Oh 7) 

DIS 

Display active segmented limit 

DISPLAY - LIMITS (Oh 7) 

DIS? 

Output active segmented limit on/off status 

DISPLAY - LIMITS (Oh 7) 

HID 

Hide active segmented limit 

DISPLAY - LIMITS (Oh 7) 

LBO 

Turn limits testing beep on failure off 

DISPLAY - LIMITS (Oh 7) 

LB1 

Turn limits testing beep on failure on 

DISPLAY - LIMITS (Oh 7) 

LBX? 

Output limits testing beeper enable status 

DISPLAY - LIMITS (Ch 7) 

LFD 

Enter limit frequency readout delta value 

DISPLAY - LIMITS (Oh 7) 

LFD? 

Output limit frequency readout delta value 

DISPLAY - LIMITS (Oh 7) 

LFD2 

Enter limit frequency readout delta value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LFD2? 

Output limit frequency readout delta value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LFP 

Select limit frequency readout for phase displays 

DISPLAY - LIMITS (Ch 7) 

LFR 

Select limit frequency readout for active channel 

DISPLAY - LIMITS (Ch 7) 

LLM? 

Output limit line display mode single or segmented 

DISPLAY - LIMITS (Ch 7) 

LLO 

Enter lower limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LLO? 

Output lower limit value for top graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LL02 

Enter lower limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LL02? 

Output lower limit value for bottom graph on active channel 

DISPLAY - LIMITS (Ch 7) 

LOF 

Limits display off 

DISPLAY - LIMITS (Ch 7) 

LOLO 

Turn lower limit off 

DISPLAY - LIMITS (Ch 7) 

LOL1 

Turn lower limit on at current value 

DISPLAY - LIMITS (Ch 7) 

LOL20 

Turn lower limit off for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LOL21 

Turn lower limit on at current value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LOL2X? 

Output lower limit on/off status for bottom graph 

DISPLAY - LIMITS (Ch 7) 

LOLX? 

Output lower limit on/off status 

DISPLAY - LIMITS (Ch 7) 

LON 

Limits display on 

DISPLAY - LIMITS (Ch 7) 

LON? 

Output limits display on/off status 

DISPLAY - LIMITS (Ch 7) 

LPF? 

Output limit test failure status all channels 

DISPLAY - LIMITS (Ch 7) 

LPF1? 

Output limit test failure status on channel 1 

DISPLAY - LIMITS (Ch 7) 

LPF2? 

Output limit test failure status on channel 2 

DISPLAY - LIMITS (Ch 7) 

LPF3? 

Output limit test failure status on channel 3 

DISPLAY - LIMITS (Ch 7) 

LPF4? 

Output limit test failure status on channel 4 

DISPLAY - LIMITS (Ch 7) 

LSI 

Set lower segmented limit f as the active segment 

DISPLAY - LIMITS (Ch 7) 

LS10 

Select lower segmented limit 10 as the active segment 

DISPLAY - LIMITS (Ch 7) 

LS2 

Select lower segmented limit 2 as the active segment 

DISPLAY - LIMITS (Ch 7) 

LS3 

Select lower segmented limit 3 as the active segment 

DISPLAY - LIMITS (Ch 7) 

LS4 

Select lower segmented limit 4 as the active segment 

DISPLAY - LIMITS (Ch 7) 
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LS5 

Select lower segmented limit 5 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS6 

Select lower segmented limit 6 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS7 

Select lower segmented limit 7 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS8 

Select lower segmented limit 8 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LS9 

Select lower segmented limit 9 as the active segment 

DISPLAY - LIMITS (Oh 7) 

LSEG 

Select segmented limit line display mode 

DISPLAY - LIMITS (Oh 7) 

LSNG 

Select single limit line display mode 

DISPLAY - LIMITS (Oh 7) 

LSX? 

Output active segmented limit 

DISPLAY - LIMITS (Oh 7) 

LTO 

Turn limits testing off 

DISPLAY - LIMITS (Oh 7) 

LT1 

Turn limits testing on 

DISPLAY - LIMITS (Oh 7) 

LT1? 

Output limits testing enable status 

DISPLAY - LIMITS (Oh 7) 

LIST 

Display the limits testing menu 

DISPLAY - LIMITS (Oh 7) 

LUP 

Enter upper limit value for top graph on active channel 

DISPLAY - LIMITS (Oh 7) 

LUP? 

Output upper limit value for top graph on active channel 

DISPLAY - LIMITS (Oh 7) 

LUP2 

Enter upper limit value for bottom graph on active channel 

DISPLAY - LIMITS (Oh 7) 

LUP2? 

Output upper limit value for bottom graph on active channel 

DISPLAY - LIMITS (Oh 7) 

LVH 

Select high as limits testing TTL level 

DISPLAY - LIMITS (Oh 7) 

LVL 

Select low as limits testing TTL level 

DISPLAY - LIMITS (Oh 7) 

LVX? 

Output limits testing TTL level status 

DISPLAY - LIMITS (Oh 7) 

SLC 

Clear all segmented limits definitions 

DISPLAY - LIMITS (Oh 7) 

SLH 

Enter segmented limits horizontal offset 

DISPLAY - LIMITS (Oh 7) 

SLH? 

Output segmented limits horizontal offset 

DISPLAY - LIMITS (Oh 7) 

SLLO 

Turn lower segmented limits display off 

DISPLAY - LIMITS (Oh 7) 

SLL1 

Turn lower segmented limits display on 

DISPLAY - LIMITS (Oh 7) 

SLLX? 

Output lower segmented limits display on/off status 

DISPLAY - LIMITS (Oh 7) 

SLUO 

Turn upper segmented limits display off 

DISPLAY - LIMITS (Oh 7) 

SLU1 

Turn upper segmented limits display on 

DISPLAY - LIMITS (Oh 7) 

SLUX? 

Output upper segmented limits display on/off status 

DISPLAY - LIMITS (Oh 7) 

SLV 

Enter segmented limits vertical offset 

DISPLAY - LIMITS (Oh 7) 

SLV? 

Output segmented limits vertical offset 

DISPLAY - LIMITS (Oh 7) 

SPH 

Enter active segmented limit horizontal stop position 

DISPLAY - LIMITS (Oh 7) 

SPH? 

Output active segmented limit horizontal stop position 

DISPLAY - LIMITS (Oh 7) 

SPV 

Enter active segmented limit vertical stop position 

DISPLAY - LIMITS (Oh 7) 

SPV? 

Output active segmented limit vertical stop position 

DISPLAY - LIMITS (Oh 7) 

STH 

Enter active segmented limit horizontal start position 

DISPLAY - LIMITS (Oh 7) 

STH? 

Output active segmented limit horizontal start position 

DISPLAY - LIMITS (Oh 7) 

STV 

Enter active segmented limit vertical start position 

DISPLAY - LIMITS (Oh 7) 
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STV? 

Output active segmented limit vertical start position 

DISPLAY - LIMITS (Ch 7) 

UPLO 

Turn upper limit off 

DISPLAY - LIMITS (Ch 7) 

UPL1 

Turn upper limit on at current value 

DISPLAY - LIMITS (Ch 7) 

UPL20 

Turn upper limit off for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPL21 

Turn upper limit on at current value for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPL2X? 

Output upper limit on/off status for bottom graph 

DISPLAY - LIMITS (Ch 7) 

UPLX? 

Output upper limit on/off status 

DISPLAY - LIMITS (Ch 7) 

US1 

Select upper segmented limit 1 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US10 

Select upper segmented limit 10 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US2 

Select upper segmented limit 2 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US3 

Select upper segmented limit 3 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US4 

Select upper segmented limit 4 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US5 

Select upper segmented limit 5 as the active segment 

DISPLAY - LIMITS (Ch 7) 

use 

Select upper segmented limit 6 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US7 

Select upper segmented limit 7 as the active segment 

DISPLAY - LIMITS (Ch 7) 

use 

Select upper segmented limit 8 as the active segment 

DISPLAY - LIMITS (Ch 7) 

US9 

Select upper segmented limit 9 as the active segment 

DISPLAY - LIMITS (Ch 7) 

CNTR 

Enter center frequency 

FREQ (Ch 5) 

CNTR? 

Output center frequency 

FREQ (Ch 5) 

CWF 

Enter CW frequency and turn CW on 

FREQ (Ch 5) 

CWF? 

Output CW frequency 

FREQ (Ch 5) 

CWON 

Turn CW on at current CW frequency 

FREQ (Ch 5) 

CWON? 

Output CW on/off status 

FREQ (Ch 5) 

SETUP 

Display frequency menu 

FREQ (Ch 5) 

SPAN 

Enter frequency span 

FREQ (Ch 5) 

SPAN? 

Output frequency span 

FREQ (Ch 5) 

SRT 

Enter start frequency 

FREQ (Ch 5) 

SRT? 

Output start frequency 

FREQ (Ch 5) 

STP 

Enter stop frequency 

FREQ (Ch 5) 

STP? 

Output stop frequency 

FREQ (Ch 5) 

SWP 

Return to normal sweep mode 

FREQ (Ch 5) 

SWP? 

Output sweep mode 

FREQ (Ch 5) 

DFD 

Done specifying discrete frequency ranges 

FREQ - DISCRETE FILL (Ch 5) 

DFQ 

Enter single discrete frequency 

FREQ - DISCRETE FILL (Ch 5) 

DFQ? 

Output discrete fill single discrete frequency 

FREQ - DISCRETE FILL (Ch 5) 

FIL 

Fill defined discrete frequency range 

FREQ - DISCRETE FILL (Ch 5) 

FRC 

Clear all defined discrete frequency ranges 

FREQ - DISCRETE FILL (Ch 5) 
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FRI 

Enter discrete fill Increment frequency 

FREQ - DISCRETE FILL (Ch 5) 

FRI? 

Output discrete fill Increment frequency 

FREQ - DISCRETE FILL (Ch 5) 

FRP 

Enter discrete fill number of points 

FREQ - DISCRETE FILL (Ch 5) 

FRP? 

Output discrete fill number of points 

FREQ - DISCRETE FILL (Ch 5) 

FRS 

Enter discrete fill start frequency 

FREQ - DISCRETE FILL (Ch 5) 

FRS? 

Output discrete fill start frequency 

FREQ - DISCRETE FILL (Ch 5) 

BMPB 

Select black on white as bitmap type 

HARD COPY (Ch 9) 

BMPC 

Select color on white as bitmap type 

HARD COPY (Ch 9) 

BMPT 

Select true color as bitmap type 

HARD COPY (Ch 9) 

BMPX? 

Output bitmap type 

HARD COPY (Ch 9) 

DPN 

Enter pen number for data 

HARD COPY (Ch 9) 

DPN? 

Output pen number for data 

HARD COPY (Ch 9) 

FFD 

Send form feed to printer and stop print/plot 

HARD COPY (Ch 9) 

GENS2P 

Generate S2P files In hard disk with default name {ntwk_p1 .s2p, 
ntwk_p4.s2p) from disk and calibrate 

HARD COPY (Ch 9) 

GPN 

Enter pen number for graticule 

HARD COPY (Ch 9) 

GPN? 

Output pen number for graticule 

HARD COPY (Ch 9) 

HDO 

Turn off tabular data headers and page formatting 

HARD COPY (Ch 9) 

HD1 

Turn on tabular data headers and page formatting 

HARD COPY (Ch 9) 

HDX? 

Output tabular data headers and page formatting on/off status 

HARD COPY (Ch 9) 

HPN 

Enter pen number for header 

HARD COPY (Ch 9) 

HPN? 

Output pen number for header 

HARD COPY (Ch 9) 

LAND 

Select landscape mode for output plot 

HARD COPY (Ch 9) 

LCMO 

Disable printing comment Information 

HARD COPY (Ch 9) 

LCM1 

Enable printing comment Information 

HARD COPY (Ch 9) 

LDTO 

Disable printing date/time 

HARD COPY (Ch 9) 

LDT1 

Enable printing date/time 

HARD COPY (Ch 9) 

LDVO 

Disable printing device ID 

HARD COPY (Ch 9) 

LDV1 

Enable printing device ID 

HARD COPY (Ch 9) 

LID 

Enter string for DUT Identity 

HARD COPY (Ch 9) 

LID? 

Output string for DUT Identity 

HARD COPY (Ch 9) 

LMDO 

Disable printing model information 

HARD COPY (Ch 9) 

LMD1 

Enable printing model information 

HARD COPY (Ch 9) 

LMS 

Enter string for DUT model/serial number 

HARD COPY (Ch 9) 

LMS? 

Output string for DUT model/serial number 

HARD COPY (Ch 9) 

LNM 

Enter string for operator name 

HARD COPY (Ch 9) 

LNM? 

Output string for operator name 

HARD COPY (Ch 9) 


120 


MS462XX QRG 






GPIB QUICK 
REFERENCE GUIDE 


FUNCTIONAL LISTING 
OF PROGRAMMING CODES 


Table2. Functional Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

LOG 

Enter string for operator comment 

HARD CGPY (Ch 9) 

LOG? 

Gutput string for operator comment 

HARD CGPY (Ch 9) 

LGGG? 

Gutput hard copy logo selection standard/user defined 

HARD CGPY (Ch 9) 

LGGGO 

Turn hard copy logo off 

HARD CGPY (Ch 9) 

LGGG1 

Turn hard copy logo on 

HARD CGPY (Ch 9) 

LGGGS 

Select standard hard copy logo 

HARD CGPY (Ch 9) 

LGGGU 

Select user defined hard copy logo 

HARD CGPY (Ch 9) 

LGGGX? 

Gutput hard copy logo on/off status 

HARD CGPY (Ch 9) 

LGPO 

Disable printing operator information 

HARD CGPY (Ch 9) 

LGP1 

Enable printing operator information 

HARD CGPY (Ch 9) 

M3P1? 

Guery the mixed mode 1st balanced port pair for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P12 

Set the mixed mode 1st balanced port pair to 1:2 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P13 

Set the mixed mode 1st balanced port pair to 1:3 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the M3P setup 

HARD CGPY (Ch 9) 

M3P1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the M3P setup 

HARD CGPY (Ch 9) 

M3PS? 

Guery the mixed mode singled ended port for the M3P setup 

HARD CGPY (Ch 9) 

M3PS1 

Set the mixed mode single ended port to port 1 for the M3P setup 

HARD CGPY (Ch 9) 

M3PS2 

Set the mixed mode single ended port to port 2 for the M3P setup 

HARD CGPY (Ch 9) 

M3PS3 

Set the mixed mode single ended port to port 3 for the M3P setup 

HARD CGPY (Ch 9) 

M3PS4 

Set the mixed mode single ended port to port 4 for the M3P setup 

HARD CGPY (Ch 9) 

M4P1? 

Guery the mixed mode 1st balanced port pair for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P12 

Set the mixed mode 1st balanced port pair to 1:2 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P13 

Set the mixed mode 1st balanced port pair to 1:3 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the M4P setup 

HARD CGPY (Ch 9) 

M4P1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the M4P setup 

HARD CGPY (Ch 9) 
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M4P1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the M4P setup 

HARD COPY (Ch 9) 

M4P2? 

Query the mixed mode 2nd balanced port pair for the M4P setup 

HARD COPY (Ch 9) 

M4P2P12 

Set the mixed mode 2nd balanced port pair to 1:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P13 

Set the mixed mode 2nd balanced port pair to 1:3 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P14 

Set the mixed mode 2nd balanced port pair to 1:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P21 

Set the mixed mode 2nd balanced port pair to 2:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P23 

Set the mixed mode 2nd balanced port pair to 2:3 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P24 

Set the mixed mode 2nd balanced port pair to 2:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P31 

Set the mixed mode 2nd balanced port pair to 3:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P32 

Set the mixed mode 2nd balanced port pair to 3:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P34 

Set the mixed mode 2nd balanced port pair to 3:4 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P42 

Set the mixed mode 2nd balanced port pair to 4:2 for the M4P setup 

HARD COPY (Ch 9) 

M4P2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the M4P setup 

HARD COPY (Ch 9) 

MPN 

Enter pen number for markers and limits 

HARD COPY (Ch 9) 

MPN? 

Output pen number for markers and limits 

HARD COPY (Ch 9) 

OMM3P 

Output the M3P format data to the GPIB with the current M3P setup 

HARD COPY (Ch 9) 

OMM4P 

Output the M4P format data to the GPIB with the current M4P setup 

HARD COPY (Ch 9) 

OS1P1 

Output SI PI format data to gpib 

HARD COPY (Ch 9) 

OS1P2 

Output SI P2 format data to gpib 

HARD COPY (Ch 9) 

OS1P3 

Output SI P3 format data to gpib 

HARD COPY (Ch 9) 

OS2P 

Output S2P format data to GPIB 

HARD COPY (Ch 9) 

OS3P 

Output S3P format data to gpib 

HARD COPY (Ch 9) 

PBL 

Select 1/4 size plot bottom left corner 

HARD COPY (Ch 9) 

PBR 

Select 1/4 size plot bottom right corner 

HARD COPY (Ch 9) 

PFL 

Select full-size plot 

HARD COPY (Ch 9) 

PFS 

Print full screen image 

HARD COPY (Ch 9) 

PGR 

Print graph area screen image 

HARD COPY (Ch 9) 

PGT 

Plot graticule 

HARD COPY (Ch 9) 

PLD 

Plot data area only 

HARD COPY (Ch 9) 

PLH 

Plot header 

HARD COPY (Ch 9) 

PLM 

Plot markers and limits 

HARD COPY (Ch 9) 

PLO? 

Output plot mode portrait or landscape 

HARD COPY (Ch 9) 

PLS 

Plot entire screen 

HARD COPY (Ch 9) 
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PLT 

Plot data traces only 

HARD COPY (Ch 9) 

PMK 

Print tabular data for Markers 

HARD COPY (Ch 9) 

PMN 

Plot menu 

HARD COPY (Ch 9) 

PMT 

Print tabular data for traces and markers 

HARD COPY (Ch 9) 

PORT 

Select portrait mode for output plot 

HARD COPY (Ch 9) 

PRNTYPDJ 

Select FIP DeskJet printer 

HARD COPY (Ch 9) 

PRNTYPEP 

Select Epson FX printer 

HARD COPY (Ch 9) 

PRNTYPLJ 

Select FIP LaserJet printer 

HARD COPY (Ch 9) 

PRNTYPTJ 

Select FIP Thinkjet printer 

HARD COPY (Ch 9) 

PRNTYPX? 

Output printer type 

HARD COPY (Ch 9) 

PST 

Stop print/plot 

HARD COPY (Ch 9) 

PTO 

Set tabular printout points skipped to 0 

HARD COPY (Ch 9) 

PT1 

Set tabular printout points skipped to 1 

HARD COPY (Ch 9) 

PT2 

Set tabular printout points skipped to 2 

HARD COPY (Ch 9) 

PT3 

Set tabular printout points skipped to 3 

HARD COPY (Ch 9) 

PT4 

Set tabular printout points skipped to 4 

HARD COPY (Ch 9) 

PT5 

Set tabular printout points skipped to 5 

HARD COPY (Ch 9) 

PT6 

Set tabular printout points skipped to 6 

HARD COPY (Ch 9) 

PT7 

Set tabular printout points skipped to 7 

HARD COPY (Ch 9) 

PT8 

Set tabular printout points skipped to 8 

HARD COPY (Ch 9) 

PT9 

Set tabular printout points skipped to 9 

HARD COPY (Ch 9) 

PTB 

Print tabular data for traces 

HARD COPY (Ch 9) 

PTL 

Select 1/4 size plot top left corner 

HARD COPY (Ch 9) 

PTR 

Select 1/4 size plot top right corner 

HARD COPY (Ch 9) 

PTX? 

Output tabular printout points skipped 

HARD COPY (Ch 9) 

PXX? 

Output plot location 

HARD COPY (Ch 9) 

SEQOP? 

Output sequence operator message mode on/off 

HARD COPY (Ch 9) 

SEQOPO 

Turn off sequence operator message 

HARD COPY (Ch 9) 

SEQOP1 

Turn on sequence operator message 

HARD COPY (Ch 9) 

SNPDB 

Select log magnitude and phase as SnP output format 

HARD COPY (Ch 9) 

SNPFMTX? 

Output SnP output format selection 

HARD COPY (Ch 9) 

SNPGHZ 

Select OFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPHZ 

Select FIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPKHZ 

Select KFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPMA 

Select linear magnitude and phase as SnP output format 

HARD COPY (Ch 9) 

SNPMHZ 

Select MFIz as SnP frequency units 

HARD COPY (Ch 9) 

SNPRI 

Select real and imaginary as SnP output format 

HARD COPY (Ch 9) 
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SNPUNITX? 

Output SnP frequency units selection 

HARD COPY (Oh 9) 

SPD 

Enter pen speed percentage 

HARD COPY (Oh 9) 

SPD? 

Output pen speed percentage 

HARD COPY (Oh 9) 

TPN 

Enter pen number for trace overlay data 

HARD COPY (Oh 9) 

TPN? 

Output pen number for trace overlay data 

HARD COPY (Oh 9) 

CTN 

Continue sweeping from current point 

HOLD (Oh 5) 

HLD 

Put sweep into hold mode 

HOLD (Ch 5) 

HLD? 

Output the sweep hold status 

HOLD (Ch 5) 

AMKR 

Select active marker on all channels marker mode 

MARKER (Ch 7) 

MK3 

Enter marker 3 frequency distance or time and turn on 

MARKER (Ch 7) 

MK3? 

Output marker 3 frequency distance or time 

MARKER (Ch 7) 

MK4 

Enter marker 4 frequency distance or time and turn on 

MARKER (Ch 7) 

MK4? 

Output marker 4 frequency distance or time 

MARKER (Ch 7) 

MK5 

Enter marker 5 frequency distance or time and turn on 

MARKER (Ch 7) 

MK5? 

Output marker 5 frequency distance or time 

MARKER (Ch 7) 

MK6 

Enter marker 6 frequency distance or time and turn on 

MARKER (Ch 7) 

MK6? 

Output marker 6 frequency distance or time 

MARKER (Ch 7) 

MK7 

Enter marker 7 frequency distance or time and turn on 

MARKER (Ch 7) 

MK7? 

Output marker 7 frequency distance or time 

MARKER (Ch 7) 

MK8 

Enter marker 8 frequency distance or time and turn on 

MARKER (Ch 7) 

MK8? 

Output marker 8 frequency distance or time 

MARKER (Ch 7) 

MK9 

Enter marker 9 frequency distance or time and turn on 

MARKER (Ch 7) 

MK9? 

Output marker 9 frequency distance or time 

MARKER (Ch 7) 

MKRC 

Select interpolated marker functionality 

MARKER (Ch 7) 

MKRD 

Select discrete marker functionality 

MARKER (Ch 7) 

BWL3 

Set bandwidth loss value to 3 dB 

MARKER (Ch 7) 

BWLS 

Enter bandwidth loss value 

MARKER (Ch 7) 

BWLS? 

Output bandwidth loss value 

MARKER (Ch 7) 

DR1 

Select Marker 1 as delta reference marker 

MARKER (Ch 7) 

DR10 

Select Marker 10 as delta reference marker 

MARKER (Ch 7) 

DR11 

Select Marker 11 as delta reference marker 

MARKER (Ch 7) 

DR12 

Select Marker 12 as delta reference marker 

MARKER (Ch 7) 

DR2 

Select Marker 2 as delta reference marker 

MARKER (Ch 7) 

DR3 

Select Marker 3 as delta reference marker 

MARKER (Ch 7) 

DR4 

Select Marker 4 as delta reference marker 

MARKER (Ch 7) 

DR5 

Select Marker 5 as delta reference marker 

MARKER (Ch 7) 

DR6 

Select Marker 6 as delta reference marker 

MARKER (Ch 7) 
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DR7 

Select Marker 7 as delta reference marker 

MARKER (Ch 7) 

DR8 

Select Marker 8 as delta reference marker 

MARKER (Ch 7) 

DR9 

Select Marker 9 as delta reference marker 

MARKER (Ch 7) 

DRF 

Turn delta reference mode on 

MARKER (Ch 7) 

DRO 

Turn delta reference mode off 

MARKER (Ch 7) 

DRO? 

Output delta reference mode on/off status 

MARKER (Ch 7) 

DRX? 

Output delta reference marker number 

MARKER (Ch 7) 

DSFO 

Disable filter shape factor calculation 

MARKER (Ch 7) 

DSF1 

Enable filter shape factor calculation 

MARKER (Ch 7) 

DSFX? 

Output filter shape factor calculation enable/dlsable status 

MARKER (Ch 7) 

DSQO 

Disable filter Q calculation 

MARKER (Ch 7) 

DSQ1 

Enable filter 0 calculation 

MARKER (Ch 7) 

DSQX? 

Output filter Q calculation enable/disable status 

MARKER (Ch 7) 

FLTBW? 

Output filter bandwidth 

MARKER (Ch 7) 

FLIC? 

Output filter center frequency 

MARKER (Ch 7) 

FLTL? 

Output filter loss at reference value 

MARKER (Ch 7) 

FLTQ? 

Output filter Q 

MARKER (Ch 7) 

FITS? 

Output filter shape factor 

MARKER (Ch 7) 

FMKR 

Select filter parameters marker mode 

MARKER (Ch 7) 

M10C 

Set CW mode at marker 10 frequency 

MARKER (Ch 7) 

MICE 

Set sweep/zoom end to marker 10 frequency distance or time 

MARKER (Ch 7) 

M10S 

Set sweep/zoom start to marker 10 frequency distance or time 

MARKER (Ch 7) 

M11C 

Set CW mode at marker 11 frequency 

MARKER (Ch 7) 

M11E 

Set sweep/zoom end to marker 11 frequency distance or time 

MARKER (Ch 7) 

Mils 

Set sweep/zoom start to marker 11 frequency distance or time 

MARKER (Ch 7) 

M12C 

Set CW mode at marker 12 frequency 

MARKER (Ch 7) 

M12E 

Set sweep/zoom end to marker 12 frequency distance or time 

MARKER (Ch 7) 

M12S 

Set sweep/zoom start to marker 12 frequency distance or time 

MARKER (Ch 7) 

MIC 

Set CW mode at marker 1 frequency 

MARKER (Ch 7) 

M1E 

Set sweep/zoom end to marker 1 frequency distance or time 

MARKER (Ch 7) 

MIS 

Set sweep/zoom start to marker 1 frequency distance or time 

MARKER (Ch 7) 

M2C 

Set CW mode at marker 2 frequency 

MARKER (Ch 7) 

M2E 

Set sweep/zoom end to marker 2 frequency distance or time 

MARKER (Ch 7) 

M2S 

Set sweep/zoom start to marker 2 frequency distance or time 

MARKER (Ch 7) 

M3C 

Set CW mode at marker 3 frequency 

MARKER (Ch 7) 

M3E 

Set sweep/zoom end to marker 3 frequency distance or time 

MARKER (Ch 7) 

M3S 

Set sweep/zoom start to marker 3 frequency distance or time 

MARKER (Ch 7) 
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M4C 

Set CW mode at marker 4 frequency 

MARKER (Ch 7) 

M4E 

Set sweep/zoom end to marker 4 frequency distance or time 

MARKER (Ch 7) 

M4S 

Set sweep/zoom start to marker 4 frequency distance or time 

MARKER (Ch 7) 

M5C 

Set CW mode at marker 5 frequency 

MARKER (Ch 7) 

M5E 

Set sweep/zoom end to marker 5 frequency distance or time 

MARKER (Ch 7) 

MSS 

Set sweep/zoom start to marker 5 frequency distance or time 

MARKER (Ch 7) 

M6C 

Set CW mode at marker 6 frequency 

MARKER (Ch 7) 

M6E 

Set sweep/zoom end to marker 6 frequency distance or time 

MARKER (Ch 7) 

M6S 

Set sweep/zoom start to marker 6 frequency distance or time 

MARKER (Ch 7) 

M7C 

Set CW mode at marker 7 frequency 

MARKER (Ch 7) 

M7E 

Set sweep/zoom end to marker 7 frequency distance or time 

MARKER (Ch 7) 

M7S 

Set sweep/zoom start to marker 7 frequency distance or time 

MARKER (Ch 7) 

M8C 

Set CW mode at marker 8 frequency 

MARKER (Ch 7) 

M8E 

Set sweep/zoom end to marker 8 frequency distance or time 

MARKER (Ch 7) 

M8S 

Set sweep/zoom start to marker 8 frequency distance or time 

MARKER (Ch 7) 

M9C 

Set CW mode at marker 9 frequency 

MARKER (Ch 7) 

M9E 

Set sweep/zoom end to marker 9 frequency distance or time 

MARKER (Ch 7) 

M9S 

Set sweep/zoom start to marker 9 frequency distance or time 

MARKER (Ch 7) 

MK1 

Enter marker 1 frequency distance or time and turn on 

MARKER (Ch 7) 

MK1? 

Output marker 1 frequency distance or time 

MARKER (Ch 7) 

MK10 

Enter marker 10 frequency distance or time and turn on 

MARKER (Ch 7) 

MK10? 

Output marker 10 frequency distance or time 

MARKER (Ch 7) 

MK11 

Enter marker 11 frequency distance or time and turn on 

MARKER (Ch 7) 

MK11? 

Output marker 11 frequency distance or time 

MARKER (Ch 7) 

MK12 

Enter marker 12 frequency distance or time and turn on 

MARKER (Ch 7) 

MK12? 

Output marker 12 frequency distance or time 

MARKER (Ch 7) 

MK2 

Enter marker 2 frequency distance or time and turn on 

MARKER (Ch 7) 

MK2? 

Output marker 2 frequency distance or time 

MARKER (Ch 7) 

MKRX? 

Output interpolated/discrete marker functionality 

MARKER (Ch 7) 

MKSL 

Marker search left 

MARKER (Ch 7) 

MKSR 

Marker search right 

MARKER (Ch 7) 

MKTO 

Turn marker tracking off 

MARKER (Ch 7) 

MKT1 

Turn marker tracking on 

MARKER (Ch 7) 

MKTX? 

Output marker tracking on/off status 

MARKER (Ch 7) 

MMN 

Move active marker to minimum trace value 

MARKER (Ch 7) 

MMX 

Move active marker to maximum trace value 

MARKER (Ch 7) 

M01 

Turn off marker 1 

MARKER (Ch 7) 
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MO10 

Turn off marker 10 

MARKER (Oh 7) 

M011 

Turn off marker 11 

MARKER (Oh 7) 

M012 

Turn off marker 12 

MARKER (Oh 7) 

M02 

Turn off marker 2 

MARKER (Oh 7) 

M03 

Turn off marker 3 

MARKER (Oh 7) 

M04 

Turn off marker 4 

MARKER (Oh 7) 

M05 

Turn off marker S 

MARKER (Oh 7) 

M06 

Turn off marker 6 

MARKER (Oh 7) 

M07 

Turn off marker 7 

MARKER (Oh 7) 

M08 

Turn off marker 8 

MARKER (Oh 7) 

M09 

Turn off marker 9 

MARKER (Oh 7) 

MOF 

Turn marker display off 

MARKER (Oh 7) 

MON 

Turn marker display on 

MARKER (Oh 7) 

MON? 

Output marker display on/off status 

MARKER (Oh 7) 

MR1 

Turn marker 1 on and make it the active marker 

MARKER (Oh 7) 

MR1? 

Output marker 1 on/off status 

MARKER (Oh 7) 

MR10 

Turn marker 10 on and make it the active marker 

MARKER (Oh 7) 

MR10? 

Output marker 10 on/off status 

MARKER (Oh 7) 

MR11 

Turn marker 11 on and make it the active marker 

MARKER (Oh 7) 

MR11? 

Output marker 11 on/off status 

MARKER (Oh 7) 

MR12 

Turn marker 12 on and make it the active marker 

MARKER (Oh 7) 

MR12? 

Output marker 12 on/off status 

MARKER (Oh 7) 

MR2 

Turn marker 2 on and make it the active marker 

MARKER (Oh 7) 

MR2? 

Output marker 2 on/off status 

MARKER (Oh 7) 

MR3 

Turn marker 3 on and make it the active marker 

MARKER (Oh 7) 

MR3? 

Output marker 3 on/off status 

MARKER (Oh 7) 

MR4 

Turn marker 4 on and make it the active marker 

MARKER (Oh 7) 

MR4? 

Output marker 4 on/off status 

MARKER (Oh 7) 

MRS 

Turn marker S on and make it the active marker 

MARKER (Oh 7) 

MRS? 

Output marker S on/off status 

MARKER (Oh 7) 

MRS 

Turn marker 6 on and make it the active marker 

MARKER (Oh 7) 

MRS? 

Output marker 6 on/off status 

MARKER (Oh 7) 

MR7 

Turn marker 7 on and make it the active marker 

MARKER (Oh 7) 

MR7? 

Output marker 7 on/off status 

MARKER (Oh 7) 

MRS 

Turn marker 8 on and make it the active marker 

MARKER (Oh 7) 

MRS? 

Output marker 8 on/off status 

MARKER (Oh 7) 

MR9 

Turn marker 9 on and make it the active marker 

MARKER (Oh 7) 
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MR9? 

Output marker 9 on/off status 

MARKER (Oh 7) 

MRM 

Display the Marker Readout menu 

MARKER (Oh 7) 

MRX? 

Output active marker number 

MARKER (Oh 7) 

MSFH 

Enter high loss value for shape factor calculation 

MARKER (Oh 7) 

MSFH? 

Output high loss value for shape factor calculation 

MARKER (Oh 7) 

MSFL 

Enter low loss value for shape factor calculation 

MARKER (Oh 7) 

MSFL? 

Output low loss value for shape factor calculation 

MARKER (Oh 7) 

MSRO 

Select 0 as reference for marker search and bandwidth calculation 

MARKER (Oh 7) 

MSRD 

Select delta reference marker as reference for marker search and 
bandwidth calculation 

MARKER (Oh 7) 

MSRM 

Select maximum as reference for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRMIN 

Select min as ref for marker search and bandwidth calculation 

MARKER (Oh 7) 

MSRMR 

Select maximum return as ref for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRMRA 

Select auto mode of maximum return as ref for marker search and 
bandwidth calculation 

MARKER (Oh 7) 

MSRMRM 

Select manual mode of maximum return as ref for marker search and 
bandwidth calculation 

MARKER (Oh 7) 

MSRMRV 

Enter maximum return value for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRMRV? 

Output maximum return value for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRMRX? 

Output maximum return mode for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

MSRX? 

Output reference selection for marker search and bandwidth 
calculation 

MARKER (Oh 7) 

NMKR 

Select normal markers on active channel marker mode 

MARKER (Oh 7) 

0 AM1 

Output channel f active marker value 

MARKER (Oh 7) 

0AM2 

Output channel 2 active marker value 

MARKER (Oh 7) 

0AM3 

Output channel 3 active marker value 

MARKER (Oh 7) 

0AM4 

Output channel 4 active marker value 

MARKER (Oh 7) 

SDO 

Turn marker screen display off 

MARKER (Oh 7) 

SD1 

Turn marker screen display on 

MARKER (Oh 7) 

SDPO 

Turn the power sweep marker screen display OFF 

MARKER (Oh 7) 

SDP1 

Turn the power sweep marker screen display ON 

MARKER (Oh 7) 

SDPX? 

Output the power sweep marker screen display status 

MARKER (Oh 7) 

SDX? 

Output marker screen display status 

MARKER (Oh 7) 

SMKR 

Select marker search marker mode 

MARKER (Oh 7) 

SMKRMAX 

Select marker search maximum 

MARKER (Oh 7) 
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SMKRMIN 

Select marker search minimum 

MARKER (Ch 7) 

SMKRX 

Select the marker search x-axis marker mode 

MARKER (Ch 7) 

SRCH 

Enter marker search value 

MARKER (Ch 7) 

SRCH? 

Output marker search value 

MARKER (Ch 7) 

SRCHFX? 

Output the marker search x-value in GFIz and the marker failure 
status 

MARKER (Ch 7) 

SRCHFXP? 

Output the marker search x-value in dBm and the marker failure 
status in the power sweep mode 

MARKER (Ch 7) 

SRCHP 

Enter marker search value in power sweep mode 

MARKER (Ch 7) 

SRCHP? 

Output marker search value in power sweep mode 

MARKER (Ch 7) 

SRCHX? 

Output the marker search x-value 

MARKER (Ch 7) 

SRCHXP? 

Output the marker search x-value in the power sweep mode 

MARKER (Ch 7) 

XMKR? 

Output marker mode 

MARKER (Ch 7) 

XMKRP? 

Output the power sweep marker mode 

MARKER (Ch 7) 

CHSXX? 

Output parameter or user defined parameter for specified channel 

MEAS (Ch 5) 

DA1 

Select at = Ra as denominator for parameter being defined 

MEAS (Ch 5) 

DA2 

Select a2 = Rb as denominator for parameter being defined 

MEAS (Ch 5) 

DA3 

Select a3 = Rc as denominator for parameter being defined 

MEAS (Ch 5) 

DA4 

Select a4 = Rd as denominator for parameter being defined 

MEAS (Ch 5) 

DB1 

Select b1 = Ta as denominator for parameter being defined 

MEAS (Ch 5) 

DB2 

Select b2 = Tb as denominator for parameter being defined 

MEAS (Ch 5) 

DB3 

Select b3 = Tc as denominator for parameter being defined 

MEAS (Ch 5) 

DB4 

Select b4 = Td as denominator for parameter being defined 

MEAS (Ch 5) 

DE1 

Select unity as denominator for parameter being defined 

MEAS (Ch 5) 

DEN? 

Output denominator selection for parameter being defined 

MEAS (Ch 5) 

EANAIN 

Measure EXT. ANALOG IN on active channel 

MEAS (Ch 5) 

MM1P? 

Query the mixed mode 1st balanced port pair for the active channel 
S-parameter 

MEAS (Ch 5) 

MM1P12 

Set the mixed mode 1st balanced port pair to 1:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P13 

Set the mixed mode 1st balanced port pair to 1:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P14 

Set the mixed mode 1st balanced port pair to 1:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P21 

Set the mixed mode 1st balanced port pair to 2:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P23 

Set the mixed mode 1st balanced port pair to 2:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P24 

Set the mixed mode 1st balanced port pair to 2:4 for the active 
channel S-parameter 

MEAS (Ch 5) 
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MM1P31 

Set the mixed mode 1st balanced port pair to 3:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P32 

Set the mixed mode 1st balanced port pair to 3:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P34 

Set the mixed mode 1st balanced port pair to 3:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P41 

Set the mixed mode 1st balanced port pair to 4:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P42 

Set the mixed mode 1st balanced port pair to 4:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM1P43 

Set the mixed mode 1st balanced port pair to 4:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P? 

Query the mixed mode 2nd balanced port pair for the active channel 
S-parameter 

MEAS (Ch 5) 

MM2P12 

Set the mixed mode 2nd balanced port pair to 1:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P13 

Set the mixed mode 2nd balanced port pair to 1:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P14 

Set the mixed mode 2nd balanced port pair to 1:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P21 

Set the mixed mode 2nd balanced port pair to 2:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P23 

Set the mixed mode 2nd balanced port pair to 2:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P24 

Set the mixed mode 2nd balanced port pair to 2:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P31 

Set the mixed mode 2nd balanced port pair to 3:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P32 

Set the mixed mode 2nd balanced port pair to 3:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P34 

Set the mixed mode 2nd balanced port pair to 3:4 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P41 

Set the mixed mode 2nd balanced port pair to 4:1 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P42 

Set the mixed mode 2nd balanced port pair to 4:2 for the active 
channel S-parameter 

MEAS (Ch 5) 

MM2P43 

Set the mixed mode 2nd balanced port pair to 4:3 for the active 
channel S-parameter 

MEAS (Ch 5) 

MMS? 

Query the mixed mode single ended port for the active channel 
S-parameter 

MEAS (Ch 5) 

MMS1 

Set the mixed mode single ended port to Port 1 for the active channel 
S-parameter 

MEAS (Ch 5) 

MMS2 

Set the mixed mode single ended port to Port 2 for the active channel 
S-parameter 

MEAS (Ch 5) 
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MMS3 

Set the mixed mode single ended port to Port 3 for the active channel 
S-parameter 

MEAS (Ch 5) 

MMS4 

Set the mixed mode single ended port to Port 4 for the active channel 
S-parameter 

MEAS (Ch 5) 

MMSC1C1 

Set the S-parameter to mixed mode SCI C1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC1C2 

Set the S-parameter to mixed mode SCI C2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC1D1 

Set the S-parameter to mixed mode SCI D1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC1D2 

Set the S-parameter to mixed mode SC1D2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC2C1 

Set the S-parameter to mixed mode SC2C1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC2C2 

Set the S-parameter to mixed mode SC2C2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC2D1 

Set the S-parameter to mixed mode SC2D1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSC2D2 

Set the S-parameter to mixed mode SC2D2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSCC 

Set the S-parameter to mixed mode SCC with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSCD 

Set the S-parameter to mixed mode SCD with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSCS 

Set the S-parameter to mixed mode SCS with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 

MMSD1C1 

Set the S-parameter to mixed mode SD1C1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD1C2 

Set the S-parameter to mixed mode SD1C2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD1D1 

Set the S-parameter to mixed mode SD1D1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD1D2 

Set the S-parameter to mixed mode SD1D2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD2C1 

Set the S-parameter to mixed mode SD2C1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD2C2 

Set the S-parameter to mixed mode SD2C2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD2D1 

Set the S-parameter to mixed mode SD2D1 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSD2D2 

Set the S-parameter to mixed mode SD2D2 with the current port pair 
selections for the active channel 

MEAS (Ch 5) 

MMSDC 

Set the S-parameter to mixed mode SDC with the current port 
pair/singleton selection for the active channel 

MEAS (Ch 5) 
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MMSDD 

Set the S-parameter to mixed mode SDD with the current port 
pair/singieton seiection for the active channei 

MEAS (Ch 5) 

MMSDS 

Set the S-parameter to mixed mode SDS with the current port 
pair/singieton seiection for the active channei 

MEAS (Ch 5) 

MMSSC 

Set the S-parameter to mixed mode SSC with the current port 
pair/singieton seiection for the active channei 

MEAS (Ch 5) 

MMSSD 

Set the S-parameter to mixed mode SSD with the current port 
pair/singieton seiection for the active channei 

MEAS (Ch 5) 

MS1C 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to S1C/SSC for the active channei 

MEAS (Ch 5) 

MS1D 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to S1D/SSD for the active channei 

MEAS (Ch 5) 

MSC1 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SC1/SCS for the active channei 

MEAS (Ch 5) 

MSC1C1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC1C1 for the active channei 

MEAS (Ch 5) 

MSC1C2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC1C2 for the active channei 

MEAS (Ch 5) 

MSC1D1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SCI D1 for the active channei 

MEAS (Ch 5) 

MSC1D2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SCI D2 for the active channei 

MEAS (Ch 5) 

MSC2C1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC2C1 for the active channei 

MEAS (Ch 5) 

MSC2C2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC2C2 for the active channei 

MEAS (Ch 5) 

MSC2D1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC2D1 for the active channei 

MEAS (Ch 5) 

MSC2D2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SC2D2 for the active channei 

MEAS (Ch 5) 

MSCC 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SCC for the active channei 

MEAS (Ch 5) 

MSCD 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SCD for the active channei 

MEAS (Ch 5) 

MSD1 

Set the baianced port pair and singieton seiection to (2:3)1 and 
S-parameter to SD1/SDS for the active channei 

MEAS (Ch 5) 

MSD1C1 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SD1C1 for the active channei 

MEAS (Ch 5) 

MSD1C2 

Set the baianced port pair seiection to (1:2){3:4) and S-parameter to 
SD1C2 for the active channei 

MEAS (Ch 5) 

MSD1D1 

Set the baianced port pair seiection to (1:2)(3:4) and S-parameter to 
SD1D1 for the active channei 

MEAS (Ch 5) 

MSD1D2 

Set the baianced port pair seiection to (1:2)(3:4) and S-parameter to 
SD1D2 for the active channei 

MEAS (Ch 5) 
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MSD2C1 

Set the balanced port pair selection to (1:2){3:4) and S-parameter to 
SD2C1 for the active channel 

MEAS (Oh 5) 

MSD2C2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter to 
SD2C2 for the active channel 

MEAS (Oh 5) 

MSD2D1 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter to 
SD2D1 for the active channel 

MEAS (Oh 5) 

MSD2D2 

Set the balanced port pair selection to (1:2)(3:4) and S-parameter to 
SD2D2 for the active channel 

MEAS (Oh 5) 

MSDC 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SDC for the active channel 

MEAS (Oh 5) 

MSDD 

Set the balanced port pair and singleton selection to (2:3)1 and 
S-parameter to SDD for the active channel 

MEAS (Oh 5) 

NA1 

Select a1 as numerator for parameter being defined 

MEAS (Oh 5) 

NA2 

Select a2 as numerator for parameter being defined 

MEAS (Oh 5) 

NA3 

Select a3 = Rc as numerator for parameter being defined 

MEAS (Oh 5) 

NA4 

Select a4 = Rd as numerator for parameter being define 

MEAS (Oh 5) 

NB1 

Select b1 as numerator for parameter being defined 

MEAS (Oh 5) 

NB2 

Select b2 as numerator for parameter being defined 

MEAS (Oh 5) 

NB3 

Select b3 = Tc as numerator for parameter being defined 

MEAS (Oh 5) 

NB4 

Select b4 = Td as numerator for parameter being define 

MEAS (Oh 5) 

NU1 

Select unity as numerator for parameter being defined 

MEAS (Oh 5) 

NUM? 

Output numerator selection for parameter being defined 

MEAS (Oh 5) 

S11 

Measure S11 on active channel 

MEAS (Oh 5) 

S12 

Measure SI 2 on active channel 

MEAS (Ch 5) 

S13 

Measure SI 3 on active channel 

MEAS (Oh 5) 

S14 

Measure SI 4 on active channel 

MEAS (Oh 5) 

S21 

Measure S21 on active channel 

MEAS (Ch 5) 

S22 

Measure S22 on active channel 

MEAS (Ch 5) 

S23 

Measure S23 on active channel 

MEAS (Ch 5) 

S24 

Measure S24 on active channel 

MEAS (Ch 5) 

S31 

Measure S31 on active channel 

MEAS (Ch 5) 

S32 

Measure S32 on active channel 

MEAS (Ch 5) 

S33 

Measure S33 on active channel 

MEAS (Ch 5) 

S34 

Measure S34 on active channel 

MEAS (Ch 5) 

S41 

Measure S41 on active channel 

MEAS (Ch 5) 

S42 

Measure S42 on active channel 

MEAS (Ch 5) 

S43 

Measure S43 on active channel 

MEAS (Ch 5) 

S44 

Measure S44 on active channel 

MEAS (Ch 5) 

SXX? 

Output S-parameter or user defined parameter of active channel 

MEAS (Ch 5) 
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UDP11 

Select the S11 user defined parameter 

MEAS (Oh 5) 

UDP12 

Select the SI 2 user defined parameter 

MEAS (Oh 5) 

UDP13 

Select the SI 3 user defined parameter 

MEAS (Ch 5) 

UDP14 

Select the SI 4 User Defined parameter 

MEAS (Ch 5) 

UDP21 

Select the S21 user defined parameter 

MEAS (Ch 5) 

UDP22 

Select the S22 user defined parameter 

MEAS (Ch 5) 

UDP23 

Select the S23 user defined parameter 

MEAS (Ch 5) 

UDP24 

Select the S24 User Defined parameter 

MEAS (Ch 5) 

UDP31 

Select the S31 user defined parameter 

MEAS (Ch 5) 

UDP32 

Select the S32 user defined parameter 

MEAS (Ch 5) 

UDP33 

Select the S33 user defined parameter 

MEAS (Ch 5) 

UDP34 

Select the S34 User Defined parameter 

MEAS (Ch 5) 

UDP41 

Select the S41 User Defined parameter 

MEAS (Ch 5) 

UDP42 

Select the S42 User Defined parameter 

MEAS (Ch 5) 

UDP43 

Select the S43 User Defined parameter 

MEAS (Ch 5) 

UDP44 

Select the S44 User Defined parameter 

MEAS (Ch 5) 

UDPX? 

Output User Defined parameter for active channel 

MEAS (Ch 5) 

USL 

Enter label string for user parameter being defined 

MEAS (Ch 5) 

USL? 

Output label string for the user parameter being defined 

MEAS (Ch 5) 

USR1 

Measure the user parameter 1 on active channel 

MEAS (Ch 5) 

USR10 

Measure user parameter 10 on active channel 

MEAS (Ch 5) 

USR11 

Measure user parameter 11 on active channel 

MEAS (Ch 5) 

USR12 

Measure user parameter 12 on active channel 

MEAS (Ch 5) 

USR13 

Measure user parameter 13 on active channel 

MEAS (Ch 5) 

USR14 

Measure user parameter 14 on active channel 

MEAS (Ch 5) 

USR15 

Measure user parameter 15 on active channel 

MEAS (Ch 5) 

USR16 

Measure user parameter 16 on active channel 

MEAS (Ch 5) 

USR2 

Measure user parameter 2 on active channel 

MEAS (Ch 5) 

USR3 

Measure user parameter 3 on active channel 

MEAS (Ch 5) 

USR4 

Measure user parameter 4 on active channel 

MEAS (Ch 5) 

USR5 

Measure user parameter 5 on active channel 

MEAS (Ch 5) 

USR6 

Measure user parameter 6 on active channel 

MEAS (Ch 5) 

USR7 

Measure user parameter 7 on active channel 

MEAS (Ch 5) 

USR8 

Measure user parameter 8 on active channel 

MEAS (Ch 5) 

USR9 

Measure user parameter 9 on active channel 

MEAS (Ch 5) 

FTP1? 

Output the target frequency for linear power correction 

POWER (Ch 5) 

FTP3 

Enter the target frequency for linear power correction 

POWER (Ch 5) 
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FTP3? 

Output the target frequency for linear power correction 

POWER (Ch 5) 

FTP1 

Enter the target frequency for linear power correction 

POWER (Ch 5) 

P1P? 

Output approximate power level at port 1 

POWER (Ch 5) 

P3P? 

Output approximate power level at port 3 

POWER (Ch 5) 

PW2 

Enter source 2 power level 

POWER (Ch 5) 

PW2? 

Output source 2 power level 

POWER (Ch 5) 

PW3 

Enter external source 3 power level 

POWER (Ch 5) 

PW3? 

Output external source 3 power level 

POWER (Ch 5) 

PW4 

Enter external source 4 power level 

POWER (Ch 5) 

PW4? 

Output external source 4 power level 

POWER (Ch 5) 

PWR 

Enter internal source power level 

POWER (Ch 5) 

PWR? 

Output internal source power level 

POWER (Ch 5) 

SA1 

Enter port 1 source attenuator value 

POWER (Ch 5) 

SA1? 

Output port 1 source attenuator value 

POWER (Ch 5) 

SA3 

Enter port 3 source attenuator value 

POWER (Ch 5) 

SA3? 

Output port 3 source attenuator value 

POWER (Ch 5) 

FPO 

Turn flat power correction off 

POWER - FLAT POWER (Ch 5) 

FP1 

Turn flat power correction on 

POWER - FLAT POWER (Ch 5) 

FP1DONE? 

Output port 1 flat power correction done status 

POWER - FLAT POWER (Ch 5) 

FP30 

Turn port 3 flat power correction off 

POWER - FLAT POWER (Ch 5) 

FP31 

Turn port 3 flat power correction on 

POWER - FLAT POWER (Ch 5) 

FP3DONE? 

Output port 3 flat power correction done status 

POWER - FLAT POWER (Ch 5) 

FP3X? 

Output port 3 flat power correction on/off status 

POWER - FLAT POWER (Ch 5) 

FPX? 

Output flat power correction on/off status 

POWER - FLAT POWER (Ch 5) 

PTP 

Enter the target power for flat power correction 

POWER - FLAT POWER (Ch 5) 

PTP? 

Output the target power for flat power correction 

POWER - FLAT POWER (Ch 5) 

PTP3 

Enter the target power for flat power correction for source 2 

POWER - FLAT POWER (Ch 5) 

PTP3? 

Output the target power for flat power correction for 

POWER - FLAT POWER (Ch 5) 

PTS 

Enter number of points to be skipped during flat power correction 

POWER - FLAT POWER (Ch 5) 

PTS3 

Enter number of points to be skipped during flat power correction for 
source 2 

POWER - FLAT POWER (Ch 5) 

PTS3? 

Output number of points to be skipped during flat power correction 
for source 2 

POWER - FLAT POWER (Ch 5) 

SFC 

Perform flat test port calibration 

POWER - FLAT POWER (Ch 5) 

TP1 

Select port 1 for flat power correction 

POWER - FLAT POWER (Ch 5) 

TP3 

Select port 3 for flat power correction 

POWER - FLAT POWER (Ch 5) 

TPX? 

Output selected port for flat power correction 

POWER - FLAT POWER (Ch 5) 

BEGR 

Begin receiver calibration 

POWER - RECEIVER CAL (Ch 5) 
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EXRCALP1 

Select Port 1 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALP2 

Select Port 2 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALP3 

Select Port 3 as the extended receiver port 

POWER - RECEIVER CAL (Ch 5) 

EXRCALPX? 

Output the extended receiver port selection 

POWER - RECEIVER CAL (Ch 5) 

EXRCALTYPE? 

Output the receiver type for extended receiver operation 

POWER - RECEIVER CAL (Ch 5) 

EXRRCALTYPE 

Select the receiver type REFERENCE for the extended receiver 
operation 

POWER - RECEIVER CAL (Ch 5) 

EXTRCALTYPE 

Select the receiver type TEST for extended receiver operation 

POWER - RECEIVER CAL (Ch 5) 

EXTRCLR 

Clear all of the extended receiver calibrations 

POWER - RECEIVER CAL (Ch 5) 

RCALLOG 

Output the receiver calibration log 

POWER - RECEIVER CAL (Ch 5) 

RCALP10 

Turn off port 1 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP11 

Turn on port 1 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP1DONE? 

Output port 1 receiver calibration done status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP1X? 

Output port 1 receiver calibration on/off status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP20 

Turn off port 2 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP21 

Turn on port 2 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP2DONE? 

Output port 2 receiver calibration done status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP2X? 

Output port 2 receiver calibration on/off status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP30 

Turn off port 3 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP31 

Turn on port 3 receiver calibration for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP3DONE? 

Output port 3 receiver calibration done status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALP3X? 

Output port 3 receiver calibration on/off status for receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

RCALRP1 

Set receiver calibration receive to port 1 

POWER - RECEIVER CAL (Ch 5) 

RCALRP2 

Set receiver calibration receive to port 2 

POWER - RECEIVER CAL (Ch 5) 

RCALRP3 

Set receiver calibration receive to port 3 

POWER - RECEIVER CAL (Ch 5) 

RCALRPX? 

Output receiver calibration receive port 

POWER - RECEIVER CAL (Ch 5) 

RCALSP1 

Set receiver calibration source to port 1 

POWER - RECEIVER CAL (Ch 5) 

RCALSP2 

Set receiver calibration source to port 2 

POWER - RECEIVER CAL (Ch 5) 

RCALSP3 

Set receiver calibration source to port 3 

POWER - RECEIVER CAL (Ch 5) 

RCALSPX? 

Output receiver calibration source port 

POWER - RECEIVER CAL (Ch 5) 

RCALTYPE? 

Output the receiver type 

POWER - RECEIVER CAL (Ch 5) 

RRCALP10 

Turn Off the Port 1 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP11 

Turn On the Port 1 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP1DONE? 

Output the Port 1 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP1X? 

Output the Port 1 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 
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RRCALP20 

Turn Off the Port 2 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP21 

Turn On the Port 2 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP2DONE? 

Output the Port 2 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP2X? 

Output the Port 2 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP30 

Turn Off the Port 3 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP31 

Turn On the Port 3 receiver calibration for the receiver type 
REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP3DONE? 

Output the Port 3 receiver calibration Done status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALP3X? 

Output the Port 3 receiver calibration On/Off status for the receiver 
type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

RRCALTYPE 

Select the receiver type REFERENCE 

POWER - RECEIVER CAL (Ch 5) 

TRCALTYPE 

Select the receiver type TEST 

POWER - RECEIVER CAL (Ch 5) 

IC29 

Enter calibration coefficient 29 

REMOTE - CAL (Ch 8) 

IC3 

Enter calibration coefficient 3 

REMOTE - CAL (Ch 8) 

IC30 

Enter calibration coefficient 30 

REMOTE - CAL (Ch 8) 

IC31 

Enter calibration coefficient 31 

REMOTE - CAL (Ch 8) 

IC32 

Enter calibration coefficient 32 

REMOTE - CAL (Ch 8) 

IC33 

Enter calibration coefficient 33 

REMOTE - CAL (Ch 8) 

IC34 

Enter calibration coefficient 34 

REMOTE - CAL (Ch 8) 

IC35 

Enter calibration coefficient 35 

REMOTE - CAL (Ch 8) 

IC36 

Enter calibration coefficient 36 

REMOTE - CAL (Ch 8) 

IC37 

Enter calibration coefficient 37 

REMOTE - CAL (Ch 8) 

IC38 

Enter calibration coefficient 38 

REMOTE - CAL (Ch 8) 

IC39 

Enter calibration coefficient 39 

REMOTE - CAL (Ch 8) 

IC4 

Enter calibration coefficient 4 

REMOTE - CAL (Ch 8) 

IC40 

Enter calibration coefficient 40 

REMOTE - CAL (Ch 8) 

ICS 

Enter calibration coefficient 5 

REMOTE - CAL (Ch 8) 

IC6 

Enter calibration coefficient 6 

REMOTE - CAL (Ch 8) 

IC7 

Enter calibration coefficient 7 

REMOTE - CAL (Ch 8) 

ICS 

Enter calibration coefficient 8 

REMOTE - CAL (Ch 8) 

IC9 

Enter calibration coefficient 9 

REMOTE - CAL (Ch 8) 

ICA 

Enter calibration coefficient 10 

REMOTE - CAL (Ch 8) 

ICB 

Enter calibration coefficient 11 

REMOTE - CAL (Ch 8) 

IC1 

Enter calibration coefficient 1 

REMOTE - CAL (Ch 8) 
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IC10 

Enter calibration coefficient 10 

REMOTE - CAL (Ch 8) 

IC11 

Enter calibration coefficient 11 

REMOTE - CAL (Ch 8) 

IC12 

Enter calibration coefficient 12 

REMOTE - CAL (Ch 8) 

IC13 

Enter calibration coefficient 13 

REMOTE - CAL (Ch 8) 

IC14 

Enter calibration coefficient 14 

REMOTE - CAL (Ch 8) 

IC15 

Enter calibration coefficient 15 

REMOTE - CAL (Ch 8) 

IC16 

Enter calibration coefficient 16 

REMOTE - CAL (Ch 8) 

IC17 

Enter calibration coefficient 17 

REMOTE - CAL (Ch 8) 

IC18 

Enter calibration coefficient 18 

REMOTE - CAL (Ch 8) 

IC19 

Enter calibration coefficient 19 

REMOTE - CAL (Ch 8) 

IC2 

Enter calibration coefficient 2 

REMOTE - CAL (Ch 8) 

IC20 

Enter calibration coefficient 20 

REMOTE - CAL (Ch 8) 

IC21 

Enter calibration coefficient 21 

REMOTE - CAL (Ch 8) 

IC22 

Enter calibration coefficient 22 

REMOTE - CAL (Ch 8) 

IC23 

Enter calibration coefficient 23 

REMOTE - CAL (Ch 8) 

IC24 

Enter calibration coefficient 24 

REMOTE - CAL (Ch 8) 

IC25 

Enter calibration coefficient 25 

REMOTE - CAL (Ch 8) 

IC26 

Enter calibration coefficient 26 

REMOTE - CAL (Ch 8) 

IC27 

Enter calibration coefficient 27 

REMOTE - CAL (Ch 8) 

IC28 

Enter calibration coefficient 28 

REMOTE - CAL (Ch 8) 

ICC 

Enter calibration coefficient 12 

REMOTE - CAL (Ch 8) 

ICL 

Enter all applicable calibration coefficients for cal type 

REMOTE - CAL (Ch 8) 

ICL3P 

Enter additional 12 calibration coefficients for 3-port 

REMOTE - CAL (Ch 8) 

OC1 

Output calibration coefficients 1 

REMOTE - CAL (Ch 8) 

OC10 

Output calibration coefficients 10 

REMOTE - CAL (Ch 8) 

OC11 

Output calibration coefficients 11 

REMOTE - CAL (Ch 8) 

OC12 

Output calibration coefficients 12 

REMOTE - CAL (Ch 8) 

OC13 

Output calibration coefficients 13 

REMOTE - CAL (Ch 8) 

OC14 

Output calibration coefficients 14 

REMOTE - CAL (Ch 8) 

OC15 

Output calibration coefficients 15 

REMOTE - CAL (Ch 8) 

OC16 

Output calibration coefficients 16 

REMOTE - CAL (Ch 8) 

OC17 

Output calibration coefficients 17 

REMOTE - CAL (Ch 8) 

OC18 

Output calibration coefficients 18 

REMOTE - CAL (Ch 8) 

OC19 

Output calibration coefficients 19 

REMOTE - CAL (Ch 8) 

OC2 

Output calibration coefficients 2 

REMOTE - CAL (Ch 8) 

OC20 

Output calibration coefficients 20 

REMOTE - CAL (Ch 8) 

OC21 

Output calibration coefficients 21 

REMOTE - CAL (Ch 8) 
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OC22 

Output calibration coefficients 22 

REMOTE - CAL (Ch 8) 

OC23 

Output calibration coefficients 23 

REMOTE - CAL (Ch 8) 

OC24 

Output calibration coefficients 24 

REMOTE - CAL (Ch 8) 

OC25 

Output calibration coefficient 25 

REMOTE - CAL (Ch 8) 

OC26 

Output calibration coefficient 26 

REMOTE - CAL (Ch 8) 

OC27 

Output calibration coefficient 27 

REMOTE - CAL (Ch 8) 

OC28 

Output calibration coefficient 28 

REMOTE - CAL (Ch 8) 

OC29 

Output calibration coefficient 29 

REMOTE - CAL (Ch 8) 

OC3 

Output calibration coefficients 3 

REMOTE - CAL (Ch 8) 

OC30 

Output calibration coefficient 30 

REMOTE - CAL (Ch 8) 

OC31 

Output calibration coefficient 31 

REMOTE - CAL (Ch 8) 

OC32 

Output calibration coefficient 32 

REMOTE - CAL (Ch 8) 

OC33 

Output calibration coefficient 33 

REMOTE - CAL (Ch 8) 

OC34 

Output calibration coefficient 34 

REMOTE - CAL (Ch 8) 

OC35 

Output calibration coefficient 35 

REMOTE - CAL (Ch 8) 

OC36 

Output calibration coefficient 36 

REMOTE - CAL (Ch 8) 

OC37 

Output calibration coefficient 37 

REMOTE - CAL (Ch 8) 

OC38 

Output calibration coefficient 38 

REMOTE - CAL (Ch 8) 

OC39 

Output calibration coefficient 39 

REMOTE - CAL (Ch 8) 

OC4 

Output calibration coefficients 4 

REMOTE - CAL (Ch 8) 

OC40 

Output calibration coefficient 40 

REMOTE - CAL (Ch 8) 

OC5 

Output calibration coefficients 5 

REMOTE - CAL (Ch 8) 

OC6 

Output calibration coefficients 6 

REMOTE - CAL (Ch 8) 

OC7 

Output calibration coefficients 7 

REMOTE - CAL (Ch 8) 

OC8 

Output calibration coefficients 8 

REMOTE - CAL (Ch 8) 

OC9 

Output calibration coefficients 9 

REMOTE - CAL (Ch 8) 

OCA 

Output calibration coefficient 10 

REMOTE - CAL (Ch 8) 

OCB 

Output calibration coefficient 11 

REMOTE - CAL (Ch 8) 

OCC 

Output calibration coefficient 12 

REMOTE - CAL (Ch 8) 

OCL 

Output all applicable calibration coefficients for calibration type 

REMOTE - CAL (Ch 8) 

OCL3P 

Output additional 12 calibration coefficients for 3-port 

REMOTE - CAL (Ch 8) 

ONCP 

Output number of points for current calibration 

REMOTE - CAL (Ch 8) 

ONCT 

Output number of calibration terms for current calibration 

REMOTE - CAL (Ch 8) 

OEL 

Output error list 

REMOTE - ERROR REPORTING (Ch 8) 

OGE 

Output extended description of current 

GPIB error 

REMOTE - ERROR REPORTING (Ch 8) 

OGL 

Output extended description of previous 

GPIB error 

REMOTE - ERROR REPORTING (Ch 8) 
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ONE 

Output number of lines in the error list 

REMOTE - ERROR REPORTING (Ch 8) 

FDHO 

Select variable length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDH1 

Select fixed length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDH2 

Select zero length arbitrary block headers 

REMOTE - FORMATTING (Ch 8) 

FDHX? 

Output arbitrary block header length selection 

REMOTE - FORMATTING (Ch 8) 

FMA 

Select ASCII data transfer format 

REMOTE - FORMATTING (Ch 8) 

FMB 

Select IEEE754 64 bit data transfer format 

REMOTE - FORMATTING (Ch 8) 

FMC 

Select IEEE754 32 bit data transfer format 

REMOTE - FORMATTING (Ch 8) 

FMTO 

Select normal ASCII data element delimiting 

REMOTE - FORMATTING (Ch 8) 

FMT1 

Select enhanced ASCII data element delimiting 

REMOTE - FORMATTING (Ch 8) 

FMTX? 

Output ASCII data element delimiting mode 

REMOTE - FORMATTING (Ch 8) 

FMX? 

Output data output mode FMA FMB or FMC 

REMOTE - FORMATTING (Ch 8) 

LSB 

Select least significant byte first binary transfer 

REMOTE - FORMATTING (Ch 8) 

MSB 

Select most significant byte first binary transfer 

REMOTE - FORMATTING (Ch 8) 

XSB? 

Output byte order for output data LSB or MSB 

REMOTE - FORMATTING (Ch 8) 

*CLS 

Clear status bytes and structures 

REMOTE - IEEE 488.2 (Ch 8) 

*DDT 

Enter the 488.2 define device trigger command string 

REMOTE - IEEE 488.2 (Ch 8) 

*ESE 

Enter the 488.2 standard event status enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*ESE? 

Output the 488.2 standard event status enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*ESR? 

Output the 488.2 standard event status register value 

REMOTE - IEEE 488.2 (Ch 8) 

*IDN? 

Output the 488.2 instrument identification string 

REMOTE - IEEE 488.2 (Ch 8) 

*IST? 

Output the value of the ist message 

REMOTE - IEEE 488.2 (Ch 8) 

*OPC 

Initiate the 488.2 operation complete sequence 

REMOTE - IEEE 488.2 (Ch 8) 

*OPC? 

Initiate the 488.2 operation complete query sequence 

REMOTE - IEEE 488.2 (Ch 8) 

*OPT? 

Output the 488.2 options installed string 

REMOTE - IEEE 488.2 (Ch 8) 

*PRE 

Enter the 488.2 parallel poll register enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*PRE? 

Output the 488.2 parallel poll register enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*RST 

Resets the instrument 

REMOTE - IEEE 488.2 (Ch 8) 

*SRE 

Enter the 488.2 service request enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*SRE? 

Output the 488.2 service request enable mask 

REMOTE - IEEE 488.2 (Ch 8) 

*STB? 

Output the 488.2 status byte value 

REMOTE - IEEE 488.2 (Ch 8) 

*TRG 

Initiate a group execute trigger sequence 

REMOTE - IEEE 488.2 (Ch 8) 

*TST? 

Perform self test and output status 

REMOTE - IEEE 488.2 (Ch 8) 

*WAI 

Wait to continue 

REMOTE - IEEE 488.2 (Ch 8) 

TST 

Perform self test and output status (same as *TST?) 

REMOTE - IEEE 488.2 (Ch 8) 

CFD 

Collect final data in an internal buffer 

REMOTE - MEASURED DATA (Ch 8) 

CXD? 

Output internal buffer data collection mode 

REMOTE - MEASURED DATA (Ch 8) 
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DCCTN 

Resume internal buffer data collection 

REMOTE - MEASURED DATA (Ch 8) 

DCCTN? 

Output internal buffer data collection resume/suspend status 

REMOTE - MEASURED DATA (Ch 8) 

DCHLD 

Suspend internal buffer data collection 

REMOTE - MEASURED DATA (Ch 8) 

DCMRK 

Insert the mark value into the internal buffer 

REMOTE - MEASURED DATA (Ch 8) 

DCOFF 

Turn internal buffer data collection mode off 

REMOTE - MEASURED DATA (Ch 8) 

DCPCUR? 

Output data collection buffer current point count 

REMOTE - MEASURED DATA (Ch 8) 

DCPMAX? 

Output data collection buffer maximum number of points 

REMOTE - MEASURED DATA (Ch 8) 

DPRO 

Visible data only OFD format 

REMOTE - MEASURED DATA (Ch 8) 

DPR1 

Data pair always OFD format 

REMOTE - MEASURED DATA (Ch 8) 

DPRX? 

Output data pair mode visible only or pair always 

REMOTE - MEASURED DATA (Ch 8) 

ICD 

Enter corrected data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

IFD 

Enter final data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

INRM 

Enter normalization data from GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OCD 

Output corrected data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

OCFEDE 

Output the front panel setup, calibration, and EDE data 

REMOTE - MEASURED DATA (Ch 8) 

OCFSG 

Output the segmented sweep data 

REMOTE - MEASURED DATA (Ch 8) 

OCS 

Output the internal buffer collected data 

REMOTE - MEASURED DATA (Ch 8) 

ODAT 

Output hard copy tabular data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OFD 

Output final data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

OGCFD 

Output gain compression final data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OGCTXT 

Output text format gain compression data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OM1 

Output marker 1 value 

REMOTE - MEASURED DATA (Ch 8) 

OM10 

Output marker 10 value 

REMOTE - MEASURED DATA (Ch 8) 

OM11 

Output marker 11 value 

REMOTE - MEASURED DATA (Ch 8) 

OM12 

Output marker 12 value 

REMOTE - MEASURED DATA (Ch 8) 

OM2 

Output marker 2 value 

REMOTE - MEASURED DATA (Ch 8) 

OM3 

Output marker 3 value 

REMOTE - MEASURED DATA (Ch 8) 

OM3P 

Output M3P format data to GPIB with M3P setup set to (2:3)1 

REMOTE - MEASURED DATA (Ch 8) 

OM4 

Output marker 4 value 

REMOTE - MEASURED DATA (Ch 8) 

OM4P 

Output M4P format data to GPIB with M4P setup set to (1:2){3:4) 

REMOTE - MEASURED DATA (Ch 8) 

OM5 

Output marker 5 value 

REMOTE - MEASURED DATA (Ch 8) 

OM6 

Output marker 6 value 

REMOTE - MEASURED DATA (Ch 8) 

OM7 

Output marker 7 value 

REMOTE - MEASURED DATA (Ch 8) 

OM8 

Output marker 8 value 

REMOTE - MEASURED DATA (Ch 8) 

OM9 

Output marker 9 value 

REMOTE - MEASURED DATA (Ch 8) 

ONRM 

Output stored normalization data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OPSV 

Output power sweep power values 

REMOTE - MEASURED DATA (Ch 8) 
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ORD 

Output raw data for active channel parameter 

REMOTE - MEASURED DATA (Ch 8) 

OS11C 

Output corrected S11 data 

REMOTE - MEASURED DATA (Ch 8) 

OS11R 

Output raw S11 data 

REMOTE - MEASURED DATA (Ch 8) 

OS12C 

Output corrected SI 2 data 

REMOTE - MEASURED DATA (Ch 8) 

OS12R 

Output raw SI 2 data 

REMOTE - MEASURED DATA (Ch 8) 

OS13C 

Output corrected SI 3 data 

REMOTE - MEASURED DATA (Ch 8) 

OS13R 

Output raw SI 3 data 

REMOTE - MEASURED DATA (Ch 8) 

OS14C 

Output corrected SI4 data 

REMOTE - MEASURED DATA (Ch 8) 

OS14R 

Output raw SI4 data 

REMOTE - MEASURED DATA (Ch 8) 

OS1P4 

Output SI P4 format data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

OS21C 

Output corrected S21 data 

REMOTE - MEASURED DATA (Ch 8) 

OS21R 

Output raw S21 data 

REMOTE - MEASURED DATA (Ch 8) 

OS22C 

Output corrected S22 data 

REMOTE - MEASURED DATA (Ch 8) 

OS22R 

Output raw S22 data 

REMOTE - MEASURED DATA (Ch 8) 

OS23C 

Output corrected S23 data 

REMOTE - MEASURED DATA (Ch 8) 

OS23R 

Output raw S23 data 

REMOTE - MEASURED DATA (Ch 8) 

OS24C 

Output corrected S24 data 

REMOTE - MEASURED DATA (Ch 8) 

OS24R 

Output raw S24 data 

REMOTE - MEASURED DATA (Ch 8) 

OS31C 

Output corrected S31 data 

REMOTE - MEASURED DATA (Ch 8) 

OS31R 

Output raw S31 data 

REMOTE - MEASURED DATA (Ch 8) 

OS32C 

Output corrected S32 data 

REMOTE - MEASURED DATA (Ch 8) 

OS32R 

Output raw S32 data 

REMOTE - MEASURED DATA (Ch 8) 

OS33C 

Output corrected S33 data 

REMOTE - MEASURED DATA (Ch 8) 

OS33R 

Output raw S33 data 

REMOTE - MEASURED DATA (Ch 8) 

OS34C 

Output corrected S34 data 

REMOTE - MEASURED DATA (Ch 8) 

OS34R 

Output raw S34 data 

REMOTE - MEASURED DATA (Ch 8) 

OTXT 

Output text format data to GPIB 

REMOTE - MEASURED DATA (Ch 8) 

ODV 

Output distance values for time domain 

REMOTE - MEASURED POINTS (Ch 8) 

OFV 

Output frequency values 

REMOTE - MEASURED POINTS (Ch 8) 

OGCFV 

Output gain compression frequency values 
to GPIB 

REMOTE - MEASURED POINTS (Ch 8) 

ONDF 

Output number of discrete frequencies 

REMOTE - MEASURED POINTS (Ch 8) 

ONPV 

Output the number of power sweep power values 

REMOTE - MEASURED POINTS (Ch 8) 

OTV 

Output time values for time domain 

REMOTE - MEASURED POINTS (Ch 8) 

HIGHF? 

Output the highest frequency 

REMOTE - MISC (Ch 8) 

IHDW 

Enter hardware cal data from GPIB 

REMOTE - MISC (Ch 8) 

IKIT 

Enter calkit data from GPIB 

REMOTE - MISC (Ch 8) 
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NOP 

No operation 

REMOTE - MISC (Oh 8) 

OBMP 

Output the display as a bitmap 

REMOTE - MISC (Ch 8) 

ODR 

Output directory listing of the floppy drive 

REMOTE - MISC (Ch 8) 

ODRH 

Output directory listing of the hard drive 

REMOTE - MISC (Ch 8) 

OHDR 

Output hard copy header information to GPIB 

REMOTE - MISC (Ch 8) 

OHDW 

Output hardware cal data to GPIB 

REMOTE - MISC (Ch 8) 

OHGL 

Output HPGL format data to GPIB 

REMOTE - MISC (Ch 8) 

01 

Output instrument identification string with serial number 

REMOTE - MISC (Ch 8) 

OID 

Output instrument identification string 

REMOTE - MISC (Ch 8) 

OMOD 

Output instrument model number 

REMOTE - MISC (Ch 8) 

OSER 

Output instrument serial number 

REMOTE - MISC (Ch 8) 

RK? 

Output RK mode on/off status 

REMOTE - MISC (Ch 8) 

RKOFF 

Turn off RK mode 

REMOTE - MISC (Ch 8) 

RKON 

Turn on RK mode 

REMOTE - MISC (Ch 8) 

IGF 

Enter front panel setup and calibration data 

REMOTE - SETUP (Ch 8) 

ICFEDE 

Enter the front panel setup, calibration, and EDE data 

REMOTE - SETUP (Ch 8) 

ICFSG 

Enter the segmented sweep data 

REMOTE - SETUP (Ch 8) 

IFP 

Enter current front panel setup 

REMOTE - SETUP (Ch 8) 

IS1 

Enter front panel setup 1 

REMOTE - SETUP (Ch 8) 

IS10 

Enter front panel setup 10 

REMOTE - SETUP (Ch 8) 

IS2 

Enter front panel setup 2 

REMOTE - SETUP (Ch 8) 

IS3 

Enter front panel setup 3 

REMOTE - SETUP (Ch 8) 

IS4 

Enter front panel setup 4 

REMOTE - SETUP (Ch 8) 

IS5 

Enter front panel setup 5 

REMOTE - SETUP (Ch 8) 

IS6 

Enter front panel setup 6 

REMOTE - SETUP (Ch 8) 

IS7 

Enter front panel setup 7 

REMOTE - SETUP (Ch 8) 

IS8 

Enter front panel setup 8 

REMOTE - SETUP (Ch 8) 

IS9 

Enter front panel setup 9 

REMOTE - SETUP (Ch 8) 

OCF 

Output front panel setup and calibration data 

REMOTE - SETUP (Ch 8) 

OFP 

Output current front panel setup 

REMOTE - SETUP (Ch 8) 

0S1 

Output front panel setup number 1 

REMOTE - SETUP (Ch 8) 

OS10 

Output front panel setup number 10 

REMOTE - SETUP (Ch 8) 

0S2 

Output front panel setup number 2 

REMOTE - SETUP (Ch 8) 

0S3 

Output front panel setup number 3 

REMOTE - SETUP (Ch 8) 

0S4 

Output front panel setup number 4 

REMOTE - SETUP (Ch 8) 

0S41C 

Output corrected S41 data 

REMOTE - SETUP (Ch 8) 

0S41R 

Output raw S41 data 

REMOTE - SETUP (Ch 8) 
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OS42C 

Output corrected S42 data 

REMOTE - SETUP (Ch 8) 

OS42R 

Output raw S42 data 

REMOTE - SETUP (Ch 8) 

OS43C 

Output corrected S43 data 

REMOTE - SETUP (Ch 8) 

OS43R 

Output raw S43 data 

REMOTE - SETUP (Ch 8) 

OS44C 

Output corrected S44 data 

REMOTE - SETUP (Ch 8) 

OS44R 

Output raw S44 data 

REMOTE - SETUP (Ch 8) 

OS4P 

Output S3P format data to GPIB 

REMOTE - SETUP (Ch 8) 

OSS 

Output front panel setup number 5 

REMOTE - SETUP (Ch 8) 

OS6 

Output front panel setup number 6 

REMOTE - SETUP (Ch 8) 

OS7 

Output front panel setup number 7 

REMOTE - SETUP (Ch 8) 

OSS 

Output front panel setup number 8 

REMOTE - SETUP (Ch 8) 

OS9 

Output front panel setup number 9 

REMOTE - SETUP (Ch 8) 

CSB 

Clear status bytes and structures (same as *CLS) 

REMOTE - STATUS REPORTING (Ch 8) 

lEM 

Enter extended status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

ILM 

Enter limits status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

IPM 

Enter the 488.2 service request enable mask 

REMOTE - STATUS REPORTING (Ch 8) 

OEB 

Output extended status byte 

REMOTE - STATUS REPORTING (Ch 8) 

OEM 

Output extended status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

OLB 

Output limits status byte 

REMOTE - STATUS REPORTING (Ch 8) 

OLM 

Output limits status byte mask 

REMOTE - STATUS REPORTING (Ch 8) 

OPB 

Output the 488.2 status byte value (same 
as *STB?) 

REMOTE - STATUS REPORTING (Ch 8) 

REBOOT 

Reboots the instrument 

REMOTE - SYNC (Ch 8) 

SWPDIR? 

Output instantaneous sweep direction forward/reverse 

REMOTE - SYNC (Ch 8) 

WFS 

Wait full sweep until all display data is valid 

REMOTE - SYNC (Ch 8) 

UMDISO 

Turn off user message display 

REMOTE - USER MESSAGE (Ch 8) 

UMDIS1 

Turn on user message display 

REMOTE - USER MESSAGE (Ch 8) 

UMDISX? 

Output user message display on/off status 

REMOTE - USER MESSAGE (Ch 8) 

UMRST 

Reset all user message display parameters 

REMOTE - USER MESSAGE (Ch 8) 

UMSTR 

Enter the user message display string 

REMOTE - USER MESSAGE (Ch 8) 

UMSTR? 

Output the user message display string 

REMOTE - USER MESSAGE (Ch 8) 

UMXLOC 

Enter the user message display starting X location 

REMOTE - USER MESSAGE (Ch 8) 

UMXLOC? 

Output the user message display starting X location 

REMOTE - USER MESSAGE (Ch 8) 

UMYLOC 

Enter the user message display starting Y location 

REMOTE - USER MESSAGE (Ch 8) 

UMYLOC? 

Output the user message display starting Y location 

REMOTE - USER MESSAGE (Ch 8) 

RC1 

Recall front panel setup number 1 from memory 

SAVE/RECALL (Ch 9) 

RC10 

Recall front panel setup number 10 from memory 

SAVE/RECALL (Ch 9) 


144 


MS462XX QRG 






GPIB QUICK 
REFERENCE GUIDE 


FUNCTIONAL LISTING 
OF PROGRAMMING CODES 


Table2. Functional Listing of Programming Codes (Mnemonics) 


Command 

Description 

Function 

RC2 

Recall front panel setup number 2 from memory 

SAVE/RECALL (Ch 9) 

RC3 

Recall front panel setup number 3 from memory 

SAVE/RECALL (Ch 9) 

RC4 

Recall front panel setup number 4 from memory 

SAVE/RECALL (Ch 9) 

RC5 

Recall front panel setup number 5 from memory 

SAVE/RECALL (Ch 9) 

RC6 

Recall front panel setup number 6 from memory 

SAVE/RECALL (Ch 9) 

RC7 

Recall front panel setup number 7 from memory 

SAVE/RECALL (Ch 9) 

RC8 

Recall front panel setup number 8 from memory 

SAVE/RECALL (Ch 9) 

RC9 

Recall front panel setup number 9 from memory 

SAVE/RECALL (Ch 9) 

RCCM1 

Fast recall cal data from memory 1 

SAVE/RECALL (Ch 9) 

RCCM2 

Fast recall cal data from memory 2 

SAVE/RECALL (Ch 9) 

RCCM3 

Fast recall cal data from memory 3 

SAVE/RECALL (Ch 9) 

RCCM4 

Fast recall cal data from memory 4 

SAVE/RECALL (Ch 9) 

RCCM5 

Fast recall cal data from memory 5 

SAVE/RECALL (Ch 9) 

RCCM6 

Fast recall cal data from memory 6 

SAVE/RECALL (Ch 9) 

RCCM7 

Fast recall cal data from memory 7 

SAVE/RECALL (Ch 9) 

RCCM8 

Fast recall cal data from memory 8 

SAVE/RECALL (Ch 9) 

SAVDAC 

Save 10 MHz DAC number Into BBRAM 

SAVE/RECALL (Ch 9) 

SAVE 

Save a data file to disk 

SAVE/RECALL (Ch 9) 

SV1 

Save front panel setup number 1 to memory 

SAVE/RECALL (Ch 9) 

SV10 

Save front panel setup number 10 to memory 

SAVE/RECALL (Ch 9) 

SV2 

Save front panel setup number 2 to memory 

SAVE/RECALL (Ch 9) 

SV3 

Save front panel setup number 3 to memory 

SAVE/RECALL (Ch 9) 

SV4 

Save front panel setup number 4 to memory 

SAVE/RECALL (Ch 9) 

SV5 

Save front panel setup number 5 to memory 

SAVE/RECALL (Ch 9) 

SV6 

Save front panel setup number 6 to memory 

SAVE/RECALL (Ch 9) 

SV7 

Save front panel setup number 7 to memory 

SAVE/RECALL (Ch 9) 

SV8 

Save front panel setup number 8 to memory 

SAVE/RECALL (Ch 9) 

SV9 

Save front panel setup number 9 to memory 

SAVE/RECALL (Ch 9) 

SVCM1 

Save cal data In Internal memory 1 

SAVE/RECALL (Ch 9) 

SVCM2 

Save cal data In Internal memory 2 

SAVE/RECALL (Ch 9) 

SVCM3 

Save cal data In Internal memory 3 

SAVE/RECALL (Ch 9) 

SVCM4 

Save cal data In Internal memory 4 

SAVE/RECALL (Ch 9) 

SVCM5 

Save cal data In Internal memory 5 

SAVE/RECALL (Ch 9) 

SVCM6 

Save cal data In Internal memory 6 

SAVE/RECALL (Ch 9) 

SVCM7 

Save cal data In Internal memory 7 

SAVE/RECALL (Ch 9) 

SVCM8 

Save cal data In Internal memory 8 

SAVE/RECALL (Ch 9) 

POP 

Enter parallel output port 8-blt decimal word (0-255) 

SEQ (Ch 10) 
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POP? 

Output parallel output port 8-blt decimal word (0-255) 

SEQ (Oh 10) 

POPBCO 

Clear parallel output port bit 0 

SEQ (Oh 10) 

POPBC1 

Clear parallel output port bit 1 

SEQ (Oh 10) 

POPBC2 

Clear parallel output port bit 2 

SEQ (Oh 10) 

POPBC3 

Clear parallel output port bit 3 

SEQ (Ch 10) 

POPBC4 

Clear parallel output port bit 4 

SEQ (Ch 10) 

POPBC5 

Clear parallel output port bit 5 

SEQ (Ch 10) 

POPBC6 

Clear parallel output port bit 6 

SEQ (Ch 10) 

POPBC7 

Clear parallel output port bit 7 

SEQ (Ch 10) 

POPBSO 

Set parallel output port bit 0 

SEQ (Ch 10) 

POPBS1 

Set parallel output port bit 1 

SEQ (Ch 10) 

POPBS2 

Set parallel output port bit 2 

SEQ (Ch 10) 

POPBS3 

Set parallel output port bit 3 

SEQ (Ch 10) 

POPBS4 

Set parallel output port bit 4 

SEQ (Ch 10) 

POPBS5 

Set parallel output port bit 5 

SEQ (Ch 10) 

POPBS6 

Set parallel output port bit 6 

SEQ (Ch 10) 

POPBS7 

Set parallel output port bit 7 

SEQ (Ch 10) 

SEQDEL1 

Delete sequence 1 

SEQ (Ch 10) 

SEQDEL2 

Delete sequence 2 

SEQ (Ch 10) 

SEQDEL3 

Delete sequence 3 

SEQ (Ch 10) 

SEQDEL4 

Delete sequence 4 

SEQ (Ch 10) 

SEQDEL5 

Delete sequence 5 

SEQ (Ch 10) 

SEQDEL6 

Delete sequence 6 

SEQ (Ch 10) 

SEQDEL7 

Delete sequence 7 

SEQ (Ch 10) 

SEQDGMSG? 

Output saving sequence display message to service log status 

SEQ (Ch 10) 

SEQDGMSGO 

Turn saving sequence display message to service log off 

SEQ (Ch 10) 

SEQDGMSG1 

Turn saving sequence display message to service log on 

SEQ (Ch 10) 

SEQEXE1 

Execute sequence 1 

SEQ (Ch 10) 

SEQEXE2 

Execute sequence 2 

SEQ (Ch 10) 

SEQEXE3 

Execute sequence 3 

SEQ (Ch 10) 

SEQEXE4 

Execute sequence 4 

SEQ (Ch 10) 

SEQEXE5 

Execute sequence 5 

SEQ (Ch 10) 

SEQEXE6 

Execute sequence 6 

SEQ (Ch 10) 

SEQEXE7 

Execute sequence 7 

SEQ (Ch 10) 

SEQHELP? 

Output sequence help message mode on/off 

SEQ (Ch 10) 

SEQHELPO 

Turn off sequence help message 

SEQ (Ch 10) 

SEQHELP1 

Turn on sequence help message 

SEQ (Ch 10) 
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SEQLOA1 

Recall sequence 1 from floppy disk 

SEQ (Oh 10) 

SEQLOA2 

Recall sequence 2 from floppy disk 

SEQ (Oh 10) 

SEQLOA3 

Recall sequence 3 from floppy disk 

SEQ (Oh 10) 

SEQLOA4 

Recall sequence 4 from floppy disk 

SEQ (Oh 10) 

SEQLOA5 

Recall sequence 5 from floppy disk 

SEQ (Oh 10) 

SEQLOA6 

Recall sequence 6 from floppy disk 

SEQ (Oh 10) 

SEQLOA7 

Recall sequence 7 from floppy disk 

SEQ (Oh 10) 

SEQLOAH1 

Recall sequence 1 from hard disk 

SEQ (Oh 10) 

SEQLOAH2 

Recall sequence 2 from hard disk 

SEQ (Oh 10) 

SEQLOAH3 

Recall sequence 3 from hard disk 

SEQ (Ch 10) 

SEQLOAH4 

Recall sequence 4 from hard disk 

SEQ (Ch 10) 

SEQLOAH5 

Recall sequence 5 from hard disk 

SEQ (Ch 10) 

SEQLOAH6 

Recall sequence 6 from hard disk 

SEQ (Ch 10) 

SEQLOAH7 

Recall sequence 7 from hard disk 

SEQ (Ch 10) 

SEQNAM1 

Enter sequence 1 name 

SEQ (Ch 10) 

SEQNAM1? 

Output sequence 1 name 

SEQ (Ch 10) 

SEQNAM2 

Enter sequence 2 name 

SEQ (Ch 10) 

SEQNAM2? 

Output sequence 2 name 

SEQ (Ch 10) 

SEQNAM3 

Enter sequence 3 name 

SEQ (Ch 10) 

SEQNAM3? 

Output sequence 3 name 

SEQ (Ch 10) 

SEQNAM4 

Enter sequence 4 name 

SEQ (Ch 10) 

SEQNAM4? 

Output sequence 4 name 

SEQ (Ch 10) 

SEQNAM5 

Enter sequence 5 name 

SEQ (Ch 10) 

SEQNAM5? 

Output sequence 5 name 

SEQ (Ch 10) 

SEQNAM6 

Enter sequence 6 name 

SEQ (Ch 10) 

SEQNAM6? 

Output sequence 6 name 

SEQ (Ch 10) 

SEQNAM7 

Enter sequence 7 name 

SEQ (Ch 10) 

SEQNAM7? 

Output sequence 7 name 

SEQ (Ch 10) 

SEQSAV1 

Save sequence 1 to floppy disk 

SEQ (Ch 10) 

SEQSAV2 

Save sequence 2 to floppy disk 

SEQ (Ch 10) 

SEQSAV3 

Save sequence 3 to floppy disk 

SEQ (Ch 10) 

SEQSAV4 

Save sequence 4 to floppy disk 

SEQ (Ch 10) 

SEQSAV5 

Save sequence 5 to floppy disk 

SEQ (Ch 10) 

SEQSAV6 

Save sequence 6 to floppy disk 

SEQ (Ch 10) 

SEQSAV7 

Save sequence 7 to floppy disk 

SEQ (Ch 10) 

SEQSAVH1 

Save sequence 1 to hard disk 

SEQ (Ch 10) 

SEQSAVH2 

Save sequence 2 to hard disk 

SEQ (Ch 10) 
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SEQSAVH3 

Save sequence 3 to hard disk 

SEQ (Ch 10) 

SEQSAVH4 

Save sequence 4 to hard disk 

SEQ (Ch 10) 

SEQSAVH5 

Save sequence 5 to hard disk 

SEQ (Ch 10) 

SEQSAVH6 

Save sequence 6 to hard disk 

SEQ (Ch 10) 

SEQSAVH7 

Save sequence 7 to hard disk 

SEQ (Ch 10) 

SEQSAVT1 

Save sequence 1 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT2 

Save sequence 2 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT3 

Save sequence 3 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT4 

Save sequence 4 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT5 

Save sequence 5 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT6 

Save sequence 6 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVT7 

Save sequence 7 text to fioppy disk 

SEQ (Ch 10) 

SEQSAVTH1 

Save sequence 1 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH2 

Save sequence 2 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH3 

Save sequence 3 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH4 

Save sequence 4 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH5 

Save sequence 5 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH6 

Save sequence 6 text to hard disk 

SEQ (Ch 10) 

SEQSAVTH7 

Save sequence 7 text to hard disk 

SEQ (Ch 10) 

ALTSO 

Turn aiternate sweep mode off 

SWEEP (Ch 5) 

ALTS1 

Turn aiternate sweep mode on 

SWEEP (Ch 5) 

ALTSX? 

Output aiternate sweep mode on/off status 

SWEEP (Ch 5) 

CHOPMODE? 

Output chop mode type status 

SWEEP (Ch 5) 

FCWO 

Turn fast CW measurement mode off 

SWEEP (Ch 5) 

FCW1 

Turn fast CW measurement mode 1 on 

SWEEP (Ch 5) 

FCWX? 

Output fast CW measurement mode 

SWEEP (Ch 5) 

FLICKO 

Turn fiickering off 

SWEEP (Ch 5) 

FLICK1 

Turn fiickering on 

SWEEP (Ch 5) 

FLICKX? 

Output fiickering on/off status 

SWEEP (Ch 5) 

FSWP 

Seiect frequency sweep 

SWEEP (Ch 5) 

HCO 

Disabie internai iF caiibration 

SWEEP (Ch 5) 

HC1 

Enabie internai IF calibration and trigger an IF calibration 

SWEEP (Ch 5) 

HOT 

Trigger an IF calibration 

SWEEP (Ch 5) 

HCX? 

Output internal IF calibration enable/disable status 

SWEEP (Ch 5) 

PERPORT 

Select per port as chop mode type 

SWEEP (Ch 5) 

RSTFSWP 

Restore full sweep 

SWEEP (Ch 5) 

SPAO 

Spur avoidance mode off 

SWEEP (Ch 5) 
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SPA1 

Spur avoidance mode on 

SWEEP (Ch 5) 

SPARAM 

Select All S-parameters as chop mode type 

SWEEP (Ch 5) 

SPAX? 

Output spur avoidance mode on/off status 

SWEEP (Ch 5) 

SWPCO 

Turn off chop sweep mode 

SWEEP (Ch 5) 

SWPC1 

Turn on chop sweep mode 

SWEEP (Ch 5) 

SWPCX? 

Output chop sweep mode on/off 

SWEEP (Ch 5) 

SWPT 

Enter sweep time 

SWEEP (Ch 5) 

SWPT? 

Output sweep time 

SWEEP (Ch 5) 

SWPTO 

Turn off sweep time measurement 

SWEEP (Ch 5) 

SWPT1 

Turn on sweep time measurement 

SWEEP (Ch 5) 

SWPTMA 

Set auto sweep time mode 

SWEEP (Ch 5) 

SWPTMM 

Set manual sweep time mode 

SWEEP (Ch 5) 

SWPTMX? 

Output sweep time mode 

SWEEP (Ch 5) 

SWPTX? 

Output sweep time measurement on/off status 

SWEEP (Ch 5) 

SWPX? 

Output sweep type selection 

SWEEP (Ch 5) 

TEB 

Select external trigger executes *DDT definition 

SWEEP (Ch 5) 

TEX 

Select external measurement triggering 

SWEEP (Ch 5) 

TEXS 

Select external measurement sweep triggering 

SWEEP (Ch 5) 

TEXSB 

Select external measurement sweep triggering and execute trigger 
buffer 

SWEEP (Ch 5) 

TIB 

Select GPIB measurement triggering 

SWEEP (Ch 5) 

TIBS 

Select GPIB measurement sweep triggering 

SWEEP (Ch 5) 

TIBSB 

Select GPIB measurement sweep triggering and execute trigger 
buffer 

SWEEP (Ch 5) 

TIN 

Select internal measurement triggering 

SWEEP (Ch 5) 

TUNEO 

Turn tune mode off 

SWEEP (Ch 5) 

TUNE1 

Turn tune mode on 

SWEEP (Ch 5) 

TUNESWP 

Enter number of sweeps in tune mode 

SWEEP (Ch 5) 

TUNESWP? 

Output number of sweeps in tune mode 

SWEEP (Ch 5) 

TUNEX? 

Output tune mode on/off status 

SWEEP (Ch 5) 

TXX? 

Output trigger source 

SWEEP (Ch 5) 

P1CW? 

Output port 1 CW mode in linear cal on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P1CW0 

Turn off port 1 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P1CW1 

Turn on port 1 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P1LCOR? 

Output port 1 linear cal correction on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P1LCORO 

Turn off port 1 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P1LCOR1 

Turn on port 1 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P1LDONE? 

Output port 1 linear power correction Done status 

SWEEP - POWER SWEEP (Ch 5) 
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P3CW? 

Output port 3 CW mode in linear cal on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P3CW0 

Turn off port 3 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P3CW1 

Turn on port 3 CW mode in linear cal 

SWEEP - POWER SWEEP (Ch 5) 

P3LCOR? 

Output port 3 linear cal correction on/off status 

SWEEP - POWER SWEEP (Ch 5) 

P3LCORO 

Turn off port 3 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P3LCOR1 

Turn on port 3 linear cal correction 

SWEEP - POWER SWEEP (Ch 5) 

P3LDONE? 

Output port 1 linear power correction done status 

SWEEP - POWER SWEEP (Ch 5) 

PSDP 

Enter number of points drawn in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSDP? 

Output number of points drawn in power sweep 

SWEEP - POWER SWEEP (Ch 5) 

PSFP1 

Enter number of frequency points to be skipped during linear power 
correction for source 1 

SWEEP - POWER SWEEP (Ch 5) 

PSFP1? 

Output number of frequency points to be skipped during linear power 
correction for source 1 

SWEEP - POWER SWEEP (Ch 5) 

PSFP3 

Enter number of frequency points to be skipped during linear power 
correction for source 2 

SWEEP - POWER SWEEP (Ch 5) 

PSFP3? 

Output number of frequency points to be skipped during linear power 
correction for source 2 

SWEEP - POWER SWEEP (Ch 5) 

PSLC 

Perform power sweep linearity calibration 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP10 

Turn power sweep linearity calibration off 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP11 

Turn power sweep linearity calibration on 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP1DONE? 

Output power sweep linearity calibration done status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP1X? 

Output power sweep linearity calibration on/off status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP30 

Turn power sweep linearity calibration off 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP31 

Turn power sweep linearity calibration on 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP3DONE? 

Output power sweep linearity calibration done status 

SWEEP - POWER SWEEP (Ch 5) 

PSLCP3X? 

Output power sweep linearity calibration on/off status 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP1 

Enter port 1 nominal offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP1? 

Output port 1 nominal offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP3 

Enter port 3 nominal offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSNOP3? 

Output port 3 nominal offset in power sweep mode 

SWEEP - POWER SWEEP (Ch 5) 

PSWP 

Select power sweep 

SWEEP - POWER SWEEP (Ch 5) 

SINP 

Enter single power 

SWEEP - POWER SWEEP (Ch 5) 

SINP? 

Output single power 

SWEEP - POWER SWEEP (Ch 5) 

SINPO 

Turn off single power mode 

SWEEP - POWER SWEEP (Ch 5) 

SINP1 

Turn on single power mode 

SWEEP - POWER SWEEP (Ch 5) 

SINPX? 

Output single power mode on/off status 

SWEEP - POWER SWEEP (Ch 5) 

STEPP 

Enter power step 

SWEEP - POWER SWEEP (Ch 5) 

STEPP? 

Output power step 

SWEEP - POWER SWEEP (Ch 5) 
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STOPP 

Enter stop power 

SWEEP - POWER SWEEP (Ch 5) 

STOPP? 

Output stop power 

SWEEP - POWER SWEEP (Ch 5) 

STRIP 

Enter start power 

SWEEP - POWER SWEEP (Ch 5) 

STRIP? 

Output start power 

SWEEP - POWER SWEEP (Ch 5) 

ADDNDSG 

Add the next defined segment or go to the next segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

CLRDSG 

Clear all the defined segments of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DELLDSG 

Delete the last defined segment of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSG? 

Output the active defined segment flag ON/OFF status 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGAVG 

Enter the averaging count for the active defined segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGAVG? 

Output the averaging count of the active defined segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFD 

Done specifying discrete frequency ranges for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFQ 

Enter a single discrete frequency for the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGDFQ? 

Output the discrete fill single discrete frequency for the active 
discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFIL 

Fill the defined discrete frequency range for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRC 

Clear all of the defined discrete frequency ranges for the active 
discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRI 

Enter the segmented sweep discrete fill increment frequency for the 
active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRI? 

Output the segmented sweep discrete fill increment frequency for the 
active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRP 

Enter the segmented sweep discrete fill number of points for the 
active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRP? 

Output the discrete fill number of points for the active discrete 
segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRS 

Enter the discrete fill start frequency for the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGFRS? 

Output the discrete fill start frequency for the active discrete segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW10 

Set the IFBW to 10 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW100 

Set the IFBW to 100 FIz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW10K 

Set the IFBW to 10 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW1K 

Set the IFBW to 1 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW30 

Set the IFBW to 30 Hz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGIFBW300 

Set the IFBW to 300 Hz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 
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DSGIFBW30K 

Set the IFBW to 30 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Oh 5) 

DSGIFBW3K 

Set the iFBW to 3 kHz for the active defined segment in the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Oh 5) 

DSGIFBWX? 

Output the active defined segment IF bandwidth in the segmented 
sweep 

SWEEP - SEGMENTED SWEEP (Oh 5) 

DSGNO 

Set the active defined segment number for the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGNO? 

Output the active defined segment number for the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGOFF 

Turn the active defined segment fiag OFF 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGON 

Turn the active define segment fiag ON 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGONDF 

Output the number of discrete frequencies 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPTS 

Enter the number of points for the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPTS? 

Output the number of points of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR1 

Enter the Source 1 power ievei for the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR1? 

Output the Source 1 power ievei of the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR2 

Enter the Source 2 power ievei for the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGPWR2? 

Output the Source 2 power ievei of the active segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTP 

Enter the stop frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTP? 

Output the start frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTRT 

Enter the start frequency of the active defined segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

DSGSTRT? 

Output the start frequency of the active define segment for the 
segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

OSGLOG 

Output the current segmented sweep iog 

SWEEP - SEGMENTED SWEEP (Ch 5) 

PSGLOG 

Print the current segmented sweep iog 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SG? 

Output the segmented sweep fiag on/off status 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGAPL 

Appiy the current define definition of the segmented sweep 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGMODE? 

Ouery the segmented sweep define mode 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGOFF 

Turn the segmented sweep fiag OFF 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGON 

Turn the segmented sweep fiag ON 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGPTS? 

Output the totai number of points of aii of the appiied segments 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGSTP? 

Output the stop frequency of the iast appiied segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

SGSTRT? 

Output the start frequency of the first appiied segment 

SWEEP - SEGMENTED SWEEP (Ch 5) 

ADDGP? 

Output instrument GPiB address 

UTiLiTY (Ch 5) 

ADDIP? 

Output instrument network iP address 

UTiLiTY (Ch 5) 

ADDPLT 

Enter piotter GPiB address 

UTiLiTY (Ch 5) 
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ADDPLT? 

Output plotter GPIB address 

UTILITY (Oh 5) 

ADDPM 

Enter power meter GPIB address 

UTILITY (Oh 5) 

ADDPM? 

Output power meter GPIB address 

UTILITY (Oh 5) 

ANNCOL 

Enter the color number for annotation and menu text 

UTILITY (Oh 9) 

ANNCOL? 

Output the color number for annotation and menu text 

UTILITY (Oh 9) 

BCO 

Turn LCD display off (disabled) 

UTILITY (Oh 9) 

BC1 

Turn LCD display on (enabled) 

UTILITY (Oh 9) 

BCKCOL 

Enter the color number for background 

UTILITY (Oh 9) 

BCKCOL? 

Output the color number for background 

UTILITY (Oh 9) 

BCX? 

Output LCD display on/off status 

UTILITY (Oh 9) 

BEEPO 

Disable the instrument beeper on GPIB errors 

UTILITY (Oh 9) 

BEEP1 

Enable the instrument beeper on GPIB errors 

UTILITY (Oh 9) 

BEEPX? 

Output GPIB beep on error enable/disable status 

UTILITY (Oh 9) 

MKRCOL 

Enter the color number for the markers 

UTILITY (Oh 9) 

MKRCOL? 

Output the color number for the markers 

UTILITY (Oh 9) 

DAC 

Enter DAC number of 10 MHz calibration 

UTILITY (Oh 9) 

DAC? 

Output DAC number of 10 MHz calibration 

UTILITY (Oh 9) 

DATCOL 

Enter the color number for data 

UTILITY (Oh 9) 

DATCOL? 

Output the color number for data 

UTILITY (Oh 9) 

DATE 

Enter the system date 

UTILITY (Oh 9) 

DATE? 

Output the system date 

UTILITY (Oh 9) 

DC1 

Display channel 1 and 2 operating parameters 

UTILITY (Oh 9) 

DC3 

Display channel 3 and 4 operating parameters 

UTILITY (Oh 9) 

DCP 

Display calibration parameters 1st page 

UTILITY (Oh 9) 

DCP1 

Display calibration parameters 1st page 

UTILITY (Oh 9) 

DF2 

Display 2.4mm female connector information 

UTILITY (Oh 9) 

DF3 

Display GPC-3.5 female connector information 

UTILITY (Oh 9) 

DF716 

Display 7/16 female connector information 

UTILITY (Oh 9) 

DFK 

Display K female connector information 

UTILITY (Oh 9) 

DFN 

Display N female connector information 

UTILITY (Oh 9) 

DFN75 

Display N Female 75-Ohm connector information 

UTILITY (Ch 9) 

DFP 

Display front panel instrument state 

UTILITY (Oh 9) 

DFS 

Display SMA female connector information 

UTILITY (Ch 9) 

DFSP 

Display special female connector information 

UTILITY (Ch 9) 

DFT 

Display TNC female connector information 

UTILITY (Ch 9) 

DFV 

Display female V Connector information 

UTILITY (Ch 9) 

DG7 

Display GPC-7 male connector information 

UTILITY (Ch 9) 
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DOS 

Display GPIB status Information 

UTILITY (Gh 9) 

DM2 

Display 2.4mm male connector Information 

UTILITY (Gh 9) 

DM3 

Display GPC-3.5 male connector Information 

UTILITY (Gh 9) 

DM716 

Display 7/16 male connector Information 

UTILITY (Gh 9) 

DMK 

Display K male connector information 

UTILITY (Gh 9) 

DMN 

Display N male connector information 

UTILITY (Gh 9) 

DMN75 

Display N Male 75-Ohm connector information 

UTILITY (Gh 9) 

DMS 

Display SMA male connector information 

UTILITY (Gh 9) 

DMSP 

Display Special Male connector information 

UTILITY (Gh 9) 

DMT 

Display TNG male connector information 

UTILITY (Gh 9) 

DMV 

Display V male connector information 

UTILITY (Gh 9) 

DWG 

Display waveguide parameters 

UTILITY (Gh 9) 

GRTCOL 

Enter the color number for the graticule 

UTILITY (Gh 9) 

GRTCOL? 

Output the color number for the graticule 

UTILITY (Gh 9) 

LANG 

Enable the specified language support 

UTILITY (Gh 9) 

LANG? 

Query the current language support 

UTILITY (Gh 9) 

LAYCOL 

Enter the color number for overlay data 

UTILITY (Gh 9) 

LAYCOL? 

Output the color number for overlay data 

UTILITY (Gh 9) 

MNUCOL 

Enter the color number for the menu headers 

UTILITY (Gh 9) 

MNUCOL? 

Output the color number for the menu headers 

UTILITY (Gh 9) 

RSTCOL 

Reset color configuration to default 

UTILITY (Gh 9) 

RSTDAC 

Restore frequency from 10 MHz calibration and not save DAG 
number into BBRAM 

UTILITY (Gh 9) 

TIME 

Enter the system time 

UTILITY (Gh 9) 

TIME? 

Output the system time 

UTILITY (Gh 9) 

TRCCOL 

Enter the color number for memory data 

UTILITY (Gh 9) 

TRCCOL? 

Output the color number for memory data 

UTILITY (Gh 9) 

WIDE 

Use entire display width for graphs 

UTILITY (Gh 9) 

ALC 

Perform ALG loop internal calibration 

UTILITY - DIAGNOSTIGS (Gh 9) 

BAG 

Perform backend attenuator calibration 

UTILITY - DIAGNOSTIGS (Gh 9) 

DGT 

Display first LGD test pattern 

UTILITY - DIAGNOSTIGS (Gh 9) 

DGT1 

Display first LGD test pattern 

UTILITY - DIAGNOSTIGS (Gh 9) 

DGT2 

Display second LGD test pattern 

UTILITY - DIAGNOSTIGS (Gh 9) 

DGT3 

Display third LGD test pattern 

UTILITY - DIAGNOSTIGS (Gh 9) 

DRL 

Diagnostic read latch 

UTILITY - DIAGNOSTIGS (Gh 9) 

DVM 

Enter DVM channel number 

UTILITY - DIAGNOSTIGS (Gh 9) 

DWL 

Diagnostic write latch 

UTILITY - DIAGNOSTIGS (Gh 9) 
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EDG 

End diagnostics mode 

UTILITY - DIAGNOSTICS (Ch 9) 

EKT 

Select external keyboard testing 

UTILITY - DIAGNOSTICS (Ch 9) 

EXD 

Display external A/D Input 

UTILITY - DIAGNOSTICS (Ch 9) 

FPT 

Select front panel keypad testing 

UTILITY - DIAGNOSTICS (Ch 9) 

NFV 

Start noise figure verification 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVNB? 

Output noise figure verification NB data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVNC? 

Output noise figure verification NO data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVND? 

Output noise figure verification ND data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSB? 

Output noise figure verification SB data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSC? 

Output noise figure verification SC data 

UTILITY - DIAGNOSTICS (Ch 9) 

NFVSD? 

Output noise figure verification SD data 

UTILITY - DIAGNOSTICS (Ch 9) 

PRT? 

Perform printer test and output status 

UTILITY - DIAGNOSTICS (Ch 9) 

SDG 

Start diagnostics mode 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCMS1 

Source 1 ALC modulator drive voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCMS2 

Source 2 ALC modulator drive voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCS1 

Select source 1 for ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCS2 

Select source 2 for ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSALCV 

Start source ALC verification 

UTILITY - DIAGNOSTICS (Ch 9) 

TSBEG 

Start diagnostics mode - same as SDG 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDDSS1 

Source 1 reference DDS voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDDSS2 

Source 2 reference DDS voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDRAM 

Start DRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDSPSRAM 

Start DSP SRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSDVMC 

Enter DVM channel number - same as DVM 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEFMEM 

Start extended FLASFI memory test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEND 

End diagnostics mode - same as EDG 

UTILITY - DIAGNOSTICS (Ch 9) 

TSEXTI 

Display external A/D input - same as EXD 

UTILITY - DIAGNOSTICS (Ch 9) 

TSFMEM 

Start FLASFI memory test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSGDRAM 

Start graphic DRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSGVRAM 

Start graphic VRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSHETO 

Flet oscillator voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLATR? 

Diagnostic read latch - same as DRL 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLATW 

Diagnostic write latch - same as DWL 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLEVAS1 

Source 1 level amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLEVAS2 

Source 2 level amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLOGAS1 

Source 1 logarithmic amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSLOGAS2 

Source 2 logarithmic amplifier voltage 

UTILITY - DIAGNOSTICS (Ch 9) 
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TSMAIVL01 

L01 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMAIVS1 

Source 1 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMAIVS2 

Source 2 main VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMCOOO 

Common offset mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMC001 

Common offset mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMHARO 

Harmonic mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMHAR1 

Harmonic mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMSPAO 

Spur avoidance mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMSPA1 

Spur avoidance mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMSPUO 

Speed up circuit mode off 

UTILITY - DIAGNOSTICS (Ch 9) 

TSMSPU1 

Speed up circuit mode on 

UTILITY - DIAGNOSTICS (Ch 9) 

TS0FFVL01 

L01 offset VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSOFFVS1 

Source 1 offset VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSOFFVS2 

Source 2 offset VCO voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSPWRLS1 

Source 1 power level DAC voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSPWRLS2 

Source 2 power level DAC voltage 

UTILITY - DIAGNOSTICS (Ch 9) 

TSSRAM 

Start SRAM test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSSRAMD 

Start SRAM disk test 

UTILITY - DIAGNOSTICS (Ch 9) 

TSTRENF 

Noise figure measurement 

UTILITY - DIAGNOSTICS (Ch 9) 

ADRIVE 

Select the floppy drive as the default drive 

UTILITY - DISK (Ch 9) 

CD 

Change default directory 

UTILITY - DISK (Ch 9) 

CDRIVE 

Select the hard disk as the default drive 

UTILITY - DISK (Ch 9) 

COPY 

Copy a files contents to another file 

UTILITY - DISK (Ch 9) 

CPYALLFH 

Copy combined hardware cal file from floppy to hard disk 

UTILITY - DISK (Ch 9) 

CPYALLHF 

Copy combined hardware cal file from hard to floppy disk 

UTILITY - DISK (Ch 9) 

CWD? 

Output current working directory string 

UTILITY - DISK (Ch 9) 

DEL 

Delete a file from disk 

UTILITY - DISK (Ch 9) 

DELALL 

Delete combined hardware cal file from floppy disk 

UTILITY - DISK (Ch 9) 

DELALLH 

Delete combined hardware cal file from hard disk 

UTILITY - DISK (Ch 9) 

DIR 

Output a directory listing to the GPIB 

UTILITY - DISK (Ch 9) 

DISKRD 

Output disk file data to the GPIB 

UTILITY - DISK (Ch 9) 

DISKWR 

Write GPIB data to a disk file 

UTILITY - DISK (Ch 9) 

EXISTD? 

Output directory existence information 

UTILITY - DISK (Ch 9) 

EXISTF? 

Output file existence information 

UTILITY - DISK (Ch 9) 

INT 

Initialize (format) floppy disk 

UTILITY - DISK (Ch 9) 

LKT 

Load calibration kit information from floppy disk 

UTILITY - DISK (Ch 9) 

MD 

Create a new disk directory 

UTILITY - DISK (Ch 9) 
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PDR 

Print directory listing of the floppy drive 

UTILITY - DISK (Ch 9) 

PDRH 

Print directory listing of the hard drive 

UTILITY - DISK (Ch 9) 

RCLALL 

Recall combined hardware calibration file from floppy disk 

UTILITY - DISK (Ch 9) 

RCLALLH 

Recall combined hardware calibration file from hard disk 

UTILITY - DISK (Ch 9) 

RD 

Remove a disk directory 

UTILITY - DISK (Ch 9) 

SAVALL 

Save combined hardware cal to floppy disk 

UTILITY - DISK (Ch 9) 

SAVALLH 

Save combined hardware cal to hard disk 

UTILITY - DISK (Ch 9) 

SAVEGC 

Save text format gain compression data to disk 

UTILITY - DISK (Ch 9) 

RVA1 

Enter rear panel output voltage value when port 1 is driving 

UTILITY - REAR PANEL (Ch 10) 

RVA1? 

Output rear panel output voltage value when port 1 is driving 

UTILITY - REAR PANEL (Ch f 0) 

RVA2 

Enter rear panel output voltage value when port 2 is driving 

UTILITY - REAR PANEL (Ch f 0) 

RVA2? 

Output rear panel output voltage value when port 2 is driving 

UTILITY - REAR PANEL (Ch f 0) 

RVA3 

Enter rear panel output voltage value when port 3 is driving 

UTILITY - REAR PANEL (Ch 10) 

RVA3? 

Output rear panel output voltage value when port 3 is driving 

UTILITY - REAR PANEL (Ch f 0) 

RVA4 

Enter rear panel output voltage value when Port 4 is driving 

UTILITY - REAR PANEL (Ch f 0) 

RVA4? 

Output rear panel output voltage value when Port 4 is driving 

UTILITY - REAR PANEL (Ch 10) 

RVD 

Set rear panel output mode to dc value 

UTILITY - REAR PANEL (Ch f 0) 

RVH 

Set rear panel output mode to horizontal 

UTILITY - REAR PANEL (Ch 10) 

RVL 

Set rear panel output mode to lock direction 

UTILITY - REAR PANEL (Ch 10) 

RVP 

Set rear panel output mode to driven port 

UTILITY - REAR PANEL (Ch f 0) 

RVSP 

Enter rear panel stop voltage value 

UTILITY - REAR PANEL (Ch f 0) 

FREFE 

Select external frequency reference 

UTILITY - REAR PANEL (Ch 10) 

FREFI 

Select internal frequency reference 

UTILITY - REAR PANEL (Ch f 0) 

FREFX? 

Output frequency reference internal/external setting 

UTILITY - REAR PANEL (Ch f 0) 

RPO 

Enter rear panel DC voltage value 

UTILITY - REAR PANEL (Ch f 0) 

RPO? 

Output rear panel DC voltage value 

UTILITY - REAR PANEL (Ch f 0) 

RVO 

Turn rear panel output voltage off 

UTILITY - REAR PANEL (Ch f 0) 

RV1 

Turn rear panel output voltage on 

UTILITY - REAR PANEL (Ch f 0) 

RV1? 

Output rear panel output voltage on/off status 

UTILITY - REAR PANEL (Ch f 0) 

RVSP? 

Output rear panel stop voltage value 

UTILITY - REAR PANEL (Ch 10) 

RVST 

Enter rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

RVST? 

Output rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

RVT 

Set rear panel output mode to TTL 

UTILITY - REAR PANEL (Ch f 0) 

RVTP1 

Select port 1 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch f 0) 

RVTP1HL 

Set TTL rear panel output voltage type to TTL active high level 

UTILITY - REAR PANEL (Ch 10) 

RVTP1HP 

Set TTL rear panel output voltage type to TTL active high pulse 

UTILITY - REAR PANEL (Ch 10) 

RVTP1LL 

Set TTL rear panel output voltage type to TTL active low level 

UTILITY - REAR PANEL (Ch f 0) 
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RVTP1LP 

Set TTL rear panel output voltage type to TTL active low pulse 

UTILITY - REAR PANEL (Ch 10) 

RVTP1X? 

Output TTL rear panel output voltage type 

UTILITY - REAR PANEL (Ch 10) 

RVTP2 

Select port 2 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch 10) 

RVTP2HL 

Set TTL rear panel output voltage type on port 2 to TTL active high 
level. 

UTILITY - REAR PANEL (Ch 10) 

RVTP2HP 

Set TTL rear panel output voltage type on port 2 to TTL active high 
pulse. 

UTILITY - REAR PANEL (Ch 10) 

RVTP2LL 

Set TTL rear panel output voltage type on port 2 to TTL active low 
level. 

UTILITY - REAR PANEL (Ch 10) 

RVTP2LP 

Set TTL rear panel output voltage type on port 2 to TTL active low 
pulse. 

UTILITY - REAR PANEL (Ch 10) 

RVTP2X? 

Output TTL rear panel output voltage type on port 2. 

UTILITY - REAR PANEL (Ch 10) 

RVTP3 

Select port 3 for TTL rear panel output voltage 

UTILITY - REAR PANEL (Ch 10) 

RVTP3HL 

Set TTL rear panel output voltage type on port 3 to TTL active high 
level. 

UTILITY - REAR PANEL (Ch 10) 

RVTP3HP 

Set TTL rear panel output voltage type on port 3 to TTL active high 
pulse. 

UTILITY - REAR PANEL (Ch 10) 

RVTP3LL 

Set TTL rear panel output voltage type on port 3 to TTL active low 
level. 

UTILITY - REAR PANEL (Ch 10) 

RVTP3LP 

Set TTL rear panel output voltage type on port 3 to TTL active low 
pulse. 

UTILITY - REAR PANEL (Ch 10) 

RVTP3X? 

Output TTL rear panel output voltage type on port 3. 

UTILITY - REAR PANEL (Ch 10) 

RVTP4 

Select Port 4 for TTL rear panel output voltage. 

UTILITY - REAR PANEL (Ch 10) 

RVTP4HL 

Set TTL rear panel output voltage type on port 4 to TTL active high 
level 

UTILITY - REAR PANEL (Ch 10) 

RVTP4HP 

Set TTL rear panel output voltage type on port 4 to TTL active high 
pulse 

UTILITY - REAR PANEL (Ch 10) 

RVTP4LL 

Set TTL rear panel output voltage type on port 4 to TTL active low 
level 

UTILITY - REAR PANEL (Ch 10) 

RVTP4LP 

Set TTL rear panel output voltage type on port 4 to TTL active low 
pulse 

UTILITY - REAR PANEL (Ch 10) 

RVTP4X? 

Output TTL rear panel output voltage type on port 4 

UTILITY - REAR PANEL (Ch 10) 

RVTPX? 

Output TTL rear panel output voltage type 

UTILITY - REAR PANEL (Ch 10) 

RVV 

Set rear panel output mode to vertical 

UTILITY - REAR PANEL (Ch 10) 

RVX? 

Output rear panel output mode 

UTILITY - REAR PANEL (Ch 10) 

VSP 

Enter rear panel stop voltage value 

UTILITY - REAR PANEL (Ch 10) 

VSP? 

Output rear panel stop voltage value 

UTILITY - REAR PANEL (Ch 10) 

VST 

Enter rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

VST? 

Output rear panel start voltage value 

UTILITY - REAR PANEL (Ch 10) 

CSL 

Clear service log 

UTILITY - SERVICE LOG (Ch 9) 

OSL 

Output service log 

UTILITY - SERVICE LOG (Ch 9) 
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PEL 

Print the error list 

UTILITY - SERVICE LOG (Ch 9) 

PSL 

Print the service log 

UTILITY - SERVICE LOG (Ch 9) 
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Appendix C 

HP8753D Language Support 


This appendix provides information and commands supporting the 
Hewiett-Packard 8753D ianguage support. 


The 8753D mode is designed for maximum fiexibiiity in controiiing 
both MS462X series and 8753D instruments from a singieATE pro¬ 
gram. This programming guide wiii prove heipfui as you begin updat¬ 
ing 8753D programs to ai so support your MS462X VNA. it wiii be 
heipfui as you read this information to keep in mind that you are pro¬ 
gramming a M S462X VNA that aiso accepts a subset of the 8753D 
commands. 

This means: 

□ You wiii need to know how the instrument operates in the 8753D 
support mode and how to invoke that mode. 

□ You wiii need to iearn the 488.2 styie programming that the 
MS462X foiiows. Fortunateiy, if you have programmed any other 
488.2 compiiant instrument, you aiready know how to program 
theMS462X. 

□ You wiii need to note the differences in supported measurement 
functions that you are using in your ATE appiication and account 
for them. 


The first thing you'ii need to do is add the ianguage mode seiection 
command to your program. This is lang " 8753 D". Toturn off the 
8753D support mode, issue the command lang "native" . Note that 
changing ianguage mode does not change the instrument front panei 
state, i f you want the defauit 8753D state, just issue the reset com¬ 
mand after changing the ianguage mode. The MS462X wiii automati- 
caiiy detect the current mode and perform the reset actions 
accordingiy. 

The MS462X wiii aiways respond to the 8753D's identification com¬ 
mands by issuing its MS462X identification string, it wiii do this re- 
gardiess of the current ianguage mode. The response is the standard 
iEEE 488.2 identification string format, see the *i DN? Command in 
Chapter 11 of this manuai. The idea is you can aiways detect whether 
a MS462X is connected and dynamicaiiy switch it to the 8753D ian¬ 
guage mode from your ATE program. 
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C -4 PROGRAMMING 
PROTOCOLS 

All MS462X GPIB commands are supported during the 8753D mode. 
This will allow you to easily add a switch statement in your program 
so you can use MS462X features not availableon the8753D. It will 
also allow you to use the native MS462X command set to perform 
8753D functions not supported in the 8753D mode. (The MS462X sup¬ 
ports approximately 300 of the most commonly used 8753D com¬ 
mands). You can therefore make small incremental upgrades to your 
existing 8753D application program as you need them but at the same 
time begin using the MS462X immediately without having to learn 
most of its functions or data transfer or status reporting protocols. 
Notethat identical commands (commands whose syntax is exactly the 
same in both instruments) are executed according to the currently set 
mode. 

NOTE 

• Language selection is from front panel: Utility key and 
REMOTE INTERFACE softkey. 

• The RSTO command will reset the language to the na¬ 
tive mode. 

• Cycling power will preserve the current language mode. 

There are differences in power range, frequency range, scaling, and 
other "ranges" between the two instruments. These differences also 
vary according to specific models and installed options. 1 n general, as 
long as you stay within rangesof the currently connected MS462X 
model, it will accept the setting requested. For the most part, out of 
range setting requests will cause the currently connected instrument's 
closest settings to be used. 

The MS462X complies to the widely accepted IEEE 488.2 standard, 
where as the 8753D does not. This means you will likely need to make 
one or more of the following adjustments to your program to be able to 
properly communicate with the MS462X. These changes should also 
work with an 8753D as it has a loosely defined communication proto¬ 
col. Key differences are noted below for quick reference. Refer to Chap¬ 
ter 1 of this manual for complete information on IEEE 488.2 program¬ 
ming protocols. 

E nsure each program message is termi nated properly; that is, use a 
linefeed character (N L, OxA) at the end of each program message. You 
should also set EOl at the end of each transmission. Notethat EOl 
and termination character detection are usually set up at the GPIB 
board driver level prior to running your application. Refer to the GPI B 
board manufacturer's manual for details. 

Always use a single semicolon (the character ";") between consecutive 
commands within a program message. You should not use semicolons 
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Timing 

at the end of a program message, although the M S462X will not com¬ 
plain if you do. 

Be sure to send complete commands; that is, you must send a mne¬ 
monic and its data without a semicolon a linefeed (NL, OxA), or 

an EOl separating them. For example: 

STAR;1000 MHZ 

is invalid because the 1000 MHZ is data for the STAR mnemonic so it 
should not be separated with a semicolon. The correct way to separate 
a command and its data is to use a space: 

STAR 1000 MHZ 

You should also have a space between the data and its units termina¬ 
tor code (such as M H Z or GH Z). 

Operation execution times will naturally vary between the two instru¬ 
ments (they are different platforms) so you may have to adjust fixed 
wait times in your program. For example, a reset operation on the 
MS462X takes longer to complete than on the 8753D. If your timeout 
setting for theGPI B driver is set too low, a function that is waiting for 
a reset to complete before the output from an OPC? command arrives 
(i.e.: OPC?;RST) will timeout prematurely and produce a timeout error. 
Si nee it wi 11 have ti med out without havi ng read the data requested 
(the 1 from the OPC?), it will cause the MS462X to generate a QUERY 
error the next time you send a new program message. This is a defined 
error condition in the IEEE 488.2 protocol. See Chapters 2 and 3 of 
this manual to get information on various ATE timeout programming 
techniques and other protocol error conditions you should be aware of. 

C -5 DATA INPUT/OUTPUT 
PROTOCOLS AND 
EXCEPTION 

CONDITIONS 

The M S462X performs data 10 i n accordance with the IEEE 488.2 at 
all times. In general this should not impact most programs that input 
commands and consume the data produced in an orderly fashion. This 
heading covers the essential exception conditions that may impact 
your program as the 8753D does not handle these types of conditions 
with a defined protocol. 

Outputs from the MS462X will always terminate with a linefeed (NL, 
OxA) character and will concurrently set the EOl line true. This means 
normal data transfer sizes will be (as produced by the 8753D) -Fl. The 
additional character is the linefeed (OxA). Although you should read 
the additional byte out of the MS462X, it will continue to function if 
you do not. More on this later. 

Commands producing Arbitrary ASCI 1 Data (headerless ASCI 1 
streams) must be the last output command in a program message. 

This is an IEEE 488.2 requirement that is needed because the data 
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contents, being ASCI I data, may contain a semicolon and thus your 
application program would have noway of distinguishing whether this 
is data or a separator between two output elements. Examples of this 
data type include data strings produced by the IDN? and OUTPERRO 
commands. This should not be a problem to a program written for the 
8753D as it has a single response output buffer; that is, each output 
will overwrite the buffer and remain thereuntil read. Commands that 
produce numeric ASCI I data (such as POIN?) are not impacted by this 
condition si nee their numeric output can not contain a semicolon as 
part of the data. Also, commands that produce block data outputs are 
not impacted by this condition, si nee the data is preceded by a header 
defining the length of the data block. 

TheMS462X has a dynamic output buffer that holds all the data pro¬ 
duced from a single program message (with one exception as stated 
above). All data in the output buffer must be consumed prior to input¬ 
ting additional program messages or a QUERY error will be produced 
before the newly arriving program message is processed. This is an 
IEEE 488.2 rule that ensures data requested by one program message 
is not sent to a second newly arriving program message. Although the 
buffer will be emptied if a new program message is received, the 
MS462X will not generate an error message if it is in the 8753D mode. 
Therefore, you should read all the data produced from a program mes¬ 
sage prior to sending another one. 


C "6 HANDLING The following text describes what to do if you encounter programming 

PROGRAMMING problems. 

PROBLEMS 


Service Log The first thing to do when you get an error (including GPIB errors) on 
the MS462X is to read the Service Log. It is accessible from the front 
panel, as follows: 



Step 1. Press the Utility key (left). 

Step 2. Press the DIAGNOSTICS, SERVICE LOG, then 

DISPLAY LOG soft keys. 

The Service Log is a plain-text, circular log that maintains error mes¬ 
sage information in nonvolatile memory until you clear it or it fills up 
(oldest errors will be overwritten). The log can be printed or saved to 
floppy disk for later viewing. All log operations including front panel 
operations can be accessed remotely. I n addition, the complete service 
log, an error message listing, or just the number of errors in the log 
can be output from the MS462X by using the mnemonics OSL, OEL, 
and ONE, respectively. See Chapter 8 of this manual for more informa¬ 
tion on these and other error reporting commands and the useful in¬ 
formation they provide. 
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Command Errors If you get "Command Errors"you are probably trying to execute a 

command that was not found in the MS462X's command tables. This 
includes trying to send an unsupported 8753D command, forgetting to 
set the 8753D mode using LANG "8753D", or improperly terminating 
or separating commands from each other or from their data elements. 
The service log will be extremely helpful in quickly identifying your 
programming errors, both during and after development of your ATE 
application. 

Query Errors If you get "Query Errors" you are probably violating some of the data 
input or output rules. 

Execution or Device Ifyou get "Execution Errors"you are probably attempting to do some- 
Errors thing the MS462X can not do, such as encountering a range violation 
or issuing a command the MS462X can not execute in its current state. 

The OUTPERRO command (which outputs and deletes the most re¬ 
cent error message from the error queue) is also supported and for the 
most part, its normal format is adhered to. However, its output data 
contents (message number and text) follow the defi ned M S462X error 
data. Also error generation conditions are as defined for the MS462X. 
Refer to Chapter 13 of this manual for a listing of error messages. 

Note that the OUTPERRO command has a separate queue; conse¬ 
quently, it does not destroy the error information in the main service 
log. 


C -7 UNSUPPORTED 
FEATURES 


C -8 GENERAL 

OPERATIONAL 

RESTRICTIONS 


The following 8753D commands are not supported in the 8753D lan¬ 
guage mode. 

□ U ncoupled operation (channel, port, power, frequency, alt sweep, 
markers, etc.) 

□ Power slope and sweep 

□ Sequence (Macros) 

□ Harmonics 

□ F requency offset 

□ Sweep time 

□ Calibration process sequencing 

□ Transform (Time Domain) 

I nternal data formats of the 8753D are not supported i n the M S462X. 
Supported 8753D data transfer commands that transfer internal-use- 
only data such as learn strings will transfer data in the MS462X 
internal format. This should have little impact on ATE programs since 
the data is not intended for parsing or decoding. However, the sizes of 
the data transfers are different so fixed transfer buffers in your pro- 
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gram will need to be adjusted accordingly. See the equivalent MS462X 
commands in Chapter 11 for sizes of the data transfers. Also, note that 
only MS462X data will be accepted by such commands. 

Similarly, hardcopy output and sav^recall operations to and from stor¬ 
age locations (i.e. printers, plotters, memory registers, and disk files) 
will be accomplished in the native MS462X data formats. This means 
prints, plots, and saved disk files from a MS462X will not resemble the 
8753D prints, plots, and files. 

Support is not provided for commands that alter display presentation. 
Examples of this include: log frequency sweep, marker zero, and dis¬ 
play of user graphics and instructions. 


C "9 SUPPORTED FEATURES The following tables list the supported set of 8753D commands by 
AND COMMANDS functional area. See next heading for an alphabetical listing of sup¬ 

ported commands. 

The names and order of the groups listed below are the same as those 
listed in the8753D's HP-IB Command Reference Manual (tables 1-1, 
1-2, and 1-3). These names also correspond to the 8753D front panel 
naming convention; that is, key groups, keys, and menus. 

Each group identifies operations within it that are not supported, as 
well as significant differences or limitations from 8753D behavior. I n 
general, range differences (scale, power, etc.) are not identified unless 
operational characteristics are impacted (Example: IF Bandwidth 
range settings). Also all commands and features identified below are 
subject to the general restrictions and limitations stated earlier 
(heading D-8). Query versions of the commands (where defined by the 
8753D) are generally supported. 

Avg Averaging is accomplished on a point-by-point basis versus the 8753D 
sweep-by-sweep approach. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Averaging 

Restart 

AVERREST 


Averaging 

Factor 

AVERFACT 

Factor is number of measure¬ 
ments at each point 

Averaging 

On/Off 

AVERO 


Smoothing 

Set Aperture 

SMOOAPER 


Smoothing 

On/Off 

SMOOO 


iF Bandwidth 

Set IF Bandwidth 

IFBW 

Rounded to 30, 300, 3000 
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AND COMMANDS 


Error Correction, Turning calibration correction on and off and setting velocity factor 
Calibration are the only supported operations. Ability to sequence or perform a 
calibration and calibration kits are not supported. Supported com¬ 
mands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Correction 

On/Off 

CORR 


Velocity Factor 

Set Value 

VELOFACT 



Power Meter (Test Only the following commands are supported: per sweep calibration 
Port) Calibration power leveling, and power loss and calibration sensor table/segment 
editing. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Power Meter 

calibration 

Off 

PWMCOFF 


Power Meter 

calibration 

One Sweep 

PWMCONES 


Power Meter 

calibration 

Take calibration 

Sweep 

TAKCS 


Power Meter 

calibration 

Number Of 

Readings 

NUMR 

accepted but ignored 

Power Meter 

calibration 

Set Port calibra¬ 
tion Power 

PWRMCAL 



Channel Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Channel 

CFI 1 Active 

CHAN1 


Channel 

CFI 2 Active 

CHAN2 

remapped to channel 3 


Copy Printer and plotter Autofeed (On/Off), color printing, line type selec¬ 
tion (solid=xiotted), and plot scale (full/grat) are not supported. List 
values display not supported but will be printed in MS462X text for¬ 
mat. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Copy Display 

To Printer 

PRiNALL 


Copy Display 

To Plotter 

PLOT 


Quadrant 

Left Lower 

LEFL 


Quadrant 

Left Upper 

LEFU 
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Quadrant 

Right Lower 

RiGL 


Quadrant 

Right Upper 

RiGU 


Quadrant 

Fuii Page 

PULP 



Display Beeper, CRT (to include titling), adjust display, modify colors, adjust 
colors, and ratioed channels display (D2/D1 =>D2) are not supported. 
Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Channei 

Duai on/off 

DU AC 

channei 1 &3 or 2&4 oniy 

Dispiay 

Data 

DiSPDATA 


Dispiay 

Memory Qniy 

DiSPMEMQ 


Dispiay 

Data And Mem 

DiSPDATM 


Dispiay 

Data/Mem 

DiSPDDM 


Dispiay 

Data-Mem 

DiSPDMM 


Dispiay 

Data to Mem 

DATi 


Freq notation 

Biank 

FRED 



Format The graph type is tied to the S-parameter measurement selection on a 
per channel basis. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Format 

Log mag 

LQGM 


Format 

Phase 

PHAS 


Format 

Deiay 

DELA 


Format 

Smith chart 

SMiC 


Format 

Poiar 

POLA 


Format 

Lin mag 

LiNM 


Format 

Reai 

REAL 


Format 

imaginary 

iMAG 


Format 

SWR 

SWR 



Local HP-IB modes (Talker/Listener, Controller), Debug (GPIB commands 
display). Disk Drive (UnitA/olume), Plotter Type, Paint j et Printer 
Type, Printer/Plotter Port Selection (Serial, Parallel, HP-IB), Serial 
Port, and Parallel Port programming are not supported. Supported 
commands are shown below. 
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Function 

Action 

Mnemonic 

Differences/Limitations 

HP-IB Addresses 

Plotter 

ADDRPLOT 


HP-IB Addresses 

Power Meter 

ADDRPOWM 


Printer Type 

ThInkJet 

PRNTYPTJ 

Also drives QuietJet 

Printer Type 

DeskJet 

PRNTYPDJ 

B/W only; Same command 

as LaserJet 

Printer Type 

LaserJet 

PRNTYPLJ 

II and III series only; Same 

command as DeskJet 

Printer Type 

Epson-P2 

PRNTYPEP 

FX, MX, and compatibles 


Meas (Measure) Conversion to alternate parameters and analog input are not sup¬ 
ported. Changing a user defined parameter will change all instances 
of that measurement parameter on all channels currently displaying 
it. 

Menu (Stimulus) U ncoupled power and port, power trip, sweep time, trigger on point, 

uncoupled channels, power slope, log sweep, CW time sweep and power 
sweep are not supported. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Power 

Level 

POWE 


Power 

Ranges 0-7 

PFLAN 


Power 

Power range 

auto/manual 

PWRR 


Measurement 

Restart 

REST 


Trigger 

Hold 

HOLD 


Trigger 

Single 

SiNG 


Trigger 

Number of 

groups 

NUMG 

Always sweeps once, query 

returns 1 

Trigger 

Continuous 

CONT 


Trigger 

External trigger 

off 

EXTOFF 


Trigger 

External trigger 

on 

EXTON 


Points 

Specify number 
of points 

POIN 


Sweep type 

linear 

LINFREQ 



Marker Marker zero, fixed marker position, and coupled markers are not sup¬ 
ported. Supported commands are shown below. 


C-11 


MS462XXPM 
















































SUPPORTED FEATURES HP8753 LANGUAGE SUPPORT 

AND COMMANDS INFORMATION 


Function 

Action 

Mnemonic 

Differences/Limitations 

Select active 

1 to 6 

MARK 


Select active 

All off 

MARKOFF 


Delta reference 

1 to 6 

DELR 

Displayed delta value sign is 
neg of MS462X 

Delta reference 

Mode off 

DELO 


Marker place¬ 
ment 

continuous 

MARKCONT 


Marker place¬ 
ment 

discrete 

MARKDISC 

Not allowed in filter and 

search modes 

Displayed 

On/Off 

DISM 


Polar markers 

Lin 

POLMLIN 


Smith markers 

Linear 

SMIMLIN 


Smith markers 

Log 

■ . ____j 

SMIMLOG 

_ 



Marker Function Target, search left/right, width and tracking search, and marker sta¬ 
tistics are not supported. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Set Function To 

Marker Value 

Start 

MARKSTAR 


Set Function To 

Marker Value 

Stop 

MARKSTOP 


Search 

Off 

SEAOFF 

Not applicable 

Search 

Maximum 

SEAMAX 

Only allowed in log mag for¬ 
mat 

Search 

Minimum 

SEAMIN 

Only allowed in log mag for¬ 
mat 


Save^Recall, Internal Register clear and title functions are not supported. Supported com- 
Registers mands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Save 

Selected reg 

SAVE 


Save 

Selected reg 

SAVEREG 

Range is 1 10 only 

Recall 

Selected reg 

RECA 


Recall 

Selected reg 

RECAREG 

Range is 01 10 only 
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Disk Files Save format (ASCI l/Citifile/binary), LI F format, raw data and user 

graphics storage, and external disk are not supported. Supported com¬ 
mands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Purge 

Selected file 

PURG 


Store 

To disk 

STOR 


Title 

Disk file 

TITF 


Include with disk 

files 

Formatted data 

EXTMFORM 

ON/OFF 


Include with disk 

files 

Data only 

EXTMDATO 

ON/OFF 


Load 

From disk 

LOAD 


Initialize 

Internal disk 

INiD 


Select storage 

Internal disk 

INTD 


Select storage 

Internal memory 

INTM 


Save format 

1 

Save as ASCII 

SAVUASCi 

only format supported 


Scale Reference Phase offset is not supported. Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Scale 

Auto 

AUTO 


Scale 

Value 

SCAL 


Reference 

Position 

REFP 

Range is 0 8 only 

Reference 

Value 

REFV 


Delay 

Set Delay 

ELED 



Stimulus Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Stimulus 

Center 

CENT 


Stimulus 

Span 

SPAN 


Stimulus 

Start 

STAR 


Stimulus 

Stop 

STOP 



System I nstrument mode (receiver), and service (analog bus) operations are 
not supported. Harmonic mode and frequency offset (mixer mode) also 
not supported. Supported commands are shown below. 
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Function 

Action 

Mnemonic 

Differences/Limitations 

Set Clock 

Time Stamp 

TIMESTAM 


Set Clock 

Set Date 

SETDATE 


Set Clock 

1 

Set Time 

1 

SETTIME 



System - Limit Testing Supported commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Limit line 

on/off 

LIMILINE 


Limit test 

on/off 

LIMITEST 


Limit test 

Beeper 

BEEPFAIL 


Limit offset 

Stimulus 

LIMISTIO 


Limit offset 

Amplitude 

LIMIAMPO 



HP-IB Only, Key and key code query, revision display, learn string revision, sampler 
Miscellaneous Group correction, and external trigger polarity selection are not supported. 

Supported commands are shown below. 


Function 

Action Mnemonic 

Differences/Limitations 

Identity 

Output ID string 

IDN? 

Outputs Anritsu 
information 

No operation 

No operation 

NOOP 


On Completion 

Report Comple¬ 
tion of Last 

OPC[?]-compati- 

ble command 

OPC 


Preset 

Resets instru¬ 
ment 

PRES 


Reset 

Resets instru¬ 
ment 

RST 


Wait 

Delay 

WAIT 



C-14 


MS462XXPM 














































HP8753 LANGUAGE SUPPORT 
INFORMATION 


ALPHABETICAL COMMAND 

LISTING 


HP-IB Only, Output The following outputs are not supported: active function, interpolative 
Group calibration data, calibration kit, power meter interpolative calibration 
data, key code, external source frequency, sequencing, memory, marker 
statistics, and display title. Data for saved calibrations and other in¬ 
ternal data and setups will be in the MS462X native format. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Error Coefficient 

Output Error Co¬ 
efficient Array 

OUTPCALC 


Data 

Output Corrected 

Data 

OUTPDATA 


Error 

Output Error 

OUTPERRO 


Formatted 

utput For¬ 
matted Data 

OUTPFORM 

Non-displayed parameter 

values are zeroed out. Use 

dual parameter graph set¬ 
ting if both data values are 

desired. 

Identity 

Output Identify 
String 

OUTPIDEN 

Outputs MS462X identity 
string 

Learn String 

Output Learn 

String 

OUTPLEAS 

Use MS462X’s OCF/ICF if 

resending setup back in. 

Limit failures 

Output limit fail¬ 
ure points only 

OUTPLIMF 


Limit list 

Output limit re¬ 
sults for all points 

OUTPLIML 


Limit marker 

Output limit re¬ 
sults at the 

marker 

OUTPLIMM 


Marker 

Output Marker 

Data 

OUTPMARK 

Non-displayed parameter 

value is zeroed out. Use 

dual parameter graph set¬ 
ting if both data values are 

desired. 

Clock 

Output Date 

READDATE 


Clock 

Output Time 

READTIME 


Plot 

Output Plot 

String in HP-GL 

OUTPPLOT 


Raw Data 

Outputs Uncor¬ 
rected Data Array 

OUTPRAW1 


Raw Data 

Outputs Uncor¬ 
rected Data Array 

OUTPRAW2 
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Function 

Action 

Mnemonic 

Differences/Limitations 

Raw Data 

Outputs Uncor¬ 
rected Data Array 

OUTPRAW3 


Raw Data 

Outputs Uncor¬ 
rected Data Array 

OUTPRAW4 


Status Byte 

Output Status 

Byte 

OUTPSTAT 



HP-IB Only, Output Internal binary data array format (FORMl) not supported. Supported 
Formats commands are shown below. 


Function 

Action 

Mnemonic 

Differences/Limitations 

Output Format 

32 Bit Floating 

Point 

FORM2 

Default reset setting 

Output Format 

64 Bit Floating 

Point 

FORM3 


Output Format 

ASCII, no header 

FORM4 


Output Format 

32 Bit Floating 
Point, PC 

FORMS 



The following status events are not supported: Status Byte: Bits 0 and 
1 (ReverseGet, Forward Get); Event Status Register B: Bits 1 and 2 
(Service Routine Waiting, Data Entry Complete); Event Status Regis¬ 
ter: Bits 1, 3, and 6 (Request Control, Sequence, User Request). Sup¬ 
ported commands are shown below. 


1 

Function 

Action 

Mnemonic 

Differences/Limitations 

Clear 

Clear Status Byte 

CLES 


Interrogate 

Return Event 

Status Register B 

ESB? 


Interrogate 

Return Event 

Status Register 

ESR? 


Interrogate 

Return Status 

Byte 

OUTPSTAT 


Enable 

Enable Event 

Status Register 

ESE 


Enable 

Enable Event 

Status Register B 

ESNB 


Enable 

Enable SRQ 

SRE 



HP-1 B Only, Status 
Reporting 
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LISTING 


C-10 ALPHABETICAL The following is an alphabetical listing of supported 8753d commands, 

COMMAND LISTING queries, and data entry terminator codes. 


Mnemonic 

Description 

ADDRPLOT 

Select plotter address 

ADDRPLOT? 

Output plotter address 

ADDRPOWM 

Select power meter address 

ADDRPOWM? 

Output power meter address 

AUTO 

Autoscale the active channel display 

AVERFACT 

Enter averaging count 

AVERFACT? 

Output averaging count 

AVERO? 

Output averaging on/off 

AVEROOFF 

Turn averaging off 

AVEROON 

Turn averaging on 

AVERREST 

Restart sweep 

BEEPFAIL? 

Output limits testing beeper enable status 

BEEPFAILOFF 

Turn limits testing beep on failure off 

BEEPFAILON 

Turn limits testing beep on failure on 

CENT 

Enter center frequency 

CENT? 

Output center frequency 

CHAN1 

Select channel 1 as active channel 

CHAN2 

Select channel 3 as active channel 

CLES 

Clear Status Byte and Structures 

CIS 

Clear Status Byte and Structures 

CONT 

Continue sweeping from current point 

CONT? 

Output the sweep continue state 

CORR? 

Output error correction on/off status 

CORROFF 

Turn error correction off 

CORRON 

Turn error correction on 

DATI 

Store trace to memory on active channel 

DATI? 

Query If trace stored to memory on active channel 

DB 

Suffix sets power data type 

DELA 

Select group delay displayed for active channel 
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HP8753 LANGUAGE SUPPORT 
INFORMATION 


ALPHABETICAL COMMAND 
LISTING 


Mnemonic 

Description 

DELA? 

Query if group delay displayed for active channel 

DELO 

Turn marker delta reference mode off 

DELO? 

Output marker delta reference mode on/off status 

DELR1 

Select marker 1 as Delta Reference marker 

DELR1? 

Output marker 1 delta on/off status 

DELR2 

Select marker 2 as Delta Reference marker 

DELR2? 

Output marker 2 delta on/off status 

DELR3 

Select marker 3 as Delta Reference marker 

DELR3? 

Output marker 3 delta on/off status 

DELR4 

Select marker 4 as Delta Reference marker 

DELR4? 

Output marker 4 delta on/off status 

DELR5 

Select marker 5 as Delta Reference marker 

DELR5? 

Output marker 5 delta on/off status 

DELR6 

Select marker 6 as Delta Reference marker 

DELR6? 

Output marker 6 delta on/off status 

DISM? 

Output marker display on/off status 

DISMOFF 

Turn marker display off 

DISMON 

Turn marker display on 

DISPDATA 

Display data only on active channel 

DISPDATA? 

Query data only displayed on active channel 

DISPDATM 

Display measurement data and trace memory on active chan¬ 
nel 

DISPDATM? 

Query measurement data and trace memory visible on active 

channel 

DISPDDM 

Select division as trace math for active channel 

DISPDDM? 

Query division as trace math for active channel 

DISPDMM 

Select subtraction as trace math for active channel 

DISPDMM? 

Query subtraction as trace math for active channel 

DISPMEMO 

Display trace memory on active channel 

DISPMEMO? 

Query trace memory visible on active channel 

DUAC? 

Query dual channel display 

DUACOFF 

Select single channel display 

DUACON 

Select dual channel display 
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HP8753 LANGUAGE SUPPORT 
INFORMATION 


ALPHABETICAL COMMAND 

LISTING 


Mnemonic 

Description 

ELED 

Enter reference delay in time for active channel 

ELED? 

Output reference delay in time for active channel 

ESB? 

Output the Event Status Register B value 

ESE 

Enter the Event Status Register Enable mask 

ESE? 

Output the Event Status Register Enable mask 

ESNB 

Enter the Event Status Register B Enable mask 

ESNB? 

Output the Event Status Register B Enable mask 

ESR? 

Output the Event Status Register value 

EXTMDATO? 

Output formatted data only on/off setting 

EXTMDATOOFF 

Exclude formatted data only with file save 

EXTMDATOON 

Include formatted data only with file save 

EXTMFORM? 

Output formatted data on/off setting 

EXTMFORMOFF 

Exclude formatted data with file save 

EXTMFORMON 

Include formatted data with file save 

EXTOFF 

Select internal measurement triggering 

EXTOFF? 

Output internal trigger state 

EXTON 

Select external measurement triggering 

EXTON? 

Output external trigger state 

FORM2 

Select 32 bit floating point binary transfer with most significant 
byte first 

FORMS 

Select 64 bit floating point binary transfer with most significant 
byte first 

FORM4 

Select ASCII numeric data transfer 

FORMS 

Select 32 bit floating point binary transfer with least significant 
byte first 

FREQO 

Blank frequency information 

FS 

Suffix sets time data type and scales by 1E-15 

FULP 

Select full page plots 

FULP? 

Query full page plots 

GHZ 

Suffix sets frequency data type and scales by 1E9 

HOLD 

Put sweep into hold mode 

HOLD? 

Output the sweep hold status 

HZ 

Suffix sets frequency data type 
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HP8753 LANGUAGE SUPPORT 
INFORMATION 


ALPHABETICAL COMMAND 
LISTING 


Mnemonic 

Description 

IDN? 

Output the instrument identification string 

IFBW 

Set i.F. bandwidth 

IFBW? 

Output i.F. bandwidth setting 

IMAG 

Seiect imaginary dispiay for active channei 

IMAG? 

Query if imaginary dispiayed for active channei 

INID 

initiaiize (format) floppy disk 

INTO 

Seiect internai disk for storage 

INTM 

Seiect internai memory for storage 

KHZ 

Suffix sets frequency data type and scaies by 1E3 

LEFL 

Seiect iower ieft quadrant for piots 

LEFL? 

Query iower ieft quadrant for piots 

LEFU 

Seiect upper ieft quadrant for piots 

LEFU? 

Query upper ieft quadrant for piots 

LIMIAMPO 

Enter segmented iimits verticai offset 

LIMIAMPO? 

Output segmented iimits verticai offset 

LIMILINEOFF 

Limits dispiay off 

LIMILINEON 

Limits dispiay on 

LIMISTIO 

Enter segmented iimits horizontai offset 

LIMISTIO? 

Output segmented iimits horizontai offset 

LIMITEST? 

Output iimits testing enabie status 

LIMITESTOFF 

Turn iimits testing off 

LIMITESTON 

Turn iimits testing on 

LINFREQ 

Seiect iinear sweep 

LINFREQ? 

Output iinear sweep on/off status 

LINM 

Seiect iinear magnitude dispiay for active channei 

LINM? 

Query if iinear magnitude dispiayed for active channei 

LOAD1 

Load front panei setup and caiibration from fiie 1 

LOAD2 

Load front panei setup and caiibration from fiie 2 

LOADS 

Load front panei setup and caiibration from fiie 3 

LOAD4 

Load front panei setup and caiibration from fiie 4 

LOADS 

Load front panei setup and caiibration from fiie 5 

LOOM 

Seiect iog magnitude dispiay for active channei 
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HP8753 LANGUAGE SUPPORT 
INFORMATION 


ALPHABETICAL COMMAND 

LISTING 


Mnemonic 

Description 

LOGM? 

Query log magnitude display used for active channel 

MARK1 

Turn marker 1 on, make it the active marker and optionally 
set frequency 

MARK1? 

Output marker 1 stimulus value 

MARK2 

Turn marker 2 on, make it the active marker and optionally 
set frequency 

MARK2? 

Output marker 2 stimulus value 

MARKS 

Turn marker S on, make it the active marker and optionally 
set frequency 

MARKS? 

Output marker S stimulus value 

MARK4 

Turn marker 4 on, make it the active marker and optionally 
set frequency 

MARK4? 

Output marker 4 stimulus value 

MARKS 

Turn marker S on, make it the active marker and optionally 
set frequency 

MARKS? 

Output marker S stimulus value 

MARKS 

Turn marker S on, make it the active marker and optionally 
set frequency 

MARKS? 

Output marker S stimulus value 

MARKCONT 

Select interpolated marker functionality 

MARKCONT? 

Output marker continuous on/off status 

MARKDISC 

Select discrete marker functionality 

MARKDISC? 

Output marker discrete on/off status 

MARKOFF 

Turn all markers off 

MARKOFF? 

Query markers off 

MARKSTAR 

Set sweep/zoom start frequency distance or time to active 

marker 

MARKSTOP 

Set sweep/zoom stop frequency distance or time to active 

marker 

MHZ 

Suffix sets frequency data type and scales by 1E6 

MS 

Suffix sets time data type and scales by IE-3 

NOOP 

Do nothing 

NS 

Suffix sets time data type and scales by IE-9 

NUMG 

Execute a number of sweeps 
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INFORMATION 


ALPHABETICAL COMMAND 
LISTING 


Mnemonic 

Description 

NUMR 

Enter number of readings per point during fiat power caiibra- 

tion 

NUMR? 

Output number of readings per point during fiat power correc¬ 
tion 

OPC 

initiate the operation compiete sequence 

OPC? 

initiate the operation compiete query sequence 

OUTPCALC01 

Output caiibration coefficient 1 

OUTPCALC02 

Output caiibration coefficient 2 

OUTPCALC03 

Output caiibration coefficient 3 

OUTPCALC04 

Output caiibration coefficient 4 

OUTPCALC05 

Output caiibration coefficient 5 

OUTPCALC06 

Output caiibration coefficient 6 

OUTPCALC07 

Output caiibration coefficient 7 

OUTPCALC08 

Output caiibration coefficient 8 

OUTPCALC09 

Output caiibration coefficient 9 

OUTPCALC10 

Output caiibration coefficient 10 

OUTPCALC11 

Output caiibration coefficient 11 

OUTPCALC12 

Output caiibration coefficient 12 

OUTPDATA 

Output corrected data for active channei parameter 

OUTPERRO 

Output error message 

OUTPFORM 

Output finai data for active channei parameter 

OUTPIDEN 

Output the instrument identification string 

OUTPLEAS 

Output current front panei setup 

OUTPLIMF 

Output iimit test resuits for each faiied point 

OUTPLIML 

Output iimit test faiiure resuits for each point in the sweep 

OUTPLIMM 

Output iimit test faiiure resuits at the marker 

OUTPMARK 

Output the active marker vaiues 

OUTPPLOT 

Output HPGL format data to GPiB 

OUTPfRAWI 

Output current parameter raw data (or S11 if 12T cai is on) 

OUTP[RAW2 

Output raw S21 data if 12-term caiibration is active 

OUTPfRAWS 

Output raw S12 data if 12-term caiibration is active 

OUTP[RAW4 

Output raw S22 data if 12-term caiibration is active 

OUTPSTAT 

Output the Status Byte vaiue 
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ALPHABETICAL COMMAND 

LISTING 


Mnemonic 

Description 

PHAS 

Select phase display for active channel 

PHAS? 

Query if phase displayed for active channel 

PLOT 

Plot entire screen 

POIN 

Set number of data points 

POIN? 

Output number of points setting 

POLA 

Select linear polar display for active channel 

POLA? 

Query if linear polar displayed for active channel 

POLMLIN 

Select linear marker readout for polar graphs 

POLMLIN? 

Query linear marker readout for polar graphs 

POWE 

Enter port 1 source power level 

POWE? 

Output port 1 source power level 

PRANO 

Set port 1 source attenuator to 0 dB 

PRAN1 

Set port 1 source attenuator to 10 dB 

PRAN2 

Set port 1 source attenuator to 20 dB 

PRAN3 

Set port 1 source attenuator to 30 dB 

PRAN4 

Set port 1 source attenuator to 40 dB 

PRAN5 

Set port 1 source attenuator to 50 dB 

PRAN6 

Set port 1 source attenuator to 60 dB 

PRAN7 

Set port 1 source attenuator to 70 dB 

PRES 

Instrument reset 

PRINALL 

Copy display to printer 

PRNTYPDJ 

Select Flp DeskJet printer 

PRNTYPEP 

Select Epson FX printer 

PRNTYPLJ 

Select Flp LaserJet printer 

PRNTYPTJ 

Select Flp ThinkJet printer 

PS 

Suffix sets time data type and scales by IE-12 

PURG1 

Delete file 1 

PURG2 

Delete file 2 

PURG3 

Delete file 3 

PURG4 

Delete file 4 

PURG5 

Delete file 5 

PWMCOFF 

Turn flat power calibration off 
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ALPHABETICAL COMMAND 
LISTING 


Mnemonic 

Description 

PWMCONES 

Turn flat power calibration on 

PWMCONES? 

Output flat power calibration on/off status 

PWRMCAL 

Enter the target power for flat power calibration 

PWRMCAL? 

Output the target power for flat power calibration 

PWRR? 

Output port 1 automatic attenuator on/off status 

PWRRPAUTO 

Turn port 1 automatic attenuator range on 

PWRRPMAN 

Turn port 1 automatic attenuator range off 

READDATE 

Output the system date 

READTIME 

Output the system time 

REAL 

Select real display for active channel 

REAL? 

Query If real displayed for active channel 

RECA1 

Recall front panel setup number 1 from memory 

RECA2 

Recall front panel setup number 2 from memory 

RECA3 

Recall front panel setup number 3 from memory 

RECA4 

Recall front panel setup number 4 from memory 

RECA5 

Recall front panel setup number 5 from memory 

RECAREG01 

Recall front panel setup number 1 from memory 

RECAREG10 

Recall front panel setup number 10 from memory 

RECAREG02 

Recall front panel setup number 2 from memory 

RECAREG03 

Recall front panel setup number 3 from memory 

RECAREG04 

Recall front panel setup number 4 from memory 

RECAREG05 

Recall front panel setup number 5 from memory 

RECAREG06 

Recall front panel setup number 6 from memory 

RECAREG07 

Recall front panel setup number 7 from memory 

RECAREG08 

Recall front panel setup number 8 from memory 

RECAREG09 

Recall front panel setup number 9 from memory 

REFP 

Enter reference line for top graph of active channel 

REFP? 

Output reference line for top graph of active channel 

REFV 

Enter offset value for top graph of active channel 

REFV? 

Output offset value for top graph of active channel 

REST 

Restart averaging 

RIGL 

Select lower right quadrant for plots 
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ALPHABETICAL COMMAND 

LISTING 


Mnemonic 

Description 

RIGL? 

Query lower right quadrant for plots 

RIGU 

Select upper right quadrant for plots 

RIGU? 

Query upper right quadrant for plots 

S 

Suffix sets time data type 

S11 

Select S11 

S11? 

Query if S11 selected on active channel 

S12 

Selects! 2 

S12? 

Query if S12 selected on active channel 

S21 

Select S21 

S21? 

Query if S21 selected on active channel 

S22 

Select S22 

S22? 

Query if S22 selected on active channel 

SAVE1 

Save front panel setup number 1 to memory 

SAVE2 

Save front panel setup number 2 to memory 

SAVES 

Save front panel setup number 3 to memory 

SAVE4 

Save front panel setup number 4 to memory 

SAVES 

Save front panel setup number 5 to memory 

SAVEREG01 

Save front panel setup number 1 to memory 

SAVEREG10 

Save front panel setup number 10 to memory 

SAVEREG02 

Save front panel setup number 2 to memory 

SAVEREG03 

Save front panel setup number 3 to memory 

SAVEREG04 

Save front panel setup number 4 to memory 

SAVEREG05 

Save front panel setup number 5 to memory 

SAVEREG06 

Save front panel setup number 6 to memory 

SAVEREG07 

Save front panel setup number 7 to memory 

SAVEREG08 

Save front panel setup number 8 to memory 

SAVEREG09 

Save front panel setup number 9 to memory 

SAVUASCI 

Save files as ASCII 

SCAL 

Enter Scale Resolution for top graph of active channel 

SCAL? 

Qutput Scale Resolution for top graph of active channel 

SEAMAX 

Move active marker to maximum trace value 

SEAMAX? 

Qutput marker search for maximum on/off status 
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ALPHABETICAL COMMAND 
LISTING 


Mnemonic 

Description 

SEAMIN 

Move active marker to minimum trace value 

SEAMIN? 

Output marker search for minimum on/off status 

SEAOFF 

Turn marker search off 

SEAOFF? 

Output marker search on/off status 

SETDATE 

Enter the system date 

SETTIME 

Enter the system time 

SING 

Put into single sweep mode 

SMIC 

Select smith chart for active channel 

SMIC? 

Query if smith chart displayed for active channel 

SMIMLIN 

Select admittance marker readout for smith charts 

SMIMLOG 

Select impedance marker readout for smith charts 

SMOOAPER 

Enter smoothing aperture 

SMOOAPER? 

Output smoothing aperture 

SMOOO? 

Output smoothing on/off 

SMOOOOFF 

Turn smoothing off 

SMOOOON 

Turn smoothing on 

SPAN 

Enter frequency span 

SPAN? 

Output frequency span 

SRE 

Enter the Service Request Enable mask 

SRE? 

Output the Service Request Enable mask 

STAR 

Enter start frequency 

STAR? 

Output start frequency 

STB? 

Output the Status Byte value 

STOP 

Enter stop frequency 

STOP? 

Output stop frequency 

STOR1 

Store to file 1 

STOR2 

Store to file 2 

STOR3 

Store to file 3 

STOR4 

Store to file 4 

STOR5 

Store to file 5 

SWR 

Select SWR display for active channel 

SWR? 

Query if SWR displayed for active channel 
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Mnemonic 

Description 

TAKCS 

Perform flat test port calibration 

TIMESTAM? 

Output printing date and time on/off setting 

TIMESTAMOFF 

Disabie printing date/time 

TIMESTAMON 

Enabie printing date/time 

TITF1 

Rename fiie 1 

TITF2 

Rename fiie 2 

TITF3 

Rename fiie 3 

TITF4 

Rename fiie 4 

TITF5 

Rename fiie 5 

US 

Suffix sets time data type and scaies by 1E-6 

V 

Suffix sets voitage data type 

VELOFACT 

Enter veiocity factor 

VELOFACT? 

Output veiocity factor 

WAIT 

Wait to continue 
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